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Certificate of Calibration Cer t~ t i c~~ te  #0972-01 

Cost Center: DIV20 Work Order:  303086629 
Mail Stop: B5 1 Date Issued: 13-Mar-2009 
C'ustorner: DON B.ANNON Date Calibrated: 13-Mar-2009 

ManufacturerIMo~del: HEWLETT-PACKARD 1 34908A "Date Due : 13-Mar-2010 
Description: MULTIPLEXER, 40 CHANNEL **Results: FOUND-LEFT 

Serial Number: MY41009204 Temperature: 7 1 O F  

Asset Number: 015585 Humidity: 37 % 
Procedure: AGILENT 34970A - 21 MAR 06 

Tl i~s  certificate doc~inlcntj  traceability to the National Ins t i t~~te  of Standards and Technology (NIST) ;inti the International System of U n ~ t s  (SI) Thc Laboratory 
qualtty systeni conforms to ISO/IEC 17025, 2005, AMSIMCSL 2540-1-1994 and relevant requlremelit:; of the I S 0  9000-2000 standard. This cert~ticate shall not 
bt. reproduced, except in li~ll ,  without tlie ,written approval of the Southwest Research Institute Calibrtition Laboratory This cert~ficate shall not be used to claim 
product endorsement by Southwest Research Institute, American Association for Laboratory Accreditat~on (A2LA) or any agency of the U S. Government 
Results of 1111s calibration relate only to th~: instrumen)! described above at the time of calibration and dces not imply any long term stability of the instrument. 

*Determined by the customer, does not imply the instrument will remain within tolerance as any number of factors may cause an out-of-tolerance condition before 
this date **Found/Left = adjustment andi'or repair was not required, As Left = adjusted andlor repairec was requ~red. The customer has sole responsibility for 
determ~nation of ~n-lout-of-tolerance or coml~liancelnoncompliance. See Remarks or attached Measure iient Report w~ t l i  tlie same Work Order number for data. 

Reported uncertainty calculated in accordance with th': I S 0  " G u ~ d e  to the Expression of Uncerta~nty in Measurement" (GUM) and represents an expanded 
uncertainty with a coverage factor of k=2 lo approximate a 95% confidence level 

Remarks:THERMOCOUPLE RE:FERENC:E JUNCTION CALD ONLY. 

Standards Used 
Asset # Manufacturer 

006413 FLUKE 

Model -- 
55:!0A/SCllOO 

Descrilltion Cal Date Due Date 

MULTI-PROD[JCT CALIBRATOR 9-Sep-2008 9-Sep-2009 

Laboratory Quality Manager 
rn W2LA OCT-08 rpt 

C d s  M--JL- 
Calibrated By: Carlos Mendoza 

Metrology Technician 
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Southwest Research Institute 
Calibration Laboratory 
Measurement Report 

MY41 009204  IT^^^: Multiplexer l ~ a l  Date: 13-Mar-09 
Reference Junction calibrated only per customer 

Work Order: 303086629 7 015585 Asset No: 

FunctionIRangc? Test Point TI Reading Difference +/-Limit +/-Uncertainty Result %Limit 
Thermocouple 

Reference Junction " C " C " C " C " C 
Type J TC 0.0 0.3 0.3 1 .O 0.18 Pass 30% 

END OF REPORT 
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Mfr: HP 
Model: 34908A 

Technician: corn 
Type Data Found-left 




