SCRC To:16308299873 (1 of 3) 05-14-2009 08:14 AM -0500

To: Jim Malauer
Phone: Fax: 16308299873

From: Joe Periard

Company: Saginaw County Road Commission

Subject: LICENCE TERMINATION

Date: May 14 2009

Message:

From: Saginaw County Road Commission

NRC Materials Licence #21-20361-02

Latest Leak Tests Attached per your request.

| tried to leave a message on your voice mail @ (623)
214-5213 - No luck

| can leave these on your e-mail if you have an address.
Let me know if you get them ok.

Joe Periard

Saginaw CRC
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Troxler Electronic Laboratories, Inc.

3008 Cornwallis Rd., P.0.Box 12057
Research Triangle Park, NC 27709
Tel: (919) 549-8661 Fax: (919) 549-0761

License: NC 032-0182-1

LEAK TEST CERTIFICATE

DEVICE:
Model: 3411 Serial No: 9715 Sample Date: /2 — 2/ —(0O

SEALED SOURCES:

| INITIAL ACTIVITY CURRENT ACTIVITY
NUCLIDE SERIAL NO. I
{mCi) {mCi)
CS-137 40 . 7066 8.8 5.8
AM-241:.BE 46 . 1081 | 40.0 38.9

LEAK TEST ANALYSIS:

The sample has been analyzed using a counting system capable of measuring beta,
gamma, and alpha contamination.

Date of last calibration: 12/15/00

ALPHA BETA-GAMMA

Conversion factor (cpm/uCi) 4.77E+05 7.61E+05
Background measurement {cpm) 0 18
Sample measurement (cpm) 0 22

T
Activity (uCi) < MDA | < MDA

.i o —
Min. Detectable Activity (uCi) 5.7E-06 3.0E-05

|

This certifies that the above leak test results are:
Less than 0.005 uCi (185 Bq) O Greater !han 0.005,uCi (185 Bqg)

900,
_/

If greater than 0.005 uCi (185 Bq): (

Measurement Date: 1/4701 Certified by:

Person Notified Date

Phone and/or Fax

Rev. 4/97
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Troxler Electronic Laboratories, Inc.

3008 Cornwallis Rd., P.O. Box 12057
Research Triangle Park, NC 27709

Tel: (877) B76-9537 Fax: (919) 485-2250
License: NC 032-0182-1

JOE PERIARD

SAGINAW COUNTY ROAD COMM.
3020 SHERIDAN AVENUE

PO BOX 1867

SAGINAW, MI 48605

LEAK TEST CERTIFICATE
DEVICE:
Model: 3411 Serial No: 15364
SEALED SOURCES:
Serial No. Measure Date  Nuclide GBq mCi
47-10752  10/05/1987 AM-241:BE 1.48 40
50-4268 11/19/1987 CS8-137 0.296 8
LEAK TEST ANALYSIS:
Sample collected on: 12/08/2008
Sample analyzedon:  12/12/2008 at 9:25:00 AM
Analyzed by: Douglas R. Kjos
ALPHA BETA-GAMMA
Conversion factor (cpm/Bq) 1.22E+01 2.00E+01
Background measurement (cpm) 0 26
Sample measurement (cpm) 1 32
Activity (Bq) < MDA < MDA
Min. Detectable Activity (Bq) 4.3E-01 1.3E+00 '

This certifies that the leak test results are:

Less than 185 Bq (0.005 uCi)

U Greater than 185 Bq (0.005 uCi)

Rev. 8/2008

-0500
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JOE PERIARD

SAGINAW COUNTY ROAD COMM.

3020 SHERIDAN AVENUE
PO BOX 1867
SAGINAW, Ml 48605
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Troxler Electronic Laboratories, Inc.
3008 Cornwallis Rd., P.O. Box 12057
Research Triangle Park, NC 27709
Tel: (877) 876-9537 Fax: (919) 485-2250
License: NC 032-0182-1

LEAK TEST CERTIFICATE
DEVICE:
Model: 3440 Serial No: 32004
SEALED SOURCES:
Serial No. Measure Date  Nuclide GBq
750-7237  05/24/2000 Cs-137 0.296
47-28307  12/25/1998 AM-241:BE 1.48
LEAK TEST ANALYSIS:
Sample collected on: 12/08/2008
Sample analyzed on: 12/12/2008 at 9:26:00 AM
Analyzed by: Douglas R. Kjos
[ ALPHA BETA-GAMMA
Conversion factor (cpm/Bq) | 1.226+01 2.00E+01
Background measurement (cpm) 0 26
| Sample measurement (cpm) 0 28
Activity (Bq) < MDA < MDA
Min. Detectable Activity (Bq) 4.3E-01 1.3E+00

M Less than 185 Bq (0.005 uCi)

This certifles that the leak test resulits are:

O Greater than 185 Bq (0.005 uCi)

Rev. 9/2006

05-14-2009 08:18 AM -03500




SCRC To:16308299873 (S5 of 5) 05-14-2009 08:19 AM -0500

Troxler Electronic Laboratories, Inc.
T R Ox L E R 3008 Cornwallis Rd., P.O. Box 12057
[ s Research Trlangle Park, NC 27709
‘ Tel: (877) 876-9537 Fax: (919) 485-2250
ticense: NC 032-0182-1

JOE PERIARD

SAGINAW COUNTY ROAD COMM.
3020 SHERIDAN AVENUE

PO BOX 1867

SAGINAW, MI 48605

LEAK TEST CERTIFICATE

DEVICE:

Model: 3440 Serial No: 32003
SEALED SOURCES:

Serial No. Measure Date. Nucllde GBq mCi

750-7236  05/24/2000 CS-137 0.296 8

47-28306  12/25/1998 AM-241:BE 1.48 40
LEAK TEST ANALYSIS:

Sample collected on:  12/08/2008
Sample analyzed on:  12/12/2008 at 9:24.00 AM

Analyzed by: Douglas R. Kjos
| | ALPHA BETA-GAMMA
Conversion factor (cpm/Bq) 1.22E+01 2.00E+01 N
Background measurement (com) o 2
[ Sample measurement (cpm) | 0 27 -
_Act;wly kBq) ) <MDA - < MDA _H‘
Min. Detectable Activity (Bq) T 4.3E-01 1.3E+00
This certifies that the leak test results are:
M Less than 185 Bq (0.005 ucCi) UJ Greater than 185 Bq (0.005 uCi)

Rev. 9/2006



