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Name: Gerard Strugala  Docket No.  030-38007 
Organization: Pharmalogic WY, Inc.  Control No. 472192 
Fax: 802-863-1633 
Phone: 732-539-9395  
From: Jacqueline D. Cook 
Date: June 8, 2009 
Subject: Application dated February 18, 2009 for New License  
Pages: 3 
 
Mr. Strugala: 
 
REFAXING 1ST PAGE TO CORRECT DOKET NO. AND 1ST NAME OF MR. STRUGALA. 
 
Per your application dated February 18, 2009, the items on the next page are deficiencies which 
require your response.  Please respond to this fax by Monday, June 22, 2009.  If you are unable 
to respond by this due date, please don’t hesitate to contact me so we can discuss an extension to 
the date.  Our fax number is (817) 860-8263.  You may respond by email in pdf format if you=d like.  
My email address is Jackie.Cook@nrc.gov.  If you have any questions regarding this fax, please call 
me at (817) 860-8132.  When responding to this fax, please include the docket and control numbers 
located at the top of this page. 
 
Thanking you in advance for your cooperation, assistance, and prompt response in this matter. 
 
 
 
                   /RA/  
Jacqueline D. Cook 
Senior Health Physicist 
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1. A. In attachment 5.2 of your application, please specify the Sealed Source and Device 
Registry (SSDR) number for the barium-133 Isotope Products Laboratories Model 
EG-133-MX6-5U. 

 
  Please clarify if the model number is EG-XXX Series LV or EG-XXX Series LVM. 
 
 B. Please note that the SSDR number for the cobalt-57 International Isotopes, Inc. 

Models BM03-57L & BM03-57A is now NR-1253-S-106-S (was TX-1153-S-104-S). 
 
  Please amend attachment 5.2 accordingly. 
 
 C. Please confirm if the SSDR number for the europium-152 Isotope Products 

Laboratories Models GF-152-R2 and GF-152-R3 is CA-0406-S-107-S. 
 
 D. Please amend attachment 5.2 for the palladium-103 Theragenics sealed source to 

include the word “TheraSeed” prior to the words “Model 200”. 
 
 E. Please note that in Item 5 of your application, the requested amount of depleted 

uranium is 200 kilograms; however, in attachment 5.2 of your application, the 
requested amount of depleted uranium is 400 kilograms. 

 
  Please clarify this discrepancy. 
 
2. In Item 6, of Appendix C of your application, for redistribution to discrete sources of 

radium-226, you confirm the 2 bulleted statements on the form; however, it doesn’t appear 
that you requested authorization for discrete sources of radium-226. 

 
 Please explain this discrepancy. 
 
3. Please note that the training and experience for the proposed RSO must have been 

obtained within the 7 years preceding the date of application or the individual must have 
had related continuing education and experience since the required training and 
experience was completed. 

 
 Please submit recentness of training for the proposed RSO, Mr. William Watts. 
 
4. In attachment 7.3 of your application, it lists Mr. Strugala’s first name as Gerard; however 

on License No. 47-25375-01MD, it lists the first name of Gerald. 
 
 Please clarify this discrepancy. 
 
5. As a reminder, please submit upon receipt, a copy of the registration or license from the 

Wyoming State Board of Pharmacy showing Pharmalogic WY, Inc. is a pharmacy. 
 
6. Please note that in the letter to the Casper Fire Chief, you state, in part, that your 

pharmacy will serve medical imaging centers throughout the Huntington metropolitan area; 
whereas, your letter to the Casper Chief of Police states, in part, that your pharmacy will 
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serve medical imaging centers through the Casper metropolitan area.  Please clarify this 
discrepancy. 

 
7. Please expand the commitment in attachment 10.1 to include “that meets the requirements 

in 10 CFR 32.72(c)”. 
 
8. It appears that the 1st label in attachment 10.3 is the “radiopharmaceutical transport shield 

label”; however, please describe where the other labels in attachment 10.3 are placed. 
 
9. As a reminder, please forward to our office, the maximum radiation level at transport shield 

surface (mR/hr) readings once Sm-153, Sr-89, and Ru-81/Kr-81 have been received. 
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