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*¥x*%%  Certificate of Leak Test *x%*%

 Customer: ATLANTIC ENGINEERING LABORATORIES, ING.
RAHWAY, NJ '

This is o certify that the jeak tast on the indicated source(s) shown below has been anatyzed on the specified date and
the rasults shown ageursiely represent the Jevsl of removabel.coramination.

*x*%k* Source Information ****¥

Seral Number: 47-12481
Isotope:  Ce137/Am-241 8Ba
Actlvity;  8.0/40 mCi.
 Remarks: GAUGE 17057
Manufacturer / Model: TROXLER 3411-B

Date of Test. 22-Apr-09

vrixx Leak Test Analysis Data **ex¥

Gross Counts: 200
Background: 208
Counting Efficiency; 52.8%
Contamination (DPM): 0
Remavable Contamination: Less Than 0001 Microcuries
' o less Than 5 Bq.

Date Analyzed: 28-Apr-09
Anslyzed by: - Q. Stokley

Commenis:

e oy o

o,

(NOTE: Removable oonramina(ibn' aqual 1o or greater than 005 microcuries (11,000 dom) constitutes a leaking source.
Results shown above gre in accordance with 10 CFR and Texas TRCR requlstions for sealed sources and plated
sources:) :




