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InstroTek, Inc.
5908 Triangle Drive ‘
Raleigh, NC 27617 11/20/2008

(919)875-8371 Fax (919)875-8328 Test Number: 1
QUINTON . -DAVIC Phone: (610)231-0600

PENNONI ASSOCIATES INC
2041 AVENUE C

SUITE 100

BETHLEHAM, , PA 18017

LEAR TEST CERTIFICATE
NC Materials License #092-1073-1
This certifies that leak test analysis was conducted on the

sample with the following information. The ‘results shown
below accurately represent the level of removable

contamination.

Gauge Model: 5001 Gauge S/N: 5435 Test Date: 10/37/2008
Source (Model/Serial#) Reading in microCuries
2357CN ‘ 0.00000
NJQ05867 0.00031

Note: 0.005 microCuries (185 Bq) or greater is considered a
leaking source.® The source(s) tested above may remain in
use.

Reviewed by: M/ZC// Date: _lI /2” lﬂg
9&5 AQ)O Date: ”/”%/g

RSO Signature:

OCPN gauges are 50 mCi Am241:Be and 10 mCi Cs-137. Humboldt gauges are 40 mCi
Am241:Be and 10 mCi Cs-137. InstroTek Gauge is 40 mCi Am241:Be and 10 mCi Cs-137.
Troxler gauges all; except 4640, are 40 mCi Am241:Be and 8 mCi Cs~=137. Troxler 4640 is
8 mCi Cs~137.




