Nov 1808 01:17p

Island Roads Corp.

ax

3407798284

Island Roads

Corporation
St. Thomas VI

p.1

To: Ms. Laurie Kaufmann From: Robert J. Mitrow
Fax: 610-337-5323 Fax: 340-779-8284 S,
Phone: Phone: 340-775-9057
Cell:

Date: 11/19/2009 Pages 3 Including Cover Sheet
Subject: Leak test results
Comments:

7
Mail Control # 143843 ;J_ =5
License # 55-25473-01 <o

Docket # 03035038




Nov 1908 01:17p

Island Roads Carp.

/\ TROXLER

3407798284

Troxler Electronic Laboratories, Inc.

3008 Cornwallis Rd., P.O. Box 12057
Research Triangle Park, NC 27709
Tel: (877) 876-9537 Fax: (919) 485-2250

License: NC 032-0182-1

LEAK TEST CERTIFICATE
DEVICE:
Model: 3430 Serial No: 22594
SEALED SOURCES:
ACTIVITY

SERIAL NO. MEASURE DATE NUCLIDE (GBq) {mCl)

4T7-18437 05/18/1993 AM-241:BE 1.48 40

75-4350 07/26/1893 CS-137 0.296 8
LEAK TEST ANALYSIS: b
Sample collected on:  07/03/2006
Sample analyzed on:  07/19/2006 12:07:00 PM

p.2

Analyzed by: HARRY P. PENDLETON, JR.
- ALPHA BETA-GANMA
| Conversion factor (cpm/Bq) 1 1.28E+01 2.C4E+01
Background measurement (cpm) 1 28
Sample measurement (cpm) 0 g ;;-_ |
;‘-kcl;vity (Bq) < MDA < MDA .
\in. Detectanle Activity (8¢) 6.1E-01 ' 1.3E+00

Less than 185 Bq (0.005 uCi)

This cerlifies that the above [eak test resulls are:

| Greater than 185 Bq (0.005 uCi)

if greater than 185 Bq {0.005 uCi):

Person Notified

Date

Phone

and/or Fax




Nov 1908 01:17p

Island Roads Corp.

/\ TROXLER

GEOFFREY FLEMING

3407798284 0.3

Troxler Electronic Laboratories, Inc.
3008 Comwallis Rd., P.0. Box 12057
Research Trangle Park, NC 27709
Tel; (877) 876-9537 Fex: (919) 485-2250
License: NC 032-0182-1

ISLAND ROADS CORPORATION

6501 RED HOOK PLAZA
SUITE 201

ST. THOMAS VIRGIN ISLANDS, 00802

LEAK TEST CERTIFICATE

DEVICE:

Model: 3430

SEALED SOURCES:

=3

Serial No: 22594

Serial No. Measure Date  Nuclide GBqg mCi
47-18437 05/18/1993 AM-241:BE 1.48 40
75-4350 07/26/1993 CS-137 0.296 8
LEAK TEST ANALYSIS:
Sample collected on: 09119/2007
Sample analyzed on: 10/05/2007 at 10:54:00 AM
Analyzed by: HARRY P. PENDLETON,JR.
| ALPHA BETA-GAMMA -
i | !
Conversion factor (cpmiBaq) 1.30E+C1 2.03E+01
Background measurement (cpm) 0 22
e G L] . Jl - ——
Sample measurement {com) 0 [ 34
| Activity (Bg) | < MDA < MDA
Min. Detectable Aclivity (Bq) 44E-07 1.2E+00
L
This certifies that the leak test results are:
& Less than 185 Bq (0.005 uCi) [J Greater than 185 Bq (0.005 uCi) °

Rev. 92006
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