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IDENTIFICATION 

Project Number: OHD20.131 

Associated Report: NIA 

Defect Code: Calibration 

Report Number: 2009-NCR-0272 Submitted By: Bannon, Donald R. 

Description of the Nonconformance: 

Date: 29-SEP-09 

Sitakanta (20), Patrick, Wesley C. (20), Sagar, Budhi (20) 

RESPONSE(S) 

0704934, asset no. 007088 was found to be out of tolerance on 2000 picoAmp scale. 

I Disposition: Accept as is I 

Issued To: Xihua He 

- - 

Customer Approval of Disposition Required? NO 

Response Due Date: 06-OCT-09 

I Proposed Action to Address Nonconformance: I 
The 2000 pAmp scale which was found to be out of tolerance was never used for any measurement during the past calbriation cycle, 
so no experiment data was affected by the nonconformance. The electrometer was adjusted and recalibrated to be in conformance. 
The instrument will continue to stay in service. 

Date: 05-OCT-09 

Date: 05-OCT-09 

Date: 29-SEP-09 

-- 

VERIFICATION 

Verification of Action Taken: 
No verification needed 

Target Date for Action: 06-OCT-09 

APPROVALS 

Verified By: Brient, Robert D. Date: 05-OCT-09 
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