
 
 November 19, 2009 
 
Docket No. 03002474 License No. 29-03845-01 
NMED No. 090662 
 
Nancy Librera 
Assistant Vice President for Oncology 
The Valley Hospital 
The Luckow Pavillion 
1 Valley Drive 
Paramus, NJ 07652 
 
SUBJECT: NRC INSPECTION REPORT NO. 03002474/2009002, THE VALLEY HOSPITAL, 

THE LUCKOW PAVILLION, PARAMUS, NEW JERSEY 
 
Dear Ms. Librera: 
 
On August 13, 2009, Penny Lanzisera and Lester Tripp, of this office conducted a special 
inspection at the Valley Hospital’s Luckow Pavillion facility in Paramus, New Jersey.  The 
inspection reviewed the circumstances surrounding a medical event reported by your staff to the 
NRC Headquarters Operations Center on August 11, 2009.  A medical consultant was retained 
by the NRC to review this event and the results of that review are described in the enclosed 
inspection report.  Additional information provided in your correspondence dated August 21, 
September 3 and October 9, 2009, and a telephone conversation on October 21, 2009 between 
Ki Chak, of your organization and Lester Tripp, of this office were also examined as part of the 
inspection.  The results of the inspection were discussed with you and other members of your 
organization at the conclusion of the inspection on October 29, 2009, and are described in the 
enclosed inspection report. 
 
Based on the results of this inspection, no violations of NRC requirements were identified.   
 
Current NRC regulations are included on the NRC's website at www.nrc.gov; select Nuclear 
Materials; Medical, Academic, and Industrial Uses of Nuclear Material; then Regulations, 
Guidance, and Communications.  The current NRC Enforcement Policy is included on the 
NRC's website at www.nrc.gov; select About NRC; How We Regulate; Enforcement; then 
Enforcement Policy.  You may also obtain these documents by contacting the Government 
Printing Office (GPO) toll-free at 1-866-512-1800.  The GPO is open from 7:00 a.m. to 6:30 p.m. 
EST, Monday through Friday (except Federal holidays).   
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No reply to this letter is required.  Please contact Penny Lanzisera at 610-337-5169 if you have 
any questions regarding this matter.   
 

Sincerely, 
 
Original Signed by: 
 
Marc Ferdas, Chief 
Medical Branch 
Division of Nuclear Materials Safety 
 

Enclosure: 
Inspection Report No. 03002474/2009002 
 
 
cc: 
Philip Sorabella, M.D., Radiation Safety Officer 
State of New Jersey 
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