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Cardiology Specialists

Nuclear Medicine Survey Summary Check Report - Wipes
15 Professional Bldg. =
Maryville, IL 62062 8/26/09 to 8/26/09 =
=
Location: Cardiology Specialist St Lauis ~
Area Wipe Survey Wipe test Weekly Wipe Test =
Sur\fey Area Reading: Cpm Date: 08/26 :;
2009 5fﬁtcienc|)% 5 Time: 16.05 jo>
et resulls: Dpm Bkgnd: 228 o
Action Level o 31'055 bﬁ“é e =
Survey Instrument Lab-IDAnitials:  na/SF
2. DOSE PREP AREA . 42 Cpm -
869 *fe >
.3 = Needpm =
500 Agkion level =
3 HOTLAB FLOOR 42 =
86.9 =
e ¢ p
moﬂy 5 dpm 228 represents the gross mumber of :
q SINK 42 counts. The wipe results are net after the ==
e background has been subiracted. =
.2 < . 4
post VF-3 <P The net cpm is listed first followed by ~
& INJECTION AREA 42 the efficiency %, net dpm results and pu
86.9 . =
o Jy.3 o p— action level.
200
'.l. FLOOR IMAGING AREA 1 a2
86.9
o P 3odp—
200
(p BED IMAGING AREA 2 42

86.9
o yy.3 dp

%STRESSAREA igﬂ @f’m % e_ﬁﬂ: = d.'.fgﬂ

86.9
o YP.> I
200

| STORAGE e (-/-;' on g 070 = Y§. 3 ci,oa‘?
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Location: Cardiology Specialist St Louis

Survey Instrument List for summary reportts

Lab (D Instrument

Make

Model

Serial number

Last calibration

Capinfec CRC15-W

Capintec

Personnel Legend
SF Shannon Frey

CRC15-W

172005

8/13/09

Radiation Safety Officer:
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Location: Cardiology Specialist St Louis

Area Meter Survey Survey test Daily Survey Test =
Survey Area Net results: mR/Hr  Date. 08726 =
2009 Action Level Time: 16:03 =

Bkgnd: 002 mR l hr ~
<>
Survey Instrument Lab-IDiaitials:  nafSF 3
DOSE PREP AREA 0 —
0.1 =
INJECTION AREA o} <
01 =
STRESS AREA 0

0.1
FLOOR IMAGING AREA 1 0 -
0.1 3;
BED IMAGING AREA 2 0 =
01 <O
HOT LAB FLOOR 0 >
1 |
=

SINK 1: =

STORAGE 0 =

1 =

TECHNOLOGIST HANDS & FEET 0 =

0.1 =
[ ]
Py
Survey Instrument List for sumimary reports
LabID Instrument Make Model Serial number Last calibration
Ludium 14-C Ludlum 14_c 243495 5/19 joq
Personnel Legend
e —fmdySink
SF Shannon Frey
==
=
D
=
v
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Radiation Protection Services, Ltd.
Serving Radiology, Nuclear Medicine, Therapy and Industry

1405 Stevenson Drive-Suite 11 , Phoue: (217) 786-3339

Springfield, INinals 82703 Fexi (217) 786-3110
INSTRUMENT CALIBRATION CERTIFICATE

Facility: _Cardiology Specialists, PC Date Performed:  May 19, 2009
Address: St. Louis, MO

Instrument Information ’ Probe Information
Mir.: Ludhim Mfr.: Ludlum
Model# 14 C Type: Pancake G,M,

Serial#: 243405 : Model #: 449
' Serial #:- 257691

Ca.libration Data '
X TR I & Y P
2. cqrmﬂan
X0.1 119 0.05 0.05 N/A
X1 118 0.5 0.6 N/A
X10 119 5.0 9.0 | N/A
X 100 37.5. 30 50 N/A
X 1000 26.6 400 400 N/A

‘X' | Meets ourrent N R. C /Statc standards,
| Does not meet current N.R.C./State standards (see comments)

Recahbratlon Due: MAY 31, 2010 Perfomed By Maury Neuweg

Rndiation P.'hysicist _

Test performed under License # 11.-01799-01 . Emlhy :__ AP
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&)y Radiation Protection Services, Lid.

Serving Radiology, Nuclear Medicine, Therapy and Industry

1405 Stevenson Drive-Sulte 11 Phone: (217) 786-3839
- Springfield, Nineis 62703 Fax; (217) 786-3110

SEALED SOURCE WIPE/LEAK TEST

Facility: Cardiology Specialists, P.C, NRC License #:  24—32650—01

Address: St. Louis, Missouri State License #: T
Date . : 1
Performed: May 14, 2009 By: Thomas Schlarman, Rad. Physicist
Date

Analyzed: May 18, 2009 . By: Maury Neuweg, Radia]:ipn Physigis’_c _

. ‘ﬁ’i;h\%é,ﬁ"ﬂ:(“f RN 5 : m o
L AR A A o
o .L‘; A R RRLTAN v

1 LP.L.

yate: | Aug. 01, 2007

g fex Vial

[

15600

T

CONCLUSION:

Results of these tests do not indicate the presence of reportable removable radioactivity
X (less than 0. 005 uCi).

Results of these tests indicate the presence of reportable removable radioactivity
(greater than 0.005 uCli). See attached recommendations.

(LA

T T b A ) % IR
g S T L XL O 1, . P L i
i P, ’Rnw M»‘
. - sl PR e P X

§

* Counts per minute Reviewed By: Maury Neuwe

Y . . . ; Radiation Physicist
** Disintegrations per minute o o
=% M =< 0,005 microcuries . Eae] st / '
. ot it e 43 i e 5 V

Test performed under License # IL-01799-01

CITEMPWIPE-LEAK TEET.DOT 11/93
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Radiation Protection Services, Ltd.

Serving Radiolegy, Nuclear Medicine, Therapy and Industry

) 1408 élevenson Drive-Sulte 11 Phone: (217) 786-3839
e Springfield, lllinois 62703 Fax: (217) 786-3110

SEALED SQURCE WIPE/LEAK TEST

Facility: Cardiology Specialists, P.C. NRC License #: 24—32650—01

Address: St Louis, Missourl State License #:

Date T
Performed: May 14, 2009 By: Thomas Schlarman, Rad. Physicist
Date

Analyzed: May 18 2009 i By: Maury Neuweg, Radiation _Physio_ist_ :
FRARTEE S DN S5 )7 R P Sk

| 10.0 mCi Mmm;{gﬂtmr, LP.L.

Aug. 01, 2007

it | 1252048

o DEMY b ResltenCir | Compmets ¢
1 M
3 M
| : ‘Standard .
Co-57 0.11 uCi cPM: 15605
CONCLUSION:
X Results of these tests do not indicate the presence of reportable removable radioactivity
(less than Q. 005 uCi).
Results of these tests indicate the presence of reportable removable radloactlwty
(greater than 0.005 uCi). See attached recommendations.
1 Noveinberd0, 2009 L
* Counts per minute ' W@W* -, « Maury Neuweg %_77
Radi Ph
L Disintegrations per minute s e
__*™ M=<0.005 microcuries /7 %/

Test performed under License # IL-01799-01

CYEMPAWIPLLEAK TEST.OOT 1198
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Radiation Protection Services, Ltd.
Serving Radiology, Nuclear Medicine, Therapy and Industry

1405 Stevenson Dr., Suire 11 Phone: (217) 786-3839
Springficld, lllinois 62703 Fax: (217) 786-3110
Well Counter Efficiency Determination
Institution: | Cardiology Specialists, PC Address: St. Lowis, MO
Well Counter: | Capintec Model/Serial #: | CRC15W 172005
Date: 8/13/2009 Codibpated wmdbys dode
1 minute count period:
Standard Used: Assay: " Assay Date: Charmnels Measured Efficiency:
(uCi) Used: Correction Factor: %
Cs137 0.5 10/1/2007 3,45 6.44 15.5
Co57 0.5355 6/1/2006 2 1.15 86.9
|  GainRef: | 0877
For wipe testing analysis:
CPM X Correction Factor = DPM
CFM X L15 = DPM
Daily Check: Cs137 Std. +5% contancy range (nCi)
Measured(nCi): 475 451-499
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TOM SCHLARMAN RADIATION PHY SICIST
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v NOV. 24. 2009 11:22AM
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CARDIOLOLOGY SPECTALISTS wwwn- . NO. 9117
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