81/28/2818 16:17 3877426578 ADMINISTRATION

PAGE 82/82
w1 /28/2916 16:49 0178680263 USNRC RIV PAGE B2/B7
NRG FORN 591 BART 1 4. NUCLEAR REGULATORY CONMMISSION
(£-2008}
ToerRRA SAFETY INSPECTION REPORT AND COMPLIANCE INSPECTION
1. LICENSEEAOCATION INSPECTED; 2. NRO/REGIONAL DFFICE
Memurial Hospital N
gégsl?lgﬁhesoth lStreat g U.8. Nuclear Regulatory Gommission
Laramie, Wyaming 82072 Region IV, 612 East Lamar Blvd, Sulte 400
' Arfington, Texas 76011-4125
HERORT NO: 2010-001
4. DOCKET NUMBER 4. LICENSE NUMBER 5. DATE OF INSPESTION
080-10433 48-15878-01 January 20, 2010
LICENSEE:

) " o ; the Nuclaar
The inspection waA an examination of the activiies conduated undar your llicensa as they relate to radietion safaty and to cornpliange with

Regulaf%ery Canmrmission (NRG) rules and ragulations and the ganditions of your lieanee. The inspaction consisted of aalective examinations of
protaduten and representativa records, interviaws with personnel. and ohgervatiuns by the inspectar, The ingpection findings are a& follows:

[_' 1. Based on the inspestion findings, he violatlons were identifled.

™7 2. Previous violation(s} siesed.

]'" 1 3. The vialatioria(s]. specifieaily described 1 you by the Inspector as nonsitext vistations, are not being dlted becouse they wat seif-
s Idantifted, nan-repetitive, and carrective action wes ot is being taken, and the remaining eriteria I the NRC Enforcemant Policy (o axarciss
diseretion, were aatisfied.

i ] Nan-Clted Violation{s) wasfirere distussed invalving the following requiremant(s) ant Gorrattive Action(s):

X xl 4, Puting tiis nspection cerain of your activities, as dasoribed kelow andiar atiached, were In viclstion of NRG raquirsments and are palng
£ cited. This form I8 3 NOTIGE OF WIOLATION, which may be sublect to posting in accordance with 10 OFR 19,11,

10 CFR 35,60(b} requires the licensee to calibrate the instrumentation required In paragraph (a) of
this section in accordance with nationally recognized etandards or the manufacturer's instructions,
Contrary to the above, from September 28, 2006 to on or about June 1, 2008, the licensoe did fot
calibrate the instrumantation required In paragraph {a) of this section in accordance with nationally
recognized standards or the manufacturers instructions, Specifically, the licensee did notuse a
Cobalt 57 source or similar standard with approximate energies to that of radiopharmaceuficals used
in the Keenses’s nuclear medicine program. Licenses will purchase and hegin implementation of
such a standard for use with it's doge calibrator in accordance with the manufacturer's instructions.
Thig ig a Severity Level (¥ violation.

Licensee’s Statement of Comrective Actions for tem 4, above.

1 hergby state that, within 30 days, the gctions desaribad by me to the (Inspector will be laken ko corract the violatlons ldentified. This statement of
pariestive getions i made In sccomdance ywith the reaulrements of 10 CFR 2.201 (camective steps dlready taken, comrestive steps whish will be taken,
date when full compliance will be achieved). { understand that no further written response to NRC will be requited, unlens spacifically requested.
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