
From: Mike DeVanDerSchueren [mdvds@theratronics.ca] 
Sent: Wednesday, February 03, 2010 8:42 AM 
To: Dwyer, James 
Cc: doug; Douglas Beatty; ronald.mcgregor@mdsinc.com; Ruth Bergin; 

peter.fundarek@cnsc-ccsn.gc.ca; Kottan, James; Jankovich, John; Robert E. 
Dansereau; White, Duncan; FULFORD, Greg; Gwendolyn McCaffrey 

Subject: Gammacell 40 
Attachments: NRC response Feb 2010 FINAL.pdf 
 
Hi Jim, 
 
I’ve drafted up the attached letter which I hope answers your questions.  Please let me know if I can be 
of further assistance. 
 
Best Regards, 
 
Mike 
 
Mike de van der Schueren 
Best Theratronics Ltd. 
Phone: 613-591-2100 x2488 
Cell: 613-218-8990 
 

From: Dwyer, James [mailto:James.Dwyer@nrc.gov]  
Sent: Tuesday, January 26, 2010 4:20 PM 
To: Mike DeVanDerSchueren 
Cc: doug; Douglas Beatty; ronald.mcgregor@mdsinc.com; Krish Suthanthiran; Ruth Bergin; 
peter.fundarek@cnsc-ccsn.gc.ca; Kottan, James; Jankovich, John; Robert E. Dansereau; White, Duncan 
Subject: RE:  
 
Mike, 
 
According to the New York State Department of Health inspectors who were onsite on 
November 3 when the contamination was identified, Best technicians stated their belief that the 
contamination resulted from manufacturing problems that are known to have existed at the Oak 
Ridge National Laboratory when the C-161 source was manufactured.  This statement was 
repeated to my inspector in Ottawa on December 15, 2009.  My December 28, 2009 letter to Mr. 
Suthanthiran stated that NRC was unaware of any manufacturing problems at the ORNL that 
may have resulted in defective Model C-161 source encapsulations and requested that Best 
provide us with any information you have regarding Model C-161 sealed source deficiencies.  
Your letter was not responsive to this request.  Was this an oversight? 
 
jim    
 

From: Mike DeVanDerSchueren [mailto:mdvds@theratronics.ca]  
Sent: Tuesday, January 26, 2010 3:32 PM 
To: Dwyer, James 
Cc: doug; Douglas Beatty; ronald.mcgregor@mdsinc.com; Krish Suthanthiran; Ruth Bergin; 
peter.fundarek@cnsc-ccsn.gc.ca 
Subject:  



 
Hi Jim, 
 
Attached is Best Theratronics’ response for the additional information request from the NRC.  I can also 
send a hard copy by courier on request. 
 
Please let me know if you need any further assistance or have any other questions or concerns. 
 
Best Regards, 
 
Mike 
 
Mike de van der Schueren 
Director, Compliance 
Best Theratronics Ltd. 
Phone: 613-591-2100 x2488 
Cell: 613-218-8990 
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