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NUCLEAR REGULATORY COMMISSION

REGION IV

612 EAST LAMAR BLVD., SUITE 400
ARLINGTON, TEXAS 76011-4125
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Name: Richard F. Kayser License: 05-03166-05
Docket: 030-03732

Organization: Department of Commerce, NIST Control: 573045

Phone: 301-975-4502

E-mail Address: richard.kayser@nist.gov

Fax: 301-975-4934

From: Jacqueline D. Cook

Date: July 16, 2010

Subject: Letter & Application dated June 24, 2010 for License Amendment

Pages:

Mr. Kayser:

Per your letter and application dated June 24, 2010, the items on the next page are deficiencies
which require your response. Please respond to this e-mail by Monday, August 2, 2010. If you
are unable to respond by this due date, please don’t hesitate to contact me so we can discuss an
extension to the date. Our fax numberis (817) 860-8263. You may respond by e-mail in pdf format
if you'd like. My email address is Jackie.Cook@nrc.gov. When responding to this fax, please
include the license, docket and control numbers located at the top of this page.

Thanking you in advance for your cooperation, assistance, and prompt response in this matter.

/RA/
Jacqueline D. Cook
Senior Health Physicist



Department of Commerce -2-
National Institute of Standards and Technology

1.

Please note that Item 2 of your application dated June 24, 2010 specifies the Gaithersburg,
Maryland address; whereas, Iltem 3 of your application dated June 24, 2010, specifies the
Boulder, Colorado address.

Please specify if you are requesting a mailing address change as specified in Item 2 of the
application.

In your letter dated June 24, 2010, you request to add 1 new radionuclide and delete Items
6.A. through 6.J. from your license.

A

Please indicate the disposition of Items 6.A. through 6.J. If they were transferred to
an Agreement State or NRC licensee, please specify the name and license number
of the organization the radioactive material was transferred.

For sealed sources transferred, please submit copies of the latest leak test results.

For unsealed material, please submit results of contamination surveys in the rooms
where unsealed radioactive material was used in accordance with 10 CFR 30.36.

You should identify your wipe test results in terms of disintegrations per minute
rather than counts per minute. Key the results to specific points on a facility
diagram. Indicate the detection equipment that was used to assay the wipes, the
method used to calibrate this equipment, the date of calibration, and specific
calculations of instrument sensitivity. Optionally, you can choose to send your wipes
to a vendor for analysis. Should you choose this option, you should provide the
name and Agreement State or NRC license number of the vendor
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