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SEALED RADIOACTIVE SOURCE LEAK TEST REPORT

company. Altus Properties
svest: 10560 Old Ollve St Rd., Suite 200
cihysstzip: St Louis, MO 63141
Phons: 314-669-5000
Fax 314-568-5069

TEST INSTRUMENT

Mtg's. Ludium Modef: 3030 2 Serial #: 219596 Catl. Date: 8/7/2009
moa:| <0.005 pCi a efficiency: >36% B efficlgncy: >38% Det. Type: Zn8 (Ag)

SO members, have been derivad from acceptable valuas of \/phyysical constraints,

have bean derived by ratio type of calibration techniques. Accuracy of the principal radiation cafibvetion sources used is graater than or equal to the required
laccuracy of the sauinmant beina calibrated. The Qal-Tek Associates calibration svstem
lonforms to ANSI N323-1997. All calibrations are performed In accordance with the Qal-Tek Associates Quality Assurance Management Program (QAMP) by
IQP-PRO-001, which is avail by written rag

E&-‘I‘ak Assaciates cerily the above instrument has been calibratad veing radicactive standards traceable to NIST, tracaable to calibration facilitiss for ather

LEAK TEST RESULTS

swipe 1
MED-3550 32085 Cs-137] 216.4uCi Alus 0 - 8 - pass
MED-3709 77917 Co-57 10 mCi Altus 0 - g o pass
MED-3400 18000 Cs-137 0.1uCi Altus 0 - [¢] - pass
CZ-263-925-35 A 3015 Cs-137] 5.0 mCi Altus 0 - 5 - pass
BM 1100657 | Co-57 10 mCi Altus 0 - 8 - pass
Bm 0110 1142-18-28 { Na-22 100uCi Altus 0 - 0 S pass
[CZ-881-1245-44 Cs-137 20 mcl Altus 0 - 4] - pass
Date Sources Leak Tested: Date tests analyzed:
8/4/2010 8/4/2010
Qal-Tok Assaciates cartifias that all leak tesl measuremanta ara performed in accordance with NRC Hcensee requirements for isotopic detection limits. For ﬂ
this purpose the MDA s below the NRC regutatory lmits of <0.005 uCl
4 .
O fat~
. / Hal Nielsen 8142010

Instrument Technictan - PSR Printed Name

Dale
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The disposal shipment described on the attached paperwork has been authorized for
shipment to Qal-Tek from shipper described below. Any questions regarding this
authorization should be directed to the Qal-Tek RSO.

SOURCE OWNER:
Altus Properties
10560 0ld Olive St Rd, Suite 200
St Louis, MO 63141

Source Information:

ISOTOPE Original Date MODEL # SERIAL # Manufacture
ACTVITY £
Cs-137 216.4 uCi { 1/1/2003 MED-3550 32085 NAS
Ca-57 10 mCi 442712006 MED-3709 77917 NAS
Cs-137 0.1 uCi 4/1/2002 MED-3400 18000 NAS
Cs-137 5.0 mCi 2/1/2003 CZ-263-915-35 A 3015 IPL
Ca-57 10 mCi 1/6/2003 BM 1100657 Rad Quat
Na-22 100 uCi 2/1/2006 BM 0110 1142-18-28
Cs-137 20 mCi 8/1/2007 CZ 881-124547 IPL
G 4y AU62p/D
Sfﬁ)'ment Authorized by (RSO or designee) Date

[T Yes (If yes amount:

g 4PV 2000

Received by (6perations Manager or designee}  Date

224 o A 20/

Inventoried by (RSO or designee) Date

W w M PASS T~ FALL
eak estvex:iﬁf’d'or performed by Date '
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Altus Properties LLC

10560 Old Olive Street Road
Suite 500

St.Louis MO 63141
P:314-569-5000| F:314-569-5058
www.altusproperties.com
imitchell@altusproperties.com

Date: 8/17/10 Pages: 3 (including Cover)
To: Bill Reichhold From: Jenny Mitchell

Fax: 630-515-1078 Fax: 314-569-5059
Phone: Phone: 314-292-6164
Comments:

Bill,

Attached are the leak test report and shipment receipt you requested. Please let me know if there is
anything further the NRC requires.

Thanks,

Jenny Mitchell



http://www.altusuroDerties.com

