
From: Simmons, Michelle 
Sent: Tuesday, August 31, 2010 9:01 AM 
To: 'Bower, Mark W COL MIL USA MEDCOM BAMC' 
Subject: Department of the Army, Defeciency Letter Mail Control Number 572924 
 
Docket No.: 03003258 
License No.: 42-01368-01 
Mail Control No.: 572924 
 
Col. Bower, 
Please refer to NUREG 1556 Volume 11, Appendix C, and submit the information from 
Appendix C that you did not previously submit with your renewal application dated May 20, 
2010.  In addition, please provide the following additional information.  
 
1.         In section 9.4.2 of your application, you state “ the only manual brachytherapy 

conducted at the time of this application is permanent implants with radioactive seeds.”  
Please describe which radioactive seeds are being used for manual brachytherapy. 
Please include the radioactive seeds manufacturer, model number, activity per source, 
and total possession limit. 

 
2.         Please describe the security of the HDR console as required by 10 CFR 35.610(a)(1). 
 
3.         10 CFR 35.643 requires spot-checks of each remote afterloader facility and on each 

unit.  Please provide your detailed step-by-step spot-check procedures, and acceptance 
criteria, to be performed before the first use of the unit on a given day and after each 
source installation to assure proper operation of the following: 

 
a.         electrical interlocks at each remote afterloader unit room entrance; 

 
b.         source exposure indicator lights on the remote afterloader unit, on the control 

console, and in the facility; 
 

c.         viewing and intercom systems; 
 

d.         emergency response equipment; 
 

e.         radiation monitors used to indicate the source position; 
 

f.          timer accuracy; 
 

g.         clock (date and time) in the unit=s computer; and 
 

h.         decayed source activity in the unit=s computer. 
 
4.         In your renewal application, rooms 120 &156 in building 2630 were not listed as 

locations of use. Please confirm that you wish to remove these locations from your 
material license.  

 
5.         A.        Samarium-153 and Iodine-131 authorizations will be listed under any byproduct 

material permitted by 35.300. Please confirm the  



                        Possession limit that you are requesting for this authorization is 1 curie.  
 
            B.         You did not request the authorization for Gold-198 in your application. Please 
confirm that you no longer wish to have this authorization. 
 
6.         Please submit full calibration procedures as required by 10 CFR 35.633. 
 
Please provide this information by September 9, 2010.  Please fax or email your signed and 
dated response. You may fax your response to 817-860-8263 or 817-860-8188, referencing 
mail control number 572924. If you are submitting your response by email, the response must 
be submitted in pdf format. If you have any questions, you may send an e-mail or call me at 
817-276-6590. 
 
 
 
 
Michelle Simmons 
Health Physicist 
U.S. Nuclear Regulatory Commission 
Division of Nuclear Materials Safety 
Region IV 
612 E. Lamar Blvd., Suite 400 
Arlington, TX 76011 
817-276-6590 
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