
From: Gabriel, Sandra 
Sent: Saturday, September 18, 2010 6:07 PM 
To: Moore, Marleen M. 
Subject: Additional information for NRC amendment request, mail control 573514 
 
Licensee:  Fletcher Allen Health Care 
License Number:  44-10187-03 
Docket Number:  03003289 
Mail Control:  573514 
 
To:  Marleen Moore, Radiation Safety Officer 
 
This is regarding your amendment request dated September 9, 2010.  In an e-mail message on 
September 15, you asked if Region I might be able to issue the amendment on an expedited 
basis within about a month.  We should be able to issue the amendment shortly after receiving 
the following additional information:  
 

1) Please provide the complete names and addresses for the manufacturer and distributor of 
the Co-57 custom sources.  [The amendment request and previous communication 
referred to RadQual, LLC and International Isotopes.] 
 

2) Your request and previous correspondence referred to custom sources of this design 
already constructed for the University of Massachusetts Medical Center [UMMC].  Please 
provide information about how long the sources have been in use at UMMC and their 
operational history (e.g., description, results, and root causes of any product failures). 

 
3) The requested sources exceed the threshold value in 10 CFR Part 20, Appendix C, 

“Quantities of Licensed Material Requiring Labeling.”  The view in the photograph does not 
show the radiation trefoil symbol or the phrase “Caution—Radioactive Material.”  Please 
confirm that the trefoil symbol and phrase “Caution—Radioactive Material” appear on the 
source label. 
 

4) Your request did not designate or justify a leak test interval other than 6 months, therefore 
the standard 6 month leak test interval will apply. 

 
5) You requested authorization for 4 sources of 1 millicurie nominal activity.  The submitted 

engineering drawing specifies that source activity may vary by +/- 10% of the nominal 
value.  Unless you disagree, the possession limit on your license will be stated as “4 
sources, not to exceed 1.1 millicuries per source and 4.4 millicuries total.” 
 

6) Please designate the authorized user(s) for these sources. 
 

Please note that you may not provide an official reply to this letter by return e-mail.  You may 
provide a written response under management signature to my attention by letter or fax (610-
337-5269), referencing mail control 573514.  If we do not receive a reply within 30 calendar 
days from the date of this e-mail, we will assume that you do not wish to pursue your 
application. 
 
Thank you for your cooperation.  Please contact me by telephone or e-mail with any questions. 
 



Sandy Gabriel 
Senior Health Physicist 
Medical Branch 
NRC Region I 
610-337-5182 (voice) 
610-337-5269 (fax) 
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