
University of Missouri 
Pickard Hall 
July 16,2010 

Project: MU Pickard Hall, C0911021 Survey Unit: Basement Type of Survey: Characterization Surveyor 1: Nathan Thomas 

Surface Total Count Time (min) Area MDC 
Cal. Due Type Removable (cpm) Bkgd Efficiency Efficiency Efficiency Sample Bkg. (CmZ) (dpd100cm2) 

Instrument / Serial # Source 
Detector / Serial # Check 

43-37 / 178300 SAT 8/4/2010 Beta Total 1382 42.79% 0.25 10.70% 1 1 582 283 
2241-3 1253351 

Total 16 47.09% 0.25 11.77% I 1 582 32 
2241-3 1253346 
43-37 I259902 SAT 8/18/2010 Alpha 
2929 / 149121 

43-10-1 1150791 SAT 12/18/2009 Beta Removable 55 
2929 / 149121 

24.09% N/A 24.09% 1 10 100 119 

Characterization 
Survey Report  
Page 1.1 of 1.6 

Page: 1 o f 5  Date: 12/9/09 Surveyor 2: Mike Culp 

IL  MDC Comments: 
(dpm/10oCrn2) % of IL 

1000 28% 

100 32% 

200 59% 

2-pi efficiency for total surface activity measurements, 4-pi efficiency used for removable 
surface activity measurements. Rooms 13 and 15 have been encapsulated subsequent to 
these surveys - see post-encapsulation survey results for current surveys. 

Date: 12/11/09 Reviewed: Dave Culu 
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Page: 3 of 5 Date: 12/9/09 
Proiect: MU Pickard Hall, C0911021 Survey Unit: First Floor Type of Survey: Characterization Surveyor 1: Nathan Thomas Surveyor 2: Mike Culp 
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Type of Survey: characterization Surveyor 1: Nathan Thomas Surveyor 2: Mike Culp Date: 12/9/09 Page: 4 of 5 Prqiect: MU Pickard Hall, C0911021 Survey Unit: Second Floor 
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Date: 12/9/09 Project: MU Pickard Hall, C0911021 Survey Unit: Attic & Roof Type of Survey: Characterization Surveyor 1: Nathan Thomas Surveyor 2: Mike Culp 

Characterization 
Survey Report 
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Page: 5 of 5 

Surface Total CountTime(min) Area - MDC 

Total 1382 42.79% 0.25 10.70% 1 1 582 283 

Cal. Due Type Removable (Cpm) Bkad Efficiency Efficiency Efficiency Sample Bkg. (cm2) (dpm/]OOcmz) 
Instrument I Serial # Source 

Detector I Serial # Check 
2241-3 I 253351 
43-37 / 178300 SAT 8/4/20 I O  Beta 

SAT 8/18/2010 Alpha Total 16 47.09% 0.25 1 1.77% 1 1 582 32 

23.47% NIA 23.41 % 1 10 100 122 

2241-3 1'253346 
43-37 I259902 
2929 I 160013 

43-10-1 I167231 SAT 1211812009 Beta Removable 55 

IL MDC Comments: 
(dpm/10Ocmz) % of 1L 2-pi efficiency for total surface activity measurements, 4-pi efficiency used for removablt 

surface activity measurements. 
1000 28% 

100 32% 

200 61% 
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roject: MU Pickard Hall, C0911021 

Instrument I Serial # Source 
Detector / Serial # Check 

Characterization 
Survey Report 
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Survey Unit: Roof Type of Survey: Drains and Vents Surveyor 1: Dave Culp Surveyor 2: Tony McCill Date: 3/31/2010 Page: 1 of 1 

MDC Comments: Bkgd Effcipncy Surface Total Count Time (min) Area MDC 1L 
Type Removable (cpm) Efficiency Efficiency Sample Bkg. (cm’) (dpm/100cm2) (dpm/100cm2) % of IL 4-pi efficiency used for removable surface activity measurements. Due to geometry, all Cal. Due 

locations inaccessible for direct measurement. 


