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30: Toye Simmons %OM: cvcO68 

Otpnrj,h~~: C a r  di ova  s cu  1 a r Con s u  1 t a n t  s 

3a-r VuAylr: 5733341713 
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C o m e & :  

R E :  S e a l e d  source t r a n s p o r t  

I F  you m i d  this fax in emr, or would like to opt-out, @ease call I fax 
or email 



371 S. Broadview Cape Girardeau, MO 63703 

Attn: Toye Simmons 
US NRC 
(630) 515-1078 

information requested by NRC re: sealed source transport. 

Please contact Andy if you have any further questions. 
(573) 388-4458 
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RADIOACTIVE MATERIAL N.O.S., 7, UN 2982 O k a b  FormslGeneral 

DATE 
TOTAL PACKAGES/- - 
PHONE# 270 -442- 61517 Chemical Salt Salt Salt Salt Salt Inert Sugar 5, /IL s;i ~ , d  230 Berger Road 
DRIVER b\ n s -  / 630 Form Gas L3kV Paducah, KY 
CAR# 2, Physical Liquid Solid Solid Liquid Liquid Gas Liquid Sh-7 42003-4522 

Radionuclide Tc-99m 1-131 1-123 In-I I 1  TI-201 Xe-133 F-18 (:e 57 k s -  137 Radiopharrnacy, Inc. 

State Liquid S.,,- (270) 442-9527 
ACTlVITY IN G8q I Total 1 Del I # CONSIGNEE TYPE LABEL 

NATURE AND QUANTITY OF CONTENT v SHIPPER 1 I 

This is to certify that the above named materials are properly classified, described, packaged, marked, and labeled, and are in proper condition for 
ogation according to the applicable regulations of the US Department of Transportation. 

TIME IN CASE OF EMERGENCY CALL: Radiopharmacy, Inc. (800) 923-3331 or (270) 442-9527 
7 Cell Phone: (270) 519-7144 or 559-3630 \Z"*Ob 

\ 



( 4 / 4 )  10/12/2010 0 3 : 5 5 : 2 7  PM -0500 

MEDICXI, PHYSICS SUR VE Y 
SEALED SOURCE LEAK TESTANALYSIS REPORT 

FACILITY: Cardiovascular Consultants of Cape Girardeau OEPARTMENT: Nuclear Medicine 

LOCATION: Cape Girardeau, Missouri ATTENTION: Andy Beussink 

Analysis of the WIPE used to conduct a leak test on the sealed sources identified below was performed by gas or scintillation 
detection and reveals removable Contamination was less than 0.005 uCi, unless otherwise noted, when compared against 
NIST traceable standards. 

Source: Cs-I 37 Calibration Standard, 224 uCi, 6.27.98, Serial # 037-064 
Dale 1.6.10 7 14.10 

Wipe No : 3304 5614 

MDA (uCI) 2.0 E 4  20E4 

Net CPM 3 7 

Net UCI: x MQA c MOA 

CPM for 
0.005 uCi' 1,500 1,500 

Analyst FB FB 

Source: Co-57 Flood, 10 mCi, 7.24.08 SIN BM01103659 
Date' 

Wipe No : 

MDA (uCI) 

Net CPM 

Net uCi. 

CPM for 
0 DO5 UCI. 

AnalysV 

Performed by. 

1.6 10 7 14.10 

3395 5615 

3.0 E-5 3 0 E-5 

14 5 

MDA MDA 

10.160 10,160 

F8 FB 

AMP Under Ohlo License No. :03220180001 

RSO Signature L*% &b 
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