
ROBERTO BUXEDA DACRI, M.D. 

OPHTHALMOLOGY 

1452 AVE. ASHFORD 


CONDo ADALIGIA STE. 409-B 

SAN JUAN, PR 00907 


(787)723-0931 


October 18, 2010 

Nuclear Regulatory Commission .. 
475 Allendale Road 

~ 

King ofPrusia, PA 19406-1415 

RE: Change ofAddress 

Dear Sir or Madam: 

Please amend my NRC License # 52-11897-01. (]3(J ()35~9 
1) New location to my NRC license: 

Roberto Buxeda, M.D 
1452 Ashford Ave 
Condo AdaUgia Ste. 409-B 
San Juan, P.R 00907 

2) Please delete the old location on my NRC License # 52-11897-01 
3) Please make an emergency rush on this amendment because we have to move by 
the 28th of October 2010. 

Please fax the License Amendment to me to (787) 998-1858. 

Sincerely,

14m.£)
Roberto Buxeda, M.D. 



Leak Test Record 

NRC License 52-25430-01 


Leak Tested For: 
leak Tested By: 

Standard Source 
Standard Activity: 
Date of Standard: 

Date of Leak Test: 

Decay Activity: 

Standard (dpm): 


Instrument 

instrument Model Number: 

Instrument Serial Number: 


Standard (cpm) 

Efficiency: 

Counting time (minutes) 

Background (cpm) 

Minimum Detectabie Activity: 


Dr. Buxeda 
David Rhoe 

Beckman LSC 
6500 
4847 

C-14 
0.021 wCi Nominally 
36802 

8·Jun-10 
0.02091 From decay chart 

46420.2 


43841 
0.94444 94.4 % 

1 
18 

2,862E·06 


Wipe (Smear) Test: All external or accessable surfaces of the source or housi"9 are wiped with 
a piece of filter paper or other absorbent material which has been moistened with an appropriate 
solvent and the activity removed is measured. 

Gamma 
Source 10 and Serial Number Wipe Test Sample Ac;tivit'{ 
Strontium 90, Sn0231 73 0.00003 

This test reveals that 0.005 microcuries or iess was oresent as removable contamination. 
Should the removable contam~"ation exceed 0.005 microcuries, the source must be ramO'/ed 
from use and necessary measures taken according to NRC regulations.-="l) Qod1 L d_ 

David Rhos Health/d:dica!PhySiCist 


