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April 29, 2010
Date of Test(s): 02/16/09 Counting Time (min).
Instrument Make: Ludlum Efficiency:
Instrument Modetl: 2200 Efficiency Factor:
instrument Serial Number: 74484 Sensitivity (pCi):
Background Count (cpm) 22
Wipe Test Number () Total count Gross cpm Net cpm
CDV 790 112 22.40 0.7
CDV 794 115 23.00 1.3
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Check Source Serial Number: CD-03
Instrument Make: Ludium

I s
Instrument Modeil. 2200 U__‘ LO PY
Instrument Serial Number: 74484
100 Minute Count - Check Source: 254232
Check Source cpm: 2542
100 Minute Count - Background: 2171
Background cpm: 22
Net Counts cpm: 2521
Efficiency: 0.171381
Efficiency Factor (1/Efficiency): 5.83
Sample Counting Time (minutes): 5

Sensitivity (pCi) 16.8
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- April 29, 2010

Check Source Serial Number: CD-03

Date of Calibration: 10/20/1966

Beta Activity at Calibration (21r): 3.34E+02

Beta Activity at Calibration (41 dpmj: 4.01E+04 CO PY
Date of Calculation: 4/29/2010 ’

A Date (years): 43.5

Present Activity (dpm) 1.471E+04



