
 

 

 
 

December 13, 2010 
 
 
 
Louis Potters, M.D. 
[HOME ADDRESS DELETED 
UNDER 10 CFR 2.390] 
 
Dear Dr. Potters: 
 
On November 30, 2010, Mr. Andrew Bramnik of the U.S. Nuclear Regulatory Commission 
(NRC) Region III Office contacted you to assist us by serving as a physician consultant with 
respect to the incident described in Enclosure 1.  This letter confirms the agreement reached via 
telephone between Mr. Bramnik of my staff and yourself and provides the Charter detailing the 
tasks that should be completed under this assignment (Enclosure 2).  (For Medical Events only, 
it is not the intent of the Medical Consultant Program to evaluate the appropriateness of the 
prescribed treatment, its medical effectiveness, or provide an opinion as to how the facility 
should operate.)  If you encounter difficulty in completing these tasks or identify additional tasks 
that should be performed, please contact your NRC contact for this matter.  This individual 
should also be contacted if you believe that your involvement in the case would result in a 
possible conflict-of-interest situation.  In addition, please note the information in Enclosures 3 
and 4 regarding medical consultant liability and service with other Federal departments or 
agencies.  Please notify your NRC contact if you are currently performing work for other Federal 
departments or agencies. 
 
It is our understanding, based on the agreement of November 30, 2010, that you have 
determined a site visit is not required.  Please send a letter or e-mail documenting this decision 
and the basis for it to Mr. Bramnik of my staff.  Your evaluation of the incident shall include a 
review of all pertinent documents available, regardless of whether an on-site visit is conducted. 
 
Our office notified Liberty Hospital of your participation in this incident evaluation and has been 
asked to contact the individual’s physician(s) and/or the referring physician regarding your 
involvement in the NRC activities. 
 
Enclosures 5 and 6 contain a brief summary of the U.S. Department of Energy (DOE), Office of 
Epidemiology and Health Surveillance’s Long-Term Medical Study Program.  The DOE 
sponsors this life-time morbidity study of personnel involved in radiation incidents through the 
Radiation Emergency Assistance Center/Training Site of the Oak Ridge Institute of Science and 
Education.  The NRC will provide information on the study to the individual’s physician or 
referring physician, after it has investigated the incident; however, you may want to discuss this 
information with the individual’s physician or the referring physician. 
 
Please inform your NRC contact when you have completed the tasks specified in the Charter.  It 
is our understanding, based on the agreement of November 30, 2010, that your case review will 
be completed by January 31, 2011.  A report of your findings and conclusions (Enclosure 7 and 
Enclosure 8) shall be provided to us within 30 calendar days of the completion of the case 
review, unless there are extenuating circumstances that have been discussed with your NRC 
contact before the 30-day period ends.  Please note that your report will be an official agency 
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record, and will be released to the public; therefore, it is important that all confidential 
information be kept out of your report. 
 
Please follow the instructions provided in the Charter when preparing and submitting vouchers 
for reimbursement (Enclosure 9.)  Please contact your NRC contact for this case if you decide 
to conduct an on-site visit as part of your evaluation of the incident.  He can assist you in 
making travel arrangements through NRC’s travel contractor. 
 
Thank you for your assistance in this matter.  The NRC contact for this case is Mr. Andrew 
Bramnik.  You can reach Mr. Bramnik by telephone at (630) 829-9543, FAX  
(630) 515-1259, or by email at Andrew.Bramnik@nrc.gov.  
 

Sincerely, 
 
         /RA/ 
 
 

Steven A Reynolds, Director 
Division of Nuclear Materials Safety 

 
Enclosures: 
1.  Preliminary Description of Incident 
2.  Medical Consultant Charter 
3.  Medical Consultant Liability 
4.  Restrictions on Service with Other 
       Federal Departments or Agencies 
5.  Long-Term Medical Study Program 
6.  Criteria for Selection of Cases for Long  
       Term Medical Study Program 
7.  Medical Consultant (Short Form) 
8.  Medical Consultant Report 
9.  Vouchers and Claim Forms for 
       Professional Services and Travel 
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Enclosure 1 

PRELIMINARY DESCRIPTION OF INCIDENT FORM 
 
 
Nuclear Regulatory Commission Regional Office:  Region III 
 
Date of Incident:  10/6/2010  Date of Notification:  10/7/2010 
 
NRC Inspector (Regional Contact):  Andrew Bramnik 
                         Telephone number:  (630) 829-9543 
 
Medical Consultant:  Louis Potters, M.D. 
                Specialty:  Radiation Therapy 
 
Licensee Involved: 
Name:  Liberty Hospital AU:  Scott Cozad, M.D.  
Address:  2525 Glenn W. Hendren Drive Telephone:  (816) 415-2147 
                Liberty, Missouri AMP:  Unkown 
 Telephone:   
RSO:  Christopher Moore, Referring Physician:  F. Albani, M.D. 
Telephone:  (816) 415-7791 Telephone:  (816) 842-0171 
 
NRC License No.:  24-16178-01 Docket No.:  030-10532 
 
Name and Title of Licensee contact:  Scott Cozad, M.D., Oncologist 
Telephone Number:  (816) 415-2147 
 
Description of Incident:   

 
On October 6, 2010, a patient was implanted with 79 palladium-103 seeds,  
(1.5 millicuries/seed) for a prostate brachytherapy treatment.  The prescribed dose 
was 125 gray.  The patient was partially paralyzed and therefore had difficulty with his 
legs being separated during the procedure.  The physician indicated that this may be 
the reason that ultrasound images were distorted and the seeds were inserted 
outside the prostate gland.  The licensee estimated that the actual dose delivered to 
the prostate was less than 13.5% of the prescribed dose.  The licensee stated in their 
event notification to the NRC that the rectal dose was low and “similar to what is 
typically seen.”  The licensee indicated that they do not normally use fluoroscopy 
during a brachytherapy procedure.  The licensee does not anticipate any adverse 
effects to the patient as a result of the misplaced brachytherapy seeds. 
 
Patient and physician have been informed of the incident. 

 
Patient information should be obtained directly from the licensee. 
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