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ENGINEERING & SURVEYING 

February 10,201 1 

Michael G. Herr, CHP 
United States Nuclear Regulatory Commission = Region Ill 
2443 Warrenville Road Suite 210 
Lisle, IL. 60532-4352 

Materials License No. 24-25896-01 Control No. 573971 

Mr. Herr: 
Pursuant  to your request for information via telefax transmittal dated February I O ,  201 1, I'm 
providing you with the last Leak Test Certificate that I received prior to our firm moving to it's 
current facility location. 

Our firm owns one Troxler portable density gauge, we have no immediate plans to p u r c h a s e  an 
additional one. The total possession limits and s a u r c e  information is as follows: 

Source: 
Cesium-I 37 Cs-137 
Serial No. 50-4478 
Limits: 8 mCi 0.296 GBq 

Source: 
Arnericium-241 ;BE AM241 :BE 
Serial No. 47-10910 
limits: 40 mCi 1.48 GBq 

I trust this information meets your  need, If you have any questions or need additional information 
please call at your convenience. 

Sincerely,  

Wade Metcalf RSO / 

ConsultinaCivil Engineop Land Surveyors Testing Labambrier - 



WADE METCALF 
BOWEN ENGINEERING & SURVE 
1078 WOLVERINE LANE 
SUITE J 
CAPE GIRARDEAU, MO 63701 

Troxler Electronic Laboratories, Inc. 
3008 Cornwallis Rd., P.0. Bo% 12057 
Research Triangle Park, NC 27709 

License; NC 032-0182-1 
Tel; (877) 8769537 Fax; (866) 391-2759 

Cust ID: 3947 

LEAK TEST CERTIFICATE 

DEVICE: 

Model: 3440 

SEALED SOURCES: 

Serial No: 1551 7 

GEq 
47-10910 11/17/1987 AM-241 ;BE 1.48 

Serial No. Measure Date Nuclide 

50-4478 01/22/1988 cs-137 0.296 
LEAK TEST ANALYSIS: 

Sample collected on: 08/09/2010 
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Sample analyzed on: 0811 31201 0 2:26:37 PM Position: G 

Analyzed by: C. Eftekhar 
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This certlffes that the leak test results are: 

Less than 185 Bq (0.005 uCi) Greater than 185 flq (0.005 uCi) 

I 
Rev. 9/2006 
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facsimile 
Date; February IO, 201 1 

To: Michael Herr 

Fax: (630) 515-1078 

Number of pages including this sheet: 3 

RE : Bowen Engineering & Surveying, P.C. 
Control Na. 573971 

From the Desk of: 
Wade Metcalf 

http://www.bmweneng.uw.com

