
 April 21, 2011 
 
FLIR Radiation, Inc.       Mail Control No. 574805 
ATTN:  Mr. Steven Read 
100 Midland Road 
Oak Ridge, TN  37830 
 
 
SUBJECT: REQUEST FOR ADDITIONAL INFORMATION 
 
Dear Mr. Read: 
 
This refers to your letter dated March 29, 2011, requesting amendment of Nuclear Regulatory 
Commission (NRC) Exempt-Distribution Materials License No. 41-25639-01E to authorize the 
incorporation of exempt sealed cesium-137 sources into handheld gamma spectrometers for 
internal calibration purposes, and the distribution of these products in accordance with 
§ 30.15(a)(9).  
 
We currently do not have sufficient information to complete the review of your amendment 
request.  In order to continue our review we ask that you provide the following additional 
information:  
 
1. In the section “Details of Construction” you stated:  “The sealed Cesium-137 exempt source 

would be attached to the end of the scintillation detector by double sided adhesive tape. 
The tape has a strong adhesive that can withstand environmental conditions beyond the 
products’ operating range.”  We are requesting more information in order to evaluate the 
adequacy of the proposed method of attachment.  This information should demonstrate the 
ability of the tape to resist removal or delamination under the approximate conditions and 
exposures of a typical instrument in the field.  Testing conditions may vary depending on 
the placement of the source (i.e., how it is protected), but could include scrubbing, 
scraping, prying, shock, etc.  The tests should consider conditions of normal use, as well as 
accident conditions that might reasonably be expected to occur (e.g., dropped into a body 
of water).  Examples of tests include temperature, temperature shock, water, alcohol, 
household cleaner, oils, and other lubricants.  As the manufacturer and/or distributor of the 
equipment, you are expected to know what conditions are applicable.  You should consider 
including information from the manufacturer of the tape if it is relevant to this request.  

 
2. In the section “Quality Assurance and Control” you stated:  “FLIR Radiation, Inc. maintains 

a quality assurance program which has been approved by the State of Tennessee.  A copy 
is available upon request.”  Please provide this as an attachment to your response to this 
letter.  

 
Concurrently with this amendment request, you provided a second letter requesting that the 
NRC review whether a change of control is applicable given that ICx Radiation, Inc. has officially 
changed its name to FLIR Radiation, Inc.  We have no questions regarding this request at this 
time.  
 

UNITED STATES

NUCLEAR REGULATORY COMMISSION
WASHINGTON, DC 20555 - 0001



S. Read - 2 – 
 
Any correspondence regarding your application should reference the control number specified 
above. 
 
If we do not receive your reply within 30 calendar days from the date of this letter, we will 
consider your application as having been abandoned by you.  This action would be without 
prejudice to the resubmission of another application with the required information. 
 
In accordance with 10 CFR 2.390 of NRC=s ARules of Practice,@ a copy of this letter will be 
available electronically for public inspection in NRC=s Public Document Room or from the 
Publicly Available Records (PARS) component of NRC=s document system (ADAMS).  ADAMS 
is accessible from the NRC web site at http://www.nrc.gov/NRC/ADAMS/index.html  (the Public 
Electronic Reading Room). 
 
If you have any questions, please contact me at (301) 415-5477 or electronic mail:  
richard.struckmeyer@nrc.gov. 
 
 
           Sincerely, 
        /RA/ 
            Richard K. Struckmeyer 
            Licensing Branch 
            Division of Materials Safety and 
              State Agreements 
            Office of Federal and State Materials and  
               Environmental Management Programs 
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