
 

Enclosure 

Prostate Permanent Implant Brachytherapy 
and Associated Medical Event 

Questions and Answers 
 

The following questions and answers are intended to clarify and enhance the guidance 
available for U.S. Nuclear Regulatory Commission (NRC) Regional Inspectors in Inspection 
Manual Chapter 2800 and Inspection Procedure 87132.  The scope of the questions and 
answers (Qs and As) is limited to prostate permanent implant brachytherapy.  The Qs and As 
are applicable to all prostate permanent implant brachytherapy procedures, whether the 
treatment plans are based upon nomographs; pre-planned, using 2D or 3D methods; or the 
use of “real time” treatment planning methods. 
 
Question 1 
Do the requirements in Title 10 of the Code of Federal Regulations (10 CFR) Part 35 require 
that the dose, as described in the written directive (WD) be expressed in units of absorbed 
dose (gray (Gy) or rads), or may the licensees also express the dose in units of activity (and 
time)? 
 
Answer 1 
In complying with the requirements in 10 CFR 35.40, the licensee may express the dose as 
described in the WD in units of absorbed dose (gray/rad) or in terms of activity and time.  
However, in order for the licensee to be in compliance with the requirements in 10 CFR 
35.3045, if specifying dose in terms of activity and time, the licensee should also provide 
enough information to allow for the calculation of the dose in units of absorbed dose.  In order 
to do so, the WD should include (or be “tied” to) the treatment plan (if one is developed) that 
includes the treatment volume and describes the planned geometrical distribution within the 
prostate, and any margin the Authorized User (AU) associates with it.  If a treatment plan is not 
developed (this should be a rare occurrence), then the WD should include the information 
needed to calculate the dose in units of absorbed dose.  The need to determine the dose in 
units of absorbed dose is because 10 CFR 35.3045 requires that a licensee report, as a 
medical event (ME), a dose that differs from the prescribed dose by more than 5 rem (effective 
dose equivalent), 50 rem to an organ or tissue, or 50 rem to the skin (shallow dose equivalent). 
 
Question 2 
What relief can be provided to licensees from the medical event reporting requirements that 
the delivered dose must be within + 20 percent of the prescribed dose? 
 
Answer 2 
None.  In accordance with the requirements found in 10 CFR 35.3045, if the dose that is 
ultimately delivered to the treatment site (as defined by the AU) is outside the limit of +20 
percent of the prescribed dose, the licensee is required to report that instance as a ME. 
  
Many key stakeholders have stated that, in accordance with accepted protocols, the AU 
may start with an objective of delivering a prescribed dose to the prostate plus a margin of 
tissue surrounding the prostate (treatment site).  To accomplish this task, the medical physicist 
may develop a treatment plan to define placement of each seed within the treatment site and 
calculate various dosimetric and volumetric data to assist the AU in his/her clinical evaluation 
of the implant data and approval of the number or seeds and seed activity to be ordered.  The 
medical physicist may also draft the written directive that includes documentation of: (i) the 
number and activity of seeds of a particular radioisotope to be implanted permanently; (ii) the 
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permanent treatment site; and (iii) the assumed dosimetric value obtained (usually from the 
treatment plan or a nomogram) if each seed is implanted exactly as suggested by the 
treatment plan or nomogram with no seed migration. To successfully implement this practice, 
the medical physicist and the AU should communicate to ensure that both the AU and the 
medical physicist are satisfied with the WD and the treatment plan (if one is developed) and 
that both agree on the method for documenting and evaluating the prescribed dose.  In 
addition, the AU and medical physicist should exercise care to ensure that delivered dose does 
not differ from the prescribed dose as documented in the written directive by more than 20 
percent.     
 
To illustrate this point further, the following hypothetical cases are provided: 
 
Case Number 1 
 
An AU reviewed the treatment plan and "prescribed" a dose of 145 Gy to the prostate only in 
terms of D90 (i.e., 90 percent of the prostate receives at least 145 Gy) which is recorded in the 
WD.  Note that the AU did not, in this case, include in the WD, an additional margin of tissue 
surrounding the prostate. 

   
The AU signs and dates the WD.  However, in this case, the medical physicist prepares a 
treatment plan with a D90 dose of 165 Gy to the prostate only, to ensure that the entire volume 
of the prostate received a minimum dose of 145 Gy.  Assume that the medical physicist and 
the AU were each aware of this approach and were fully aware of the details of the treatment 
plan.  Furthermore, assume that the WD was not revised prior to the treatment to document 
the agreed upon treatment plan calculation for D90 of 165 Gy and that the final calculated D90 
delivered to the patient's prostate, based on post-treatment imaging, was 175 Gy (i.e. greater 
than 20 percent above the 145 Gy prescribed).  In this hypothetical case, in accordance with 
NRC regulations, a ME has occurred since the delivered D90 of 175 Gy differs by more than 
20 percent from the prescribed D90 of 145 Gy; and would be required to be reported, 
regardless of whether or not the AU was satisfied with the procedure. 
 
Case Number 2 
 
An AU reviewed the pre-implant ultrasound images and, based on a traditional nomogram for 
I-125, prescribed an implant of 70-0.5 millicurie seeds for a total implanted activity of 35 
millicuries, which is recorded in a WD.   
 
The AU signs and dates the WD.  In this case, the medical physicist prepared a treatment plan 
with a D90 dose of 165 Gy to the prostate plus a margin to ensure that the nomogram 
suggested dose of 145 Gy is delivered to the entire volume of the prostate plus the margin 
when all 70 seeds are implanted.  The AU reviewed the dosimetric and volumetric data and 
agrees with the medical physicist’s assumptions.  Assume that the final delivered D90 to the 
prostate plus the margin is 175 Gy.  Furthermore, assume that the final implanted activity is 35 
millicuries and that the licensee's documented procedures for evaluation of post-treatment 
imaging data documents prescribed activity as the regulatory evaluation tool. 
 
In this hypothetical case, in accordance with NRC regulations, a ME has not occurred, since 
the delivered activity is equal to the prescribed activity for the treatment site (as defined by the 
AU).  Even though the D90 values differ by more than 20 percent; the AU does not use D90 to 
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prescribe dose, and is therefore, not required to use D90 to perform the regulatory evaluation 
of the prescribed dose.  Additionally, since prescribed dose is defined in 10 CFR Part 35 as 
including activity and time; the "permanent" documented time here can be assumed to be 
infinity.  As a note, if the time factor is not documented, then the written directive above is 
incomplete.  Keep in mind Question Number 1 above, and the associated answer.  Even 
though the treatment was carried out as prescribed, the licensee is required under 10 CFR 
35.3045 to assess the dose (absorbed dose) to insure that the dose does not differ from the 
prescribed dose by more than 5 rem (effective dose equivalent), 50 rem to an organ or tissue, 
or 50 rem to the skin (shallow dose equivalent). 
 
Question 3 
What constitutes “high confidence” as used in 10 CFR 35.41? 
 
Answer 3 
Licensees are required to develop, implement, and maintain written procedures that provide 
high confidence that the administration of the dose is in accordance with the WD.  Licensees 
are allowed the necessary flexibility to develop these procedures according to their program 
needs.  One acceptable approach is by way of post implant verification, approximately 30 days 
post implantation, using an appropriate imaging technique.  For example, many licensees use 
CT imaging at approximately 30 days post implantation and assess the placement and number 
of seeds, and then calculate the dose based upon the image data collected at that time.  Other 
methods for verifying that the dose was administered in accordance with the treatment plan 
and WD may be acceptable, but the licensee must be able to clearly demonstrate that the 
method chosen provides all of the data necessary to fully assess the dose delivered to the 
intended treatment site, and the dose to unintended tissues and organs.  Post treatment 
verification at least 24 hours after the procedure would be a typical approach to support these 
determinations. 
 
Question 4 
How long do licensees have to revise the WD, after implantation of the sources? 
 
Answer 4 
Frequently, AUs implant brachytherapy seeds in the prostate based upon the treatment plan 
and then make changes or adjustments after the procedure begins based on the AU’s 
judgment and the characteristics of the prostate or evidence of disease that was not known 
earlier.  In many instances the treatment plan is generated as the seeds are being implanted.  
Aus must have the flexibility to make these adjustments based upon their clinical judgments.  
This flexibility is provided by section 35.40(b)(6)(ii), which provides that the AU enter the 
radionuclide, treatment site, number of sources and total source strength and exposure time 
(or total dose) after implantation but before completion of the procedure.  In general, NRC will 
consider the procedure complete when the patient is released from the recovery room. 
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