05/20/11 FRI 08:57 FAX 7346629224 MPC, Inc. | 5002

|
Date: 1/4/2011 Performed By: Sharon Lpdike, MHP
Well Counter: Captus 3000 | MDA: 32 dpm
Survey Meter: Bicron EW Checlf Value: 0.7 mR/hr
net cpm net dpm mR/h
1 Imaging Room 472.00 Below BKG. 0.02
2 imaging Room 472.00 Below BKG. 0.02 .

] Imaging Room 472.00 . Below BKG. 0.02

4 Imaging Room 474.00 Below BKG. 0.02

5 Imaging Room 474.00 Below BKG. 0.02

6 Imaging Room 474.00 Below BKG. 0.02

7 Imaging Room 532.00 119 0.02

8 Hot Lab counter 532,00 119 | 0.02

9 Hot Lab counter 532.00 119 0.02

10 Hot Lab counter 486.00 4 0.02

11 Stress Lab 486.00 4 0.02

12 Stress Lab 486.00 4 0.02

13 Stress Lab 526.00 104 | 0.02

14 Stress Lab 526.00 104 ! 0.02

15 Stress Lab 526.00 104 | 0.02
16 !
17 |
18 j
18 5
20 :
21 '
22 i
23
24 i

Background 484.4 cpm } 0.02 mR/hr

ACTION LEVELS: 2000 dpm
< 0.2 mR/hr i
COMMENTS: No evidence of removable contamination, E
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This transmittal consists of . pages (including transmittal cover sheet). Please
contact me if you have any questions or problems with this transmittal.

Ann Arbor, MI 48103 Indianapolis, IN 46240 Salt Lake City, UY 84124
(734) 662.9224 Fax (317) 581-1931 Fax (801) 272-2952 Office & Fax
(734) 662-3197 (317) 581-1911

www. mpcphysics.com
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