
May 23, 2011 
 
High Mountain Inspection Service, Inc. 
ATTN: Kevin MacManus 

Radiation Safety Officer 
P.O. Box 1508 
Mills, Wyoming 82644-1508 
 
SUBJECT:  REQUEST FOR ADDITIONAL INFORMATION 
 
The Nuclear Regulatory Commission (NRC) has completed the technical review of High 
Mountain Inspection Service, Inc., license renewal application dated December 29, 2010.  
Before we can take any further action, we will need the following additional information. 
 

1. State the total kilograms of uranium needed as shielding material.  This information was 
not included in the license renewal application.  State if the authorization requested is for 
natural uranium, depleted uranium, or both. 
 

2. Review amendment number 13 to NRC License No. 49-26808-02, dated January 4, 
2011.  Amendment number 13 establishes maximum possession limits for all licensed 
material listed in Conditions 8 and 10.  Confirm that the maximum possession limits 
described in amendment number 13 are the same maximum possession limits that are 
being requested for the renewal of this license.  If not, provide different values. 
 

3. Gamma Industries Pipeliner Model 1 does not meet NRC performance requirements 
described in 10 CFR 34.20.  The authorization in the renewed license will list this device 
as storage only (no use). 
 

4. Provide the number of devices that you want authorized in the renewed license for 
possession and use (see list below).  State device model number. 

 
A. Gamma Industries Master Minder (Model number?) 
B. Gamma Industries Tattle Tale (Model number?) 
C. Amersham TO 773 Calibrator 
D. Industrial Nuclear IR-100 
E. Amersham 660A, 660B, 660AE, 660BE 
F. SPEC 150 
G. Amersham 680A 
 

5. Several sources and/or devices listed in the license renewal application are no longer 
manufactured and/or distributed according to the information contained in the 
corresponding sealed source and device registration (SSDR) certificate (see list below).  
If you no longer use or are no longer in possession of any of these sources and/or 
devices then request removal from the license.  If you continue to use or possess any of 
these sources and/or devices then request that the authorization remains in the license. 
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A. Source changer 500-SU – As of February 28, 1992, the model 500-SU device is not 

a current product manufactured by Amersham Corporation.  However, Amersham will 
continue to provide source exchanges, service, inspection, maintenance, and 
disposal for these devices. 
 

B. The Tattle Tale Model 1 is no longer manufactured or distributed by Gamma 
Industries. 

 
C. The Master Minder Model 2 is no longer manufactured or distributed by Gamma 

Industries. 
 
D. The sealed source Amersham 89916 is no longer distributed in the United States, 

distribution in the United States has not occurred since 1997, and the number of 
sources currently in use in the United States is zero. 

 
E. Source changer 770 is no longer commercially manufactured or distributed. 

 
6. Amersham source model 943 is not authorized for use with source changer Amersham 

771 according to the enclosed page 1 of sealed source and device registration certificate 
NR-0628-D-108-S.  This authorization will not be granted in the renewed license unless 
the manufacturer provides you with an updated copy of NR-0628-D-108-S that includes 
model 943. 
 

7. Amersham source model 89916 is not authorized for use with source changer 
Amersham 500-SU according to the enclosed page 1 of sealed source and device 
registration certificate NR-0628-D-859-S.  This authorization will not be granted in the 
renewed license unless the manufacturer provides you with an updated copy of NR-
0628-D-859-S that includes model 89916. 
 

8. Provide copy of a typical examination and the correct answers to the examination 
questions. Indicate 80% passing grade. 
 

9. Indicate whether radiography will be performed at the place of business outside of a field 
station as if the work was “in the field”.  If such work is performed, provide a diagram of 
the location where radiography may be performed and its surroundings, including a 
description of adjacent property. 
 

10. Survey instrument calibration procedures should address the key elements described in 
Appendix J of NUREG-1556, Volume 2.  Please revise your calibration procedures and 
resubmit. 
 

11. Your current license does not authorize source retrieval operations.  Submit operating 
and emergency procedures that include instructions for source retrieval procedures and 
specific training, or make the following statement:  “We will not perform source retrievals 
and will use the services of a person specifically licensed by the NRC or an Agreement 
State to perform the retrieval of our sources.” 
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12. Confirm that you will not conduct industrial radiography in offshore platforms and lay-

barges in waters of exclusive Federal jurisdiction.  If you want to pursue this special 
authorization, provide operating, security and emergency procedures for industrial 
radiography in offshore platforms and lay-barges following the enclosed licensing 
guidance. 

 
To continue review of your application, we request that you submit your response to this letter 
within 20 calendar days from the date of this letter.  Please make reference to the license, 
docket, and control number specified below when providing your response.  You can contact me 
at 817-860-8189 if you have any questions or require clarification on any of the information 
stated above. 
 
In accordance with 10 CFR 2.390 of the NRC's "Rules of Practice," a copy of this letter will be 
available electronically for public inspection in the NRC Public Document Room or from the 
NRC's document system (ADAMS).  ADAMS is accessible from the NRC Web site at 
http://www.nrc.gov/reading-rm/adams.html. 
 
Thank you for your cooperation. 
 

Sincerely, 
 
      /RA/ 
          

Roberto J. Torres, Senior Health Physicist 
Nuclear Materials Safety Branch B 

 
 
Docket:  030-33887 
License:  49-26808-02 
Control:  574195 
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