UNITED STATES
NUCLEAR REGULATORY COMMISSION
REGION |
475 ALLENDALE ROAD
KING OF PRUSSIA, PENNSYLVANIA 19406-1415

August 1, 2011

Docket No. 03001267 License No. 06-06941-01
Control No. 575554

Balachandran Kodery
Radiation Safety Officer
Norwalk Hospital

24 Stevens Street
Norwalk, CT 06856

SUBJECT: NORWALK HOSPITAL, ACCEPTANCE OF NOTIFICATION, AMENDMENT
NOT NEEDED, CONTROL NO. 575554

Dear Mr. Kodery:

This is in response to your amendment request received July 8, 2011 to add a CardioGen-82
generator. The CardioGen-82 (Rubidium-82 generator) is authorized under 10 CFR 35.200 for
imaging and localization. Your license currently authorizes the use of 35.200 materials at your
PET CT Scan Center at 148 East Avenue, Norwalk, CT. Therefore, you are not required to
amend your license for use of this material.

Please note that Bracco Diagnostics, Inc., the manufacturer of the CardioGen-82 generator has
voluntarily recalled the generators. The unit was recalled due to the potential for increased
patient radiation exposure from undetected strontium breakthrough. The U.S. Food and Drug
Administration issued a communication on this issue that may be found at
http://www.fda.gov/Drugs/DrugSafety/ucm265278.htm.

Your cooperation is appreciated.
Sincerely,
Original signed by Tara L. Weidner
Tara L. Weidner
Health Physicist

Medical Branch
Division of Nuclear Materials Safety
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