
Date: 2/23/20 I 1 
Cost CenteriCustomer: DIV20 / DON BANNON 

Mail Stop: B57 
ManufacturedModel: KEITHLEY / 6 17 

Description: ELECTROMETER 
Serial Number: 0579628 
Asset Number: 003400 

Supplier or Calibration Procedure: KEITHLEY 617 - 14 SEP 06 
Work Order: 303099816 

The above instrument was received for service on February 14,20 1 1 and found not to meet calibration procedure specifications, 
or specified by you. As-found readings are provided in the attached measurement report or noted in remarks below. Recommend 
you review the as-found data to determine if the instrument had a negative impact on prqject requirements or cost center quality 
policy and procedures. 

Please call extension 52 15 if you have any questions or need additional information. 

Remarks: Volts OOT 

\\mettracksvr\rnetcal\Notice - As-found 
rnnr(ll+.nn n-+ i n  ,-t 



Southwest Research Institute 
Calibration Laboratory 
Measurement Report 

Work Order: 30309981 6 
Asset No: 003400 
Serial No: 0579628 

Mfr: KEITHLEY 
Model: 61 7 Type Data: As-found 
Type: ELECTROMETER Cal Date. 23-Feb-11 

Test Point TI Reading Difference ? Test Limits ? Uncertainty Result %Limit - - FunctionIRange 
DC Amps mA mA mA mA 

20 mA 
2 mA 

200 uA 
20 uA 
2 uA 

200 nA 
20 nA 
2 nA 

DCV 
200 mVolt 

2 Volt 
20 Volt 
200 Volt 

Resistance 
20 GOhm 
2 GOhm 

200 MOhm 
20 MOhm 
2 MOhm 

200 kOhm 
20 kOhm 
2 kOhm 

Voltage Source 

19.000 
1.9000 

@+ 
190.00 
19.000 
1 .goo0 

nH 
190.00 
19.000 
1.9000 

mV 
190.00 

L’ 
1.9000 
19.000 
190.00 

Gfl  
9.981 
1.0009 

M !a 
100.00 
10.000 
1 .oooo 

k f l  
100.00 
10.000 
1 .0000 

L’ 
0.000 
1.000 
10.000 
25.000 
50.000 
100.000 

18.990 
1.8988 

ClA 
189.87 
18.990 
1.8986 

nA 
189.88 
18.993 
1.9022 

mV 
189.87 

V 
1.8987 
18.986 
189.84 

G n  
9.930 

0.9980 

Mf l  
99.91 
9.991 
0.9990 

k n  
99.93 
9.992 
0.9994 

V 
0.016 
1.015 
10.020 
25.024 
50.030 
100.038 

-0.010 
-0.0012 

ClA 
-0.13 

-0.010 
-0.0014 

nA 
-0.12 

-0.007 
0.0022 

mV 
-0.13 

V 
-0.001 3 
-0.014 
-0.16 

G f l  
-0.051 

-0.0029 

Mf l  
-0.09 

-0.009 
-0.0010 

k f l  
-0.07 

-0.008 
-0.0006 

V 
0.016 
0.015 
0.020 
0.024 
0.030 
0.038 

END OF REPORT 

0.030 
0.0033 

I*A 
0.30 
0.030 
0.0033 

nA 
0.49 

0.049 
0.0053 

mV 
0.14 

V 
0.0011 
0.01 1 
0.14 

G n 
0.150 
0.01 51 

bl n 
0.31 
0.026 

0.0026 

k f l  
0.26 

0.016 
0.0021 

V 
0.050 
0.052 
0.070 
0.100 
0.150 
0.250 

0.001 7 
0.00014 

ClA 
0.019 

0.0015 
0.0001 5 

nA 
0.023 
0.0023 
0.00024 

mV 
0.013 

V 
0.00013 
0.0013 
0.01 3 

G f l  
0.058 
0.0058 

M n  
0.018 

0.0012 
0.00055 

k n  
0.013 
0.0013 

0.00013 

v 
0.00019 
0.00019 
0.00010 
0.00096 
0.00096 
0.00096 

Pass 
Pass 

Pass 
Pass 
Pass 

Pass 
Pass 
Pass 

Pass 

Fail 
Fail 
Fail 

Pass 
Pass 

Pass 
Pass 
Pass 

Pass 
Pass 
Pass 

Pass 
Pass 
Pass 
Pass 
Pass 
Pass 

33% 
36% 

43% 
33% 
42% 

24% 
14% 
42% 

93% 

118% 
127% 
114% 

34% 
19% 

29% 
35% 
38% 

27% 
51 % 
28% 

31 % 
29% 
28% 
24% 
20% 
15% 
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Inst i tute  Q u a l i t y  S y s t e m s  
Ins t i t u t e  Ca l ib ra t ion  L a b o r a t o r y  

P h o n e  2 1 0 - 5 2 2 - 5 2 1 5  F a x  2 1 0 - 5 2 2 - 4 8 3 4  
Calibration Laboratory Certificate of Calibration Certificate #0972-01 

~~~ ~ 

Cost Center / Customer: DIV20 / DON I3ANNON 
Mail Stop: B57 

Manufacturer/Model: KEITHLEE' / 6 17 
Description: ELECTROMETER 

Serial Number: 0579628 
Asset Number: 003400 

Procedure: KEITHLEY 617 - 23 Feb 11 

Work Order: 303099816 
Date Issued: 7-Apr-20 I 1 

Date Calibrated: 7-Apr-20 I 1 

* Date Due : 7-Apr-20 12 
** Results: AS-LEFT 

Humidity: 40 %RH 
Temperature: 74.0 OF 

Barometer: N/A 
This certificate documents traceability to the Na;rional Institute of Standards and Technology (NIST) and the International System of Units (SI). The Laboratory 
quality system conforms to ISO/IEC 17025, 2005, ANSVNCSL 2540-1-1994 and relevant requirements of the IS0 9000-2000 standard. This certificate shall not 
be reproduced, except in full, without the written approval of the  Southwest Research Institute Calibration Laboratory This certificate shall not be used to claim 
product endorsement by Southwest Research 1n:jtitule. American Association for Laboratory Accreditatiori (A2LA) or any agency of the U. S. Government. Results 
ofthis calibration relate only to the instrument described above at the time of calibration and does not imply any long term stability of the instrument. 

*Determined by the customer, does not imply th,: instrument will remain within tolerance as any number offactors may cause an out-of-tolerance condition before 
this date. **Data type found in this certificate or attached measurement report must be interpreted as: Found-left - adjustment and/or repair was not performed, 
As-found - data is before unit is adjusted and/or repaired, As-left - data is after adjusted and/or repaired was performed. The customer has sole responsibility for 
determination of in-lout-of-tolerance or compliaiicdnoncompliance. 

Measurement uncertainty calculated in accordaiice with the method described in the IS0 "Guide to the Expression of Uncertainty in Measurement" (GUM), For a 
coniidence level of approximately 95  percent using a coverage factor of k=2.  

Remarks: Coulombs, 2 PA, 20 pA and 200 PA riot calibrated 

Standards Used 
Asset # Manufacturer 

000101 BIDDLE 
000182 FLUKE 
001022 FLUKE 
014915 FLUKE 
016917 FLUKE 
014918 FLUKE 
014920 FLUKE 
0 15482 HEWLETT-PACKARD 

&&&I 

72-6346-1 
5700AiEP 
742A- I OK 
742A-IM 
742A- I OM 
742A-IK 

742A- I OOK 
345XAIOPT 002 

Laboratory Manager 
m \ W L A  OCT-OS rpt Page 1 of 1 

Descrintion 

DECADE RESISTOR 
MU!-T-FUNCTIClN CALIBRATOR 
RESISTOR, STAWARD 

RESISTOR, STALVDARD 
RESISTOR, STANDARD 
RESISTOR, STALVDARD 
RESISTOR, STAWARD 
MULTIMETER 

Cal Date 

30-Aug-20 10 
31-Jan-201 1 

5-May-20 10 
3-Sep-20 10 
2 1 -Sep-20 10 
2-Sep-20 10 
2-Sep-20 10 
8-Feb-2011 

Due Date 

30-Aug.2011 
30-Apr-2011 
5-May-IO I 1  

3-Sep-2011 
21-Sep-2011 
2-Sep-2011 
2-Sep-2011 
8-Feb-2012 

4 Bob Trollinger 
Metrology Technician 



Southwest Research Institute 
Calibration Laboratory 
Measurement Report 

Work Order: 30309981 6 
Asset No: 003400 

Mfr: KEITHLEY Technician blt 
Model: 617 Type Data: As-left 

1 Type: ELECTROMETER I Cal Date. 7-Apr-11 
and 200 pA not calibrated. 

Test Point TI Reading Difference _+ Test Limits -+ Uncertainty Result %Limit - - FunctionIRange 
DC Amps 

20 mA 
2 mA 

200 uA 
20 uA 
2 uA 

200 nA 
20 nA 
2 nA 

DCV 
200 mVolt 

2 Volt 
20 Volt 
200 Volt 

Resistance 
20 GOhm 
2 GOhm 

200 MOhm 
20 MOhm 
2 MOhm 

200 kOhm 
20 kOhm 
2 kOhm 

Voltage Source 

mA 
19.000 
1.9C100 

PA 
190.00 
19.000 
1.9000 

nA 
190.00 
19.000 
1.9000 

m 'V 
190.00 

L' 
1.9000 
19.000 
190.00 

G!2 
9.981 
1.0009 

M !n 
100.00 
10.000 
1 .oooo 

kfl 
100.00 
10.000 
1 .0000 

L' 
0.000 
1.000 
10.000 
25.000 
50.000 
100.000 

rnA 
18.996 
1.8998 

ClA 
189.96 
18.996 
1.8996 

nA 
189.99 
19.002 
1.9034 

mV 
189.99 

V 
1.8995 
18.995 
189.95 

G n  
10.000 
1.0008 

M n  

9.9968 
0.9996 

k n  
99.96 
9.997 

0.9995 

V 
0.016 
1.016 
10.01 9 
25.020 
50.022 
100.02.2 

99.98 

mA 
-0.004 
-0.0002 

ClA 
-0.04 
-0.004 

-0.0004 

nA 
-0.01 
0.002 
0.0034 

mV 
-0.01 

V 
-0.0005 
-0.005 
-0.05 

G n  
0.01 9 

-0.0001 

M n  
-0.02 
-0.004 
-0.0004 

k n  
-0.04 
-0.003 
-0.0005 

v 
0.016 
0.016 
0.019 
0.020 
0.022 
0.022 

END OF REPORT 

rnA 
0.030 
0.0033 

IJA 
0.30 
0.030 
0.0033 

nA 
0.49 
0.049 
0.0053 

rnV 
0.14 

V 
0.001 1 
0.01 1 
0.14 

G n 
0.150 
0.0151 

r m  
0.31 
0.026 

0.0026 

I<n 
0.26 
0.016 
0.002 1 

V 
0.050 
0.052 
0.070 
0.100 
0.150 
0.250 

mA 
0.001 7 

0.00014 

ClA 
0.01 9 
0.001 5 
0.0001 5 

nA 
0.023 
0.0023 
0.00024 

mV 
0.013 

V 
0.00013 
0.0013 
0.013 

G n  
0.058 

0.0058 

M n  
0.018 
0.0012 
0.00055 

k n  
0.013 
0.001 3 

0.00013 

V 
0.00019 
0.00019 
0.00010 
0.00096 
0.00096 
0.00096 

Pass 
Pass 

Pass 
Pass 
Pass 

Pass 
Pass 
Pass 

Pass 

Pass 
Pass 
Pass 

Pass 
Pass 

Pass 
Pass 
Pass 

Pass 
Pass 
Pass 

Pass 
Pass 
Pass 
Pass 
Pass 
Pass 

13% 
6% 

13% 
13% 
12% 

2% 
4% 
64% 

7% 

45% 
45% 
36% 

13% 
1% 

6% 
15% 
15% 

15% 
20% 
24% 

32% 
30% 
27% 
20% 
15% 
9% 
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