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Final Closeout Wipes and Surveys Report 

The Nuclear Medicine room and hot lab were completely moved and the space vacated on Thursday 

night May 30, 2013 . Daily surveys were performed on Thursday, May 30, 2013. Final closeout wipes and 

surveys for the old Nuclear Medicine room and hot lab were done Friday, May 31, 2013 and repeated 

again on Monday June 3, 2013. The results are listed: 

5/30/13 Survey Result 

1. Preparation area 0.02 mR/hr 

2. Sink 0.02 mR/hr 

3. Injection table 0.Q2 mR/hr 

4. Patient table 0.02 mR/hr 

5. Background 0.02 mR/hr 

5/31/13 Wipe Result Survey Result 

1. Preparation area 1346 cpm 0.02 mR/hr 

2, Sink 1325 cpm 0.02 mR/hr 

3. Injection table 1396 cpm 0.02 mR/hr 

4. Patient table 1379 cpm 0.02 mR/hr 

Additional areas done: 

5. Dose calibrator space 1403 cpm 0.02 mR/hr 

6. L-shield space 1353 cpm 0.02 mR/hr 

7. Hot sharps space 1381 cpm 0.02 mR/hr 

8. Console area 1356 cpm 0.02 mR/hr 

9. Desk 1369 cpm 0,02 mR/hr 

10. BieDose computer space 1337 cpm 0.02 rnR/hr 
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11. Decay in storage space 1354 cpm 0.02 mR/hr 

12. Background 1365 cpm 0.02 mR/hr 

06/3/13 Wipe Result Survey Result 

1. Preparation area 1397 cpm 0.02 mR/hr 

2. Sink 1379 cpm 0.02 mR/hr 

3. Injection table 1396 cpm 0.02 mR/hr 

4. Patient table 1416 cpm 0.02 mR/hr 

Additional areas done: 

S. Dose calibrator space 1382 cpm 0.02 mR/hr 

6. L-shield space 1461 cpm 0.02 mR/hr 

7. Hot sharps space 1405 cpm 0.02 mR/hr 

8. Console area 1414 cpm 0.02 mR/hr 

9. Desk 1414 cpm 0.02 mR/hr 

10. BioDose computer space 1393 cpm 0.02 mR/hr 

11. Decay in storage space 1321 cpm 0.02 mR/hr 

12. Background 1369 cpm 0.02 mR/hr 

The old Nuclear Medicine room and hot lab were released for renovation on Tuesday, June 4, 2013. The 

camera was removed on Friday, June 7, 2013. The space was cleaned and repurposed as a storage area 
on Wednesday, June 12, 2013. 
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