
EMAIL 

Name: 

Organization: 
Phone: 
E-mail Address: 
From: 
Date: 
Subject: 
Pages: 

Dr. Fairbanks: 

UNITED STATES 

NUCLEAR REGULATORY COMMISSION 
REGION IV 

1600 EAST LAMAR BLVD 
ARLINGTON, TEXAS 76011 -4511 

Jefferson Fairbanks, Ph.D. 

St. Peter's Community Hospital 
208-861 -6501 
fairbanj@slhs.org 
Jacqueline D. Cook 
February 10, 2014 

License: 25-12453-02 
Docket: 030-1 0917 
Control: 581600 

Application dated August 21 , 2013 for License Renewal 
2 

Per your application dated August 21 , 2013, the items on the next page are deficiencies which 
require your response. Please respond to this e-mail by Thursday, February 13, 2014. Our fax 
number is (817) 200-1263. You may respond by e-mail in pdf format if you'd like. My email address 
is Jackie.Cook@nrc.gov. When responding to this e-mail, please include the license, docket and 
control numbers located at the top of this page. 

Thanking you in advance for your cooperation, assistance, and prompt response in this matter. 

IRA/ 
Jacqueline D. Cook 
Senior Health Physicist 
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St. Peter's Community Hospital -2-

1. Please note that currently the licensed entity is St. Peter's Community Hospital; however, 
Item 2 of NRC Form 313 dated August 21, 2013, lists the name as St. Peter's Hospital. 

Please clarify this discrepancy. 

2. Please note that we were unable to find ADAC Laboratories Model Forte and Siemens 
Model C-cam line source housing for SPECT cameras in the sealed source and device 
registry. Please specify the sealed source and device registry numbers for these 
devices. 

Please note that if you are unable to specify the sealed source and device registry 
numbers, we will authorize your license as it is currently in Items 6.E., ?.E., 8.E. , and 9.E. 
in accordance with sealed source and device registry CA8254D801 S (supersedes 
CA01 020101 S). 

3. Please note that Appendix I of NUREG-1556, Vol.9, Rev. 2 contains a model RSO 
Delegation of Authority. (http://www.nrc.gov/readlng-rm/doc­
collections/nuregs/staff/sr1556/v9/r2/) Please submit an updated RSO Delegation of 
Authority for E. Jefferson Fairbanks, Ph.D. using Appendix I as guidance. 

4. Please submit a statement that "We reserve the right to upgrade our survey instruments 
as necessary as long as they are adequate to measure the type and level of radiation for 
which they are used." 

5. Please provide the following statement: "We have developed and will implement and 
maintain written procedures for area surveys in accordance with 10 CFR 20.1101 that 
meet the requirements of 10 CFR 20.1501 and 10 CFR 35. 70." 

6. Please provide the following statement: "We have developed and will implement and 
maintain procedures for safe use of unsealed byproduct material that meet the 
requirements of 10 CFR 20.1101 and 10 CFR 20.1301 ." 

7. Please provide the following statement: "We have developed and will implement and 
maintain written procedures for safe response to spills of licensed material in accordance 
with 10CFR20.1101." 
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