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2443 WARRENVILLE RD. SUITE 210 

LISLE, IL  60532-4352 

February 27, 2014 
 

 
NMED No. 130552 (Closed) 
 
Mr. Mike McRobbie, President 
IUPUI/Indiana University Medical Center 
Radiation Safety Office 
541 Clinical Drive 
Indianapolis, IN  46202-5111 
 
SUBJECT: NRC REACTIVE INSPECTION REPORT NO. 03001609/2013001(DNMS) – 

IUPUI/INDIANA UNIVERSITY MEDICAL CENTER 
 
Dear Mr. McRobbie: 
 
On November 20 and 21, 2013, a U.S. Nuclear Regulatory Commission (NRC) inspector 
conducted a reactive inspection at the IUPUI/Indiana University Medical Center, Indianapolis, 
Indiana facilities, with continued NRC in-office review through February 5, 2014.  The in-office 
review included receipt and review of information that was unavailable during the onsite 
inspection, including your staff’s and the vendor’s assessments of equipment that was used 
during administration of the dosage to identify the cause of a medical event.  The purpose of 
this inspection was to review the circumstances, root and contributing causes, and proposed 
corrective actions for a medical event that your staff reported to the NRC on 
November 15, 2013.  The preliminary findings of the inspection were discussed with selected 
members of your staff at the conclusion of the on-site inspection and at a final, telephonic exit 
meeting with Mack Richard, Radiation Safety Officer (RSO), on February 10, 2014.  The 
enclosed report presents the results of this inspection. 
 
The inspector determined that IUPUI/Indiana University Medical Center conducted licensed 
activities safely and followed sound radiation safety principles.  Specifically, the inspector noted 
that, based on demonstrations and selected staff member interviews, your staff implemented 
proper safety practices during use of yttrium-90 microspheres.  No violations were identified 
during this inspection. 
 
In accordance with Title 10 of the Code of Federal Regulations 2.390 of the NRC’s “Rules of 
Practice,” a copy of this letter and its enclosure will be available electronically for public 
inspection in the NRC’s Public Document Room or from the NRC’s Agencywide Documents 
Access and Management System (ADAMS), accessible from the NRC’s website at 
http://www.nrc.gov/reading-rm/adams.html. 
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Please contact Mr. Robert Gattone if you have any questions regarding this inspection.  
Mr. Gattone can be reached by telephone at (630) 829-9823. 
 

Sincerely, 
 
/RA by John B. Giessner Acting for/ 
 
 
Patrick L. Louden, Director 
Division of Nuclear Materials Safety 
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cc w/ encl: Mack Richard, RSO 
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Licensee:   IUPUI/Indiana University Medical Center 
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    1100 West Michigan Street 
    Indianapolis, Indiana 

 
 

Dates of Inspection:  November 20 and 21, 2013, with continued NRC  
in-office review through February 5, 2014 

 
 

Exit Meeting:   February 10, 2014 
 
 

Inspector:    Robert G. Gattone, Jr., Senior Health Physicist 
 
 

Reviewed By:   Aaron T. McCraw, Chief 
 Materials Inspection Branch 
 Division of Nuclear Materials Safety 
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EXECUTIVE SUMMARY 

 
IUPUI/Indiana University Medical Center 

Indianapolis, Indiana 
Inspection Report No. 03001609/2013001(DNMS) 

 
On November 20 and 21, 2013, an inspector from the U.S. Nuclear Regulatory 
Commission (NRC) conducted a reactive inspection, with continued NRC in-office review 
through February 5, 2014, to review the facts and circumstances associated with a medical 
event that IUPUI/Indiana University Medical Center (the licensee) reported to the NRC on 
November 15, 2013.  The in-office review included receipt and review of information that was 
unavailable during the onsite inspection, including the licensee’s and the dosage vendor’s 
assessments of equipment that was used during administration of the dosage to identify the 
cause of the medical event. 
 
The inspector determined that a medical event occurred as a result of administering 
approximately 72 percent of the prescribed dosage of yttrium-90 (Y-90) microspheres to the 
patient.  Because the treatment resulted in a dose that differed from the prescribed dose by 
more than 0.5 Sievert (Sv) (50 rem) and a total dose delivered that differed from the prescribed 
dose by 20 percent or more, the treatment constituted a medical event per NRC’s definition in 
Title 10 Code of Federal Regulations (CFR) Section 35.2.  The licensee determined that the 
medical event would not result in adverse effects to the patient. 
 
The root cause of the medical event was that a kink in the catheter created a blockage that 
prevented the full dosage of radioactive material from reaching the treatment site.  A 
contributing factor to the medical event was the combination of thinner, more flexible catheter 
walls and a small internal catheter diameter. 
 
The inspector identified that the licensee developed, implemented, and maintained written 
procedures to provide high confidence that each administration is in accordance with the written 
directive.  No violations of NRC regulatory requirements were identified. 
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Report Details 

 
1 Program Scope and Inspection History 
 

NRC License Number 13-02752-03 permits the licensee a broad authorization to use 
radioactive materials for research and development and medical applications, including 
Y-90 microspheres for therapeutic treatment of cancerous liver tumors.  The licensee 
has performed approximately 600 Y-90 microsphere treatments since 2006. 
 
On March 19, 2012, the NRC conducted an inspection with continued in-office review 
through April 18, 2012.  The purpose of the inspection was to follow up on a potential 
prostrate treatment medical event that was initially reported on March 7, 2012.  Based 
on the results of the inspection, the NRC determined that the event did not meet the 
definition of a “medical event” as defined in 10 CFR 35.2.  No violations of NRC 
regulatory requirements were identified as a result of the inspection. 
 
On October 3-7, 2011, the NRC conducted a routine inspection.  The NRC cited one 
Severity Level IV security-related violation.  In addition, the NRC cited two Severity Level 
IV violations involving the licensee’s failure to:  (1) maintain a record of the bases for 
authorizing the release of two iodine therapy patients in accordance with 
10 CFR 35.2075(a); and (2) develop written procedures to provide high confidence that 
each administration is in accordance with the written directive pursuant to 10 CFR 35.41. 
 

2 Sequence of Events and Licensee Investigation 
 
2.1 Inspection Scope 
 

The inspector observed reenactments of the medical event and interviewed, in part, the 
physician authorized user (AU), the radiation safety officer (RSO), the referring 
physician, a nuclear medicine technologist (NMT), two interventional radiology 
technicians (IRTs), and other licensee personnel to determine the sequence of events 
that resulted in the medical event.  In addition, the inspector reviewed selected licensee 
records, licensee procedures, and the licensee’s compliance with regulatory 
requirements for Y-90 microspheres treatments. 
 

2.2 Observations and Findings  
 
a. Medical Event Details 

 
On November 14, 2013, the licensee planned to administer therapeutic dosages of 
Y-90 microspheres to treat the patient’s liver tumors.  The licensee generated two 
written directives, one for each of the two areas (lobes/segments) of the liver that the 
licensee was treating.  The written directives included all required information, 
including the prescribed dosages or each treatment.  The first treatment and written 
directive involved a prescribed dosage of 88 millicuries for administration to the right 
lobe of the patient’s liver.  On November 14, 2013, the licensee successfully 
administered 87.5 millicuries to the right lobe of the patient’s liver, in accordance with 
the written directive.
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The written directive for the second treatment, dated November 5, 2013, called for an 
administration of 28.6 millicuries of Y-90 microspheres (specifically Theraspheres®) 
to treat Segment 4 of the patient’s liver (treatment site). 

 
On November 14, 2013, prior to delivery of the second treatment, an NMT measured 
the dosage in the vial as 27.5 millicuries.  The AU made a written revision to the 
written directive by changing the prescribed dosage from 28.6 millicuries to 27 
millicuries, based on the NMT’s measurement.  The inspector noted that a member 
of the licensee’s Radiation Safety staff independently verified the dosage 
measurement and compared it to the prescribed dosage on the written directive, as 
well as verification of other critical steps for Y-90 microsphere use in accordance with 
the licensee’s procedure. 
 
The licensee assembled the dosage delivery system in accordance with licensee 
procedures and the manufacturer’s instructions.  After the delivery system was 
assembled, an IRT tested it to verify it was operable prior to dosage administration.  
The dosage delivery system involved a larger, outer catheter and a smaller, inner 
catheter.  Using medical imaging, the AU identified that the patient’s anatomy 
included smaller, variant vasculature that the catheter would need to navigate 
through in order to administer the dosage to Segment 4 of the patient’s liver.  As 
such, the AU selected a Merit Maestro® microcatheter for use in this procedure 
because it was more flexible than other available catheters.  The AU had previously 
used the Maestro® microcatheter to administer Y-90 microspheres on several 
occasions without a problem.  Although the catheter was more flexible, due to its 
thinner walls, it was within the manufacturer’s specifications for compatible catheters 
for the dosage delivery system. 
 
As corrective action to prevent a similar Y-90 microspheres medical event involving a 
Boston Scientific catheter on September 10, 2007, that resulted in an underdose due 
to a kink in the catheter, the licensee modified its procedure to require the physician 
to visually inspect the catheter to ensure there are no kinks prior to administering the 
dosage.  Prior to the Maestro® microcatheter insertion into the patient on 
November 14, 2013, the AU visually assessed the catheter to verify that it had no 
kinks.  In addition, the AU conducted medical imaging of the patient to verify that the 
catheter was placed correctly prior to dosage administration.   
 
During dosage administration, the AU felt no unusual resistance and noted that a 
radiation survey instrument reading of the vial box containing the dosage dropped to 
zero after the dosage was administered.  In addition, the AU conducted three saline 
flushes of the catheters and no leakage occurred. 
 
After the dosage administration, a licensee staff member conducted radiation 
surveys of the Interventional Radiology Suite and all of the individuals that were 
involved with the dosage administration.  The survey results were negative for 
radioactivity.  
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On November 14, 2013, the licensee determined that it administered 19.5 millicuries 
of Y-90 microspheres to the patient, which represented 72.2 percent of the 
prescribed 27-millicurie dosage.  The licensee also determined that the treatment 
site received a total dose of about 9,200 rem, which was about 3,800 rem less dose 
than it would have received if all of the prescribed dosage had been administered to 
the treatment site.  The licensee identified that the administration resulted in a 
medical event as defined in 10 CFR 35.3045(a)(1) because the delivered dose 
differed from the dose that would have resulted from the prescribed dose by more 
than 50 rem to the tissue and the total dosage delivered differed from the prescribed 
dosage by more than 20 percent.   
 

b. Medical Event Assessment   
 
The licensee held the equipment that was used during the dosage administration for 
radioactive decay for about a month to allow an assessment to determine the cause 
of the medical event while keeping staff radiation exposure as low as reasonably 
achievable.  On December 16, 2013, the licensee’s RSO informed the inspector 
about how the licensee conducted its assessment of the cause of the medical event, 
including how radiation measurements of the equipment were taken.  The licensee 
identified that a high percentage of the activity remaining in the equipment was along 
the distal end of the Maestro® microcatheter.   
 
The licensee determined that the likely cause of the medical event was that an 
occlusion occurred in the Maestro® microcatheter that prevented the full dosage of 
radioactive material from reaching the treatment site.  In addition, the AU suspected 
that the patient’s breathing while the catheter was is in the desired position may have 
caused a transient occlusion in the Maestro catheter, which may have been a cause 
of the medical event. 
 
On December 17, 2013, the RSO informed the inspector that he would request the 
Theraspheres® manufacturer to evaluate the equipment that was used to administer 
the dosage to obtain more information about the cause of the medical event.  In 
addition, the RSO stated that he would provide the results of the manufacturer’s 
results to the inspector.  
 
The manufacturer provided its January 29, 2014, report of its assessment to 
determine the cause of the medical event to the licensee.  The manufacturer noted, 
in part, that 90 percent of the residual radioactivity was located in the Maestro® 
microcatheter and the remaining residual radioactivity was in the dosage vial and 
outlet tubing.  In addition the vendor identified that the Maestro® microcatheter had a 
visible kink which restricted flow.  As a result, the vendor concluded that flow 
restriction in the Maestro® microcatheter most likely led to the observed residual 
dosage in the catheter.    
 
The inspector determined that the root cause of the medical event was a kink in the 
catheter that created a blockage that prevented the full dosage of radioactive 
material from reaching the treatment site.  In addition, the inspector determined that 
the combination of the thinner, more flexible catheter walls and the small internal 
diameter of the catheter was a contributing factor to the medical event. 
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2.3 Conclusions 
 

The licensee implemented its procedures for Y-90 microspheres administrations without 
error.  The inspector determined that the licensee’s response to and assessment of the 
medical event were adequate.  No violations of NRC regulatory requirements were 
identified.   
 

3 Review of Recent Microspheres Administrations 
 

3.1 Inspection Scope 
 

The inspector reviewed records of the 10 most recent Y-90 microspheres 
administrations that were conducted prior to the medical event.   
 

3.2 Observations and Findings 
 
The selected records indicated that the licensee implemented its Y-90 microspheres 
procedures without error.  None of the administrations involved dosage spillage based 
on the licensee’s adequate pre- and post-dosage administration radiation measurements 
of the materials used during the dosage administrations.  The administered dosages did 
not result in medical events. 
  

3.3 Conclusions 
 

The inspector determined that the most recent Y-90 microspheres administrations that 
were conducted prior to the medical event did not result in a medical event. 

 
4 Notifications and Reports 
 
4.1 Inspection Scope 
 

The inspector reviewed selected records and interviewed selected staff to understand 
the licensee's response to its discovery of the medical event.  The inspector also 
reviewed the licensee’s notification of the medical event to the NRC Operations Center 
dated November 15, 2013.  In addition, the inspector reviewed the licensee’s associated 
written report of the medical event dated November 25, 2013, to assess compliance with 
reporting requirements. 

 
4.2 Observations and Findings 
 

On November 14, 2013, the AU notified the patient’s referring physician, who was a 
licensee staff member; the patient; and the patient’s wife.  On November 15, 2013, the 
licensee notified the NRC Operations Center about the medical event, as required.   
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The licensee provided its written report of the medical event in a letter dated  
November 25, 2013.  The inspector determined that the written report was submitted 
within 15 days of discovery of the event and it included the information required by  
10 CFR 35.3045(d), except for actions to prevent recurrence.  Instead of addressing 
actions to prevent recurrence, the report appropriately referenced the licensee’s plan to 
identify the cause of the medical event after the applicable equipment decays down and 
it included a commitment to share its cause investigation results and corrective actions, 
if any, with the NRC.  After reviewing the vendor’s report of its assessment to determine 
the cause of the medical event, the licensee determined that no additional actions 
needed to be taken to prevent a similar medical event. 
 

4.3 Conclusions 
 

The inspector determined that the licensee provided the notifications and written report 
as required by 10 CFR 35.3045.  

 
5 Licensee Assessment of Patient Effects  
 
5.1 Inspection Scope 
 

The inspector interviewed the AU and the referring physician and reviewed the 
licensee’s aforementioned written report of the medical event to obtain information about 
potential adverse effects to the patient as a result of the medical event.   

 
5.2 Observations and Findings 
 

The AU determined that there were no adverse consequences to the patient as a result 
of the medical event.  Segment 4 of the patient’s liver received greater than 9,000 rem; 
therefore, the AU determined that the treatment site received enough radiation dose to 
achieve the palliative effect.   
 

5.3 Conclusions 
 

  The AU determined that there were no adverse effects to the patient as a result of the 
medical event.   

 
6 Exit Meeting 
 

At the completion of the on-site inspection, the inspector discussed the preliminary 
inspection findings in this report with licensee management during an exit meeting.  The 
licensee did not identify any information reviewed during the inspection and proposed for 
inclusion in this report as proprietary in nature.  A final telephonic exit meeting was 
conducted on February 10, 2014. 
 

Attachment: Partial List of Persons Contacted



 

Attachment 

Partial List of Persons Contacted 
 
 
Matt Johnson, M.D., Authorized User 
+Jeff Mason, Assistant Radiation Safety Officer 
+Trent Mays, Associate Radiation Safety Officer  
Andrew Moore, Nuclear Medicine Technologist 
Dawn Ogdon, Interventional Radiology Technician 
+^Mack Richard, Radiation Safety Officer 
Angela Richards, Interventional Radiology Technician 
Safi Shada, M.D., Referring Physician 
 
+ Attended the on-site exit meeting November 21, 2013 
^ Participated in the telephone exit meeting on February 10, 2014 
 


