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Per your application dated December 18, 2013 and letter received May 21, 2014, the items on the 
next page are deficiencies which require your response. Please respond to this e-mail by 
Monday, June 23, 2014. Our fax number is (817) 200-1263. You may respond by e-mail in pdf 
format if you'd like. My email address is Jackie.Cook@nrc.gov. When responding to this e-mai l, 
please include the license, docket and control numbers located at the top of this page. 

Thanking you in advance for your cooperation, assistance, and prompt response in this matter. 

IRA/ 
Jacqueline D. Cook 
Senior Health Physicist 
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Tetra Tech , Inc. -2-

1. In Item 2 of NRC Form 313 dated December 18, 2013, it specifies the mailing address 
with a suite number; however, Item 3 of NRC Form 313 does not specify a suite number. 
In addition, license condition 1 O.B. specifies a suite number. 

Please explain this discrepancy by clarifying whether the use address is the same as the 
mailing address. 

2. Since you transferred some of your portable gauges to the licensee who bought your 
Casper, Wyoming location, please submit an inventory or submit the number of gauges 
you have for each model of portable gauge and x-ray fluorescence analyzers so we can 
limit Item 8 of your license accordingly. 

3. 

4. 

A. Please note that when issued, Item 9.A., and 9.B. of the license will be updated to 
delete Troxler Electronic Laboratories, Inc., Model 4300 series; Troxler Electronic 
Laboratories, Inc. Model 3450 is now part of the Troxler ~lectronic Laboratories, 
Inc. Model 3400 Series as of April 4, 2007. 

B. Please note that the Campbell Pacific Nuclear Corporation gagues and their 
associated sealed sources will be listed as separate line items. 

C. Please note that Item 8 of the license will be updated to reflect for the Troxler 
Electronic Laboratories Model 3241, the maximum possession limit of 330 
millicuries per source and for the Troxler Electronic Laboratories Model 4300 
Series, the maximum possession limit of 11 millicuries per source. 

D. Please note that the Thermo Scientific Analytical Instruments, Inc. (formerly 
Thermo NITON Analyzers, LLC) x-ray fluorescence analyzers and their 
associated sealed sources and the Columbia Scientific Industries Corporation x­
ray fluorescence analyzers and their associated sealed sources will be listed as 
separate line items. 

A. Please expand Item 10 of your renewal application to include the word "security" 
after the word "emergency" and "the errata sheet to" 
(http://pbadupws.nrc.gov/docs/ML0521/ML052130055.pdf) before the words 
"Appendix H". ("We will implement and maintain the operating, emergency and 
security procedures described in the errata sheet to Appendix H of NUREG-1556, 
Vol. 1, Rev. 1, dated November 2001.") 

B. Please explain in writing how you are going to meet 10 CFR 30.34(i) - two 
independent physical controls. (http://www.nrc.gov/reading-rm/doc­
collections/cfr/part030/part030-0034.html ). 
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5. For non-routine maintenance or repair operations that require detaching the source or 
source rod from the gauge: Submit either of the following : 

• A statement that: "We will send the gauge to the manufacturer or other person 
authorized by NRC or an Agreement State to perform non-routine maintenance or 
repair operations that require detaching the source or source rod from the 
gauge." 

OR 

• The information listed in Appendix G of NUREG-1556, Vol. 1, Rev. 1 supporting a 
request to perform this work in-house. 
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