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NOTICE OF VIOLATION – TESTING ENGINEERS & CONSULTANTS, INC. 
 
Dear Mr. Ramos: 
 
On November 6, 2014, an inspector from the U.S. Nuclear Regulatory Commission (NRC) 
conducted a routine inspection at your facility Troy, Michigan, with continued in-office review 
until December 4, 2014.  The purpose of the inspection was to review activities performed under 
your NRC license to ensure that activities were being performed in accordance with NRC 
requirements.  The in-office review included a review of your program to secure portable gauges 
and a review of training records.  The enclosed inspection report presents the results of the 
inspection (Enclosure 2). 
 
During this inspection, the NRC staff examined activities conducted under your license related 
to public health and safety.  Additionally, the staff examined your compliance with the 
Commission’s rules and regulations as well as the conditions of your license.  Within these 
areas, the inspection consisted of selected examination of procedures and representative 
records, observations of activities, and interviews with personnel. 
 
Based on the results of this inspection, one apparent violation of NRC requirements was 
identified and is being considered for escalated enforcement action in accordance with the NRC 
Enforcement Policy.  The current Enforcement Policy is included on the NRC’s website at 
http://www.nrc.gov/about-nrc/regulatory/enforcement/enforce-pol.html.  The apparent violation 
concerned your staff’s failure to use a minimum of two independent physical controls that 
formed tangible barriers to secure a portable gauge from unauthorized removal and the portable 
gauge was not under the control and constant surveillance of the licensee, as required by 
Condition 19 of your NRC License No. 21-18668-01, which reiterates the regulatory 
requirements in Title 10 of the Code of Federal Regulations (CFR) section 30.34(i). 
 
Because the NRC has not made a final determination in this matter, the NRC is not issuing a 
Notice of Violation for this inspection finding at this time.  The circumstances surrounding this 
apparent violation, the significance of the issue, and the need for lasting and effective corrective 
action were discussed between Mr. Edward Kulzer of my staff and Mr. Gary Putt of your staff at 
the preliminary on-site exit meeting on November 6, 2014, and during the final telephone exit 
meeting on December 4, 2014. 
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Before the NRC makes its enforcement decision, we are providing you an opportunity to either:  
(1) respond in writing to the apparent violation addressed in this inspection report within 30 days 
of the date of this letter; (2) request a Predecisional Enforcement Conference (PEC); or  
(3) request Alternative Dispute Resolution (ADR).  Please contact Mr. Aaron T. McCraw at 
630-829-9650 within 10 days of the date of this letter to notify the NRC of your intended 
response. 
 
If you choose to provide a written response, it should be clearly marked as “Response to the 
Apparent Violation in Inspection Report No. 03014016/2014001(DNMS); EA-14-221,” and 
should include, for the apparent violation:  (1) the reason for the apparent violation, or, if 
contested, the basis for disputing the apparent violation; (2) the corrective steps that have been 
taken and the results achieved; (3) the corrective steps that will be taken to avoid further 
violations; and (4) the date when full compliance was or will be achieved.  In presenting your 
corrective actions, you should be aware that the promptness and comprehensiveness of your 
actions will be considered in assessing any civil penalty for the apparent violation.  The 
guidance in NRC Information Notice 96-28, “Suggested Guidance Relating to Development and 
Implementation of Corrective Action,” may be useful in preparing your response.  You can find 
the information notice on the NRC’s website at:  http://www.nrc.gov/reading-rm/doc-
collections/gen-comm/info-notices/1996/in96028.html.  Your response may reference or include 
previously docketed correspondence, if the correspondence adequately addresses the required 
response.  If an adequate response is not received within the time specified or an extension of 
time has not been granted by the NRC, the NRC will proceed with its enforcement decision or 
schedule a PEC.  
 
If you choose to request a PEC, the conference will afford you the opportunity to provide your 
perspective on the apparent violation and any other information that you believe the NRC 
should take into consideration before making an enforcement decision.  The topics discussed 
during the conference may include the following:  information to determine whether a violation 
occurred, information to determine the significance of a violation, information related to the 
indentification of a violation, and information related to any corrective actions taken or planned 
to be taken.  If a PEC is held, it will be open for public observation.  The NRC will issue a press 
release to announce the time and date of the conference. 
 
In lieu of a PEC, you may also request ADR with the NRC in an attempt to resolve this issue.  
ADR is a general term encompassing various techniques for resolving conflicts using a third 
party neutral.  The technique that the NRC has decided to employ is mediation.  Mediation is a 
voluntary, informal process in which a trained neutral (the “mediator”) works with parties to help 
them reach resolution.  If the parties agree to use ADR, they select a mutually agreeable neutral 
mediator who has no stake in the outcome and no power to make decisions.  Mediation gives 
parties an opportunity to discuss issues, clear up misunderstandings, be creative, find areas of 
agreement, and reach a final resolution of the issues.  Additional information concerning the 
NRC’s program can be obtained at http://www.nrc.gov/about-nrc/regulatory/enforcement/ 
adr.html.  The Institute on Conflict Resolution (ICR) at Cornell University has agreed to facilitate 
the NRC’s program as a neutral third party.  Please contact ICR at 877-733-9415 within 10 days 
of the date of this letter if you are interested in pursuing resolution of this issue through ADR. 
 
Please be advised that the number and characterization of the apparent violations described in 
the enclosed inspection report may change as a result of further NRC review.  You will be 
advised by separate correspondence of the results of our deliberations on this matter. 
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In addition to the apparent violation described above and based on the results of this inspection, 
the NRC determined that three violations of NRC requirements occurred.  The violations were 
evaluated in accordance with the NRC Enforcement Policy.  The violations involved your staff’s 
failure to:  (1) periodically (at least annually) review the radiation protection program content and 
implementation, as required by 10 CFR 20.1101(c); (2) provide training for hazmat employees 
that satisfied the requirements in Subpart H to 49 CFR Part 172, in that recurrent training had 
not been completed at least once every three years for employees who transported hazardous 
materials, as required by 10 CFR 71.5, and (3) satisfy the requirements in Subpart H to 49 CFR 
Part 172, include the proper Indentification number for the gauges on the shipping papers used 
to transport gauges on public highways, as required by 10 CFR 71.5.  These violations are cited 
in the enclosed Notice of Violation (Notice)(Enclosure 1).  The NRC is citing the violations in the 
Notice because the inspector identified the violations. 
 
You are required to respond in writing to the Severity Level IV violations identified in this letter 
and should follow the instructions specified in the enclosed Notice when preparing your 
response.  The NRC will use your response, in part, to determine whether further enforcement 
action is necessary to ensure compliance with regulatory requirements. 
 
In accordance with 10 CFR 2.390 of the NRC’s “Rules of Practice,” a copy of this letter, its 
enclosures, and your response, will be made available electronically for public inspection in the 
NRC’s Public Document Room or from the NRC’s Agencywide Documents Access and 
Management System (ADAMS), accessible from the NRC’s website at 
http://www.nrc.gov/reading-rm/adams.html.  To the extent possible, your response should not 
include any personal privacy, proprietary, or safeguards information so that it can be made 
publicly available without redaction.  
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Please feel free to contact Mr. Kulzer of my staff if you have any questions regarding this 
inspection.  Mr. Kulzer can be reached at 630-829-9875. 

 
      Sincerely,  

 
      /RA/ 

 
 

      Patrick L. Louden, Director 
      Division of Nuclear Materials Safety 
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Enclosure 1 

NOTICE OF VIOLATION 
 
Testing Engineers & Consultants, Inc. License No. 21-18668-01 
Troy, Michigan Docket No. 030-14016 
 
 
During a U.S. Nuclear Regulatory Commission (NRC) inspection conducted on  
November 6, 2014, with continued in-office review through December 4, 2014, three violations 
of NRC requirements were identified.  In accordance with the NRC Enforcement Policy, the 
violations are listed below: 
 

A. Title 10 of the Code of Federal Regulations (CFR) section 20.1101(c) states that the 
licensee shall periodically (at least annually) review the radiation protection program 
content and implementation.   

 
Contrary to the above, as of November 6, 2014, the licensee failed to review its radiation 
protection program content and implementation at least annually since June 24, 2010. 

 
This is a Severity Level IV violation (Section 6.7). 

 
B. Title 10 CFR 71.5(a) requires that a licensee who transports licensed material outside of 

the site of usage, as specified in the NRC license, or where transport is on public 
highways, or who delivers licensed material to a carrier for transport, comply with the 
applicable requirements of the regulations appropriate to the mode of transport of the 
Department of Transportation (DOT) in 49 CFR Parts 107, 171-180, and 390-397. 
 
Title 49 CFR 172.702 states, in part, that each hazmat employer shall ensure that each 
hazmat employee is trained and tested, and that no hazmat employee performs any 
function subject to the requirements of 49 CFR Parts 171-177 unless trained, in 
accordance with Subpart H of 49 CFR Part 172.  The terms Hazmat Employer and 
Hazmat Employee are defined in 49 CFR 171.8. 
 
Title 49 CFR 172.704(a) specifies the elements of hazmat employee training as:  
(1) general awareness/familiarization training, (2) function-specific training, and  
(3) safety training; (4) security awareness training; and (5) in-depth security training, if 
applicable.  Title 49 CFR 172.704(c) requires, in part, that a hazmat employee receive 
initial training and recurrent training at least once every three years. 
 
Contrary to the above, as of November 6, 2014, the licensee did not provide training for 
hazmat employees that satisfied the requirements in Subpart H to 49 CFR Part 172, in 
that the required training had not been provided to its employees who independently 
transported hazardous materials, and the licensee otherwise meets the definition of a 
hazmat employer in 49 CFR 171.8.  Specifically, eleven employees at the licensee’s 
Troy facility had not received recurrent training in the last three years that satisfied the 
requirements of 49 CFR 172.704(a) and transported a portable gauge containing sealed 
sources of radioactive material on public highways on multiple occasions.  The most 
recently trained of the eleven employees last received hazmat training in August 2007 – 
a period greater than three years. 
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This is a Severity Level IV violation (Section 6.8). 

 
C. Title 10 CFR 71.5(a) requires that a licensee who transports licensed material outside of 

the site of usage, as specified in the NRC license, or where transport is on public 
highways, or who delivers licensed material to a carrier for transport, comply with the 
applicable requirements of the regulations appropriate to the mode of transport of the 
Department of Transportation (DOT) in 49 CFR Parts 107, 171-180, and 390-397. 
 
Title 49 CFR 172.202(a)(1) specifies the shipping description of a hazardous material on 
the shipping paper include:  (1) The indentification number prescribed for the material as 
shown in column (4) of the 172.101 table.   
 
Contrary to the above, on November 6, 2014, the licensee transported radioactive 
material on a public highway and the shipping paper accompanying the radioactive 
material did not include the proper indentification number. 

 
This is a Severity Level IV violation (Section 6.8). 

 
Pursuant to the provisions of 10 CFR 2.201, Testing Engineers & Consultants, Inc. is hereby 
required to submit a written statement or explanation to the U.S. Nuclear Regulatory 
Commission, ATTN:  Document Control Desk, Washington, DC 20555-0001, with a copy to the 
Regional Administrator, Region III, within 30 days of the date of the letter transmitting this Notice 
of Violation (Notice).  This reply should be clearly marked as a “Reply to a Notice of Violation:  
IR 03014016/2014001(DNMS)” and should include for each violation:  (1) the reason for the 
violation, or, if contested, the basis for disputing the violation or its severity level, (2) the 
corrective steps that have been taken and the results achieved, (3) the corrective steps that will 
be taken, and (4) the date when full compliance was or will be achieved.  Your response may 
reference or include previously docketed correspondence, if the correspondence adequately 
addresses the required response.  If an adequate reply is not received within the time specified 
in this Notice, an order or a Demand for Information may be issued as to why the license should 
not be modified, suspended, or revoked, or why such other action as may be proper should not 
be taken.  Where good cause is shown, consideration will be given to extending the response 
time. 
 
Your response will be made available electronically for public inspection in the NRC’s Public 
Document Room or from the NRC’s Agencywide Documents Access and Management System 
(ADAMS), accessible from the NRC’s website at http://www.nrc.gov/reading-rm/adams.html.  To 
the extent possible, the response should not include any personal privacy, proprietary, or 
safeguards information so that it can be made publicly available without redaction. 
 
If you contest this enforcement action, you should also provide a copy of your response, with 
the basis for your denial, to the Director, Office of Enforcement, U.S. Nuclear Regulatory 
Commission, Washington, DC 20555-0001. 
  



Notice of Violation - 3 - 
 

 

 
In accordance with 10 CFR 19.11, you may be required to post this Notice within two working 
days of receipt.  
 
Dated this 29th day of December 2014.
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EXECUTIVE SUMMARY 
 

Testing Engineers & Consultants, Inc. 
NRC Inspection Report 03014016/2014001(DNMS) 

 
This was a routine inspection of licensed activities involving the use of byproduct material 
(cesium-137 and americium-241) for measuring physical properties of materials with portable 
nuclear gauging devices.  Testing Engineers & Consultants, Inc. (licensee) operated a 
construction consulting and testing service with its headquarters in Troy, Michigan.  The U.S. 
Nuclear Regulatory Commission (NRC) License No. 21-18668-01 authorized the licensee to use 
or store portable gauges at the licensee’s facilities located in Troy and Ann Arbor, Michigan.  
The license also authorized the use of portable gauges at temporary job sites anywhere the 
NRC maintains jurisdiction. 
 
During the onsite portion of the routine inspection on November 6, 2014, an inspector from the 
NRC identified an apparent violation of Condition 19 of NRC License No. 21-18668-01, which 
reiterated the regulatory requirements in Title 10 of the Code of Federal Regulations (CFR) 
30.34(i).  The apparent violation involved the licensee’s failure to use a minimum of two 
independent physical controls that form tangible barriers to secure a portable gauge from 
unauthorized removal when the portable gauge was not under the control and constant 
surveillance of the licensee.  Specifically, upon arriving at the licensee’s temporary jobsite 
located at Long Lake Road in Troy, Michigan, the inspector observed an unsecured portable 
gauge in the bed of the licensee’s pickup truck.  The authorized gauge user was at his pickup 
truck.  The gauge transportation case was chained to the bed of the truck with two chains; one 
through each of the handles, providing two independent physical controls to prevent 
unauthorized removal of the gauge transportation case; however, the licensee secured the lid of 
the transportation case with only one padlock, which only provided one independent physical 
control to prevent unauthorized removal of the gauge itself.  The inspector asked the authorized 
gauge user what he does when he cannot provide constant surveillance of the gauge; the 
gauge user stated that he puts the gauge inside his vehicle, which only provides one 
independent physical control to prevent the unauthorized removal of the gauge transportation 
case. 
 
The inspector informed the licensee that the gauge, as secured in the observed configuration, in 
the back of his pickup truck did not provide an adequate level of security when the gauge and its 
case are not under constant surveillance by licensee personnel.  As corrective action for the 
apparent violation, the licensee’s Radiation Safety Officer (RSO) indicated that he would retrain 
the gauge users at the facility on safety, hazmat training, and security requirements in two 
weeks.  The RSO committed to interview and observe all field employees to ensure compliance 
with security requirements within two weeks, and annually thereafter.  The RSO stated that 
these corrective actions are intended to not only correct the condition of the portable gauge as 
found during the inspection, but also to achieve compliance with the security requirements going 
forward. 
 
In addition to the apparent violation, the inspector also identified three violations involving the 
licensee’s failure to:  (1) periodically (at least annually) review the radiation protection program 
content and implementation, as required by 10 CFR 20.1101(c); (2) provide training for hazmat 
employees that satisfied the requirements in Subpart H to 49 CFR Part 172, in that recurrent 
training had not been completed at least once every three years for eleven employees who 
transported hazardous materials, as required by 10 CFR 71.5; and (3) satisfy the requirements 



 

 3 

in Subpart H to 49 CFR Part 172, by not including the proper indentification number for the 
gauges on the applicable shipping papers, as required by 10 CFR 71.5.  The inspector 
determined the cause of all three violations was the licensee’s lack of awareness of these 
regulatory requirements.  For the first violation, the RSO committed to conduct a program audit 
within the next two weeks.  For the second violation, the RSO committed that the gauge users 
would complete an online U.S. Department of Transportation (DOT) hazmat training within two 
weeks.  For the third violation, the RSO committed to reviewing the shipping papers for all of the 
licensee’s gauges and ensuring that the proper indentification number is included on all the 
shipping papers within two weeks. 
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REPORT DETAILS 
 
1 Program Overview 
 

Testing Engineers & Consultants, Inc. (licensee) operated a construction consulting and 
testing service with facilities in Troy and Ann Arbor, Michigan.  The licensee is 
authorized under Materials License 21-18668-01 to use and store licensed material for 
measuring physical properties of materials with nuclear gauging devices.  Licensed 
material is authorized to be used anywhere in the United States in areas of NRC 
jurisdiction.  The licensee employed 15 portable gauge users and stored 38 Troxler 
Model No. 3400 Series portable gauges at its Troy, Michigan facility.  The remainder of 
the licensee’s 53 portable gauges were used and stored at the licensee’s Ann Arbor 
location.  The licensee uses the gauges on a daily basis for construction engineering 
projects throughout Michigan.  The licensee’s RSO manages the radiation safety 
program for the Troy and Ann Arbor, Michigan locations.   

 
The NRC previously inspected the licensee on June 7, 2010.  As a result of that 
inspection, the NRC identified a violation of License Condition 11 of NRC License 
No. 21-18668-01 for the licensee’s failure to name a specific individual as RSO.  The 
licensee took prompt and appropriate corrective action.  The NRC considers this 
violation closed. 
 

2 Security of Portable Gauges 
 
2.1 Inspection Scope 

 
The inspector observed the licensee’s methods of securing portable gauges at 
temporary jobsites, in transport, and in storage at the licensee’s facility in Troy, 
Michigan. 
 

2.2 Observations and Findings 
 

During the onsite portion of the routine inspection on November 6, 2014, an inspector 
from the NRC identified an apparent violation of Condition 19 of NRC License  
No. 21-18668-01, which reiterates the regulatory requirements in 10 CFR 30.34(i).  The 
apparent violation involved the licensee’s failure to use a minimum of two independent 
physical controls that form tangible barriers to secure a portable gauge from 
unauthorized removal when the portable gauge was not under the control and constant 
surveillance of the licensee.  Specifically, upon arriving at the licensee’s temporary 
jobsite located at Long Lake Road in Troy, Michigan, the inspector observed an 
unsecured portable gauge in the bed of the licensee’s pickup truck.  The authorized 
gauge user was at his pickup truck.  The gauge transportation case was chained to the 
bed of the truck with two chains; one through each of the handles, providing two 
independent physical controls to prevent unauthorized removal of the gauge 
transportation case; however, the licensee secured the lid of the transportation case with 
only one padlock, which only provided one independent physical control to prevent 
unauthorized removal of the gauge itself.  The inspector asked the authorized gauge 
user what he does to secure the gauge when he cannot provide constant surveillance of 
the gauge; the gauge user stated that he puts the gauge inside his vehicle, which only 
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provides one independent physical control to prevent the unauthorized removal of the 
gauge transportation case. 
 
The inspector informed the licensee that the gauge, as secured in the observed 
configuration, in the back of his pickup truck did not provide an adequate level of security 
when the gauge and its case are not under constant surveillance by licensee personnel.  
The gauge user was unsure of how to properly configure the chains and locks to provide 
an adequate level of security to meet the requirements of Condition 19 of the license and 
10 CFR 30.34(i).  The inspector demonstrated one method of how other licensees 
properly secure gauges under similar conditions. 
 
The RSO committed to ensure compliance with the security requirements in two weeks, 
and annually thereafter.  The licensee intended these corrective actions to address not 
only the condition in which the gauge was found by the inspector, but also the licensee’s 
compliance with the security requirements in storage and in transport going forward. 
 
The inspector also reviewed the licensee’s permanent storage facility at the office in 
Troy.  The facility adequately used a minimum of two independent physical controls that 
formed tangible barriers to secure portable gauges when the gauges were not under the 
control and constant surveillance of the licensee. 

 
2.3 Conclusions  
 

The inspector identified an apparent violation of Condition 19 of NRC License  
No. 21-18668-01, which reiterates the regulatory requirements in 10 CFR 30.34(i), in 
that the licensee failed to use a minimum of two independent physical controls that form 
tangible barriers to secure a portable gauge when the gauge was not under the control 
and constant surveillance of the licensee. 

 
3 Radiation Protection Program 
 
3.1 Inspection Scope 
 

The inspector interviewed available licensee staff and reviewed selected documentation 
in order to observe elements of the licensee’s radiation protection program including the 
following:  transportation, management oversight, training, physical inventories, and leak 
tests. 

 
3.2 Observations and Findings 
 

During the onsite portion of the inspection at the licensee’s facility in Troy, Michigan, 
available gauge users were knowledgeable about operating and emergency response 
procedures.  During the temporary jobsite inspection, the inspector identified that the 
gauge user was using shipping papers that did not include the proper identification 
number for gauges and that did not match the identification number placed on the case 
label by the gauge manufacturer.  This is a violation of 10 CFR 71.5 and 49 CFR 
172.202(a)(1).  The inspector requested that the identification number on the shipping 
paper be corrected immediately while the gauge was on being transported on public 
highways.  The gauge user scratched out the existing identification number on the 
shipping paper and wrote in the appropriate identification number, as a means to 
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immediately correct the violation until the shipping paper could be appropriately revised.  
The inspector determined that the cause of the violation was the licensee’s lack of 
awareness that the identification number for portable moisture/density gauges was 
revised in 2004.  The RSO committed to reviewing the shipping papers for all of the 
licensee’s gauges and ensuring that the proper identification number is included on all 
the shipping papers within two weeks. 
 
The inspector conducted a paperwork review and interviewed selected individuals, 
including the RSO, at the licensee’s headquarters.  The RSO has been in his current 
position since June 24, 2010.  In response to a question, the RSO informed the 
inspector that he had not conducted any annual or regular program audits since being 
appointed to the job. 
 
Title 10 CFR 20.1101(c) states that a licensee shall periodically (at least annually) 
review the radiation protection program content and implementation.  The licensee’s 
failure to periodically review the radiation protection program since at least since  
June 24, 2010, is a violation of NRC requirements.  The inspector determined the cause 
of the violation was the licensee’s lack of awareness of the requirement to conduct 
periodic reviews of the radiation protection program.  As corrective actions, on 
November 6, 2014, the RSO stated he would conduct a program audit within the next 
two weeks.  The RSO stated that he will follow the sample audit checklist in NUREG-
1556 Vol. 1, Rev. 1, “Consolidated Guidance about Materials Licensees:  Program-
Specific Guidance About Portable Gauge Licensees.”  The RSO committed to 
conducting program audits annually going forward. 
 
The inspector continued the paperwork review at the licensee’s headquarters by 
examining training records.  During the a review of the licensee’s hazmat training, the 
inspector determined all but two gauge users did not meet the U.S. Department of 
Transportation (DOT) hazmat training requirements.  The 3-year DOT training 
certificates expired for all but two gauge users out of thirteen gauge user records 
reviewed. 
 
Title 10 CFR 71.5(a) requires, in part, that a licensee who transports licensed material 
outside of the site of usage, as specified in the NRC license, or where transport is on 
public highways, or who delivers licensed material to a carrier for transport, shall comply 
with the applicable requirements of the regulations appropriate to the mode of transport 
of the DOT in 49 CFR Parts 171-180.  Title 49 CFR 172.702 states, in part, that each 
hazmat employer shall ensure that each hazmat employee is trained and tested, and 
that no hazmat employee performs any function subject to the requirements of 
49 CFR Parts 171-177 unless trained, in accordance with Subpart H of 
49 CFR Part 172.  Title 49 CFR 172.704(c) requires, in part, that a hazmat employee 
receive initial training and recurrent training at least once every three years.  The 
licensee’s failure to provide training for hazmat employees that satisfied the 
requirements in Subpart H to 49 CFR Part 172 is a violation of NRC requirements, in 
that training had not been provided to eleven employees who transported hazardous 
materials on a public highway, as required by 10 CFR 71.5. 
 
The inspector determined that the cause of the violation was the licensee’s lack of 
awareness of the 3-year refresher training requirement.  As corrective action, the RSO 
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stated that the gauge users would complete an online DOT hazmat training within two 
weeks.  
 
The inspector determined that the licensee had maintained physical inventory records 
for all of its gauges and usage logs for the gauges dispatched from its Troy 
headquarters.  The inspector also determined that the licensee had completed the 
required leak tests on its portable gauges that are in use. 

 
3.3 Conclusions 
 

The inspector identified three violations involving the failure to:  
(1) periodically (at least annually) review the radiation protection program content and 
implementation, as required by 10 CFR 20.1101(c); (2) provide training for hazmat 
employees that satisfied the requirements in Subpart H to 49 CFR Part 172, in that 
recurrent training had not been completed at least once every three years for eleven 
employees who transported hazardous materials, as required by 10 CFR 71.5; and  
(3) satisfy the requirements in Subpart H to 49 CFR Part 172, in updating your shipping 
papers to include proper Indentification numbers for the gauges, as required by 10 CFR 
71.5. 

 
4 Exit Meeting Summary 
 

The NRC inspector presented preliminary inspection findings following the onsite 
inspection on November 6, 2014, and during the final telephone exit meeting on  
December 4, 2014.  The licensee did not identify any documents or processes reviewed 
by the inspectors as proprietary.  The licensee acknowledged the findings presented. 

 
 
LIST OF PERSONNEL CONTACTED 
 

*# Gary Putt, Radiation Safety Officer 
 

* Attended preliminary on-site exit meeting on November 6, 2014 
#  Attended final telephone exit meeting on December 4, 2014 

 
 
INSPECTION PROCEDURES USED 
 

87124:  Fixed and Portable Gauge Programs 


