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Application dated March 31, 2015 for License Renewal 
2 

Per your application dated March 31, 2015, the items on the next page are deficiencies which 
require your response. I apologize for the short turnaround but if you can. please respond to 
this e-mail by tomorrow, Friday, October 2, 2015, it will be greatly appreciated. If you are 
unable to respond by tomorrow, please give me a call so we can discuss an alternate date to 
respond. Our fax number is (817) 200-1263. You may respond bye-mail in pdfformat if you'd like. 
My email address is Jackie.Cook@nrc.gov. When responding to this e-mail, please include the 
license, docket and control numbers located at the top of this page. 

Please note that your renewal application was reviewed using NUREG-1556, Vol. 9, Rev. 2, 
"Consolidated Guidance About Materials Licenses: Program-Specific Guidance About Medical 
Use Licenses" dated January 2008 (http://www.nrc.gov/reading-rm/doc-
collections/nu regs/staff /sr1 556/v9/r2/). 

Thanking you in advance for your cooperation, assistance, and prompt response in this matter. 

IRA/ 
Jacqueline D. Cook 
Senior Health Physicist 
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C. Fitz -2-

1. Please note that there is a typo in 8.5 Item 5: Radioactive Material of your renewal 
application dated March 31, 2015. "CFE" should be "CFR", correct? 

Please clarify this discrepancy. 

2. Please note that Appendix I of NUREG-1556, Vol.9, Rev. 2 contains a model RSO 
Delegation of Authority. (http://www.nrc.gov/reading-rm/doc
collections/nuregs/staff/sr1556/v9/r2/) Please submit an updated RSO Delegation of 
Authority for Christopher Fitz, J.D., M.S. using Appendix I as guidance. 

3. Please note that License Condition 12.D. lists Dennis A. Cheek, Ph.D. as an authorized 
medical physicists; however, 8.14 Item 7: Authorized Medical Physicists (AMP) of your 
renewal application dated March 31, 2015, Dr. Cheek was not included. 

Please clarify this discrepancy. 

4. Please note that because you are authorized for manual brachytherapy (10 CFR 35.400), 
please provide a description of the emergency response equipment. 

5. Please note that because you are authorized for gamma stereotactic radiosurgery (GSR) 
unit (10 CFR 35.600), please expand your procedures to provide a description of the 
following: 

A. Steps that will be taken to ensure that no two units can be operated simultaneously, if 
other radiation-producing equipment (e.g., high dose rate (HOR) remote afterloader, 
linear accelerator, X-ray machine) is in the treatment room. 

B. Methods to ensure that whenever the device is not in use or is unattended, the 
console keys will be inaccessible to unauthorized persons. 

C. Emergency response equipment 

6. Please submit procedures required by 10 CFR 35.610 for the HOR remote afterloader. 
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