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h*• * Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Date: 1/5/2015

CLIENT: Power Resources (Cameco) CASE NARRATIVE
Project: MUB Report ID: S1412078001
Lab Order: 31412078

Samples BMP-011, BMP-012, BMP-013, BMP-014, BMP-015, BMP-016, BMP-018, BMP-019, BMP-020, BMP-021, BMP-
022, BMP-023, BMP-024, BMP-025, BMP-026, BMP-027, BMP-028, BMP-029, BMP-030, and BMP-031 were received on
December 4, 2014.

All samples were received and analyzed within the EPA recommended holding times, except those noted below in this case
narrative. Samples were analyzed using the methods outlined in the following references:

"Standard Methods For The Examination of Water and Wastewater", approved method versions
Test Methods for Evaluating Solid Waste, Physical/Chemical Methods, SW-846, 3rd Edition
40 CFR Parts 136 and 141
40 CFR Part 50, Appendices B, J, L, and 0
Methods indicated in the Methods Update Rule published in the Federal Register Friday, May 18, 2012
ASTM approved and recognized standards

All Quality Control parameters met the acceptance criteria defined by EPA and Inter-Mountain Laboratories except as

indicated in this case narrative.

Qualifiers by sample

Radium 226 in Water - Dissolved/Radium 226 (Dissolved) - RPD outside accepted recovery limits
$1412078-008 - Dissolved Metals by ICP - EPA 200.7 - Water/Iron - Spike Recovery outside accepted recovery limits
$141 2078-015 - Dissolved Metals by ICP - EPA 200.7 - Water/Iron - Spike Recovery outside accepted recovery limits
$141 2078-015 - Dissolved Metals by ICP - EPA 200.7 - Water/Manganese - Spike Recovery outside accepted recovery limits

Reviewed by: 6¢• •"
Page 1 of 1

Wade Nieuwsma, Assistant Laboratory Manager



in*~ *Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

ProjectName: MUB
Lab ID: $1412078-001
ClientSample ID: BMP-011

Date Reported 1/5/2015
Report ID $1412078001

WorkOrder: $1412078
CollectionDate: 12/2/2014 8:49:00 AM
DateReceived: 12/4/2014 11:27:00 AM
FieldSampler: KA
Matrix: Water

COC: 155225

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

AnionslCations
Alkalinity, Total (As CaCO3) 232 mg/L 5 SM 2320B 12/08/2014 1153 BT
Alkalinity, Bicarbonate as HCO3 283 mg/L 5 SM 23208 12/08/2014 1153 BT
Alkalinity, Carbonate as 003 ND mg/L 5 SM 23208 12/08/2014 1153 BT
Chloride 6 mg/L 1 EPA 300.0 12/09/2014 2325 AB
Fluoride 0.1 mg/L 0.1 SM 4500FC 12/08/2014 1153 BT
Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 12/15/2014 1204 AMB
Sulfate 63 mg/L 1 EPA 300.0 12/09/2014 2325 AB
Calcium 60 mg/L 1 EPA 200.7 12/08/2014 1455 DG
Magnesium 13 mg/L 1 EPA 200.7 12/08/2014 1455 DG
Potassium 7 mg/L 1 E=PA 200.7 12/08/2014 1455 DG
Sodium 47 mg/L 1 EPA 200.7 12/08/2014 1455 DG
Nitrogen, Ammonia (As N) 0.3 mg/L 0.1 EPA 350.1 12/09/2014 1019 AMB

Silica as SiO2 13 mg/L 1 EPA 200.7 12/08/2014 1455 DG

General Parameters
pH 8.2 s.u. 0.1 SM 4500 H B 12/08/2014 1153 BT
Electrical Conductivity 634 Ipmhos/cm 5 SM 25108 12/08/2014 1153 BT
Total Dissolved Solids (180) 380 mg/L 10 SM 2540 12/08/2014 1549 IR

Data Quality
Cation Sum 6.28 meq/L 0.01 SM 1030E= 12/16/2014 1004 JJ
Anion Sum 6.13 meq/L 0.01 SM 1030E 12/16/2014 1004 JJ
Cation-Anion Balance (+ 5%) 1.21 %0.01 SM 1030E 12/16/2014 1004 JJ
Solids, Total Dissolved (Calc) 350 mg/L 10 SM 1030E= .12/16/2014 1004 JJ
Calculated TDS/TDS Ratio (0.80-1.20) 1.09 dec. % 0.01 Calculation 01/05/2015 1041 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: ¢ "
Wade Nieuwsma, Assistant Laboratory Manager Page 1 of 40



NTE MUN NAB Inter-Mountain Labs- Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210

Glenrock, WY 82637

Date Reported 1/5/2015
Report ID $1412078001

ProjectName:
Lab ID:
ClientSample ID:
COC:

MUB
S$1412078-001
BMP-01 1

155225

WorkOrder: S1412078
CollectionDate: 12/2/2014 8:49:00 AM
DateReceived: 12/4/2014 11:27:00 AM
FieldSampler: KA
Matrix: Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 12/08/2014 1455 DG

Arsenic 0.001 mg/L 0.001 EPA 200.8 12/05/2014 840 MS

Barium ND mg/L 0.1 EPA 200.8 12/05/2014 840 MS

Beryllium ND mg/L 0.001 EPA 200.7 12/08/2014 1455 DG

Boron ND mg/L 0.1 EPA 200.7 12/08/2014 1455 DG

Cadmium ND mg/L 0.001 EPA 200.8 12/05/2014 840 MS

Chromium ND mg/L 0.01 EPA 200.7 12/08/2014 1455 DG

Copper ND mg/L 0.01 EPA 200.8 12/05/2014 840 MS

Iron 0.55 mg/L 0.05 EPA 200.7 12/08/2014 1455 DG

Lead N D mg/L 0.01 EPA 200.8 12/05/2014 840 MS

Manganese 0.14 mg/L 0.01 EPA 200.7 12/08/2014 1455 DG

Mercury ND mg/L 0.001 EPA 245.1 12/09/2014 1150 AW

Molybdenum ND mg/L 0.01 EPA 200.8 12/05/2014 840 MS
Nickel ND mg/L 0.05 EPA 200.7 12/08/2014 1455 DG

Selenium 0.034 mg/L 0;001 EPA 200.8 12/05/2014 840 MS

Uranium 1.25 mg/L 0.0003 EPA 200.8 12/05/2014 840 MS

Vanadium ND mg/L 0.1 EPA 200.8 12/05/2014 840 MS

Zinc ND mg/L 0.01 EPA 200.7 12/08/2014 1455 DG

Metals - Total
Iron 0.63 mg/L 0.05 EPA 200.7 12/09/2014 1550 DG
Manganese 0.14 mg/L 0.01 EPA 200.7 12/09/2014 1550 DG

Radionuclides - Dissolved
Gross Alpha 725 pCi/L 3 SM 7110B 12/15/2014 2022 MB

Gross Alpha Precision (+) 12.6 pCi/L SM 7110B 12/15/2014 2022 MB

Gross Beta 262 pCi/L 3 SM 7110B 12/15/2014 2022 MB

Gross Beta Precision (+) 5.3 pCi/L SM 7110B 12/15/2014 2022 MB

Radium 226 178 pCifL 0.2 SM 7500 Ra-B 12/29/2014 1243 MB

Radium 226 Precision (+) 1.6 pCi/L SM 7500 Ra-B 12/29/2014 1243 MB

Radium 228 3.4 pCi/L 1 Ga-Tech 12/19/2014 531 MB
Radium 228 Precision (+) 1.4 ,Ci/L Ga-Tech 12/19/2014 531 MB

These results apply only to the samples tested.

Qualifiers: E8 Analyte detected in the associated Method Blank
S Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 4/./,--2
Wade Nieuwsma, Assistant Laboratory Manager Page 2 of 40



" * • Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 62801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MUB
Lab ID: S$1412078-002
ClientSample ID: BMP-012

Date Reported 1/5/2015
Report ID $1412078001

WorkOrder: $1412078
CollectionDate: 12/2/2014 8:06:00 AM
DateReceived: 12/4/2014 11:27:00 AM
FieldSampler: KA
Matrix: Water

COC: 155225

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Anions/Cations
Alkalinity, Total (As CaCO3) 235 mg/L 5 SM 2320B 12/08/2014 1208 BT
Alkalinity, Bicarbonate as HCO3 286 mg/L 5 SM 2320B 12/08/2014 1208 BT

Alkalinity, Carbonate as CO3 ND mg/L 5 SM 2320B 12/08/2014 1208 BT
Chloride 9 mg/L 1 EPA 300.0 12/09/2014 2341 AB
Fluoride 0.2 mg/L 0.1 SM 4500FC 12/08/2014 1208 BT
Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 12/15/2014 1205 AMB
Sulfate 67 mg/L 1 EPA 300.0 12/09/2014 2341 AB
Calcium 68 mg/L 1 EPA 200.7 12/08/2014 1504 DG
Magnesium 15 mg/L 1 EPA 200.7 12/08/2014 1504 DG
Potassium 6 mg/L 1 EPA 200.7 12/08/2014 1504 DG

Sodium 35 mg/L 1 EPA 200.7 12/08/2014 1504 OG
Nitrogen, Ammonia (As N) 0.8 mg/L 0.1 EPA 350.1 12/09/2014 1020 AMB
Silica as SiO2 12 mg/L 1 EPA 200.7 12/08/2014 1504 DG

General Parameters
pH 7.9 s.u. 0.1 SM 4500 H B 12/08/2014 1208 BT
Electrical Conductivity 637 pmhos/cm 5 SM 2510B 12/08/2014 1208 BT
Total Dissolved Solids (180) 380 mg/L 10 SM 2540 12/08/2014 1550 IR

Data Quality
Cation Sum 6.29 meq/L 0.01 SM 1030E . 12/16/2014 1004 JJ
Anion Sum 6.33 meq/L 0.01 SM 1030E 12/16/2014 1004 JJ
Cation-Anion Balance (+ 5%) 0.29 %0.01 SM 1030E 12/16/2014 1004 JJ
Solids, Total Dissolved (Calc) 350 mg/L 10 SM 1030E 12/16/2014 1004 JJ
Calculated TDS/TDS Ratio (0.80-1.20) 1.09 dec. % 0.01 Calculation 01/05/2015 1041 WN

These results apply only to the samples tested.

Qualifiers: B Analyte detected in the associated Method Blank
E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

LND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 6-• /
Wade Nieuwsma, Assistant Laboratory Manager Page 3 of 40



Intr-Muntin ab

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

four Environmental Monitoring Partner

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MUB
Lab ID: S$1412078-002
ClientSam pie ID: BMP-012
COG: 155225

Date Reported 1/5/2015
Report ID $1412078001

WorkOrder: $1•
CollectionDate: 12/:
DateReceived: 12/
FieldSampler: KA
Matrix: Wa

4.12078
2/2014 8:06:00 AM

r4/2014 11:27:00 AM

]ter

Comments
Analyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 12/08/2014 1504 DG

Arsenic 0.079 mg/L 0.001 EPA 200.8 12/05/2014 846 MS

Barium ND mg/L 0.1 EPA 200.8 12/05/2014 846 MS

Beryllium ND mg/L 0.001 EPA 200.7 12/08/2014 1504 DG

Boron ND mg/L 0.1 EPA 200.7 12/08/2014 1504 OG

Cadmium ND mg/L 0.001 EPA 200.8 12/05/2014 846 MS

Chromium ND mg/L 0.01 EPA 200.7 12/08/2014 1504 DG

Copper ND mg/L 0.01 EPA 200.8 12/05/2014 846 MS

Iron 3.14 mg/L 0.05 EPA 200.7 12/08/2014 1504 OG

Lead ND mg/L 0.01 EPA 200.8 12/05/2014 846 MS

Manganese 0.36 mg/L 0.01 EPA 200.7 12/08/2014 1504 DG

Molybdenum ND mg/L 0.01 EPA 200.8 12/05/2014 846 MS

Nickel ND mg/L 0.05 EPA 200.7 12/08/2014 1504 DG

Selenium .0.028 mg/L 0.001 EPA 200.8 12/05/2014 846 MS

Uranium 4.40 mg/L 0.0003 EPA 200.8 12/05/2014 846 MS

Vanadium ND mg/L 0.1 EPA 200.8 12/05/2014 846 MS

Zinc ND mg/L 0.01 EPA 200.7 12/08/2014 1504 DG

Metals - Total
Iron 3.39 mg/L 0.05 EPA 200.7 12/09/2014 1554 DG

Manganese 0.37 mg/L 0.01 EPA 200.7 12/09/2014 1554 DG

Radionucilides - Dissolved
Gross Alpha 2460 pCi/L 2 SM 7110B 12/14/2014 1051 MB

Gross Alpha Precision (_+) 23.8 pCi/L SM 7110B 12/14/2014 1051 MB

Gross Beta 848 pCi/L 3 SM 7110B 12/14/2014 1051 MB

Gross Beta Precision (+) 10.0 pCi/L SM 7110B 12/14/2014 1051 MB

Radium 226 398 pCi/L 0.2 SM 7500 Ra-B 12/29/2014 1243 MB

Radium 226 Precision (+) 2.4 pCi/L SM 7500 Ra-B 12/29/2014 1243 MB

Radium 228 2.1 pCi/L 1 Ga-Tech 12/19/2014 832 MB

Radium 228 Precision (+) 1.6 pCi/L Ga-Tech 12/19/2014 832 MB

These results apply only to the samples tested.

Qualifiers: B Analyte detected in the associated Method Blank
E Value above q~uantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: ,,,,¢ -

Wade Nieuwsma, Assistant Laboratory Manager Page 4 of 40



HIEt Inter-Mountain Labs-
INTER-MOUNTAIN LABS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Gienrock, WY 82637

ProjectName: MUB
Lab ID: S$1412078-003
ClientSample ID: BMP-013

Date Reported 1/5/2015
Report ID S1412078001

WorkOrder: Slz
CollectionDate: 12/:
DateReceived: 12/,
FieldSampler: KA
Matrix: Wa

412078
2/2014 9:18:00 AM
r4/2014 11:27:00 AM

•ter
COC: 155225

Comments
IAnalyses Result Units Qual RL Method Date Analyzed/Init I

Anions/Cations
Alkalinity, Total (As CaCO3) 233 mg/L 5 SM 2320B 12/08/2014 1220 BT

Alkalinity, Bicarbonate as HCO3 284 mg/L 5 SM 2320B 12/08/2014 1220 BT

Alkalinity, Carbonate as CO3 ND mg/L 5 SM 2320B 12/08/2014 1220 BT

Chloride 17 mg/L 1 EPA 300.0 12/09/2014 2358 AB

Fluoride 0.1 mg/L 0.1 SM 4500FC 12/08/2014 1220 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 12/15/2014 1500 AMB

Sulfate 69 mg/L 1 EPA 300.0 12/09/2014 2358 AB

Calcium 65 mg/L 1 EPA 200.7 12/08/2014 1507 DG

Magnesium 15 mg/L 1 EPA 200.7 12/08/2014 1507 DG

Potassium 6 mg/L 1 EPA 200.7 12/08/2014 1507 DG
Sodium 45 mg/L 1 EPA 200.7 12/08/2014 1507 DG

Nitrogen, Ammonia (As N) 0.3 mg/L 0.1 EPA 350.1 12/09/2014 1021 AMB

Silica as SiO2 11 mg/L 1 EPA 200.7 12/08/2014 1507 DG

General Parameters
pH 7.9 s.u. 0.1 SM 4500 H B 12/08/2014 1220 BT
Eiectrical Conductivity 667 tpmhos/cm 5 SM 2510B 12/08/2014 1220 BT

Total Dissolved Solids (180) 380 mg/L 10 SM 2540 12/08/2014 1551 I R

Data Quality
Cation Sum 6.56 meq/L 0.01 SM 1030E 12/16/2014 1004 JJ
Anion Sum 6.57 meq/L 0.01 SM 1030E 12/16/2014 1004 JJ

Cation-Anion Balance (_+ 5%) 0.13 %0.01 SM 1030E 12/16/2014 1004 JJ

Solids, Total Dissolved (Caic) 370 mg/L 10 SM 1030E 12/16/2014 1004 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.03 dec. % 0.01 Calculation 01/05/2015 1041 WN

These results apply only to the samples tested.

Qualifiers: B] Analyte detected in the associated Method Blank
E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: ¢ "
Wade Nieuwsma, Assistant Laboratory Manager Page 5 of 40



I I!P• ih Inter-Mountain Labs
INTER-MOUNTAIN LABS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210

Glenrock, WY 82637

ProjectName: MUB

Lab ID: S 1412078-003

ClientSample ID: BMP-013

Date Reported 1/5/20 15
Report ID $1412078001

WorkOrder:
CollectionDate:

DateReceived:
FieldSampler:
Matrix:

S$1412078
12/2/2014 9:18:00 AM

12/4/2014 11:27:00 AM

KA

Water
COC: 155225

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 12/08/2014 1507 DG
Arsenic 0.015 mg/L 0.001 EPA 200.8 12/05/2014 851 MS

Barium ND mg/L 0.1 EPA 200.8 12/05/2014 851 MS

Beryllium ND mg/L 0.001 EPA 200.7 12/08/2014 1507 DG

Boron ND mg/L 0.1 EPA 200.7 12/08/2014 1507 DG

Cadmium ND mg/L 0.001 EPA 200.8 12/05/2014 851 MS

Chromium ND mg/L 0.01 EPA 200.7 12/08/2014 1507 DG

Copper ND mg/L 0.01 EPA 200.8 12/05/2014 851 MS

iron 1.10 mg/L 0.05 EPA 200.7 12/08/2014 1507 DG

Lead N D mg/L 0.01 EPA 200.8 12/05/2014 851 MS

Manganese 0.30 mg/L 0.01 EPA 200.7 12/08/2014 1507 DG

Mercury ND mg/L 0.001 EPA 245.1 12/09/2014 1203 AW

Molybdenum ND mg/L 0.01 EPA 200.8 12/05/2014 851 MS

Nickel ND mg/L 0.05 EPA 200.7 12/08/2014 1507 DG

Selenium 0.004 mg/L 0.001 EPA 200.6 12/05/2014 851 MS

Uranium 2.39 mg/L 0.0003 EPA 200.8 12/05/2014 851 MS

Vanadium ND mg/L 0.1 EPA 200.8 12/05/2014 851 MS

Zinc ND mg/L 0.01 EPA 200.7 12/08/2014 1507 DG

Metals - Total
Iron 1.50 mg/L 0.05 EPA 200.7 12/09/2014 1601 DG

Manganese 0.32 mg/L 0.01 EPA 200.7 12/09/2014 1601 DG

Radionuclides - Dissolved
Gross Alpha 1670 pCi/L 2 SM 7110B 12/14/2014 1051 MB

Gross Alpha Precision (+) 20.3 pCi/L SM 7110B 12/14/2014 1051 MB

Gross Beta 588 pCi/L 3 SM 7110B 12/14/2014 1051 MB

Gross Beta Precision (+) 8.3 pCi/L SM 7110B 12/14/2014 1051 MB

Radium 226 306 pCi/L 0.2 SM 7500 Ra-B 12/29/2014 1243 MB

Radium 226 Precision (±) 2.1 pCi/L SM 7500 Ra-B 12/29/2014 1243 MB

Radium 228 3.3 pCi/L 1 Ga-Tech 12/19/2014 1132 MB
Radium 228 Precision (±) 1.4 pCi/L Ga-t/ech 12/19/2014 1132 MB

These results apply only to the samples tested. RL - Reporting Limit

Qualifiers: B]
E
J
M
O
X

Analyte detected in the associated Method Blank
Value above quantitation range
Analyte detected below quantitation limits
Value exceeds Monthly Ave or MCL or is less than LCL
Outside the Range of Dilutions
Matrix Effect

C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42'.•
Wade Nieuwsma, Assistant Laboratory Manager Page 6 of 40



U'• Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
Sample Analysis Report

Cornpany: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MUB
Lab ID: S$1412078-004
ClientSample ID: BMP-014

Date Reported 1/5/2015
Report ID S1412078001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

S$1412078
12/2/2014 9:52:00 AM
12/4/2014 11:27:00 AM
KA
Water

COC: 155225

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Anions/Cations
Alkalinity, Total (As CaCO3) 316 mg/L 5 SM 2320B 12/08/2014 1231 BT

Alkalinity, Bicarbonate as HCO3 385 mg/L 5 SM 2320B 12/08/2014 1231 B3T
Alkalinity, Carbonate as 003 ND mg/L 5 SM 2320B3 12/08/2014 1231 BT

Chloride 23 mg/L 1 EPA 300.0 12/10/2014 014 AB

Fluoride 0.1 mg/L 0.1 SM 4500FC 12/08/2014 1231 BT
Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 12/15/2014 1511 AMB

Sulfate 90 mg/L 1 EPA 300.0 12/10/2014 014 AB

Calcium 90 mg/L 1 EPA 200.7 12/08/2014 1509 DG
Magnesium 20 mg/L 1 EPA 200.7 12/08/2014 1509 DG

Potassium 8 mg/L 1 EPA 200.7 12/08/2014 1509 DG

Sodium 54 mg/L 1 EPA 200.7 12/08/2014 1509 DG
Nitrogen, Ammonia (As N) 0.2 mg/L 0.1 EPA 350.1 12/09/2014 1028 AMB

Silica as SiO2 13 mg/L 1 EPA 200.7 12/08/2014 1509 DG

General Parameters
pH 7.7 s.u. 0.1 SM 4500 H B3 12/08/2014 1231 BT

Electrical Conductivity 846 pmhos/cm 5 SM 2510B 12/08/2014 1231 B3T
Total Dissolved Solids (180) 510 mg/L 10 SM 2540 12/08/2014 1552 IR

Data Quality
Cation Sum 8.73 meq/L 0.01 SM 1030E 12/16/2014 1004 JJ
Anion Sum 8.82 meq/L 0.01 SM 1030E 12/16/2014 1004 JJ

Cation-Anion Balance (+ 5%) 0.51 %0.01 SM 1030E 12/16/2014 1004 JJ

Solids, Total Dissolved (Calc) 490 mg/L 10 SM 1030E 12/16/2014 1004 JJ

Calculated TDS/TIDS Ratio (0.80-1.20) 1.04 dec. % 0.01 Calculation 01/05/2015 1041 WN

These results apply only to the samples tested.

Qualifiers: B
E
J
M
0
X

Analyte detected in the associated Method Blank
Value above quantitation range
Analyte detected below quantitation limits
Value exceeds Monthly Ave or MCL or is less than LCL
Outside the Range of Dilutions
Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 6.',,--2
Wade Nieuwsma, Assistant Laboratory Manager Page 7 of 40



mini. Inter-Mountain Labs
INTER-MOUFITAIN LABS

Your Environmental Monitoring partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph': (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210

Gienrock, WY 82637

ProjectName: MUB
Lab ID: S$1412078-004
ClientSample ID: BMP-014

Date Reported 1/5/2015
Report ID S1412078001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1412078
12/2/2014 9:52:00 AM

12/4/2014 11:27:00 AM

KA
Water

COC: 155225

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved

Aluminum ND mg/L 0.1 EPA 200.7 12/08/2014 1509 DG
Arsenic 0.059 mg/L 0.001 EPA 200.8 12/05/2014 907 MS
Barium ND mg/L 0.1 EPA 200.8 12/05/2014 907 MS
Beryllium ND mg/L 0.001 EPA 200.7 12/08/2014 1509 DG
Boron ND mg/L 0.1 EPA 200.7 12/08/2014 1509 DG
Cadmium ND mg/L 0.001 EPA 200.8 12/05/2014 907 MS
Chromium ND mg/L 0.01 EPA 200.7 12/08/2014 1509 DG
Copper ND mg/L 0.01 EPA 200.8 12/05/2014 907 MS
Iron 2.32 mg/L 0.05 EPA 200.7 12/08/2014 1509 DG
Lead N D mg/L 0.01 EPA 200.8 12/05/2014 907 MS
Manganese 0.30 mg/L 0.01 EPA 200.7 12/08/2014 1509 DG
Mercury ND mg/L 0.001 EPA 245.1 12/09/2014 1205 AW
Molybdenum ND mg/L 0.01 EPA 200.8 12/05/2014 907 MS
Nickel ND mg/L 0.05 EPA 200.7 12/08/2014 1509 DG
Selenium 0.024 mg/L 0.001 EPA 200.8 12/05/2014 907 MS
Uranium 7.87 mg/L 0.0003 EPA 200.8 12/05/2014 907 MS
Vanadium ND mg/L 0.1 EPA 200.8 12/05/2014 907 MS
Zinc ND mg/L 0.01 EPA 200.7 12/08/2014 1509 DG

Metals - Total
Iron 3.00 mg/L 0.05 EPA 200.7 12/09/2014 1603 DG
Manganese 0.31 mg/L 0.01 EPA 200.7 12/09/2014 1603 DG

Radionuclides - Dissolved
Gross Alpha 4170 pCi/L 2 SM 7110B 12/14/2014 1051 MB
Gross Alpha Precision (+) 34.1 pCi/L SM 7110B 12/14/2014 1051 MB

Gross Beta 1110 pCi/L 3 SM 7110B 12/14/2014 1051 MB
Gross Beta Precision (+) 11.4 pCi/L SM 7110B 12/14/2014 1051 MB
Radium 226 468 pCi/L 0.2 SM 7500 Ra-B 12/29/2014 1244 MB
Radium 226 Precision (+) 2.6 pCi/L SM 7500 Ra-B 12/29/2014 1244 MB
Radium 228 ND pCi/L 1 Ga-Tech 12/19/2014 1433 MB
Radium 228 Precision (+) NA pCi/L Ga-Tech 12/19/2014 1433 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

RL - Reporting Limit
C Calculated Value

E
J
M
0
X

Value above quantitation range
Analyte detected below quantitation limits
Value exceeds Monthly Ave or MGL or is less than LCL
Outside the Range of Dilutions
Matrix Effect

H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: ),,-
Wade Nieuwsma, Assistant Laboratory Manager Page 8 of 40



-II' 't Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

Date Reported 1/5/2015
Report ID $1412078001

ProjectName:
Lab ID:
ClientSample ID:
COC:

MUB
$ 1412078-005
BMP-01 5
155225

WorkOrder:
CollectionDate:
DateReceived:

$ 1412078
12/2/2014 10:31:00 AM
12/4/2014 11:27:00 AM

FieldSampler: KA
Matrix: Water

Comments
SAnalyses Result Units Qual RE Method Date Analyzed/Init

Anions/Cations
Alkalinity, Total (As CaCO3) 300 mg/L 5 SM 2320B 12/08/2014 1245 BT

Alkalinity, Bicarbonate as HCO3 366 mg/L 5 SM 2320B 12/08/2014 1245 BT

Alkalinity, Carbonate as C03 ND mg/L 5 SM 2320B 12/08/2014 1245 BT
Chloride 15 mg/L 1 EPA 300.0 12/10/2014 031 AB

Fluoride 0.1 mg/L 0.1 SM 4500FC 12/08/2014 1245 BT
Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 12/15/2014 1512 AMB

Sulfate 75 mg/L 1 EPA 300.0 12/10/2014 031 AB

Calcium 87 mg/L 1 EPA 200.7 12/08/2014 1511 DG

Magnesium 18 mg/L 1 EPA 200.7 12/08/2014 1511 DG
Potassium 6 mg/L 1 EPA 200.7 12/08/2014 1511 DG
Sodium 45 mg/L 1 EPA 200.7 12/08/2014 1511 OG
Nitrogen, Ammonia (As N) 0.8 mg/L 0.1 EPA 350.1 12/09/2014 1029 AMB
Silica as Si02 15 mg/L .1 EPA 200.7 12/08/2014 1511 DG

General Parameters
pH 8.0 s.u. 0.1 SM 4500 H B 12/08/2014 1245 BT
Electrical Conductivity 725 pmhos/cm 5 SM 2510B 12/08/2014 1245 BT
Total Dissolved Solids (180) 460 mg/L 10 SM 2540 12/08/2014 1553 IR

Data Quality
Cation Sum 7.92 meq/L 0.01 SM 1030E 12/16/2014 1004 JJ
Anion Sum 7.98 meq/L 0.01 SM 1030E 12/16/2014 1004 JJ

Cation-Anion Balance (+ 5%) 0.38 %0.01 SM 1030E 12/16/2014 1004 JJ

Solids, Total Dissolved (Calc) 440 mg/L 10 SM 1030E 12/16/2014 1004 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.05 dec. % 0.01 Calculation 01/05/2015 1041 WN

These results apply only to the samples tested. RL - Reporting Limit

Qualifiers: B•
E
J
M
0
X

Analyte detected in the associated Method Blank
Value above quanlitation range
Analyte detected below quantitation limits
Value exceeds Monthly Ave or MCL or is less than LCL
Outside the Range of Dilutions
Matrix Effect

C Calculated ValueH Holding times for preparation or analysis exceeded

L Analyzed by a contract laboratory
ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42,, •
Wade Nieuwsma, Assistant Laboratory Manager Page 9 of 40



*I•i ' Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MUB

Lab ID: S$1412078-005
ClientSample ID: BMP-015

Date Reported 1/5/2015
Report ID $1412078001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$14 12078
12/2/2014 10:31:00 AM

12/4/2014 11:27:00 AM

KA
Water

COC: 155225

Comments
mIAnalyses Result Units Qual RL Method Date Analyzed/Init I

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 12/08/2014 1511 DG

Arsenic 0.036 mg/L 0.001 EPA 200.8 12/05/2014 913 MS

Barium ND mg/L 0.1 EPA 200.8 12/05/2014 913 MS

Beryllium ND mg/L 0.001 EPA 200.7 12/08/2014 1511 DG

Boron ND mg/L 0.1 EPA 200.7 12/08/2014 1511 DG

Cadmium ND mg/L 0.001 EPA 200.8 12/05/2014 913 MS

Chromium ND mg/L 0.01 EPA 200.7 12/08/2014 1511 DG

Copper ND mg/L 0.01 EPA 200.8 12/05/2014 913 MS

Iron 3.60 mg/L 0.05 EPA 200.7 12/08/2014 1511 DG

Lead ND mg/L 0.01 EPA 200.8 12/05/2014 913 MS

Manganese 0.39 mg/L 0.01 EPA 200.7 12/08/2014 1511 DG

Mercury ND mg/L 0.001 EPA 245.1 12/09/2014 1207 AW

Molybdenum ND mg/L 0.01 EPA 200.8 12/05/2014 913 MS

Nickel ND mg/L 0.05 EPA 200.7 12/08/2014 1511 DG

Selenium 0.029 mg/L 0.001 EPA 200.8 12/05/2014 913 MS

Uranium 2.73 mg/L 0.0003 EPA 200.8 12/05/2014 913 MS

Vanadium ND mg/L 0.1 EPA 200.8 12/05/2014 913 MS

Zinc ND mg/L 0.01 EPA 200.7 12/08/2014 1511 DG

Metals - Total
Iron 3.70 mg/L 0.05 EPA 200.7 12/09/2014 1605 DG

Manganese ,0.39 mg/L 0.01 EPA 200.7 12/09/2014 1605 DG

Radionuclides - Dissolved
Gross Alpha 2450 pCi/L 2 SM 7110B 12/14/2014 1051 MB

Gross Alpha Precision (+) 25.2 pCi/L SM 7110B 12/14/2014 1051 MB

Gross Beta 970 pCi/L, 3 SM 7110B 12/14/2014 1051 MB

Gross Beta Precision (+) 10.7 pCi/L SM 7110B 12/14/2014 1051 MB

Radium 226 420 pCi/L 0.2 SM 7500 Ra-B 12/29/2014 1244 MB

Radium 226 Precision (_+) 2.5 pCi/L SM 7500 Ra-B 12/29/2014 1244 MB

Radium 228 10.3 pCi/L 1 Ga-Tech 12/19/2014 1734 M B

Radium 228 Precision (+) 1.7 >Ci/L Ga-Tech 12/19/2014 1734 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42._•
Wade Nieuwsma, Assistant Laboratory Manager Page 10 of 40



iNE-MUTA•tAR Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MUB
Lab ID: $1412078-006
ClientSample ID: BMP-016
COC" 155225

Date Reported 1/5/2015
Report ID $1412078001

WorkOrder: $1412078
CollectionDate: 12/2/2014 11:07:00 AM
DateReceived: 12/4/2014 11:27:00 AM
FieldSampler: KA
Matrix: Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Anions/Cations
Alkalinity, Total (As CaCO3) 278 mg/L 5 SM 2320B 12/08/2014 1257 BT

Alkalinity, Bicarbonate as HCO3 340 mg/L 5 SM 2320B 12/08/2014 1257 BT
Alkalinity, Carbonate as 003 ND mg/L 5 SM 2320B 12/08/2014 1257 BT

Chloride 7 mg/L 1 EPA 300.0 12/10/2014 048 AB

Fluoride ND mg/L 0.1 SM 4500FC 12/08/2014 1257 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 12/15/2014 1514 AMB

Sulfate 41 mg/L 1 EPA 300.0 12/10/2014 048 AB

Calcium 62 mg/L 1 EPA 200.7 12/08/2014 1513 DG

Magnesium 15 mg/L 1 EPA 200.7 12/08/2014 1513 DG

Potassium 5 mg/L 1 EPA 200.7 12/08/2014 1513 DG

Sodium 51 mg/L 1 EPA 200.7 12/08/2014 1513 DG

Nitrogen, Ammonia (As N) 0.2 mg/L .0.1 EPA 350.1 12/09/2014 1030 AMB
Silica as SiO2 14 mg/L 1 EPA 200.7 12/08/2014 1513 DG

General Parameters
pH 8.0 s.u. 0.1 SM 4500 H B 12/08/2014 1257 BT
Electrical Conductivity 645 tpmhos/cm 5 SM 2510B 12/08/2014 1257 BT

Total Dissolved Solids (180) 390 mg/L 10 SM 2540 12/08/2014 1554 IR

Data Quality
Cation Sum 6.65 meq/L 0.01 SM 1030E 12/16/2014 1004 JJ
Anion Sum 6.61 meq/L 0.01 SM 1030E 12/18/12014 1004 JJ

Cation-Anion Balance (+ 5%) 0.31 % 0.01 SM 1030E 12/16/2014 1004 JJ

Solids, Total Dissolved (Calc) 360 mg/L 10 SM 1030E 12/18/12014 1004 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.08 dec. % 0.01 Calculation 01/05/2015 1041 WN

These results apply only to the samples tested.

Qualifiers: B Analyte detected in the associated Method Blank
E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: •.,--
Wade Nieuwsma, Assistant Laboratory Manager Page 11 of 40



in*• *J l Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MUB
Lab ID: $1412078-006
ClientSample ID: BMP-016

Date Reported 1/5/2015
Report ID $1412078001

WorkOrder:
CollectionDate:
DateReceived:

$14 12078
12/2/20 14 11:07:00 AM

12/4/2014 11:27:00 AM

COC: 155225 FieldSampler: KA
Matrix: Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 12/08/2014 1513 DG

Arsenic 0.032 mg/L 0.001 EPA 200.8 12/05/2014 933 MS

Barium ND mg/L 0.1 EPA 200.8 12/05/2014 933 MS

Beryllium ND mg/L 0.001 EPA 200.7 12/08/2014 1513 DG

Boron ND mg/L 0.1 EPA 200.7 12/08/2014 1513 DG

Cadmium ND mg/L 0.001 EPA 200.8 12/05/2014 933 MS

Chromium ND mg/L 0.01 EPA 200.7 12/08/2014 1513 DG

Copper ND mg/L 0.01 EPA 200.8 12/05/2014 933 MS

Iron 2.57 mg/L 0.05 EPA 200.7 12/08/2014 1513 DG
Lead ND mg/L 0.01 EPA 200.8 12/05/2014 933 MS

Manganese 0.44 mg/L 0.01 EPA 200.7 12/08/2014 1513 DG

Mercury ND mg/L 0.001 EPA 245.1 12/09/2014 1209 AW

Molybdenum ND mg/L 0.01 EPA 200.8 12/05/2014 933 MS

Nickel ND mg/L 0.05 EPA 200.7 12/08/2014 1513 DG

Selenium 0.002 mg/L 0.001 EPA 200.8 12/05/2014 933 MS

Uranium 3.13 mg/L 0.0003 EPA 200.8 12/05/2014 933 MS

Vanadium ND mg/L 0.1 EPA 200.8 12/05/2014 933 MS
Zinc ND mg/L 0.01 EPA 200.7 12/08/2014 1513 DG

Metals - Total
Iron 2.64 mg/L 0.05 EPA 200.7 12/09/2014 1607 DG

Manganese 0.44 mg/L 0.01 EPA 200.7 12/09/2014 1607 DG

Radionuclides - Dissolved
Gross Alpha 2040 pCi/L 2 SM 7110B 12/14/2014 1051 MB

Gross Alpha Precision (-+) 22.1 pCi/L SM 7110B 12/14/2014 1051 MB

Gross Beta 680 pCi/L 3 SM 7110B 12/14/2014 1051 MB

Gross Beta Precision (+) 9.1 pCi/L SM 7110B 12/14/2014 1051 MB

Radium 226 321 pCi/L 0.2 SM 7500 Ra-B 12/29/2014 1244 MB

Radium 226 Precision (+) 2.2 pCi/L SM 7500 Ra-B 12/29/2014 1244 MB

Radium 228 1.8 pCi/L 1 Ga-Tech 12/19/2014 2035 MB

Radium 228 Precision (+) 1.6 pCi/L Ga-Tech 12/19/2014 2035 MB

These results apply only to the samples tested.

Qualifiers: B
E
J
M
0
X

Analyte detected in the associated Method Blank
Value above quantitation range
Analyte detected below quantitation limits
Value exceeds Monthly Ave or MCL or is less than LCL
Outside the Range of Dilutions
Matrix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42.,J•-,i
Wade Nieuwsma, Assistant Laboratory Manager Page 12 of 40



N ER MONA Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MUB
Lab ID: $1412078-007
ClientSample ID: BMP-018

Date Reported 1/5/2015
Report ID $1412078001

WorkOrder: $1412078
CollectionDate: 12/2/2014 9:10:00 AM
DateReceived: 12/4/2014 11:27:00 AM
FieldSampler: KA
Matrix: Water

coc: 155225

Comments
Analyses Result Units Qual RL Method Date Analyzed/Init

Anions/Cations
Alkalinity, Total (As CaCO3) 256 rng/L 5 SM 2320B 12/08/2014 1308 BT

Alkalinity, Bicarbonate as HCO3 312 mng/L 5 SM 2320B 12/08/2014 1308 BT

Alkalinity, Carbonate as CO3 ND rng/L 5 SM 2320B 12/08/2014 1308 BT

Chloride 18 rng/L 1 EPA 300.0 12/10/2014 227 AB

Fluoride 0.1 rng/L 0.1 SM 4500FC 12/08/2014 1308 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 12/15/2014 1515 AMB
Sulfate 179 rng/L 1 EPA 300.0 12/10/2014 227 AB

Calcium 92 rng/L 1 EPA 200.7 12/08/2014 1515 DG

Magnesium 23 rng/L 1 EPA 200.7 12/08/2014 1515 DG

Potassium 8 rng/L 1 EPA 200.7 12/08/2014 1515 DG
Sodium 70 mng/L 1 EPA 200.7 12/08/2014 1515 DG

Nitrogen, Ammonia (As N) 0.3 rng/L 0.1 EPA 350.1 12/09/2014 1031 AMB
Silica as SiO2 13 rng/L 1 EPA 200.7 12/08/2014 1515 DG

General Parameters
pH 8.0 s.u. 0.1 SM 4500 H B 12/08/2014 1308 BT
Electrical Conductivity 954 prnhos/crn 5 SM 2510B 12/08/2014 1308 BT
Total Dissolved Solids (180) 610 rng/L 10 SM 2540 12/08/2014 1555 IR

Data Quality
Cation Sum 9.77 rneq/L 0.01 SM 1030E 12/16/2014 1004 JJ

Anion Sum 9.36 rneq/L 0.01 SM 1030E 12/16/2014 1004 JJ

Cation-Anion Balance (+ 5%) 2.13 %0.01 SM 1030E 12/16/2014 1004 ,JJ
Solids, Total Dissolved (Calc) 560 mg/L 10 SM 1030E 12/16/2014 1004 JJ
Calculated TDS/TDS Ratio (0.80-1.20) 1.09 dec. % 0.01 Calculation 01/05/2015 1041 WN

These results apply only to the samples tested.

Qualifiers: BE
J
U

o
x

Analyte detected in the associated Method BlankValue above quantitation range
Analyte detected below quantitation limits
Value exceeds Monthly Ave or MCL or is less than LCL
Outside the Range of Dilutions
Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: . "
Wade Nieuwsma, Assistant Laboratory Manager Page 13 of 40



HER MONA BInter-Mountain Lb Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MUB
Lab ID: S$1412078-007
ClientSample ID: BMP-018

Date Reported 1/5/2015
Report ID $1412078001

WorkOrder: $1412078
CollectionDate: 12/2/2014 9:10:00 AM
DateReceived: 12/4/2014 11:27:00 AM
FieldSampler: KA
Matrix: Water

COC: 155225

Comments
/Analyses Result Units Qual RL Method Date Analyzed/Init 1

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 12/08/2014 1515 DO
Arsenic 0.006 mg/L 0.001 EPA 200.8 12/05/2014 939 MS

Barium ND mg/L 0.1 EPA 200.8 12/05/2014 939 MS

Beryllium ND mg/L 0.001 EPA 200.7 12/08/2014 1515 DO

Boron ND mg/L 0.1 EPA 200.7 12/08/2014 1515 DO

Cadmium ND mg/L 0.001 EPA 200.8 12/05/2014 939 MS

Chromium ND mg/L 0.01 EPA 200.7 12/08/2014 1515 DO

Copper ND mg/L 0.01 EPA 200.8 12/05/2014 939 MS

Iron 1.32 mg/L 0.05 EPA 200.7 12/08/2014 1515 DO

Lead ND mg/L 0.01 EPA 200.8 12/05/2014 939 MS

Manganese 0.21 mg/L 0.01 EPA 200.7 12/08/2014 1515 DO

Mercury ND mg/L 0.001 EPA 245.1 12/09/2014 1211 AW

Molybdenum ND mg/L 0.01 EPA 200.8 12/05/2014 939 MS

Nickel ND mg/L 0.05 EPA 200.7 12/08/2014 1515 DO

Selenium N D mg/L 0.001 EPA 200.8 12/05/2014 939 MS

Uranium 0.894 mg/L 0.0003 EPA 200.8 12/05/2014 939 MS

Vanadium ND mg/L 0.1 EPA 200.8 12/05/2014 939 MS

Zinc ND mg/L 0.01 EPA 200.7 12/08/2014 1515 DO

Metals - Total
Iron 1.62 mg/L 0.05 EPA 200.7 12/09/2014 1616' DO

Manganese 0.20 mg/L 0.01 EPA 200.7 12/09/2014 1616 DO

Radionuclides - Dissolved
Gross Alpha 786 pCi/L 2 SM 7110B 12/14/2014 2212 MB

Gross Alpha Precision (+) 14.1 pCi/L SM 7110B 12/14/2014 2212 MB

Gross Beta 283 pCi/L 3 SM 7110B 12/14/2014 2212 MB

Gross Beta Precision (+) 5.4 pCi/L SM 7110B 12/14/2014 2212 MB

Radium 226 323 pCi/L 0.2 SM 7500 Ra-B 12/29/2014 1244 MB

Radium 226 Precision (+) 2.2 pCi/L SM 7500 Ra-B 12/29/2014 1244 MB

Radium 228 ND pCi/L 1 Oa-Tech 12/19/2014 2336 MB

Radium 228 Precision (_+) NA pCi/L Oa-Tech 12/19/2014 2336 MB

These results apply only to the samples tested.

Qualifiers: B
E
J
M
O
X

Analyte detected in the associated Method Blank
Value above quantitation range
Analyte detected below quantitation limits
Value exceeds Monthly Ave or MCL or is less than LCL
Outside the Range of Dilutions
Matrix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: • •
Wade Nieuwsma, Assistant Laboratory Manager Page 14 of 40



N•TE OUANABInter-Mountain Labs- Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MUB
Lab ID: S 1412078-008
ClientSample ID: BMP-019

Date Reported 1/5/2015
Report ID $1412078001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1412078
12/2/2014 8:17:00 AM

12/4/2014 11:27:00 AM

KA
Water

COC: 155225

Comments
Analyses Result Units Qual RL Method Date Analyzed/Init

Anions/Cations

Alkalinity, Total (As CaCO3) 240 mg/L 5 SM 2320B 12/08/2014 1320 BT

Alkalinity, Bicarbonate as HCO3 292 mg/L 5 SM 2320B 12/08/2014 1320 BT

Alkalinity, Carbonate as CO3 ND mg/L 5 SM 2320B 12/08/2014 1320 BT

Chloride 24 mg/L 1 EPA 300.0 12/10/2014 244 AB

Fluoride ND mg/L 0.1 SM 4500FC 12/08/2014 1320 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 12/15/2014 1517 AMB

Sulfate 62 mg/L 1 EPA 300.0 12/10/2014 244 AB

Calcium 69 mg/L 1 EPA 200.7 12/08/2014 1520 DG

Magnesium 17 mg/L 1 EPA 200.7 12/08/2014 1520 DG
Potassium 7 mg/L 1 EPA 200.7 12/08/2014 1520 DG

Sodium 39 mg/L 1 EPA 200.7 12/08/2014 1520 DG

Nitrogen, Ammonia (As N) 0.2 mg/L 0.1 EPA 350.1 12/09/2014 1032 AMB

Silica as SiO2 17 mg/L 1 EPA 200.7 12/08/2014 1520 DG

General Parameters
pH 7.6 s.u. 0.1 SM 4500 H B 12/08/2014 1320 BT
Electrical Conductivity 685 Ipmhos/cm 5 SM 2510B 12/08/2014 1320 BT

Total Dissolved Solids (180) 410 mg/L 10 SM 2540 12/08/2014 1556 IR

Data Quality
Cation Sum 6.70 meq/L 0.01 SM 1030E 12/16/2014 1004 JJ

Anion Sum 6.74 meq/L 0.01 SM 1030E 12/16/2014 1004 JJ

Cation-Anion Balance (+ 5%) 0.25 %0.01 SM 1030E 12/16/2014 1004 JJ

Solids, Total Dissolved (Calc) 380 mg/L 10 SM 1030E 12/16/2014 1004 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.08 dec. % 0.01 Calculation 01/05/2015 1041 WN

These results apply only to the samples tested.

Qualifiers: B
E
J
M
O
X

Analyte detected in the associated Method BlankValue above'quantitation range
Analyte detected below quantitation limits
Value exceeds Monthly Ave or MCL or is less than LCL
Outside the Range of Dilutions
Matrix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42 Y "
Wade Nieuwsma, Assistant Laboratory Manager Page 15 of 40



Hint inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 62801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

ProjectName: MUB
Lab ID: $1412078-008
ClientSample ID: BMP-019

Date Reported 1/5/2015
Report ID S1412078001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

31412078
12/2/2014 8:17:00 AM

12/4/2014 11:27:00 AM

KA
Water

COC: 155225

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 12/08/2014 1520 DG
Arsenic 0.018 mg/L 0.001 EPA 200.8 12/05/2014 944 MS

Barium ND mg/L 0.1 EPA 200.8 12/05/2014 944 MS

Beryllium ND mg/L 0.001 EPA 200.7 12/08/2014 1520 DG
Boron ND mg/L 0.1 EPA 200.7 12/08/2014 1520 DG

Cadmium ND mg/L 0.001 EPA 200.8 12/05/2014 944 MS
Chromium ND mg/L 0.01 EPA 200.7 12/08/2014 1520 DG
Copper ND mg/L 0.01 EPA 200.8 12/05/2014 944 MS

Iron 7.11 mg/L 0.05 EPA 200.7 12/08/2014 1520 DG
Lead ND mg/L 0.01 EPA 200.8 12/05/2014 944 MS
Manganese 0.32 mg/L 0.01 EPA 200.7 12/08/2014 1520 DG

Mercury ND mg/L 0.001 EPA 245.1 12/09/2014 1213 AW
Molybdenum ND mg/L 0.01 EPA 200.8 12/05/2014 944 MS
Nickel ND mg/L 0.05 EPA 200.7 12/08/2014 1520 DG
Selenium 0.001 mg/L 0.001 EPA 200.8 12/05/2014 944 MS

Uranium 0.768 mg/L 0.0003 EPA 200.8 12/05/2014 944 MS
Vanadium ND mg/L 0.1 EPA 200.8 12/05/2014 944 MS

Zinc ND mg/L 0.01 EPA 200.7 12/08/2014 1520 DG

Metals - Total
Iron 9.66 mg/L 0.05 EPA 200.7 12/09/2014 1618 DG
Manganese 0.32 mg/L 0.01 EPA 200.7 12/09/2014 1618 DG

Radionuclides - Dissolved
Gross Alpha 955 pCi/L 2 SM 71108 12/14/2014 2212 MB

Gross Alpha Precision (+) 14.5 pCi/L SM 7110B 12/14/2014 2212 MB

Gross Beta 269 pCi/L 3 SM 71108 12/14/2014 2212 MB
Gross Beta Precision (+) 5.4 pCi/L SM 71108 12/14/2014 2212 MB

Radium 226 260 pCi/L 0.2 SM 7500 Ra-B 12/29/2014 1244 MB

Radium 226 Precision (+) 1.9 pCi/L SM 7500 Ra-B 12/29/2014 1244 MB
Radium 228 3.8 pCi/L 1 Ga-Tech 12/20/2014 237 MB

Radium 228 Precision (+) 1.4 pCi/L Ga-Tech 12/20/2014 237 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: _4>,•-

Wade Nieuwsma, Assistant Laboratory Manager Page 16 of 40



"NE-MUTNLABS Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Gienrock, WY 8263'7

ProjectName: MUB

Lab ID: $1412078-009
ClientSample ID: BMP-020

Date Reported 1/5/2015
Report ID S1412078001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1412078
12/3/2014 12:15:00 PM
12/4/2014 11:27:00 AM
KA
Water

COC: 155225

Comments
SAnalyses Result Units Qual RL Method Date Aaye/i

AnionslCations
Alkalinity, Total (As CaCO3) 137 mg/L 5 SM 2320B 12/08/2014 1332 BT

Alkalinity, Bicarbonate as HCO3 168 mg/L 5 SM 2320B 12/08/2014 1332 BT

Alkalinity, Carbonate as CO3 ND mg/L 5 SM 23208 12/08/2014 1332 BT

Chloride 5 mg/L 1 EPA 300.0 12/10/2014 301 AB
Fluoride 0.2 mg/L 0.1 SM 4500FC 12/08/2014 1332 BT
Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 12/15/2014 1518 AMB

Sulfate 135 mg/L 1 EPA 300.0 12/10/2014 301 AB

Calcium 34 mg/L 1 EPA 200.7 12/09/2014 1505 DG

Magnesium 6 mg/L 1 EPA 200.7 12/09/2014 1505 DG
Potassium 4 mg/L 1 EPA 200.7 12/09/2014 1505 DG

Sodium 91 mg/L 1 EPA 200.7 12/09/2014 1505 DG

Nitrogen, Ammonia (As N) 0.2 mg/L 0.1 EPA 350.1 12/09/2014 1033 AMB
Silica as SiO2 11 mg/L 1 EPA 200.7 12/09/2014 1505 DG

General Parameters
pH 8.2 s.u. 0.1 SM 4500 H B 12/08/2014 1332 BT
Electrical Conductivity 636 pmhos/cm 5 SM 2510B 12/08/2014 1332 BT

Total Dissolved Solids (180) 390 mg/L 10 SM 2540 12/08/2014 1557 IR

Data Quality
Cation Sum 6.20 meq/L 0.01 SM 1030E 12/16/2014 1004 JJ

Anion Sum 5.72 meq/L 0.01 SM 1030E 12/16/2014 1004 JJ

Cation-Anion Balance (+ 5%) 4.09 %0.01 SM 1030E 12/16/2014 1004 JJ

Solids, Total Dissolved (Calc) 370 mg/L 10 SM 1030E 12/16/2014 1004 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.05 dec. % 0.01 Calculation 01/05/2015 1041 WN

These results apply only to the samples tested.

Qualifiers: B Analyte detected in the associated Method Blank
E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 4-2..•-
Wade Nieuwsma, Assistant Laboratory Manager Page 17 of 40



"•t Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MUB

Lab ID: $1412078-009

ClientSample ID: BMP-020

COC: 155225

Date Reported 1/5/2015
Report ID S1412078001

WorkOrder: $1412078
CollectionDate: 12/3/2014 12:15:00 PM
DateReceived: 12/4/2014 11:27:00 AM
FieldSampler: KA
Matrix: Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 12/09/2014 1505 DG

Arsenic 0.011 mg/L 0.001 EPA 200.8 12/08/2014 1359 MS

Barium ND mg/L 0.1 EPA 200.8 12/08/2014 1359 MS

Beryllium ND mg/L 0.001 EPA 200.7 12/09/2014 1505 DG

Boron ND mg/L .0.1 EPA 200.7 12/09/2014 1505 DG

Cadmium ND mg/L 0.001 EPA 200.8 12/08/2014 1359 MS

Chromium ND mg/L 0.01 EPA 200.7 12/09/2014 1505 DG

Copper ND mg/L 0.01 EPA 200.8 12/08/2014 1359 MS

Iron 0.31 mg/L 0.05 EPA 200.7 12/09/2014 1505 DG

Lead ND mg/L 0.01 EPA 200.8 12/08/2014 1359 MS

Manganese 0.44 mg/L 0.01 EPA 200.7 12/09/2014 1505 DG

Mercury ND mg/L 0.001 EPA 245.1 12/12/2014 923 AW

Molybdenum ND mg/L 0.01 EPA 200.8 12/08/2014 1359 MS

Nickel ND mg/L 0.05 EPA 200.7 12/09/2014 1505 DG

Selenium 0.002 mg/L 0.001 EPA 200.8 12/08/2014 1359 MS

Uranium 0.744 mg/L 0.0003 EPA 200.8 12/08/2014 1359 MS

Vanadium ND mg/L 0.1 EPA 200.8 12/08/2014 1359 MS

Zinc ND rng/L 0.01 EPA 200.7 12/09/2014 1505 DG

Metals - Total
Iron 0.65 mg/L 0.05 EPA 200.7 12/09/2014 1621 DG

Manganese 0.44 mg/L 0.01 EPA 200.7 12/09/2014 1621 DG

Radionuclides - Dissolved
Gross Alpha 817 pCi/L 2 SM 71108 12/14/2014 2212 MB

Gross Alpha Precision (+) 13.0 pCi/L SM 7110OB 12/14/2014 2212 MB

Gross Beta 296 pCi/L 3 SM 7110B 12/14/2014 2212 MB

Gross Beta Precision (+) 5.7 pCi/L SM 7110B 12/14/2014 2212 MB

Radium 226 188 pCi/L 0.2 SM 7500 Ra-B 12/29/2014 1244 MB

Radium 226 Precision (+) 1.6 pCi/L SM 7500 Ra-B 12/29/2014 1244 MB

Radium 228 ND pCi/L 1 Ga-Tech 12/20/2014 538 MB

Radium 228 Precision (+) NA pCi/L Ga-Tech 12/20/2014 538 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

Reviewed by: ________________,___

Wade Nieuwsma, Assistant Laboratory Man•

RL - Reporting Limit

C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

-ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

ager Page 18 of 40



N| R oUNA Sne r-Mountain La bs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MUB
Lab ID: $1412078-010
ClientSample ID: BMP-021

Date Reported 1/5/2015
Report ID $1412078001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1412078
12/2/2014 12:25:00 PM
12/4/2014 11:27:00 AM
KA
Water

COC: 155225

Comments
mIAnalyses Result Units Qual RL Method Date Analyzed/Init I

Anions/Cations
Alkalinity, Total (As CaCO3) 316 mg/L 5 SM 2320B 12/08/2014 1415 BT

Alkalinity, Bicarbonate as HCO3 385 mg/L 5 SM 2320B 12/08/2014 1415 BT

Alkalinity, Carbonate as CO3 ND mg/L 5 SM 23208 12/08/2014 1415 BT

Chloride 23 mg/L I EPA 300.0 12/10/2014 317 AB
Fluoride 0.1 mg/L .0.1 SM 4500FC 12/08/2014 1415 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 12/15/2014 1520 AMB

Sulfate 102 mg/L 1 EPA 300.0 12/10/2014 317 AB

Calcium 84 mg/L 1 EPA 200.7 12/09/2014 1507 DG

Magnesium 15 mg/L 1 EPA 200.7 12/09/2014 1507 DG

Potassium 8 mg/L 1 EPA 200.7 12/09/2014 1507 DG

Sodium 88 'mg/L 1 EPA 200.7 12/09/2014 1507 DG

Nitrogen, Ammonia (As N) 0.2 mg/L 0.1 EPA 350.1 12/09/2014 1034 AMB
Silica as SiO2 14 mg/L 1 EPA 200.7 12/09/2014 1507 DG

General Parameters
pH 8.1 s.u. 0.1 SM 4500 H B 12/08/2014 1415 BT

Electrical Conductivity 891 pmhos/cm 5 SM 25108 12/08/2014 1415 BT

Total Dissolved Solids (180). 550 mg/L 10 SM 2540 12/08/2014 1558 IR

Data Quality
Cation Sum 9.52 meq/L 0.01 SM 1030E 12/16/2014 1004 JJ
Anion Sum 9.09 meq/L 0.01 SM 1030E 12/16/2014 1004 JJ
Cation-Anion Balance (+ 5%) 2.32 % 0.01 SM 1030E 12/16/2014 1004 JJ
Solids, Total Dissolved (Calc) 530 mg/L 10 SM 1030E 12/16/2014 1004 JJ
Calculated TDS/TDS Ratio (0.80-1.20) 1.04 dec. % 0.01 Calculation 01/05/2015 1041 WN

These results apply only to the samples tested.

Qualifiers: B
E
J
M
0
X

Analyte detected in the associated Method Blank
Value above quantitation range
Analyte detected below quantitation limits
Value exceeds Monthly Ave or MCL or is less then LCL
Outside the Range of Dilutions
Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewved by: ,'

Wade Nieuwsma, Assistant Laboratory Manager Page 19 of 40



in*• Inter-Mountain Lb Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Gienrock, WY 82637

ProjectName: MUB

Lab ID: S1412078-010
ClientSample ID: BMP-021

Date Reported 1/5/2015
Report ID $1412078001

WorkOrder: $1412078
CollectionDate: 12/2/2014 12:25:00 PM
DateReceived: 12/4/2014 11:27:00 AM
FieldSampler: KA
Matrix: Water

CCO: 155225

Comments
SAnalyses Result Units Qua! RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 12/09/2014 1507 DG

Arsenic 0.147 mg/L 0.001 EPA 200.8 12/08/2014 1420 MS
Barium ND mg/L 0.1 EPA 200.8 12/08/2014 1420 MS

Beryllium ND mg/L 0.001 EPA 200.7 12/09/2014 1507 DG

Boron ND mg/L 0.1 EPA 200.7 12/09/2014 1507 DG

Cadmium ND mg/L 0.001 EPA 200.8 12/08/2014 1420 MS

Chromium ND mg/L 0.01 EPA 200.7 12/09/2014 1507 DG

Copper ND mg/L 0.01 EPA 200.8 12/08/2014 1420 MS

Iron 1.82 mg/L 0.05 EPA 200.7 12/09/2014 1507 DG

Lead ND mg/L 0.01 EPA 200.8 12/08/2014 1420 MS

Manganese 0.50 mg/L 0.01 EPA 200.7 12/09/2014 1507 DG

Mercury ND mg/L 0.001 EPA 245.1 12/12/2014 925 AW

Molybdenum ND mg/L 0.01 EPA 200.8 12/08/2014 1420 MS

Nickel ND mg/L 0.05 EPA 200.7 12/09/2014 1507 DG

Selenium 0.001 mg/L 0.001 EPA 200.8 12/08/2014 1420 MS

Uranium 2.10 mg/L 0.0003 EPA 200.8 12/08/2014 1420 MS

Vanadium ND mg/L 0.1 EPA 200.8 12/08/2014 1420 MS

Zinc ND mg/L 0.01 EPA 200.7 12/09/2014 1507 DG

Metals - Total
Iron 1.95 mg/L 0.05 EPA 200.7 12/09/2014 1623 DG

Manganese 0.50 mg/L 0.01 EPA 200.7 12/09/2014 1623 DG

Radionucl ides - Dissolved
Gross Alpha 1840 pCi/L 2 SM 711lOB 12/14/2014 2212 MB,

Gross Alpha Precision (_+) 21.2 pCi/L SM 7110OB 12/14/2014 2212 MB,

Gross Beta 707 pCi/L 3 SM 7110B 12/14/2014 2212 MB,

Gross Beta Precision (+) 8.6 pCi/L SM 7110B, 12/14/2014 2212 MB,

Radium 226 640 pCi/L 0.2 . SM 7500 Ra-B 12/29/2014 1244 MB

Radium 226 Precision (_+) 3.1 pCi/L SM 7500 Ra-B, 12/29/2014 1244 MB

Radium 228 2.3 pCi/L 1 Ga-Tech 12/20/2014 838 MB,
Radium 228 Precision (_+) 2.0 pCi/L Ga-Tech 12)/20/2014 838 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrdx Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

LND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42.,,,F__
Wade Nieuwsma, Assistant Laboratory Manager Page 20 of 40



N• RNONNASInter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MUB
Lab ID: $1412078-O11
ClientSample ID: BMP-022

Date Reported 1/5/2015
Report ID S1412078001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1412078
12/2/2014 1:00:00 PM

12/4/2014 11:27:00 AM

KA
Water

coc: 155225

Comments
Analyses Result Units Qual RL Method Date Analyzed/Init J

AnionslCations
Alkalinity, Total (As CaCO3) 350 mg/L 5 SM 2320B 12/08/2014 1446 BT

Alkalinity, Bicarbonate as HCO3 427 mg/L 5 SM 2320B 12/08/2014 1446 BT

Alkalinity, Carbonate as 003 ND mg/L 5 SM 2320B 12/08/2014 1446 BT

Chloride 17 mg/L I EPA 300.0 12/10/20.14 334 AB

Fluoride ND mg/L 0.1 SM 4500FC 12/08/2014 1446 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 12/15/2014 1521 AMB
.Sulfate 27 mg/L 1 EPA 300.0 12/10/2014 334 AB
Calcium 97 mg/L 1 EPA 200.7 12/09/2014 1510 DG
Magnesium 23 mg/L 1 EPA 200.7 12/09/2014 1510 DG

Potassium 7 mg/L 1 EPA 200.7 12/09/2014 1510 DG
Sodium 29 mgIL 1 EPA 200.7 12/09/2014 1510 DG
Nitrogen, Ammonia (As N) 0.3 mg/L 0.1 EPA 350.1 12/09/2014 1035 AMB

Silica as SiO2 19 mg/L 1 EPA 200.7 12/09/2014 1510 DG

General Parameters
pH 7.7 s.u. 0.1 SM 4500 H B 12/08/2014 1446 BT

Electrical Conductivity 770 iimhos/cm 5 SM 2510B 12/08/2014 1446 BT

Total Dissolved Solids (180) 460 mg/L 10 SM 2540 12/08/2014 1600 IR

Data Quality
Cation Sum 8.21 meq/L 0.01 SM 1030E 12/16/2014 1004 JJ

Anion Sum 8.05 meq/L 0.01 SM 1030E 12/16/2014 1004 JJ

Cation-Anion Balance (+ 5%) 0.98 %0.01 SM 1030E 12/16/2014 1004 JJ

Solids, Total Dissolved (Calc) 430 mg/L 10 SM 1030E 12/16/2014 1004 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.07 dec. % 0.01 Calculation 01/05/2015 1041 WN

These results apply only to the samples tested.
Qualifiers: B] Analyte detected in the associated Method B]lank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

_ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: ,,,•,"

Wade Nieuwsma, Assistant Laboratory Manager Page 21 of 40



I IYILt Inter-Mountain Labs- Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

ProjectName: MUB
Lab ID: $1412078-011
ClientSample ID: BMP-022

Date Reported 1/5/2015
Report ID $1412078001

WorkOrder:
CollectionDate:
DateReceived:

S$1412078
12/2/2014 1:00:00 PM
12/4/2014 11:27:00 AM

COC: 155225 FieldSampler: KA
Matrix: Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 12/09/2014 1510 DG
Arsenic 0.204 mg/L 0.001 EPA 200.8 12/08/2014 1437 MS
Barium 0.1 mg/L 0.1 EPA 200.8 12/08/2014 1437 MS
Beryllium ND mg/L 0.001 EPA 200.7 12/09/2014 1510 DG
Boron ND mg/L 0.1 EPA 200.7 12/09/2014 1510 DG
Cadmium ND mg/L 0.001 EPA 200.8 12/08/2014 1437 MS
Chromium ND mg/L 0.01 EPA 200.7 12/09/2014 1510 DG
Copper ND rng/L 0.01 EPA 200.8 12/08/2014 1437 MS
Iron 10.6 mg/L . 0.05 EPA 200.7 12/09/2014 1510 DG
Lead 0.03 mg/L 0.01 EPA 200.8 12/08/2014 1437 MS
Mangenese 0.62 mg/L 0.01 EPA 200.7 12/09/2014 1510 DG
Mercury ND mg/L 0.001 EPA 245.1 12/12/2014 927 AW
Molybdenum ND mg/L 0.01 EPA 200.8 12/08/2014 1437 MS
Nickel ND mg/L 0.05 EPA 200.7 12/09/2014 1510 DG
Selenium 0.001 rng/L 0.001 EPA 200.8 12/08/2014 1437 MS
Uranium 0.881 mg/L 0.0003 EPA 200.8 12/08/2014 1437 MS
Vanadium ND mg/L 0.1 EPA 200.8 12/08/2014 1437 MS
Zinc ND mg/L 0.01 EPA 200.7 12/09/2014 1510 DG

Metals - Total
Iron 11.2 mg/L 0.05 EPA 200.7 12/09/2014 1625 "DG
Manganese 0.62 mg/L 0.01 EPA 200.7 12/09/2014 1625 DG

Radionuclides - Dissolved
Gross Alpha 1470 pCi/L 2 SM 7110B 12/14/2014 2212 MB
Gross Alpha Precision (+_) 18.8 pCi/L .SM 7110B 12/14/2014 2212 MB
Gross Beta 473 pCi/L 3 SM 7110B 12/14/2014 2212 MB
Gross Beta Precision (±!) 7.2 pCi/L SM 7110B 12/14/2014 2212 MB
Radium 226 732 pCi/L 0.2 SM 7500 Ra-B 12/29/2014 1244 MB
Radium 226 Precision (+) 3.2 pCi/L SM 7500 Re-B 12/29/2014 1244 MB
Radium 228 1.6 pCi/L 1 Ga-Tech 12/20/2014 1139 MB
Radium 228 Precision (+) 1.9 pCi/L Ga-Tech 12/20/2014 1139 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42",,-
Wade Nieuwsma, Assistant Laboratory Manager Page 22 of 40



I ITL Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

ProjectName: MUB
Lab ID: $1412078-012
ClientSample ID: BMP-023

Date Reported 1/5/2015
Report ID $1412078001

WorkOrder: $1412078
CollectionDate: 12/3/2014 12:56:00 PM
DateReceived: 12/4/2014 11:27:00 AM
FieldSampler: KA
Matrix: Water

coc: 155225

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/mnit

AnionslCations
Alkalinity, Total (As CaCO3) 355 mg/L 5 SM 2320B 12/08/2014 1503 BT

Alkalinity, Bicarbonate as HCO3 434 mg/L 5 SM 2320B 12/08/2014 1503 BT

Alkalinity, Carbonate as 003 ND mg/L 5 SM 23208 12/08/2014 1503 BT

Chloride 12 mg/L 1 EPA 300.0 12/10/2014 350 AB
Fluoride 0.1 mg/L 0.1 SM 4500FC 12/08/2014 1503 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 12/15/2014 1523 AMB

Sulfate 57 mg/L I EPA 300.0 12/10/2014 350 AB

Calcium 100 mg/L 1 EPA 200.7 12/08/2014 1540 DG

Magnesium 22 mg/L 1 EPA 200.7 12/08/2014 1540 OG
Potassium 7 mg/L 1 EPA 200.7 12/08/2014 1540 DG

Sodium 31 mg/L 1 EPA 200.7 12/08/2014 1540 DG

Nitrogen, Ammonia (As N) 0.6 mg/L 0.1 EPA 350.1 12/09/2014 1036 AMB
Silica as SiO2 18 mg/L 1 EPA 200.7 12/08/2014 1540 DG

General Parameters
pH . 7.7 s.u. 0.1 SM 4500 H B 12/08/2014 1503 BT
Electrical Conductivity 797 Ipmhos/cm 5 SM 25108 12/08/2014 1503 BT

Total Dissolved Solids (180) 480 mg/L 10 SM 2540 12/08/2014 1601 I R

Data Quality
Cation Sum 8.34 meq/L 0.01 SM 1030E 12/16/2014 1004 JJ

Anion Sum 8.64 meq/L 0.01 SM 1030E 12/16/2014 1004 JJ

Cation-Anion Balance (+ 5%) 1.79 %0.01 SM 1030E 12/16/2014 1004 JJ
Solids, Total Dissolved (Calc) 460 mg/L 10 SM 1030E 12/16/2014 1004 JJ
Calculated TDS/TDS Ratio (0.80-1.20) 1.04 dec. % 0.01 Calculation 01/05/2015 1041 WN

These results apply only to the samples tested.

Qualifiers: B Analyte detected in the associated Method Blank
E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: f-•,c,

Wade Nieuwsma, Assistant Laboratory Manager Page 23 of 40



I EiL Inter-Mountain Labs- Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

ProjectName: MUB
Lab ID: $1412078-012
ClientSam pie ID: BMP-023

Date Reported 1/5/2015
Report ID $1412078001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$ 1412078
12/3/2014 12:56:00 PM
12/4/2014 11:27:00 AM
KA

Water
COC: 155225

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 12/08/2014 1540 DG

Arsenic 0.129 mg/L 0.001 EPA 200.8 12/05/2014 950 MS

Barium 0.1 mg/L 0.1 EPA 200.8 12/05/2014 950 MS

Beryllium ND mg/L 0.001 EPA 200.7 12/08/2014 1540 DG

Boron ND mg/L 0.1 EPA 200.7 12/08/2014 1540 DG

Cadmium ND mg/L 0.001 EPA 200.8 12/05/2014 950 MS

Chromium ND mg/L 0.01 EPA 200.7 12/08/2014 1540 DG

Copper ND mg/L 0.01 EPA 200.8 12/05/2014 950 MS

Iron 9.49 mg/L 0.05 EPA 200.7 12/08/2014 1540 DG

Lead ND mg/L 0.01 EPA 200.8 12/05/2014 950 MS

Manganese 0.76 mg/L 0.01 EPA 200.7 12/08/2014 1540 DG
Mercury ND mg/L 0.001 EPA 245.1 12/09/2014 1229 AW

Molybdenum N D mg/L 0.01 EPA 200.8 12/05/2014 950 MS

Nickel ND mg/L 0.05 EPA 200.7 12/08/2014 1540 DG

Selenium 0.021 mg/L 0.001 EPA 200.8 12/05/2014 950 MS

Uranium 1.57 mg/L 0.0003 EPA 200.8 12/05/2014 950 MS

Vanadium ND mg/L 0.1 EPA 200.8 12/05/2014 950 MS

Zinc ND mg/L 0.01 EPA 200.7 12/08/2014 1540 DG

Metals - Total
iron 9.74 mg/L 0.05 EPA 200.7 12/09/2014 1629 DG

Manganese 0.77 mg/L 0.01 EPA 200.7 12/09/2014 1629 DG

Radionuclides - Dissolved
Gross Alpha 2210 pCi/L 2 SM 7110OB 12/14/2014 2212 MB

Gross Alpha Precision (+) 24.5 pCi/L SM 7110OB 12/14/2014 2212 MB

Gross Beta 816 pCi/L 3 SM 7110B 12/14/2014 2212 MB

Gross Beta Precision (+) 9.8 pCi/L SM 71108 12/14/2014 2212 MB

Radium 226 627 pCi/L 0.2 SM 7500 Ra-B 12/29/2014 1448 MB

Radium 226 Precision (+) 3.0 pCi/L SM 7500 Ra-B 12/29/2014 1448 MB

Radium 228 6.7 pCi/L 1 Ga-Tech 12/20/2014 1440 MB

Radium 228 Precision (+) 2.0 pCi/L Ga-Tech 12/20/2014 1440 MB

These results apply only to the samples tested.

Qualifiers: B Analyte detected in the associated Method Blank
E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or anatysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: -.•,,--

Wade Nieuwsma, Assistant Laboratory Manager Page 24 of 40



tiE MUTAt ID Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MUB
Lab ID: $1412078-013
ClientSample ID: BMP-024

Date Reported 1/5/2015
Report ID $1412078001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

SI1412078
12/2/2014 10:58:00 AM
12/4/2014 11:27:00 AM
KA
Water

COC: 155225

Comments
IAnalyses Result Units Qual RL Method Date Analyzed/Init

Anions/Cations
Alkalinity, Total (As CaCO3) 435 mg/L 5 SM 23208 12108/2014 1518 BT

Alkalinity, Bicarbonate as HCO3 530 mg/L 5 SM 23208 12/08/2014 1518 BT

Alkalinity, Carbonate as 003 ND mg/L 5 SM 2320B 12/08/2014 1518 BT

Chloride 20 mg/L 1 EPA 300.0 12/10/2014 407 AB

Fluoride ND mg/L 0.1 SM 4500FC 12/08/2014 1518 BT
Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 12/15/2014 1524 AMB

Sulfate 24 mg/L 1 EPA 300.0 12/10/2014 407 AB

Calcium 135 mg/L 1 EPA 200.7 12/08/2014 1542 DG

Magnesium 20 mg/L 1 EPA 200.7 12/08/2014 1542 DG

Potassium 6 mg/L 1 EPA 200.7 12/08/2014 1542 DG
Sodium 19 mg/L 1 EPA 200.7 12/08/2014 1542 DG

Nitrogen, Ammonia (As N) 0.4 mg/L 0.1 EPA 350.1 12/09/2014 1037 AMB

Silica as SiO2 20 mg/L 1 EPA 200.7 12/08/2014 1542 DG

General Parameters
pH 7.7 s.u. 0.1 SM 4500 H B 12/08/2014 1518 BT

Electrical Conductivity 904 pmhos/cm 5 SM 25108 12/08/2014 1518 BT

Total Dissolved Solids (180) 530 mg/L 10 SM 2540 12/08/2014 1602 IR

Data Quality
Cation Sum 9.37 meq/L 0.01 SM 1030E 12/16/2014 1004 JJ

Anion Sum 9.76 meq/L 0.01 SM 1030E 12/16/2014 1004 JJ

Cation-Anion Balance (±- 5%) 2.03 %0.01 SM 1030E 12/16/2014 1004 JJ

Solids, Total Dissolved (Calc) 510 mg/L 10 SM 1030E 12/16/2014 1004 JJ
Calculated TDS/TDS Ratio (0.80-1.20) 1.04 dec. % 0.01 Calculation 01/05/2015 1041 WN

These results apply only to the samples tested.

Qualifiers: B
E
J
M
O
X

Analyte detected in the associated Method Blank
Value above quantitation range
Analyte detected below quantitation limits
Value exceeds Monthly Ave or MCL or is less than LCL
Outside the Range of Dilutions
Matrix Effect

RL- Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 4 Y "-
Wade Nieuwsma, Assistant Laboratory Manager Page 25 of 40



U• • Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210

Glenrock, WY 82637

ProjectName: MUB

Lab ID: $1412078-013
ClientSample ID: BMP-024

Date Reported 1/5/2015
Report ID $1412078001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

S14 12078
12/2/2014 10:58:00 AM
12/4/2014 11:27:00 AM
KA
Water

COC: 155225

Comments
nIAnalyses Result Units Qual RL Method Date Analyzed/init I

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 12/08/2014 1542 DG

Arsenic 0.035 mg/L 0.001 EPA 200.8 12/05/2014 955 MS

Barium 0.3 mg/L 0.1 EPA 200.8 .12/05/2014 955 MS

Beryllium ND mg/L 0.001 EPA 200.7 12/08/2014 1542 DG

Boron ND mg/L 0.1 EPA 200.7 12/08/2014 1542 DG

Cadmium ND mg/L 0.001 EPA 200.8 12/05/2014 955 MS

Chromium ND mg/L 0.01 EPA 200.7 12/08/2014 1542 DG

Copper ND mg/L 0.01 EPA 200.8 12/05/2014 955 MS

Iron 9.77 mg/L 0.05 EPA 200.7 12/08/2014 1542 DO

Lead ND mg/L 0.01 EPA 200.8 12/05/2014 955 MS

Manganese 1.46 mg/L 0.01 EPA 200.7 12/08/2014 1542 DO

Mercury ND mg/L 0.001 EPA 245.1 12/09/2014 1236 AW

Molybdenum N D mg/L 0.01 EPA 200.8 12/05/2014 955 MS

Nickel ND mg/L 0.05 EPA 200.7 12/08/2014 1542 DO

Selenium 0.005 mg/L 0.001 EPA 200.8 12/05/2014 955 MS

Uranium 1.07 mg/L 0.0003 EPA 200.8 12/05/2014 955 MS

Vanadium ND mg/L 0.1 EPA 200.8 12/05/2014 955 MS

Zinc ND mg/L 0.01 EPA 200.7 12/08/2014 1542 DO

Metals - Total
Iron 10.2 mg/L 0.05 EPA 200.7 12/09/2014 1636 DO

Manganese 1.52 mg/L 0.01 EPA 200.7 12/09/2014 1636 DG

Radionucilides - Dissolved
Gross Alpha 1250 pCi/L 2 SM 7110B 12/14/2014 2212 MB

Gross Alpha Precision (_+) 19.2 pCi/L SM 7110B 12/14/2014 2212 MB

Gross Beta 409 pCi/L 3 SM 7110B 12/14/2014 2212 MB

Gross Beta Precision (+) 7.1 pCi/L SM 71108 12/14/2014 2212 MB

Radium 226 387 pCi/L 0.2 SM 7500 Ra-B 12/29/2014 1448 MB

Radium 226 Precision (-+) 2.3 pCi/L SM 7500 Ra-B 12/29/2014 1448 MB

Radium 228 1.9 pCi/L 1 Ga-Tech 12/20/2014 1741 MB

Radium 228 Precision (+) 1.6 pCi/L Ga-Tech 12/20/2014 1741 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is lees than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42 "
Wade Nieuwsma, Assistant Laboratory Manager Page 26 of 40



/•TE OUA ADInter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MUB
Lab ID: $1412078-014
ClientSample ID: BMP-025

Date Reported 1/5/2015
Report ID S1412078001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

S 1412078
12/2/2014 10:30:00 AM
12/4/2014 11:27:00 AM
KA
Water

COC: 155225

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

AnionslCations
Alkalinity, Total (As CaCO3) 176 mg/L 5 SM 2320B 12/08/2014 1534 BT
Alkalinity, Bicarbonate as HCO3 214 mg/L 5 SM 2320B 12/08/2014 1534 BT

Alkalinity, Carbonate as CO3 ND mg/L 5 SM 23202 12/08/2014 1534 BT

Chloride 12 mg/L 1 EPA 300.0 12/10/2014 424 AB

Fluoride ND mg/L 0.1 SM 4500FC 12/08/2014 1534 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 12/15/2014 1535 AMB
Sulfate 183 mg/L 1 EPA 300.0 12/10/2014 424 AB

Calcium 86 mg/L 1 EPA 200.7 12/08/2014 1544 DG

Magnesium 17 mg/L 1 EPA 200.7 12/08/2014 1544 DG

Potassium 7 mg/L 1 EPA 200.7 12/08/2014 1544 DG
Sodium 32 mg/L 1 EPA 200.7 12/08/2014 1544 DG

Nitrogen, Ammonia (As N) 0.2 mg/L 0.1 EPA 350.1 12/09/2014 1044 AMB
Silica as SiO2 12 mg/L 1 EPA 200.7 12/08/2014 1544 DG

General Parameters
pH 7.8 sau. 0.1 SM 4500 H B 12/08/2014 1534 BT
Electrical Conductivity 725 Iimhos/cm 5 SM 25102 12/08/2014 1534 BT

Total Dissolved Solids (180) 490 mg/L 10 SM 2540 12/08/2014 1603 IR

Data Quality

Cation Sum 7.29 meq/L 0.01 SM 1030E 12/16/2014 1004 JJ
Anion Sum 7.25 meq/L 0.01 SM 1030E 12/16/2014 1004 JJ

Cation-Anion Balance (+ 5%) 0.27 % 0.01 SM 1030E 12/16/2014 1004 JJ

Solids, Total Dissolved (Calc) 440 mg/L 10 SM 1030E 12/16/2014 1004 JJ
Calculated TDS/TDS Ratio (0.80-1.20) 1.11 dec. % 0.01 Calculation 01/05/2015 1041 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LC[
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: ." -

Wade Nieuwsma, Assistant Laboratory Manager Page 27 of 40



U Inter-Mountain Labs
INTER-MOUNTA N LABS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MUB
Lab ID: $1412078-014
ClientSample ID: BMP-025

Date Reported 1/5/2015
Report ID S1412078001

WorkOrder:
CollectionDate:
DateReceived:

$1412078
12/2/2014 10:30:00 AM
12/4/2014 11:27:00 AM

COC: 155225 FieldSampler: KA
Matrix: Water

Comments
SAnalyses Result Units Qua! RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 12/08/2014 1544 DG

Arsenic 0.006 mg/L 0.001 EPA 200.8 12/05/2014 1011 MS
Barium ND mg/L 0 (.1 EPA 200.8 12/05/2014 1011 MS

Beryllium ND mg/L 0.001 EPA 200.7 12/08/2014 1544 DG

Boron ND mg/L 0.1 EPA 200.7 12/08/2014 1544 DG

Cadmium ND mg/L 0.001 EPA 200.8 12/05/2014 1011 MS
Chromium ND mg/L 0.01 EPA 200.7 12/08/2014 1544 DG

Copper ND mg/L 0.01 EPA 200.8 12/05/2014 1011 MS

Iron 3.55 mg/L 0.05 EPA 200.7 12/08/2014 1544 DG
Lead ND mg/L 0.01 EPA 200.8 12/05/2014 1011 MS

Manganese 0.35 mg/L 0.01 EPA 200.7 12/08/2014 1544 DG

Mercury ND mg/L 0.001 EPA 245.1 12/09/2014 1238 AW

Molybdenum ND mg/L 0.01 EPA 200.8 12/05/2014 1011 MS
Nickel ND mg/L 0.05 EPA 200.7 12/08/2014 1544 DG

Selenium 0.003 mg/L 0.001 EPA 200.8 12/05/2014 1011 MS

Uranium 0.229 mg/L 0.0003 EPA 200.8 12/05/2014 1011 MS
Vanadium ND mg/L 0.1 EPA 200.8 12/05/2014 1011 MS

Zinc ND mg/L 0.01 EPA 200.7 12/08/2014 1544 DG

Metals - Total
Iron 3.84 mg/L 0.05 EPA 200.7 12/09/2014 1645 DG

Manganese 0.35 mg/L 0.01 EPA 200.7 12/09/2014 1645 DG

Radionuclides - Dissolved
Gross Alpha 582 pCi/L 2 SM 7110B 12/14/2014 2212 MB

Gross Alpha Precision (_+) 11.8 pCi/L SM 7110B 12/14/2014 2212 MB

Gross Beta .304 pCi/L 3 SM 7110B 12/14/2014 2212 MB
Gross Beta Precision (+) 6.1 pCi/L SM 7110B 12/14/2014 2212 MB
Radium 226 280 pCi/L 0.2 SM 7500 Ra-B 12/29/2014 1448 MB

Radium 226 Precision (_+) '2.0 pCi/L SM 7500 Ra-B 12/29/2014 1448 MB

Radium 228 2.9 pCi/L 1 Ga-Tech 12/20/2014 2042 MB

Radium 228 Precision (+) 1.5 pCi/L Ga-Tech 12/20/2014 2042 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matdix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: _4•".-2
Wade Nieuwsma, Assistant Laboratory Manager Page 28 of 40



INERMOUNTANAS Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
SampleAnalysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

ProjectName: MUB
Lab ID: $1412078-015
ClientSample ID: BMP-026

Date Reported 1/5/2015
Report ID S1412078001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$14 12078
12/2/2014 10:00:00 AM
12/4/2014 11:27:00 AM
KA
Water

COC: 155227

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

AnionslCations
Alkalinity, Total (As CaCO3) 293 mg/L 5 SM 23208 12/08/2014 1550 BT

Alkalinity, Bicarbonate as HCO3 358 mg/L 5 SM 23208 12/08/2014 1550 BT
Alkalinity, Carbonate as CO3 ND mg/L 5 SM 2320B 12/08/2014 1550 BT

Chloride 2 mg/L 1 EPA 300.0 12/10/2014 440 AB
Fluoride ND mg/L 0.1 SM 4500FC 12/08/2014 1550 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 .12/15/2014 1536 AMB
Sulfate 3 mg/L 1 EPA 300.0 12/10/2014 440 AB
Calcium 72 mg/L 1 EPA 200.7 12/08/2014 1549 DG

Magnesium 16 mg/L 1 EPA 200.7 12/08/2014 1549 DG
Potassium 8 mg/L 1 EPA 200.7 12/08/2014 1549 DG

Sodium 12 mg/L I EPA 200.7 12/08/2014 1549 DG
Nitrogen, Ammonia (As N) 2.0 mg/L 0.1 EPA 350.1 12/09/2014 1045 AMB
Silica as SiO2 14 mg/L I EPA 200.7 12/08/2014 1549 DG

General Parameters
pH 8.0 s.u. 0.1 SM 4500 H B 12/08/2014 1550 BT
Electrical Conductivity 550 pmhos/cm 5 SM 25108 12/08/2014 1550 BT

Total Dissolved Solids (180) 300 mg/L 10 SM 2540 12/08/2014 1604 iR

Data Quality
Cation Sum 5.79 meq/L 0.01 SM 1030E 12/16/2014 1004 JJ
Anion Sum 5.99 meq/L 0.01 SM 1030E 12/16/2014 1004 JJ
Cation-Anion Balance (+ 5%) 1.68 %0.01 SM 1030E 12/16/2014 1004 JJ
Solids, Total Dissolved (Calc) 300 mg/L 10 SM 1030E 12/16/2014 1004 JJ
Calculated TDS/TDS Ratio (0.80-1.20) 1.00 dec. % 0.01 Calculation 01/05/2015 1041 WN

These results apply only to the samples tested.

Qualifiers: B Analyte detected in the associated Method Blank
E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: ¢r,' " ""
Wade Nieuwsma, Assistant Laboratory Manager Page 29 of 40



I" E E Inter-Mountain Labs
IN ER-MOUNTAIN LABS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 52601 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210

Glenrock, WY 82637

Date Reported 1/5/2015
Report ID $1412078001

ProjectName:
Lab ID:
ClientSample ID:
COC:

MUB
S$1412078-015
BMP-026
155227

WorkOrder: $1412078
CollectionDate: 12/2/2014 10:00:00 AM
DateReceived: 12/4/2014 11:27:00 AM
FieldSampler: KA
Matrix: Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 12/08/2014 1549 DG

Arsenic 0.069 mg/L 0.001 EPA 200.8 12/05/2014 1017 MS

Barium 0.1 mg/L 0.1 EPA 200.8 12/05/2014 1017 MS

Beryllium ND mg/L 0.001 EPA 200.7 12/06/2014 1549 DG
Boron ND mg/L 0.1 EPA 200.7 12/08/2014 1549 DG

Cadmium ND mg/L 0.001 EPA 200.8 12/05/2014 1017 MS
Chromium ND mg/L 0.01 EPA 200.7 12/08/2014 1549 DG

Copper ND mg/L 0.01 EPA 200.8 12/05/2014 1017 MS

Iron 13.5 mg/L 0.05 EPA 200.7 12/08/2014 1549 DG

Lead ND mg/L 0.01 EPA 200.8 12/05/2014 1017 MS

Manganese 1.11 mg/L 0.01 EPA 200.7 12/08/2014 1549 DG

Mercury ND .mg/L 0.001 EPA 245.1 12/09/2014 1240 AW

Molybdenum ND mg/L 0.01 EPA 200.8 12/05/2014 1017 MS

Nickel ND mg/L 0.05 EPA 200.7 12/08/2014 1549 DG

Selenium 0.005 mg/L 0.001 EPA 200.8 12/05/2014 1017 MS

Uranium 0.254 mg/L 0.0003 EPA 200.8 12/05/2014 1017 MS

Vanadium ND mg/L 0.1 EPA 200.8 12/05/2014 1017 MS

Zinc ND mg/L 0.01 EPA 200.7 12/08/2014 1549 DG

Metals - Total
Iron 15.7 mg/L 0.05 EPA 200.7 12/09/2014 1647 DG

Manganese 1.16 mg/L 0.01 EPA 200.7 12/09/2014 1647 DG

Radionuclides - Dissolved
Gross Alpha 2360 pCi/L 2 SM 7110B 12/14/2014 2212 MB

Gross Alpha Precision (_+) .22.8 pCi/L . SM 7110B' 12/14/2014 2212 MB
Gross Beta 1190 pCi/L 3 SM 7110B 12/14/2014 2212 MB

Gross Beta Precision (+) 11.8 pCi/L SM 7110B 12/14/2014 2212 MB

Radium 226 569 pCi/L 0.2 SM 7500 Ra-B 12/29/2014 1448 MB

Radium 226 Precision (+) 2.9 pCi/L SM 7500 Ra-B 12/29/2014 1448 MB

Radium 228 16.4 pCi/L 1 Ga-Tech 12/20/2014 2343 MB

Radium 228 Precision (+) 1.9 pCi/L Ga-Tech 12/20/2014 2343 MB

These results apply only to the samples tested.

Qualifiers: B Analyte detected in the associated Method Blank
E Value above quantitation range
J Anatyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by:. 6.J,,--2
Wade Nieuwsma, Assistant Laboratory Manager Page 30 of 40



N• E ONANLSInter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MUB
Lab ID: $1412078-016
ClientSample ID: BMP-027

Date Reported 1/5/2015
Report ID $1412078001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$14 12078
12/3/2014 1:41:00 PM
12/4/2014 11:27:00 AM
KA
Water

CCO: 155227

Comments
Analyses Result Units Qual RL Method Date Analyzed/Init

Anions/Cations
Alkalinity, Total (As CaCO3) 419 mg/L 5 SM 2320B 12/08/2014 1606 BT
Alkalinity, Bicarbonate as HCO3 512 mg/L 5 SM 2320B 12/08/2014 1606 BT

Alkalinity, Carbonate as CO3 ND mg/L 5 SM 2320B 12/08/2014 1606 BT

Chloride 6 mg/L 1 EPA 300.0 12/10/2014 457 AB

Fluoride ND mg/L 0.1 SM 4500FC 12/08/2014 1606 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 12/15/2014 1538 AMB
Sulfate 32 mg/L 1 EPA 300.0 12/10/2014 457 AB

Calcium 116 mg/L 1 EPA 200.7 12/08/2014 1602 DG
Magnesium 24 mg/L 1 EPA 200.7 12/08/2014 1602 DG

Potassium 8 mg/L 1 EPA 200.7 12/08/2014 1602 DG
Sodium 24 mg/L 1 EPA 200.7 12/08/2014 1602 DG
Nitrogen, Ammonia (As N) 0.3 mg/L 0.1 EPA 350.1 12/09/2014 1046 AMB
Silica as SiO2 11 mg/L 1 EPA 200.7 12/08/2014 1602 DG

General Parameters
pH 8.1 s.u. 0.1 SM 4500 H B 12/08/2014 1606 BT
Electrical Conductivity 822 pmhos/cm 5 SM 2510B 12/08/2014 1606 BT

Total Dissolved Solids (180) .490 mg/L 10 SM 2540 12/08/2014 1605 IR

Data Quality
Cation Sum 8.99 meq/L .0.01 SM 1030E 12/16/2014 1004 JJ

Anion Sum 9.22 meq/L 0.01 SM 1030E 12/16/2014 1004 JJ
Cation-Anion Balance (+ 5%) 1.29 %0.01 SM 1030E 12/16/2014 1004 JJ
Solids, Total Dissolved (Calc) 470 mg/L 10 SM 1030E 12/16/2014 1004 JJ
Calculated TDS/TDS Ratio (0.80-1.20) 1.04 dec. % 0.01 Calculation 01/05/2015 1041 WN

These results apply only to the samples tested.

Qualifiers: B Analyte detected in the associated Method Blank
E Value above quantitation range
.J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

SNO Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: ',¢ "

Wade Nieuwsma, Assistant Laboratory Manager Page 31 of 40



*'• ' Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

ProjectName: MUB

Lab ID: $1412078-016
ClientSample ID: BMP-027

Date Reported 1/5/2015
Report ID $1412078001

WorkOrder: $1412078
CollectionDate: 12/3/2014 1:41:00 PM
DateRe'ceived: 12/4/2014 11:27:00 AM
FieldSampler: KA
Matrix: Water

COC: 155227

Comments
IJAnalyses Result Units Qual RL Method Date Analyzed/Init I

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 12/08/2014 1602 DG
Arsenic 0.005 mg/L 0.001 EPA 200.8 12/05/2014 1022 MS

Barium 0.1 mg/L 0.1 EPA 200.8 12/05/2014 1022 MS

Beryllium ND mg/L 0.001 EPA 200.7 12/08/2014 1602 DG

Boron ND mg/L 0.1 EPA 200.7 12/08/2014 1602 DG

Cadmium ND mg/L 0.001 EPA 200.8 12/05/2014 1022 MS

Chromium ND mg/L 0.01 EPA 200.7 12/08/2014 1602 DG

Copper ND mg/L 0.01 EPA 200.8 12/05/2014 1022 MS

Iron 0.72 mg/L 0.05 EPA 200.7 12/08/2014 1602 DG

Lead ND mg/L .0.01 EPA 200.8 12/05/2014 1022 MS

Manganese 0.47 mg/L 0.01 EPA 200.7 12/08/2014 1602 DG

Mercury ND mg/L 0.001 EPA 245.1 12/09/2014 1242 AW

Molybdenum ND mg/L 0.01 EPA 200.8 12/05/2014 1022 MS
Nickel ND mg/L 0.05 EPA 200.7 12/08/2014 1602 DG

Selenium 0.004 mg/L 0.001 EPA 200.8 12/05/2014 1022 MS

Uranium 5.11 mg/L 0.0003 EPA 200.8 12/05/2014 1022 MS

Vanadium ND mg/L 0.1 EPA 200.8 12/05/2014 1022 MS
Zinc ND mg/L 0.01 EPA 200.7 12/08/2014 ;1602 DG

Metals - Total
Iron 1.84 mg/L 0.05 EPA 200.7 12/09/2014 1850 DG

Manganese 0.48 mg/L 0.01 EPA 200.7 12/09/2014 1650 OG

Radionuclides - Dissolved
Gross Alpha 3690 pCi/L 2 SM 7110B 12/14/2014 2212 MB

Gross Alpha Precision (+) 32.3 pCi/L SM 7110OB 12/14/2014 2212 MB

Gross Beta 962 pCi/L 3 SM 7110B 12/14/2014 2212 MB

Gross Beta Precision (+) 10.7 pCi/L SM 7110B 12/14/2014 2212 MB

Radium 226 700 pCi/L 0.2 SM 7500 Ra-B 12/29/2014 1448 MB

Radium 226 Precision (+) 3.2 pCi/L SM 7500 Ra-B 12/29/2014 1448 MB

Radium 228 10.9 pCi/L 1 Ga-Tech 12/21/2014 244 MB

Radium 228 Precision (+) 2.0 pCi/L Ga-Tech 12/21/2014 244 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: --!j,--

Wade Nieuwsma, Assistant Laboratory Manager Page 32 of 40



"U Inter-Mountain Lb Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MUB
Lab ID: $1412078-017
ClientSample ID: BMP-028

Date Reported 1/5/2015
Report ID S1412078001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$14 12078
12/3/2014 11:40:00 AM
12/4/2014 11:27:00 AM
KA
Water

COC: 155227

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/mnit

Anions/Cations

Alkalinity, Total (As CaCO3) 252 mg/L 5 SM 23208 12/08/2014 1621 BT

Alkalinity, Bicarbonate as HCO3 308 mg/L 5 SM 2320B 12/08/2014 1621 BT

Alkalinity, Carbonate as 003 ND mg/L 5 SM 2320B 12/08/2014 1621 BT

Chloride 7 mg/L 1 EPA 300.0 12/10/2014 653 AB

Fluoride 0.2 mg/L 0.1 SM 4500FC 12/08/2014 1621 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 12/15/2014 1539 AMB

Sulfate 89 mg/L 1 EPA 300.0 12/10/2014 653 AB

Calcium 71 mg/L 1 EPA 200.7 12/08/2014 1604 DG

Magnesium 18 mg/L 1 EPA 200.7 12/08/2014 1604 DG

Potassium 8 mg/L 1 EPA 200.7 12/08/2014 1604 DG

Sodium 51 mg/L 1 EPA 200.7 12/08/2014 1604 DG

Nitrogen, Ammonia (As N) 0.5 mg/L 0.1 EPA 350.1 12/09/2014 1047 AMB

Silica as SiO2 14 mg/L 1 EPA 200.7 12/08/2014 1604 DG

General Parameters
pH 8.1 s.u. 0.1 .SM 4500 H B 12/08/2014 1621 BT

Electrical Conductivity 693 pmhos/cm 5 SM 25108 12/08/2014 1621 BT

Total Dissolved Solids (180) 440 mg/L 10 SM 2540 12/08/2014 1606 IR

Data Quality
Cation Sum 7.49 meq/L 0.01 SM 1030E 12/16/2014 1004 JJ
Anion Sum 7.09 meq/L 0.01 SM 1030E 12/16/2014 1004 JJ

Cation-Anion Balance (± 5%) 2.76 % 0.01 SM 1030E 12/16/2014 1004 JJ

Solids, Total Dissolved (Calc) 410 mg/L 10 SM 1030E 12/16/2014 1004 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.07 dec. % 0.01 Calculation 01/05/2015 1041 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

LND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: "
Wade Nieuwsma, Assistant Laboratory Manager Page 33 of 40



*'•' . Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company:

ProjectName:
Lab ID:
ClientSample ID:
COC:

Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

MUB
$1412078-017
BMP-028

Date Reported 1/5/2015
Report ID $1412078001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1412078
12/3/2014 11:40:00 AM
12/4/2014 11:27:00 AM
KA
Water

155227

Comments
SAnalyses Result Units Qual RL Method Date Analyzedllnit

Metals - Dissolved
Aluminum ND mglL 0.1 EPA 200.7 12/08/2014 1604 OG
Arsenic 0.012 mg/L 0.001 EPA 200.8 12/05/2014 1027 MS

Barium ND mg/L 0.1 EPA 200.8 12/05/2014 1027 MS

Beryllium ND mg/L 0.001 EPA 200.7 12/08/2014 1604 DG

Boron ND mg/L 0.1 EPA 200.7 12/08/2014 1604 OG
Cadmium ND mg/L 0.001 EPA 200.8 12/05/2014 1027 MS
Chromium ND mg/L 0.01 EPA 200.7 12/08/2014 1604 DG

Copper ND mg/L 0.01 EPA 200.8 12/05/2014 1027 MS

Iron "1.82 mg/L 0.05 EPA 200.7 12/08/2014 1604 DG

Lead ND mg/L 0.01 EPA 200.8 12/05/2014 1027 MS

Manganese 0.28 mg/L 0.01 EPA 200.7 12/08/2014 1604 DG

Mercury ND mg/L 0.001 EPA 245.1 12/09/2014 1244 AW

Molybdenum ND mg/L 0.01 EPA 200.8 12/05/2014 1027 MS
Nickel ND mg/L 0.05 EPA 200.7 12/08/2014 1604 DG

Selenium 0.013 mg/L 0.001 EPA 200.8 12/05/2014 1027 MS

Uranium 1.23 mg/L 0.0003 EPA 200.8 12/05/2014 1027 MS

Vanadium ND mg/L 0.1 EPA 200.8 12/05/2014 1027 MS

Zinc ND .mg/L 0.01 EPA 200.7 12/08/2014 1604 DG

Metals - Total
Iron 2.16 mg/L 0.05 EPA 200.7 12/09/2014 1652 DG

Manganese 0.28 mg/L 0.01 EPA 200.7 12/09/2014 1652 DG

Radionuclides - Dissolved
Gross Alpha 923 pCi/L 2 SM 7110OB 12/14/2014 2212 MB

Gross Alpha Precision (+) 15.5 pCi/L SM 7110B 12/14/2014'2212 MB

Gross Beta 372 pCi/L 3 SM 7110OB 12/14/2014 2212 MB

Gross Beta Precision (+) 6.7 pCi/L SM 7110B 12/14/2014 2212 MB

Radium 226 264 pCi/L 0,2 SM 7500 Ra-B 12/29/2014 1448 MB

Radium 226 Precision (+-) 1.9 pCi/L SM 7500 Ra-B 12/29/2014 1448 MB

Radium 228 2.3 pCi/L 1 Ga-Tech 12/21/2014 545 MB

Radium 228 Precision (+) 1.6 pCi/L Ga-Tech 12/21/2014 545 MB

These results apply only to the samples tested.

Qualifiers: B Analyte detected in the associated Method Blank
E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 4j2 / " "
Wade Nieuwsma, Assistant Laboratory Manager Page 34 of 40



INTEMOTANAS Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MUB
Lab ID: $1412078-018
ClientSample ID: BMP-029

Date Reported 1/5/2015
Report ID $1412078001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

S$1412078
12/2/2014 1:53:00 PM

12/4/2014 11:27:00 AM
KA
Water

COC: 155227

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Anions/Cations
Alkalinity, Total (As CaCO3) 340 mg/L 5 SM 2320B 12/08/2014 1639 BT

Alkalinity, Bicarbonate as HCO3 415 mg/L 5 SM 2320B 12/08/2014 1639 BT
Alkalinity, Carbonate as CO3 ND mg/L 5 SM2320B 12/08/2014 1639 BT

Chloride 10 mg/L 1 EPA 300.0 12/10/2014 710 AB

Fluoride 0.1 mg/L 0.1 SM 4500FC 12/08/2014 1639 BT
Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 12/15/2014 1541 AMB

Sulfate 39 mg/L 1 EPA 300.0 12/10/2014 710 AB
Calcium 89 mg/L 1 EPA 200.7 12/08/2014 1606 DG
Magnesium 20 mg/L 1 EPA 200.7 12/08/2014 1606 DG

Potassium 8 mg/L 1 EPA 200.7 12/08/2014 1606 DG
Sodium 47 mg/L 1 EPA 200.7 12/08/2014 1606 DG

Nitrogen, Ammonia (As N) 0.2 mg/L 0.1 EPA 350.1 12/09/2014 1048 AMB
Silica as SiO2 18 mg/L 1 EPA 200.7 12/08/2014 1606 DG

General Parameters
pH 8.2 s.u. 0.1 SM 4500 H B 12/08/2014 1639 BT
Electrical Conductivity 727 pmhos/cm 5 SM 25108 12/08/2014 1639 BT

Total Dissolved Solids (180) 440 mg/L 10 SM 2540 12/08/2014 1607 IR

Data Quality
Cation Sum 8.34 meq/L 0.01 SM 1030E 12/16/2014 1004 JJ
Anion Sum 7.88 meq/L 0.01 SM 1030E 12/16/2014 1004 JJ

Cation-Anion Balance (+ 5%) 2.79 % 0.01 SM 1030E 12/16/2014 1004 JJ
Solids, Total Dissolved (Calc) 430 mg/L 10 SM 1030E 12/16/2014 1004 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.02 dec. % 0.01 Calculation 01/05/2015 1041 WN

These results apply only to the samples tested.

Qualifiers: B Analyte detected in the associated Method Blank
E Value above quantitation range
J1 Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

LNO Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 4.,/2 "
Wade Nieuwsma, Assistant Laboratory Manager Page 35 of 40



Jffl. Inter-Mountain Labs- Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MUB
Lab ID: $1412078-018
ClientSample ID: BMP-029

Date Reported 1/5/2015
Report ID S1412078001

WorkOrder: S 1412078
CollectionDate: 12/2/2014 1:53:00 PM
DateReceived: 12/4/2014 11:27:00 AM
FieldSampler: KA
Matrix: Water

COC: 155227

Comments

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 12/08/2014 1606 DG
Arsenic 0.018 mg/L 0.001 EPA 200.8 12/05/2014 1043 MS
Barium ND mg/L 0.1 EPA 200.8 12/05/2014 1043 MS
Beryllium ND mg/L 0.001 EPA 200.7 12/08/2014 1606 DG
Boron ND mg/L 0.1 EPA 200.7 12/08/2014 1606 DG
Cadmium ND mg/L 0.001 EPA 200.8 12/05/2014 1043 MS
Chromium ND mg/L 0.01 EPA 200.7 12/08/2014 1606 OG
Copper ND mg/L 0.01 EPA 200.8 12/05/2014 1043 MS
Iron 1.53 mg/L 0.05 EPA 200.7 12/08/2014 1606 DG
Lead ND mg/L 0.01 EPA 200.8 12/05/2014 1043 MS
Manganese 0.32 mg/L 0.01 EPA 200.7 12/08/2014 1606 DG
Mercury ND mg/L 0.001 EPA 245.1 12/09/2014 1246 AW
Molybdenum ND mg/L 0.01 EPA 200.8 12/05/2014 1043 MS
Nickel ND mg/L 0.05 EPA 200.7 12/08/2014 1606 DG
Selenium 0.026 mg/L 0.001 EPA 200.8 12/05/2014 1043 MS
Uranium 3.89 mg/L 0.0003 EPA 200.8 12/05/2014 1043 MS
Vanadium ND mg/L 0.1 EPA 200.8 12/05/2014 1043 MS
Zinc ND mg/L 0.01 EPA 200.7 12/08/2014 1606 DG

Metals - Total
Iron 1.52 mg/L 0.05 EPA 200.7 12/09/2014 1654 DG
Manganese 0.32 mg/L 0.01 EPA 200.7 12/09/2014 1654 DG

Radionucl ides - Dissolved
Gross Alpha 2210 pCi/L 2 SM 7I10B 12/14/2014 2212 MB
Gross Alpha Precision (+) 24.3 pCi/L SM 7110B 12/14/2014 2212 MB
Gross Beta 572 pCi/L 3 SM 7110B 12/14/2014 2212 MB
Gross Beta Precision (+) 8.3 pCi/L SM 7110B 12/14/2014 2212 MB

Radium 226 233 pCi/L 0.2 SM 7500 Ra-B 12/29/2014 1448 MB
Radium 226 Precision (-+) 1.8 pCi/L SM 7500 Ra-B 12/29/2014 1448 MB
Radium 228 1.6 pCi/L 1 Ga-Tech 12/21/2014 846 MB
Radium 228 Precision (+) 1.6 p(3ilL Ga-Tech 12/21/2014 846 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: .y.• '
Wade Nieuwsma, Assistant Laboratory Manager Page 36 of 40



HER OUN N A' Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

ProjectName: MUB
Lab ID: $1412078-019
ClientSample ID: BMP-030

Date Reported 1/5/2015
Report ID $1412078001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1412078
12/2/2014 12:23:00 PM
12/4/2014 11:27:00 AM
KA
Water

COC: 155227

Comments
SAnalyses Result Units Qual. RL Method Date Analyzed/Init

AnionslCations
Alkalinity, Total (As CaCO3) 343 mg/L 5 SM 2320B 12/08/2014 1655 BT
Alkalinity, Bicarbonate as HCO3 418 mg/L 5 SM 2320B 12/08/2014 1655 BT
Alkalinity, Carbonate as 003 ND mg/L 5 SM 2320B 12/08/2014 1655 BT
Chloride 13 mg/L 1 EPA 300.0 12/10/2014 726 AB
Fluoride 0.1 mg/L 0.1 SM 4500FC 12/08/2014 1655 BT
Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 12/15/2014 1542 AMB
Sulfate 52 mg/L 1 EPA 300.0 12/10/2014 726 AB
Calcium 84 mg/L 1 EPA 200.7 12/08/2014 1609 DG
Magnesium 19 mg/L 1 EPA 200.7 12/08/2014 1609 DG
Potassium 8 mg/L 1 EPA 200.7 12/08/2014 1609 DG
Sodium 42 mg/L 1 EPA 200.7 12/08/2014 1609 DG
Nitrogen, Ammonia (As N) 0.3 mg/L 0.1 EPA 350.1 12/09/2014 1049 AMB
Silica as SiO2 16 mg/L 1 EPA 200.7 12/08/2014 1609 OG

General Parameters
pH 8.1 s.u. 0.1 SM 4500 H B 12/08/2014 1655 BT
Electrical Conductivity 768 pmhos/cm 5 SM 2510B 12/08/2014 1655 BT
Total Dissolved Solids (180) 460 mg/L 10 SM 2540 12/08/2014 1608 IR

Data Quality
Cation Sum 7.79 meq/L 0.01 SM 1030E 12/16/2014 1004 JJ
Anion Sum 8.31 meq/L 0.01 SM 1030E 12/16/2014 1004 JJ
Cation-Anion Balance (+ 5%) 3.23 % 0.01 SM 1030E 12/16/2014 1004 JJ
Solids, Total Dissolved (Calc) 440 mg/L 10 SM 1030E 12/16/2014 1004 JJ
Calculated TDS/TDS Ratio (0.80-1.20) 1.05 dec. % 0.01 Calculation 01/05/2015 1041 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42 Y
Wade Nieuwsma, Assistant Laboratory Manager Page 37 of 40



I EVILInter-Mountain Labs
NHTER-MOUNTAIH ABS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210

Glenrock, WY 82637

Date Reported 1/5/2015
Report ID S1412078001

ProjectName:
Lab ID:
ClientSample ID:
COC:

MUB
S1412078-019
BMP-030
155227

WorkOrder:
CollectionDate:
DateReceived:

$1412078
12/2/2014 12:23:00 PM
12/4/2014 11:27:00 AM

FieldSampler: KA
Matrix: Water

Comments
SAnalyses Result Units Qual RL Method Date An alyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 12/08/2014 1609 DG

Arsenic 0.009 mg/L 0.001 EPA 200.8 12/05/2014 1115 MS

Barium ND mg/L 0.1 EPA 200.8 12/05/2014 1115 MS

Beryllium ND mg/L 0.001 EPA 200.7 12/08/2014 1609 DG
Boron ND mg/L 0.1 EPA 200.7 12/08/2014 1609 DG

Cadmium ND mg/L 0.001 EPA 200.8 12/05/2014 1115 MS
Chromium ND mg/L 0.01 EPA 200.7 12/08/2014 1609 DG
Copper ND mg/L 0.01 EPA 200.8 12/05/2014 1115 MS
Iron 4.62 mg/L 0.05 , EPA 200.7 12/08/2014 1609 DG
Lead ND mg/L 0.01 EPA 200.8 12/05/2014 1115 MS

Manganese 0.31 mg/L 0.01 EPA 200.7 12/08/2014 1609 DG

Mercury ND mg/L .0.001 EPA 245.1 12/09/2014 1248 AW
Molybdenum ND mg/L 0.01 EPA 200.8 12/05/2014 1115 MS
Nickel ND mg/L 0.05 EPA 200.7 12/08/2014 1609 DG

Selenium 0.131 mg/L 0.001 EPA 200.8 12/05/2014 1115 MS
Uranium 2.63 mg/L 0.0003 EPA 200.8 12/05/2014 1115 MS

SVanadium ND mg/L 0.1 EPA 200.6 12/05/2014 1115 MS

Zinc ND mg/L 0.01 EPA 200.7 12/08/2014 1609 DG

Metals - Total
Iron 5.03 mg/L 0.05 EPA 200.7 12/09/2014 1656 DG

Manganese 0.31 mg/L 0.01 EPA 200.7 12/09/2014 1656 DG

Radionuclides - Dissolved
Gross Alpha 2120 pCi/L 2 SM 71108 12/14/2014 2212 MB

Gross Alpha Precision (+) 23.1 pCi/L SM 71108 12/14/2014 2212 MB

Gross Beta 594 pCi/L 3 SM 7110B 12/14/2014 2212 MB
Gross Beta Precision (+) 8.5 pCi/L SM 7110B 12/14/2014 2212 MB
Radium 226 714 pCi/L 0.2 SM 7500 Ra-B 12/29/2014 1448 MB

Radium 226 Precision (+) 3.2 pCi/L SM 7500 Ra-B 12/29/2014 1448 MB
Radium 228 ND pCi/L 1 Ga-Tech 12/21/2014 1146 MB

Radium 228 Precision (+) NA pCi/L Ga-Tech 12/21/2014 1146 MB

These results apply only to the samples tested.

Qualifiers: B Analyte detected in the associated Method Blank
E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
O Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
- C Calculated Value

H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: __,,-"
Wade Nieuwsma, Assistant Laboratory Manager Page 38 of 40



U• Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

*Date Reported 1/5/2015
Report ID $1412078001

ProjectName:
Lab ID:
ClientSample ID:
COC:

MUB
$ 1412078-020
BMP-031
155227

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

31412078
12/2/2014 1:18:00 PM

12/4/2014 11:27:00 AM

KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Anions/Cations
Alkalinity, Total (As CaCO3) 298 mg/L 5 SM 2320B 12/08/2014 1749 BT

Alkalinity, Bicarbonate as HCO3 358 mg/L 5 SM 2320B 12/08/2014 1749 BT

Alkalinity, Carbonate as CO3 ND mg/L 5 SM 23208 12/08/2014 1749 BT
Chloride 26 mg/L 1 EPA 300.0 12/10/2014 743 AB

Fluoride 0.1 mg/L 0.1 SM 4500FC 12/08/2014 1749 BT
Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 12/15/2014 1544 AMB
Sulfate 84 mg/L 1 EPA 300.0 12/10/2014 743 AB

Calcium 81 mg/L 1 EPA 200.7 12/08/2014 1611 OG
Magnesium 20 mg/L 1 EPA 200.7 12/08/2014 1611 DG
Potassium 8 mg/L 1 EPA 200.7 12/08/2014 1611 DG

Sodium 56 mg/L 1 EPA 200.7 12/08/2014 1611 DG

Nitrogen, Ammonia (As N) 0.3 mg/L 0.1 EPA 350.1 12/09/2014 1050 AMB
Silica as SiO2 11 mg/L 1 EPA 200.7 12/08/2014 1611 DG

General Parameters
pH 8.3 s.u. 0.1 SM 4500 H B 12/08/2014 1749 BT
Electrical Conductivity 788 pmhos/cm 5 SM 25108 12/08/2014 1749 BT
Total Dissolved Solids (180) 480 mg/L 10 SM 2540 12/08/2014 1610 IR

Data Quality
Cation Sum 8.40 meq/L 0.01 SM 1030E 12/16/2014 1004 JJ
Anion Sum 8.45 meq/L 0.01 SM 1030E 12/16/2014 1004 JJ

Cation-Anion Balance (_+ 5%) 0.32 % 0.01 SM 1030E 12/16/2014 1004 JJ

Solids, Total Dissolved (Calc) 470 mg/L 10 SM 1030E 12/16/2014 1004 JJ
Calculated TDS/TDS Ratio (0.80-1.20) 1.02 dec. % 0.01 Calculation 01 /05/2015 1041 WN

These results apply only to the samples tested.

Qualifiers: B Analyte detected in the associated Method Blank
E Value above quantitation range
J Analyte detected below quantitation limits
M value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matdix Effect

RL -'Reporting Limit

C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42,(••--
Wade Nieuwsma, Assistant Laboratory Manager Page 39 of 40



U• Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MUB

Lab ID: S 1412078-020
ClientSample ID: BMP-031

Date Reported 1/5/2015
Report ID S1412078001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

S$1412078
12/2/2014 1:18:00 PM

12/4/2014 11:27:00 AM

KA
Water

COC: 155227

Comments
Analyses Result Units Qual RL Method Date Analyzed/Init I

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 12/08/2014 1611 DG

Arsenic 0.011 mg/L 0.001 EPA 200.8 12/05/2014 1120 MS

Barium ND mg/L 0.1 EPA 200.8 12/05/2014 1120 MS

Beryllium ND mg/L 0.001 EPA 200.7 12/08/2014 1611 DG

Boron ND mg/L 0.1 EPA 200.7 12/08/2014 1611 DG

Cadmium ND mg/L 0.001 EPA 200.8 12/05/2014 1120 MS

Chromium ND mg/L 0.01 EPA 200.7 12/08/2014 1611 DG

Copper ND mg/L 0.01 EPA 200.8 12/05/2014 1120 MS

Iron 1.58 mg/L 0.05 EPA 200.7 12/08/2014 1611 OG
Lead ND mg/L 0.01 EPA 200.8 12/05/2014 1120 MS

Manganese 0.22 mg/L 0.01 EPA 200.7 12/08/2014 1611 DG

Mercury ND mg/L 0.001 EPA 245.1 12/09/2014 1254 AW

Molybdenum ND mg/L 0.01 EPA 200.8 12/05/2014 1120 MS

Nickel ND mg/L 0.05 EPA 200.7 12/08/2014 1611 DG

Selenium 0.001 mg/L 0.001 EPA 200.8 12/05/2014 1120 MS

Uranium 2.34 mg/L 0.0003 EPA 200.8 12/05/2014 1120 MS

Vanadium ND mg/L 0.1 EPA 200.8 12/05/2014 1120 MS

Zinc ND mg/L 0.01 EPA 200.7 12/08/2014 1611 DG

Metals - Total
Iron 1.88 mg/L 0.05 EPA 200.7 12/09/2014 1658 DG

Manganese 0.22 mg/L 0.01 EPA.200.7 12/09/2014 1658 DG

Radionuclides - Dissolved
Gross Alpha 1430 pCi/L 3 SM 71108 12/15/2014 2022 MB

Gross Alpha Precision (+) 18.8 pCi/L SM 7110B 12/15/2014 2022 MB

Gross Beta 440 pCi/L 3 SM 7110B 12/15/2014 2022 MB

Gross Beta Precision (+) 6.8 pCi/L SM 7110B 12/15/2014 2022 MB

Radium 226 284 pCi/L 0.2 SM 7500 Ra-B 12/29/2014 1448 MB

Radium 226 Precision (+) 2.0 pCi/L SM 7500 Ra-B 12/29/2014 1448 MB

Radium 228 2.4 pCi/L I Ga-Tech 12/21/2014 2343 MB

Radium 228 Precision (+) 1.6 pCi/L Ga-Tech 12/21/2014 2343 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

_ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: ¢ ,, " "
Wade Nieuwsma, Assistant Laboratory Manager Page 40 of 40



BIER" MONA Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
S$1412078

MUB

Date: 1/5/2015

Report ID: S$1412078001

Alkalinity
[ BLANK (12108114 11:39)

Sample Type MBLK Units: mg/L

RunNo: 115744

I Analyte
Alkalinity, Bicarbonate as HCO3

Alkalinity, Carbonate as CO3

Alkalinity, Total (As CaCO3)

Reut RL Spike Ref Samp %REC % Rec Limits Qual

ND

ND

ND

5
5

5

Alkaliinity Sample Type LCS Units: mg/L

ATQC (12/08/14 11:28) RunNo: 115744

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Alkalinity, Bicarbonate as HCO3 659 5

Alkalinity, Carbonate as CO3 30 5

Alkalinity, Total (As CaCO3) •591 5 595 99.2 90 - 110

inity Sample Type DUP Units: mg/LAlkali

$141 2078-010OAD (12/08/14 14:31 ) RunNo: 115744

Analyte r'.eaUlL r'.L [',01 OdillP -/or•.rLj -/orw.;.. 70 [\r"J LIllilta Ud

Alkalinity, Bicarbonate as HCO3 384 5 385 0.261 •20

Alkalinity, Carbonate as C03 ND 5 ND 20

Alkalinity, Total (As CaCO3) 315 5 316 0.261 20

S 1412078-020AD (12/08/14 18:05) RunNo: 115744

Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Alkalinity. Bicarbonate as HCO3 363 5 358 1.34 20

Alkalinity, Carbonate as CO3

Alkalinity, Total (As CaCO3)
ND

297

Sample Type MBLK

5

5

ND

298 0.166

Units: pmhos/cm

20

20

Conductivity
BLANK (12/08(14 11:39) RunNo: 115744

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Electrical Conductivity ND 5

Juctivity Sample Type LCS Units: pmhos/cmCond

ATQC (12/08/14 11:28)

Analy

RunNo: 115744

Result

Electr

rte

rcal Conductivity

RL Spike Ref Samp %REC % RecLimit Qua

1070 5 1060 101 90 -110

CondJuctivity Sample Type DUP Units: pmhos/cm
$1412078-010AD (12/08/14 14:31 ) RunNo: 115744

Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Electrical Conductivity 899 5 891 0.894 20

S141 2078-020AD (12/08/14 18:05) RunNo: 115744

Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Electrical Conductivity 810 5 788 2.75 20

Qualifiers: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded

L Analyzed by a contract laboratory

0 Outside the Range of Dilutions

S Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect

Page 1 of 14



"•l•,Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Ten-a Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
$1412078

MUB

Date: 1/5/2015

Report ID: $1412078001

Dissolved Mercury by EPA 245.1 - Water
SLRB (12/12/14 11:37)

Sample Type MBLK
RunNo: 115904

Units: mg/L

Units: mg/L
IAnalyte R UI~rSll r'L OlJIlr• rxrei OdIIlJ~ 70rXF--. 70 FXOL, LiIIIIWt• L••

Mercury ND 0.001
Dissolved Mercury by EPA 245.1 - Water Sample Type LCS Units: mg/L

SLOS (12/09/14 10:23) RunNo: 115760

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Mercury 0.002 0.001 0.002 94.2 85 - 115

LOS (12/112/14 09:39) RunNo: 115904

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Mercury 0.002 0.001 0.002 97.1 85 - 115

Dissolved Mercury by EPA 245.1 - Water Sample Type MS Units: mg/L
5 1412078-012D (12/09/14 12:32) RunNo: 115760

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Mercury 0.002 0.001 0.001 97 ND 95.0 70 - 130

$1412078-020D (12/09/14 12:58) RunNo: 115760

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Mercury 0.002 0.001 0.00197 ND 92.9 70 - 130
Dissolved Mercury by EPA 245.1 - Water Sample Type MSD Units: mg/L

$1412078-012D (12/09/14 12:34) RunNo: 115760

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Mercury 0.002 0.001 0.002 1.65 93.4 20

$1412078-0200 (12/09/14 13:00) RunNo: 115760

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Mercury 0.002 0.001 0.002 2.69 95.4 20

Qualifiers: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

0 Outside the Range of Dilutions

S Spike Recovery outside accepted recovery limits

E
J

ND

R

X

Value above quantitation range
Analyte detected below quantitation limits
Not Detected at the Reporting Limit

RPD outside accepted recovery limits

Matrix Effect

Page 2 of 14



"* l~ Inter-Mountain Labs
INTER-MOUNTAI L ABS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
S$1412078

MUB

Date: 1/5/2015

Report ID: $1412078001

Dissolved Metals by lCP - EPA 200.7 - Water
MBLK DISS/CAT (1 2/08/14 13:45)

Analyte

Sample Type MBLK Units: mg/L

RunNo: 115746
Result RL Spike Ref Samp %REC % Rec Limits Qual

Aluminum
Beryllium

Boron

Chromium

Iron

Manganese

Nickel

Zinc

ND
ND

ND

ND

ND

ND

ND

ND

0.1
0.01

0.1

0.01

0.05

0.02

0.01

0.01

Disscolved Metals by ICP - EPA 200.7 - Water Sample Type LCS Units: mg/L
DISS LOS Q (12/09/14 14:05) RunNo: 115778

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Aluminum
Beryllium

Boron

Chromium

Iron

Manganese

Nickel

Zinc

1.0 0.1
1.03 0.01

1.0 0.1

1.03 0.01

1.00 0.05

1.01 0.02

1.04 0.01

0.98 0.01

1

1

101
103

101

103

100

101

104

97.8

85 - 115
85 - 115

85 - 115

85 - 115

85 - 115

85 - 115

85 - 115

85 - 115

Dissoolved Metals by lOP - EPA 200.7 - Water Sample Type MS Units: mg/L
S 1412078-008DS (12/08/14 15:22) RunNo: 115746

Analyte Result RL Spike "Ref Samp %REC % Rec Limits Qual

Aluminum 0.3 0.1 0.25 ND 98.0 70 - 130

Beryllium 0.267 0.001 0.25 ND 107 70 - 130

Boron 0.3 0.1 0.25 ND -98.8 70 - 130
Chromium 0.24 0.01 0.25 ND 97.7 70 - 130

Iron 6.99 0.05 0.25 7.11 -47.7 70 - 130 S
Manganese 0.55 0.01 0.25 0.32 91.4 70 - 130

Nickel 0.25 0.05 0.25 ND 99.0 70 - 130

Zinc 0.27 0.01 0.25 ND 105 70 - 130
S 1412078-015DS (12/08/14 15:51) RunNo: 115746

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Aluminum
Beryllium

Boron

Chromium

Iron

Manganese

Nickel

Zinc

0.3
0.268

0.3

0.24

13.0

1.31

0.25

0.26

0.1
0.001

0.1

0.01

0.05

0.01
0.05

0.01

0.25
0.25

0.25

0.25

0.25

0.25
0.25

0.25

ND
ND
ND

ND
13.5

1.11

ND

ND

98.4
107

97.7

97.0

-191

79.8
98.9

104

70- 130
70- 130

70- 130

70- 130

70- 130

70- 130

70- 130

70- 130

S

Qualifiers: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

0 Outside the Range of Dilutions

S Spike Recovery outside accepted recovery limits

E Value above quantitation range
J

ND

R
X

Analyte detected below quantitation limits
Not Detected at the Reporting Limit

RPD outside accepted recovery limits

Matrix Effect

Page 3 of 14



li•'• Inter-Mountain Labs
STER- MOUN TAIl LABS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
S$1412078

MUB

Date: 1/5/2015

Report ID: S$1412078001

Dissolved Metals by ICP - EPA 200.7 - Water
SS141 2078-008DSD (12/08/14 15:24)

Sample Type MSD Units: mg/L

RunNo: 115746

IAnalyte rKesui mL uonc 7/OmrU 7/or-Iu 70o IIrU LiImIIS u•U81I

Aluminum 0.3 0.1 0.3 2.95 94.9 20

Beryllium 0.260 0.001 0.267 2.66 104 20

Boron 0.3 0.1 0.3 0.369 98.4 20
Chromium 0.24 0.01 0.24 3.07 94.8 20

Iron 6.91 0.05 6.99 1.12 -78.9 205

Manganese 0.54 0.01 0.55 1.23 88.7 20

Nickel 0.25 0.05 0.25 3.06 96.0 20

Zinc 0.26 0.01 0.27 3.54 101 20
S 1412078-015DSD (12/08/14 15:53) RunNo: 115746

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Aluminum
Beryllium

Boron

Chromium

Iron

Manganese

Nickel

Zinc

0.3 0.1 0.3 0.326 98.7
0.264 0.001 0.268 1.56 106

0.3 0.1 0.3 0.242 98.0

0.24 0.01 0.24 1.17 95.9

12.8 0.05 13.0 1.34 -260

1.28 0.01 1.31 2.31 67.8

0.24 0.05 0.25 1.81 97.1

0.26 0.01 0.26 0.856 103

20
20

20

20

20

20

20

20

S
S

Qualifiers: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

0 Outside the Range of Dilutions

S Spike Recovery outside accepted recovery limits

B Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect

Page 4 of 14



N•TR OUAHASInter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT: Power Resources (Cameco)
Work Order: S$1412078

Date: 115/2015

Report ID: $1412078001

Project: MUB

Dissolved Metals by ICPMS EPA 200.8 - Water Sample Type MBLK Units: mg/L
MBLK (12/04/14 13:51) RunNo: 115676

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Arsenic ND 0.005

Barium

Cadmium

Copper

Lead

Molybdenum

Selenium

Uranium

Vanadium

ND 0.1

ND 0.001

ND 0.01

ND 0.02

ND 0.02

ND 0.001

ND .0.0003

ND 0.02

Dissoolved Metals by ICPMS EPA 200.8 - Water Sample Type LCS Units: mg/L

LCS (1 2/04/14 13:46) RunNo: 115676

Analyte :Result RL Spike Ref Samp %REC % Rec Limits Qual

Arsenic
Barium

Cadmium

Copper

Lead

Molybdenum

Selenium

Uraniurm

Vanadium

0.102 0.005 0.1
ND 0.1 0.1

0.102 0.001 0.1

0.10 0.01 0.1

0.10 0.02 0.1

0.10 0.02 0.1

0.102 0.001 0.1

0.103 0.0003 0.1

0.10 0.02 0.1

102
99.4

102

102

100

98.5

102

103

103

85 -115
85 -115

85 - 115

85 - 115

85 -115

85 - 115

85 - 115

85 - 115

85 -115

Dissoolved Metals by ICPMS EPA 200.8 - Water Sample Type MS Units: mg/L
S 141 2078-005DS (12/05/14 09:23) RunNo: 115676

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Arsenic 1.15 0.001 1.1 0.036 101 70 -130

Barium 1.1 0.1 1.1 ND 95.2 70 - 130

Cadmium 1.08 0.001 1.1 ND 98.3 70 - 130

Copper 1.09 0.01 1.1 ND 99.5 70 -130

Lead 1.09 0.01 1.1 ND 98.8 70 - 130
Molybdenum 1.06 0.01 1.1 ND 96.5 70 -130

Selenium 1.09 0.001 1.1 0.029 96.1 70 - 130
Uranium 3.87 0.0003 1.1 2.73 103 70 - 130

Vanadium 1.2 0.1 1.1 ND 103 70 -130
$1412078-009DS (12/08/14 14:10) RunNo: 115754

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Arsenic
Barium

Cadmium
Copper

Lead

Molybdenum

2.17 0.001 2.2 0.011 98.2 70 - 130
2.2 0.1 2.2 ND 98.2 70 - 130

2.14 0.001 2.2 ND 97.3 70 - 130

2.23 0.01 2.2 ND 101 70 - 130

2.17 0.01 2.2 ND 98.5 70 - 130

2.19 0.01 2.2 ND 99.5 70 - 130

Qualifiers: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

0 Outside the Range of Dilutions

S Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect

Page 5 of 14



U• • Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT: Power Resources (Cameco)
Work Order: S$1412078

Date: 1/5/2015

Report ID: S1412078001

Project: MUB

Dissolved Metals by ICPMS EPA 200.8 - Water Sample Type MS Units: mg/L
S1412078-009DS (12/08/14 14:10) RunNo: 115754

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Selenium 2.22 0.001 2.2 0.002 101 70 - 130

Uranium
Vanadium

3.00 0.0003 2.2 0.744 102 70 - 130

2.2 0.1 2.2 ND 99.9 70 - 130

Dissolved Metals by ICPMS EPA 200.8 - Water Sample Type MSD Units: mg/L
S141 2078-O05DMSD (12/05/14 09:28) RunNo: 115676

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Arsenic 1.14 0.001 1.15 0.896 100 20

Barium 1.1 0.1 1.1 0.515 94.7 20

Cadmium 1.09 0.001 1.08 1.18 99.5 20

Copper 1.09 0.01 1.09 0.230 99.3 20

Lead 1.07 0.01 1.09 1.75 97.1 20
Molybdenum 1.08 0.01 1.06 0.536 96.0 20

Selenium 1.10 0.001 1.09 1.87 97.7 20

Uranium 3.83 0.0003 3.87 1.02 99.9 20

Vanadium 1.2 0.1 1.2 0.971 104 20
S141 2078-009DMSD (12/08/14 14:15) RunNo: 115754

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Arsenic
Barium

Cadmium

Copper

Lead

Molybdenum

Selenium

Uranium

Vanadium

2.19 0.001 2.17 0.709 98.9
2.2 0.1 2.2 0.882 99.1

2.12 0.001 2.14 0.771 96.6

2.22 0.01 2.23 0.299 101

2.22 0.01 2.17 2.22 101

2.18 0.01 2.19 0.616 98.9

2.21 0.001 2.22 0.0899 101

2.92 0.0003 3.00 2.49 99.0

2.3 0.1 2.2 1.84 102

20
20

20

20

20

20

20

20

20

Qualifiers: B] Analyte detected in the associated Method B]lank
H Holding times for preparation or analysis exceeded

L Analyzed by a contract laboratory

0 Outside the Range of Dilutions
S Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect

Page 6 of 14



I EVI Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82601 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT: Power Resources (Cameco)

Work Order: $1412078
Date: 1/5/2015

Report ID: $1412078001

Project: MUB

Fluoride by SM 4500 Sample Type MBLK Units: mg/L
BLANK (12/08/14 11:39) RunNo: 115744

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Fluoride ND 0.1

Fluoride by SM 4500 Sample Type LCS Units: mg/L

ATQC (12/08/14 11:28) RunNo: 115744

Analyte - Result RL Spike Ref Samp %REC % Rec Limits Qual

Fluoride 2.6 0.1 3 88.0 85 - 115
Fluoride by SM 4500 Sample Type MS Units: mg/L

S 1412078-009ASPK MS (12/08/14 13:47) RunNo: 115744

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Fluoride 2.6 0.1 2.5 0.2 97.7 80 - 120

S 1412078-019ASPK MS (12/08/14 17:17) RunNo: 115744

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Fluoride 2.7 0.1 2.5 0.1 102 80 - 120
Fluoride by SM 4500 Sample Type MSD Units: mg/L

i 1412076-009AS PK MSD (12/08/14 13:51 ) RunNo: 115744

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Fluoride 2.7 0.1 2.6 4.33 102 20
5 1412076-019ASPK MSD (12/08/14 17:25) RunNo: 115744

Analyte .Result RL Conc %RPD %REC % RPD Limits Qual

Fluoride 2.8 0.1 2.7 4.84 107 20

Qualifiers: B
H
L

O

S

Analyte detected in the associated Method Blank
Holding times for preparation or analysis exceeded
Analyzed by a contract laboratory

Outside the Range of Dilutions
Spike Recovery outside accepted recovery limits

E

ND

R

X

Value above quantitation range
Analyte detected below quantitation limits
Not Detected at the Reporting Limit

RPD outside accepted recovery limits

Matrix Effect

Page 7 of 14



U• • Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT: Power Resources (Cameco)
Work Order: $1412078

Date: 1/5/2015

Report ID: 31412078001

Project: MUB

Gross Alpha, Beta by SM 7110B Sample Type MBLK Units: pCi/L

MB-285 (12/14/14 10:51) RunNo: 115963 Prepoate: 12/11/114 0:00 BatchlD R115963

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Gross Aloha (Dissolved/ ND 2

Gross Beta (Dissolved) ND 3

Gross Alpha, Beta by SM 7110B Sample Type LCS Units: pCi/L

LCS-286 (12/15/14 20:22) RunNo: 116013 PrepDate: 12/12/14 0:00 BatchlD R116013

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Gross Alpha (Dissolved) 73 3 71.2 103 50 - 150

Gross Beta (Dissolved) 128 3 118 108 79.4 -124

Gross Alpha, Beta by SM 7110B Sample Type MS Units: pCi/L

$1412078-001FMS (12/15/14 20:22) RunNo: 116013 PrepDate: 12/12/14 0:00 BatchiD R116013

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Gross Alpha (Dissolved)
Gross Beta (Dissolved)

765
411

3
3

71.2 725
118 262

55.5 50 -150
125 61.1 -140

Grosss Alpha, Beta by SM 7110B Sample Type DUP Units: pCi/L
$1412078-009F DUP (12/14/14 22:12) RunNo: 115963 PrepDate: 12/11/14 0:00 BatchID Rl15963

Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Gross Alpha (Dissolved)
Gross Beta (Dissolved)

827 2 817 1.19
290 3 296 2.14

20
20

Qualifiers: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded

L Analyzed by a contract laboratory

0 Outside the Range of Dilutions

S Spike Recovery outside accepted recovery limits

J

ND

R

X

Value above quantitation range
Analyte detected below quantitation limits

Not Detected at the Reporting Limit

RPD outside accepted recovery limits

Matrix Effect

Page 8 of 14



N• ~ R ONAASInter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
S$1412078

MUB

Date: 1/5/2015
Report ID: $1412078001

Anions by [ON Chromatography
BLK (1 2/09/14 13:23)

Analyte

Sample Type MBLK
RunNo: 115793

Result

Units: mg/L

RL Spike Ref Samp %REC % Rec Limits Qual1

Chloride
Sulfate

ND
ND

1
1

Aniorns by ION Chromatography Sample Type LCS Units: nmg/L
DIONEX (12/09/14 13:39) RunNo: 115793

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Chloride 30 1 30 101 90 -110

Sulfate 143 1 150 95.0 90 -110
ns by ION Chromatography Sample Type MS Units: mg/LAnion

$1412078-006ASPK (12/10/14 01:21 ) RunNo: 115793

Chloride 64 1 54.5 7 104 80 -120

Sulfate 477 1 409 41 106 80 -120

S1412078-016ASPK (12/10/14 05:30) RunNo: 115793

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Chloride
Sulfate

62
460

1
1

54.5 6
409 32

103
105

80- 120
80- 120

Aniolns by ION Chromatography Sample Type MSD Units: mg/L
S1412078-006ASP K (12/10/14 01:38) RunNo: 115793 -

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Chloride 64 1 64 0.498 105 20

Sulfate 470 '1 477 1.36 105 20
S1412078-016ASPK (12/10/14 05:47) RunNo: 115793

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Chloride
Sulfate

62
465

1
1

62
460

0.593 102
0.903 106

20
20

Qualifiers: B
H
L

0
S

Analyte detected in the associated Method Blank
Holding times for preparation or analysis exceeded
Analyzed by a contract laboratory

Outside the Range of Dilutions
Spike Recovery outside accepted recovery limits

E
J

ND

R

X

Value above quantitation range
Analyte detected below quantitation limits
Not Detected at the Reporting Limit

RPD outside accepted recovery limits

Matrix Effect
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N R OUTAN AO Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
S$1412078

MUB

Date: 1/5/2015

Report ID: $1412078001

Cations by ICP (Method 200.7) Sample Type MBLK Units: mg/L
ME3LK DISS/CAT (1 2/09/14 14:03) RunNo: 115775

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Calcium ND 1
Magnesium ND 1

Potassium ND 1
Sodium ND 1

Cations by ICP (Method 200.7) . Sample Type LCS Units: mg/L

CAT LCS IML3 (12/08/14 13:49) RunNo: 115739

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Calcium 38 1 40 95.4 85 -115

Magnesium

Potassium

Sodium

41 1

39 1

40 1

40

40

40

102

97.4

98.9

85 - 115

85 - 115

85 -115

Cations by ICP (Method 200.7) Sample Type MS Units: mg/L
S141 2078-008AS (12/08/14 15:22) RunNo: 115739

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Calcium 90 1 25 69 84.8 70 -130
Magnesium 42 1 25 17 101 ,.70 -130

Potassium 33 1 25 7 106 70 -130

Sodium 62 1 25 39 91.9 70 -130
S 1412078-015AS (12/08/14 15:51) RunNo: 115739

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Calcium 93 1 25 72 84.9 70 -130

Magnesium 41 1 25 16 99.8 70 -130
Potassium 34 1 25 8 105 70- 130

Sodium 35 1 25 12 92.3 70 -130

Cations by ICP (Method 200.7) Sample Type MSD Units: mg/L

S 1412078-008ASD (12/08/14 15:24) RunNo: 115739

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Calcium 89 1 90 1.26 80.3 20
Magnesium 42 1 42 0.654 99.4 20

Potassium 33 1 33 1.96 103 20

Sodium 61 1 62 2.24 86.3 20

$1412078-015ASD (12/08/14 15:53) RunNo: 115739

Analyte .Result RL Conc %RPD %REC % RPD Limits Qual

Calcium
Magnesium

Potassium
Sodium

92 1
41 1
34 1

35 1

93
41

34

35

1.39
0.866

0.748

0.931

79.7
98.3

104

91.0

20
20

20
20

Qualifiers: 0 Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded

L Analyzed by a contract laboratory

0 Outside the Range of Dilutions

S Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect

Page 10 of 14



H R ON N B Inter-Mountain Labs-
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
S$1412078

MUB

Date: 1/5/2015

Report ID: $1412078001

Nitrogen, Ammonia (as N) Sample Type MBLK Units: mg/L
BLANK (12/09/14 09:02) RunNo: 115803

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Nitrogen, Ammonia (As N) ND 0.1

Nitrogen, Ammonia (as N) Sample Type LCS Units: mg/L

QC (1 2/09/14 09:04) RunNo: 115803

Nitroc

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual
Nitrogen, Ammonia (As N) 16.1 0.1 17.4 92.7 89 -111

gen, Ammonia (as N) Sample Type MS Units: mg/L

S141 2078-003C (1 2/09/14 10:23)

Analyte

RunNo: 115803
Qual

RL Spike Ref Samp %REC % Rec Limits

Nitrogen, Ammonia (As N) 9.9 0.1 10 0.3 95.4 90 - 110

S 1412078-013C (12/09/14 10:39) RunNo: 115803

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Nitrogen, Ammonia (As N) 9.5 0.1 10 0.4 91.3 90 - 110

Nitrogen, Ammonia (as N) Sample Type MSD Units: mg/L

$1412078-003C (1 2/09/14 10:24) RunNo: 115803

Analyte •Result RL Conc %RPD %REC % RPD Limits Qual

Nitrogen, Ammonia (As N) 10.0 0.1 9.9 0.961 96.4 20
[5$1412078-013C (12/09/14 10:40) 'RunNo: 115803

LAnalyte Result RL Conc %RPD "%REC % RPD Limits Qual

Nitrogen, Ammonia (As N) 9.6 0.1 9.5 1.36 92.6 20

Nitrogen, Nitrate-Nitrite (as N) Sample Type MBLK Units: mg/L
[ BLANK (12/19/14 10:53) RunNo: 115993

A nalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Nitrogen, Nitrate-Nitrite (as N) ND 0.1

Nitrogen, Nitrate-Nitrite (as N) Sample Type LCS Units: mg/L
[ QC (12/15/14 10:56) RunNo: 115993

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Nitrogen, Nitrate-Nitrite (as N) 16.9 0.1 17.7 95.3 90 -110

Nitrogen, Nitrate-Nitrite (as N) Sample Type MS Units: mg/L
S 1412078-003C (12/15/14 15:03) RunNo: 115996

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Nitrogen, Nitrate-Nitrite (as N) 5.0 0.1 5 ND 99.8 90 - 110

Nitrogen, Nitrate-Nitrite (as N) Sample Type MSD Units: mg/L
S 1412078-003C (12/15/14 15:05) RunNo: 115996

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Nitrogen, Nitrate-Nitrite (as N) 5.1 0.1 5.0 2.16 102 20

Qualifiers: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

0 Outside the Range of Dilutions

S Spike Recovery outside accepted recovery limits

E
J

ND

R

X

Value above quantitation range
Analyte detected below quantitation limits
Not Detected at the Reporting Limit

RPD outside accepted recovery limits

Matrix Effect
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in*• Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
3 1412078

MUB

Date: 1/5/2015

Report ID: S 1412078001

Radium 228 by Ga/Tech
SMB-9395 (12/118/14 14:26)

Sampie Type MBLK Units: pCi/L

RunNo: 116292 PrepDate: 12/15/14 10:00 BatchlD 9395

Radiu

nayeResult RL Spike Ref Samp %REC % Rec Limits Qual
Radium 228 (Dissolved) ND 1

im 228 by GalTech Sample Type LCS Units: pCi/L

LCS-9395 (1 2/1 8/14 17:27)

I Analyte

RunNo: 116292
Result

PrepDate: 12/15(14 10:00 BatchlD 9395
RL Spike Ref Samp %REC % Rec Limits Qual

Radium 228 (Dissolved) 32 1 40.1 79.9 59.9 - 99.4

Radium 228 by Ga/Tech Sample Type MS Units: pCi/L
[TAPMS-9395 (12/18/14 23:29) RunNo: 116292 PrepDate: 12/15/14 10:00 BatchlD 9395

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Radium 228 (Dissolved) 31 1 40.1 ND 77.1 50.8 - 113

Radium 228 by Ga/Tech Sample Type MSD Units: pCi/L

STAPMSD-9395 (1 2/1 9/14 02:30)Analyte

RunNo: 116292
Result

PrepDate: 12/15/14 10:00 BatchlD 9395
RL Conc %RPD %REC % RPD Limits Qual

Radium 228 (Dissolved) 37 1 31 18.0 92.4 20

Raditurn 226 in Water - Dissolved Sample Type MBLK Units: pCi/L
MB-1379 (12/29/14 12:43) RunNo: 116616 PrepDate: 12/22/14 0:00 BatchiD 9431

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Radium 226 (Dissolved) ND 0.2

Radium 226 in Water - Dissolved Sample Type LCS Units: pCi/L

LCS-1379 (12/29/14 12:43) RunNo: 116616 PrepDate: 12/22/14 0:00 BatchiD 9431

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Radium 226 (Dissolved) 4.7 0.2 4.98 93.6 71 - 120

Radium 226 in Water - Dissolved Sample Type MS Units: pCi/L

TAPMS-1379 (12/29/14 12:43) RunNo: 116616 PrepDate: 12/22/14 0:00 BatchlD 9431

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Radium 226 (Dissolvedl 4.6 0.2 4.98 ND 91.7 74.5 -120
q

Radihim 226 in Water - Dissolved Sample Type MSD Units: pCi/L

TAPMSD-1379 (12/29/14 12:43) RunNo: 116616 PrepDate: 12/22/14 0:00 BatchiD 9431
Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Radium 226 (Dissolved) 5.7 0.2 4.6 21.1 113 20 R

Qualifiers: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

0 Outside the Range of Dilutions

S Spike Recovery outside accepted recovery limits

E
J

ND

R

X

Value above quantitation range
Analyte detected below quantitation limits

Not Detected at the Reporting Limit

RPD outside accepted recovery limits

Matrix Effect
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I ITL Inter-Mountain Labs
4 TER-MOUNTAID ADS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
ANALYTICAL QC SUMMARY REPORT-

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
S$1412078

MUB

Date: 1/5/2015

Report ID: $1412078001

Silica as SiO2 Sample Type MBLK Units: mg/L

Silica as SiO2 ND 0.1

Silica as SiO2
SDISS LCS Q (12/09/14 14:05)

Analyte

Sample Type LCS
RunNo: 115779

Result

Units: mg/L

RL Spike Ref Samp %REC % Rec Limits Qual

Silica as SiO2 2.1 0.1 2.14 98.7 85 -115

Silica as S1O2 Sample Type DUP Units: mg/L
5 1412078-007DD (12/08/14 15:18) RunNo: 115748

Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Silica as Si02 13 1 13 1.13 20
$1412078-014DD (12/08/14 15:46) RunNo: 115748

Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Silica as SiO2 12 1 12 1.20 20

Solids By SM 2540 Sample Type MBLK Units: mg/L

f DI (12/06/14 15:47) RunNo: 115967
Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Total Dissolved Solids (180) ND 10

Solids By SM 2540 Sample Type LCS Units: mg/L
ICONTROL (12/08/14 15:48) RunNo: 115967

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Total Dissolved Solids (180) 230 10 226 103 90 - 110

Solids By SM 2540 Sample Type DUP Units: mg/L

5 1412078-010A (12/08/14 15:59) RunNo: 115967

AnlyeResult RL Ref Samp %RPD %REC % RPD Limits Qual
Total Dissolved Solids (180) 550 10 550 1.09 20

5 1412078-019A (12/08/14 16:09) RunNo: 115967

Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Total Dissolved Solids (180) 470 10 460 1.28 20

Qualifiers: 8
H
L

0
S

Analyte detected in the associated Method Blank
Holding times for preparation or analysis exceeded

Analyzed by a contract laboratory

Outside the Range of Dilutions

Spike Recovery outside accepted recovery limits

E
J

ND

R
X

Value above quantitation range
Analyte detected below quantitation I~mits
Not Detected at the Reporting Limit
RPD outside accepted recovery limits

Matrix Effect
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N'• ERMU Inter-Mountain Labs- Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT: Power Resources (Cameco)
Work Order: S$1412078

Date: 1/5/2015

Report ID: S1412078001

Project: MUB

Total (200.2) Metals by EPA 200.7 ICP - Water Sample Type MBLK Units: mg/L
[ MB-9314 (12/09/14 17:03) RunNo: 115785 PrepDate: 12/08/14 12:34 BatchlD 9314

I.Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Iron ND 0.05

Manganese ND 0.02

Total (200.2) Metals by EPA 200.7 ICP - Water Sample Type LCS Units: mg/L
[ LCS-9314 (12/09/14 15:47) RunNo: 115785 PrepDate: 12/08/14 12:34 BatchiD 9314

[Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Iron 0.49 0.05 0.5 98.5 85 - 115

Manganese 0.20 0.02 0.2 97.6 85 - 115

Total (200.2) Metals by EPA 200.7 ICP - Water Sample Type MS Units: mg/L
[S$141 2078-002ES (12/09/14 15:56) RunNo: 115785 PrepDate: 12/08/14 7:00 BatchlD 9314

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Iron 3.85 0.05 0.5 3.39 90.7 70 - 130

Manganese 0.56 0.01 0.2 0.37 93.7 70 - 130
[5$1412078-012ES (12/09/14 16:32) RunNo: 115785 Prepoate: 12/08/14 7:00 BatchlD 9314

[Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Iron 10.2 0.05 0.5 9.74 99.4 70 -130

Manganese 0.96 0.01 0.2 0.77 96.5 70 - 130

Total (200.2) Metals by EPA 200.7 ICP - Water Sample Type MSD Units: mg/L

SS141 2078-002EMSD (12/09/14 15:58) RunNo: 115785 PrepDate: 12/08/14 7:00 BatchlD 9314

[Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Iron 3.87 0.05 3.85 0.487 94.5 20
Manganese 0.57 0.01 0.56 1.63 98.3 20

5 1412078-012EMSD (12/09/14 16:34) RunNo: 115785 PrepDate: 12/08/14 7:00 BatchlD 9314

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Iron 10.2 0.05 10.2 0.881 81.5 20

Manganese 0.94 0.01 0.96 1.50 89.4 20

pH Water Sample Type LCS Units: s.u.

SATQC (12/08/14 11:28)Analyte

RunNo: 115744
Result RL Spike Ref Samp %REC % Rec Limits Qual

pH 8.8 0.1 8.74 101 90-110

pHWUfater Sample Type DUP Units: s.u.
S 1412078-010AD (12/08/14 14:31-) RunNo: 115744

[Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

pH 8.1 0.1 8.1 0.213 20

51108OOD(20/41:5
RunNo: 115744

Result RL Ref Samp %RPD %REC % RPD Limits Qual

pH 8.3 0.1 8.3 0.317 20

Qualifiers: B
H

L

0
S

Analyte detected in the associated Method Blank
Holding times for preparation or analysis exceeded
Analyzed by a contract laboratory

Outside the Range of Dilutions
Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect
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•er~la~c~nHelena, T B77-472-8711 Billings, MT BIlO-735-44B9 a Cnsper, WY 88S-235-0518
- Awe c[ mra.h•j u1 i Gillette, WY 8S6-886-7175 • apid City, SD 86-B72-1225 , CollegeStation, 1X 898-5690-2218

ANALYTICAL SUMMARY REPORT

April 15, 2014

Power Resources dba Cameco Resources
P0 Box 1216

Glenrock, WY 82637

Work Order: 014030772 Quote ID: C3884 -Restoration - Guideline 8
Project Name: MU B GL8

Energy Laboratories, Inc. Casper WY received the following 13 samples for Power Resourc
3/26/2014 for analysis.

Lab ID Client Sample ID Collect Date Receive Date Matrix

C14030772-001 BMP-011 03/25/14 6:55 03/26/14 Aqueous

cos dba Cameco Resources on

014030772-002

C14030772-003

C14030772-004

C14030772-005

014030772-006

014030772-007

014030772-008

014030772-009

014030772-010

014030772-011

014030772-012

014030772-013

BMP-013

BMP-01 4

BMP-01 5

BMP-01 6

BMP-023

BMP-024

BMP-025

BMP-026

BMP-01 9

BMP-027

BMP-028

BMP-031

03/25/14 6:18 03/26/14

03/25/14 7:20 03/26/14

03/25/14 7:46 03/26/14

03/25/14 8:15 03/26/1T4

03/25/14 9:52 03/26/14

03/25/14 10:15 03/26/14

03/25/14 10:49 03/26/14

03/25/14 11:28 03/26/14

03/26/14 7:03 03/26/14

03/26/14 6:17 03/26/14"

03/26/14 7:33 03/26/14

03/26/14 9:18 03/26/14

Aqueous

Aqueous

Aqueous

Aqueous

Aqueous

Aqueous

Aqueous

Aqueous

Aqueous

Aqueous

Aqueous

Aqueous

Test

Metals by ICP/ICPMS, Dissolved
Metals by ICP/ICPMS, Total
Alkalinity
Anion - Cation Balance
Conductivity
Fluoride
E300.0 Anions
Nitrogen, Ammonia
Nitrogen, Nitrate + Nitrite
pH
Metals Preparation by EPA 200.2
Gross Alpha, Gross Beta
Radium 226, Dissolved
Radium 228, Dissolved
Solids, Total Dissolved
Solids, Total Dissolved - Calculated

Same As Above

Same As Above

Same As Above

Same As Above

Same As Above

Same As Above

Same As Above

Same As Above

Same As Above

Same As Above

Same As Above

Same As Above

The results as reported relate only to the item(s) submitted for testing. The analyses presented in this report were
performed at Energy Laboratories, Inc., 2393 Salt Creek Hwy., Casper, WY 82601, unless otherwise noted.
Radiochemistry analyses were performed at Energy Laboratories, Inc., 2325 Kerzell Lane, Casper, WY 82601,
unless otherwise noted. Any exceptions or problems with the analyses are noted in the Laboratory Analytical
Report, the QAIQC Summary Report, or the Case Narrative.

If you have any questions regarding these test results, please call.

Report Approved By:

Report Proofing Specialist

Digitally signed byKathy Hamre
Date: 2014.04.15 09:42:51 -06:00 Pagel1of 47



' "' + " w,'eneiir~la b~cm I Haiene, M1877-472-C7t1 + Billings, MT 809-735.4480 Casper, W't 889-235-515
Gillatts,W'Y 855-585-7175wo Rapid City, SI) 888-572-1225'• College Staton, TX 6889-8U-2218

LABORATORY ANALYTICAL REPORT
Prepared by Casper, WY Branch

Client: Power Resources dba Cameco Resources Report Date: 04115114

Project: MU B OL8 Collection Date: 03/25/14 06:55
Lab ID: 01 4030772-001 DateReceived: 03/26/14
Client Sample ID: BMP-011 Matrix: Aqueous

MCL/
Analyses Result Units Qualifiers RL DCL Method Analysis Date/IBy

MAJOR IONS
Aikalinity, Total as 0a003
Carbonate as C03
Bicarbonate as HMOO
Calcium
Chloride
Fluoride
Magnesium
Nitrogen, Ammonia as N
Nitrogen, Nitrate+Nitrite as N
Potassium
Silica
Sodium
Sulfate

PHYSICAL PROPERTIES

Conductivity @ 25 C
pH
Solids, Total Dissolved TDS @ 180 C

METALS - DISSOLVED
Aluminum
Arsenic
Barium
Soron
Cadmium
Chromium
Copper
lron
Lead
Manganese
Meraury
Molybdenum

Selenium
Uranium
Vanadium
Zinc

220
ND

268
57
7

0.2
12

0.28
ND

6
12.9

49
84

582
7.73
350

ND
0.001

ND
ND
ND
ND
ND

0.47
ND

0.12
ND
ND
ND

0.018
1.30
ND
ND

mg/L
mg/L
mg/L
mg/L
molL
mg/L
mg/L
mg/L
mg/L
mg/il
mg/L.
mg/IL
molL

umhos/am

mg/I

mg/I
mg/I
mg/I
mg/I
mg/L
mg/L
mg/L
mg/L
mg!L
mng/L
mg/I
mg/I
mg/L
mg/I
mg/I.
mg!L
mg/L

5
5

01

0.0
0.1

0.25

H 0.01
10

0.1

01
01

0.5
H 0.01

0,0

0.001
0.01

0.1
0.005
0.001

0.0001
0.01

0.01

A2320 B
A2320 B

A2320 B

5200.7

E300.0

A4500-F C

E200.7

A4500-NH3 G

E353.2

E200.7

E200.7

E200.7

E300.0

A2510 B

A4500-H B

A2540 C

E200.8

E200.8

E200.8

E200.7

E200.8

E200.8

E200.8

5200.7

5200.8

E200.8

E200.8

E200.8

5200.8

E200.8

E200.8

5200.8

5200.8

03/27/14 14:48 /jba
03/27/14 14:48 /jba
03/27/14 14:48 /jba
04/04/14 16:30 /sf
03/27/14 19:43/wa
03/27/14 11:;53 / jba
04/04/14 16:30 / sf
03/28/14 12:30 / Ir
04/01/14 13:486/ ]r
04/04/14 16:30 / s
04/04/14 16:30 /sI
04/04/14 16:30 /1st
03/27/14 19:43 / w

03/27/14 12:59 / alp
03/27/14 12:59 / alp
03/27/14 15:03 / tmm

04/01/14 19:08 / din
04/01/14 19:06 / olin
04/01/14 19:06 /clin
04/04/14 16:30 / sl
04/01/14 12:06 1dcm
04/01/14 19:06/ailm
04/01/14 19:06 / aim
04/04/14 16:30 /sf
04/01/14 19:06 / aim
04/01/14 19:06 / aim
04/10/14 12:04 /ap
04/01/14 19:06 /alm
04/01/14 19:06 / alm
04/01/14 19:06 / alm
04/01/14 19:06 / alm
04/01/14 19:06 /alm
04/01/14 19:06 / alm

METALS - TOTAL
Iron
Manganese

0.81 mg/L.
0.13 mg/L

0.03
0.01

E200.7 04/01/14 17:44 / si
E200.7 04/01/1 4 17:44 / st

Report RL - Analyte reporting limit,

Definitions: 00L - Quality conlroi limit.

H - Analysis performed past recommended holding time.

MOL - Maximum aontaminant level.
ND - Not detected at the reporting limit.
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--. obsm° u 1UJ Helens, M[" 517-4.72-Dill1 B eilings, MrNU0-735.44B9 =Casper, WY 881-235-0515
Gillette, WY 8116-686-7175 Rapid City, S) 61858-72-1225 . College Statien, "IX 811-691-2218

Client:
Project:
Lab ID:
Client Sample ID:

LABORATORY ANALYTICAL REPORT
Prepared by Casper, WY Branch

Power Resources dba Carneco Resources
MU B GL8

C! 4030772-001
BMP-01 1

Report Date: 04/15/14
Collection Date: 03/25/14 08:55

DateReceived: 03/26/14
Matrix: Aqueous

MCL/
Analyses Result Units Qualifiers RI QCL Method Analysis Date / By

RADIONUCLIDES - DISSOLVED
Gross Alpha
Gross Alpha precision (_+)
Gross Alpha MDC
Gross Bela
Gross Beta precision (_±)
Gross Beta MDC
Radium 226
Radium 226 precision (_+)
Radium 226 MDC
Radium 228
Radium 228 precision (-+)
Radium 228 MDC

DATA QUALITY
A/C Baianlce (+ 5)
Anions
Gations
Solids, Total Dissolved Calculated
TDS Balance (0.80 - 1.20)

983 pCl/L
14,8 pCi/L

1.9 pCi/L

232 pCi/L

5.6 pCi/L

2.9 pCi/L

222 p~i/L

3.5 p~i/L

0.27 pCi/L

2.5 pCi/L

1.2 pCi/L

1.8 pCi/L

E900.0
E900.0
E900.0
E90O.0
E900.0
E900.0
E903.0
E903.0
E903.0
RA-05
RA-05
RA-05

A1030 E
A1030 E
A1030 E
A1030 E
Al 030 E

04/04/14 12:00 1 lbb
04/04/14 12:00 / Ibb
04/04/14 12:00 / bb
04/04/14 12:00 / lbb
04/04/14 12.:00 / ]bb

04/04/14 12:00 / lbb
04/07/14 10:28 / trs
04/07/14 10:28 / trs
04/07114 10:28 / trs
04/02/14 1 0:08 / plj
04/02/14 10:06 / plj
04/02/141l0:06 /plj

04/08/14 14:08 / kbh
04/08/14 14:08 / kbh
04/08/14 14:08 / kbh
04/08/14 14:08 / kbh
04/08/14 14:08 / kbh

-1.49
6.36
5.17

360

0.96

m%/
meq/L

mg/L

Report RL -Analyte reporting limiit.
Detinitions: QCI - Quality control limit.-

MDC - Minimum detectable concentration

MOL - Maximum contaminant level.
ND - Not detected at the reporting limit.
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p '3° , Helene, MT 977-472-0711 o 8111ings, MT 80l3935-4489 Casper, WY 598-235-0515
Gillette, WY 816-BS-71775 o Rapid Cit,.y, SD 355-972-1225 College Station, TX898-590-2218

LABORATORY ANALYTICAL REPORT
Prepared by Casper, WY Branch

Client: Power Resources dba Carneco Resources Report Date: 04/15/14
Project: MU BGL8 Collection Date: 03/25/14 06:18
Lab ID: C1 4030772-002 DateReceived: 03/26/14
Client Sample ID: BMP-013 MatrIx: Aqueous

MCL/
Analyses Result Units Qualifiers RL QCL Method Analysis Date/ By

MAJOR IONS
Alkalinity, Total as CaCO3
Carbonate as C03
Bicarbonate as HCO3
Calcium
Chloride
Fluoride
Magnesium
Nitrogen, Ammonia as N
Nitrogen, Nitrate+Nitrite as N
Potassium
Silica
Sodium
Sulfate

256 mg/L
ND mg/L

312 mg/L
64 mg!L
16 mg/L

0.1 mg/L
14 mg/L

0.36 mg/L
ND mg/L

5 mg/L
11.6 mg/L

49 mg/L
76 mg/L

5
5

01

0.0

0.1

0.2

A2320 B
A2320 B
A2320 B
E200.7
E300.0
A4500-F C
E.200.7

03/27/14 14:57 / jba
03/27/14 14:57 / jba
03/27/14 14:57 /jba
04/04/14 16:34 /sf

03/27/14 20:36 / wc

03/27/14 11:56 / jba

04/04/14 16:34 /1sf

A4500-NH3 G 03/28/14 12:32 / Ir
E353.2
E2.00.7

E2.00.7

E200.7

E300.O

PHYSICAL PROPERTIES
Conductivity @ 25 C
pH-
Solids, Total Dissolved TDS @ 1800C

METALS - DISSOLVED
Aluminum
Arsenic
Barium
Boron
Cadmium
Chromium
Copper
Iron
Lead
Manganese
Mercury
Molybdenum
Nickel
Selenium
Uranium
Vanadium
Zinc

METALS - TOTAL

Iron
Manganese

624 umhos/cm
7.04 s.u.

372 mg/L

5
-I 0.01

10

A2.510 B
A4500-H B

A2540 C

ND rngiL
0.014 mg/L

ND mg/L
ND mg/L
ND mg/L
ND mg/L
ND mg/L

1.08 mg/L
ND mg/L

0.29 mg/L
ND mg/L
ND mg/L
ND mg/L

0.007 mg/L
2.23 mg/L

ND mg/L
ND mg/L

1.75 mg/L
0.31 mg/L

0.1
0.001

0.1

0.1

0.005

0.05

0.01

0.03

0.001

0.01

0.001

0.1

0.05

0.001

0.0003

0,1

0.01

0.03

0.01

E200.8
E200.8

E200.8

E200.7

E200.8

E200.8

E200.8

E200.7

E200.8

E200.8

E200.8

E200.8

E200.8

E200.8

E200.8

E200.8

E200.B

E200.7

E200.7

04/01/14 13:56 / Ir
04/04/14 16:34 / sf

04/04/14 16:34 /sf

04/04/14 16:34 / sf

03/27/14 20:36 / wc

03/27/14 13:02 / alp

03/27/14 13:02 /alp

03/27/14 15:03 /trmm

04/01/14 19:09 1clm

04/01/14 19:09 /clin

04/01/14 19:09 /clmn
04/04/14 16:34 / sf

04/01/14 19:09 / din

04/01/14 19:09 / clm

04/01/14 19:09 / dlm

04/04/14 16:341/ sf

04/01/14 19:09 / din

04/01/14 19:09 /clm

04/10/14 12:08/!cp

04/01/14 19:09 / dlm

04/01/14 19:09 /clin
04/01/14 19:09 / olmn

04/01/14 19:09 /clm

04/01/14 19:09 1dlm

04/01/14 19:09/1dm

04/01/14 17:46/sf

04/01/14 17:48/sf

Report RL - Anatyte reporting limit.
Definitions: QCL - Quality control limit.

H - Analysis performed past recommended holding time.

MCL - Maximum contaminant level.
ND - Not detected at the reporting limit.
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E- ~ I'S, j Helena, MT 8"7-472-I7I11 Billings, 1f 881-735-4459 Casper, WY 898-235-0515
Gillette, WY 815.686-71 75 *Rapid City, SD 188-172-1225' College Station, lX 853-690-2215

Client:
Project:

Lab ID:

Client Sample ID:

LABORATORY ANALYTICAL REPORT
Prepared by Casper, WY Branch

Power Resources dba Cameco Resources

MU B GL8

C 14030772-002

BMP-01 3

Report Date: 04/15/14
Collection Date: 03/25/14 06:18

Date Received: 03/28/14

Matrix: Aqueous

Analyses
MCL/

Result Units Qualifiers RL QCL Method Analysis Date / By

RADIONUCLJDES - DISSOLVED
Gross Alpha

Gross Alpha precision (±)

Gross Alpha MDC

Gross Beta

Gross Beta precision (_+)

Gross Beta MDC

Radium 226

Radium 226 precision (_+)
Radium 226 MDC

Radium 228

Radium 228 precision (+)

Radium 228 MDC

DATA QUALITY
A/C Baiance (±_ 5)

Anions

Cations

Solids, Total Dissolved Calculated

TDS Balance (0.80 - 1.20)

1880
20,8

1.9
440
7.4

3.1
415
4.8

0.27
5.6
1.3
1.8

-3.83
7.16
6.63
390

0.96

pCi/L
pCi/L
pCi/L
pCi/L
pCi!L
pCi/L
p•Ci/L
pCi/L
pCi/L

pCi/L

meq/L

mg/L

E900.0
E900.0

E900,0

E900.0

E900.0

E900.0

E903.0

E903.0

E903.0

RA-05

RA-05

RA-05

Al1030 E

A1030 E

A1030 E

A1030 E

A1030 E

04104/14 12:00 /lIbb
04/04/14 12:00 / Ibb

04/04/14 12:00 / Ibb

04/04/14 12:00 / Ibb

04/04/14 12:00 / lbb

04/04/14 12:00 / lbb

04/07/14 10:28 /trs

04/07/14 10:28 / trs

04/07/14 10:28/Itrs

04/02/14 10:081/ plj

04/02/14 10:08 / plj

04/02/14 10:06 / plj

04/08/14 14:08 / kbh

04/08/14 14:08 / kbh

04/08/14 14:08 /kbh

04/08/14 14:08 / k~bh

04/08/14 14:08 / kbh

Report RL - Analyte reporting limit.
Definitions: QCL - Quality control limit.

MDC - Minimum detectable concentration

MCL - Maximum contaminant level.
ND - Not detected at the reporting limit.
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=° ,o f Helena, MT B77-472-0l711 Bilnlings, MT 8NI-135-4480 a Casper, WY 588-235-0515
Gillette, WY 835-85-7115 *, Rapid City, SC 885-512-1225 * College Stateon, TX 883-590-2218

Client:
Project:
Lab ID:
Client Sample ID:

LABORATORY ANALYTICAL REPORT
Prepared by Casper, WY Branch

Power Resources dba Cameco Resources
MU B GL8
C14030772-003

BMP'-01 4

Report Date: 04115114
Collection Date: 03/25/14 07:20

Date Received: 03/26/14
Matrix: Aqueous

MCL/
Analyses Result Units Qualifiers RL QCL Method Analysis Date / By

MAJOR IONS
Alkalinity, Total as CaCO3
Carbonate as COS
Bicarbonate as HCO3
Calcium
Chloride
Fluoride
Magnesium
Nitrogen, Ammonia as N
Nitrogen, Nltrate+Nitrite as N
Potassium
Silica
Sodium
Sulfate

320 mg/L
ND mgiL

391 mg/L

85 mg/L

21 mg/L

0.1 mg/L

18 mgIL

0,31 mg/L

ND mg/L

7 mg/L

12.7 mgfL

52 mg/L

90 mg!L

1
5

1

0.1

0.05

0.1

0.2

A2320 B
A2320 B

A2320 B

E200.7

E300.0

A4500-F C

E200.7

A4500-NH3 G

E353.2

E200.7

E200.7

E200.7

E300.0

A2510 B

A4500-H B

A2540 C

PHYSICAL PROPERTIES
Conductivity @ 25 C
pH
Solids, Total Dissolved TDS @ 180 C

METALS - DISSOLVED
Aluminum
Arsenic
Barium
Boron
Cadmium
Chromium
Copper
Iran
Lead
Manganese
Mercury
Molybdenum
Nickel
Selenium
Uranium
Vanadium
Zinc

METALS - TOTAL

Iron
Manganese

785 umhos/cm
7.01 s~u.
483 mg'L

5
H 0.01

D 10

ND
0.052

ND

ND

ND

ND

ND

2.91

ND

0,29

ND

ND

ND

0,011

5.68

ND

ND

mg/L
mg/L
nmg/L
mig/L
mg(L
mig/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mng/L
mig/L
mg/L
mg/L
mg/L

0.1
0.00 1
0.1
0.1

0.005
0.05
0.01
0.03

0.001
0.01

0.001
0.1

0.05
0.001

0.0003
0.1

0.01

E200.8
E200.8

E200.8

E200.7

E200.8

E200.8

E200.8

E200.7

5200.8

E200.8

5200.8

E200.8

E200.8

E200.8

E200.8

E200.8

E200.8

E200.7

E200.7

03/27114 15:04 / jba
03/27/14 15:04 /Ijba

03/27/14 15:04 / jba

04/04/14 16:38 /sf

03/27/14 20:53 / wc

03/27/14 11:58 / jba

04/04/14 16:38 /st

03/28/14 12:34 f Ir
04/01/14 14:03 / Ir

04/04/14 16:38 /sf

04104/14 15:38 /sf

04/04/14 16:38 1 sf

03/27/14 20:53 / wc

03/27/14 13:08 / alp

03/27/14 13:08 / alp

03/27/14 15:04 / 1mm

04/01/14 19:13 / in

04/01/14 19:13 /cim

04/01/14 19:13 /clm

04/04/14 16:38 /sf

04/01/14 19:13/din

04/01/14 19:13 /clmn

04/01/14 19:13 /dcl

04/04/14 16:38 /sf

04/01/14 19:13 /clm

04/01/14 19:13 /clm

04/10/14 12:13 ,' cp

04101/14 19:13 /ciin

04/01/14 19:13/clin

04/01/14 19:13/clin

04/01/14 19:13/clin

04/01/14 19:13 / cln

04/01/14 19:13 /din

04/01/14 17:51 / st

04/01114 17:51 / sf
6.85 mg/L
0.31 mg/L

0.03
0.01

Report RL - Analyte reporting limit.
Detinitions: QCL - Quality control limit.

D - RL increased due to sample matrix.

MCL - Maximum contaminant level.
ND - Not detected at the reporting limit.
H - Analysis performed past recommended holding time.

Page 6 of 47



;e m O~yrab' ..n (at Heleneia, NT 877-4127-011 ",Billfngs, MT 801-735-44H o Casper, WY 588-235-0515
Glilotl, WYII5-686-7175 RaFlpid City, SD 3851-572-1225 oCollege Station, lx 8e,-6911-2215

LABORATORY ANALYTICAL REPORT
Prepared by Casper, WY Branch

Client: Power Resources dba Camneco Resources Report Date: 04/15/14
Project:. MU B GL8 Collection Date: 03/25/14 07:20
Lab ID: C1 4030772-003 DateReceived: 03/26/14
Client Sample ID: BMP-014 Matrix: Aqueous

MCL/
Analyses Result Units Qualifiers RL QCL Method Analysis Date / By

RADIONUCLIDES - DISSOLVED
Gross Alpha
Gross Alpha precision (±-)
Gross Alpha MDC
Gross Beta
Gross Bela precision (-+)
Gross Beta MDC
Radium 226
Radium 226 precision (±)
Radium 226 MDC
Radium 228
Radium 228 precision (+)
Radium 228 MDC

DATA QUALITY
A/C Balance (±+5)
Anions
Cations
Solids, Total Dissolved Calculated
TDS Balance (0.80 - 1.20)

4000 pCi/L
33.5 pCl/L

2.4 pCi/L

895 pCi/L

11.3 p~i/L

3.6 pCi/L

580 pCi/L
5.6 pCi/L

0.27 pCi/L

7.1 pCi/L
1.4 pCi/L

1.7 pCi/L

E900.0
E900.0
E900.0

E900.0

E900.0

E900.0

E=903.0

E903.0

E903.0

RA-05

RA-05

RA-05

Al1030 E

Al1030 E

Al030 E

Al1030 E

Al1030 E

04/04/14 12:00 / lbb
04/04/14 12:00 / Ibb
04/04/14 12:00 / lbb
04/04/14 t12:00 / lbb
04/04/14 12:00 / lbb
04/04/14 12:00 / lbb
04/07/14 10:28 /trs
04/07/14 10:28 / trs
04/07/14 10:28 /ltrs
04/02/14 10:06 / plj
04/02/14 10:06 / p1]
04/02/14 10:06 / plj

04/08/14 14:08 / kbh
04/08/14 14:08 / kbh
04/08/14 14:08 / kbh
04/08/14 14:08 / kbh,
04/08/14 14:08 / kbh

-3,79
8.89

8.24

480

1.00

%/
meq/L
meq/L
mg/L

Report RL - Analyte reporting limit.Detinitions: QCL - Quality control limit.

MDC - Minimum detectable concentration

MCL - Maximum contaminant level.
ND - Not detected at the reporting limit.
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H,,kena,JirTB77-4"72-fl711 ,•Billings,JIT 8JI-735..4489. CaeperWYB8SB-235-0515
Gilett, WY 8ES-506-7175 * Rapid Cty, SD 085-672-1225'• College Station, TXO698-E90-2218

LABORATORY ANALYTICAL REPORT

Prepared by Casper, WY Branch

Client: Power Resources dba Cameco Resources Report Date: 04/15/14
Project: MU B 0L8 Collection Date: 03/25/14 07:46
Lab ID: 01 4030772-004 DateReceived: 03/26/14
Client Sample ID: EMP-O15 Matrix: Aqueous

MCI_/
Analyses Result Units Qualifiers RL QOL Method Analysis Date I By

MAJOR IONS
Alkalinity, Total as CaCOS
Carbonate as 003
Bicarbonate as HCOO
Calcium
Chloride
Fluoride
Magnesium
Nitrogen, Ammonia as N
Nitrogen. Nitrate+Nltrite as N
Potassium
Silica
Sodium
Sulfate

299
ND

365
82
16

0.1

16

1.97

ND

5
15.2

47

78

722

7.14

428

mgIL
mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg(L

migtL
mg/L
mg/L

mg/L

umhos/cni

s.u.
mg/L

S

0.1

0.05

0.1

0.2

H .1

10

A2320 8
A2320 B
A2320 B
E200.7
E300.0

A4500-F C

E200,7

A4500-NH3 C

E353.2

E200.7

E200.7

E200.7
E300.0

A2510 B

A4500-H B

A2540 C

PHYSICAL PROPERTIES
Conductivity @ 250C
pH
Solids, Total Dissolved TDS © 180 C

METALS - DISSOLVED
Aluminum
Arsenic
Barium
Boron
Cadmium
Chromium
Copper
Iron
Lead
Manganese
Mercury
Molybdenum
Nickel
Selenium
Uranium
Vanadium
Zinc

METALS - TOTAL
Iron
Manganese

Report RL - Analyte reporting limit.
Definitions: QCL - Quality control limit.

ND mg/L
0.032 mg/L

ND mg/L
ND mg/L

ND mg/L

ND mg/L

ND mg/L

3.57 mg/L

ND mg/L

0.35 mg/L

ND mg/L

ND mg/L

ND mg/L

0.057 mg/L

2.81 mg/L

ND mg/L

ND mg/L

5.26 mgfL

0,36 mg/L

0.1
0.001
0.1
0.1

0.005
0.05
0.01
0.03

0.001
0.01

0.001
0.1

0.05
0.001

0.0003
0.1

0.01

0.03
0.01

E200.8
E200.8

E200.8

E200,7

E200,8

E200.8
E200.8

E200.7
E200.8

E200.8

E200.8

E200.8

E200.8

E200.8

E200.8

E200.8

E200.8

E200.7

E200.7

03/27/14 15:13 /iba
03127/14 15:13 /!jba

03S/27/14 15:13 /jba

04/04./14 1 6:41 / at

03/27/14 21:11 /wc

03/27/14 12:11 / jba

04/04/14 16:41 / sf

03/28/14 12:35 / Ir

04/01/14 14:06 /Ir

04/04/14 16:41 1 sf

04/04/'14 16:41 /1sf

04/04/14 16:41 1 sf

03/27/14 21:11 / wc

03/27/14 13:11 / atp

03/27/14 13:11 / atp

03/27/14 15:04/1trmm

04/01/14 19:25 1dcm

04/01/14 19:25/dinm

04/01/14 19:25 /dlm

04/04/14 16:41 / sf

04/01/14 19:25 / clin

04/01/14 19:25 / din

04/01/14 19:25 / din
04/04/'14 16:41/1sf

04/01/14 19:25 /clm

04/01/14 19:25 /€lin

04/10/14 12:17/cp

04/01/14 19:25 / cm,

04/01/14 19:25 /cdin
04/01/14 19:25 /olin

04/01/14 19:25 / din

04/01/14 19:25/ /in

04/01/14 19:25 / olin

04/01/14 18:02 1 sf

04/01/14 18:02 /sI

MCL - Maximum contaminant level.
ND - Not detected at the reporting limit.

H - Analysis performed past recommended holding time.
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www.,eerlab.corm Hlenea, MT 577-412-0711 BSittings, MT N1-735-4481 Cespsr, WY 188-235-1515,ACI~tb(.EUMV 1W• G illette, W 856-555-7175 Rapid Cit, SD 355-572-1225 e Cellege Station, Tx 853190-2218

LABORATORY ANALYTICAL REPORT
Prepared by Casper, WY Branch

Client:
Project:

Lab ID:

Client Sample ID:

Power Resources dba Cameco Resources
MU B GL8

C14030772-004
BMP-01 5

Report Date: 04/15/14
Collection Date: 03/25114 07:46

DateReceived: 03/26/14
Matrix: Aqueous

MCLI
Analyses Result Units Qualifiers RL QCL Method

Analysis Date / By

RADIONUCLIDES - DISSOLVED
Gross Alpha
Gross Alpha precision (+)
Gross Alpha MDC
Gross Beta
Gross Beta precision (_±)
Gross Beta MDC
Rladium 226
Radium 226 precision (_+)
Radium 226 MDC
Radium 228
Radium 228 precision (+)
Radium 228 MDC

DATA QUALITY
A./C Balance (_+ 5)
Anions
Cations
Solids, Total Dissolved Calculated
TDS Balance (0.80 - 1.20)

3300
30.5

2.1
946

11.0
3.4
789
6.5

0.27
9.5
1.5
1.7

-2.19
8.07
7.73
440

0.96

pCilL
pCi/L
pCi/L
pCi/L
pCi/L
pCi/L
pCitL
pCi/L
pCi/L
pCi/L
pOi/L
pCi/L

%/

meq/L
meq/L
mg/L

Eg00.0
E900.0

E900.0

E900.0

E900.0

E900.0

E903,0

E903.0

E903.0
RA-05

RA-05

RA-05

04/04/14 12:00/1Ibb
04/04/14 12:00 / lbb

04/04/14 12:00 / Ibb

04104/14 12:00 /l]bb

04/04/14 12:00 / Ibb

04/04/14 12:00 / Ibb
04107/14 1t0:28 / trs

04/07/14 10:28 / trs
04/07/14 10:28 / trs

04/02/14 10:06 / plj

04/02/14 10:06 / plj

04/02/14 10:06 / plj

04/08/14 14:09 / kbh

04/08/14 14:09 / kbh

04/08/14 14:09 / kbh

04/08/14 14:09 / kbh

04/08/14 14:09 / kbh

A1030 E
Al1030 E

Al1030 E

Al1030 E

Al030 E

Report RL - Analyte reporting limit.
Definitions: QCL - Quality control limit.

MDC - Minimum detectable concentration

MOL - Maximum contaminant level.
ND - Not detected at the reporting limit.
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wwwenergylat.cam j Helena, MT 877-472-9711 BI~llings, MTl 809-735-4489 a Casper, WY 851t-235i-9515
Gillette, WY 958-986-7175'= Rapid Cit, SD 888-672-1225 ' College Station, 'IX 858-599-2218

Client:
Project:
Lab ID:
Client Sample ID:

LABORATORY ANALYTICAL REPORT
•Prepared by Casper, WY Branch

Power Resources dba Cameco Resources

MU B GLB

014030772-005
BMP-016B

Report Date: 04115114
Collection Date: 03/25/14 08:15

DateReceived: 03126114
Matrix: Aqueous

Analyses
MCL/

Result Units Qualiliers RL OCL Method Analysis Date I By

MAJOR IONS
Alkalinity, Total as CaCQ3
Carbonate as COS
Bicarbonate as H003
Calcium
Chloride
Fluoride
Magnesium
Nitrogen, Ammonia as N
Nitrogen, Nitrate±Nitrite as N
Potassium
Silica
Sodium
Sulfate

259
ND

316-
58
8

ND
13

0.24
ND

5
13.6

57
72

mg/L
mgiL
mgfL
mg(L
mg/L
mgtL
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L

1
5

01

0.0
0.1

0.2

A2320 B
A2320 B

A2320 B

E200.7

E300.0

A4500-F C

E200.7

A4500-NH3 6
E353.2

E200.7

E200.7

E200.7

E300.0

A2510 B

A4500-H B

A2540 C

PHYSICAL PROPERTIES
Conductivity @ 25 C
pH
Solids, Total Dissolved TOS @ I80 C

METALS - DISSOLVED
Aluminum
Arsenic
Barium
Boron
Cadmium
Chromium
Copper
Iron
Lead
Manganese
Mercury
Molybdenum
Nickel
Selenium
Uranium
Vanadium
Zinc

617 umhos/cm
7.05 s~u.

368 mg/L

5
H 0.01

10

ND
0.037

ND

ND

ND

ND

ND

2.41

ND

0.39

ND

ND

ND

0.011

2.88

ND

ND

mgIL
mg;L
mgtL
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L

0.1
0.00 1

0.1
0.1

0.005
0.05
0.01
0.03

0.001
0.01

0.001
0.1

0.05
0.001

0.0003
0.1

0.01

E200.8
E200.8

E200.8

E200.7

E200.8

E200.8

E200.8

E200.7

E200.8

E200.8

E200.8

E200.8

E200.8

E200.8

E200.8

E200.8

E200.8

E200.7

E200.7

03/27/14 15:20 /jba
03/27/14 15:20 / jba

03127/14 15:20 / jba

04/04/1 4 17:06/!st

03/27/14 21:28 / wc

03/27/14 12:19 /jba

04/04/14 17:06 / s

03/28/14 12:37 /Ir

04/01/14 14:08 /Ir

04/04/14 17:06 / st

04/04/14 17:06 /sf

04 /04/14 17:06 / s

03/27/14 21 :28 /1w

03/27/14 13:14 /alp

03/27/14 13:14 / alp

03/27/14 15:04 /trmm

04/01/14 19:38 /clm

04/01/14 19:38 /clm

04/01/14 19:38 / cim

04/04/14 17:06 /st

04/01/14 19:38 1d~m

04/01/14 19:38/dinm

04/01114 19:38 1dcm

04/04/14 17:06 / sf

04/01/14 19:38 1 cm

04/01/'14 19:38/oclmn

04/10/14 12:21 /cp

04/01/14 19:38/oclmn

04/01/14 19:38 / olin

04/01/14 19:38 /1dm

04/01/14 19:38 / olin
04/01/14 19:38 / olmn

04/01/14 19:38 / clin

04/01/14 18:05 / sf

04/01/14 18:05 /sf

METALS - TOTAL
Iron
Manganese

3.35 mg/L
0.40 mg/L

0.03
0.01

ReportDefinitions: RL - Analyte reporting limit.
QCL - Quality control limit.
H - Analysis performed past recommended holding lime.

MCL - Maximum conlaminant level.
ND - Not detected at the reporting limit.
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S AmiaS f M Hoe~e, MiTB177472-O711 B~llln~s, Pi 801.735-4489 Casper WY 688B-235-5515
Gillette, WY• 856-16B-7175 •Rapid C•t, SQ) 855-672-1225,~ Collegie Station, iX 584840-2218

Client:
Project:

Lab ID:
Client Sample ID:

LABORATORY ANALYTICAL REPORT
Prepared by Casper, WY Branch

Power Resources dba Cameco Resources
MU B GL8
C1 4030772-005

BMP-016

Report Date: 04/15/14
Collection Date: 03/25/14 08:15

DateReceived: 03/26/14
Matrix: Aqueous

MCL/
Analyses Result Units Qualifiers RL QCL Method Analysis Date / By

RADIONUCLIDES - DISSOLVED
Gross Alpha
Gross Alpha precision (_+)
Gross Alpha MDC
Gross Beta
Gross Beta precision (_+)
Gross Beta MDC
Radium 226
Radium 226 precision (4-)
Radium 226 MDC
Radium 228
Radium 228 precision (+)
Radium 228 MDC

DATA QUALITY
A/C P--aiance (+ 5)
Anions
Cations
Solids, Total Dissolved Calculated
TDS Balance (0.80 - 1.20)

2330
23.7

1.7

705
9.0
3.3

478
5.1

0.27
6.6
1.3

1.7

pCi/L
pCi/L
:pCi/L

pCi/L

pCi/L

pCi/L

pCi/L

pCi/L
pCi/L.
p~i/l_,

pCi/L

pCi/L

E900.0
E900.0

E900.0

,=900.0

E900.0

E900.0

E903.0

E903.0

E903.0

RA-O5

RA-05

RA-05

Al1030 E

A1 030 E

Al1030 E

Al1030 E

A1030 E

04/04/14 11:59 / Ibb
04104/14 11:59 / lbb
04/04/14 11:59/ Ibb
04/04/14 11t:59 / lbb
04/04/14 11:59 /lIbb
04/04/14 11:59 / Ibb
04/07/14 10:28 / trs
04/07/14 10:28 / trs
04/07/14 10:28 / trs
04/02/14 10:06 / plj
04/02/14 10:06 / plj
04/02/14 10:06 / p1)

04/08/14 14:09 / kbh
04108/14 14:09 / kbh
04/08/14 14:09 / kbh
04/08/14 14:09 / kbh
04/08/14 14:09 /kbh

-2.08 %
6.90 meq/L

6.62 meq/L

390 mg/L

0.95

Report RL - Analyte reporting limit.

Definitions: QCL - Quality control limit.

MDC - Minimum detectable concentration

MOL - Maximum contaminant level.
NO - Not detected at the reporting limit.
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4 rwrteneeg~$ab corn
A~4VnlEw~n She. 727

Helena, MIt 871.472-Gil'1 ®Bitll~ngs, MI 599-735'-489 Casper, WY 558.235-85155
Gillette, WY 855-655-7175 oRapid City, SD 555-012-1225 * College Station, TX 858-595-2218B

Client:
Project:
Lab ID:
Client Sample ID:

LABORATORY ANALYTICAL REPORT
Prepared by Casper, WY Branch

Power Resources dba Camneco Resources
MU B GL8
014030772-006
BMP-023

Report Date: 04/1 5/14
Collection Date: 03/25/14 09:52

DateReceived: 03/26/14
Matrix: Aqueous

MCL/
Analyses Result Units Qualifiers RL QOL Method Analysis Date I By

MAJOR IONS
Alkalinity, Total as CaCO3
Carbonate as 003
Bicarbonate as HMOO
Calcium
Chloride
Fluoride
Magnesium
Nllrogen, Ammonia as N
Nitrogen, Nitrate+Nitrite as N
Potassium
Silica
Sodium
Sulfate

PHYSICAL PROPERTIES

Conductivity @ 250C
pH
Solids, Total Dissolved TOS @ 1800C

METALS - DISSOLVED
Aluminum
Arsenic
Barium
Boron
Cadmium
Chromium
Copper
Iron
Lead
Manganese
Mercury
Molybdenum
Nickel
Selenium
Uranium
Vanadium
Zinc

258
ND
315
66
9

0.2
14

mig/L
mg/I
mg/L
mg/L
m~g/L
mg!L
mg/L

S
5

01

0.0
0.1

0.2

A2320 B
A2320 B
A2320 B

E200.7

E300.0

A4500-F C

E200,7

03/27/14 15:28 / jba
03/27/14 15:28 / jba
03127/14 15:28 /jba
04104/14 17:10 / sf
03127114 21:45 / wo
03/27/14 12:24 / jba
04/04/14 17:10 /sf

1.03 mg/L A4500-NHS G 03/28114 12:39 / Ir
ND

5
18.9

60

102

mg/L
mg/L
mg/L
mg/L
mg/L

8353.2
8200.7

E200.7

8200.7

E300.0

697 umnhos/cm
6.83 s.u.

422 mg/L

5
H 0.01

10

A2510 B
A4500-H B

A2540 C

ND
0.112

ND

ND
ND

ND

ND

5.73

ND

0.44

ND

ND

ND

0.024

0.857

ND

ND

mng/L
mg/I
mg/I
mg/L
mg/I
mg/I
mg/I
mg/L
mg/I
mg/L
mg/L
mg/L
mg/I
mg/I
mg/IL
mg/I
mg/L

0.1
0.00 1

0.1
0.1

0.005
0.05
0.01
0.03

0.001
0.01

0.001
0.1

0.05
0.001

0.0003
0.1

0.01

8200.8
8200.8

E200.8

E200.7

E200.8

8200.8
8200.8

E200.7

8200.8

8200.8

E200.8

8200.8

8200.8
8200.8

2200.8

8200.8

8200.8

8200.7

E200.7

04/01/14 14:11 /Ir
04/04/14 17:10 / s

04/04/14 17:10/ sI

04/04/14 17:10/st

03/27/14 21:45 / wc

03/27/14 13:17 / alp

03/27/14 13:17 / alp

03/27/14 15:05 /trmm

04/01/14 19:42 /clin

04/01/14 19:42 / cin

04/01/14 19:42 /cdin

04/04/14 17:10 /sf

04/01/14 12:42 1dmlr

04/01114 19:42 / clm

04/01/14 19:42 /cdin

04/04/14 17:10 / at

04101/14 19:42 / clrn

04/01/14 19:42 1dmlr

04/10114 12:26 / cp

04/01/14 19:42 /chin

04/01/I14 19:42 / dlm

04/01/14 19:42 / dirn

04/01/14 19:42 / dlm
04/01/14 19:42 / clrn

04/01/14 19:42 / olmn

04/01/14 18:09 / of
04/01/14 18:09 /sf

METALS - TOTAL
Iron
Manganese

6.77 rng/L
0.47 mgtI

0.03
0.01

Report RL - Analyte reporting limil.Definitions: QCL1- Quality control limit.

H - Analysis performed past recommended holding lime.

MCI - Maximum contaminant level.
ND - Nol detected at the reporting limit.
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m• ° wvc~er~zIab, Helena, Mr 577-472-01711 o Billings, MT BCI-735.4,489 • Casper, WY 881-:235-D515
6itlltts,WYU15-99I-7175, Rapid City, $t) 3886-62-122D o C.,llsge Station, fI 81-5U0-2219

LABORATORY ANALYTICAL REPORT

Prepared by Casper, WY Branch

Client: Power Resources dba Cameco Resources Report Date: 04/15/14
Project: MU B GL8 Collection Date: 03125/14 09:52

Lab ID: C14030772-006 DateReceived: 03126/14

Client Sample ID: BMP-023 Matrix: Aqueous

MCL/
Analyses Result Units Qualitiers RI QCL Method Analysis Date I By

RADIONUCLIDES - DISSOLVED
Gross Alpha
Gross Alpha precision (±-)
Gross Alpha MDC
Gross Beta
Gross Beta precision (±+)
Gross Beta MDC
Radium 226
Radium 226 precision (+)
Radium 226 MDC
Radium 228
Radium 228 precision (±)
Radium 228 MDC

DATA QUALITY
A/C Balance (_+ 5)
Anions
Cations
Solids, Total Dissolved Calculated
TDS Balance (0.80 - 1.20)

2770
27.4

2.2
835

9.8

3.3
958

7.3

0.28
11.5

1.6
1 .8

-1.74

7.56

7.30

430

0.97

pCi!L
pCi/L
pCi/L
pCi/L
pCi/L
pCi!L
pCi/L
p~i/L.
pCi/I
pCi/L
pCl/L
pCi/L

%e/
meq/L

mg/L

Eg00.0
E900.0
E900.0
E900.0
E900.0
E900.0
E903.0
E903.0
E903.0
RA-O5
RA-05
RA-O5

A1030 E
A1030 E
Al1030 E
Al1030 E
A10O,0 E

04/04/14 12:00 / lbb
04/04/14 12:00 / lbb
04/04/14 12:00 / lbb
04/04/14 12:00 / lbb
04/04/14 12:00 / lbb
04/04/14 12:00 /Ibb
04/07/14 10:28 / irs
04/07/14 10:28 / trs
04/07/14 10:28 / trs
04/02/14 10:06 /plj
04/02/14 10:06 / p1]
04/02/14 10:06 / plj

04/08/14 14:09 / kbh
04/08/14 14:09 / kbh
04/08/t14 14:09 / kbh
04/08/14 14:09 / kbh
04/08/14 14:09 / kbh

Report
Definitions:

RI - Analyte reporting limit.
QCL - Quality control limit.

MDC - Minimum delectable concentration

MCL - Maximum contaminant level.
ND - Not detected at the reporting limit.
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4~ www.enargylab ctei Helea, Mr B77-472-f1711. B~lilngs, Mr B09-735.44I o Casper, WY 868-fl5-B515
Gillette, WY 896-585-7175 *' Repid City, SD 898-572-1225 ,, Cellege Station, 1X 295-50-2218

LABORATORY ANALYTICAL REPORT

Prepared by Casper, WY Branch

Client: Power Resources dba Cameco Resources Report Date: 04/15/14
Project: MU B GL8 Collection Date: 03/25/14 10:15

Lab ID: C14030772-007 DateReceived: 03/26/14

Client Sample ID: BMP-024 Matrix: Aqueous

MCLt
Analyses Result Units Qualifiers RL QCL Method Analysis Date!/By

MAJOR IONS
Alkalinity, Total as CaCO3
Carbonate as 003
Bicarbonate as HCO3
Calcium
Chloride
Fluoride
Magnesium
Nitrogen, Ammonia as N
Nitrogen, Nitrate+Nitrite as N
Potassium
Silica
Sodium
Sulfate

PHYSICAL PROPERTIES
Conductivity @ 25 C
pH
Solids, Total Dissolved TDS @ 180 C

METALS - DISSOLVED
Aluminum
Arsenic
Barium
Boron
Cadmium
Chromium
Copper
Iron
Lead
Manganese
Mercury
Molybdenum
Nickel
Selenium
Uranium
Vanadium
Zinc

444 mg/L
ND mg/L

541 mgiL
134 mg/L
20 mg/L

0.1 mg/L
19 mg/L

0.51 mgiL

5
5

.1

0.0
0.1

0.2

A2320 B
A2320 B

A2320 B

E200.7

E300.0

A4500-F C

E200.7

03/27/14 15:36 / jba
03/27/14 15:36 / jba

03127/14 15:386/jba

04/04/14 17:13/sf

03/27/14 22:03 / wo

03/27/14 12:27 / iba

04/04/14 17:13 /sf

A4500-NH3 G 03128114 12:44 / Ir
ND

6

19.9

21

28

mg/L
mg/L
mg/L
mg/L
mg/L

E353.2
E200.7

E200.7

2200.7

E300.0

864 umhos/cm
6.75 s.u.
504 mg/L

5
H 0.01

10

A2510 B
A4500-H B

A2540 C

ND
0.03 1

0.2
ND
ND
ND
ND

10.6
ND

1.39
ND
ND
ND

0,002
0.773

ND
ND

mgIL
mg/L
mgIL
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L

0.1
0.001
0.1
0.1

0.005
0.05
0.01
0.03
0.001

0.01
0.001
0.1

0.05
0.001

0.0003
0.1
0.01

E200.8
E200.8

E200.8

E200.7

E200.8

E200.8

E200.8

E200.7

E200.8

E200.8

E200.8

E200.8

E200.8

E200.8

2200.8
E200.8

E200.8

04101/14 14:13 /lIr
04/04/14 17:13 / 1
04/04/14 17:13 /sf
04/04/14 17:13 /sf
03/27/14 22:03 / wo

03/27/14 13:20 / alp
03/27/14 13:20 / alp
03/27/14 15:05 /trmm

04/01/14 19:45/ din

04/01/14 19:45 / din
04/01/14 19:45 /cdin
04/04/14 17:13 /sf
04/01/14 19:45 /clin
04/01/14 19:45 /cdin
04/01/14 19:45 /din
04/04/14 17:13 /sf
04/01/14 19:45/ clm
04/01/14 19:45/ cin
04/10/14 13:04 / cp
04/01/14 19:45 / cin
04/01/14 19:45 /1em
04/01/14 19:45 /clm
04/01/14 19:45 /din
04/01/14 19:45 / din
04/01/14 19:45 / clm

METALS - TOTAL
Iron
Manganese

11.3 mg/L
1.46 ing/L

0.03
0.01

2200.7 04/01/14 18:12 /sf
E200.7 04/01/14 18:12 /sf

Report RL - Analyte reporting limit.Definitions: QOL - Quality control limit.

H - Analysis performed past recommended holding time.

MOL - Maximum contaminant level.
ND - Not detected at the reporting limit.
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Am&~iaiu 1W f Hslena, MTB67472-0i'11 oBilling, Mt 801-735-4489 o Casper, WY 811-235-0518
Gillette, WY 815-588-7175 oRapid City, SD 1886-672-1225" Collige Statioo,'IX 9881-90-2218

Client:
Project:
Lab ID:
Client Sample ID:

LABORATORY ANALYTICAL REPORT
Prepared by Casper, WY Branch

Power Resources dba Cameco R~esources

MU B GL8

C1 4030772-007

BMP-024

Report Date: 04/15/14
Collection Date: 03/25/14 10:15

DateReceived: 03/26/14
Matrix: Aqueous

MCLJ
Analyses Result Units Qualifiers RL QCL Method Analysis Date / By

RADIONUCLIDES- DISSOLVED
Gross Alpha
Gross Alpha precision (±+)
Gross Alpha MDC
Gross Beta
Gross Beta precision (±)
Gross Beta MDC
Radium 226
Radium 226 precision (4-)
Radium 226 MDC
Radium 228
Radium 228 precision (+)
Radium 228 MDC

DATA OUALITY
A/C Balance (±- 5)
Anions
Cations
Solids, Total Dissolved Calculated
TDS Balance (0.80 - 1.20)

1320
22.5

3.3

338

8.0

4.8

623

5.9
0.28

8.0

1.4

1.8

-3.51

10.0

9.34

520

0.97

pCi/L
pCi/L
pCi/L
p)Ci/L
pOilL
pCi/L
pOi/L
p•Ci/L
pCi/L
pCi/L
pCi/L

meq/L
meq/L
mg/L

E900.0
E900.0
E900,0
E900,0
E900.0
E900.0
E903,0
E903.0
E903.0
RA-05
RA-05
RA-05

04/04/14 12:00 / Ibb
04/04/14 12:00 / lbb

04/04114 12:00 /Ibb

04/04/14 12:00 / lbb

04104/14 12:00/ l bb

04/04/14 12:00 / lbb

04/07/14 10:28 / irs

04/07/14 10:28 / trs

04/07/14 10:28!/ trs

04/02/14 10:06 / plj

04/02/14 10:068/ plj

04/02/14 10:06 / plj

04/08/14 14:09 / kbh

04/08/14 14:09 / kbh

04/08/14 14:09 / kbh

04/08/14 14:09 / kbh

04/08/14 14:09 / kbh

A1030 E
Al1030 E

Al1030 E

Al1030 E

Al1030 E

Report RL - Analyse reporting limit.
Definitions: QCL - Quality control limit.

MDC - Minimum detectable concentration

MOL - Maximum contaminant level.
ND - Not detected at the reporting limit.
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f ww~ziergylab.csm
-~ s&~ wiz .• Hetena, MT 577-472-0711 ,, Billings, Mt 808-135-4.489 ,' Cesper, WY 858-235-0515Gillette, WY 8156-585-7175'• Rapid City, SD 886-672-1225 = Collegze Station, 1X 885-580-2218

Client:
Project:
Lab ID:
Client Sample ID:

LABORATORY ANALYTICAL REPORT
Prepared by Casper, WY Branch

Power Resources dba Cameco Resources

MU B GL8

014030772-008

BMP-025

Report Date: 04/15/14
Collection Date: 03/25/14 10:49

Date Recelved: 03/26/14
Matrix: Aqueous

MCL/
Analyses Result Units Qualifiers RL QCL Method

Anlyi Dae/B

MAJOR IONS
Alkalinity, Total as CaCO3
Carbonate as 003
Bicarbonate as HCO3
Calcium
Chloride
Fluoride
Magnesium
Nitrogen, Ammonia as N
Nitrogen. Nitrate+-Nitrite as N
Potassium
Silica
Sodium
Sulfate

PHYSICAL PROPERTIES
Conductivity @ 25 C
pH
Solids, Total Dissolved TDJS @ 180 C

METALS.- DISSOLVED
Aluminum
Arsenic
Barium
Boron
Cadmium
Chromium
Copper
Iron
Lead
Manganese
Mercury
Molybdenum
Nickel
Selenium
Uranium
Vanadium
Zinc

185
ND

226

81

11

ND

15

1.08

ND

6

14.1

30

148

mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L

5

5

0.1

0.05

0.1

0.2

A2320 B
A2320 B

A2320 B

E200.7

E300.0

A4500-F C •

E200.7

A4500-NH3 G

E353.2

E200.7

E200.7

E200.7

E300.0

A2510 B

A4500-H B

A2540 C

665 umhos/cm
6.63 s.u.

429 mg/L

5
H 0.01

D 10

ND
0.008

ND
ND
ND
ND
ND

3.32
ND

0.40
ND
ND
ND

0.004
0.110

ND
ND

mg/L
mg/L
mg!L
mg/L
mg/L
mg/L
mg/L
mg!L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
rng/L
mg/L

0.1
0.001

0.1

0.1

0.005

0.c5
0.01

0.03

0.001

0.01

0.001

0.1

0.05

0.001

0.0003

0.1

0.01

E200.8
E200,8

E200.8

E200.7

E200.8

E200.8

E200.8

E200.7

E200.8

E200.8

E200.8

E200.8

E200.8

E200.8

E200.8

E200.8

E200.8

E200.7

E200.7

03/27/14 15:44 / jba
03/27/14 15:44! ] ba

03/27/14 15:44 / jba

04/04/14 17:17 /sf

03/27/14 22:20 / wo

03/27/14 12:29 !jba

04/04/14 17:17 / sf

03/28/14 12:49 / Ir
04/01/14 14:16 /ir

04/04/14 17:17 /st

04/04114 17:17 /sf

04/04/14 17:17 /sf

03/27/14 22:20 / wc

03/27/14 13:23!/ alp

03/27/14 13:23 /!alp

03/27/14 15:05 / trmm

04/01/14 19:48 / aim

04/01/14 19:48 / cin

04/01/14 19:48 / cin

04/04/14 17:17 /sf

04/01/14 19:48 /cdin
04/01/14 19:48 / clim

04/01/14 19:48 /cdin
04/04/14 17:17 /sf

04/01/14 19:48 /cdm

04/01/14 19:48 / clm

04/10/14 13:09 / op

04/01/14 19:48 /clmn

04/01/14 19:48 /1dm

04/01/14 19:48! dinl
04/01/14 19:48 /clm

04/01/14 19:481 clm

04/01/14 19:48 /oln

04/01/14 18:30 / sf

04/01/14 18:30 / sf

METALS - TOTAL
Iron

Manganese
6.39 mg/L
0.43 mg!L

0.03
0.01

Report
Definitions:

RL - Analyte reporting limit.
QCL - Quality control limit.
D - RL increased dlue to sample matrix.

MCL - Maximum contaminant level.
ND - Not detected at the reporting limit.
H - Analysis performed past recommended holding time.
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Hdele, MT 817..412-0711 oBillings, MT 50!-35-44B9 n,er WY 883-215-0515

Gilletto, WY 815-666-7175 Repid 0lt, SD 885-612-1225 o Collate Station. IX U88-69I-221 8

LABORATORY ANALYTICAL REPORT
Prepared by Casper, WY Branch

Client: Power Resources dba Carneco Resources Report Date: 04/15/14
Project: MU B GL8 Collection Date: 03/25114 10:49
Lab ID: C14030772-008 DateReceived: 03/26/14
Client Sample ID: BMP-025 Matrix: Aqueous

MCL/
Analyses Result Units Qualifiers RL QCL Method Analysis Date /By

RADIONUCLIDES - DISSOLVED
Gross Alpha
Gross Alpha precision (±+)
Gross Alpha MDC
Gross Beta
Gross Beta precision (±_)
Gross Beta MDC
Radium 226
Radium 226 precision (_+)
Radium 226 MDC
Radium 228
Radium 228 precision (+_)
Radium 228 MDC

DATA QUALITY
A/C Balance (+ 5)
Anions
Cations
Solids, Total Dissolved Calculated
TDS Balance (0.80 - 1.20)

802 pCi/L
13.9 pCi/L

1.8 pCi/L
286 pCi/L
5.8 pCi/L
3.3 pCi/L

391 pCi/L
4.8 pCi/L

0.29 pCi/L
10.7 pCi/L
1.8 pCi/L
2.3 pCi/L

E900.0
E900.0

E900.0

Eg00.0

E900.0

E900,0

E903.0

E903.0

E903.0

RA-05

RA-05

RA-05

A1030 E

A1030 E

Al1030 E

A1030 E

A1030 E

04/04/14 12:00 / Ibb
04/04/14 12:00 / Ibb

04/04/14 12:00 / ibb

04/04/14 12:00 / Ibb

04/04/14 12:00 / lbb

04/04/14 12:00 / lbb
04/07/14 10:28 / Irs

04/07/14 10:28 / trs

04/07/14 10:28 /trs

04/02/14 11:43 / plJ

0
4/0

2
/14 11:43 /plj

04/02/14 11:43 / plj

04/08/14 14:09 / kbh

04/08/14 14:09 / kbh

04/08/14 14:09 / kbh

04/08/14 14:09 / kbh

04/08/14 14:09 / kbh

-2.05
7. i1

6.82

420

1.02

meq/L
meq/L
mg/L

Report RL - Analyte reporting limit.
Definitions: QOL - Quality control limit,

MDC - Minimum detectable concentration

MCL - Maximum contaminant level.
ND - Not detected at the reporting limit.
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Halena,MTSI77-472-0711 o Bhllngs, Mr" VD-735-44f0 , Cssper,WYSIGB-235-C515
GiIettS, WY 855-585-7175 Rapld Cit, SD 1585-672-1225 * Chllege Station, 111 585-590-2215

LABORATORY ANALYTICAL REPORT
Prepared by' Casper, WY Branch

Client: Power Resources dba Cameco Resources
Project: MU B GL8
Lab ID: C1 4030772-009
Client Sample ID: BMP-028

Report Date: 04/15/14
Collection Date: 03/25/14 11:28

DateReceived: 03/26/14
Matrix: Aqueous

MCL/
Result Units Qualifiers RI QCL MethodAnalyses Analysis Date / By

MAJOR IONS
Alkalinity, Total as CaCO3
Carbonate as 003
Bicarbonate as HCO3
Calcium
Chloride
Fluoride
Magnesium
Nitrogen, Ammonia as N
Nitrogen, Nitrate+Nitrife as N
Potassium
Silica
Sodium
Sulfate

65 mg/L
ND mg/L
79 mg/L
17 mg/L.

ND mg/L
ND mg/L

3 mg/L
0.64 mgfL.

ND mg/L
4 mg/L

10.5 mg/L
1 mgIL
5 mg/L

1
5
1
1
01

0.1
1

0.25

1

0.01
10

A2320 B
A2320 B
A2320 B

E200.7

E300.0

A4500-F C

E200.7

A4500-NH3 G

E353.2

2200.7

E200.7

E200.7

E300.0

PHYSICAL PROPERTIES
Conductivty @ 25 C
pH
Solids, Total Dissolved TDS @ 180 C

METALS - DISSOLVED
Aluminum
Arsenic
Barium
Boron
Cadmium
Chromium
Copper
Iron
Lead
Manganese
Mercury
Molybdenum

Selenium
Uranium
Vanadium
Zinc

METALS - TOTAL
Iron
Manganese

136 umhos/cm
7.01 s.u,

81 mg/L

ND mg/i
0.042 mg/L

ND mg/L
ND mg/L
ND mgiL
ND mg/L
ND mg/L

5.81 mg/L
ND mg/L

0.47 mg/iL
ND mg/L
ND mg/L
ND mg/L

0.010 mg/I
0.0320 mg/L

ND mg/L
ND mg/L

H
D

A2510 B
A4500-H B

A2540 (C

0.1
0.001

0.1
0.1

0.005
0.05
0.01
0.03

0.00 1
0.01

0.001
0.1

0.05
0.00 1

0.0003
0.1

0.01

0.03
0.01

E200.8
E200.8

E200.8

E200.7

E200.8

E200.8

E200.8

E200.7

E200.8

2200.8

2200.8

2200.8

E200.8

2200.8

E200.8

2200.8

E200.8

E200.7

2200.7

03/27/14 15:51 /jba
03127/14 15:51 /jba

03127/14 15:51 /jba

04/04/14 17:20 /sf

03127/14 22:38 / wc

03/27/14 12:32 / ]ba

04/04/14 17:20 /sf

03/28/14 12:50 / Ir

04/01/14 14:18 /Ir

04/04/14 17:20 /sf

04/04/14 17:20 /sf

04/04/14 17:20 /st

03/27/14 22:38 /wc

03/27/14 13:26 /alp

03/27114 13:26 / alp

03/27/14 15:06 /trmm

04/01/14 19:51 1dcm

04/01/1[4 19:51 1dmli

04/01/14 19:51 1dcm

04/04/14 17:20 /sf

04/01/14 19:51 1dlm

04/01/14 19:51/1dm

04/01/14 19:51 1dcm

04/04/14 17:20 / ef

04/01/14 19:51 /cdm

04/01/14 19:51 1cdm
04/10/14 13:13 /cp

04/01/14 19:51 1dcm

04/01/14 19:51 / cin
04/01/14 19:51 / clm

04/01/14 19:51 ,/ din
04/01/14 19:51 / clm

04/01/14 19:51 / din

04/01/14 16:34 /sf

04/01/14 18:34 /sf
11.2 mg/L
0.54 mg/L

Report RL - Analyte reporting limit.
Definitions: QCL - Quality control limit.

D - RL increased due to sample matrix.

MCI - Maximum contaminant level.
ND - Not detected at the reporting limit.
H - Analysis performed past recommended holding time.
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_ _ _ _ _ _ _ _ _ _ i Helene, MT 511-412-0711 -Billings, UT B09-1'35,,44N9 Casper, WY 5814-35-0515
Gillette, WY 8B6-B96-1'75 Rapid City, SD} 188-512-1225 • College StaSen, 'IX 981-590-22181

Client:
Project:
Lab ID:

Client Sample ID:

LABORATORY ANALYTICAL REPORT
Prepared by Casper, WY Branch

Power Resources dba Cameco Resources
MU B GL8
C1 4030772-009
BMP-026

Report Date: 04/15/14
Collection Date: 03/25/14 11:28

DateReceived: 03/26/14
Matrix: Aqueous

MCL/
Analyses Result Units Qualifiers RL QCL Method Analysis Date I By

RADIONUCLiDES - DISSOLVED
Gross Alpha
Gross Alpha precision (_+)
Gross Alpha MDC
Gross Beta
Gross Beta precision (_+)
Gross Beta MDC
Radium 226
Radium 226 precision (_+)
Radium 226 MDC
Radium 228
Radium 228 precision (_+)
Radium 228 MDC

DATA QUALITY
A/'C Balance (+± 5)
Anions
Cations
Solids, Total Dissolved Calculated
TDS Balance (0.80 - 1.20)

985 pCi/L
12.7 pCi/L
1.6 pCi/L

364 pCi/L
6.5 pCi/L
3.0 pCi/L

355 pCiIL
4.4 pCi/L

0.27 pCi/L
5.6 pCi/L
1.5 pCi/L
2.1' pCi/L

E900.0
E900.0

E900.0

E900.0
E900,0

E900.0

E903.0
E903.0
E903.0

RA-O5

RA-05

RA-O5

A10S0 E

Al1030 E

Al1030 E

A1030 E

A1030 E

04/04/14 12:00 / Ibb
04/04/14 12:00 / lbb
04/04/14 12:00 / lbb
04/04/14 12:00 / Ibb
04/04/14 12:00 / lbb
04/04/14 12:00 / Ibb
04/07/14 10:28 / tr5
04/07/14 10:28 /Irs
04/07114 10:28 / trs
04/02/14 11:43 / p1]
04/02/14 11:43 / pl
04/02/14 11:43 /plj

04/08/14 14:09 / kbh
04/08/14 14:09 / kbh
04/08/14 14:09 / kbh
04/08/14 14:09 / kbh
04/08/14 14:09 / kbh

-2.93
1.42
1.34

84
0.96

%e/
meq/L

mg/L

Report RL - Analyte reporting limit.
Definitions: QCL - Quality control limit.

MDC - Minimum detectable concentration

MCL - Maximum contaminant level.
ND - Not detected at the reportng limit.
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I _____ ~wweeerejlab.cee f Ileleiw, MT" 877.472-171 1 BlIn•s, M'T 601-735'-4489 oCpaspr, Wf 851-235-1518
Gilliatta WY 616-581-717'5 o Rapid Cit'y, SD 188-572-1225 '• Co~llge Statiun, 11 551)-691-2215

LABORATORY ANALYTICAL REPORT
Prepared by Casper, WY Branch

Client: Power Resources dba Cameco Resources Report Date: 04/15/14

Project: MU B GL8 Collection Date: 03/26/14 07:03

Lab ID: C14030772-010 DateReceived: 03/26/14

Client Sample ID: BMP-019 Matrix: Aqueous

MCL/
Analyses Result Units Qualifiers RL QCL Method Analysis Date / By

MAJOR IONS

Alkalinity, Total as CaCO3
Carbonate as 003
Bicarbonate as HCQ3
Calcium
Chloride
Fluoride
Magnesium
Nitrogen, Ammonia as N
Nitrogen, Nitrate+Nitrite as N
Potassium
Silica
Sodium
Sulfate

PHYSICAL PROPERTIES
Conductivity @ 25 C
pH
Solids, Total Dissolved TDS @ 1800C

METALS - DISSOLVED
Aluminum
Arsenic
Barium
Boron
Cadmeium
Chromium
Copper
Iron
Lead
Manganese
Mercury
Moiybdenum

Selenium
Uranium
Vanadium
Zinc

249
ND

304

68
21

ND

16

mg/L
mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

5
5

0.1

0.05
0.1

0.2

1

A2320 B
A2320 B

A2320 B

E200.7

E300.0

A4500-F C

E200.7

03/27/14 16:06 / ba
03/27/14 16:06 / jba
03/27/14 16:06 I jba
04/04/14 17:24/ sf
03/27/14 22:55/ /wc
03/27/14 12:35 /jba
04/04/14 17:24 / sf

0.22 mglL A4500-NH3 G 03/28/14 12:52 / Ir
ND

6
16.7

41
69

mg/L
mg/L
mg/L
mg1L
mg/L

E353.2
2200.7

E200.7

E200.7

E300.0

654 umhos/cm
6.79 s,u,
384 mgtL

5
H 0.01

10

A2510 B
A4500-H B
A2540 C

ND
0.016

ND

ND

ND

ND
ND

7.77

ND

0.29
ND

ND

ND

0.002

0.463

ND

ND

mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mng/L
mglL
rng/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L

0.1
0.001
0.1
0.1

0.005
0.05
0.01
0.03

0.00 1
0.01

0.001
0.1
0.05

0.001
0.0003

0.1
0.01

E200.8
2200.8

E200.8
E200.7

E200.8

E200.8

2200.8
E200.7
E200.8

2200.8

2200.8

E200.8

2200.8

E200.8

2200.8
2200.8
E200.8

E200.7
2200.7

04/01/14 14:21 1/Ir
04/04/14 17:24 /sf
04/04/14 17:24 /sf
04/04/14 17:24 / s

03/27/14 22:55 / wc

03/27/14 13:29 I alp

03/27/14 13:29 / alp

03/27/14 15:06 / tmm

04/01/14 19:55 / din
04/01/14 19:55 ,o lm

04/01/14 19:55 / olin
04/04/14 17:24 /sf
04/01/14 19:55 / din

04/01/14 19:55 1dcm

04/01,/14 19:55 1dcm

04/04/14 17:24 / sf

04/01/14 19:55 / dm

04/01/14 19:55 /1lm

04/10/14 13:17 /cp

04/01/14 19:55 o lin

04/01/14 19:55 /din

04/01/14 19:55 / dim

04/01/14 19:55 /din

04/01/14 19:55 / olin

04/01/14 19:55!/ cim

04/01/14 18:37 /sf

04/01/14 18:37 /sf

METALS - TOTAL
Iron
Manganese

10.9 mg/L
0.30 mg/L

0.03
0.01

Report . RL - Analyte reporting limit.
Definitions: QCL - Quality control limit.

H - Analysis performed past recommended holding time,.

MOL - Maximum contaminant level.
ND - Not detected at the reporting limitl.
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=~:~ Heleen, MT 817-412-8711 •'BillIngs, ur 855~35.-4489 o Casper, WY 888-2354515
Giliette, WY 8556-965-7175 Rapid City, SD 88B-672-1225 College S~tatin, TX 888-i90-221 8

Client:
Project:
Lab ID:
Client Sample ID:

LABORATORY ANALYTICAL REPORT
Prepared by Casper, WY Branch

Power Resources dba Carmeco Resources

MU B GL8

C1 4030772-010

BMP-01 9

Report Date: 04/15/14
Collection Date: 03/26/14 07:03

DateReceived: 03/26/14
Matrix: Aqueous

MCL(
Analyses Result Units Qualifiers RL OCL Method Analysis Date / By

RADIONUCLIDES - DISSOLVED
Gross Alpha
Gross Alpha precision (+)
Gross Alpha MDC
Gross Beta
Gross Bela precision (4-)
Gross Beta MDC
Radium 226
Radium 226 precision (-±)
Radium 226 MDC
Radium 228
Radium 228 precision (_±)
Radium 228 MDC

DATA QUALITY

A/C Balance (+_ 5)
Anion's
Cations
Solids, Total Dissolved Calculated
TOS Balance (0.80 - 1.20)

1270
17.8

2.3

316

6.3

3.2

494

5.3

0,28

3.4

1.5

2.2

-2.68

7.02

6.65
390

0.98

pCL/L
pCi/L

)Ci/L

pCi/L

pCi/L

pCi!L

pCi/L

pCi/L
pCi/L

pCi/L
pCi/L

pCi/L

%e/

meq/L

mg/L

E900.0
E900.0

E900.0

E900.0

E900.0

E900.0

E903.0

E903.0

E903.0

RA-05

RA-O5

RA-O5

Al1030 E

Al1030 E

Al1030 E

Al1030 E

Al 030 E

04/04/14 12:00 /lIbb
04/04/14 12:00 / lbb

04/04/14 12:00 / Ibb

04/04/14 12:00 / Ibb

04/04/14 12:00 / Ibb

04/04/14 12:00 / lbb

04/07/14 12:02 / Irs

04/07/14 12:02 / trs

04/07/14 12:02/Itrs

04/02/14 11:43 / plj

04/02/14 11:43 / plj

04/02/14 11:43 /plj

04/08/14 14:10 / kbh

04/08/14 14:10/kbh

04/08/14 14:10 / kbh

04/08/14 14:10 / k~bh

04/08/14 14:10 ! kbh

Report RL - Analyte reporting limit.
Detinitions: QCL - Quality control limit.

MDC - Minimum detectable concentration

MOL - Maximum contaminant level.
ND - Not detected at the reporting limit.
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aim- ZL~IEZ 7 Helsen, Mt 57747240711 •' Billings, MT' 95-735-4459w= Casper, WY 181-23540515
Gillett, WY UB5-5BI-7175 • Rapid Cit, SD 159-672-1 225 e College Station, "TX 591-590-2218

LABORATORY ANALYTICAL REPORT
Prepared by Casper, WY Branch

Client: Power Resources dba Cameco Resources Report Date: 04/15/14

Project: MU B GL8 Collection Date: 03/26/14 06:17

Lab ID: C14030772-011 DateReceived: 03/26/14

Client Sample ID: BMP-027 Matrix: Aqueous

MOLt
Analyses Result Units Qualitiers RL QCL Method Analysis DateJ By

MAJOR IONS
Alkalinity, Total as CaCOS
Carbonate as 003
Bicarbonate as HOCO
Calcium
Chloride
Fluoride
Magnesium
Nitrogen, Ammonia as N
Nitrogen, Nitrate+Nitrite as N
Potassium
Silica
Sodium
Sulfate

PHYSICAL PROPERTIES
Conductivity © 250C
pH-
Solids, Total Dissolved TDS @ 1800C

METALS - DISSOLVED

Aluminum
Arsenic
Barium
Boron
Cadmium
Chromium
Copper
Iron
Lead
Manganese
Mercury
Molybdenum
Nickel
Selenium
Uranium
Vanadium
Zinc

METALS - TOTAL

Iron
Manganese

436
ND

532

117

7

ND

23

0.45

ND

7

11.7

25

38

rng!L
mg/L
mg/L
mng/L
mng/L
mg/L
rng/L.
rng/L
mng/L
rng/L
rng/L
mg/L
rng/L

5
5

01

0.0
0.1
1

0.2

A2320 B
A2320 B

A2320 B

E200.7

E300.0

A4500-F C

E200.7

A4500-NH3 G

5=353.2

5200.7

E200.7

E200.7

E300.0

806 urnhos/cmn
7.05 s.u.
471 mng/L

5
H 0.01
D 10

A2510 B
A4500-H B
A2540 C

ND mng/L
0.003 mg/L

ND mg/L
ND mg/L
ND mng/L
ND rng/L
ND mg/L

0.61 mng/L
ND mg/L

0.42 mg/L
ND mg/L
ND mg/L
ND mng/L

0.006 mng/L
4.56 rng/L

ND mg/L
ND mng/L

1.49 mng/L
0.43 mg/L

0.1
0.001
0.1
0.1

0.005
0.05
0.01
0.03

0.001
0.01

0.001
0.1

m 0.05

0.001
0.0003

0.1
0.01

0.03
0.01

5200.8
5200.8
E200.8
E200.7
E200.8
5200.8
5200.8
5200.7
E200.8
E200.8
E200.8
E200.8
E200.8
E200.8
5200.8
5200.8
5200,8

5200.7
5200.7

03/27/14 16:15 /jba
03/27/14 16:1t5 fijbs
03/27/14 16:15 /jba
04/04/14 17:28 /sf
03/28/14 00:05 / wc
03/27/14 12:37 /jba
04/04/14 17:28 /sf
03/28/14 12:54 /Ir
04101/14 14:23 / Ir
04/04/14 17:28 /sf
04104/14 17:28 / ef
04/04/14 17:28/ st
03/28/14 00:05 / wc

03/27/14 13:32 / alp
03/27/14 13:32 /alp
03/27/14 15:06 / tmm

04/01/14 19:58 / clm
04/01/14 19:58 /din
04/01/14 19:58 / elm
04/04/14 17:28 isf
04/01/14 19:58 / clr
04/01/14 19:58 / elm
04/01/14 19:58/oclin
04/04/14 17:28 /sf
04/01/14 19:58 / clin
04/01/14 19:58 /clm
04/10/14 13:21 / cp
04/01/14 19:58 /elm
04/01/14 19:58 /elm

04/01/14 19:58 / clm
04/01/14 19:58 / elm
04/01/14 19:58 /diln
04/01/14 19:58 / cdin

04/01/14 18:41 / st
04/01/14 18:41 /1sf

Report
Definitions:

RL - Analyte reporting limit.

QCL - Quality control limit.
D - RL increased due to sample matrix.

MOL - Maximum contaminant level.
ND - Not detected at the reporting limit.
H - Analysis performned past recommended holding time.
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~l Wl m pm f lIaela,MTIIJ-!1,42-0711 *, Billings, U" 601-135-4439 • Casper, WY 988-235-4515
G~iiea, WY 195-666-7175 o Rapid City, SO 1186-672-1225 ' College Station, iX 689490-2218

LABORATORY ANALYTICAL REPORT

Prepared by Casper, WY Branch

Client: Power Resources dba Cameco Resources Report Date: 04/15/14
Project: MU B GL8 Collection Date: 03/26/14 06:17
Lab ID: 01 4030772-011 DateReceived: 03/26/1 4
Client Sample ID: BMP-027 Matrix: Aqueous

MCU
Analyses Result Units Qualifiers RL QOL Method Analysis Date / By

RADIONUCLIDES - DISSOLVED
Gross Alpha
Gross Alpha precision (_±)
Oross Alpha MDC
Gross Beta
Gross Beta precision (+_)
Gross Beta MDC
Radium 226
Radium 226 precision (_+)
Radium 226 MDC
Radium 228
Radium 228 precision (_±)
Radium 228 MDC

DATA QUALITY
AiC Balance (_+ 5)
Anions
Cations
Solids, Total Dissolved Calculated
TDS Balance (0.80 o1.20)

4980
40.7

3.3
1140
13.8
4.3

1030
7.4

0.27
4.1
1.4
2.1

-3.42
9.70
9.06
490
0.95

pCl/L
pCilL
pCi/L
pCifL
pCiVL
pCiIL
pCi/L
pCi/L
pCi/L
p~i/L
p~i/L
pCi/L

me/
meq/L

mg/L

E900.0
E900.0

E900.0

Eg00.0

E900.0

E900.0

E903.0

E903.0

E903.0

RA-05

RA-05

RA-05

04/04/14 12:00 / lbb
04/04/14 12:00 / Ibb
04/04/14 12:00 /lIbb
04/04/14 12:00 ! lbb
04/04/14 12:001 l bb
04/04/14 12:00 / Ibb
04/07/14 12:02 / trs
04/07/14 12:02 / trs
04/07/14 12:02 /trs
04/02/14 11:43 /plj
04/02/14 11:43 / plj
04/02(14 11:43 / plj

04/08/14 14:10 / kbh
04/08/14 "14:10 / kbn
04/08/14 14:10 / kbh
04/08/14 14:10 /kbh
04/08/14 14:10 / kbh

A1030 E
Al1030 E

Al1030 E

Al1030 E

Al1030 E

Report RL - Anatyte reporting limit.Definitions: QOL - Quality control limit.

MDC - Minimum detectable concentration

MOL - Maximum contaminant level.
ND - Not detected at the reporting limit.
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w~~mery~b or Helene, MTSI7-472-D711 'Billings, ur 801-735-4431 =CesperWY 311-235-0515
Gillette, WY 855-593-7175 * Rapid City, SD B58-312-1225 a Codllee Station, IX 6B3-59g-2218

LABORATORY ANALYTICAL REPORT
Prepared by Casper, WY Branch

Client: Power Resources dba Carneco Resources Report Date: 04/15/14
Project: MU B GL8 Collection Date: 03/26/14 07:33
Lab ID: C 14030772-012 DateReceived: 03/26/14
Client Sample ID: BMP-028 Matrix: Aqueous

MCL/
Analyses Result Units Qualifiers RL QCL Method Analysis Date/IBy

MAJOR IONS
Alkalinity, Total as CaCO3
Carbonate as 003
Bicarbonate as HCO3
Calcium
Chloride
Fluoride
Magnesium
Nitrogen, Ammonia as N
Nitrogen, Nitrate+Nitrite as N
Potassium
Silica
Sodium
Suilfate

209
ND

255
59
7

0.2
15

0.33
ND

6
18.1

65
137

mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L

1
5
5

1

0.1

0.05
0.1

0.2

A2320 B
A2320 B

A2320 B

E200.7

E300.0

A4500-F C

E200.7

A4500-NH3 G

E353.2

E200.7

E200.7

E200.7

E300.0

A2510 B

A4500-H B

A2540 C

PHYSICAL PROPERTIES
Conductivity @ 25 C
pH
Solids, Total Dissolved TDS @ 180 C

METALS - DISSOLVED
Aluminum
Arsenic
Barium
Boron
Cadmium

Chromium
Copper
Iron
Lead
Manganese
Mercury
Molybdenum
Nickel
Selenium
Uranium
Vanadium
Zinc

667 umhos/cm
7.27 s.u.

420 rng/L

5
H 0.01
D 10

1.8
0.022

ND
ND
ND
ND
ND

10.3
0.011

0.28
ND
ND
ND

0.088
5.84

0.2
0.07

mg/L
mg/L
mg/L
mg'L
mg/L
mg/L
mgfL
mg/L
mg/L
mg/L
mg/L
mgiL
mg/L
mg/L
mg/L
mg/L
mg/L

0.1
0.001

0.1
0.1

0.005
0.05
0.01
0.03

0.001
0.01

0.001
0.1

0.05
0.001

0.0003
0.1

0.01

E200.8
E200.8

E200.8

E200.7

E200.8

E2OO.8

E200.8

E200.7

E200.8

E200.8

E200.8

E200.8

E200.8

E200.8

E200,8

E200.8

E200,8

E200.7

E200.7

03/27/14 16:23 / jba
03/27/14 16:23 /jba
03/27/14 18:23 /jba
04/04/14 17:45/ st
03/28/14 00:57 / wc
03/27/14 12:40 /jba
04/04/14 17:45 /sf
03/28/14 12:55 / Ir
04/01/14 14:31 /lIr
04/04/14 17:45 / sf
04/04/t4 17:45 / sf
04/04/14 17:45 /sf
03/28/14 00:57 / wc

03/27/14 13:47 / alp
03.'27/14 13:47 /alp
03/27/14 15:07 / trmm

04/01/14 20:01 / din

04/01/14 20:01 / dim

04101/14 20:01 /cdm
04/04/14 17:45/ sf
04/01/14 20:01 /cdlm
04/01/14 20:01 /cdim
04/01114 20:01 /clin
04..04/14 17:45 /1sf*
04/01/14 20:01 /clm
04/01/14 20:01 / elm
04/10/14 13:26 / cp
04/01/14 20:01 /celm
04/01/14 20:01 / dm
04/01/14 20:01 / din

04/01/14 20:01 / clin
04/01/14 20:01 / din
04/01/14 20:01 1cdm

04/01/14 18:44/!sf
04/01/14 18:44/!sf

METALS - TOTAL
Iron
Manganese

1.46 mg/L
0.23 mg/L

0.03
0.01

Report RL - Analyte reporting limit.Definitions: QCL - Quality control limit.

D - RL increased due to sample matrix.

MOL - Maximum contaminant level.
ND - Not detected at the reporting limit.
H - Analysis performed past recommended holding time.
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LABORATORY ANALYTICAL REPORT
Prepared by Casper, WY Branch

Client: Power Resources dba Cameco Resources Report Date: 04115/14
Project: MU B GL8 Collection Date: 03/26/14 07:33
Lab ID: 014030772-012 DateReceived: 03/26/14
Client Sample ID: BMP-028 Matrix: Aqueous

MCL/
Analyses Result Units Qualifiers RL OCI Method Analysis Date / By

RAD[ONUCLIDES - DISSOLVED
Gross Alpha
Gross Alpha precision (±)
Gross Alpha MDC
Gross Beta
Gross Beta precision (t_)
Gross Beta MDC
Radium 226
Radium 226 precision (_.)
Radium 226 MDC
Radium 228
Radium 228 precision (_+)
Radium 228 MDC

DATA QUALITY
A/C Balance (_+ 5)
Anions
Cations
Solids, Total Dissolved Calculated
TDS Balance (0.80 - 1.20)

1270
17.8

1,7

307

6.3

3.1

352

4.5

0.28

3.2

1.5

2.2

pCi/L
pGi/L
pCiiL
pCi/L
pli/L
pGilL
pCi/i.
pCi/L
pGilL
pCi/L
pCi/L
pCi/L

E900.0
E900.0

E900,0

E900.0

E900.0

E900.0

E903.0

E903.0

E903.0

RA-05

RA-05

RA-O5

A1030 15

Al030 E

A1030 E

Al1030 E

Al1030 E

04/04/14 19:11 /lIbb
04/04/14 19:11 /lIbb
04/04/14 19:11 /lbb
04/04/14 19:11 /lIbb
04/04/14 19:11 / lbb
04/04/14 19:11 /lbb
04/07/14 12:02 / trs
04/07/14 12:02 / trs
04/07/14 12:02 /Irs
04/02/14 11:43 ! plj
04/02/14 1l:43 /plj.
04/02/14 11:43 /plj

04/08/14 14:10 / kbh
04/08/14 14:10 / kbh
04/08/14 14:10 / kbh
04/08/14 14:10 / kbh
04/08/14 14:10 / kbh

-0.33 %
7.24 meq/L

7.19 meq/L

440 mg/L

0.96

Report
Definitions: RL - Analyte reporting limit.

QCL - Quality control limit.
MDC - Minimum detectable concentration

MCL - Maximum contaminant level.
ND - Not detected at the reporting limit.
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LABORATORY ANALYTICAL REPORT

Prepared by Casper, WY Branch

Client: Power Resources dba Cameco Resources Report Date: 04/15/14

Project: . MU B GL8 Collection Date: 03/28/14 09:18
Lab ID: C14030772-013 DateReceived: 03/26/14

Client Sample ID: BMP-031 Matrix: Aqueous

MCI/
Analyses Result Units Qualifiers RI QCL Method Analysis Date I By

SMAJOR iONS
Alkalinity, Total as CaCO3
Carbonate as C03
Bicarbonate as HCO3
Calcium
Chloride
Fluoride
Magnesium
Nitrogen, Ammonia as N
Nitrogen, Nitrate+Nitrite as N
Potassium
Silica
Sodium
Sulfate

PHYSICAL PROPERTIES
Conductivity @ 25 C
pH
Solids, Total Dissolved TDS @ 180 C

METALS - DISSOLVED
Aluminum
Arsenic
Barium
Boron
Cadmium
Chromium
Copper
Iron
Lead
Manganese
Mercury
Molybdenum
Nickel
Selenium
Uranium
Vanadium
Zinc

315
ND

384

87

29

0.1

21

0.24
ND

7

10,4

60

106

837

7.34

511

mg!L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/I
mg/I
mg/I
mg/I
mg/I
mg/I
mg/L

5
5
51
.1

0.1

0.05
0.1

0.2

A2320 B
A2320 B
A2320 R
E200.7
E300,0
A4500-F C
E200,7
A4500-NH3 G
E353.2
E200.7
E200.7
E200.7
E300.0

umhas/cm
s.u.
mg/L

ND mg/L
0.010 mg/I

ND mg/I
ND mg/I
ND mg!I
ND mgiL
ND mg/I

1.68 mg/L
ND mg/L

0.22 mg/L
ND mg/L
ND mg/L
ND mg/L

0.005 mg/L
2.56 mg/I

ND mg/I
ND mg/I

6.33 mg/I
0.24 mg/I

5
H 0.01

10

0.1
0,001

0.1
0.1

0.005
0.05
0.01
0.03

0.001
0.01

0.001
0.1

0.05
0.001

0.0003
0.1

0.01

A2510 B
A4500-H B
A2540 C

E200.8
E200,8
E2.00.8
E200,7
E200,8
E200.8
E200.8
E200.7
E200.8
E200.8
E200.8
E200.8
E200.8
E200,8
E200,8
E200,8
E200,8

03/27/14 16:31 / jba
03/27/14 16:31 / Iba
03/27/14 16:31 /Ijba
04/04/14 17:49 / sf
03/28/14 01:14 /wc
03/27/14 12:43 / ]ba
04/04/14 17:49/ sf
03/28/14 12:57 / Ir
04/01/14 14:38 / lr
04/04/14 17:49,' s
04/04/14 17:49 ! sf
04/04/14 17:49/!sf
03/28/14 01 :14 / wc

03/27/14 13:50 / alp
03/27/14 13:50 1 alp
03127/14 15:07 / trmm

04/01/14 20:04 /clin
04/01/14 20:04 / chin
04/01/14 20:04 / odin
04/04/14 17:49 /sf
04/01/14 20:04 / din
04/01/14 20:04/clin
04/01/14 20:04 / clin
04/04/14 17:49 1sf
04/C01/14 20:04 /clm
04/01/14 20:04 t clm
04/10/14 13:51 / cp
04/01/14 20:04 /cdim
04/01/14 20:04 / clm
04/01/14 20:04 / olin
04/01/14 20:04! dinl

04/01/14 20:04 /cl~m
04/01/14 20:04 / cin

04/01/14 18:48 /sf
04/01/14 18:48/isf

METALS - TOTAL
Iron
Manganese

0.03
0.01

E200,7
E200.7

Report
Definitions: RI - Analyte reporting limit.

QCL - Quality control limit.
H - Analysis performed past recommended holding time.

MCI - Maximum contaminant level.
ND - Not detected at the reporting limit.
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LABORATORY ANALYTICAL REPORT
Prepared by Casper, WY Branch

Client:
Project:
Lab ID:

Client Sample ID:

Power Resources dba Camneco Resources
MU B GL8
C1 4030772-013
BMP-031

Report Date: 04/15/14
Collection Date: 03/26/14 09:18

Date Received: 03/26/14
Matrix: Aqueous

MCLi
Analyses Result Units Qualifiers RI QCL Method Analysis Date / By

RADIONUCLIDES - DISSOLVED
Gross Alpha
Gross Alpha precision (_+)
Gross Alpha MDC
Gross Beta
Gross Beta. precision (_+)
Gross Beta MDC
Radium 226
Radium 226 precision (+)
Radium 226 MDC
Radium 228
Radiuml 228 precision (_+)
Radium 228 MDC

DATA QUALITY
A/C Balance (± 5)
Anions
Cations
Solids, Total Dissolved Calculated
TDS Balance ('0.80 - 1.20)

2060
24.7

2.5

445

8.2

3.7

423
4.8

0.27

2.6

1.4

2.1

-2.43

9.34

8.90

510

1.00

p)Ci/L
pCi/I

pCi/L
pCi/l_
pCi/L
pCi/L
pCi/L
pCi/L
pCi/L

pCVL

meq/L
meq/L
mg/L

E900.0
E900,0

E900.0

E900.0

E900.0

E900.0

E903,0

E903.0

E903.O

RA-0J5

RA-05

RA-05

Al1030 E

Al1030 E

A1030 E

Al1030 E

Al1030 E

04/04/14 19:11 1 Jbb
04/04(14 19:11 /lIbb
04/04/14 19:11 /lIbb
04104/14 19:11 /lIbb
04104/14.19:11 / Ibb
04/04/14 19:11 / Ibb
04/07/14 12:02 / trs
04/07/14 12:02 / trs
04/07/14 12:02 / trs
04/02114 11:43 / p1)
04/02/14 11:43 / plj
04/02/14 11:43 / p1)

04/08/14 14:10 / kbh
04/08/14 14:10 / kbh
04/08/14 14:10 / kbh
04/08/14 14:10 / kbh
04/08/14 14:10 / kbh

Report RL - Analyte reporting limit.
Definitions: 0CL- Quality conirol limit.

MDC - Minimum detectable concentration

MCL - Maximum contaminant level.
ND - Not detected at the reporting limit.
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QAIQC Summary Report
Prepared by Casper, WY Branch

Client: Power Resources dba Cameco Resources Report Date: 04/15114

Project: MU B GL8 Work Order: C14030772

I Analyte Count Result Units RL %REC Low Limit Hi-gh Limit RPD RPDLImit Quat

Method: A23205B
Lab ID: "MBLK

Alkalinity, Total as CaCO3
Carbonate as CO3
Bicarbonate as HCOO

Lab ID: LCS_131219

Alkalinity, Total as CaCO3

Lab ID: C14030760-001AMS

Alkalinity, Total as CaCO3

Batch: R184882

03/27/14 13:543 Method Blank
0.9
ND

1

Run: MANTECH_140327B

mg/L
nmgiL
mg/l_

Laboratory Control Sample
259 mg/L

Sample Matrix Spike

449 mg/L

Run: MANTECH_140327B
5.0 103 90 110

Run: MANTECH_140327B
5.0 96 80 120

03/27/14 14:07

03/27/14 14:41

Lab ID: C14030772-009ADUP 3 Sample Duplicate
Alkalinity, Total as CaCO3 65.0 mg/L

Carbonate as C03 ND mg/L
Bicarbonate as HCO3 79.3 mg!L

Run: MANTECH- 1 40327B

5.0
5.0
5.0

03/27/14 15:58
0.1 10

10
0.1 10

Qualifiers:
RL- Analyte reporting limit.

MDC - Minimum detectable concentration
ND - Not detected at the reporting limit.
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SQAIQC Summary Report
Prepared by Casper, WY Branch

Client: Power Resources dba Cameco Resources
Project: MU B GL8

Anelyte Count Result U

Method: A2510 B

Lab iD: SC 100 initial Calibration '/

Conductivity @ 25 C 102 umtI

•Lab ID: Sc 2ND 1413 Laboratory Control

Conductivity @ 250C 1370 utah

Lab ID: MBLK Method Blank
Conductivity @ 25 C 2 urah

Lab ID: C14030772-002ADUP Sample Duplicate

Conductivity @ 25 C 624 utah

Lab ID: C14030772-011lADUP Sample Duplicate

Conductivty @ 25 C 805 umah

fnits RL

/erification Standard
•os/cm 5.0

ISample
los/cm 5.0

los/cm 0.8

•os/cm 5.0

los/cm 5.0

Report Date: 04/15/14
Work Order: C14030772

%REC Low Limit High Limit RPD RPDLImrt Qual

Batch: R1 84859

Run: PHSC_101-C_140327A 03/27/14 12:03

102 90 110

Run: PHSC_101-C_140327A 03/27/14 12:15

95 90 110

Run: PHSC_101-C_140327A 03/27/14 12:28

Run: PHSC_101-C_140327A 03/'27/14 13:05

0.0 10

Run: PHSC_101-C_140327A 03/27/14 13:35

0.2 10

Qualifiers:
RL - Analyte reporting limit.
MDC - Minimum detectable concentration

ND - Not detected at the reporting limit.
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QA/QC Summary Report
Prepared by Casper, WY Branch

Client: Power Resources dba Cameco Resources Report Date: 04/15/14

Project: MU B GL8 Work Order: C14030772

Analyte Count Result Units RL %REC Low Limit High Limit RPD RPDLimit Quai

Method: A2540 C Batch: TDS1 40327A

Lab ID: MB-I_140327A Method Blank Run: BAL-19_140327A 03i271,14 14:52
Solids, Total Dissolved TOS @ 180 C ND mig/L7

Lab ID: LCS-2._140327A Laboratory Control Sample Run: BAL-19_140327A 03/27/14 14:52

Solids, Total Dissolved TDS @ 180 C 2040 mgIL 20 102 90 110

Lab ID: C14030750-005A MS Sampie Matrix Spike Run: BAL-19_140327A 03127/14 15:03

Solids, Total Dissolved TDS @ 1800C 8130 mg/L 40 101 90 110

Lab iD: C14030772-OO8A DUP Sample Duplicate Run: BAL-19_140327A 03/27,/14 15:05

Solids. Total Dissolved TDS @ 180 C 428 mgIL 10 0.3 5

Qualifiers:
RL - Analyte reporting limit.
MDC - Minimum detectable concentration

ND - Not detected at the reporting limit.
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QA/OC Summary Report
Prepared by Casper, WY Branch

Client:
Project:

SAnalyte

Method:

Lab ID:
Fluoride

Lab ID:

Fluoride

Method:

Lab ID:

Fluoride

Lab ID:

Fluoride

Lab ID:

Fluoride

Lab ID:

Fluoride

Power Resources dba Cameco Resources

MU B GL8

A4500-F C

CCV-7644

CCV-7644

A4500-F C

MBLK

LCS-7897

C14030772-004AM S

C1 4030772-004AMSD

Count Result Units RI %REC

Continuing Calibration Verification Standard
1.00 mg/L 0.10 100

Continuing Calibration Verification Standard

1.00 mg/I 0.10 100

Method Blank
0.02 mg/L 0.01

Laboratory Control Sample

1.89 mg/L 0.10 94

Sample Matrix Spike

1.89 mg/L 0.10 89

Sample Matrix Spike Duplicate

1.92 mg/L 0. 10 90

Report Date: 04/15/14
Work Order: C14030772

LwlmtHigh Limit RPD "RPDnimit Quet

Analytical Run: MANTECH_140327A

03127/14. 11:22
90 110

03/27/14 12:01
90 110

Batch: R184863

Run: MANTECH_140327A 03/27/14 10:42

Run: MANTECH_1 40327A 03/27/14 10:44

90 110

Run: MANTECH_140327A 03/27/14 12:13

80 120

Run: MANTECH_140327A 03/27/14 12:16

80 120 1.6 10

Qualifiers:
RL - Analyte reporting limit.
MDC -Minimum detectable concentration

ND - Not detected at the reporting limit.
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QA/OC Summary Report
Prepared by Casper. WY Branch

Client: Power Resources dba Cameco Resources Report Date: 04/15/14

Project: MU t• GL13 Work Order: 014030772

SAnalyte Count Result Units RI %REC Low Limit High Limit RPD RPDLimit Qual

Method: A4500-H B Analytical Run: PHSC_101-C_140327A

Lab ID: pH 6.66 Initial Calibration Verification Standard 03/27/14 12:00

pH 6.87 s.u. 0.010 100 98 102

Method: A4500-H B
Lab ID: C14030772-O02ADUP

pH

Lab 112: C14030T772-011ADUP

pH

Sample Duplicate
7.04 s.u.

Sample Duplicate
7.06 s.u.

0.010

0.010

Run: PHSO_101-C_140327A

Run: PHSC_101 -C_140327A

Batch: Ri184859

03/27/14 13:05
0.0 3

03/27,/14 13:35
0.1 3

Qualifiers:
RL - Analyte reporting limit.
MDC - Minimum detectable concentration

ND - Not detected at the reporting limit.
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QAIQC Summary Report
Prepared by Casper, WY Branch

Client: Power Resources dba Carneco Resources
Project: MU B GL8

SAnalyte Cut Result U

Method: A4500-NH3 G

Lab ID: CCV-38 Continuing Calibral

Nitrogen, Ammonia as N 1.00 nr

Lab ID: CC V-52 Continuing Calibral

Nitrogen, Ammonia as N 1.07 rr

Method: A4500-NH3 G

Lab ID: MBLK-1 Method Blank
Nitrogen, Ammonia as N ND m

Lab ID: LFB-3 Laboratory Fortifiet
Nitr'ogen, Ammonia as N 2.01 m

Lab iD: C14030711.005DMS Sample Matrix Spit

Nitrogen, Ammonia as N 2.36 m

Lab ID: C1403071 1-OO5DMSD Sample Matrix Spil

Nitrogen, Ammonia as N 2.34 m

Lab ID: C14030772-O07EMS Sample Matrix Spit

Nitrogen, Ammonia as N 2.48 m

Lab ID: C14030772-O07EMSD Sample Matrix Spit

Nitrogen, Ammonia as N 2.50 m

fnits RL %REC

ltion Verification Standard
ngIL 0.050 100

lion Verification Standard
•gIL 0.050 107

•gIL

dBlank
lgIL

lg/L

ke Duplicate
lg/L

lg/L

ke Duplicate
g/L

0.006

0.050

0.050

0.050

0.050

0.050

Report Date: 04/15/14
Work Order: 014030772

LwLimit High Limit RPD RPDLimit Qual

Analytical Run: TECHNICON_140328A

03/28/14 12:17
90 110

03/28/14 12:40
90 110

Batch: R'184908

Run: TEGI-NICON_140328A 03/28/14 11:15

Run: TECHNICON_140328A 03/28/14 11:19

90 110

Run: TECHNICON_140328A 03/28/14 12:22

90 110

Run: TECHNICON_140328A 03/28/14 12:24

90 1 10 0.9 10

Run: TECHNrCON_140328A 03/28/14 12:45
90 110

Run: TECHNICON_140328A 03/28/1 4 1 2:47

90 110 0.8 10

103

98

97

101

102

Qualitiers:
RL - Analyte reporting limit.

MDC - Minimum detectable concentration
ND - Not detected at the reporting limit.
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G]illatis, WY 816-646-71 75 * Rapid Cit, Sa 888-812-1225 * Collage Station, "TX 898490-2218

QA/OC Summary Report
Prepared by Casper, WY Branch

Client: Power Resources dba Cameco Resources Report Date: 04/15/14

Project: Mu B GL8 Work Order: 0;14030772

Analyte Count Result Units RL %REC Low Limit High Limit RPD RPDLimIt Qua! I

Method: E200.7 Analytical Run: 10P4-C_140401A

Lab ID: ICV 2 Initial Calibration Verification Standard 04/01/14 11:35
Iron 5.11 mg/L 0.030 102 95 105
Manganese 4.84 mg/L 0.010 97 95 105

Lab ID: ICSA 2 Interference Check Sample A 04/01/14 11:49

Iron 181 mg/L 0.030 91 80 120
Manganese -0.0104 mgIL 0.010

Lab ID: ICSAB 2 Interference Check Sample AB 04/01/14 11:53
Iron 182 mng/L 0.030 91 80 120

Manganese 0.439 mng/L 0.010 88 80 120

Method: E200.7
Lab ID: MB-40957

Iron
Manganese

Lab ID: LCS3-40957

Iron
Manganese

2 Method Blank
0.006

0.0003
mg!L
mgiL

0.004
0,.0002

Run: ICP4-C_140401A

Run: ICP4-C_140401A

85 115

85 115

Lab ID: C1 4030772-0O3CMS3
Iron
Manganese

Lab ID: C14030772-OO3CMSD

Iron
Manganese

Lab ID: C14030772-0130MS3

Iron
Manganese

Lab ID: C14030772-OI3CMSD

Iron
Manganese

2 Laboratory Control Sample
2.47 mg/L
2.38 mg/L

2 Sample Matrix Spike

9.30 mg/L
2.70 mg/L

2 Sample Matrix Spike Duplicate

9.34 mg/L
2.71 mg/L

2 Sample Matrix Spike

8.67 mg/L
2.61 mag.'-

2 Sample Matrix Spike Duplicate

8.37 mg/L
2.65 mg/L

0.030 98
0.c010 95

Run: ICP4-C_140401A
0.030 98 70 130

0.0010 96 70 130

Run: ICP4-C_140401A
0.030 99 70 130

0.0010 96 70 130

Batch: 40957

04/01/14 16:58

04/01/14 17:01

04/01/14 17:55

04/01/14 17:58
20

20

04/01/14 18:51

04/01/14 18:55

20

20

0.5
0.4

0.030 94
0.0010 95

0.030 82
0.0010 96

Run: ICP4-C_
70
70

Run: ICP4-C_

70

70

_140401IA
130
130

_140401A

130
130

3.5
1.4

Qualifiers:
AL - Analyte reporting limit.

MDC - Minimum detectable concentration
ND - Not detected at the reporting limit.
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,w eerfa w Helena, MT877-472-I711 * Billings, PMr 891-735-4489 •casper, wYf 888-235-9515
Glilaltta, WY 9i96-696-7175 ',Rapid City, 512 335-172-1225 Collage Station, UX 858-699-2219

QA/OC Summary Report
Prepared by Casper, WY Branch

Client: Power Resources dba Cameco Resources

Project: MU B OL8
Report Date: 04/15/14
Work Order: C14030772

Analyte Count Result Units RC %REC Low Limit High Limit RPD RFDLimlt Qual

Method: E200.7 Analytical Run: ICP4-C_1404048I

Lab ID: ICV 7 rnihial Calibration Verification Standard 04/04/14 12:52

Boron 0.982 mg/L 0.10 98 95 105
Calcium 50.1 mg/L 0.50 100 95 105
Iron 4.98 mg/L 0.030 100 95 105

Magnesium 49.9 mg/C 0.50 • 100 95 105
Potassium 49.7 mg/C 0.50 99 95 105
Silicon 9.85 mag/L_ 0.10 98 95 105
Sodium 50.1 mg/C 0.50 100 95 105

Lab ID: ICSA 7Interference Check Sample A 04/04/14 13:08

Boron 0.01 45 mg/C 0.10

Calcium 489 mgtL 0.50 94 80 120
Iron 180 mg/C 0.030 90 80 120
Magnesium 495 mg/C 0.50 92 80 120
Potassium -0.0245 mg/L 0.50
Silicon -0.0410) mg/L 0.10

Sodium -0.492 mg/C 0.50

Lab ID: ICSAB 7Interference Check Sample AS 04/04/14 13:10

Boron 0.0180 mg/L 0.10
Calcium 469 mg/C Q.50 94 80 120
Iron 180 mg/C 0.030 90 80 120

Magnesium 496 mg/L 0.50 99 80 120
Potassium -0.0128 mg/C 0.50
Silicon -0.0445 mg/C 0.10
Sodium -0.336 mg/C 0.50

Method: E200.7
Lab ID: M B-i140404A

Boron
Calcium
Iron
Magnesium

Potassium
Silicon

•SodIum

Lab ID: LFB-140404A

Boron
Calcium
Iron
Magnesium

Potassium
Silicon
Sodium

Batch: R185184
04/04/14 13:287 Method Blank

ND mg/C

ND mg/C

ND mg/C

ND mg/C

ND mg/C

ND mg/C

ND mg/C

7 Laboratory Fortified Blank

0.937 mg/C

47.2 mg/C

0.941 mg/C

47.0 mg/C

* 48.0 mg/C

0.433 mg/C

47.3 mg/C

Run: ICP4-C_1404048
0.002

0.02
0.002

0.02
0.04
0.01
0.2

0.10
0.50

0.030
0.50
0.50
0.10
0.50

94
94

94

94

96

98

95

Run: ICP4-C_1404048
85 115

65 115

85 115

85 115

85 115

85 115

85 115

04/04/14 13:31

Qualifiers:
RL - Analyle reporting limit.
MDC - Minimum detectable concentration

ND - Not detected at the reporting limit.•
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Helena, Mit 877.472-til1 • Billings, MIr 8U1-735-4489 Casper, WY 888-235-9515
Gillete, WY 866-686-7175 * Ilapid City, SO1 858-612-1228 * College Station, IX 09490-2218

QA/OC Summary Report
Prepared by Casper, WY Branch

Client: Power Resources dba Cameco Resources Report Date: 04/15/14

Project: MU B GL8 Work Order: 014030772

I Anialyte Count Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.7
Lab ID: C14030772-O04BMS2 7 Sample Matrix Spike

Boron 1.93 rngIL
Calcium 178 mgIL
Iron 5.43 mgIL
Magnesium 113 mgIL
Potassium 102 rngIL
Silicon 8.11 rnglL
Sodium 144 rnglL

Lab ID: C14030772-004BMSD 7 Sample Matrix Spike Duplicate

Boron 1.93 mgfL
Calcium 178 mgIL.
Iron 5.44 mgfL
Magnesium 113 mng1L
Potassium 102 mg/L
Silicon 8.08 mng/L.
Sodium 144 ragl_

Lab ID: C14030772-013BMS2 7 Sample Matrix Spike

Boron 1.91 mag/l_
Calcium 180 mgiL
Iron 3.54 mg1L
Magnesium 116 mg/L
Potassium 102 mgIL
Silicon 5.77 mg/L
Sodium 155 mg/L

Lab ID: C14030772-013BMSD 7 Sample Matrix Spike Duplicate

Boron 1.94 mgrL
Calcium 182 mngIL
Iron 3.58 mg1L
Magnesium 117 mgIL
Potassium 103 mngIL
Silicon 5.83 mg/L
Sodium 156 mg/L

0.050
1.0

0.030
1.0
1.0

0.10
1.0

0.050
1.0

0.030
1.0
1.0

0.10
1.0

0.050
1.0

0.030
1.0
1.0

0.10
1.0

0.050

1.0
0.030

1.0

1.0

0.10
1.0

Run:IC0P4-C_1404048
92 70 130

93 70 130
91 70 130
95 70 130
94 70 130

70 130
95 70 130

Run:IC0P4-C_140404B

93 70 130

94 70 130
92 70 130
95 70 130
95 70 130

70 130
95 70 130

Run: ICP4-C_140404B
91 70 130
91 70 130
91 70 130
93 70 130
93 70 130

70 130
93 70 " 130

Run: ICP4-C_140404B

92 70 130

93 70 130
93 70 130
95 70 130
94 70 130

70 130
94 70 130

0.3
0.4

0.1

0.4

0.4

0.4

0.3

Batch: R185184

04/04/14 16:59

A.

04/04(14 17:03
20
20

20

20

20
20 A
20

04/04114 17:53

04104/14 17:56

20

20

20

20

20
20 A
20

1.5

1.2

0.9

1.1

1.5

1.0

1.0

Qualifiers:
RL - Analyte reporting limit,

ND - Not detected at the reporting limit.

A -The analyle level was greater than four times the spike level. In
accordance with the method % recovery is not calculated.
MDC - Minimum detectable concentration
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M8.• Eu fcZ~da Sin, 1t1 9 Helefna, M'f 877-472-0711 * Billings, MT 103-1351-44B9 e Cnsper, WY I855-231-0515
Gi~l~te/, WY 855-985-71 75 * Bapld City, SC 5811-572-1225 w Cntlege Stntion, iX 0831-690-2218$

QA/OC Summary Report
Prepared by Casper, WY Branch

Client: Power Resources dba Carneco Resources

Project: MU B GL8
Report Date: 04/15/14
Work Order: C14030772

Arnalyte Count Result Units RI %/REC Low Limit High Limit RPD RPDLimit Oual

Method: 6200.8 Analytical Run:ICPMS2-C_140401A

Lab ID: ICV 14 Initial Calibration Verification Standard 04/01/14 13:18

Aluminum 0.0485 mg/I 0.0010 97 90 110
Arsenic 0.0482 mglL 0.0010 96 90 110
Barium 0.0485 mg/L 0.0010 97 90 110
Cadmium 0.0481 mg/I 0.0010 96 90 110
Chromium 0.0488 mg/I 0.0010 98 90 110
Copper 0.0484 mg/L 0.0010 97 90 110
Lead 0.0490 mg/L 0.0010 98 90 110
Manganese 0.0484 rng/L 0.0010 97 90 110
Molybdenum 0.0502 mg/I 0.0010 100 90 110
Nickel 0.0482 mg/I 0.0010 96 90 110
Selenium 0.0469 mg/L 0.0010 94 90 110
Uranium 0.0500 mg/I 0.00030 100 90 110
Vanadium 0.0490 mgIL 0.0010 98 90 110
Zinc 0.0472 mg/L 0.0010 95 90 110

Method: F_200.8
lab ID: LRB

Aluminum
Arsenic
Barium

Cadmium
Chromium
Copper

Lead
Manganese

•Molybdenum

Nickel
Selenium

Uranium
Vanadium

Zinc

Lab ID: LFB

Aluminum
Arsenin

Barium
Cadmium
Chromium
Copper

Lead
Manganese
Molybdenum

Nickel
Selenium

Batch: RI185038

04/01/14 13:5414 Method Blank
ND mg/L

0.0001 mg/I.
ND mg/L
ND mg/L

8E-05 mg/L
ND mg/L
ND mg/L

5E-05 mg/L
ND mg/L
ND mg/L
ND mg/L
ND mgJL
ND mg/I

0.002 mg/L

14 Laboratory Fortified Blank

0.0504 mg/L

0.0495 mg/L
0.0494 mg/I
0.0502 mg/I
0.0513 mg/I
0.0509 mg/L

0.0498 mg/I
0.0514 mg/L
0.0522 mg/I
0.0510 mg/I
0.0489 mg/L

Run: ICPMS2-C_140401A
0,001

0.00010

3E-05

2E-05

6E-05

0.0001

3E-05

2E-05

4F_-05

3E-O5

0.0002

1 E-O5

32-05

0.0006

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

0.0010

101
99

99

100

103

102

99

103

104

102

98

Run: ICPMS2-C_140401A
•85 115

85 115
85 115
85 115

85 115
85 115

85 115
85 115

85 115
85 115
85 115

04/01/14 13:57

Qualifiers:
RI - Analyte reporting limit.
MDC - Minimum detectable concentration

ND - Not detected at the reportng limit.
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iaz~tEr~aaaw ~, 1552 f Helen, MT 877472-9171 1 * Biltingo, M, 800-735-4489 * Casper, WY 889-235-0515
Gillstis, WY 196-986-7175 - Rapid City, S0 398-1672-1225 * College Stetlee, lx 883-890-2218

QA/QC Summary Report
Prepared by Casper, WY Branch

Client: Power Resources dba Carneco Resources Report Date: 04/15/14

Project: MU B GL8 Work Order: C14030772

Analyte Count Result Units RL %REC Low Limit High Limit RPD RPDLImit Qual

Method: E200.8
Lab ID: LFB

Uranium
Vanadium
Zinc

Batch: R1 85038

04/01/14 13:5714 Laboratory Fortified Blank
0.0508 mg/L
0,0509 mg/k
0.0531 mg/k

Lab ID: C14030772-003BMS4 14 Sample Matrix Spike
Aluminum 0.0494 mg/L
Arsenic 0.106 mg/L
Barium 0.0829 mg/k
Cadmium 0.0495 mng/1.
Chromium 0.0515 mg/L

Copper 0.04-71 mglL
Lead 0.0521 mg/L

Manganese 0.342 mgiL
Molybdenum 0.0533 mg!L
Nickel 0.0504• mgIL

Selenium 0.0628 mg/k
Uranium 5.75 mg/L
Vanadium 0.0534 mg/L
Zinc 0.0500 mg/L

Lab ID: C1 4030772-O03BMSD 14 Sample Matrix Spike Duplicate

Aluminum 0.0499 mg/L
Arsenic 0.107 mg/k_
Barium 0.0831 mg/L
Cadmium 0.0495 mg/L
Chromium 0.0518 mg/L
Copper 0.0473 mg/L
Lead 0.0525 mgiL
Manganese 0.340 mg/L
Molybdenum 0.0538 mg/L
Nickel 0.0510 mg/k

Selenium 0.0635 mg/L
Uranium 5.77 mg/k
Vanadium 0.0537 mng/k
Zinc 0.0501 mg/k

Lab ID: C1 4030820-001 BMS4 14 Sample Matrix Spike

Aluminum 0.0505 mg/L
Arsenic 0.0659 mg/k
Barium 0.140 mg/k
Cadmium 0.0505 mg/k
Chromium 0.0550 mg/k
Copper 0.0493 m g/k.
Lead 0.0533 mg/k
Manganese 0.331 mg/k

0.00030
0.0010
0.0010

0,030
0.0010

0.050
0.0010
0.0050
0.0050
0.0010
0.0010
0.0010
0.0050
0.0010

0.00030
0.010
0.010

0.030
0.0010

0.050
0.0010
0.0050
0.005O
0.0010

0.0010
0.0010
0.0050
0.0010

0.00•03

0.010
0.010

0,.03
0.0010

0.050
0.0010
0.0050
0.0050
0.0010
0.0010

102
102

103

99

106

105

99
99

93
103

105

95
104

103

96

Run: ICPMS2-O_140401A
85 115
85 115
85 115

Run: ICPMS2-C._140401A

70 130

70 130
70 130
70 130
70 130
70 130
70 130
70 130
70 130
70 130
70 130
70 130
70 130
70 130

Run: ICPMS2-C_140401A
100 70 130
110 70 130
105 70 130

99 70 130
100 70 130

94 70 130
104 70 130

70 130
106 70 130

96 70 130
105 70 130

70 130
104 70 130

96 70 130

1.1
1.6
0.3

0.0
0.6
0.4
0.8
0.6
1.0
1.2
1.2

0.2

0.6
0.4

04/01114 19:16

04/,01/14 19:19

20
20
20
20
20
20
20
20 A
20
20
20

20 A

20
20

04/01/14 20:20

101
111
105
101
101

98
107

Run: ICPMS2-C_140401A
70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

Qualitiers:
RL - Analyte reporting limit.

ND - Not detected at the reporting limit.

A - The analyte level was greater than four times the spike level. Inaccordance with the method % recovery is not calculated.
MDC - Minimum detectable concentration
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-* wwwzennr • tblt Hielena, Ml 577-472-13711 w Billings, Ml 8L11-735-4489 * Cnspei, WY 883-235-05155
Gillett, WY 555-685-7175 * Rapid Cit, SD 858-572-1225 * Celrege Station,"IX 888-90-2218

QA/OC Summary Report
Prepared by Casper, WY Branch

Client: Power Resources dba Gamneco Resources Report Date: 04/15/14

Project: Muj B GL8 Work Order: C14030772

An ly ec ou nt Re su lt Units R %.C .o w L im it . igh Lim it .P D RP D im it Qual ]
Method: E200.8 Batch: R1 85038

Lab ID: C14030820-001BMS4 14 Sample Matrix Spike Run: ICPMS2-C_140401A 04/01114 20:20

Molybdenum 0.0542 mg/L 0.0010 107 70 130
Nickel 0.0532 mgfL 0.0050 100 70 130
Selenium 0.113 mng/L 0.0010 108 70 130
Uranium 3.60 mg/L 0,00030 70 130A
Vanadium 0.0598 mgfL 0.010 105 70 130
Zinc 0.0540 mg/L 0.010 100 70 130

Lab ID: C14030820-O01BMSD 14 Sample Matrix Spike Duplicate Run: ICPMS2-C_140401A 04/01/14 20:24

Aluminum 0.0509 mg/L 0.030 102 70 130 0.9 20
Arsenic 0.0665 mg/L 0.0010 112 70 130 0.8 20
Barium 0.142 mg/L 0.050 108 70 130 1.1 20
Cadmium 0.0512 mgfL 0.0010 102 70 130 1.4 20
Chromium 0.0552 agfl- 0.0050 101 70 130 0.4 20

Copper 0.0496 mg/L 0.0050 98 70 130 0.6 20
Lead 0.0537 mg/L 0.0010 107 70 130 0.7 20
Manganese 0.332 mg/L 0.0010 70 130 0.3 20 A
Molybdenum 0.0551 mg/L 0.0010 109 70 130 1.6 20
Nickel 0.0538 mg/L 0.0050 101 70 130 1.1 20
Selenium 0.112 mg/L 0.0010 107 70 130 0.4 20
Uranium 3.65 mglL 0.00030 70 130 1.4 20 A
Vanadium 0.0606 mg/L 0.010 107 70 130 1.3 20
Zinc 0.0542 mg/I. 0.010 100 70 130 0.4 20

Method: E200.8 Analytical Run: ICPMS4-C_140409B

Lab ID: ICy Initial Calibration Verification Standard 04/09/14 13:08

Mercury 0.00495 mg/L 0.0010 99 90 110

Method: E200.8 Batch: R185351

Lab ID: LRqB Method Blank Run: ICPMS4.-C_140409B 04/09/14 14:03
Mercury ND mg/L 5E-05

Lab ID: LFB Laboratory Fortified Blank - Run: ICPMS4-C_140409B 04/09/14 14:07

Mercury 0.00513 mg/L 0.0010 103 85 115

Lab ID: C14030772-006BMS4 Sample Matrix Spike Run: ICPMS4-C_14040983 04/10/14 12:30

Mercury 0.00513 mg/L 0.00010 103 70 130

Lab ID: C14030772-006BMSD Sample Matrix Spike Duplicate Run: ICPMS4-C_140409B 04/10/14 12:55
Mercury 0.00510 mg/L 0.00010 102 70 130 0.5 20

Lab ID: C14030772-O13BMS4 Sample Matrix Spike Run: ICPMS4-C_140409B 04/10/14 13:56

Mercury 0.00481 mg/L 0.00010 96 70 130

Lab ID: C14030772-013BMSD Sample Matrix Spike Duplicate Run: ICPMS4-C_1 404098 04/10/14 14:00

Mercury 0.00486 mg/L 0.00010 97 70 130 0.9 20

Qualifiers:

RL - Analyte reporting limit.

ND - Not detected at the reporting limit.

A - The analyte level was greater than tour times the spIke level. In
accordance with the method % recovery is not calculated.
MDC - Minimum detectable concentration
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Aaa=1WE•zW.Msau IA ( Hsleoa, MT 877-472-0711 •B8illgs, MT 8111-735-4489 C (asper, WY 615-235-0515SJ Gillette, WY 856-689-7175 * Rapid City, SI] 888-672-1225 * Collage Station, IX 685-590-2215

QA/OC Summary Report
Prepared by Casper, WY Branch

Client: Power Resources dba Cameco Resources Report Date: 04/15/14

Project: MU B GL8 Wark Order: C1 4030772

•Anialyte Count Result Units RI %REC Low Limit High Limit RPD RPDLimit Qual

Method: E300.O Analytical Run: 1C2-C_140327A
Lab ID: CCV-032714-03 2 Continuing Calibration Verification Standard 03/27/14 19:09
Chloride 9.73 mg!L 1.0 97 90 110
Sulfate 39.6 mg/L 1.0 99 90 1i0

Lab i0: CCV-032714-04 2 Continuing Calibration Verification Standard 03/27/14 23:13
Chloride 9.69 mg/L 1.0 97 90 110

Sulfate 39.4 mg/L 1.0 99 90 110

Method:
Lab ID:
Chloride
Sulfate

Lab ID:

Chloride
Sulfate

Lab ID:

Chloride
Sulfate

Lab lD:
Chloride
Sulfate

E300.0
ICB 2 Method Blank

ND
0.07

mg/L
mg/L

LFB-03271 4-01

C1 4030772-DO01AMS

C14030772-001AMSD

2 Laboratory Fortified Blank
10.4 mg/L

43.0 mg/L

2 Sample Matrix Spike

26.9 mg/I
164 mg/I

2 Sample Matrix Spike Duplicate

27.0 mg/L
163 m g/L

0.04
0.04

1.0

1.0

Run:I1C2-C_140327A

Run:IC02-C_140327A

90 110

90 110

Batch: R1 84884

03/27114 10:43

03/27/14 11:01

03/27/14 20:01

104
107

Run:I102--C_1 40327A
1.0 98 90 110
1.0 99 90 110

Run:I102-C_140327A
1.0 99 90 110
1.0 99 90 110

03/27/14 20:18
0.2 20

0.1 20

Qualifiers:
RI - Analyte reporting limit.
MDC - Minimum detectable concentration

ND - Not detected at the reporting limit.
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w~rm~a'S, Ueekma, MT677-472,-711 • BilhinI%, NT BC1-35"44 Crisper, WY 8fl-23B.-OS5I

Gilletta, WYS$B6-I96-7175 •Rapid City, SO $69-672-1225, College stathn, TXI8B3-990-2218

QA/QC Summary Report
Prepared by Casper, WY Branch

Client: Power Resources dba Cameco Resources Report Date: 04/15/14

Project: MU B GL8 Work Order: C14030772

lAnalyte Count Result Units RL %REC Low Limit High Limit RPD RPDLimII Qual

iMethod: E353.2 Analytical Run: TECHNICON_140401A

Lab ID: CCV-16 Continuing Calibration Verification Standard 04/01/14 13:5.1

Nitrogen, Nitrate+Nitrite as N 1.04 mag// 0.10 104 90 110

Lab ID: CCV-30 Continuing Calibration Verification Standard 04/01/14 14:26

Nitrogen, Nitrate+Nitrite as N 1.07 mg/L 0.10 107 90 110

Method: E353.2
Lab ID: MBLK-1
Nitrogen, Nitrate+Nitrite as N

Lab ID: LFB-3
Nitrogen, Nitrate-+Nitrite as N

Lab ID: C14030772-002EMS

Nitrogen, Nitrate-iNitrite as N

Lab ID: C14030772.002EMSD

Nitrogen, Nitrate+Nitrite as N

Lab ID: C14030772-01 2EMS

Nitrogen, Nitrate+Nitrite as N

Lab ID: C14030772.012EMSD

Nitrogen, Nitrate+Nitrite as N

Method Biank
ND mg/L

Run: TECHNICON 140401A

0.05

Batch: R185012
04/01/14 13:13

04/01/14 13:18

04/01/14 13:58

Laboratory Fortified Blank
1.94 mg/i.

Sampie Matrix Spike

2.09 mg/L

Sampie Matrix Spike Duplicate

2.07 mg/L

Sample Matrix Spike
1.85 mg/L

Sample Matrix Spike Dupilicate

1.87 mg/L

Run: TECHNICON_140401A
0.10 99 90 110

Run: TECHNICON_140401A

0.10 107 90 110

Run: TECHN]CON_140401A

0.10 108 90 110

Run: TECHNICON_140401A

0.10 94 90 110

Run: TECHNICON_1404-01A

0.10 95 90 110

04/01/14 14:01
1.0 10

04/01/14 14:33

04/01/14 14:36
1.1 10

Qualifiers:
RL - Anaiyte reporting limit.
MDC - Minimum detectable concentration

ND - Not detected at the reporting limit.
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AcfltLau~n Ste 1~
tiHiano tif 817-472-i)711'Rilling.•, M 805-735-4486 Caspe, WY 81B-235-0516Gillette, WY 815,586-7175 * Rapid City, SD 6886-672-1225 * Collage Statian, "iX 893-190-2219

QAIQC Summary Report
Prepared by Casper, WY Branch

Client: Power Resources dba Cameco Resources Report Date: 04/15/14
Project: MU 6 GLB Work Order: 014030772"

4IAnalyte Count Result Units RL %REC Low Limit Nigh Limit RPD RPDLimit Qual /

Method: E900.0
Lab ID: Th230-GrAB-1712

Grass Alpha

Lab ID: Sr90-GrAB-I712

Gross Beta

Lab ID: MB-GrAB-1712

Gross Alpha
Gross Alpha precision (±+)
Gross Alpha MDC

Gross Beta
Gross Beta precision (±+)

Gross Beta MDC

Laboratory Control Sample
130 pai/L

Laboratory Control Sample
165 pCi/L

Pun: TENNELEC-3_1404028
114 80 120

Run: TENNELEO-3_1404026

93 80 120

Run: TENNELEC-3_1404028

Batch: GrAB-I1712

04/04114 12:00

04/04114 12:00

04/04/14 12:006 Method Blank
2

0.9

-0.3

2
3

pCI/L
pCl!L
pCi/L
pCi/L

pCi/L
p~i/L

,U

Lab ID: C1 4030772-001 DDUP 6 Sample Duplicate
Gross Alpha 1110 pCiiL
Gross Alpha precision (±+) 15.5 pCiL.
Gross Alpha MDC 1.87 pCi/L
Gross Beta 231 pCiIL
Gross Beta precision (±) 5.58 pCi/L
Gross Beta MDC 3.14 pCl/L

Run: TENNELEC-3_1404026 04/04/14 12:00
12 12.9

0.6 14.8

Lab ID: 014030772-012DMS
Gross Alpha

Lab ID: C14030772.O12DMSD

Gross Alpha

Lab ID" C14030772-012DM6

Gross Beta

Lab ID: C14030772-O12DMSD

Gross Beta

Sample Matrix Spike
1360 pCi/L

Sample Matrix Spike Duplicate
1370 pCl/L

Run: TENNELEC-3_1404026
82 70 130

Run: TENNELEC-3._1404026

83 70 130

Run: TENNELEC-3_1404026

111 70 130

Run: TENNELEC-3_1 40402B
108 • 70 130

04/04/14 19:11

04/04/14 19:11
0.0 12.7

Sample Matrix Spike
505 pCi/L

04/04/14 19:11

Sample Matrix Spike Duplicate
499 p~i/L

04/04/14 19:11
1.0 13

Qualifiers:

RL- Analyte reporting limit.
MDC - Minimum detectable concentration

ND - Not detected at the reporting limit.
U - Not detected at minimum detectable concentration
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* wwena'~~bcem
Aa*~IEri5hEdS~Im Ia rHIelene, MT B77412-.0711 , itlin~s, MT 801-735-448e * Casper, WY 5IS-23}-6h11

9 Gillll, WY 8616-685-7175 * Rap~ii.CitySD 188-6-72-1225 * Colle'e Station, IX 888-690-2218

QA/QC Summary Report
Prepared by Casper, WY Branch

Client: Power Resources dba Cameco Resources Report Date: 04/15/14
Project:* MU B GL8 Work Order: C14030772

AlteCount Result Units RL %REC Low Limit High Limit RPD RPDLimiI Qual J

Method: 2903.0
Lab ID: C1 403071 2-0011IMS

Radium 226

Lab !D: C1 4030712-0011IMSD

Radium 226

Lab ID: MB-RA226-7118

Radium 226

Radium 226 precision (+)

Radium 226 MDC

Lab ID: LCS-RA228-7118

Radium 226

Sample Matrix Spike
25 p~ifL

Sample Matrix Spike Duplicate
25 pCi!L

Run: G542M_140328B
109 70 130

Run: G542M_140328B
111 70 130

Run: G542M_140328B

Batch: RA226-71 18
04/07/14 10:28

04/07/14 10:28
3.0 21.2

3 Method Blank
0.3
0.2
0.2

pCi/L
pCi/L
pCi/L

04/07/14 12:02

04/07/14 12:02Laboratory Control Sample
13 pCi/L

Run: G542M_140328B
116 80 120

Qualifiers:
RL - Analyte reporting limit.
MDC - Minimum delectable concentration

ND - Not detected at the reporting limit.
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ww.ee~r~abcom Itelna. MT 877-472-0711 +Billingo, MT 810-735-4459 •Caspe,W(1B88-235-O515
• £~u • 2 9 Gilllta~, WY 855-595-7175 • Rapid City, SO 585-572-1225 Collage Station, IX 9818-590-2215

QA/QC Summary Report
Prepared by Casper, WY Branch

Client: Power Resources dba Camneco Resources
Project: MU B GLB

Analyte Count Result U

Method: RA-O5

Lab ID: LCS-228-RA226.71 18 Laboratory Control

Radium 228 7.4 pl

Lab ID: MB-RA226-7118 3 Method Blank

Radium 228 0.7 p•
Radium 228 precision (±) 0.8 p•
Radium 228 MDC 1 p4

Lab ID: C14030759-002FMS Sample Matrix Spil

Radium 228 15 p•

Lab ID: C14030759-0D2FMSD Sample Matrix Spl

Radium 228 14 pi

fnits

Sample
Ci/L

Ci/L
Di/L.
CilL

ke
DC/L

ke Duplicate
Ci/L

Report Date: 04/i15/14
Work Order: C14030772

RL %REC Low Limit High Limit RPD RPDLimit Qual

Batch: RA228-4630

Run: TENNELEC-3_140328C 04/02/14 10:06

93 80 120

Run: TENNELEO-3_1403280 04/02/14 10:06

U

100

93

Run: TENNELEC-3_1403280
70 130

Run: TENNELEC-3_1403280

70 130

04/02/14 10:06

04/02/14 10:06

7.0 41.4

Qualifiers:
RtL - Analyte reporting limit.
MDC - Minimum detectable concentration

ND - Not detected at the reporting limit.
U - Not detected at minimum detectable concentration
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Haetna, MY 877/.472-0711 ,, Billings, MT 8OS-'35-44S9 ,' Casper, WY 915-255-4815
Gillette, WYf 166-688-7175 * RapId City, SD 166-972-1225 - College Station, IX 965!-650-2215

Workorder Receipt Checklist

Power Resources dba Cam eco Resources Ci14030772

Login completed by: Tessa Parke
Reviewed by: 8L2000\khelm

Reviewed Date: 3/28/2014

Shipping container/cooler in good condition?

Custody seals intact on all shipping container(s)/cooler(s)?

Custody seals intact on all sample bottles?

Chain of custody present?

Chain of custody signed when relinquished and received?

Chain of custody agrees with sample labels?

Samples in proper container/blttle?

Sample containers intact?

Sufficient sample volume tar indicated teat?

All samples received within holding lime?
(Exclude analyses that are considered field parameters
such as p1-, DO, Rlea CI, Sulfite, Ferrous Iran, etc.)

Temp Blank received in all shipping container(s)/cooler(s)?

Container/T-emp Blank temperature:

Water - VOA vials have zero headspace?

Water - pH acceptable upon receipt?

Date Received: 3/26/20 14
Received by: dcq

Carrier Hand Del
name:

Yes j•
Yes 5]
Yes El
Yes [J

Yes 0]
Yes []

Yes j]

Yes 0]
Yes []

Yes 0

Yes j]

3.6CC On Ice

Yes 0]

Yes 5]

No 5]
No5[

No 5]
No 5]

No5[

No 5]

No 5
No5[

No 5]

No El

Not Present El
Not Present 0]

Not Present 0]

No 5] Not Applicable 5]

No 5-
No5[

No VOA vials submitted 5]
Not Applicable 0]

Standard Reporting Procedures:

Lab measurement of analytes considered field parameters that require analysis within 15 minutes of sampling such as
pH, Dissolved Oxygen and Residual Chlouine, are qualified as being analyzed outside of recommended holding time.

Solid/soil samples are reported on a wet weight basis (as received) unless specifically indicated. If moisture corrected,
data units are typically noted as -dry. For agricultural and mining soil parameters/characteristics, all samples are dried
and ground prior to sample analysis.

Contact and Corrective Action Comments:
None
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IiliZ Bl Chain of Custody and Analytical Request Record
Pl F::A• PDZNT' IDr,~M .•=• mw..rh Infnrm~a*I.~ u== @•=uhl•

Page ....X.... otA....

Company Name: Project Name. PWS, Permit, Etc. Sample Origin EPA/State Compliance:

Reor Mid;rj Reue•. Contact Name. Phone/Fax: Cell: Sampler: (Please Print)

(~tInoie ant & hoe:PurchaSe Order:

LI No IHard Copy Email:________________

SInvoice Address (Required); ]/j\[]•f [•( CIjb ontact ELI priorto ... nnpd
RUSH sample submittal &)ACLI,

; , for charges and o• =)
Pt = scheduinmg -See

0 No Hard Copy Email: -r" b Rnstrlpio Pag
________ ___ 0~I i~ u Comments: elpTm-- pecial Report/Formats: • ;•t• I,• ••L

]PO1WNVWfP Format:__ __,~~ ' Oulce:-Q
"•State:' V•/ [] LEVEL IV >1 LU , .S tc=•v C stody ea

D]Other: __ __ ENELAC W O oB
SAMPLE IDENTIFICATION Collection" Colleclton" MATRIX • H Intact y (•1

S(Name. Location, Il~terval, etc.) Date Time - - - nau h~

10

In certain circumstances, samples submitted to Energy Laboratories, Inc. may be subcontracted to other certified laboratories In order to complete the analysis requested.
This seives as notice of this possibility. All sub-contract data will be clearly notated oni your analytical report.

Visit our web site at www.eneravlyab.Gom for addltional information. downloadabte tee sch~edule. forms. and links.

-o
(0
a
0,
0

-4



-u SChain of Custody and Analytical Request Record Pag _ of

Complny Namrn" -' rjc ae PW. =,Etc Sample Origin EPNState Compliance:
t 9c T' tSYes N

Report Ma d eU~ml Contact Name: Phone/Fax: Cell: Say=4n lease Print)

• Invoice 'Co' t4ct1& Phone: PurhaeOrder: Quote/Bottle Order:
SNo Hard• opy Email.

Invoice Address (Required): Z ]'[ ] • ] [ I Contact ELI prior to"

RUSH sample submittal
m-• OI • R R for charges and r_,OlWID)

>-° '• L] •scheduling- See
No ardCop Emil;•o•• LU . Instruction Page=

Special Report/Formats: t%<c 't U ,••,.

[] DW [] EDD/EDT{ElecroncData) t ;=• •
LI POT0 I •Tp Format: •_,, Custoy Se'
'•I State:•! [ LEVEL/IV 2 >--'1- W e u•a

SAMPLE IDENTIFICATION Collection Collection MATRIX Hs~natur. V N
(Name, Location, Interval, etc.) Date Time - _________ atch

____ ________

-7"

Custody R (P Osl*, Thn• -,

Signed Sam e Disposal: Return to Client: LabD~isposal: ___________o•ryL,•• O1[, ! =•• •

In certain circumstances. samples submitted to Energy Laboratories, Inc. may be subcontrac:ted tO other certified laboratories in order to complete the analysis requested.
This serves as notice of this possibility. All sub-contract data will be clearly notated on your analytical report

Visit our web site at www.enerovylab corn for additional information, downloadable fee schedule, forms, and linkg.

-c
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• eoergylab.ccm Helene, MTS877472-fl711 •BIllings MTB800-735.4d89 Casper, WY 8U8-2354515
AukI.e•aMgsl--- r10i2 Gillette. WY 86G-956-7175, Rapid City, SD f808-912-1225 a collage Station, IX ass-61io-2218

ANALYTICAL SUMMARY REPORT

April 11, 2014

Power Resources dba Cameco Resources

P0 Box 1210
Glenrock, WY 82637

Work Order: 014030711
Project Name: MU B GL8

Quote ID: 03884 - Restoration - Guideline 8

Energy Laboratories, ]nc. Casper WY received the following 6 samples for Power Resources dba Cameco Resources on
3/25/2014 for analysis.

Lab ID Client Sample ID Collect Date Receive Date Matrix Test

014030711-001 BMP-012 03/24/14 15:03 03/25/14 Aqueous Metals by ICP/ICPMS, Dissolved
Metals by ICP/ICPMS, Total

Anion - Cation Balance
Conductivity
Fluoride
E300J.0 Anions
Nitrogen, Ammonia
Nitrogen, Nitrate + Nitrite
pH
Metals Preparation by EPA 200.2
Gross Alpha, Gross Beta
Radium 226, Dissolved
Radium 228, Dissolved
Solids, Total Dissolved
Solids, Total Dissolved - Calculated

014030711-002 BMP-018 03/24/14 13:45 03/25/14 Aqueous Same As Above

014030711-003 BMP-020 03/24/14 13:10 03/25/14 Aqueous Same As Above

014030711-004 BMP-021 03/24/14 10:58 03/25/14 Aqueous Same As Above

014030711-005 BMP-022 03/24/14 11:40 03/25/14 Aqueous Same As Above

014030711-006 BMP-029 03/24/14 14.:21 03/25/14 Aqueous Same As Above ° ...

The results as reported relate only to the item(s) submitted for testing. The analyses presented in this report were
performed at Energy Laboratories, Inc., 2393 Salt Creelk Hwy., Casper, WY 82601, unless otherwise noted.
Radiochemistry analyses were performed at Energy Laboratories, Inc., 2325 Kerzell Lane, Casper, WY 82601,
unless otherwise noted. Any exceptions or problems with the analyses are noted in the Laboratory Analytical
Report, the QA/QC Summary Report, or the Case Narrative.

If you have any questions regarding these test results, please call.

Report Approved By:

RprProfing Specialist

Digitally signed byKathy Hamre
Date: 2014.04.11 12:45:54 -06:00
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p ~ www.energylab.cmn rAufrLb)fsahuulbu 1W
Helena, MT 571-,472-9111 B ilngs, FM 80l-135-4480 *, Casper, WY 688-2354516

GiI~late, WY6S-59I-7175 ' Rapid Cit, S1D 185-672-1225 College staticn, IX 818-590-2218

LABORATORY ANALYTICAL REPORT
Prepared by Casper, WY Branch

Client: Power Resources dba Cameco Resources Report Date: 04/11/14
Project: MU B G L8 Collection Date: 03/24/14 15:03
Lab ID: C1 4030711-001 DateReceived: 03/25/14

Client Sample ID: BMP-01 2 Matrix: Aqueous

MCL/
Analyses Result Units Qualifiers RL OCI Method Analysis Date/ By

MAJOR IONS
Alkalinity, Total as CaCO3
Carbonate as C03
Bicarbonate as HOO3
Calcium
Chloride
Fluoride
Magnesium
Nitrogen, Ammonia as N
Nitrogen, Nitrata+Nitrile as N
Potassium
Silica
Sodium
Sulfate

245
ND

299

67

9

0.2

14

1.61

ND

6

11,3

35

65

mg/k.
mg/k

mg/k

mg/L
mg/L

mg/k

mg/L

mg/L

mg/k

mg/L

mg/L

mg/L

mg/L

1
5

0.5
01

0.2

0.5
0.01
10

•A2320 B
A2320 B
A2320 B
E200.7
E300.0
A4500-F C
E200.7
A4500-NH3 G

E353.2

E200.7

E200.7

E200.7
E300.0

A2510 B

A4500-H B

A2540 C

PHYSICAL PROPERTIES
Conductivity @ 25 C
pH
Solids, Total Dissolved TDS @ 180 C

METALS - DISSOLVED
Aluminum
Arsenic
Barium
Boron
Cadmium
Chromium
Copper
Iron
Lead
Manganese
Mercury
Molybdenum
Nickel
Selenium
Uranium
Vanadium
.Zinc

M ETALS - TOTAL

Iron
Manganese

581 umhos/cm
7.19 s-u.
346 mg!L

H
D

ND mg/k
0.053 mg/k

ND mg/k
ND mg/k
ND mg/k
ND mg/k
ND mg/k

3.49 mg/k
ND mg/k

0.33 mg/k
ND mg/k
ND mg/k
ND mg/k

0.046 mg/k
3.70 mg/k

ND mg/k
ND mg/k

3.67 mg/k
0.36 mg/L

0.1
0.001

0.1
0.1

0.005
0.05
0.01
0.03

0.001
0.01

0.00 1
0.1
0.05

0.001
0.0003

0.1
0.01

0.03
0.01

E200.8
E200.8

E200.8

E200,7

E200.8

E200.8

E200.7

E200.7

E200.8

E200.8

E200.8

E200.8

E200.7

E200.8

E200.8

E200.8

E200.7

E200.7

E200,7

03/26/14 16:17 /jba
03/26/14 16:17 / jba

03/26/14 16:17 /jba

04/01/14 14:12 /st

03/27/14 11:36 /we

03/27/14 11:30 / jba

04/01/14 14:12 /sI

03/28/14 12:10 / Ir

03/26/14 14:46 / lr

04/01/14 14:12 /st

04/01/14 14:12/ st

04/01/14 14:12/sf

03/27/14 11:36 / w

03/26/14 14:58 / alp

03/26/14 14:58/falp

03/26/14 16:27 / alp

03/28/14 02:54 / elm

03/28/14 02:54 / elm

03/28/14 02:54 / elm

04/01/14 14:12 /sf"

03/28/14 02:54 / elm

03/28/14 02:54 / elm

04101/14 14:12/ sf

04/01/14 14:12 /sf

03/28/14 02:54 / elm

03/28/14 02:54 / elm

03/28/14 02:54 / elm

03,/28114 02:54 /celm

04/01/14 14:12 /sI

04/01/14 18:34 /elm

03/28/14 02:54 / din

03/28/14 02:54 / alm

04./01/14 14:12 /sI

04/01/14 15:48 /sf

04/01/14 15:48/sf

Report RLk- Analyte reporting limit.
Definitions: QCL - Quality control limit.

0 - Rk increased due to sample matrix.

MCL - Maximum contaminant level.
ND - Not detected at the reporting limit.
H - Analysis performed past recommended holding time.
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ii 7952 Haelea, Ml? 877.472-0711 . Dinlngs, MT 801-735-4488 'Ceasier, WY 838-2:354515
Gillatta, WY 815-180-7175 ,, Rapid city, SD 888-572-1225 - Collage Station, TX 883-190-2218

Client:
Project:
Lab ID:
Client Sample ID:

LABORATORY ANALYTICAL REPORT
Prepared by Casper, WY Branch

Power Resources dba Cameco Resources

MU B GL8

C1 4030711-001

BMP-01 2

Report Date: 04/11/14
Collection Date:. 03/24/14 15:03

Date Received: 03/25/14

Matrix: Aqueous

Analyses Result Units
MCL./

Qualifiers RL QCL Method Analysis Date / By

RADIONUJCLIDES - DISSOLVED
Gross Alpha
Gross Alpha precision (_+)
Gross Alpha MDC
Gross Beta
Gross Beta precision (_+)
Gross Beta MDC
Radium 226
Radium 226 precision (_±)
Radium 226 MDC
Radium 228
Radium 228 precision (_+)
Radium 228 MDC

DATA QUALITY
A/C Balance (_± 5)
Anions
Cations
Solids, Total Dissolved Calculated
TDS Balance (0.80 - 1.20)

3460 pCi/L
28.3 pCi/L

2.0 pCi/L

838 pCi/L

10.1 pCi/L

2.9 pCi/L

686 pCi/L

6.9 pCi/L

0.35 pCi/L

2.6 pC~i/

1.7 pCi/L

2.6 pCiiL

E900.0

E900.0

E900.0
E900.0
E900.0
E903.0
E903.0
E903.0
RA-05
RA-05
RA-05

A1030 E
A1030 E
A1030 E
A1030 E
Al1030 E

04/03/14 02:47 / lbb
04/03/14 02:47 / Ibb

04/03/14 02:47 / Ibb
04/03/14 02:47 / lbb
04/03/14 02:47 / Ibb
04/03/14 02:47 / lbb
04/07/14 07:03 / Imc
04/07/14 07.03 / Imo
04/07/14 07:03 / lmc
04/02/14 15:13 / phj
04/02/14 15:13 / plj
04/02/14 15:13 / plj

04/07/14 10:12 / kbh
04/07/14 10:!12 / kbh
04/07/14 10:12 / kbh
04/07/14 10:12 / kbh
04/07/14 10:12 / kbh

-1.79
6.52

6.29

360

0.97

%e/
meq/L

mg/L

Report RL - Analyte reporting limit.Definitions: QOL - Quality control limit.

MDC - Minimum detectable concentration

MCL - Maximum contaminant level.
ND - Not detected at the reporting limit.
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_ _ _ wwIee 2 faic Helena, MT 8"77-412-0711 BelllIngs, Mr NI-735-4.,I9 oCasper, W'Y B5I-235-0515
Gilnifan, WY 815-BB6-7175 * Rapid City SD 8D6-672-.1225 * College Station, TlX 6S3-B90-2218

LABORATORY ANALYTICAL REPORT

Prepared by Casper, WY Branch

Client: Power Resources dba Cameco Resources Report Date: 04/11/14
Project: MU B GL8 Collection Date: 03/24/14 13:45

Lab ID: 014030711-002 DateReceived: 03/25/14
Client Sample ID: BMP-0'¶8 Matrix: Aqueous

MCL/
Analyses Result Units Qualifiers RL QCL Method Analysis Date / By

MAJOR IONS
Alkalinity, Total as CaCO3
Carbonate as 003
Bicarbonate as HCO3
Calcium
Chloride
Fluoride
Magnesium
Nitrogen, Ammonia as N
Nitrogen, Nitrate+Nitrite as N
Potassium
Silica
Sodium
Sulfate

298
ND

363

102

23
0.1

25

0.44

ND

8

12.7

73

200

mg/L
mg/L
mglL
mg/L
mg/L
mng/L
mg/L
mg/L
mg/L
rng/L
mg/L
mg/L
mg/L

"1

5

5

1

0.1

0.05

0.1

0.2

A2320 B
A2320 B

A2320 B

E200.7

E300,0

A4500-F C

E200.7

A4500-NH3 G

E353.2

E200.7

E2.00.7

E:•00.7

E300.0

PHYSICAL PROPERTIES
Conductivity @ 25 C
pH
Solids, Total Dissolved TOS @ 180 C

METALS - DISSOLVED
Aluminum
Arsenic
Barium
Boron
Cadmium
Chromium
Copper
Iron
Lead
Manganese
Mercury
Molybdenum
Nickel
Selenium
Uranium
Vanadium
Zinc

METALS - TOTAL
Iron
Manganese

961 umhos/cm
7.11 s.u.

627 mg!L

5
H 0.01
D 10

A2510 B
A4500-H B

P.2540 C

ND
0.006

ND
ND
ND
ND
ND

1.69
ND

0.20
ND
ND
ND
ND

0.536
ND
ND

mg/L
mg!L
mgfL
mg.'L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg!L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L

0.1
0.00 1

0.1
0.1

0.005
0.05
0.01
0.03

0.001
0.01

0.001
0.1

0.05
0.001

0.0003
0.1

0.01

E200.8
E200.8

E200.8

E200.7

E200.8

E200.8

E200,7

E200.7

E200.8

E200,8

E200.8

E200.8

E200,7

E200.8

E200.8

E200.8

E200.7

E200.7

E200.7

03/26/14 16:25 / jba
03/25/14 16:25 / jba
03/26/14 16:25 / jba
04/01/14 14:15 /sf
03/27/14 12:28 / wc
03/27/14 11:•37 / jba
04/01/14. 14:15 /sf
03/28114 12:12 / Ir
03/26/14 14:53 / Ir
04/01/14 14:15 /1sf
04/01(14 14:15 l sf
04/01/14 14:15/!sf
03/27/14 12:28/twe

03/26/14 15:01 / alp
03/26/14 15:01 / alp
03/26/14 16:28 / alp

03/28/14 02:57 / olin
03/28/14 02:57 1 dlm
03/28/14 02:57 / clm
04/01/14 14:15 / sf
03/28/14 02:57 / elm
03/28/14 02:57 / dim
04/01/14 14:15 /sf
04/01/14 14:15/saf
03/28/1 4 02:57 / din
03/28/14 02:57 / cin
03/28/14 02:57! e lm
03/28/14 02:57 /clm
04/01/14 14:15 /sf
04/01/14 18:37/dinm
03/28/14 02:571 /elm
03/28/14 02:57 /din
04/01/14 14:15 / sf

04/01/14 15:52 /sf
04/01/14 15:52 /sf

3.89 mg/L
0.21 mg/L

0.03
0.01

Report
Definitions:

RL - Analyte reporting limit.
QCL - Quality control limit.
D - RL increased due to sample matrix.

MCL - Maximum contaminant level.
ND - Not detected at the reporting limit.
H - Analysis performed past recommended holding time.
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* ww ieer•la.,emn" h~elena, MT 8177-472-071l Billilngs, MT 80I1-35-4459 • Caspet, WY 888-235-0515
Gillette, WY 815-5B6-7175 * Rapid City, SD 186-672-1225 * Cellage Station, 'IX 853-69g-2219

LABORATORY ANALYTICAL REPORT

Prepared by Casper, WY Branch

Client: Power Resources dba Cameco Resources Report Date: 04/11/14

Project: MU B GL8 Collection Date: 03/24/14 13:45

Lab ID: C14030711-002 DateReceived: 03/25/14

Client Sample ID: BMP-018 Matrix: Aqueous

MCI/
Analyses Result Units Qualifiers RL QCL Method Analysis Date / By

RADIONUCLIDES - DISSOLVED
Gross Alpha
Gross Alpha precision (±)
Gross Alpha MDC
Gross Beta
Gross Beta precision (+)
Gross Beta MDC
Radium 226
Radium 226 precision (_+)
Radium 226 MDC
Radium 228
Radium 228 precision (±)
Radium 228 MDC

DATA QUALITY
A/C Balance (+ 5)
Anionis
Cations
Solids, Total Dissolved Calculated
TDS Balance (0.80 - 1,20)

790 pCi/L
16.8 pCiVL

2.8 pCi/L
310 pCi/L
6.9 pCi/L
4.0 pCi/L

388 pCi/L
5.3 pCi/L

0.37 pCl/L
1 pCi/L

1.7 pCi/L
2.7 pCi/L

-0.93 %
10.8 meq/L
10.6 meq/L
630 mg/L

1.00

U

2900.0
E900.O
E900.0
Eg00.0
E900.0
E900.0
E903.0
E903.0
E903.0
RA-05
RA-05
RA-05

AI030 E
A1030 E
A1030 E
A1030 E
Al1030 E

04/03/14 02:48 / Ibb
04/03/14 02:48 / lbb

04/03/14 02:48 / lbb
04/03/14 02:48 / lbb

04/03/14 02:48 / Ibb

04/03/14 02:48 / Ibb

04/07/14 07:03 / Imc

04/07/14 07:03 / mc

04/07/14 07:03 / Imc

04/02/141"5:13 / plj

04/02/14 15:13 / plj

04/02/14 15:13 / plj

04/07/14 10:12 / kbh

04/07/14 10:1f2 / kbh

04/07/14 10:12 / kbh

04/07/14 10:12/!kbh

04/07/14 10:12 / kbh

Report RL - Analyte reporting limit.Definitions: QCL - Quality control limit.

MDC - Minimum detectable concentration

MCL - Maximum contaminant level.
ND - Not detected at the reporting limit.
U - Not detected at minimum detectable concentration

Page 5 of 3"1



- ~ I Holena, Mr 877-472-Dill Billings, P" 500-735-4489 ' Casper, WY 88-238-0518
Gillette, WY 856-556-7175 * Rapid City, SD 535-872-1225 • Collage Statlmn, "TX 853-891-2218

LABORATORY ANALYTICAL REPORT

Prepared by Casper, WY Branch

Client: Power Resources dba Cameco Resources Report Date: 04/11/14
Project: MU B GL8 Collection Date: 03/24/14 13:10
Lab ID: 014030711-003 DateReceived: 03/25/14
Client Sample ID: BMP-020 Matrix: Aqueous

MCL/
Analyses Result Units Qualifiers RI QCL Method Analysis Date / By

MAJOR IONS
Alkalinity, Total as CaCO3
Carbonate as 003
Bicarbonate as HCO3
Calcium
Chloride
Fluoride
Magnesium
Nitrogen, Ammonia as N
Nitrogen, Nitrate+Nitrite as N
Potassium
Silica
Sodium
Sulfate

PHYSICAL PROPERTIES

Conductivity @ 250C
pH
Solids, Total Dissolved TDS @ 180 C

METALS - DISSOLVED
Aluminum
Arsenic
Barium
Boron
Cadmium
Chromium
Copper
Iron
Lead
Manganese
Mercury
Molybdenum
Nickel
Selenium
Uranium
Vanadium
Zinc

156
ND
191

37

6

0.2
6

0.27

ND

3

11.2
91

148

rng/L
mng/L
rng/L
rng/L
rng/L
mg!L
mg/L
mg/L
rngfL
rng/L
mg/L
mg/L
mg/L

5
5
5
1

0.1

0.05
0.1

0.2

A2320 B
A2320 B
A2320 B
E200.7
ES00.O
A4500-F C
F_200.7
A4500-NH3 G
E353.2
E200.7
E200.7
E200.7
E300.0

A2510 B
A4500-H B
A2540 C

620 umhos/cm
7.56 s.u,
392 rngiL

5
H 0.01

D 10

ND mg/L
0.012 mg/L

ND mg/L
ND mg/L
ND mng/L
ND mng/L
ND mg/L

0.36 mng/L
ND mg/L

0.46 mglL
ND mng/L
ND rng/L
ND mg/L
ND mg/L

0.733 mgiL
ND mg/L
ND mg/L

0.44 mg/L
0.50 mg/L

0.1
0.001
0.1
.0.1

0.005
0.05
0.01
0.03

0.001
0.01

0.001
0.1

0.05
0.001

0.0003
0.1

0.01

E200.8
E200.8

E200.8

E200.7
E200.8

E200,8

E200,7

E200.7

E200.8

E200,8

E200.8

E200.8

E200.7

E200.8

E200.8

E200.8

E200.7

E200.7

E200.7

03/26/14 16:33 / iba
03/26/14 16.33 / jba
03/26/14 16:33 / jba
04/01/14 14:59 /sf
03/27/14 12:45 /wc
03/27,/14 11:40 / jba
04/01/14 14:59 /sf
03/28/14 12:14 /Ir
03/26/14 14:56 / Ir
04/01/14 14:59 /sf
04/01/14 14:59 /sf
04/01/14 14:59 /sf
03/27/14 12:45 /wc

03/26/14 15:04 / alp
03/26/14 15:04 / alp
03/26'14 16:28 / alp

03/28/14 03:00. dinl
03/28/14 03:00 / din
03/28/14 03:00 / cin
04/01/14 14:59. / f
03/28/14 03:00 / cin
03/28/14 03:00 / din
04/01/14 14:59 /sf
04/01/14 14:59 /sf
03/28/14 03:00 / din
03/28/14 03:00 /cl~m
03/28/14 03:00 / din
03/28/14 03:00 / cin
04/01/14 14:59 /sf
04/01/14 18:40 / clm
03/28/14 03:00 / clm
03/28/14 03:00 / dim
04/01/14 14:59 /sf

04/01/14 15:56/fsf
04/01/14 15:56 / sf

METALS - TOTAL
iron
Manganese

0.03
0.01

Report
Definitions:

RL - Analyte reporting limit.
QCL - Quality control limit.
0 - RL increased due to sample matrix.

MCL - Maximum contaminant level.
ND - Not detected at the reporting limit.
H - Analysis performed past recommended holding time.
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ww~eno~gylab we r
Ae~1/Ezt~bw.~a IUJ ) Helesa, Mr 577-412-0711 Billings, Mr NI01-35.4489 • Casper. WY BB1-235-0515

Gillette, WY BBS-686-71 78 Rapid Cit, SD 888-672-1229 * Colloge Station, IX 888-680-2218

Client:
Project:

Lab iD:
Client Sample ID:

LABORATORY ANALYTICAL REPORT
Prepared by Casper, WY Branch

Power Resources dba Cameco Resources
MU B GLB
C1403071 1-003
BMP-020

Report Date: 04/11/14
Collection Date: 03/24/14 13:10

Date Received: 03/25/14
Matrix: Aqueous

MCL/
QCLAnalyses Result Units Qualifiers RL Method Anialysis Date / By

RADIONUCLIDES. DISSOLVED
Gross Alpha
Gross Alpha precision (4.)
Gross Alpha MDC
Gross Beta
Grass Beta precision (+)
Gross Beta MDC
Radium 226
Radium 226 precision (_+)
Radium 226 MDC
Radium 228
Radium 228 precision (4-)
Radium 228 MDC

DATA QUALITY
A/C Baiance (_+ 5)
Anions
Cations
Solids, Total Dissoived Calculated
TDS Balance (0.80 - 1.20)

1290
16.9

1.9

352

6.5

3.0

258

4.4

0.37

2.8

1.8

2.8

0.12

6.37
6.39

400

0.98

pCi/L
pCi/L
pCi/L
pCi/L
pCi/L
pCi/L
pCi/L
pGi/L'

pGi/L

pCi/L
pCi/L

%e/
meq/L
meq/L

Eg00.0
E900.0
E900.O
E900.O
E900.0
E900.O
E903.0
E903.0
E903.0
RA-05
RA-05
RA-O5

A1030 E
A1030 E
Al1030 E
A1030 E
A1 030 E

04/03/14 02:48 / Ibb
04)U3/14 02:48 / lbb
04/03/14 02:48 / Ibb
04/03/14 02:48 / lbb
04/03/14 02:48 / lbb
04/03/14 02:48 / Ibb
04/07/14 07:03 / Imc
04/07/14 07:03 / Imc
04/07/14 07:03 / Imc
04102114.15:1 3 / pij
04/02/14 15:13 /plj
04/02/14 15:13 / plh

04/07/14 10:12 / kbh
04/07/14 10:12 / lbh
04/07/14 10:12 / kbh
04/07/14 10:12 [ kbh
04/07/14 10:12 / kbh

Report RL - Analyte reporting limit.
Definitions: QOL - Quaiity control limit.

MDC - Minimum detectabie concentration

MCL - Maximum contaminant levei.
ND - Not detected at the reporting limit.

Page 7 of 31



~'.ww.eeer S Helena, MT 977-472-0711 • B~llings, M• BO-735..4459 =Casper, WY 8f8-23,5-U515
Gileth, WY 616-656-7175 ,, Rapid Cit, SD 935-972-1225 a College Station, IX 891-690-2211

LABORATORY ANALYTICAL REPORT

Prepared by Casper, WY Branch

Client: Power Resources dba Cameco Resources Report Date: 04/11/14
Project: •MU B GL8 Collection Date: 03/24/14 10:58
Lab ID: C14030711-004 DateReceived: 03/25/14
Client Sample ID: BMP-021 Matrix: Aqueous

MCLI.
Analyses Result Units Qualifiers RL QCL Method Analysis Date / By

MAJOR IONS
Alkalinity, Total as CaCO3
Carbonate as 003
Bicarbonate as HCO3
Calcium
Chloride
Fluoride
Magnesium
Nitrogen, Ammonia as N
Nitrogen, Nitrate+Nitrite as N
Potassium
Silica
Sodium
Sulfate

312
ND

380

79

21
0.1

13

mg/L
rng!L
mg/L
mg/L
mg/L
mg/L
mgi'L

5
5
5
1

0.1
1

0.05
0.1

0.2

A2320 B
A2320 B
A2320 B
E200.7
E300.0
A4500-F C
E200.7

03/26/14 16:41 ! jba
03/26/14 16:41 / jba
03/26/14 16:41 /jba
04/01/14 15:02 /sf
03/27/14 13:03/1wc
03/27/14 11:43 / jba
04/01/14 15:02 /sf

0.27 mg/L
ND mg/L

7 mg/L
13.6 mg/L

93 mg/L
118 mg/L

A4500-NH3 G 03/28/14 12:15/lr
E353.2
E200,7

E200,7
E200,7

E300.0

PHYSICAL PROPERTIES
Conductivity @ 25 C
pH
Solids, Total Dissolved TDS @ 180 C

METALS - DISSOLVED
Aluminum
Arsenic
Barium
Boron
Cadmium
Chromium
Copper
Iron
Lead
Manganese
Mercury
Molybdenum
Nickel
Selenium
Uranium
Vanadium
Zinc

814 umhos!cm
7.09 s.u.
515 mg/L

5
H 0.01

10

A2510 B
A4500-H B

A2540 C

ND
0.151

ND
ND
ND
ND
ND

1.62
ND

0.37
ND
ND
ND
ND

2.32
ND
ND

mg!L
mg/L
mg/L
mg/L
mg!L
mg/L
mg!L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg/L

0.1
0.001

0.1
0.1

0.005
0.05
0.01
0.03

0.001
0.01

0.001
0.1

0.05
0.00 1

0.0003
0.1

0.01

E200.8
E200.8

E200,8

E200.7

E200,8

E200.8

E200.7

E200.7

E200,8

E200.8

E200,8

E200.8

E200.7

E200.8

E200.8

E200.8

E200.7

E200.7

E200.7

03/26/14 14:58 / Ir
04/01/14 15:02 1 sf
04/01/14 15:02 / sf
04/01114 15:02 /sf
03/27/14 13:03 / wc

03/26/14 15:10 / alp
03/26/14 15:10 / alp
03/26/1 4 16:28 / alp

03/28/14 03:04 / cin
03/28114 03:04/cdin
03/28/14 03:04 / cin
04/01/14 15:02/!sI
03/28/14 03:04 /clin
03128114 03:04 / clm

04/01/14 15:02 /st
04/01/14 15:02 /sf
03/28/14 03:04 / clm
03/28/14 03:04 / cin
03/28/14 03:04 / cin
03/28/14 03:04 / cm
04/01/14 15:0)2 , sf
04/01/14 18:43 / cm
03/28/14 03:04 / din
03/28/14 03:04 / clm
04/01/14 15:02 /sf

04/01/14 15:59 /sf
04/01/14 15:59 /sf

METALS - TOTAL
Iron
Manganese

3.74 mg/L
0.43 mg/L

0.03
0.01

Report RL - Analyte reporting limit.Definitions: QCL - Quality control limit.

H - Analysis performed past recommended holding time.

MOL - Maximum contaminant level.
ND - Not detected at the reporting limit.
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_________________ I , Helena, MT 577-412-711 • BIliIniEs, MrT 00I-'35-4461 Casper, WY 81S-235-8515
Gillette, WY 156-686-7175 * Rapid City, SD 188-572-1225.' CotlegeStt~lon, IXN888-69D-2218

Client:
Project:
Lab ID:
Client Sample ID:

LABORATORY ANALYTICAL REPORT
Prepared by Casper, WY Branch

Power Resources dba Cameco Resources
MU B GL8
014030711-004
BM P-021

Report Date: 04/11/14
Collection Date: 03/24/14 10:58

DateReceived: 03/25/14
Matrix: Aqueous

MCL/
Analyses Result Units Qualifiers RL QCL Method Analysis Date / By

RADIONUCLIDES - DISSOLVED
Gross Alpha
Gross Alpha precision (_±)
Gross Alpha MDC
Gross Beta
Gross Beta precision (+)
Gross Beta MDC
Radium 226
Radium 226 precision .(+)
Radium 226 MDC
Radium 228

Radium 228 precision (_+)
Radium 228 MDC

DATA QUALITY
A/JC Balance (±_ 5)
Anions
Cations
Solids, Total Dissolved Calculated
TDS Balance (0.80 - 1.20)

2750 pCi/L
29.8 pCi/l_

2.3 pCi/L
937 pCi/L
11.0 pCiIL
3.6 pCi/L

776 pCi/L
7.7 pCi/L

0.38 pCi/L
5.3 pCi/L
1.9 pCi/L
2.8 pCi/L

E900.0
E900,0

E900.0

E900.0

E900.0

E900.0

E903.0

E903.0

E903,0

RA-05

RA-05

RA-05

A1030 E

A1030 E

Al1030 E

A1030 E

A1030 E

04/03/14 02:48 / Ibb
04/03/14 02:481 lbb
04/03/14 02:48 / lbb
04/03/14 02:48 / lbb
04/03/14 02:48 / Ibb
04/03/14 02:48/ lbb
04/07/14 07:03 /Imc
04/07/14 07:03 / mc
04/07/14 07:03 / Imc
04/02/14 15:13 /plj
04/02/14 15:13 / plj
04/02/14 15:13 / plj

04/07/14 10:12 / kbh
04/07/14 10:12 / kbh
04/07/14 10:12 / kbh
04/07/14 10:12 / kbh
04/07/14 10:12 /kbh

-0.08
9.27
9.28
540

0.96

0/
meq/L
meq/L
mg/L

Report RL - Analyte reporting limit.Definitions: QCL - Quality control limit.

MDC - Minimum detectable concentration

MOL - Maximum contaminant level.
ND - Not detected at the reporting limit.

Page 9 of 31



___________ ~=i~:sh;a lilt Helena, PA 571-472-9711 * Bilillos, Mil 800-735-4488 • Casper WY' 808-2:35-0515
Gilllette, WY 8515-581-717,5 e l•epid City, SD 880-572-1225 * College S~tatin, lx 888-680-2218

LABORATORY ANALYTICAL REPORT

Prepared by Casper, WY Branch

Client: Power Resources dba Cameco Resources Report Date: 04/11/14

Project: MU B GL8 Collection Date: 03/24/14 11:40
Lab ID: C1 4030711-005 DateReceived: 03/25/14
Client Sample ID: BMP-022 Matrix: Aqueous

MCl./
Analyses Result Units Qualifiers RL QCL Method Analysis Date / By

MAJOR IONS
Alkalinity, Total as CaCO3
Carbonate as 003
Bicarbonate as H0O3
Calcium
Chloride
Fluoride
Magnesium
Nitrogen, Ammonia as N
Nitrogen, Nitrate+Nitrite as N
Potassium
Silica
Sodium
Sulfate

PHYSICAL PROPERTIES
Conductivity @ 25 C
pH
Solids, Total Dissolved TDS @ 180 C

METALS - DISSOLVED
Aluminum
Arsenic
Barium
Boron
Cadmium
Chromium
Copper
Iron
Lead
Manganese
Mercury
Molybdenum
Nickel
Selenium
Uranium
Vanadium
Zinc

380
ND

464
102
16

0.1
23

mg/L
mg/L
mg/L
mg/L
mg/L
mg/L
mg!L

0,45 mg/L
ND mg!L

7 mg/L
19.2 mg!L

30 mg/L
33 mg/L

779 umhoslcm
6.65 s.u.
456 mg!L

ND mg'L
0.204 mg/L

0.1 mgiL
ND mg/L
ND mg/L
ND mg/L
ND mg/L

12.0 mgiL
ND mg/L

0.56 mg/L
ND mg/L
ND mglL
ND mg/L
ND mg/L

0.659 mgiL
ND mg/L
ND mg/L

5
5

01

0.0
0.1
1'

0.2

H .1
10

0.1
0.001

0.1
0.1

0.005
0.05
0.01
0.03

0.001
0.01

0.001
0.1

0.05
0.001

0.0003
0.1

0.01

A2320 B
A2320 B
A2320 B
E200.7
E300.0

A4500-F C
E200,7

03/26/14 16:491/ jba
03/26/14 16:49 / jba
03/26/14 16:49 /jba
04/01/14 15:06 / sf
03/27/14 13:20 /wo
03/27114 11:45/[jba
04/01/14 15:06 /sf

A4500-NH3 0 03/28/14 12:20 / Ir
E353.2
E200.7
E200.7

E200.7

E300.0

A2510 B
A4500-H B

A2540 C

E200.8

E200.8

E200.8
E200.7

E200.8
E200.8
E200.7
E200.7
E200,B

E200.8

E200.B

E200.8

E200.7

E200.8
E200.8

E200.8

E200.7

E200.7

E200.7

03/26/14- 15:01 /Ir
04/01/14 15:06/sf
04/01/14 15:06 / sf
04/01/14 15:06 /sf
03/27/14 13:20 /wc

03/26/14 15:14 /alp
03/26/14 15:14 /alp
03/26/14 16:28 / alp

03/28/14 03:07 / din

03/28/14 03:07 / dlm

03/28/14 03:07 /1lm
04/01/14 15:06 /sf
03/28/14 03:07 1dcm
03/28/14 03:07! dicn

04/01/14 15:06 /sf
04/01/14 15:06/ st
03/28/14 03:07 / cin
03/28/14 03:07 / cdin
03/28/14 03:07 / cin
03/28/'14 03:07 / dim
04/01/14 15:06/ sf
04/01/14 18:47" clm
03/28/14 03:07 / dlin

03/28/14 03:07 / din

04/01114 15:06 /sf

04/01/14 16:10 /sf
04/01/14 18:10 /sf

METALS - TOTAL
Iron
Manganese

13.0 mg!L
0.62 mg/L

0.03
0.01

Report RL - Analyte reporting limit.Definitions: QCL - Quality control limit.

H - Analysis performed past recommended holding time.

MOL - Maximum contaminant level.
ND - Not detected at the reporting limit.
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wwwener~eb wm r
Am~Engfm S~cu 152

Helksa, iNT 877472-0711l, 6ilings, U1" B1i-735.-448g , Caspa•,WY 6881-235-01511
GlIIle•, WY 865-586-7175, Rapid C~ty, SD 186-172-1225 * Celle~e Station, 1X U!8-690-2218

LABORATORY ANALYTICAL REPORT

Prepared by Casper, WY Branch

Client: Power Resources dba Cameco Resources Report Date: 04/11/14

Project: MU B GL8 Collection Date: 03/24/14 11:40
Lab ID: C1403D711-005 DateReceived: 03/25/14
Client Sample ID: BMP-022 Matrix: Aqueous

MCI_!
Analyses Result Units Qualifiers RI QCL Method Analysis Date 1 By

RADIONUCLIDES - DISSOLVED
Gross Alpha
Gross Alpha precision (+)
Gross Alpha MDC
Gross Beta
Gross Beta precision (_+)
Gross Beta MDC
Radium 226
Radium 226 precision (±+)
Radium 226 MDC
Radium 228
Radium 228 precision (_+)
Radium 228 MDC

DATA QUALITY
NC Balance (_+ 5)
Anions
Cations
Solids, Total Dissolved Calculated
TDS Balance (0.80 -1.20)

2510 pOi/L
27.2 pCi/L

3.7 p~i/L

502 pOi/L

10.0 p~iIL

4.3 pCi/L

097 pCi/L

8,4 pCi/L

0.36 p~i/L

6.1 p~ilL

1.9 pCi/L

2.7 pCV/L

2900,0

E900.0
E900.0
E900.0
E900.0
E900.0
E903.0
E903.0

RA-05
RA-05
RA-05

Al1030 E
Al1030 E
Al1030 E
Al1030 E
A1030 E

04/03/14 02:47 / lbb
04/03/14 02:47 / lbb

04/03/14 02:47 / ibb

04/03/14 02:47 / lbb

04/03/14 02:47 / lbb

04/03114 02:47 / lbb

04/07114 07:03 / Imc

04/07/14 07:03 /Imc

04/07/14 07:03 / mo

04(02/14 15:13 / plj

04/02/14 15:13 / phj

04/02/14 15:l
3 

/plj

04/07/14 10:12 / kbh

04/07/14 10:12 /kbh

04/07/14 10:12 / kbh

04/07/14 10:12 / kbh

04/07/14 10:12 /kbh

-1.59
8.74

8.47

460

0.98

meq/L
meq/L
mg/L

Report RL - Analyte reporting limit.
Definitions: QCL - Quality control limit.

MDC - Minim um detectable concentration

MCL - Maximum contaminant level.
ND - Not detected at the reporting limit.
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w~wwj~bc~m f Helena, Mr 877-472-8711 * Alilings, M" 883-735-4489 = Caspar, W' 888-235-0515
Gillette, WY 8155-588-7175 s, Rapid Cit, SO 88-8-72-1225 s Collate Station, 11 181-IS9D-2218

LABORATORY ANALYTICAL REPORT

Prepared by Casper, WY Branch

Client: Power Resources dba Cameco Resources Report Date: 04/11114

Project: MU B GL8 Collection Date: 03/24/14 14:21

Lab ID: 014030711-006 DateReceived: 03/25/14

Client Sample ID: BMP-029 Matrix: Aqueous

MCL/
Analyses Result Units Qualifiers RL QCL Method Analysis Date 1 By

MAJOR IONS
Alkalinity, Total as CaCO3
Carbonate as C03
Bicarbonate as HCC3
Calcium
Chloride
Fluoride
Magnesium
Nitrogen, Ammonina as N
Nitrogen, Nitrate+Nilrite as N
Potassium
Silica
Sodium
Sulfate

344
ND

419
94
17

0.1
20

0.21
ND

7

18.4
49
74

mg/L
mglL
mg/L
mgfL
mg/L
mg/L
mg/k
mg/L
mgiL
mg/L
mg/L
mg!L
mg/k

5

5

0.5

0.1

0.2

A2320 B
A2320 B
A2320 B
E200.7
E300.0
A4500-F C
E200.7
A4500-NH3 G
E353.2
E200.7
E200.7
F_200.7
E300.0

A2510 B
A4500-H B
A2540 C

PHYSICAL PROPERTIES
Conductivity @ 25 C
pH
Solids, Total Dissolved TOS @ 180 C

METALS - DISSOLVED
Aluminum
Arsenic
Barium
Boron
Cadmium
Chromium
Copper
Iron
Lead
Manganese
Mercury
Molybdenum
Nickel
Selenium
Uranium
Vanadium
Zinc

METALS - TOTAL
[ron
Manganese

771 umhosfcm
7.10 s~u,
476 mg!L

5
H 0.01

D 10

ND
0.020

ND
ND
ND
NO
ND

1.61
ND

0.31
ND
ND
ND

0.031
4.89
ND
ND

mg/L
mg/L
mg/L
mg/L
mg!L
mg/L
mg/k
mg/L
mg/k
mgIL
mg/L
mg/L
mg/L
mgfL
mg/L
mg/L
mg/L

0.1
0.001

0.1
0.1

0.005
0.05
0.01
0.03

0.001
0.01

0.001
0.1

0.05
0.001

0.0003
0.1

0,01

E200.8
E200.8

E200.8

E200.7

E200,8

E200,8

E200.7

E200.7

E200.8

E200.8

E200.6

E200.8

E200.7

E200.8

E200.8

E200.8

E200.7

E200.7

E200.7

03/26/14 16:57/ jba
03/26/14 16:57/ !ba
03/26/14 16:57 / jba
04/01/14 15:09 /1sf
03/27/14 13:38 / w
03/27/14 11:48/!jba
04/01/14 15:09 /sf
03/28/14 12:25 / Ir
03/26/14 15:03 / Ir
04/01/14 15:09 / sf
04/01/14 15:09 /sf
04/01/14 15:09 / sf
03/27/14 13:38 / wc

03/26/14 15:17 / alp
03/26/14 15:17!/ alp
03/26114 16:28 / alp

03/28/14 03:10/ /in
03/28/14 03:10 /clm
03!28/14 03:10! /in
04/01/14 15:09 /sf
03/28/14 03:10/ /lm
03/28/14 03:10 /celm
04/01/14 15:09 /sf
04/01/14 15:09 / sf
03/28/14 03:10 / cin
03/28/14 03:10 /chin
03/28/14 03:10 / din

03/28/14 03:10 / cin
04/01/14 15:09 /sf
04/01/14 19:00 /dcm
03/28114 03:10 /clmn
03/28114 03:10 /1dm
04/01/14 15:09 / sf

04/01/14 16:13 /sf
04/01/14 16:13/sf

1.76 mg/L
0.34 mg/L

0.03
0.01

Report
Definitionis:

RL - Analyte. reporting limit.
QCL - Quality control limit,

D - RL increased due to sample matrix.

MOL - Maximum contaminant level.
ND - Not detected at the reporting limit.
H - Analysis performed past recommended holding time.
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Hleoea, MT"877-412-9711 -Bilings, tdT 803-735-4489 Casper, WV 188-235-0518
Gillette, WY 355.556-7115 Rapid C•t, $9 135-672-1225 = College StAtion, IX 893-699-221 B

LABORATORY ANALYTICAL REPORT
Prepared by Casper, WY Branch

Client: Power Resources dba Cameco Resources Report Date: 04/11/14

Project: MU B GL8 Collection Date: 03/24/14 14:21

Lab ID: 014030711-006 DateReceived: 03/25/14

Client Sample ID: BMP-029 Matrix: Aqueous

MCl/
Analyses Result Units Qualifiers RL QCL Method Analysis Dated/ By

RADIONUCLIDES - DISSOLVED
Gross Alpha
Gross Alpha precision (±)
Gross Alpha MDC
Gross Beta
Gross Beta precision (+)
Gross Beta MDC
Radium 226
Radium 226 precision (_+)
Radium 226 MDC
Radium 228
Radium 228 precision (±)
Radium 228 MDC

DATA QUALITY
A/C Balance (_+5)
Anions
Cations
Solids, Totai Dissolved Calculated
TOS Balance (0.80 - 1.20)

4030
35.3
2.2

984
12.0

4.1
411
5.4

0.35

2.0
1.7

2.6

-1.29
8.89
8.67
490

0.97

pCi/L
pCi/L
pC[/L
pCi/L
pCi/L
pCi/L
pCi/L
pCi/L

pCi/L-
pCi/L

meq/L
meq/L
mg/L-

U

E900.0
Eg00.0

E900.0
E900.0

E900.0

E900.0

E903.0

E903.0

E903.0
RA-05

RA-05
RA-05

A1 030 E

A1030 E

A1 030 E
A1036 E
A1030 E

04/03/14 02:47 / Ibb
04/03/14 02:47 / Ibb

04/03/14 02:47 / Ibb

04/03/14 02:47 / Ibb
04/03/14 02:47 / lbb
04/03/14 02:47 / lbb
04/07/14 07:03 / Imo

04/07/14 07:03 / Imc
04/07/14 07:03 / lmc

04/02/14 15:13 / pij
04/02114 15:l3 /plj
04/02114 15:13 /phj

04/07/14 10:13 / kbh
04/07/14 10:13 / kbh
04/07/14 10:13 / kbh
04/07/14 10:13 /kbh
04/07/14 10:13 / kbh

Report RL - Analyte reporting limit.
Definitions: QCL - Quality control limit.

MDC - Minimum detectable concentration

MCL - Maximum contaminant ievei.
ND - Not detected at the reporting limit.

U - Not detected at minimum detectable conceniratlon

Page 13 of 3l



M~citExeuImc.S~. INi f Hekn~a, MTi877-472-D7t1 • Billings, MI" 8fl-7.3-4.489 Casprnr, WY 88-235-0515
Giliath~, WY 396-606-717!5, Rapid City, SO 368-672-1225 * College Station, "TX 80392-902216

QA/QC Summary Report
Prepared by Casper, WY Branch

Client: Power Resources dba Cameco Resources Report Date: 04/11/14

Project: MU B GL8 Work Order: 014030711

AayeCount Result Units RL %REC Law Limit High Limit RPD RPDLimit Gual

Method: A2320 B
Lab ID: MBLK

Alkalinity, Total as CaCOS
Carbonate as 003
Bicarbonate as HCO3

Lab ID: LCS_131219

Alkalinity, Total as CaCO3

Lab ID: C14030664-001ADUP

Alkalinity, Total as CaCO3
Carbonate as 003
Bicarbonate as HCO3

Lab ID: C14030664.002AMS
Alkalinity, Total as CaCO3

Batch: R184838
03/26/14 13:513Method Blank

0.6
ND
ND

Run: MANTECH_140328A

mglL
mg!L
mg/L

0,6

Laboratory Control Sample
260 rngiL

3 Sample Duplicate

162 mg/L
ND mg/L

198 mglL

Sample Matrix Spike
519 mg/L

Run; MANTECH_140326A
5.0 104 90 110

03/26/14 14:04

Run: MANTECH_1 40326A
5.0
5.0

5.0

03/26/'14 14:20
0.6 10

10
0.6 10

Run: MANTECH_140326A
5.0 109 80 120

03/26/.14 14:42

Qualifiers:

RL - Analyte reporting limit.
MDC - Minimum detectable concentration

ND - Not detected at the reporting limit.
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Helena, MT 817.-472-0711 - iliinsp, ai 8•11-735-44B9 * Cns3a, WY 855l-235-0515
Gillette, WY 856-656-7175 • Rapid City, SI) 586-672-12,25 * College Station, IX 691-690-22i1B

QA/QC Summary Report
Prepared by Casper, WY Branch

Client: Power Resources dba Cameco Resources Report Date: 04/11/14

Project: MU B GL8 Work Order: 014030711

SAnalyte Count Result Units RL %REC Low Limit High Limit RPD RPDLImit Qual

Method: A2510 B
Lab ID:. SC 100

Conductivity @ 25 C
Initial Calibration Verification Standard

102 umhos/cm 5.0
Run: PHSC_101 -C_140326A

102 90 110

Batch: R184806

03/26/14 08:36

LabI-D: SC 2ND 1413
Conductivity @ 25 C

Lab ID: MBLK

Conductivity @ 25 C

Lab ID: C14030711-003ADUP

Conductivity @ 25 C

Laboratory Control Sample
1360 umhos/cm

Method Blank

2 umhos/cm

Sample Duplicate
619 umhos/cm

Run: PHSC_101-C_140326A
5,0 97 90 110

03/26/14 08:48

03/26/14 14:31

0.8

5.0

Run: PHS.C_101 -C_140326A

Run: PHSC_101-C_140326A 03/26/14 15:07
0.0 10

Qualifiers:
RL - Analyte reporting limit.
MDC - Minim um detectable concentration

ND - Not detected al the reporting limit.
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j .4 WWW4lWj~I8b.COfi1
- AaWmhEw*wlkm itt 3iI a, ellena, MT B77-472.-f7i1 •' Bitings, Mr •07•-€H•Casper, WY 191435-DI15•' G~ld~eWV S5-.SBU-71175 apdCity, 53546-72-1225 Stolagsttiun, SIU 8-595-2218

QA/OC Summary Report
Prepared by Casper, WY Branch

Client: Power Resources dba Carneco Resources Report Date: 04/11/14

Project: MU BGLB Work Order: 014030711

i Anialyte Count •Result Units RL %REC Low Limit High Limit RPD RPD~rnit Qual

Method: A25400C Batch: TDS140326A

Lab ID: MB.1_140326A
Solids, Total Dissolved iTS @ 180 C

Lab ID: LCS-2_140328A

Solids, Total Dissolved TDS @ 180 C

Lab ID: C14030691-O01A MS

Solids, Total Dissolved TDS @ 1800C

Method Blank
NO mg/L

Laboratory Control Sample

1940 mg(L

Sample Matrix Spike

1330 mg/L

Run: BAL-19_140328A

7

Run: BAL-19_140326A
20 97 90 110

Run: BAL-19_140326A
11 99 90 110

03/26/l4 16:24

03/26/14 16:25

03/26/14 16:25

Lab ID: C14030711-002A DUP Sample Duplicate
Solids, Total ,Dissolved 705 @ 180 C 635 mg/'L

Run: BAL-19_140326A 03/26/14 18:28
1.3 510

Qualifiers:
RL - Analyte reporting limit.
MDC - Minimum detectable concentration

ND - Not detected at the reporting limit.
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I A.4al cEwJV~.aTkc ! Gil~l•, WY SSS-G8S-7175 e Rapid City, SD 889-172-1225" Collage Station, 1x 9811-990-2218

OA/QC Summary Report
Prepared by Casper, WY Branch

Client: Power Resources dba Carneco Resources Report Date: 04/11/14

Project: M~U •GL8 Work Order: 014030711

SAnalyte Count Reut Units RL%REC LwLimit -ghLimit RPD RtPDLimit Qual

Method: A4500-F C Analytical Run: MANTECH_t 40327A
Lab ID: CC V-7644 Continuing Calibration Verification Standard 03/27/14 11:22

FRuoride 1.00 mg/L 0.10 100 90 110

Method:
Lab ID:
Fluoride

Lab ID:

Fluoride

Lab ID:
Fluoride

Lab ID:

Fluoride

A4500-F C
MBLK

LCS-7897

C1 403071 1-001AMS

Cl 403071 1-001AMSD

Method Blank
0.02 mg!L

Laboratory Control Sample

1.89 mg/L

Sample Matrix Spike

2.00 mg/L

Sample Matrix Spike Duplicate

2.00 mgIL

0.01

0.10 94

0.10 92

0.10 92

Batch: R184863
Run: MANTECH_140327A 03/27/14 10:42

Run: MANTECH_140327A 03/27/14 10:44

90 110

Run: MANTECH_140327A 03/27/14 11:32

80 120

Run: MANTECH_140327A 03/27/141 f1:35

80 120 0.0 10

Qualifiers:
RL - Analyte reporting limit.
MDC - Minimum detectable concentration

ND - Not detected at the reporting rimit.
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I- wwvveeer~4aicoiii
A~sIftb~muSk~g IN: J Halena, Mr 6"7-472-11711 Ritlino~s, MIT NO-735-4481 Casper, WY 68I-2•5-05151

GiiZlta, WY 555-606-7175 * Rapid Cit, SD 185-512-1:225 . CeIiage Statin,TX 89|490-2219

QA/QC Summary Report
Prepared by Casper, WY Branch

Client: .Power Resources dba Camneco Resources Report Date: 04/11/14
Project: MU B GL8 Work Order: 014030711

SAnalyte Cut Result Units RL %REC Low Limit High Limit RPD RPDLimit Qua

Method: A4500-H B Analytical Run: PHSC_101-C_140326A
Lab ID: pH 6.86 Initial Calibration Verification Standard 03/26/14 08:33
pH 6.87 s.u. 0.010 100 98 102

Method: A4600-H B
Lab ID: ,C14030711-OO3ADUP

pH-
Sample Duplicate

7,56 sau.
Run: PHSC_101-C_140326A

Batch: Ri184806

03/26/14 15:07
0.0 30.010

Qualifiers:
RL - Analyte reporting limit.
MDC - Minimum detectable concentration

ND - Not detected at the reporting limit.
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,4AM*SJ.• ,•S&I5 Jd GiilIet, WY 86B-686-7175 ' Flapid City, SD 188-372-1225 College Station, 1X 808-490-2211

QA/QC Summary Report
Prepared by Casper, WY Branch

Client: Power Resources dba Cameca Resources
Project: MU B GL8

SAnalyte Count Result U

Method; A4500-NH3 G

Lab ID: CCV.24 Continuing Calibral

Nitrogen, Ammonia as N 1.05 rr

Lab ID: CCV-38 Continuing Calibraq
Nitrogen, Ammonia as N 1.00 nr

Method: A4500-NH3 G

Lab ID: MBLK-1 Method Blank

Nitrogen, Ammonia as N ND rr

Lab ID: LFB.3 Laboratory Fortilie(

Nitrogen, Ammonia as N 2.01 IT

Lab ID: C14030563-O01DMS Sample Matrix Spil

Nitrogen, Arrironiaas N .29.5 I

Lab ID: Cl14030683-001DMUSD Sample Matrix Spil

Nitrogen, Ammonia as N 29.3 IT

Lab ID: C14030711-005DMS Sample Matrix Spil

Nitrogen, Ammonia as N 2.36 rm

Lab ID: C14030711-005DMSD Sample Matrix Spil

•Nitrogen, Ammonia as N 2.34 IT

fnits RL %REC

lion Verification Standard
ng/L 0.050 105

lion Verification Standard
ngIL 0.050 100

lg/L

dBlank
ng/L

ke
•g/L

ke Duplicate
lg/L

lg/L

ke Duplicate
lg/L

0.006

0.050

0.50

0.50

0.050

0.050

Report Date: 04/11/14
Work Order: C14030711

Low Limit High Limit RPD RPDLimit Qual

Analytical Run: TECHNICON_140328A#

03/28/14 11:54
90 110

03/28/14 12:17

90 110

Batch: Ri184908

Run: TECH-NICON_140328A 03/28/14 11:15

Run: TECHNICON_140328A 03/28/14 11:19

90 110

Run: TECHNICON_140328A 03/28/14 11:59

90 110

Run: TECHNICON 14O328A 03/28/14 12:00
90 110 0.7 10

Run: TECHNICON_140328A 03/28/14 12:22.

90 110

Run: TECHNICON_!14032BA 03/28/14 12:24

90 110 0.9 10

103

108

107

98

97

Qualifiers:
RiL - Analyte reporting limit.
MDC - Minimum detectable concentration

ND - Not detected at the reporting limit.
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wwair]ab.coe Heleji, MT 977-472-6711. BIiings, MT 90]-73|.-449 • Casper, WY B83-2n5-515
,•S$2IUJE•ti~awjS~ 1551• GI~lies, WY 965-686-7175'• Rapid City, SD 1884-12-1225 * College Station, TX 893-590-2218

QA/QC Summary Report
Prepared by Casper, WY Branch

Client: Power Resources dba Cameco Resources Report Date: 04f111/14

Project: MU B GL8 Work Order: 014030711

Anlalyte Count Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E200.7
Lab ID: ICY
Boron
Calcium
Copper

Iron
Magnesium
Manganese
Nickel

Potassium
Silicon
Sodium
Zinc

Lab ID: ICSA
Boron
Calcium
Copper

Iron
Magnesium
Manganese
Nickel
Potassium
Silicon
Sodium
Zinc

Lab 11D: ICSAB

Boron
Calcium
Copper
Iron
Magnesium
Manganese

Nickel

Potassium
Silicon
Sodium
Zinc

11 Initial Calibration Verification Standard
0.985 mgfL 0.10

51.1 mg/L 0.50
0.952 mgIL. 0.010
5.11 mg!L 0.030
50.9 mg/L 0.50
4.84 mg/L 0.010

0.955 m g.,L 0.050
50.9 mg/L 0.50
9.81 mg/L 0.10
51.2 mg/L 0.50

0.959 mg/L 0.010

11 Interference Check Sample A

0.0174 mg'L 0.10
473 mg/L 0.50

-0.000500 mg/L 0.010

181 mg!L 0.030
505 mg/L 0.50

-0.0104 mg/L 0.010
0,00542 mg/L 0.050

0.0152 mg/L 0.50
-0.0370 mng/L 0.10
-0.0872 mg/L 0.50

-0.00376 mg/L 0.010

98
102

95

102
102

97
.95

102

98

102

96

95
95
95
95
95
95
95
95
95
95
95

Analytical Run: ICP4-C_140401A
04/01/14 11:35

105
105
105
105
105
105
105

105
105
105
105

04/01/14 11:49

95 80 120

91
101

80
80

120
120

11 interference Check Sample AB
0.0192 mg/IL

474 mng/L

0.458 mgIL

182 mg/rL
507 mg/L

0.439 mg/L

0.878 mg/L
0.01 08 mg!L

-0 .0488 mg/IL
-0.124 mg/L.
0.852 mg/L

04!01/14 11:53
0.10
0.50

0.010

0.030
0.50

0.010

0.050
0.50
0.10

0.50
0.010

95
94
91

101
88

88

80
80
80
80
80
80

120
120
120

120
120
120

85 80 120

Method: E200.7
Lab ID: MB-40949

Iron

Manganese

Lab iD: LCS3.40949

iron

2 Method Blank
ND mg/L
ND mg/L.

2 Labaratory Control Sample

2.47 mg/L.

Run: ICP4-C_140401A
0.004

0.0002

Batch: 40949
04/01/14 15:27

04/01!14 15:45-Run: ICP4-C_140401A
0.030 99 85 115

ND - Not detected at the reporting limit.

Qualifiers:

RL - Analyte reporting limit.
MDC - Minimum detectable concentration
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Awwhu~a~m Sh, N Helena, MT 817-472-9711 * Billings, PIT 301-735-4480 s Casper, WY 811!-235-0515
GiIIlta, WY 856-835-1175 * Rapid Cit, SD 8088-72-1225 • Collags Station, lx 811-5J0-2218

QA/QC Summary Report
Prepared by Casper, WY Branch

Client: Power RIesources dba Cameco Resources Report Date: 04/11/14

Project: MU B GL8 Work Order: C1403071 1

Anlye ount Result Units RL %REC Low Limit .igh.Limit RPD RPDUmit Qual

Method: E200.7 Batch: 40949

Lab ID: LCS3-40949 2 Laboratory Control Sample Run: ICP4-C_140401A 04/01/14 15:45

Manganese 2.37 mg/L 0.0010 95 85 115

Lub ID: C14030711-004CMS3 2 Sample Matrix Spike Run: I0P4-C_140401A 04/01/14 16:03

Iron 6.01 mg/L 0.030 91 70 130
Ma~nganese 2.76 mg/L 0.0010 93 70 130

Lab ID: C14030711-004CMSD 2 Sample Matrix Spike Duplicate ,Run: ICP4-C_140401A 04/01/14 16:06

Iron 5,87 mg/L 0.030 85 70 130 2.3 20
Manganese 2.77 mg/L 0.0010 94 70 130 0.5 20

Method: •E200.7
Lab ID: MB-140401A

Boron
Calcium
Copper
Iron
Magnesium
Nickel
Potassium
Silicon
Sodium
Zinc

Lab ID: LFB-140401A

Boron
Calcium
Copper

Iron
Magnesium
Nickel
Potassium
Silicon
Sodium
Zinc

Batch: RI185030

04/01/14 12:1110 Method Blank
ND mg/L
ND mg!L
ND mg/L
ND mg/L
ND nmg/L
NO mg/L
ND mg/L
ND mg/L
ND mg/L
ND mgIL

10 Laboratory Fortified Blank

0.955 mg!L

48.6 mg/L
0.919 mg/L.
0.987 mg/L

48.7 mgiL
0.921 mg/L.

51.8 mg/L
0.449 rng/L

50.0 mg/L
0.931 mg/L

Run: ICP4-C_140401A

0.002
0.02

0.004
0.002

0.02
0.002

0.04
0.01

0.2
0.001

0.10
0.50

0.010
0.030

0.50
0.050

0.50
0.10
0.50

0.010

0.050
1.0

0.021
0.030

1.0
0.0079

1.0
0.10
1.0

0,010

Lab ID: C1 4030955-001 BMS2 10 Sample Matrix Spike
Boron 5.04 mg/L
Calcium 248 mg/L
Copper 4.44 mg/L
Iron 4.99 mg/L
Magnesium 247 mg./L

Nickel 4.61 mg/L
Potassium 244 mg/L
Silicon 5.64 mg/L
Sodium 936 mg/L

95
97

92

99
97

92

104

100

100

93

92

94

87

96

95

90

94

109

82

92

Run: ICP4-C_140401A
85 115

85 115

85 15

85 115

85 115

85 115

85 115

85 115

85 115

85 115

04/01/14 12:15

Run: ICP4-C_140401A 04/01/14 14:05
70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130

70 130
Zinc 4.69 mg/L

Qualifiers:
RL - Analyte reporting limit.
MDC - Minimum delectable concentration

ND - Not detected at the reporting limit.
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vAwnaerf/CtKI b..cv••
-Halea, MTB17T12-fl711, Billings, M[ 509-731-4459'• Caspai, WY 885-235-0515S9 Gillelt, WY 855-959-7175. Rapid Cit, SI] BBB-572-1225 * Collage Station. IX 18-9395-2218

QA/OC Summary Report
Prepared by Casper, WY Branch

Client: Power Resources dba Cameco Resources Report Date: 04/11/14

Project: MU B GL8 Work Order: 014030711

I Analyte Count Result Units RL %REC Low Limit High Limit RPD RPD~imit Qual ;

Method: E200.7 Batch: R185030

Lab ID: 014030855-0018M92 10 Sample Matrix Spike

Lab ID: C14030855-001 BMSD 10 Sample Matrix Spike Duplicate

Run: 10P4-C_140401A

Run: ICP4-C_140401A

Boron
Calcium
Copper
Iron
Magnesium
Nickel
Potassium
Silicon
Sodium
Zinc

5.06
248

4.45
4.97
247

4.61
244

5.56

938
4.68

mgIL
mg/L
mg/L-
mgIL
mg/L

mg/L-
mg/L
mg/L
mg/L-
mg/L-

0.050
1.0

0.021
0.030

1.0
0.0079

1.0

0.10
1.0

0.010

92
94
87
95
95

9o
94

105
83
92

70
70
70
70
70
70
70
70
70
70

130
130

130
130
130
130
130
130
~130
130

0.3
0.1

0.3
0.3

0.0
0.0
0.2

1.5
0.2

0.1

04101114 14:05

04/01/14 14:08
20

20
20
20
20
20
20

20
20
20

Qualifiers:
RL - Analyte reporting limit.
MDC - Minimum detectable concentration

ND - Not detected at the reporting limit,
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kifrkM faa Shoe 1W
lHaesns iir 371472-071! G* illiegas, fi 803-735-.4491 * Casper, WY IIB-235-Ohl8

Gillette. WY 915-581-7175 * Rapid Cit, SC 835-672-1225 = College Station, 'IX 813-590-2219

QA/QC Summary Report
Prepared by Casper, WY Branch

Orient: Power Resources dba Cameco Resources

Project: MU B GLB
Report Date: 04/11/14
Work Oruer: 014030711

Analyte

Method: E200.8

Lab ID: LRB

Aluminum
Arsenic
Barium
Cadmium

Chromium
Lead
Manganese
Mercury
Molybdenum

Uranium

Vanadium

Lab ID: LFB

Aluminum
Arsenic
Barium
Cadmium
Chromium
Lead

Manganese
Mercury
Molybdenum
Uranium
Vanadium

Count Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Batch: RI184889
03/2 7/14 15:1811 Method Blank

ND mg/I.

ND mgfL
ND mglL

ND rmg/L
ND mg/L
ND mg/L
ND mgfL
ND mgfL
ND mg/L

NO mg/L
ND mg/L

11 Laboratory Fortified Blank

0.0507 mg/I.

0.0495 mg/L
0.0495 mg/L
0.0495 mg/L
0.0496 mg/L
0.0509 mg/I.
0.0485 mgIL

0.00479 mg/L
0.0502 .mg/L
0.0510 mg/L
0.0489 mg/I.

Run: IOPMS2-C_140327A
0.001

0.00010
3E-O5
2E-05

6E-05
3E-O5
2E-05

0.0001 0
4E-05

lE-O5
3E-O5

o.0010
0.0010

0.0010
0.0010
0.0010
0.0010
0.0010
0.0010
0.0010

0.00030
0,0010

0.903

0.0010
0.050

0.0010
0.0050
0.0010
0.0010

0.00010
0.0010

0.00030
0.010

0.030
0.0010

0.050
0.0010
0,0050
0.0010

101
99

99

99

99

102

97

96

100

102

98

Run: ICPMS2-C_140327A
85 115
85 115
85 115
85 115
85 115
85 115
85 115
85 115
85 115
85 115
85 115

03/27/14 15:22

Lab ID: C14030711-006BM84 11 Sample Matrix Spike
Aluminum 0.0477 mg/L.
Arsenic 0.0724 mng/L.
Barium 0.135 mg/I.
Cadmium 0.0472 mg/I.
Chromium 0.0526 mg/L
Lead 0.052(1 mg/i.

Manganese 0.360 mg/I.

Mercury 0.00537 mg/I.
Molybdenum 0.0509 mg/L
Uranium 5.00 mg/L
Vanadium 0.0553 mg/L

Lab ID: C14030711-O06BMSD 11 Sample Matrix Spike Duplicate

Aluminum 0.0473 mg/IL
Arsenic 0.0708 mg/I.
Barium 0.134 mg/I.
Cadmium 0.0470 mg/i.
Chromium 0.0520 mg/i.
Lead 0.0518 mg/L

Run: ICPMS2-C_140327A
95 70 130

105 70 130

112 70 130

94 70 130

90 70 130

104 70 130

70 130

103 70 130

101 70 130

70 130

98 70 130

03/28/14 03:13

A

03/28/14. 03:17
20
20

20
20
20
20

95
101

110

94

88

103

Run: ICPMS2-C_140327A
70 130

70 130

70 I3O

70 130

70 130

70 ISO

0.8
2.8

0.7

0.4

1.3

0.6

Qualifiers:
RI. - Analyte reporting limit.

NO - Not detected at the reporting limit.

A - The analyte level was greater than four times the spike level. Inaccordance with the method % recovery is not calculated.
MDC - Minimum detectable concentration
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nw~eexylebwmo Helena, Mr 817-412-0711 B 8hinep, u1 BS0-135-4488 Caspe~r, WY 188!-235-0515
• • • ;• ilatin, Wv 656-689-7175 a Rapid City, SO 188-$12-1225. Collage Station, TX 8I1-990-2218

QA/OC Summary Report
Prepared by Casper, WY Branch

Client: Power Resources dba Cameco Resources Report Date: 04/11/14

Project: MU B 0L8 Work Order: 014030711

Analyte Count Result Units RL %REC Low Limit High Limit RPO RPDLimit Qual !

Method: E200.6 Batch: R184889p

Lab ID: C14030711-OO6BMSP 11 Sample Matrix Spike Duplicate Run: ICPMS2-C_140327A 03/28/14 03:17

Manganese 0.360 mg/L o.ooio 70 130 0.1 20 A
Mercury 0.00542 mgfL 0.00010 104 70 130 0.9 20
Molybdenum 0.0512 mgfL 0.0a10 101 70 130 0.5 20
Uranium 4.97 mgIL 0.00030 70 130 0.6 20 A
Vanadium 0.0551 mg/L 0.010 96 70 130 0.4 20

Method: E200.8 Analytical Run: ICPMS2-C._140401A

Lab ID: ICV Initial Calibration Verification Standard 04/01/14 18:18

Selenium 0.0459 mgIL 0.0010 94 90 110

Method: E200.8
Lab ID: LRB Method Blank
Selenium ND mg/L 0.0002

Lab ID: LFB Laboratory Fortified Blank

Selenium 0.0489 mg(L 0.0010

Lab ID: C14030833-OD1CMS4 Sample Matrix Spike

Selenium 0.0525 mgIL 0.0010

Lab iD: C14030833-O01CMSD Sample Matrix Spike Duplicate

Selenium 0.0542 mg/L 0.0010

Lab ID: C14a30750-0058MS4 Sample Matrix Spike

Selenium 0.396 mg/L 0.0013

Lab ID: C14030750-OOSBMSD Sample Matrix Spike Duplicate

Selenium 0.394 mg/L 0.0013

98

104

107

105

103

Run: ICPMS2-C_140

Run: ICPMS2-C_140
85 1

Run: ICPMS2-C_140

70 1

Run: ICPMS2-C_140

70 1

Run: ICPMS2-C_140
70 1

Run: IOPMS2-C_140
70 1

Batch: R1 85038
)401A 04/01/14 13:54

)401A 04/01/14 13:57
15

)401A 04/01/14 18:24
30

)401A 04/01/14 18:27

30 3.2 20

)401A 04/01/14 20:59

30

)401A 04/01/14 21:03
30 0.7 20

Qualifiers:
RL - Analyte reporting limit.

ND - Not detected at the reporting limit,

A - The analyte level was greater than four times the spike level. In
accordance with the method % recovery is not calculated.
MDC - Minimum detectable concentration
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w~ergyab~cmHelena, MIT 877.472-4711 - Billings, PMT 8CI-735-448I = Casper, WY 888-235-8515
AIUWCIEC Sh J'l Giillale. WV 855-BN-7175, Rapid Cit, 50 388-572-1225'• Collage Station, FX 883-555-22t8

QA/OC Summary Report
Prepared by-Casper, WY Branch

Client: Power Resources dba Cameco Resources
Project: MU B GL8

Report Date: 04/11/14
Work Order: C14030711

Arialyte Count Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: E300.O

Lab ID: ICB

Chloride

Sulfate

Batch: R1 84884

03/27/14 10:432 Method Blank
ND

0,07

Run: IC2-C_140327A

mg/L
mg/L

0.04
0.04

Lab ID:
•Chloride
Sulfate

Lab ID:

Chloride
Suitfale

Lab ID:

Chloride

Sulfate

LF B-032714-01

C1 4030711-001 AMS

2 Laboratory Fortified Blank
10.4 nigiL

43.0 mg/L

2 Sample Matrix Spike

29.9 mg/L
150 m g/L

Run:.1C2-C_140327A
1.0 104 90 110
1.0 107 90 110

Run: IC2-C_140327A
1.0 102 90 110
1.0 106 90 110

03127/14 11:01

03/27/14 11:53

C1 4030711-001 AMSD 2 Sample Matrix Spike Duplicate
30.1 mg/L

151 mg/L
1.0
1.0

Run: 1C2-C_140327A
103 90 110

108 90 110

03127/14 12:11
0.6 20
0.6 20

Qualifiers:
RL - Analyte reporting limit.
MDC - Minimum detectable concentration

ND - Not detected at the reporting limit.
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,e•Vy~d~n~uee •IJ• ilets, WY 8S$-6B6-7175 *• Rapid City, SD 889-672-1225 o Cnllese Station, TX 898-699-2218

QA/QC Summary Report
Prepared by Casper, WY Branch

Client: Power Resources dba Cameco Resources
Project: MU B GL8

Analyte Count Result LJ

Method: E353.2

Lab ID: CC V-16 Continuing Calibrs

Nitrogen, Nitrale+Nitrite as N 1.04 n

Method: E353.2

Lab ID: MBLK-1 Method Blank

Nitrogen, Nitrate+Nitrite as N ND ni

Lab ID: LFB-3 Laboratory Forlifie

Nitrogen, Nitrate+Nitrite as N 2.06 n

Lab ID: C1403071 1-001DMS Sample Matrix Spi

Nitrogen, Nitrate+-Nitrite as N 1.89 n

Lab ID: C14030711-O01DMSD Sample Matrix Spi

Nitrogen, Nitrate+Nitrite as N 1.88 n

Jnits RI %REC

•tion Verification Standar'd
ng/L 0.10 104

"ng/L 0.05

3d Blank
n g/L 0.10 .105

ike
ngil. 0.10 96

ike Duplicate
nlg/L 0.10 95

Report Date: 04111/14
Work Order: C1 4030711

Low Limit High Limit RPD RPDLimit Qual

Analytical Run: TECHNICON_1 40326A

03/26/14. 14:41

90 110

Batch: R184831

Run: TECHICON_00140326A 03/26114 14-:03

Run: TECHN ICON_140326A 03/26'14- 14-:08

90 110

Run: TECHNICON_140326A 03/26/14- 14:48

90 110

Run: TECHN ICON_140326A 03/26/14 14:51

90 110 1.8 10

Qualifiers:
RL - Analyte reporting limit.
MDC - Minimum detectable concentration

ND.- Not detected at the reporting limit.
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QA/OC Summary Report
Prepared by Casper, WY Branch

Client: Power Resources dba Camaco Resources
Project: MU B GL8

Report Date: 04/11/1 4
Work Order: 014030711

AlteCount Result Units RL %REC Low Limit High Limit RPD RPD~imiI Qual

Method:
Lab ID: T

Gross Alpha

E90O0.0
rh230-GrAB-1 711

Batch: GRAB-l711

04/03/14 02:47Laboratory Control Sample
128 p~i/L

Laboratory Control Sample

169 pCi/L
Lab ID: Sr90-GrAB-1711
Gross Beta

Lab ID: MB-GrAB-1711
Gross Alpha
Gross Alpha precision (t+)
Gross Alpha MDC

Gross Beta
Gross Beta precision (±)
Gross Beta MDC

Lab ID: C1 4030711-001 EDUP

Gross Alpha
Gross Alpha precision (±)
Gross Alpha MDC
Gross Beta
Gross Beta precision (±)
Gross Beta MDC

Lab FD: C14030711-0065M9
Gross Alpha

Lab ID: C14030711-OO6EMSD

Gross Alpha

Lab ID: C14030711-0OSEMS

Gross Beta

Lab ID: C14030711-OO6EMSD

Gross Beta

Run: TENN ELEC-3_1 40401 A
110 •80 120

Run: TENNELEO-3._140401A

95 80 120

Run: TENNELEC-3_140401A

04/03114 02:47

04/03114 02:476 Method Blank
2

0.9

-1

2

3

p~i/L
poi/L
pCi/L

pCi/L
pCi/L
pCi/L

U

6 Sample Duplicate
3650 pCi/L
28.9 pCi/L
1.96 pCilL
862 pCi/L

10.1 pCi/L
3.16 pCi/L

Sample Matrix Spike
4140 pCi/L

Sample Matrix Spike Duplicate
4130 pCl/L

Sample Matrix Spike
1160 pCi/L

Sample Matrix Spike Duplicate
1140 pCV/L

Run: TENNELEC-3_140401A 04/03/14 02:48
5.1 11.6

2.7 12.4

Run: TENNELEC-3_140401A
78 70 130

Run: TENN ELEC-3_140401A

72 70 130

Run: TENNELEC-3_140401A

78 70 130

Run: TENNELEC-3_140401A

71 70 130

04/03/14 02:47

04/03/14 02:47
0.2 11.8

04/03/14 02:48

04/03/14 02:48
1.3 12.2

Qualifiers:
RL - Analyte reporting limit.
MDC - Minimum detectable concentration

NO - Not detected at the reporting limit.
U - Not detected at minimum detectable concentration
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GA/OC Summary Report
Prepared by Casper, WY Branch

Client: Power Resources dba Cameco Resources Report Date: 04/11/14

Project: MU B GL8 Work Order: C14030711

SAnalyte Count Reut Units RL %REC Low Limit -High Limit RFD RPDLimit Qual

Method: E903.0
Lab ID: C14030750-001 DMS

Radium 226

Lab ID: C1 4030750-001 DMSD

Radium 226

Lab ID: MRB-RA226-7117

Radium 226
Radium 226 precision (_i)
Radium 226 MDC

Lab ID: LCS-RA226-7117

Radium 226

Sample Matrix Spike
22 pCi/L

Sample Matrix Spike Duplicate

19 pCi!L

Run: G542M_140328A
89 70 130

Run: G542M_140328A

78 70 130

Run: G542M_140328A

Batch: RA226-71 17

04/07/14 07:03

04407/14 07:03
12 21.8

3 Method Blank
0.10

0.1
0.2

pOi/I-
pCi/L

04/07/1 4 07:03
U

04/07/14 08:37Laboratory Control Sample
12 pCiIL

Run: G6542M_1 40328A
101 80 120

Qualifiers:

RL - Analyte reporting limit.
MDC - Minimum detectable concentration

ND - Not detected at the reporting limit.
U - Not detected at minimum detectable concentration
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QA/QC Summary Report
Prepared by Casper, WY Branch

Client: Power Resources dba Cameco Resources "Report Date: 04/11/14

Project: MU B GL8 Work Order: C1403071 1

Analyte Count Result Units RL %REC Low Limit High Limit RPD RPDLimit Qual

Method: .RA-05
Lab ID: LCS-228-RA226-71 17
Radium 228

Lab ID: M B-RA2u26-711 7

Radium 228
Radium 228 precision (_+)
Radium 228 MDC

Lab ID: C14030750-005DMS

Radium 228

Lab ID: C14030750-O05DMSD

Radium 228

Batch: RA228-4632
04/02/14 15:13Laboratory Control Sample

8.2 pCi/L

3 Method Blank

0.8 pOClL
0.9 pCi/L

1 pCi/L

Sample Matrix Spike
1f8.2 pCi/L

Sample Matrix Spike Dupiicate
16.1 pCi/L

Run: TENN ELEC-3_140328E
107 80 120

Run: TENNELEC-3_140328E

Run: TENNELEC-3_140328E

119 70 130

Run: TENNELEC-3_1 40328E

104 70 130

U

04/02/14 15:13

04/02/14 15:13
12 37.5

Qualifiers:
RL - Analyte reporting limit.
MDC'- Minimum delectable concentration

ND - Not detected at the reporting limit.
U - Not detected at minimum detectable concentration
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It. Hdelea, Mt 517-472-0711 * Billings, Mt 901-135-4489 ,"Casper, WY 898-23545~15
Gillette, WY BGS-588-7175 • Rapid City, SD 199-972-1225 o Collaes Stitiln,'lx 899-690-2218

Workorder Receipt Checklist

Power Resources dba Cameco Resources C1i4030711

Login completed by: Corinne Wagner
Reviewed by: BL2.000\khelm

Reviewed Date: 3/27/20 14

Shipping container/cooler in good condition?

Custody seals intact on all shipping container(s)/cooler(s)?

Custody seals intact on ali sample bottles?

Chain of custody present?

Chain of custody signed when relinquished and received?

Chain of custody agrees with sample labels?

Samples in proper container/bottle?

Sample containers intact?

Sufficient sample volume for indicated test?

All samples received within holding lime?
(Exclude analyses that are considered field parameters
such as pH-, DO, FRea el, Sulfite, Ferrous Iron, etc.)

Temp Blank received in all shipping container(s)!cocler(s)?

Container/Temp Blank temperature:

Waler - VOA vials have zero heaespace?

Water - pH acceptable upon receipt?

Date Received: 3/25/2014
* Received by: ckw

Carrier Hand Del
name:

Yes2]

Yes 5]

Yes 5--

Ves []

Yes []

Yes[J

Yes []

Yes []

Yes2]

Yes2[

Yes El

6.4'•C On Ice

Yes 5]

Yes J]

Nofl]

Nofl]

Nofl]

No 5]

No5[

No 5]

No5[

No 5]

Not Present 5]
Not Present 2]

Not Present 2]

No [Z Not Applicable rJ

No5[
N~o VOA vials submitted 7]
Not Applicable 5]

Standard Reporting Procedures:

Lab measurement of analytes considered field parameters that require analysis within 15 minutes of sampling such as
pH, Dissolved Oxygen and Residual Chlorine, are qualified as being analyzed outside of recommended holding time.

Solid/soil samples are reported on a wet weight basis (as received) unless specifically indicated. If moisture corrected,
data units are typically noted as -dry. For agricultural and mining soil parameters/characteristics, all samples are dried
and ground prior to sample analysis.

Contact and Corrective Action Comments:

None
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Chain of Custody and Analytical Request Record
PLEASE PRINT (Provide as much Information as D~osstble.} Page _..L of

Conmpany Name: Project Name, PWS. Permft, Etc. Sample Origin EPA/State Compliance:

Reot~ContactNe:Pnea:Ce: Sa /Bor (P-s Pit

C ~ c (f~Invoice Cota?& Phone: tieudrPurcha~se Order: Ooe~tl re

[] No Hard Copy Email:_

Invoice Address (Required): -•;i[=?• [•••] =)I, Cotc L -drt

-. ----- _ RUSH sample submittal ____1 " . !for charges and -ol c•lin:ilp

• R' scheduling-. See I H
Ul ;. ,Instruction Page

C NoI-Hard Copy Er ail: - b. . -I - , ... copTa

Special ReportFormats: " _ u Common I•' C,{•"
LI DW LI EDDIEDT(Elecrronic Data) ,
ET POTW/W TP Format:______ 4Sqt"L• o.•,

State: [LEVEL IV ZE J 'U no•~ V N

LOther: __ __ JNELAC C/)0 X •,o1I.cw V N

SAMPLE IDENTIFICATION Collection Collection MARX Ineact Y N
tNIne, Location,.Interval, etc.) Date Time MATRX C Y

,.- _ _____'_

'~Record St etypt •r4e: -a e

Signed lse aDieo~saI.: Retu~rntoclienE: !V ••• .
In certain circumstances, samples submitted to Energy Laboratories, Inc. may be subcontracted to oth C.. :fied laboratories In order to complete tue analysts requested.

This serves as notice of this possibility. All sub-contract dlata w~ill be clearly notated on your analytical report.
Visit our web site at ww.eneraylab.com for additi~nal Information, downloadable fee schedule, forms, and links.



U I - CHAIN OF CUSTODY RECORD- ]Page /f
Inter-Mountain Labs
Sheridan, WY and Gillette. WY IAll shaded fields mutbecmpreThs is aI egal document: uny misrepresentation may be construed as iraidd j/ 54887 I

Purcs !rder #

(Lab Use Only,)~ SAMPLED IDENTIFICATION M, xCO~ABI AE TM SML f~*I• 1YIVUU

i • :5-7 o19 _ _

[ • lt~~I:'/o o _ _

o .2o 3 O

JUPS Wae T Cekdesired service ComplianceMoirng L

J Fed Express SoiB SL L.. Standard turnaround Program (SDWA. NPDES ..) _...... .... ....................... . .
J US Mail Son~ SD 'J RUSH - 5 Working Days PWSID 'Permit # ___ -

•1 Hand Carried Fitter ,cT J~ {'•: -' ' Ch~or~nated? y [•-i-]i[•-[ii/.i•.

I Other ....... Other 01 Rush & Urgent Surcharges will be applied Sample Disposal. Lab ......... Client

Inter-Mountain Labs. Inc. wwwioterniountauinahs~cumr Rev 4 6
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Inter-Mountain Labs
Sheridan, WY and Gillette, WY IAll shaded fields must be cmltdThis ts a legaI document: any misrepresentation may be construed as fraud 154885

Client Name Project Identification I" •Smlr•tntr/•tto fAtetct)'eehn

Repot ireis 1 Contacta Name !

• ,% J ~ 3 Email
Invoice Address Phone" "

S (Lab Use Only) SAMPLED IDENTIFICATION Ma,,,x iContaine, re•'J

- 4 i~

\ N _ _ _ _ _ _ _ _ _ _ _ _ _ _

JUPS Wa Chee desired service ComplianceMnton

J Fed Express ,od S J Standard turnaround I-roqra nSDWA. NPDES.,
J US MaiI So~d SD J RUSH -S5W orking Days PWStD Permit •-- i ' ..... .. .......... .............................
• , Hand Carried F-ilter FT J - " :*' ..... Chlorinated? y / ............... ... . .. ... .......
.. Other Other OT Rush & Urgent Surcharges will be applied Sample Disposal: Lab Client..... ................... ...........

Ine-onanLbIc wwnemutilbomRv
Inter-Mountain Labs, Inc. www.inter mountainlabs.com Re v 4.6



N~ RMONNASInter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Date: 7/14/2014

CLIENT:
Project:

Lab Order:

Power Resources (Cameco)
MVB GL8
Si1406093

CASE NARRATIVE
Report ID: S1406093001

Samples BMP-011, BMP-012, BMP-013, BMP-014, BMP-015, BMP-016, BMP-018, BMP-019, BMP-020, BMP-021, BMP-
022, BMP-023, BMP-024, BMP-025, BMP-026, BMP-027, BMP-028, BMP-029, BMP-030, and BMP-031 were received on
June 4, 2014.

All samples were received and analyzed within the EPA recommended holding times, except those noted below in this case
narrative. Samples were analyzed using the methods outlined in the following references:

"Standard Methods For The Examination of Water and Wastewater", approved method versions
Test Methods for Evaluating Solid Waste, Physical/Chemical Methods, SW-846, 3rd Edition
40 CFR Parts 136 and 141
40 CFR Part 50, Appendices B, J, L, and 0
Methods indicated in the Methods Update Rule published in the Federal Register Friday, May 18, 2012
ASTM approved and recognized standards

All Quality Control parameters met the acceptance criteria defined by EPA and Inter-Mountain Laboratories except as
indicated in this case narrative.

Reviewed by: ¢• "

Wade Nieuwsma, Assistant Laboratory Manager Page 1 of 1



JJXIL Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glen Rock, WY 82637

Date Reported 7/14/2014
Report ID $1406093001

ProjectName:
Lab ID:
ClientSample ID:

COC:

MVB GL8
$1406093-001
BMP-01 1
154887

WorkOrder:
CollectionDate:
DateReceived:

SI1406093
6/2/20 14 7:28:00 AM
6/4/2014 11:06:00 AM

FieldSampler: AS
Matrix: Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Anions/Cations
Alkalinity, Total (As CaCO3) 227 mg/L 5 SM 23208 06/05/2014 1916 BT
Alkalinity, Bicarbonate as HCO3 277 mg/L 5 SM 23208 06/05/2014 1916 BT

Alkalinity, Carbonate as CO3 ND mg/L 5 SM 2320B 06/05/2014 1916 BT

Chloride 7 mg/L 1 EPA 300.0 06/12/2014 2326 AMB

Fluoride 0.1 mg/L 0.1 SM 4500FC 06105/2014 1916 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 06/06/2014 1417 CAW

Sulfate 81 mg/L 1 EPA 300.0 06/1 2/2014 2326 AMB

Calcium 60 mg/L 1 EPA 200.7 06/05/2014 1344 CS

Magnesium 12 mg/L 1 EPA 200.7 06/05/2014 1344 CS

Potassium 7 mg/L 1 EPA 200.7 06/05/2014 1344 CS

Sodium 50 mg/L 1 EPA 200.7 06/05/2014 1344 CS

Nitrogen, Ammonia (As N) 0.1 mg/L 0.1 EPA 350.1 06/05/2014 1545 CAW

Silica as SiO2 14 mg/L 1 EPA 200.7 06/05/2014 1344 CS

General Parameters
pH 8.2 s.u. 0.1 SM 4500 H B 06/05/2014 1916 BT

Electrical Conductivity 585 tpmhos/cm 5 SM 2510B 06/05/2014 1916 BT
Total Dissolved Solids (180) 390 mg/L 10 SM 2540 06/05/2014 1331 BM

Data Quality
Cation Sum 6.35 meq/L 0.01 SM 1030E 06/16/2014 1107 JJ

Anion Sum 6.40 meq/L 0.01 SM 1030E 06/16/2014 1107 JJ

Cation-Anion Balance (+ 5%) 0.46 %0.01 SM 1030E 06/16/2014 1107 JJ

Solids, Total Dissolved (Calc) 370 mg/L 10 SM 1030E 06/16/2014 1107 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.05 dec. % 0.01 Calculation 07/03/2014 1300 WN

These results apply only to the samples tested. RL - Reporting Limit
Qualifiers: B

E
J
M
0
X

Analyte detected in the associated Method Btank
Value above quantitation range
Analyte detected below quantitation limits
Value exceeds Monthly Ave or MCL or is less than LCL
Outside the Range of Dilutions
Matrix Effect

C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42.j,•
Wade Nieuwsma, Assistant Laboratory Manager Page 1 of 40



I TEL Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glen Rock, WY 82637

ProjectName: MVB GL8
Lab ID: $1406093-001
ClientSample ID: BMP-01 1
COC: 154887

Date Reported 7/14/2014
Report ID $1406093001

WorkOrder: $1406093
CollectionDate: 6/2/2014 7:28:00 AM
DateReceived: 6/4/2014 11:06:00 AM
FieldSampler: AS
Matrix: Water

Comments
mIAnalyses Result Units Qual RL Method Date Analyzed/Init /

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 06/05/2014 1344 CS

Arsenic 0.002 mg/L 0.001 EPA 200.8 06/05/2014 1147 MS
Barium ND mg/L 0.1 EPA 200.8 06/05/2014 1147 MS

Beryllium ND mg/L 0.001 EPA 200.7 06/05/2014 1344 CS

Boron ND mg/L 0.1 EPA 200.7 06/05/2014 1344 CS

Cadmium ND mg/L 0.001 EPA 200.8 06/05/2014 1147 MS
Chromium ND mg/L 0.01 EPA 200.7 06/05/2014 1344 CS

Copper ND mg/L 0.01 EPA 200.8 06/05/2014 1147 MS
Iron 0.65 mg/L 0.05 EPA 200.7 06/05/2014 1344 CS
Lead ND mg/L 0.01 EPA 200.8 06/05/2014 1147 MS

Manganese 0.14 mg/L 0.01 EPA 200.7 06/05/2014 1344 CS

Mercury ND mg/L 0.001 EPA 245.1 06/10/2014 1125 CJB
Molybdenum ND mg/L 0.01 EPA 200.8 06/05/2014 1147 MS
Nickel ND mg/L 0.05 EPA 200.7 06/05/2014 1344 CS

Selenium 0.026 mg/L 0.001 EPA 200.8 06/05/2014 1147 MS
Uranium 1.19 mg/L 0.0003 EPA 200.8 06/05/2014 11i47 MS

Vanadium ND mg/L 0.1 EPA 200.8 06/05/2014 1147 MS

Zinc ND mg/L 0.01 EPA 200.7 06/05/2014 1344 CS

Metals - Total
Iron 0.73 mg/L 0.05 EPA 200.7 06/10/2014 1744 DG

Manganese 0.13 mg/L 0.01 EPA 200.7 06/10/2014 1744 DG

Radionucl ides - Dissolved
Gross Alpha 820 pCi/L 2 SM 71108 07/02/2014 836 MB
Gross Alpha Precision (+) 13.7 pCi/L SM 7110OB 07/02/2014 836 MB

Gross Beta 200 pCi/L 3 SM 7110B 07/02/2014 836 MB
Gross Beta Precision (+) 4.1 pCi/L SM 71102 07/02/2014 836 MB
Radium 226 198 pCi/L 0.2 SM 7500 Ra-B 06/16/2014 932 MB
Radium 226 Precision (+) 1.7 pCi/L SM 7500 Ra-B 06/16/2014 932 MB
Radium 228 ND pCi/L 1Ga-Tech 06/26/2014 1504 MB
Radium 228 Precision (+) NA pCi/L Ga-Tech 06/26/2014 1504 MB

These results apply only to the samples tested.

Qualifiers: B Analyte detected in the associated Method Blank
E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: •..•
Wade Nieuwsma, Assistant Laboratory Manager Page 2 of 40



INTEMONANAS Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glen Rock, WY 82637

Date Reported 7/14/2014
Report ID $1406093001

ProjectName:
Lab ID:
ClientSample ID:
COC:

MVB GL8
S$1406093-002
BMP-01 2
154887

WorkOrder:
CollectionDate:
DateReceived:

Si1406093
6/2/20 14 8:03:00 AM
6/4/20 14 11:06:00 AM

FieldSampler: AS
Matrix: Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Anions/Cations
Alkalinity, Total (As CaCO3) 238 mg/L 5 SM 2320B 06/05/2014 1928 BT

Alkalinity, Bicarbonate as HCO3 291 mg/L 5 SM 2320B 06/05/2014 1928 BT

Alkalinity, Carbonate as C03 ND mg/L 5 SM 2320B 06/05/2014 1928 BT

Chloride 8 mg/L 1 EPA 300.0 06/12/2014 2341 AMB

Fluoride 0.2 mg/L 0.1 SM 4500FC 06/05/2014 1928 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 06/06/2014 1418 CAW

Sulfate 70 mg/L 1 EPA 300.0 06/12/2014 2341 AMB

Calcium 69 mg/L 1 EPA 200.7 06/05/2014 1404 CS

Magnesium 14 mg/L 1 EPA 200.7 06/05/2014 1404 CS

Potassium 6 mg/L 1 EPA 200.7 06/05/2014 1404 CS

Sodium 36 mg/L 1 EPA 200.7 06/05/2014 1404 CS

Nitrogen, Ammonia (As N) 1.2 mg/L 0.1 EPA 350.1 06/05/2014 1546 CAW
Silica as SiO2 12 mg/L 1 EPA 200.7 06/05/2014 1404 CS

General Parameters
pH 8.0 s.u. 0.1 SM 4500 H B 06/05/2014 1928 BT

Electrical Conductivity 591 pmhos/cm 5 SM 2510B 06/05/2014 1928 BT

Total Dissolved Solids (180) 380 mg/L 10 SM 2540 '06/05/2014 1332 BM

Data Quality
Cation Sum 6.43 meq/L 0.01 SM 1030E 06/16/2014 1107 JJ

Anion Sum 6.46 meq/L 0.01 SM 1030E 06/16/2014 1107 JJ

Cation-Anion Balance (_+ 5%) 0.25 % 0.01 SM 1030E 06/16/2014 1107 JJ

Solids, Total Dissolved (Calc) 360 rag/L 10 SM 1030E 06/16/2014 1107 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.06 dec. % 0.01 Calculation 07/03/2014 1300 WN

These results apply only to the samples tested.

Qualifiers: B
E
J1
M
O
X

Analyte detected in the associated Method Blank
Value above quantitation range
Analyte detected below quantitation limits
Value exceeds Monthly Ave or MCL or is less than LCL
Outside the Range of Dilutions
Matrix Effect

RL Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 4,/•2"
Wade Nieuwsma, Assistant Laboratory Manager Page 3 of 40



•'•'1•.Inter-Mountain Labs

INTER-MOUNTAIN LABS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glen Rock, WY 82637

ProjectName: MVB GL8
Lab ID: $1406093-002
ClientSample ID: BMP-012
COG: 154887

Date Reported 7/14/2014
Report ID $1406093001

WorkOrder: $1406093
CollectionDate: 6/2/2014 8:03:00 AM
DateReceived: 6/4/2014 11:06:00 AM
FieldSampler: AS
Matrix: Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 06/05/2014 1404 CS

Arsenic 0.050 mg/L 0.001 EPA 200.8 06/05/2014 1208 MS

Barium ND mg/L 0.1 EPA 200.8 06/05/2014 1208 MS

Beryllium ND mg/L 0.001 EPA 200.7 06/05/2014 1404 CS

Boron ND mg/L .0.1 EPA 200.7 06/05/2014 14,04 CS

Cadmium ND mg/L 0.001 EPA 200.8 06/05/2014 1208 MS
Chromium ND mg/L 0.01 EPA 200.7 06/05/2014 1 404 CS

Copper ND mg/L 0.01 EPA 200.8 06/05/2014 1208 MS

Iron 3.42 mg/L 0.05 EPA 200.7 06/05/2014 1404 CS

Lead ND mg/L 0.01 EPA 200.8 06/05/2014 1208 MS

Manganese "0.37 mg/L 0.01 EPA 200.7 06/05/2014 1404 CS

Mercury ND mg/L 0.001 EPA 245.1 06/10/2014 1127 CJB

Molybdenum ND mg/L 0.01 EPA 200.8 06/05/2014 1208 MS

Nickel ND mg/L 0.05 EPA 200.7 06/05/2014 1404 CS

Selenium 0.047 mg/L 0.001 EPA 200.8 06/05/2014 1208 MS

Uranium 3.76 mg/L 0.0003 EPA 200.8 06/05/2014 1208 MS

Vanadium ND mg/L 0.1 EPA 200.8 06/05/2014 1208 MS

Zinc ND mg/L 0.01 EPA 200.7 06/05/2014 1404 CS

Metals - Total
Iron 3.52 mg/L 0.05 EPA 200.7 06/10/2014 1748 DG

Manganese 0.35 mg/L .0.01 EPA 200.7 06/10/2014 1748 DG

Radionuclides - Dissolved
•Gross Alpha 1341 pCi/L 2 SM 71108 07/02/2014 836 MB

Gross Alpha Precision (+) 17.7 pCi/L SM 71108 07/02/2014 836 MB

Gross Beta 669 pCi/L 3 SM 7110B 07/02/2014 836 MB
Gross Beta Precision (+) 7.4 pCi/L SM 71108 07/02/2014 836 MB

Radium 226 522 pCi/L 0.2 SM 7500 Ra-B 06/16/2014 932 MB

Radium 226 Precision (+) 2.8 pCi/L SM 7500 Ra-B 06/16/2014 932 MB

Radium 228 4.3 pCi/L 1 Ga-Tech 06/26/2014 1805 MB

Radium 228 Precision (+) 2.0 pCi/L Ga-Tech 06/26/2014 1805 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 4_-•'2
Wade Nieuwsma, Assistant Laboratory Manager Page 4 of 40



in*• Inter-Mountain Labs- Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glen Rock, WY 82637

ProjectName: MVB GL8
Lab ID: $1406093-003
ClientSample ID: BMP-013

Date Reported 7/14/2014
Report ID $1406093001

WorkOrder:
CollectionDate:
DateReceived:

Si1406093
6/2/20 14 8:28:00 AM

6/4/2014 11:06:00 AM

COC: 154887 FieldSampler: AS
Matrix: Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init I

AnionslCations
Alkalinity, Total (As CaCO3) 240 mg/L 5 SM 23208 06/05/2014 1939 BT

Alkalinity, Bicarbonate as HCO3 293 mg/L 5 SM 2320B 06/05/2014 1939 BT

Alkalinity, Carbonate as CO3 ND mg/L 5 SM 2320B 06/05/2014 1939 BT

Chloride 15 mg/L 1 EPA 300.0 06/12/2014 2355 AMB

Fluoride 0.1 mg/L 0.1 SM 4500FC 06/05/2014 1939 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 06/06/2014 1426 CAW

Sulfate 66 mg/L 1 EPA 300.0 06/12/2014 2355 AMB

Calcium 66 mg/L 1 EPA 200.7 06/05/2014 1406 CS

Magnesium 14 mg/L 1 EPA 200.7 06/05/2014 1406 CS

Potassium 6 mg/L 1 EPA 200.7 06/05/2014 1406 CS

Sodium 48 mg/L 1 EPA 200.7 06/05/2014 1406 CS

Nitrogen, Ammonia (As N) 0.4 rag// 0.1 EPA 350.1 06/05/2014 1547 CAW

Silica as Si02 12 mg/L 1 EPA 200.7 06/05/2014 1406 CS

General Parameters
pH 7.9 s.u. 0.1 SM 4500 H B 06/05/2014 1939 BT

Electrical Conductivity 624 pmhos/cm 5 SM 2510B 06/05/2014 1939 BT

Total Dissolved Solids (180) 400 mg/L 10 SM 2540 06/05/2014 1333 BM

Data Quality
Cation Sum 6.70 meq/L 0.01 SM 1030E 06/16/2014 1107 JJ

Anion Sum 6.63 meq// 0.01 SM 1030E 06/16/2014 1107 JJ

Cation-Anion Balance (+ 5%) 0.55 %0.01 SM 1030E 06/16/2014 1107 JJ

Solids, Total Dissolved (Calc) 370 mg/L 10 SM 1030E 06/16/2014 1107 JJ

Calculated TDS/TDS Ratio (0.60-1.20) 1.08 dec. % 0.01 Calculation 07/03/2014 1300 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: .-- ,•-

Wade Nieuwsma, Assistant Laboratory Manager Page 5 of 40



*'• Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210

Glen Rock, WY 82637

Date Reported 7/14/2014
Report ID $1406093001

ProjectName:
Lab ID:
ClientSample ID:
COC:

MVB GL8
S$1406093-003

BMP-013

154887

WorkOrder:
CollectionDate:
DateReceived:

SI1406093
6/2/2014 8:28:00 AM

6/4/2014 11:06:00 AM

FieldSampler: AS
Matrix: Water

Comments
Analyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 06/05/2014 1406 CS

Arsenic 0.013 mg/L 0.001 " EPA 200.8 06/05/2014 1224 MS

Barium ND mg/L 0.1 EPA 200.8 06/05/2014 1224 MS

Beryllium ND mg/L 0.001 EPA 200.7 06/05/2014 1406 CS
Boron ND mg/L 0.1 EPA 200.7 06/05/2014 1406 CS

Cadmium ND mg/L -0.001 EPA 200.8 06/05/2014 1224 MS

Chromium ND mg/L 0.01 EPA 200.7 06/05/2014 1406 CS

Copper ND mg/L 0.01 EPA 200.8 06/05/2014 1224 MS

Iron 1.08 mg/L 0.05 EPA 200.7 06/05/2014 1406 CS

Lead ND mg/L 0.01 EPA 200.8 06/05/2014 1224 MS
Manganese 0.31 mg/L 0.01 EPA 200.7 06/05/2014 "1406 CS

Mercury ND mg/L 0.001 EPA 245.1 06/10/2014 1129 CJB

Molybdenum ND mg/L 0.01 EPA 200.8 06/05/2014 1224 MS

Nickel ND mg/L 0.05. EPA 200.7 06/05/2014 1406 CS
Selenium 0.011 mg/L 0.001 EPA 200.8 06/05/2014 1224 MS

Uranium 2.10 mg/L 0.0003 EPA 200.8 06/05/2014 1224 MS

Vanadium ND mg/L 0.1 EPA 200.8 06/05/2014 1224 MS

Zinc ND mg/L 0.01 EPA 200.7 06/05/2014 1406 CS

Metals - Total
Iron 2.25 mg/L 0.05 EPA 200.7 06/10/2014 1755 DG

Manganese 0.30 mg/L 0.01 EPA 200.7 06/10/2014 1755 DG

Radionuclides - Dissolved
Gross Alpha 1669 pCi/L 2 SM 7110B 07/02/2014 836 MB

Gross Alpha Precision (±) 18.8 pCi/L SM 7110B 07/02/2014 836 MB

Gross Beta 635 pCi/L 3 SM 7110B 07/02/2014 836 MB

Gross Beta Precision (±) 7.2 pCi/L SM 7110B 07/02/2014 836 MB

Radium 226 350 pCi/L 0.2 SM 7500 Ra-B 06/16/2014 932 MB

Radium 226 Precision (±) . 2.3 pCi/L SM 7500 Ra-B 06/16/2014 932 MB

Radium 228 ND pCi/L 1 Ga-Tech 06/26/2014 2106 MB

Radium 228 Precision (+) NA pCi/L Ga-Tech 06/26/2014 2106 MB

These results apply only to the samples tested. RL - Reporting Limit

Qualifiers: B
E
J
M
O
X

Analyte detected in the associated Method Blank
Value above quantitation range
Analyte detected below quantitation limits
Value exceeds Monthly Ave or MCL or is less than LCL
Outside the Range of Dilutions
Matrix Effect

C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: ., " "
Wade Nieuwsma. Assistant Laboratory Manager Page 6 of 40



INERMO ,AI L. Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glen Rock, WY 82637

ProjectName: MVB GL8
Lab ID: $1406093-004
ClientSample ID: BMP-014

Date Reported 7/14/2014
Report ID S1406093001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$ 1406093
6/2/20 14 8:57:00 AM
6/4/20 14 11:06:00 AM
AS
Water

COC: 154887

Comments
Analyses Result Units Qual RL Method Date Analyzed/Init

AnionslCations
Alkalinity, Total (As CaCO3) 328 mg/L 5 SM 2320B 06/05/2014 2003 BT

Alkalinity, Bicarbonate as HCO3 400 mg/L 5 SM 2320B 06/05/2014 2003 BT

Alkalinity, Carbonate as CO3 ND mg/L . SM 2320B 06/05/2014 2003 BT
Chloride 19 mg/L 1 EPA 300.0 06/13/2014 009 AMB

Fluoride 0.1 mg/L 0.1 SM 4500FC 06/05/2014 2003 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 06/06/2014 1427 CAW

Sulfate 83 mg/L 1 EPA 300.0 06/13/2014 009 AMB

Calcium 88 mg/L 1 EPA 200.7 06/05/2014 1408 CS

Magnesium 19 mg/L 1 EPA 200.7 06/05/2014 1408 CS

Potassium 8 mg/L 1 EPA 200.7 06/05/2014 1408 CS

Sodium .56 mg/L 1 EPA 200.7 06/05/2014 1408 CS

Nitrogen, Ammonia (As N) 0.2 mg/L 0.1 EPA 350.1 06/05/2014 1548 CAW

Silica as SiO2 14 mg/L 1 EPA 200.7 06/05/2014 1408 CS

General Parameters
pH 7.9 s.u. 0.1 SM 4500 H B 06/05/2014 2003 BT

Electrical Conductivity 780 pmhos/cm 5 SM 2510B 06/05/2014 2003 BT

Total Dissolved Solids (180) 510 mg/L 10 SM 2540 06/05/2014 1334 BM

Data Quality
Cation Sum 8.54 meq/L 0.01 SM 1030E 06/16/2014 1107 JJ

Anion Sum 8.82 meq/L 0.01 SM 1030E 06/16/2014 1107 JJ

Cation-Anion Balance (+ 5%) 1.64 %0.01 SM 1030E 06/16/2014 1107 JJ

Solids, Total Dissolved (Calc) 480 mg/L 10 SM 1030E 06/16/2014 1107 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.06 dec. % 0.01 Calculation 07/03/2014 1300 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCIL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 6(L2¢f
Wade Nieuwsma, Assistant Laboratory Manager Page 7 of 40



INTE-ONINLB Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glen Rock, WY 82637

ProjectName: MVB GL8

Lab ID: $1406093-004
ClientSample ID: BMP-014

Date Reported 7/14/2014
Report ID $1406093001

WorkOrder:
C ollect ion Date:
DateReceived:
FieldSampler:
Matrix:

Si1406093
6/2/2014 8:57:00 AM

6/4/20 14 11:06:00 AM

AS

Water
CCO: 154887

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/mnit

Metals - Dissolved
Aluminum *ND mg/L 0.1 EPA 200.7 06/05/2014 1408 CS
Arsenic 0.057 mg/L 0.001 EPA 200.8 06/05/2014 1230 MS
Barium ND mg/L 0.1 EPA 200.8 06/05/2014 1230 MS
Beryllium ND mg/L 0.001 EPA 200.7 06/05/2014 1408 CS
Boron ND mg/L 0.1 EPA 200.7 06/05/2014 1408 CS
Cadmium ND mg/L 0.001 EPA 200.8 06/05/2014 1230 MS
Chromium NO mg/L 0.01 EPA 200.7 06/05/2014 1408 CS
Copper ND mg/L 0.01 EPA 200.8 06/05/2014 1230 MS
Iron 2.23 mg/L 0.05 EPA 200.7 06/05/2014 1408 CS
Lead ND mg/L 0.01 EPA 200.8 06/05/2014 1230 MS
Manganese 0.30 mg/L 0.01 EPA 200.7 06/05/2014 1408 CS
Mercury ND mg/L 0.001 EPA 245.1 06/10/2014 1131 CJB
Molybdenum ND mg/L 0.01 EPA 200.8 06/05/2014 1230 MS
Nickel ND mg/L 0.05 EPA 200.7 06/05/2014 1408 CS
Selenium 0.017 mg/L 0.001 EPA 200.8 06/05/2014 1230 MS
Uranium 6.42 mg/L 0.0003 EPA 200.8 06/05/2014 1230 MS
Vanadium ND mg/L 0.1 EPA 200.8 06/05/2014 1230 MS
Zinc ND mg/L 0.01 EPA 200.7 06/05/2014 1408 CS

Metals - Total
Iron 2.98 mg/L 0.05 EPA 200.7 06/10/2014 1805 DG

Manganese 0.29 mg/L 0.01 EPA 200.7 06/10/2014 1805. DG

Radionuclides - Dissolved
Gross Alpha 1360 pCi/L 2 SM 7110B 07/02/2014 836 MB
Gross Alpha Precision (+) 14.6 pCi/L SM 7110B 07/02/2014 836 MB
Gross Beta 1109 pCi/L 3 SM 7110B 07/02/2014 836 MB
Gross Beta Precision (+) 9.3 pCi/L SM 7110B 07/02/2014 836 MB
Radium 226 481 pCi/L 0.2 SM 7500 Ra-B 06/16/2014 932 MB
Radium 226 Precision (+) 2.7 pCi/L SM 7500 Ra-B 06/16/2014 932 MB
Radium 228 ND pCi/L 1 Ga-Tech 06/27/2014 007 MB
Radium 228 Precision (+) NA pCi/L Ga-Tech 06/27/2014 007 MB

These results annlv nnly tn tha_ _•mnrnnl t~f•=fr4 RI . Ro=nn.4inn I imif

Qualifiers: B Analyte detected in the associated Method Blank
E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42••-
Wade Nieuwsma, Assistant Laboratory Manager Page 8 of 40



in*' Inter-Mountain Lb Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glen Rock, WY 82637

ProjectName: MVB GL8
Lab ID: $1406093-005
ClientSample ID: BMP-015

Date Reported 7/14/2014
Report ID $1406093001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

Si1406093
6/2/2014 9:32:00 AM

6/4/2014 11:06:00 AM

AS
Water

COC: 154887

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

AnionslCations
Alkalinity, Total (As CaCO3) 302 mg/L 5 SM 2320B 06/05/2014 2014 BT

Alkalinity, Bicarbonate as HCO3 368 mg/L 5 SM 2320B 06/05/2014 2014 BT

Alkalinity, Carbonate as CO3 ND mg/L 5 SM 2320B 06/05/2014 2014 BT

Chloride 14 mg/L 1 EPA 300.0 06/13/2014 107 AMB
Fluoride 0.1 mg/L 0.1 SM 4500FC 06/05/2014 2014 BT
Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 06/06/2014 1429 CAW
Sulfate 74 mg/L 1 EPA 300.0 06/13/2014 107 AMB

Calcium 88 mg/L 1 EPA 200.7 06/05/2014 1415 CS
Magnesium 17 mg/L 1 EPA 200.7 06/05/2014 1415 CS

Potassium 6 mg/L 1 EPA 200.7 06/05/2014 1415 CS
Sodium 48 mg/L 1 EPA 200.7 06/05/2014 1415 CS

Nitrogen, Ammonia (As N) 1.2 mg/L 0.1 EPA 350.1 06/05/2014 1549 CAW
Silica as 8iC2 16 mg/L 1 EPA 200.7 06/05/2014 1415 CS

General Parameters
pH 8.0 s.u. 0.1 SM 4500 H B 06/05/2014 2014 BT
Electrical Conductivity 728 lamhos/cm 5 SM 2510B 06/05/2014 2014 BT

Total Dissolved Solids (180) 470 mg/L 10 SM 2540 06/05/2014 1335 BM

Data Quality
Cation Sum 8.09 meq/L 0.01 SM 1030E 06/16/2014 1107 JJ

Anion Sum 7.96 meq/L 0.01 SM 1030E 06/16/2014 1107 JJ

Cation-Anion Balance (+ 5%) 0.81 % 0.01 SM 1030E 06/16/2014 1107 JJ

Solids, Total Dissolved (Calc) 440 mg/L 10 SM 1030E 06/16/2014 1107 JJ
Calculated TDSiTDS Ratio (0.80-1.20) 1.07 dec. % 0.01 Calculation 07/03/2014 1300 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

_ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: J,-

Wade Nieuwsma, Assistant Laboratory Manager Page 9 of 40



I "Y1 Inter-Mountain Labs
IN T E R-MO UNTA•IN LABS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glen Rock, WY 82637

ProjectName: MVB GL8
Lab ID: $1406093-005
ClientSample ID: BMP-015
COC: 154887

Date Reported 7/14/2014
Report ID $1406093001

WorkOrder: Si1406093
CollectionDate: 6/2/2014 9:32:00 AM
DateReceived:- 6/4/2014 11:06:00 AM
FieldSampler: AS
Matrix: Water

Comments
mIAnalyses Result Units Qual RL Method Date Analyzed/Init I

Metals - Dissolved
Aluminum, ND mg/L 0,1 EPA 200.7 0610512014 1415 CS
Arsenic 0.031 mg/L 0.001 EPA 200.8 06/05/2014 1235 MS
Barium ND mg/L 0.1 EPA 200.8 , 06/05/2014 1235 MS

Beryllium ND mg/L 0.001 EPA 200.7 06/05/2014 1415 CS

Boron ND mg/L 0.1 EPA 200.7 06/05/2014 1415 CS

Cadmium ND mg/L 0.001 EPA 200.8 06/05/2014 1235 MS

Chromium ND mg/L 0.01 EPA 200.7 06/05/2014 1415 CS

Copper ND mg/L 0.01 EPA 200.8 06/05/2014 1235 MS

Iron 3.60 mg/L 0.05 EPA 200.7 06/05/2014 1415 CS

Lead ND mg/L 0.01 EPA 200.8 06/05/2014 1235 MS

Manganese 0.38 mg/L 0.01 EPA 200.7 06/05/2014 1415 CS
Mercury ND mg/L 0.001 EPA 245.1 06/10/2014 1133 CJB

Molybdenum ND mg/L 0.01 EPA 200.8 06/05/2014 1235 MS

Nickel ND mg/L 0.05 EPA 200.7 06/05/2014 1415 CS

Selenium 0.075 mg/L 0.001 EPA 200.8 06/05/2014 1235 MS

U~ranium 2.58 mg/L 0.0003 EPA 200.8 06/05/2014 1235 MS

Vanadium ND mg/L 0.1 EPA 200.8 06/05/2014 1235 MS
Zinc ND mg/L 0.01 EPA 200.7 06/05/2014 1415 CS

Metals - Total
Iron 3.83 mg/L 0.05 EPA 200.7 06/10/2014 1807 DG

Manganese 0.37 mg/L 0.01 EPA 200.7 06/10/2014 1807 DG

Radionuclides - Dissolved
Gross Alpha 876 pCi/L 2 SM 7110OB 07/02/2014 836 MB
Gross Alpha Precision (+) 12.2 pCi/L SM 7110OB 07/02/2014 836 MB

Gross Beta 543 pCi/L 3 SM 7110B 07/02/2014 836 MB

Gross Beta Precision (+) 6.6 pCi/L SM 7110OB 07/02/2014 836 MB
Radium 226 629 pCi/L 0.2 SM 7500 Ra-B 06/16/2014 932 MB

Radium 226 Precision (_+) 3.1 pCi/L SM 7500 Ra-B 06/16/2014 932 MB

Radium 228 7.8 pCi/L I Ga-Tech 06/27/2014 308 MB

Radium 228 Precision (+) .2.0 pCi/L Ga-Tech 06/27/2014 308 MB

These results apply only to the samples tested.

Qualifiers: B Analyte detected in the associated Method Blank
E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less then LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: ••. Y "
Wade Nieuwsma, Assistant Laboratory Manager Page 10 of 40



tITR-O ,TI LB Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210

Glen Rock, WY 82637

Date Reported 7/14/2014
Report ID $1406093001

ProjectName:
Lab ID:
ClientSample ID:
COC:

MVB GL8
Si1406 093-006

BMP-016

154887

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1406093
6/2/2014 10:03:00 AM

6/4/2014 11:06:00 AM

AS

Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Anions/Cations
Alkalinity, Total (As CaCO3) 271 mg/L 5 SM 2320B 06/05/2014 2026 BT

Alkalinity, Bicarbonate as HCO3 .330 mg/L 5 SM 2320B 06/05/2014 2026 BT

Alkalinity, Carbonate as C03 ND mg/L 5 SM 23208 06/05/2014 2026 BT

Chloride 7 mg/L 1 EPA 300.0 06/13/2014 121 AMB

Fluoride ND mg/L 0.1 SM 4500FC 06/05/2014 2026 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 06/06/2014 1430 CAW

Sulfate 52 mg/L 1 EPA 300.0 06/13/2014 121 AMB

Calcium 60 mg/L 1 EPA 200.7 06/05/2014 1417 CS

Magnesium 13 mg/L 1 EPA 200.7 06/05/2014 1417 CS

Potassium 5 mg/L 1 EPA 200.7 06/05/2014 1417 CS

Sodium 55 mg/L 1 EPA 200.7 06/05/2014 1417 CS

Nitrogen, Ammonia (As N) 0.1 mg/L 0.1 EPA 350.1 06/05/2014 1550 CAW
Silica as Si02 14 mg/L 1 EPA 200.7 06/05/2014 1417 CS

General Parameters
pH 7.8 s.u. 0.1 SM 4500 H B 06/05/2014 2026 BT

Electrical Conductivity 610 pmhos/cm 5 SM 2510B 06/05/2014 2026 BT

Total Dissolved Solids (180) 390 mg/L 10 SM 2540 06/05/2014 1336 BM

Data Quality
Cation Sum 6.63 meq/L 0.01 SM 1030E 06/16/2014 1107 JJ

Anion Sum 6.68 meq/L 0.01 SM 1030E 06/16/2014 1107 JJ

Cation-Anion Balance (+ 5%) 0.38 % 0.01 SM 1030E 06/16/2014 1107 JJ

Solids, Total Dissolved (Calc) 370 mg/L 10 SM 1030E 06/16/2014 1107 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.05 dec. % 0.01 Calculation 07/03/2014 1300 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E value above quantitation range
J Analyteidetected below quantitation limits
M value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
c calculated value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42/,,•-
Wade Nieuwsma, Assistant Laboratory Manager Page 11 of 40



N R ON LB Inter-Mountain Labs'
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210

Glen Rock, WY 82637

ProjectName: MVB GL8
Lab ID: $1406093-006

ClientSample ID: BMP-016

COC: 154887.

Date Reported 7/14/2014
Report ID $1406093001

WorkOrder: $1406093
CollectionDate: 6/2/2014 10:03:00 AM

DateReceived: 6/4/20 14 11:06:00 AM

FieldSampler: AS

Matrix: Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 06/05/2014 1417 CS

Arsenic 0.033 mg/L 0.001 EPA 200.8 06/05/2014 1240 MS

Barium ND mg/L 0.1 EPA 200.8 06/05/2014 1240 MS

Beryllium ND mg/L 0.001 EPA 200.7 06/05/2014 1417 ,,CS

Boron ND mg/L 0.1 EPA 200.7 06/05/2014 1417 CS

Cadmium ND mg/L 0.001 EPA 200.8 06/05/2014 1240 MS
Chromium ND mg/L 0.01 EPA 200.7 06/05/2014 1417 CS

Copper ND mg/L 0.01 EPA 200.8 06/05/2014 1240 MS

Iron 2.35 mg/L 0.05 EPA 200.7 06/05/2014 1417 CS
Lead ND mg/L 0.01 EPA 200.8 06/05/2014 1240 MS

Manganese 0.41 mg/L 0.01 EPA 200.7 06/05/2014 1417 CS

Mercury ND mg/L 0.001 EPA 245.1 06/10/2014 1135 CJB
Molybdenum ND mg/L 0.01 EPA 200.8 06/05/2014 1240 MS

Nickel .ND mg/L 0.05 EPA 200.7 06/05/2014 1417 CS

Selenium 0.007 mg/L 0.001 EPA 200.8 06/05/2014 1240 MS

Uranium 2.71 mg/L 0.0003 EPA 200.8 06/05/2014 1240 MS

Vanadium ND mg/L 0.1 EPA 200.8 06/05/2014 1240 MS
Zinc ND mg/L 0.01 EPA 200.7 06/05/2014 1417 CS

Metals - Total
Iron 2.58 mg/L 0.05 EPA 200.7 06/10/2014 1809 DG

Manganese 0.41 mg/L 0.01 EPA 200.7 06/10/2014 1809 DG

Radionuclides - Dissolved
Gross Alpha .1702 pCi/L 2 SM 7110OB 07/02/2014 836 MB

Gross Alpha Precision (+) 19.0 pCi/L SM 7110OB 07/02/2014 836 MB

Gross Beta 654 pCi/L 3 SM 7110B " 07/02/2014 836 MB
Gross Beta Precision (+) 7.6 pCi/L SM 7110B 07/02/2014 836 MB

Radium 226 392 pCi/L 0.2 SM 7500 Ra-B 06/16/2014 932 MB
Radium 226 Precision (+) 2.5 pCi/L SM 7500 Ra-B 06/16/2014 932 MB

Radium 228 ND pCi/L 1Ga-Tech 06/27/2014 609 MB

Radium 228 Precision (+) NA pCi/L Ga-Tech 06/27/2014 609 MB

These results apply only to the samples tested.

Qualifiers: B Analyte detected in the associated Method Blank
E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matdix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42,,•,
Wade Nieuwsma, Assistant Laboratory Manager Page 12 of 40



I EVI Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8946

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210

Glen Rock, WY 82637

Date Reported 7/14/2014Report ID S$1406093001

ProjectName:
Lab ID:
ClientSample ID:
COC:

MVB GL8
Si14060 93-007

BMP-01 8

154887

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

S1406093
6/2/2014 10:33:00 AM
6/4/2014 11:06:00 AM

AS

Water

Comments
mIAnalyses Result Units Qual RL Method Date Analyzed/Init I

Anions/Cations
Alkalinity, Total (As CaCO3) 283 mg/L 5 SM 2320B 06/05/2014 2037 BT
Alkalinity, Bicarbonate as HCO3 345 mg/L 5 SM 2320B 06/05/2014 2037 BT
Alkalinity, Carbonate as CO3 ND mg/L 5 SM 2320B 06/05/2014 2037 BT

Chloride 19 mg/L 1 EPA 300.0 06/13/2014 136 AMB

Fluoride 0.1 mg/L 0.1 SM 4500FC 06/05/2014 2037 BT"
Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 06/06/2014 1431 CAW
Sulfate 186 mg/L 1 EPA 300.0 06/13/2014 136 AMB

Calcium 98 mg/L 1 EPA 200.7 06/05/2014 1419 CS

Magnesium 24 mg/L 1 EPA 200.7 06/05/2014 1419 CS
Potassium 9 mg/L 1 EPA 200.7 06/05/2014 1419 CS

Sodium 74 mg/L 1 EPA 200.7 06/05/2014 1419 CS

Nitrogen, Ammonia (As N) 0.3 mg/L 0.1 EPA 350.1 06/05/2014 1551 CAW
Silica as SiC2 14 mg/L 1 EPA 200.7 06/05/2014 1419 CS

General Parameters
pH 7.9 s.u. 0.1 SM 4500 H B 06/05/2014 2037 BT
Electrical Conductivity 944 pmhos/cm 5 SM 25108 06/05/2014 2037 BT

Total Dissolved Solids (180) 640 mg/L 10 SM 2540 06/05/2014 1337 BM

Data Quality
Cation Sum 10.33 meq/L 0.01 SM 1030E 06/16/2014 1107 JJ

Anion Sum 10.08 meq/L 0.01 SM 1030E 06/16/2014 1107 JJ

Cation-Anion Balance (+ 5%) 1.27 %0.01 SM 1030E 06/16/2014 1107 JJ

Solids, Total Dissolved (Calc) 590 mg/L 10 SM 1030E 06/16/2014 1107 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.08 dec. % 0.01 Calculation 07/03/2014 1300 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded

*L Analyzed by a contract laboratory
*ND Not Detected at the Reporting Limit

S Spike Recovery outside accepted recovery limits

Reviewed by: • •.
Wade Nieuwsma, Assistant Laboratory Manager Page 13 of 40



Inter-Mountain Labs-
INTER-MOUNTAIN LABS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power ResQurces (Cameco)
P0 Box 1210

Glen Rock, WY 82637

ProjectName: MVB GL8
Lab ID: $1406093-007
ClientSample ID: BMP-018

Date Reported 7/14/2014
Report ID $1406093001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

Si1406093
6/2/2014 10:33:00 AM
6/4/2014 11:06:00 AM

AS

Water
COC: 154887

Comments
IAnalyses Result Units Qual RL Method Date Analyzed/Init I

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 06/05/2014 1419 CS
Arsenic 0.005 mg/L 0.001 EPA 200.8 06/05/2014 1246 MS
Barium ND mg/L 0.1 EPA 200.8 06/05/2014 1246 MS
Beryllium ND mg/L •0.001 EPA 200.7 06/05/2014 1419 CS
Boron ND mg/L 0.1 EPA 200.7 06105/2014 1419 CS
Cadmium ND mg/L 0.001 EPA 200.8 06/05/2014 1246 MS
Chromium ND mg/L 0.01 EPA 200.7 06/05/2014 1419 CS
Copper ND mg/L 0.01 EPA 200.8 06/05/2014 1246 MS
Iron 1.57 mg/L 0.05 EPA 200.7 06/05/2014 1419 CS
Lead ND mg/L 0.01 EPA 200.8 06/05/2014 1246 MS
Manganese 0.21 mg/L 0.01 EPA 200.7 06/05/2014 1419 CS
Mercury ND mg/L 0.001 EPA 245.1 06/10/2014 1137 CJB
Molybdenum ND mg/L 0.01 EPA 200.8 06/05/2014 1246 MS
Nickel ND mg/L 0.05 EPA 200.7 06/05/2014 1419 CS
Selenium 0.002 mg/L 0.001 EPA 200.8 06/05/2014 1246 MS
Uranium 0.628 mg/L 0.0003 EPA 200.8 06/05/2014 1246 MS
Vanadium ND mg/L 0.1 EPA 200.8 06/05/2014 1246 MS
Zinc ND mg/L 0.01 EPA 200.7 06/05/2014 1419 CS

Metals - Total
Iron 2.04 mg/L 0.05 EPA 200.7 06/10/2014 1811 DG
Manganese 0.20 mg/L 0.01 EPA 200.7 06/10/2014 1811 DG

Radionuclides - Dissolved
Gross Alpha 299 pCi/L • 2 SM 7110B 07/02/2014 1440 MB
Gross Alpha Precision (+) 6.6 pCi/L SM 7110OB 07/02/2014 1440 MB
Gross Beta 133 pCi/L 3 SM 7110B 07/02/2014 1440 MB
Gross Beta Precision (+) 3.1 pCi/L SM 7110B 07/02/2014 1440 MB
Radium 226 355 pCi/L 0.2 SM 7500 Ra-B 06/16/2014 932 MB
Radium 226 Precision (+) 2.3 pCi/L SM 7500 Ra-B 06/16/2014 932 MB
Radium 228 2.4 pCi/L 1 Ga-Tech 06/27/2014 910 MB
Radium 228 Precision (+) 1.7 pCi/L Ga-Tech 06/27/2014 910 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: /(,-

Wade Nieuwsma, Assistant Laboratory Manager Page 14 of 40



JJ•iL. Inter-Mountain Labs
INTER-MOUNTAIN LABS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glen Rock, WY 82637

ProjectName: MVB GL8

Lab ID: $1406093-008
ClientSample ID: BMP-019

Date Reported 7/14/2014
Report ID S1406093001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

Si1406093
6/2/20 14 11:40:00 AM

6/4/20 14 11:06:00 AM

AS
Water

coc: 154887

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

AnionslCations
Alkalinity, Total (As CaCO3) 244 mg/L 5 SM 2320B 06/05/2014 2049 BT

Alkalinity, Bicarbonate as HCO3 298 mg/L 5 SM 2320B 06/05/2014 2049 BT

Alkalinity, Carbonate as C03 ND mg/L 5 SM 23208 06/05/2014 2049 BT

Chloride 21 mg/L 1 EPA 300.0 06/13/2014 150 AMB

Fluoride ND mg/L 0.1 SM 4500FC 06/05/2014 2049 BT
Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 06/06/2014 1432 CAW

Sulfate 65 mg/L 1 EPA 300.0 06/13/2014 150 AMB

Calcium 70 mg/L 1 EPA 200.7 06/05/2014 1424 CS

Magnesium 16 mg/L 1 EPA 200.7 06/05/2014 1424 CS

Potassium 7 mg/L 1 EPA 200.7 06/05/2014 1424 CS

Sodium 41 mg/L 1 EPA 200.7 06/05/2014 1424 CS

Nitrogen, Ammonia (As N) 0.1 mg/L 0.1 EPA 350.1 06/05/2014 1552 CAW

Silica as SiO2 18 mg/L 1 EPA 200.7 06/05/2014 1424 CS

General Parameters
pH 7.6 s.u. 0.1 SM 4500 H B 06/05/2014 2049 BT

Electrical Conductivity 639 pmhos/cm 5 SM 25108 06/05/2014 2049 BT

Total Dissolved Solids (180) 410 mg/L 10 SM 2540 06/05/2014 1338 BM

Data Quality
Cation Sum 6.76 meq/L 0.01 SM 1030E 06/16/2014 1107 JJ

Anion Sum 6.82 meq/L 0.01 SM 1030E 06/16/2014 1107 JJ

Cation-Anion Balance (+ 5%) 0.40 % 0.01 SM 1030E 06/16/2014 1107 JJ

Solids, Total Dissolved (Calc) 380 mg/L 10 SM 1030E 06/16/2014 1107 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.08 dec. % 0.01 Calculation 07/03/2014 1300 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below qluantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
O Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: •-••-
Wade Nieuwsma, Assistant Laboratory Manager Page 15 of 40



ITERMUHANtA Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210

Glen Rock, WY 82637

ProjectName: MVB GL8
Lab ID: $1406093-008
ClientSample ID: BMP-019

Date Reported 7/14/2014
Report ID $1406093001

WorkOrder: Si1406093
CollectionDate: 6/2/2014 11:40:00 AM
DateReceived: 6/4/20 14 11:06:00 AM
FieldSampler: AS
Matrix: Water

COC: 154887

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 06105/2014 1424 "CS
Arsenic 0.014 mg/L 0.001 EPA 200.8 06/05/2014 1251 MS
Barium ND mg/L 0.1 'EPA 200.8 06/05/2014 1251 MS

Beryllium ND mg/L 0.001 EPA 200.7 06/05/2014 1424 CS
Boron ND mg/L 0.1 EPA 200.7 06/05/2014 1424 CS.

Cadmium ND mg/L 0.001 EPA 200.8 06/05/2014 1251 MS
Chromium ND mg/L 0.01 EPA 200.7 06/05/2014 1424 CS

Copper ND mg/L 0.01 EPA 200.8 06/05/2014 1251 MS

Iron 7.46 mg/L 0.05 EPA 200.7 06/05/2014 1424 CS
Lead ND mg/L 0.01 EPA 200.8 06/05/2014 1251 MS
Manganese 0.30 mg/L 0.01 EPA 200.7 06/05/2014 1424 CS
Mercury ND mg/L 0.001 EPA 245.1 06/10/2014 1148 CJB

Molybdenum ND mg/L 0.01 EPA 200.8 06/05/2014 1251 MS
Nickel ND mg/L 0.05 EPA 200.7 06/05/2014 1424 CS

Selenium 0.004 mg/L .0.001 EPA 200.8 06/05/2014 1251 MS
Uranium 0.444 mg/L 0.0003 EPA 200.8 .06/05/2014 1251 MS

Vanadium ND mg/L 0.1 EPA 200.8 06/05/2014 1251 MS

Zinc ND mg/L 0.01 EPA 200.7 06/05/2014 1424 CS

Metals - Total
Iron 8.50 mg/L 0.05 EPA 200.7 06/10/2014 1814 DG

Manganese 0.30 mg/L 0.01 EPA 200.7 06/10/2014 1814 DG

Radionuclides - Dissolved
Gross Alpha 555 pCi/L 2 SM 7110OB 07/02/2014 1440 MB

Gross Alpha Precision (+) 10.4 pCi/L SM 7110B 07/02/2014 1440 MB

Gross Beta .179 pCi/L 3 SM 7110B 07/02/2014 1440 MB

Gross Beta Precision (±) 3.8 pCi/L SM 7110B 07/02/2014 1440 MB
Radium 226 •414 pCi/L 0.2 SM 7500 Ra-B 06/16/2014 932 MB
Radium 226 Precision (±) 2.5 pCi/L. SM 7500 Ra-B 06/16/2014 932 MB

Radium 228 1.9 pCi/L 1 Ga-Tech 06/27/2014 1211 MB

Radium 228 Precision (±) 1.7 pCi/L Ga-Tech 06/27/2014 1211 MB

These resul~ts apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MOL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by:

Wade Nieuwsma, Assistant Laboratory Manager Page 16 of 40



I IT, Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glen Rock, WY 82637

Date Reported 7/14/2014
Report ID $1406093001

ProjectName:
Lab ID:
ClientSample ID:
COC:

MVB GL8
S$1406093-009
BMP-020

154887

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1406093
6/2/20 14 11:06:00 AM

6/4/20 14 11:06:00 AM

AS

Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Anions/Cations
Alkalinity, Total (As CaCO3) 146 mg/L 5 SM 2320B 06/05/2014 2100 BT
Alkalinity, Bicarbonate as HCO3 178 mg/L 5 SM 23208 06/05/2014 2100 BT
Alkalinity, Carbonate as CO3 ND mg/L 5 SM 2320B 06/05/2014 2100 BT
Chloride 5 mg/L 1 EPA 300.0 06/13/2014 247 AMB
Fluoride 0.2 mg/L 0.1 SM 4500FC 06/05/2014 2100 BT
Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 06/06/2014 1433 CAW
Sulfate 141 mg/L 1 EPA 300.0 06/13/2014 247 AMB
Calcium 35 mg/L 1 EPA 200.7 06/05/2014 1438 CS
Magnesium 6 mg/L 1 EPA 200.7 06/05/2014 1438 CS
Potassium 4 mg/L 1 EPA 200.7 06/05/2014 1438 CS
Sodium 93 mg/L 1 EPA 200.7 06/05/2014 1438 CS
Nitrogen, Ammonia (As N) 0.2 mg/L 0.1 EPA 350.1 06/05/2014 1559 CAW
Silica as 5i02 12 mg/L 1 EPA 200.7 06/05/2014 1438 CS

General Parameters
pH 8.2 s.u. 0.1 SM 4500 H B 06/05/2014 2100 BT
Electrical Conductivity 613 pmhos/cm 5 SM 25108 06/05/2014 2100 BT
Total Dissolved Solids (180) 410 mg/L 10 SM 2540 06/05/2014 1339 BM

Data Quality
Cation Sum 6.39 meq/L 0.01 SM 1030E 06/16/2014 1107 JJ
Anion Sum 5.99 meq/L 0.01 SM 1030E 06/16/2014 1107 JJ
Cation-Anion Balance (+ 5%) 3.23 %0.01 - SM 1030E 06/16/2014 1107 JJ
Solids, Total Dissolved (Calc) 380 mg/L 10 SM 1030E 06/16/2014 1107 JJ
Calculated TDS/TDS Ratio (0.80-1.20) 1.08 dec. % 0.01 Calculation 07/03/2014 1300 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range -

J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect"

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

NO Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 4.2,•/
Wade Nieuwsma, Assistant Laboratory Manager Page 17 of 40



14, ERMUT BInter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82601 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Camec0)
P0 Box 1210
Glen Rock, WY 82637

ProjectName: MVB GL8

Lab ID: $1406093-009
ClientSample ID: BMP-020

Date Reported 7/14/2014
Report ID $1406093001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1406093
6/2/20 14 11:06:00 AM
6/4/2014 11:06:00 AM
AS
Water

COC: 154887

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 06/05/2014 1438 CS
Arsenic 0.008 mg/L 0.001 EPA 200.8 06/05/2014 1256 MS

Barium ND mg/L 0.1 EPA 200.8 06/05/2014 1256 MS
Beryllium ND mg/L 0.001 EPA 200.7 06/05/2014 1438 CS

Boron ND 'mg/L 0.1 EPA 200.7 06/05/2014 1438 CS

Cadmium ND mg/L 0.001 EPA 200.8 06/05/2014 1256 MS
Chromium ND mg/L 0.01 EPA 200.7 06/05/2014 1438 CS

Copper ND .mg/L 0.01 EPA 200.8 06/05/2014 1256 MS
Iron 0.31 mg/L 0.05 EPA 200.7 06/05/2014 1438 CS
Lead ND mg/L 0.01 EPA 200.8 06/05/2014 1256 MS
Manganese 0.47 mg/L 0.01 EPA 200.7 06/05/2014 1438 CS

Mercury ND mg/L 0.001 EPA 245.1 06/10/2014 1150 CJB
Molybdenum ND mg/L 0.01 EPA 200.8 06/05/2014 1256 MS
Nickel ND mg/L 0.05 EPA 200.7 06/05/2014 1438 CS
Selenium 0.002 mg/L 0.001 EPA 200.8 06/05/2014 1256 MS

Uranium 0.465 mg/L 0.0003 EPA 200.8 06/05/2014 1256 MS
Vanadium ND. mg/L 0.1 EPA 200.8 06/05/2014 1256 MS

Zinc ND mg/L 0.01 EPA 200.7 06/05/2014 1438 CS

Metals - Total
Iron 0.38 mg/L 0.05 EPA 200.7 06/10/2014 1816 DG

Manganese 0.45 mg/L 0.01 EPA 200.7 06/10/2014 1816 DG

Radionuclides - Dissolved
Gross Alpha 1017 pCi/L 2 SM 7110B 07/02/2014 1440 MB

Gross Alpha Precision (+) 15.6 pCi/L SM 7110OB 07/02/2014 1440 MB
Gross Beta 406 pCi/L 3 SM 7110B 07/02/2014 1440 MB

Gross Beta Precision (+) 5.9 pCi/L SM 7110OB 07/02/2014 1440 MB
Radium 226 234 pCi/L 0.2 SM 7500 Ra-B 06/16/2014 932 MB
Radium 226 Precision (+) 1.9 pCi/L SM 7500 Ra-B 06/16/2014 932 MB
Radium 228 ND pCi/L 1 Ga-Tech 06/27/2014 1512 MB

Radium 228 Precision (+) NA pCi/L Ga-Tech 06/27/2014 1512 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: •,/J-
Wade Nieuwsma, Assistant Laboratory Manager Page 18 of 40



1i• Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company,' Power Resources (Cameco)
PO Box 1210
Glen Rock, WY 82637

Date Reported 7/14/2014
Report ID $1406093001

ProjectName:
Lab ID:
ClientSample ID:
COC:

MVB GL8
$1406093-010

BMP-021

154887

WorkOrder:
CollectionDate:
Date Received:

S$1406093
6/2/20 14 12:09:00 PM

6/4/2014 11:06:00 AM

FieldSampler: AS
Matrix: Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Anions/Cations
Alkalinity, Total (As CaCO3) 315 mg/L 5 SM 2320B 06/05/2014 2112 BT

Alkalinity, Bicarbonate as HCO3 386 mg/L 5 SM 23208 06/05/2014 2112 BT

Alkalinity, Carbonate as CO3 ND mg/L 5 SM 23208 06/05/2014 2112 BT

Chloride 22 mg/L 1 EPA 300.0 06/13/2014 302 AMB

Fluoride 0.1 mg/L 0.1 SM 4500FC 06/05/2014 2112 BT
Nitrogen, Nitrate+Nitrite (as N) ND. mg/L 0.1 EPA 353.2 06/06/2014 1434 CAW
Sulfate 111 mg/L 1 EPA 300.0 06/13/2014 302 AMB
Calcium 81 mg/L 1 EPA 200.7 06/05/2014 1441 CS

Magnesium 14 mg/L 1 EPA 200.7 06/05/2014 1441 CS
Potassium 8 mg/L .1 EPA 200.7 06/05/2014 1441 CS

Sodium 93 mg/L 1 EPA 200.7 06/05/2014 1441 CS

Nitrogen, Ammonia (As N) 0.2 mg/L 0.1 EPA 350.1 06/05/2014 1600 CAW
Silica as SiO2 14 mg/L 1 EPA 200.7 06/05/2014 1441 CS

General Parameters

pH 8.0 s.u, 0.1 SM 4500 H B 06/05/2014 2112 BT
Electrical Conductivity 856 pmhos/cm 5 SM 25108 06/05/2014 2112 BT
Total Dissolved Solids (180) 550 mg/L 10 SM 2540 06/05/2014 1341 BM

Data Quality
Cation Sum 9.46 meq/L 0.01 SM 1030E 06/16/2014 1107 JJ

Anion Sum 9.23 meq/L 0.01 SM 1030E 06/16/2014 1107 JJ

Cation-Anion Balance (+ 5%) 1.25 %0.01 SM 1030E 06/16/2014 1107 JJ

Solids, Total Dissolved (Calc) 530 mg/L 10 SM 1030E 06/16/2014 1107 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.04 dec. % 0.01 Calculation 07/03/2014 1300 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery timits

Reviewed by: •,.i2••
Wade Nieuwsma, Assistant Laboratory Manager Page 19 of 40



H• Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glen Rock, WY 82637

P~rojectName: MVB GL8
Lab ID: $1406093-010
ClientSample ID: BMP-021

Date Reported 7/14/2014
Report ID $1406093001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

Si1406093
6/2/2014 12:09:00 PM

6/4/20 14 11:06:00 AM

AS

Water
COC: 154887

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 06/05/2014 1441 CS
Arsenic 0.139 mg/L 0.001 EPA 200.8 06/05/2014 1302 MS
Barium ND mg/L 0.1 EPA 200.8 06/05/2014 1302 MS
Beryllium ND mg/L 0.001 EPA 200.7 06/05/2014 1441 CS
Boron ND mg/L 0.1 EPA 200.7 06/05/2014 1441 CS
Cadmium ND mg/L 0.001 EPA 200.6 06/05/2014 1302 MS
Chromium ND mg/L 0.01 EPA 200.7 06/05/2014 1441 CS
Copper ND mg/L 0.01 EPA 200.8 06/05/2014 1302 MS
Iron 1.69 mg/L 0.05 EPA 200.7 06/05/2014 1441 CS
Lead ND mg/L 0.01 EPA 200.8 06/05/2014 1302 MS
Manganese 0.45 mg/L 0.01 EPA 200.7 06/05/2014 1441 CS
Mercury ND mg/L 0.001 EPA 245.1 06/10/2014 1152 CJB3

Molybdenum ND mg/L 0.01 EPA 200.8 06/05/2014 1302 MS
Nickel ND mg/L 0.05 EPA 200.7 06/05/2014 1441 CS
Selenium ND mg/L 0.001 EPA 200.8 06/05/2014 1302 MS
Uranium 2.04 mg/L 0.0003 EPA 200.8 06/05/2014 1302 MS
Vanadium ND mg/L 0.1 EPA 200.8 06/05/2014 1302 MS
Zinc ND mg/L 0.01 EPA 200.7 06/05/2014 1441 CS

Metals - Total
Iron 1.77 mg/L 0.05 EPA 200.7 06/10/2014 1818 DG
Manganese .0.44 mg/L 0.01 EPA 200.7 06/10/2014 1818 DG

Radionuclides - Dissolved
Gross Alpha 846 pCi/L 2 SM 7110B 07/02/2014 1440 MB3
Gross Alpha Precision (+) 11.0 pCi/L SM 7110OB 07/02/2014 1440 MB
Gross Beta 514 pCi/L 3 SM 7110B 07/02/2014 1440 MB
Gross Beta Precision (+) 6.1 pCi/L SM 7110B 07/02/2014 1440 MB
Radium 226 795 pCi/L 0.2 SM 7500 Ra-B3 06/16/2014 932 MB
Radium 226 Precision (+) 3.5 pCi/L SM 7500 Ra-B3 06/16/2014 932 MB
Radium 228 4.1 pCi/L 1 Ga-Tech 06/27/2014 1813 MB
Radium 228 Precision (+) 2.3 pCi/L Ga-Tech 06/27/2014 1813 MB

These results apply only to the samples tested.
Qualifiers: B Analyte 'detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42/,•-
Wade Nieuwsma, Assistant Laboratory Manager Page 20 of 40



m .L •Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82501 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glen Rock, WY 82637

ProjectName: MVB GL8'
Lab ID: S$1406093-011
ClientSample ID: BMP-022

Date Reported 7/14/2014
RePOrt ID $1406093001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

SI1406093
6/2/20 14 12:37:00 PM

6/4/2014 11:06:00 AM

AS

Water
COC: 154887

Comments
Analyses Result Units Qual RL Method DateAalednt

AnionslCatlons
Alkalinity, Total (As CaCO3) 386 mg/L 5 SM 2320B 06/05/2014 2147 BT
Alkalinity, Bicarbonate as HCO3 471 mg/L 5 SM 2320B 06/05/2014 2147 BT

Alkalinity, Carbonate as CO3 ND mg/L 5 SM 2320B 06/05/2014 2147 BT

Chloride 15 mg/L 1 EPA 300.0 06/13/2014 316 AMB

Fluoride ND mg/L 0.1 SM 4500FC 06/05/2014 2147 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 06/06/2014 1436 CAW
Sulfate 32 mg/L I EPA 300.0 06/13/2014 316 AMB

Calcium 102 mg/L 1 EPA 200.7 06/05/2014 1443 CS

Magnesium 23 mg/L 1 EPA 200.7- 06/05/2014 1443 CS

Potassium 8 mg/L 1 EPA 200.7 06/05/2014 1443 CS

Sodium 28 mg/L 1 EPA 200.7 06/05/2014 1443 CS
Nitrogen, Ammonia (As N) 0.4 mg/L 0.1 EPA 350.1 06/05/2014 1601 CAW

Silica as SiO2 20 mg/L I EPA 200.7 06/05/2014 1443 CS

General Parameters
pH- 7.5 s.u. 0.1 SM 4500 H B 06/05/2014 2147 BT

Electrical Conductivity 767 Ipmhos/cm 5 SM 2510B 06/05/2014 2147 BT

Total Dissolved Solids (180) 480 mg/L 10 SM 2540 06/05/2014 1342 BM

Data Quality
Cation Sum 8.40 meq/L 0.01 SM 1030E 06/16/2014 1107 JJ

Anion Sum 8.80 meq// 0.01 SM 1030E 06/16/2014 1107 JJ

Cation-Anion Balance (+ 5%) 2.34 %0.01 SM 1030E 06/16/2014 1107 JJ
Solids, Total Dissolved (Calc) 460 mg/L 10 SM 1030E 06/16/2014 1107 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.04 dec. % 0.01 Calculation 07/03/2014 1300 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: •j,'

Wade Nieuwsma, Assistant Laboratory Manager Page 21 of 40



INTER-MOUNTAIC LABSIne-o tanLb
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210

Glen Rock, WY 82637

ProjectName: MVB GL8
Lab ID: $1406093-011
ClientSample ID: BMP-022

Date Reported 7/14/2014
Report ID $1406093001

WorkOrder: S$1406093
CollectionDate: 6/2/2014 12:37:00 PM
DateReceived: 6/4/2014 11:06:00 AM
FieldSampler: AS
Matrix: Water

COC: 154887

Comments
SAnalyses Result Units Qual RL Method Date Aaye/i

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 0610512014 1443 CS
Arsenic 0.135 mg/L 0.001 EPA 200.8 06/05/2014 1307 MS
Barium 0.1 mg/L 0.1 EPA 200.8 06/05/2014 1307 MS
Beryllium ND mg/L 0.001 EPA 200.7 06/05/2014 1443 CS
Boron ND mg/L 0.1 EPA 200.7 06/05/2014 1443 CS
Cadmium ND mg/L 0.001 EPA 200.8 06/05/2014 1307 MS
,Chromium NO mg/L 0.01 EPA 200.7 06/05/2014 1443 CS
Copper ND mg/L 0.01 EPA 200.8 06/05/2014 1307 MS
Iron 11.8 mg/L 0.05 EPA 200.7 06/05/2014 1443 CS
Lead ND mg/L 0.01 EPA 200.8 06/05/2014 1307 MS
Manganese 0.61 mg/L 0.01 EPA 200.7 06/05/2014 1443 CS
Mercury ND mg/L 0.001 EPA 245.1 06/10/2014 1154 CJB
Molybdenum ND mg/L 0.01 EPA 200.8 06/05/2014 1307 MS
Nickel ND mg/L 0.05 EPA 200.7 06/05/2014 1443 CS
Selenium 0.001 mg/L 0.001 EPA 200.8 06/05/2014 1307 MS
Uranium 0.587 mg/L 0.0003 EPA 200.8 06/05/2014 1307 MS
Vanadium ND mg/L 0.1 EPA 200.8 06/05/2014 1307 MS
Zinc ND mg/L 0.01 EPA 200.7 06/05/2014 1443 CS

Metals - Total
Iron 12.1 mg/L 0.05 EPA 200.7 06/10/2014 1821 DG
Manganese 0.59 mg/L 0.01 EPA 200.7 06/10/2014 1821 DG

Radionuclides - Dissolved
Gross Alpha 353 pCi/L 2 SM 7110B 07/02/2014 1440 MB

Gross Alpha Precision (+) 7.1 pCi/L SM 7110B 07/02/2014 1440 MB
Gross Beta 142 pCi/L 3 SM 7110B 07/02/2014 1440 MB
Gross Beta Precision (+) 3.3 pCi/L SM 7110B 07/02/2014 1440 MB
Radium 226 822 pCi/L 0.2 SM 7500 Ra-B 06/16/2014 932 MB
Radium 226 Precision (+) 3.5 pCi/L SM 7500 Ra-B 06/16/2014 932 MB
Radium 228 ND pCi/L 1 Ga-Tech 06/27/2014 2114 MB
Radium 228 Precision (+) NA pCi/L Ga-Tech 06/27/2014 2114 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: .]
Wade Nieuwsma, Assistant Laboratory Manager Page 22 of 40



H'TE OU ASInter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glen Rock, WY 82637

ProjectName: MVB GL8
Lab ID: $1406093-012
ClientSarnple ID: BMP-023

Date Reported 7/14/2014
Report ID S$1406093001

WorkOrder:
CollectionDate:

DateReceived:
FieldSampler:
Matrix:

S1406093
6/2/2014 1:05:00 PM

6/4/20 14 11:06:00 AM

AS
Water

COC: 154887

Comments
mIAnalyses Result Units Qual RL Method Date Analyzed/Init I

Anions/Catlons

Alkalinity, Total (As CaCO3) 328 mg/L 5 SM 2320B 06/05/2014 2158 BT
Alkalinity, Bicarbonate as HCO3 400 mg/L 5 SM 2320B 06/05/2014 2158 BT
Alkalinity, Carbonate as CO3 ND mg/L 5 SM 23208 06/05/2014 2158 BT

Chloride 10 mg/L 1 EPA 300.0 06/13/2014 330 AME
Fluoride 0.1 mg/L 0.1 SM 4500FC 06/05/2014 2158 BT
Nitrogen, Nitrate+Nitrite (as N) 'ND mg/L 0.1 EPA 353.2 06/06/2014 1437 CAW

Sulfate 69 rng/L •1 EPA 300.0 06/13/2014 330 AMB

Calcium 91 mg/L 1 EPA 200.7 06/05/2014 1445 CS
Magnesium 19 mg/L 1 EPA 200.7 06/05/2014 1445 CS
Potassium 7 mg/L 1 EPA 200.7 06/05/2014 1445 CS

Sodium 42 mg/L 1 EPA 200.7 06/05/2014 1445 CS

Nitrogen, Ammonia (As N) 1.0 mg/L 0.1 EPA 350.1 06/05/2014 1602 CAW
Silica as Si02 19 mg/L 1 EPA 200.7 06/05/2014 1445 CS

General Parameters
pH 7.7 s.u. 0.1 SM 4500 H B 06/05/2014 2158 BT
Electrical Conductivity 747 pmhos/cm 5 SM 25108 06/05/2014 2158 BT
Total Dissolved Solids (180) 480 mg/L 10 SM 2540 06/05/2014 1343 BM

Data Quality
Cation Sum 8.16 meq/L 0.01 SM 1030E 06/16/2014 1107 JJ
Anion Sum 8.27 meq/L 0.01 SM 1030E 06/16/2014 1107 JJ

Cation-Anion Balance (+ 5%) 0.68 %0.01 SM 1030E 06/16/2014 1107 JJ

Solids, Total Dissolved (Calc) 450 mg/L 10 SM 1030E 06/16/2014 1107 JJ

Calculated TDSiTDS Ratio (0.80-1.20) 1.07 dec. % 0.01 Calculation 07/03/2014 1300 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Anatyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 4_. Y
Wade Nieuwsma, Assistant Laboratory Manager Page 23 of 40



INTEMUNINLS Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Ten-a Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glen Rock, WY 82637

ProjectName: MVB GL8
Lab ID: S 1406093-012
ClientSample ID: BMP-023

Date Reported 7/14/2014
Report ID $1406093001

WorkOrder:
CollectionDate:
Date Received:
FieldSampler:
Matrix:

SI1406093
6/2/2014 1:05:00 PM
6/4/2014 11:06':00 AM
AS

Water
COC: 154887

Comments
IAnalyses Result Units Qual RL. Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 06/05/2014 1445 CS
Arsenic 0.111 mg/L 0.001 EPA 200.8 06/05/2014 1342 MS
Barium ND mg/L 0.1 EPA 200.8 06/05/2014 1342 MS
Beryllium ND mg/L 0.001 EPA 200.7 06/05/2014 1445 CS
Boron ND mg/L 0.1 EPA 200.7 06/05/2014 1445 CS
Cadmium ND mg/L 0.001 EPA 200.8 06/05/2014 1342 MS
Chromium ND mg/L 0.01 EPA 200.7 06/05/2014 1445 CS
Copper ND mg/L 0.01 EPA 200.8 06/05/2014 1342 MS
Iron 7.70 mg/L 0.05 EPA 200.7 06/05/2014 1445 CS
Lead ND mg/L 0.01 EPA 200.8 06/05/2014 1342 MS
Manganese 0.62 mg/L 0.01 EPA 200.7 06/05/2014 1445 CS
Mercury. ND mg/L 0.001 EPA 245.1 06/10/2014 1156 CJB
Molybdenum ND mg/L 0.01 EPA 200.8 06/05/2014 1342 MS
Nickel ND mg/L 0.05 EPA 200.7 06/05/2014 1445 CS
Selenium 0.021 mg/L 0.001 EPA 200.8 06/05/2014 1342 MS
Uranium 1.02 mg/L 0.0003 EPA 200.8 06/05/2014 1342 MS
Vanadium ND mg/L 0.1 EPA 200.8 06/05/2014 1342 MS
Zinc ND mg/L 0.01 EPA 200.7 06/05/2014 1445 CS

Metals - Total
Iron 8.06 mg/L 0.05 EPA 200.7 06/10/2014 1825 DG
Manganese 0.62 mg/L 0.01 EPA 200.7 06/10/2014 1825 DG

Radionuclides - Dissolved
Gross Alpha 930 pci/L 2 SM 71108 07/02/2014 1440 MB

Gross Alpha Precision (+) 12.0 pCi/L SM 71108 07/02/2014 1440 MB
Gross Beta 371 pCi/L 3 SM 71108 07/02/2014 1440 MB
Gross Beta Precision (+) 5.3 pCi/L SM 71108 07/02/2014 1440 MB
Radium 226 802 pCi/L 0.2 SM 7500 Ra-B 06/16/2014 1232 MB
Radium 226 Precision (+) 3.4 pCi/L SM 7500 Ra-B 06/16/2014 1232 MB
Radium 228 5.9 pCi/L 1 Ga-Tech 06/28/2014 015 MB
Radium 228 Precision (+) 2.4 pCi/L Ga-Tech 06/28/2014 015 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: •_ Y "
Wade Nieuwsma, Assistant Laboratory Manager Page 24 of 40



/n*• Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glen Rock, WY 82637

ProjectNamne: MVB GL8
Lab ID: $1406093-013
ClientSample ID: BMP-024

Date Reported 7/14/2014
Report ID $1406093001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1406093
6/2/2014 1:33:00 PM
6/4/20 14 11:06:00 AM
AS
Water

coc: 154887

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

AnionslCations
Alkalinity, Total (As CaCO3) 438 mg/L 5 SM 2320B 06/05/2014 2209 BT

Alkalinity, Bicarbonate as HCO3 535 mg/L 5 SM 2320B 06/05/2014 2209 BT

Alkalinity, Carbonate as 003 ND mg/L 5 SM 2320B 06/05/2014 2209 BT

Chloride 17 mg/L 1 EPA 300.0 06/13/2014 345 AMB

Fluoride ND mg/L 0.1 SM 4500FC 06/05/2014 2209 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 06/06/2014 1445 CAW
Sulfate 23 mg/L 1 EPA 300.0 06/13/2014 345 AMB
Calcium 138 mg/L 1 EPA 200.7 06/05/2014 1447 CS

Magnesium 19 mg/L 1 EPA 200.7 06/05/2014 1447 CS

Potassium 6 mg/L 1 EPA 200.7 06/05/2014 1447 CS

Sodium 20 mg/L 1 EPA 200.7 06/05/2014 1447 CS

Nitrogen, Ammonia (As N) 0.4 mg/L 0.1 EPA 350.1 06/05/20•14 1603 CAW

Silica as SiO2 21 mg/L 1 EPA 200.7 06/05/2014 1447 CS

General Parameters
pH 7.7 s.u. 0.1 SM 4500 I- B 06/05/2014 2209 BT

Electrical Conductivity 850 pmhos/cm 5 SM 2510B 06/05/2014 2209 BT

Total Dissolved Solids (180) 530 mg/L 10 SM 2540 06/05/2014 1344 BM

Data Quality

Cation Sum 9.50 meq/L 0.01 SM 1030E 06/16/2014 1107 JJ

Anion Sum 9.72 meq/L 0.01 SM 1030E 06/16/2014 1107 JJ

Cation-Anion Balance (± 5%) 1.15 %0.01 SM 1030E 06/16/2014 1107 JJ

Solids, Total Dissolved (Calc) 510 mg/L 10 SM 1030E 06/16/2014 1107 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.04 dec. % 0.01 Calculation 07/03/2014 1300 WN

I-iI___ FUI•a mpl mfl LU me sampis te:•eu
= nese resuRs apply only to me samples [estee,

Qualifiers: B
E
J
M
O
X

Analyte detected in the associated Method Blank
Value above quantitation range
Analyte detected below quantitation limits
Value exceeds Monthly Ave or MOL or is less than LCL
Outside the Range of Dilutions
Matrix Effect

rL- I~CUpo[tirI LIJIIIL[

c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: ••,•

Wade Nieuwsma, Assistant Laboratory Manager Page 25 of 40



in*• Inter-Mountain Labs
INTER-MOUNTA N LABS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco).
P0 Box 1210

Glen Rock, WY 82637

Date Reported 7/14/2014
Report ID S1406093001

ProjectName:
Lab ID:
ClientSample ID:
COG:

MVB GL8
$1406093-013

BMP-024

154887

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

Si1406093
6/2/2014 1:33:00 PM

6/4/20 14 11:06:00 AM

AS
Water

Comments
mIAnalyses Result Units Qual RL Method Date Analyzed/Init /

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 06/05/2014 1447 CS

Arsenic 0.027 mg/L 0.001 EPA 200.8 06/05/2014 1347 MS
Barium 0.2 mg/L 0.1 EPA 200.8 06/05/2014 1347 MS

Beryllium ND mg/L 0.001 EPA 200.7 06/05/2014 1447 CS

Boron ND mg/L 0.1 EPA 200.7 06/05/2014 1447 CS

Cadmium ND mg/L 0.001 EPA 200.8 06/05/2014 1347 MS

Chromium ND mg/L 0.01 EPA 200.7 06/05/2014 1447 CS
Copper ND mg/L 0.01 EPA 200.8 06/05/2014 1347 MS

Iron 9.50 mg/L 0.05 EPA 200.7 06/05/2014 1447 CS

Lead ND mg/L 0.01 EPA 200.8 06/05/2014 1347 MS

Manganese 1.45 mg/L 0.01 EPA 200.7 06/05/2014 1447 CS
Mercury ND mg/L 0.001 EPA 245.1 06/10/2014 1158 CJB
Molybdenum ND mg/L 0.01 EPA 200.8 06/05/2014 1347 MS
Nickel ND mg/L 0.05 EPA 200.7 06/05/2014 1447 CS

Selenium 0.004 mg/L 0.001 EPA 200.8 06/05/2014 1347 MS

Uranium 0.779 mg/L 0.0003 EPA 200.8 06/05/2014 1347 MS

Vanadium ND mg/L 0.1 EPA 200.8 06/05/2014 1347 MS
Zinc • ND mg/L 0.01 EPA 200.7 06/05/2014 1447 CS

Metals - Total
Iron 10.2 mg/L 0.05 EPA 200.7 06/10/2014 1839 DG

Manganese 1.47 mg/L 0.01 EPA 200.7 06/10/2014 1839 DG

Radionuclides - Dissolved
Gross Alpha 413 pCi/L 2 SM 71108 07/02/2014 1440 MB

Gross Alpha Precision (+) 8.3 pCi/L SM 7110B 07/02/2014 1440 MB

Gross Beta 197 pCi/L 3 SM 71108 07/02/2014 1440 MB
Gross Beta Precision (+) 3.9 pCi/L SM 7110B 07/02/2014 1440 MB

Radium 226 446 pCi/L 0.2 SM 7500 Ra-B 06/16/2014 1232 MB

Radium 226 Precision (+) 2.5 pCi/L SM 7500 Ra-B 06/16/2014 1232 MB

Radium 228 ND pCi/L 1 Ga-Tech 06/28/2014 316 MB

Radium 228 Precision (+) NA pCi/L Ga-Tech 06/28/2014 316 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

RL - Reporting Limit
c Calculated Value

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

Reviewed by: •

Wade Nieuwsma, Assistant Laboratory Manager

H
L

ND
S

Holding times for preparation or analysis exceeded
Analyzed by a contract laboratory
Not Detected at the Reporting Limit
Spike Recovery outside accepted recovery limits

Page 26 of 40



*'• ' Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glen Rock, WY 82637

Date Reported 7/14/2014
Report ID 51406093001

ProjectName:
Lab ID:
ClientSample ID:
COC:

MVB GL8
S$1406093-014
BMP-025
154887

WorkOrder:
CollectionDate:
DateReceived:

$1406093
6/2/20 14 2:03:00 PM

6/4/20 14 11:06:00 AM

FieldSampler: AS
Matrix: Water

Comments
Analyses Result Units Qual RL Method Date Analyzed/Init

Anions/Cations
Alkalinity, Total (As CaCO3) 168 mg/L 5 SM 2320B 06/05/2014 2232 BT
Alkalinity, Bicarbonate as HCO3 205 mg/L 5 SM 2320B 06/05/2014 2232 BT

Alkalinity, Carbonate as CO3 ND mg/L 5 SM 2320B 06/05/2014 2232 BT

Chloride 10 mg/L 1 EPA 300.0 06/13/2014 359 AMB

Fluoride ND mg/L 0.1 SM 4500FC 06/05/2014 2232 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 06/06/2014 1446 CAW

Sulfate 162 mg/L 1 EPA 300.0 06/13/2014 359 AMB

Calcium 86 mg/L 1 EPA 200.7 06/05/2014 1450 CS

Magnesium 16 mg/L 1 EPA 200.7 06/05/2014 1450 CS

Potassium 7 mg/L 1 EPA 200.7 06/05/2014 1450 CS

Sodium 32 mg/L 1 EPA 200.7 06/05/2014 1450 CS

Nitrogen, Ammonia (As N) 0.4 mg/L 0.1 EPA 350.1 06/05/2014 1604 CAW
Silica as SiO2 13 mg/L 1 EPA 200.7 06/05/2014 1450 CS

General Parameters
pH 7.8 s.u. 0.1 SM 4500 H B 06/05/2014 2232 BT

Electrical Conductivity 682 pmhos/cm 5 SM 25108 06/05/2014 2232 BT

Total Dissolved Solids (180) 470 mg/L 10 SM 2540 06/05/2014 1345 . BM

Data Quality
Cation Sum 7.15 meq/L 0.01 SM 1030E " 06/16/2014 1107 JJ

Anion Sum 7.00 meq/L 0.01 SM 1030E 06/16/2014 1107 JJ
Cation-Anion Balance (+ 5%) 1.07 %0.01 SM 1"030E 06/16/2014 1107 JJ

Solids, Total Dissolved (Calc) 430 mg/L 10 SM 1030E 06/16/2014 1107 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.09 dec. % 0.01 Calculation 07/03/2014 1300 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MOL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

Reviewed by: _________________

Wade Nieuwsma, Assistant Laboratory Mana

RL - Reporting Limit
CcCalculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits
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H R OUT.N S Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82601 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glen Rock, WY 82637

ProjectName: MVB GL8
Lab ID: S$1406093-014
ClientSample ID: BMP-025

Date Reported 7/14/2014
Report ID S1406093001

WorkOrder:
CollectionDate:
DateReceived:

Si1406093
6/2/20 14 2:03:00 PM

6/4/2014 11:06:00 AM

COC: 154887 FieldSampler: AS
Matrix: Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 06/05/2014 1450 CS
Arsenic 0.005 mg/L 0.001 EPA 200.8 06/05/2014 1353 MS

Barium ND mg/L 0.1 EPA 200.8 06/05/2014 1353 MS

Beryllium ND mg/L 0.001 EPA 200.7 06/05/2014 1450 • CS

Boron ND mg/L 0.1 EPA 200.7 06/05/2014 1450 CS

Cadmium ND mg/L 0.001 EPA 200.8 06/05/2014 1353 MS

Chromium ND mg/I. 0.01 EPA 200.7 06/05/2014 1450 CS

Copper ND mg/L 0.01 EPA 200.8 06/05/2014 1353 MS

Iron 3.08 mg/L 0.05 EPA 200.7 06/05/2014 1450 CS

Lead ND mg/L 0.01 EPA 200.8 06/05/2014 1353 MS

Manganese 0.36 mg/L 0.01 EPA 200.7 06/05/2014 1450 CS

Mercury ND mg/L 0.001 EPA 245.1 06/10/2014 1200 CJB

Molybdenum ND mg/L 0.01 EPA 200.8 06/05/2014 1353 MS

Nickel ND mg/L 0.05 EPA 200.7 06/05/2014 1450 CS

Selenium 0.002 mg/L 0.001 EPA 200.8 06/05/2014 1353 MS
Uranium 0.137 mg/L 0.0003 EPA 200.8 06/05/2014 1353 MS

Vanadium ND mg/L 0.1 EPA 200.8 06/05/2014 1353 MS

Zinc ND mg/L 0.01 EPA 200.7 06/05/2014 1450 CS

Metals - Total
Iron 3.64 mg/L 0.05 EPA 200.7 06/10/2014 1842 DG

Manganese 0.37 mg/L 0.01 EPA 200.7 06/10/2014 1842 DG

Radionuclides - Dissolved
Gross Alpha 327 pCi/L 2 SM 7110B 07/02/2014 1440 MB

Gross Alpha Precision (+) 8.0 pCi/L SM 7110OB 07/02/2014 1440 MB

Gross Beta 121 pCi/L 3 SM 7110B 07/02/2014 1440 MB

Gross Beta Precision (+) 3.3 pCi/L SM 7110B 07/02/2014 1440 MB

Radium 226- 307 pCi/L 0.2 SM 7500 Ra-B 06/16/2014 1232 MB

Radium 226 Precision (+). 2.1 pCi/L SM 7500 Ra-B 06/16/2014 1232 MB

Radium 228 2.9 pCi/L 1 Ga-Tech 06/28/2014 617 MB

Radium 228 Precision (+) 1.7 pCi/L Ga-Tech 06/28/2014 617 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
c Calculated value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: :: "
Wade Nieuwsma, Assistant Laboratory Manager Page 28 of 40



J4TE-OTINLB Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glen Rock, WY 82637

ProjectName: MVB GL8

Lab ID: $1406093-015

ClientSamnple ID: BMP-026

Date Reported 7/14/2014
Report ID $1406093001

WorkOrder:
CollectionDate:

Date Received:
FieldSampler:
Matrix:

SI1406093
6/2/2014 2:36:00 PM
6/4/2014 11:06:00 AM

AS

Water
COC: 154885

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init I

AnionslCations
Alkalinity, Total (As CaCO3) 231 mg/L 5 SM 2320B 06/05/2014 2245 BT

Alkalinity, Bicarbonate as HCO3 281 mg/L 5 SM 2320B 06/05/2014 2245 BT

Alkalinity, Carbonate as 003 ND mg/L 5 SM 2320B 06/05/2014 2245 BT

Chloride 1 mg/L 1 EPA 300.0 06/13/2014 442 AMB

Fluoride ND mg/L 0.1 SM 4500FC 06/05/2014 2245 BT

Nitrogen, Nitrate+.Nitrite (as N) ND mg/L 0.1 EPA 353.2 06/06/2014 1447 CAW

Sulfate 6 mg/L 1 EPA 300.0 06/13/2014 442 AMB

Calcium .57 mg/L 1 EPA 200.7 06/05/2014 1454 CS

Magnesium 12 mg/L 1 EPA 200.7 06/05/2014 1454 CS

Potassium 7 mg/L 1 EPA 200.7 06/05/2014 1454 CS

Sodium 9 mg/L "1 EPA 200.7 06/05/2014 1454 CS

Nitrogen, Ammonia (As N) 1.4 mg/L 0.1 EPA 350.1 06/05/2014 1605 CAW

Silica as SiO2 14 mg/L 1 EPA 200.7 06/05/2014 1454 CS

General Parameters
pH 8.0 s.u. 0.1 SM 4500 H B 06/05/2014 2245 BT

Electrical Conductivity 408 pmhos/cm 5 SM 2510B 06/05/2014 2245 BT
Total Dissolved Solids (180) 240 mg/L 10 SM 2540 06/05/2014 1346 BM

Data Quality
Cation Sum 4.47 meq/L 0.01 SM 1030E 06/16/2014 1107 JJ

Anion Sum 4.77 meq/L 0.01 SM 1030E 06/16/2014 1107 JJ

Cation-Anion Balance (+ 5%) 3.19 % 0.01 SM 1030E 06/16/2014 1107 JJ

Solids, Total Dissolved (Calc) 240 mg/L 10 SM 1030E 06/16/2014 1107 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.00 dec. % 0.01 Calculation 07/03/2014 1300 WN

These results apply only to the samples tested.

Qualifiers: B Analyte detected in the associated Method Blank
E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL- Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42•
Wade Nieuwsma, Assistant Laboratory Manager Page 29 of 40



U *~ Inter-Mountain Labs
INTER-MOIJTA N LABS •

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glen Rock, WY 82637

ProjectName: MVB GL8

Lab ID: $1406093-015
ClientSample ID: BMP-026

Date Reported 7/14/2014
Report ID $1406093001

WorkOrder:
CollectionDate:
DateReceived:
'FieldSampler:
Matrix:

S$1406093
6/2/20 14 2:36:00 PM
6/4/2014 11:06:00 AM
AS
Water

COC: 154885

Comments
IIAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 06/05/2014 1454 CS
Arsenic 0.053 mg/L 0.001 EPA 200.8 06/05/2014 1358 MS
Barium ND mg/L 0.1 EPA 200.8 06/05/2014 1358 MS
Beryllium ND mg/L 0.001 EPA 200.7 06/05/2014 1454 CS
Boron ND mg/L 0.1 EPA 200.7 06/05/2014 1454 CS
Cadmium ND mg/L 0.001 *EPA 200.8 06/05/2014 1358 MS
Chromium ND mg/L 0.01 EPA 200.7 06/05/2014 1454 CS
Copper ND mg/L 0.01 EPA 200.8 06/05/2014 1358 MS
Iron 8.47 mg/L 0.05 EPA 200.7 06/05/2014 1454 CS
Lead ND . mg/L 0.01 EPA 200.8 06/05/2014 1358 MS
Manganese 0.86 mg/L 0.01 EPA 200.7 06/05/2014 1454 CS
Mercury ND mg/L 0.001 EPA 245.1 06/10/2014 1202 CJB
Molybdenum ND mg/L 0.01 EPA 200.8 06/05/2014 1358 MS
Nickel ND mg/L 0.05 EPA 200.7 06/05/2014 1454 CS
Selenium 0.004 mg/L 0.001 EPA 200.8 06/05/2014 1358 MS
Uranium 0.788 mg/L 0.0003 EPA 200.8 06/05/2014 1358 MS
Vanadium ND mg/L .0.1 EPA 200.8 06/05/2014 1358 MS
Zinc ND mg/L 0.01 EPA 200.7 06/05/2014 1454 CS

Metals - Total
Iron 10.6 mg/L 0.05 EPA 200.7 06/10/2014 1844 DG
Manganese 0.93 mg/L 0.01 EPA 200.7 06/10/2014 1844 DG

Radionuclides - Dissolved
Gross Alpha 1245 pCi/L 2 SM 7110B 07/02/2014 1440 MB
Gross Alpha Precision (+) 18.3 pCi/L SM 7110B / 07/02/2014 1440 MB
Gross Beta 445 pCi/L 3 SM 7110B / 07/02/2014 1440 MB
Gross Beta Precision (+) 6.5 pCi/L SM 7110B 07/02/2014 1440 MB
Radium 226 833 pCi/L 0.2 SM 7500 Ra-B 06/16/2014 1232 MB
Radium 226 Precision (+) 3.6 pCi/L SM 7500 Ra-B 06/16/2014 1232 MB
Radium 228 14.0 pCi/L 1 Ga-Tech 06/28/2014 918 MB
Radium 228 Precision (+) 1.9 pCi/L Ga-Tech 06/28/2014 918 MB

These results apply only to the samples tested.

Qualifiers: B Analyte detected in the associated Method Blank
E Value above quantitation range•
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MOL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
c calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42./,•Ff
Wade Nieuwsma, Assistant Laboratory Manager Page 30 of 40



!IXt Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
.Sam pie Analysis Report

Company: Power Resources (Cameco)
PO Box 1210

Glen Rock, WY 82637

Date Reported 7/14/2014
Report ID S1406093001

ProjectNa me:
Lab ID:
ClientSample ID:
COC:

MVB GL8
S$1406093-016
BMP-027

154885

WorkOrder:
CollectionDate:
DateReceived:

S 1406093
6/3/2014 10:46:00 AM

6/4/20 14 11:06:00 AM

FieldSampler: AS
Matrix: Water

Comments
=IAnalyses Result Units Qual RL Method Date Analyzedllnit

AnionslCations
Alkalinity, Total (As CaCO3) 424 mg/L 5 SM 2320B 06/05/2014 2257 BT

Alkalinity, Bicarbonate as HCO3 517 mg/L 5 SM 2320B 06/05/2014 2257 BT
Alkalinity, Carbonate as CO3 ND mg/L 5 SM 2320B 06/05/2014 2257 BT
Chloride 5 mg/L 1 EPA 300.0 06/13/2014 456 AMB
Fluoride ND mg/L 0.1 SM 4500FC 06/05/2014 2257 BT
Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 06/06/2014 1449 CAW

Sulfate 34 mg/L 1 EPA 300.0 06/13/2014 456 AMB
Calcium 116 mg/L 1 EPA 200.7 06/05/2014 1508 CS
Magnesium 23 mg/L 1 EPA 200.7 06/05/2014 1508 CS

Potassium 8 mg/L 1 EPA 200.7 06/05/2014 1508 CS
Sodium 28 mg/L 1 . EPA 200.7 06/05/2014 1508 CS
Nitrogen, Ammonia (As N) 0.3 mg/L 0.1 EPA 350.1 06/05/2014 1606 CAW
Silica as Si02 12 mg/L 1 EPA 200.7 06/05/2014 1508 CS

General Parameters
pH 8.0 s.u. 0.1 SM 4500 H B 06/05/2014 2257 BT
Electrical Conductivity 803 pmhos/cm 5 SM 2510B 06/05/2014 2257 BT
Total Dissolved Solids (180) 500 mg/L 10 SM 2540 06/05/2014 1347 BM

Data Quality
Cation Sum 9.07 meq/L 0.01 SM 1030E 06/16/2014 1107 JJ
Anion Sum 9.32 meq/L 0.01 SM 1030E 06/16/2014 1107 JJ
Cation-Anion Balance (+ 5%) 1..36 % 0.01 SM 1030E 06/16/2014 1107 JJ

Solids, Total Dissolved (Calc) 480 mg/L 10 SM 1030E 06/16/2014 1107 JJ
Calculated TDS/TDS Ratio (0.80-1.20) 1.04 dec. % 0.01 Calculation 07/03/2014 1300 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

Reviewed by: 47•
Wade Nieuwsma, Assistant Laboratory Mana

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits
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" inter-Mountain Labs Your Environmental Monitoring Partner
1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210

Glen Rock, WY 82637

Date Reported 7/14/2014
Report ID $1406093001

ProjectName:
Lab ID:
ClientSample ID:
COC:

MVB GL8
S$1406093-016
BMP-027
154885

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

Si1406093
6/3/2014 10:46:00 AM
6/4/2014 11:06:00 AM
AS
•Water

Comments
i•IAnalyses Result Units Qual RL Method Date Analyzed/Init i

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 06/05/2014 1508 CS
Arsenic 0.004 mg/L 0.001 EPA 200.8 06/05/2014 1403 MS
Barium ND mg/L 0.1 EPA 200.8 06/05/2014 1403 MS
Beryllium ND mg/L 0.001 EPA 200.7 06/05/2014 1508 CS
Boron ND mg/L 0.1 EPA 200.7 06/05/2014 1508 CS
Cadmium ND mg/L 0.001 EPA 200.8 06/05/2014 1403 MS
Chromium ND mg/L 0.01 EPA 200.7 06/05/2014 1508 CS
Copper ND mg/L 0.01 EPA 200.8 06/05/2014 1403 MS
Iron 0.75 mg/L 0.05 EPA 200.7 06/05/2014 1508 CS
Lead ND mg/L 0.01 EPA 200.8 06/05/2014 1403 MS
Manganese 0.43 mg/L 0.01 EPA 200.7 06/05/2014 1508 CS
Mercury ND mg/L 0.001 EPA 245.1 06/10/2014 1204 CJB
Molybdenum ND mg/L 0.01 EPA 200.8 06/05/2014 1403 MS
Nickel ND mg/L 0.05 " EPA 200.7 06/05/2014 1508 CS
Selenium 0.007 mg/L 0.001 EPA 200.8 06/05/2014 1403 MS
Uranium 3.69 mg/L 0.0003 EPA 200.8 06/05/2014 1403 MS
Vanadium ND mg/L 0.1 EPA 200.8 06/05/2014 1403 MS
Zinc ND mg/L 0.01 EPA 200.7 06/05/2014 1508 CS

Metals - Total
Iron 1.00 mg/L 0.05 EPA 200.7 06/10/2014 1846 DG
Manganese 0.44 mg/L 0.01 EPA 200.7 06/10/2014 1846 DG

Radionuclides - Dissolved
Gross Alpha 1472 pCi/L 2 SM 7110B 07/02/2014 1440 MB
Gross Alpha Precision (+) 14.9 pCi/L SM 7110B 07/02/2014 1440 MB
Gross Beta 901 pCi/L 3 SM 7110B 07/02/2014 1440 MB
Gross Beta Precision (+) 8.4 pCi/L SM 7110B 07/02/2014 1440 MB
Radium 226 788 pCi/L 0.2 SM 7500 Ra-B 06/16/2014 1232 MB
Radium 226 Precision (+) 3.4 pCi/L SM 7500 Ra-B 06/16/2014 1232 MB
Radium 228 5.6 pCi/L IGa-Tech 06/28/2014 1219 MB
Radium 228 Precision (+) 2.3 pCi/L Ga-Tech 06/28/2014 1219 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: -¢Y "
Wade Nieuwsma, Assistant Laboratory Manager Page 32 of 40



-I flu Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glen Rock, WY 82637

ProjectName: MVB GL8

Lab ID: $1406093-017
ClientSample ID: BMP-028

Date Reported 7/14/2014
Report ID $1406093001

WorkOrder:
CollectionDate:
DateReceived:

$1406093
6/3/20 14 9:56:00 AM

6/4/20 14 11:06:00 AM

COC: 154885 FieldSampler: AS
Matrix: Water

Comments
IAnalyses Result Units Qual RL Method Date Analyzed/lnit I

Anions/Cations

Alkalinity, Total (As CaCO3) 245 mg/L 5 SM 2320B 06/05/2014 2309 BT

Alkalinity, Bicarbonate as HCO3 298 mg/L 5 SM 2320B 06/05/2014 2309 BT

Alkalinity, Carbonate as 003 ND mg/L 5 SM 2320B 06/05/2014 2309 BT

Chloride 6 mg/L 1 EPA 300.0 06/13/2014 511 AMB

Fluoride 0.1 mg/L 0.1 SM 4500FC 06/05/2014 2309 BT
Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 06/06/2014 1450 CAW

Sulfate 111 mg/L 1 EPA 300.0 06/13/2014 511 AMB

Calcium 69 mg/L I EPA 200.7 06/05/2014 1510 CS

Magnesium 17 mglL 1 EPA 200.7 06105/2014 1510 CS

Potassium •8 mg/L 1 EPA 200.7 06/05/2014 1510 CS

Sodium 61 mg/L 1 EPA 200.7 06/05/2014 1510 CS

Nitrogen, Ammonia (As N) 0.3 mg/L 0.1 EPA 350.1 06/05/2014 1607 CAW
Silica as SiO2 14 mg/L 1 EPA 200.7 06/05/2014 1510 CS

General Parameters
pH 8.1 s.u. 0.1 SM 4500 H B 06/05/2014 2309 BT

Electrical Conductivity 699 tpmhos/cm 5 SM 25108 06/05/2014 2309 BT
Total Dissolved Solids (180) 470 mg/L 10 SM 2540 06/05/2014 1348 BM

Data Quality
Cation Sum 7.68 meq/L 0.01 SM 1030E 06/16/2014 1107 JJ

Anion Sum 7.38 meq/L 0.01 SM 1030E 06/16/2014 1107 JJ

Cation-Anion Balance (± 5%) 1.95 % 0.01 SM 1030E 06/16/2014 1107 JJ

Solids, Total Dissolved (Calc) 430 mg/L 10 SM 1030E 06/16/2014 1107 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.09 dec. % 0.01 Calculation 07/03/2014 1300 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: ,
Wade Nieuwsma, Assistant Laboratory Manager Page 33 of 40



*'• Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 52801 ph: (307) 672-8945
Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210

Glen Rock, WY 82637

Date Reported 7/14/2014
Report ID S1406093001

ProjectName:
Lab ID:
ClientSample ID:
COC:

MVB GL8
SI1406093-017
BMP-028

154885

WorkOrder: S1•
CollectionDate: 6/3.
Date Received: 6/4.
FieldSampler: AS
Matrix: Wa

406093
/2014 9:56:00 AM

(2014 11:06:00 AM

•ter
Comments
IAnalyses Result Units Qual RL Method Date Analyzed/init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 06/05/2014 1510 CS
Arsenic 0.009 , mg/L 0.001 EPA 200.8 06/05/2014 1409 MS
Barium ND mg/L 0.1 EPA 200.8 06/05/2014 1409 MS
Beryllium ND mg/L 0.001 EPA 200.7 06/05/2014 1510 , CS
Boron ND mg/L 0.1 • EPA 200.7 06/05/2014 1510 CS
Cadmium ND mg/L 0.001 EPA 200.8 06/05/2014 1409 MS
Chromium ND mg/L 0.01 EPA 200.7 06/05/2014 1510 CS
Copper ND mg/L 0.01 EPA 200.8 06/05/2014 1409 MS
Iron 1.63 mg/L 0.05 EPA 200.7 06/05/2014 1510 CS
Lead ND mg/L 0.01 EPA 200.8 06/05/2014 1409 MS

Manganese 0.26 mg/L 0.01 EPA 200.7 06/05/2014 1510 CS
Mercury ND mg/L 0.001 EPA 245.1 06/10/2014 1210 CJB
Molybdenum ND mg/L 0.01 EPA 200.8 06/05/2014 1409 MS
Nickel ND mg/L 0.05 EPA 200.7 06/05/2014 1510 CS
selenium 0.014 mg/L 0.001 EPA 200.8 06/05/2014 1409 MS

Uranium 0.898 mg/L 0.0003 EPA 200.8 06/05/2014 1409 MS
Vanadium ND mg/L 0.1 EPA 200.8 06/05/2014 1409 MS
Zinc ND mg/L 0.01 EPA 200.7 06/05/2014 1510 CS

Metals - Total
Iron 2.57 mg/L 0.05 EPA 200.7 06/10/2014 1848 DG
Manganese .0.26 mg/L 0.01 EPA 200.7 06/10/2014 1848 DG

Radionucl ides - Dissolved
Gross Alpha 620 pCi/L 2 SM 7110OB 07/02/2014 2047 MB
Gross Alpha Precision (+) 10.9 pCi/L SM 711lOB 07/02/2014 2047 MB
Gross Beta 314 pCi/L 3 SM 7110B 07/02/2014 2047 MB
Gross Beta Precision (+) 5.0 pCi/L SM 7110OB 07/02/2014 2047 MB
Radium 226 328 pCi/L 0.2 SM 7500 Ra-B 06/16/2014 1232 MB
Radium 226 Precision (+) 2.2 pCi/L SM 7500 Ra-B 06/16/2014 1232 MB
Radium 228 ND pCi/L 1 Ga-Tech 06/29/2014 1625 MB
Radium 228 Precision (+) NA pCi/L Ga-Tech 06/29/2014 1625 MB

These results apply only to the samples tested.
,Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range.
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCI.
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: ¢ -
Wade Nieuwsma, Assistant Laboratory Manager Page 34 of 40



I l~ll I nter-Mountain Labs
INTER-MOUNTA N LABS

Your Environmental Monitoring Partner
1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glen Rock, WY 82637

ProjectName: MVB GL8
Lab ID: S 1406093-018
ClientSample ID: BMP-029

Date Reported 7/14/2014
Report ID S1406093001

WorkOrder:
CollectionDate:
DateReceived:

$1406093
613120 14 7:59:00 AM
6/4/2014 11:06:00 AM

COC: 154885 FieldSampler: AS
Matrix: Water

Comments
IAnalyses Result Units Qual RL Method Date Analyzed/Init

AnionslCations
Alkalinity, Total (As CaCO3) 347 mg/L 5 SM 2320B 06/05/2014 2320 BT
Alkalinity, Bicarbonate as HCO3 423 mg/L 5 SM 2320B 06/05/2014 2320 BT
Alkalinity, Carbonate as 003 ND mg/L 5 SM 2320B 06/05/2014 2320 BT

Chloride 14 mg/L I EPA 300.0 06/13/2014 525 AMB

Fluoride 0.1 mg/L 0.1 SM 4500FC 06/05/2014 2320 BT
Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 06/06/2014 1451 CAW
Sulfate 63 mg/L 1 EPA 300.0 06/13/2014 525 AMB

Calcium 92 mg/L 1 EPA 200.7 06/05/2014 1512 CS

Magnesium 20 mgJL 1 EPA 200.7 06/05/2014 1512 CS
Potassium 8 mg/L 1 EPA 200.7 06/05/2014 1512 CS
Sodium 49 mg/L 1 EPA 200.7 06/05/2014 1512 CS
Nitrogen, Ammonia (As N) 0.1 mg/L 0.1 EPA 350.1 06/05/2014 1608 CAW
Silica as SiO2 19 mg/L 1 EPA 200.7 06/05/2014 1512 CS

General Parameters
pH 8.1 s.u. 0.1 SM 4500 H B 06/05/2014 2320 BT
Electrical Conductivity 772 iimhos/cm 5 SM 25108 06/05/2014 2320 BT
Total Dissolved Solids (180) 510 mg/L 10 SM 2540 06/05/2014 1349 BM

Data Quality
Cation Sum 8.57 meq/L 0.01 SM 1030E 06/16/2014 1107 JJ
Anion Sum 8.64 meq/L 0.01 SM 1030E 06/16/2014 1107 JJ

Cation-Anion Balance (+ 5%) 0.39 %0.01 SM 1030E 06/16/2014 1107 JJ

Solids, Total Dissolved (Calc) 470 mg/L 10 SM 1030E 06/16/2014 1107 JJ
Calculated TDS/TDS Ratio (0.80-1.20) 1.09 dec. % 0.01 Calculation 07/03/2014 1300 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MOL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calcutated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: •.• •
Wade Nieuwsma, Assistant Laboratory Manager Page 35 of 40



I E•i Inter-Mountain Labs' Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glen Rock, WY 82637

ProjectName: MVB GL8

Lab ID: S 1406093-018
ClientSample ID: BMP-029

Date Reported 7/14/2014
Report ID $1406093001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

Si1406093
6/3/20 14 7:59:00 AM

6/4/20 14 11:06:00 AM

AS
Water

COG: 154885

Comments
SAnalyses •Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND rag/L 0.1 EPA 200.7 06/05/2014 1512 CS
Arsenic 0.017 mg/L 0.001 EPA 200.8 06/05/2014 1414 MS
Barium ND mg/L 0.1 EPA 200.8 06/05/2014 1414 MS
Beryllium ND mg/L 0.001 EPA 200.7 06/05/2014 1512 CS
Boron ND mg/L 0.1 EPA 200.7 06105/2014 1512 CS
Cadmium ND mg/L 0.001 EPA 200.8 06/05/2014 1414 MS
Chromium ND mg/L 0.01 EPA 200.7 06/05/2014 1512 CS
Copper ND mg/L 0.01 EPA 200.8 06/05/2014 1414 MS
Iron 1.60 mg/L 0.05 EPA 200.7 06/05/2014 1512 CS
Lead ND mg/L 0.01 EPA 200.8 06/05/2014 1414 MS
Manganese 0.33 mg/L 0.01 EPA 200.7 06/05/2014 1512 CS
Mercury ND mg/L 0.001 EPA 245.1 06/10/2014 1221 CJB
Molybdenum ND mg/L 0.01 EPA 200.8 06/05/2014 1414 MS
Nickel ND mg/L 0.05 EPA 200.7 06/05/2014 1512 CS
Selenium 0.036 mg/L 0.001 EPA 200.8 06/05/2014 1414 MS
Uranium 4.04 mg/L 0.0003 EPA 200.8 06/05/2014 1414 MS
Vanadium ND mg/L 0.1 EPA 200.8 06/05/2014 1414 MS
Zinc ND mg/L 0.01 EPA 200.7 06/05/2014 1512 CS

Metals - Total
Iron 1.74 mg/L 0.05 EPA 200.7 06/10/2014 1851 DG
Manganese 0.33 mg/L 0.01 EPA 200.7 06/10/2014 1851 DG

Radionuclides - Dissolved
Gross Alpha 1598 pCi/L 2 SM 7110OB 07/02/2014 2047 MB
Gross Alpha Precision (+) 15.4 pCi/L SM 711lOB 07/02/2014 2047 MB

Gross Beta 864 pCi/L 3 SM 7110B 07/02/2014 2047 MB
Gross Beta Precision (+) 7.9 pCi/L SM 7110B 07/02/2014 2047 MB
Radium 226 331 pCi/L 0.2 SM 7500 Ra-B 06/16/2014 1232 MB
Radium 226 Precision (+) 2.2 pCi/L SM 7500 Ra-B 06/16/2014 1232 MB
Radium 228 2.4 pCi/L 1 Ga-Tech 06/29/2014 1926 MB
Radium 228 Precision (+) 1.8 pti/L Ga-Tech 06/29/2014 1926 MB

These results apply only to the samples tested.

Qualifiers: B
E
J
M
O
X

Analyte detected in the associated Method Blank
Value above quantitation range
Analyte detected below quantitetion limits
Value exceeda Monthly Ave or MCL or is less than LCL
Outside the Range of Dilutions
Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 6,•
Wade Nieuwsma, Assistant Laboratory Manager Page 36 of 40



*'• Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glen Rock, WY 82637

Date Reported 7/14/2014
Report ID $1406093001

ProjectName:
Lab ID:
ClientSample ID:
COC:

MVB GL8
S$1406093-019
BMP-030
154885

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

S$1406093
6/3/20 14 8:26:00 AM
6/4/2014 11:06:00 AM
AS

Water

Comments
Analyses Result Units Qual RL Method Date Analyzed/Init

AnionslCations
Alkalinity, Total (As CaCO3) 328 mg/L 5 SM 2320B 06/05/2014 2332 BT

Alkalinity, Bicarbonate as HCO3 400 mg/L 5 SM 2320B 06/05/2014 2332 BT

Alkalinity, Carbonate as 003 ND mg/L 5 SM 2320B 06/05/2014 2332 BT

Chloride 10 mg/L 1 EPA 300.0 06/13/2014 622 AMB

Fluoride 0.1 mg/L 0.1 SM 4500FC 06/05/2014 2332 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 06/06/2014 1452 CAW
Sulfate 44 mg/L 1 EPA 300.0 06/13/2014 622 AMB

Calcium 84 mg/L 1 EPA 200.7 06/05/2014 1514 CS

Magnesium 18 mg/L 1 EPA 200.7 06/05/2014 1514 CS

Potassium 8 mg/L 1 EPA 200.7 06/05/2014 1514 CS

Sodium 44 mg/L 1 EPA 200.7 06/05/2014 1514 CS

Nitrogen, Ammonia (As N) 0.4 mg/L 0.1 EPA 350.1 06/05/2014 1609 CAW

Silica as SiO2 17 mg/L 1 *EPA 200.7 06/05/2014 1514 CS

General Parameters
pH 8.1 s.u. 0.1 SM 4500 H B 06/05/2014 2332 BT

Electrical Conductivity 692 Ipmhos/cm 5 SM 2510B 06/05/2014 2332 BT

Total Dissolved Solids (180) 450 mg/L 10 SM 2540 06/05/2014 1351 BM

Data Quality

Cation Sum 7.83 meq// 0.01 SM 1030E 06/16/2014 1107 JJ

Anion Sum 7.77 meq/L 0.01 SM 1030E 06/16/2014 1107 JJ

Cation-Anion Balance (+ 5%) 0,34 %0.01 SM 1030E 06/16/2014 1107 JJ

Solids, Total Dissolved (talc) 420 mg/L 10 SM 1030E 06/16/2014 1107 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.07 dec. % 0.01 Calculation 07/03/2014 1300 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42 •
Wade Nieuwsma, Assistant Laboratory Manager Page 37 of 40



34ERMONA 4 B Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 62801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glen Rock, WY 82637

ProjectName: MVB GL8
Lab ID: S 1406093-019
ClientSample ID: BMP-030

Date Reported 7/14/2014
Report ID $1406093001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

SI1406093
6/3/20 14 8:26:00 AM
6/4/2014 11:06:00 AM

AS
Water

COC: 154885

Comments
nIAnalyses Result Units Qual RL Method Date Analyzed/Init I

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 06/05/2014 1514. CS

Arsenic 0.009 mg/L 0.001 EPA 200.8 06/05/2014 1420 MS

Barium ND mg/L .0.1 EPA 200.8 06/05/2014 1420 MS

Beryllium ND mg/L 0.001 EPA 200.7 06/05/2014 1514 CS
Boron ND mg/L 0.1 EPA 200.7 06/05/2014 1514 CS

Cadmium ND mg/L 0.001 EPA 200.8 06/05/2014 1420 MS

Chromium ND mg/L 0.01 EPA 200.7 06/05/2014 1514 CS

Copper ,ND mg/L 0.01 EPA 200.8 06/05/2014 1420 MS

Iron 3.79 mg/L 0.05 EPA 200.7 06/05/2014 1514 CS

Lead ND mg/L 0.01 EPA 200.8 06/05/2014 1420 MS

Manganese 0.31 mg/L 0.01 EPA 200.7 06/05/2014 1514 CS
Mercury ND mg/L 0.001 EPA 245.1 06/10/2014 1223 CJB

Molybdenum ND mg/L 0.01 EPA 200.8 06/05/2014 1420 MS

Nickel ND mg/L 0.05 EPA 200.7 06/05/2014 1514 CS

Selenium 0.040 mg/L 0.001 EPA 200.8 06/05/2014 1420 MS

Uranium 3.45 mg/L 0.0003 EPA 200.8 06/05/2014 1420 MS

Vanadium ND mg/L 0.1 EPA 200.8 06/05/2014 1420 MS

Zinc ND mg/L 0.01 EPA 200.7 06/05/2014 1514 CS

Metals - Total
Iron 5.81 mg/L 0.05 EPA 200.7 06/10/2014 1853 DG

Manganese 0.31 mg/L 0.01 EPA 200.7 06/10/2014 1853 DG

Radionuclides -Dissolved
Gross Alpha 1446 pCi/L 2 SM 7110OB 07/02/2014 2047 MB

Gross Alpha Precision (+) 15.1 pCi/L SM 7110B 07/02/2014 2047 MB

Gross Beta 724 pCi/L 3 SM 7110B 07/02/2014 2047 MB

Gross Beta Precision (+) 7.3 . pCi/L SM 7110B 07/02/2014 2047 MB

Radium 226 817 pCi/L 0.2 SM 7500 Ra-B 06/16/2014 1232 MB

Radium 226 Precision (+) 3.4 pCi/L SM 7500 Ra-B 06/16/2014 1232 MB

Radium 228 ND pCi/L 1 Ga-Tech 06/29/2014 2226 MB
Radium 228 Precision (+) NA pCi/L Ga-Tech 06/29/2014 2226 MB

These results apply only to the samples tested.

Qualifiers: B 'Analyte detected in the associated Method Blank
- E Value above quantitation range

J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL o•r is less than LC[
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

NO Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42
Wade Nieuwsma, Assistant Laboratory Manager Page 38 of 40



I• i'Y i nter-Mountain Labs
INTER- MOUNTAIN LABS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210

Glen Rock, WY 82637

ProjectName: MVB GL8

Lab ID: S$1406093-020
ClientSample ID: BMP-031

Date Reported 7/14/2014
Report ID $1406093001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1406093
6/312014 8:58:00 AM

6/4/20 14 11:06:00 AM

AS

Water
COC: 154885

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

AnionslCations
Alkalinity, Total (As CaCO3) 311 mg/L 5 SM 2320B 06/05/2014 2344 BT

Alkalinity, Bicarbonate as HCO3 379 mgIL 5 SM 2320B 06105/2014 2344 BT

Alkalinity, Carbonate as CO3 ND mg/L 5 SM 2320B 06/05/2014 2344 BT

Chloride 27 mg/L. 1 EPA 300.0 06/13/2014 637 AMB

Fluoride 0.1 mg/L 0.1 SM 4500FC 06/05/2014 2344 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 06/06/2014 1454 CAW
Sulfate 92 mg/L 1 EPA 300.0 06/13/2014 637 AMB

Calcium 87 mg/L 1 EPA 200.7 06/05/2014 1516 CS

Magnesium 20 mg/L 1 EPA 200.7 06/05/2014 1516 CS

Potassium 8 rng/L 1 EPA 200.7 06/05/2014 1516 CS

Sodium 61 mg/L 1 EPA 200.7 06/05/2014 1516 CS

Nitrogen, Ammonia (As N) 0.1 mg/L 0.1 EPA 350.1 06/05/2014 1610 CAW

Silica as SiO2 11 mg/L 1 EPA 200.7 06/05/2014 1516 CS

General Parameters
pH 6.2 s.u. 0.1 SM 4500 H B 06/05/2014 2344 BT

Electrical Conductivity 819 pmhos/cm 5 SM 2510B 06/05/2014 2344 BT

Total Dissolved Solids (180) 530 mg/L 10 SM 2540 06/05/2014 1352 BM

Data Quality
Cation Sum 8.86 meq/L 0.01 SM 1030E 06/16/2014 1107 JJ

Anion Sum 8.88 meq/L 0.01 SM 1030E 06/16/2014 1107 JJ

Cation-Anion Balance (+ 5%) 0.14 %0.01 SM 1030E 06/16/2014 1107 JJ

Solids, Total Dissolved (Calc) 490 mg/L 10 SM 1030E 06/16/2014 1107 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.08 dec. % 0.01 Calculation 07/03/2014 1300 WN

These results apply only to the samples tested.

Qualifiers: B
E
J

0
O

Analyte detected in the associated Method Blank
Value above quantitation range,
Analyte detected below quantitation limits
Value exceeds Monthly Ave or MCL or is less than LCL
Outside the Range of Dilutions
Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by:4.2_,'•

Wade Nieuwsma, Assistant Laboratory Manager Page 39 of 40



*'~' *Inter-Mountain Labs-
N TER-MOUNTAIN LABS

Your Environmental Monitoring Partner

1673 Ten-a Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glen Rock, WY 82637

ProjectName: MVB GL8
Lab ID: $1406093-020
ClientSample ID: BMP-031
COC: 154885

Date Reported 7/14/2014
Report ID $1406093001

WorkOrder: $1406093
CollectionDate: 6/3/2014 8:58:00 AM
DateReceived: 6/4/2014 11:06:00 AM
FieldSampler: AS
Matrix: Water

Comments
Analyses Result Units Qual RL Method Date Aaye/i

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 06/05/2014 1516 CS
Arsenic 0.008 mg/L 0.001 EPA 200.8 06/05/2014 1436 MS
Barium ND mg/L 0.1 EPA 200.8 06/05/2014 1436 MS
Beryllium ND mg/L 0.001 EPA 200.7 06/05/2014 1516 CS
Boron ND rng/L 0.1 EPA 200.7 06/05/2014 1516 CS
Cadmium ND mg/L 0.001 EPA 200.8 06/05/2014 1436 MS
Chromium ND mg/L 0.01 EPA 200.7 06/05/2014 1516 CS
Copper ND mg/L 0.01 EPA 200.8 06/05/2014 1436 MS
Iron 1.65 mg/L 0.05 EPA 200.7 06/05/2014 1516 CS
Lead ND mg/L 0.01 EPA 200.8 06/05/2014 1436 MS
Manganese 0.22 mg/L 0.01 EPA 200.7 06/05/2014 1516 CS
Mercury ND mg/L 0.001 EPA 245.1 06/10/2014 1225 CJB
Molybdenum ND mg/L 0.01 EPA 200.8 06/05/2014 1436 MS
Nickel ND mg/L 0.05 EPA 200.7 06/05/2014 1516 CS
Selenium 0.004 mg/L 0.001 EPA 200.8 06/05/2014 1436 MS
Uranium 1.98 mg/L 0.0003 EPA 200.8 06/05/2014 1436 MS
Vanadium ND mg/L 0.1 EPA 200.8 06/05/2014 1436 MS
Zinc ND mg/L "0.01 EPA 200.7 06/05/2014 1516 CS

Metals -Total
Iron 2.70 mg/L 0.05 EPA 200.7 06/10/2014 1855 DG
Manganese 0.23 mg/L 0.01 EPA 200.7 06/10/2014 1855 DG

Radionuclides - Dissolved
Gross Alpha 850 pCi/L 2 SM 7110B 07/02/2014 2047 MB
Gross Alpha Precision (+) 11.7 pCi/L SM 7110OB 07/02/2014 2047 MB
Gross Beta 508 pCi/L 3 SM 7110OB 07/02/2014 2047. MB
Gross Beta Precision (+) 6.2 pCi/L SM 7110OB 07/02/2014 2047 MB
Radium 226 359 pCi/L 0.2 SM 7500 Ra-B 06/16/2014 1232 MB
Radium 226 Precision (+) 2.3 pCi/L SM 7500 Ra-B 06/16/2014 1232 MB
Radium 228 ND pCi/L I Ga-Tech 06/30/2014 127 MB
Radium 228 Precision (±) NA pCi/L Ga-Tech 06/30/2014 127 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCI
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42•'
Wade Nieuwsma, Assistant Laboratory Manager Page 40 of 40



*'~' Inter-Mountain Labs
BNTER-MOUMTA[ L ABS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 .ph: (307) 672-8945
ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
$1406093

MVB GL8

Date: 7/14/2014

Report ID: S$1406093001

Alkaliinity Sample Type MBLK Units: mg/L
BLANK (06/05/14 16:13) RunNo: 108582

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Alkalinity, Total (As CaCO3) ND 5

inity Sample Type LOS Units: mg/LAlkali

ATQC (06/05/14 16:02)

Analyte

RunNo: 108582
Result RL Spike Ref Samp %REC % RecLimit Qua

Alkalinity, Total (As CaCO3) 606 5 595 102 90-110

Alkal linity Sample Type DUP Units: mg/L

$1406093-003AD (06/05/14 19:51 ) RunNo: 108582IAnalyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Alkalinity, Bicarbonate as HCO3 293 5 293 0.0573 20
Alkalinity, Carbonate as 003 ND 5 ND 20

Alkalinity, Total (As CaCO3) 240 5 240 0.0573 20

5 1406093-013AD (06/05/14 22:20) RunNo: 108582

IAnalyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Alkalinity, Bicarbonate as HCO3 534 5 535 0.162 20

Alkalinity, Carbonate as C03 ND 5 ND 20

Alkalinity, Total (As CaCO3) 438 5 438 0.162 20

luctivity Sample Type MBLK Units: pmhos/cmCond

I

RunNo:108582
Result

RL Spike RefSamp %REC % RecLimits Qual
Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual
Electrical Conductivity ND 5

Cond uctivity Sample Type LOS Units: pmhos/cm
ATQC (06/05/14 15:48) RunNo: 108582

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Electrical Conductivity 1040 5 1060 98.0 90 - 110

uctivity Sample Type DUP Units: pmhos/cmCond

$1406093-003AD (06/05/14 19:51 ) RunNo: 108582

Analyte r¶esulL r'•L ri'e ioamp1  -/orl-rI V/l•.- 70 rKI-'I. LiFmIS .is ual

Electrical Conductivity 625 5 624 0.160 20

$1406093-013AD (06/05/14 22:20) RunNo: 108582
Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Electrical Conductivity 851 5 850 0.118 20

Qualifiers: B
H

L

0
S

Analyte detected in the associated Method Blank
Holding times for preparation or analysis exceeded

Analyzed by a contract laboratory

Outside the Range of Dilutions

Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect

Page 1 of 15



/•t Inter-Mountain Labs

INTE MOUTAINLAOS1673 Terr

AI•

CLIENT: Power Resources (Cameco)

Work Order: S$1406093

Project: MVB GL8

Your Environmental Monitoring Partner

*a Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
JALYTICAL QC SUMMARY REPORT

Date: 7/14/2014

Report ID: S1406093001

Dissol

Disso

Disso

01Diss

Ived Mercury by EPA 245.1 - Water Sample Type IMBLK Units: mg/L

LRB (06/10/14 12:08) RunNo: 108751

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Mercury ND 0.001

Ived Mercury by EPA 245.1 - Water Sample Type LCS Units: mg/L

LCS (06/10/14 11:04) RunNo: 108751

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Mercury 0.002 0.001 0.002 101 85 - 115

Ived Mercury~by EPA 245.1 -Water Sample Type MS Units: mg/L

$1406093-007D (06/10/14 11:40) RunNo: 108751

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Mercury 0.002 0.001 0.001 97 ND 105 70 - 130

Mercury 0.002 0.001 0.001 97 ND 102 70 - 130

Ived Mercury by EPA 245.1 - Water Sample Type MSD Units: mg/L

S1406093-007D (06/10/14 11:42) RunNo: 108751

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Mercury 0.002 0.001 0.002 0.483 105 20

S1406093-01 70 (06/10/14 12:19) RunNo: 108751

IAnalyte Result RL Conc %RPD %REC % RPD Limits Qual

Mercury 0.002 0.001 0.002 1.28 101 20

Qualifiers: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

0 Outside the Range of Dilutions
S Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits
X Matrix Effect
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fIn*• Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:
Project:

Power Resources (Cameco)
S$1406093

MVB GL8

Date: 7/14/2014

Report ID: $ 1406093001

Dissolved Metals by ICP - EPA 200.7 - Water
MBLK DISS/CAT (06/05/14 12:07)

Analyte

Sample Type MBLK Units: mg/L

RunNo: 108579
Result % Rec Limits QualRL Spike Ref Samp %REC

Aluminum
Beryllium

Boron

Chromium

Iron

Manganese

Nickel

Zinc

ND
ND

ND

ND

ND

ND

ND

ND

0.1
0.01

0.1

0.01

0.05

0.02

0.01

0.01

Dissolved Metals by ICP - EPA 200.7 - Water Sample Type LCS Units: mg/L
DISS LCS Q (06/05/14 12:09) RunNo: 108579

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Aluminum 1.0 0.1 1 98.3 85 -115

Beryllium 1.02 0.01 1 102 85- 115

Boron 1.0 0.1 1 97.3 85 -115

Chromium 1.01 0.01 1 101 85 -115

Iron 0.97 0.05 1 97.4 85 - 115

Manganese 1.00 0.02 1 100 85 -115

Nickel 1.02 0.01 1 102 85 -115

Zinc 1.01 0.01 1 101 85- 115

Dissolved Metals by ICP - EPA 200.7 - Water Sample Type MS Units: mg/L

O IR'UO •O-UU I UO UOIUUI IR I ,J '*4.)

Result RL Spike Ref Samp %REC % Rec Limits Qual

Aluminum
Beryllium

Boron

Chromium

Iron

Manganese

Nickel

Zinc

0.3
0.281

0.3

0.26

0.85

0.38

0.26
0.26

0.1
0.001

0.1

0.01

0.05

0.01

0.05

0.01

0.25
0.25

0.25

0.25

0.25

0.25
0.25
0.25

ND
ND

ND

ND

0.65

0.14

ND

ND

101
112

103

102

79.0

97.3

102

105

70 -130
70- 130

70- 130

70-130

70 -130

70- 130

70- 130

70- 130

Dissolved Metals by ICP - EPA 200.7 - Water Sample Type MSD Units: mg/L
S1406093-001DOSD (06/05/14 13:48) RunNo: 108579 I

IAnalyte Result RL Conc %RPD %REC % RPD Limits Qual

Aluminum
Beryllium

Boron

Chromium

Iron

Manganese

Nickel
Zinc

0.3
0.301

0.3
0.27

0.85
0.40

0.27
0.28

0.1
0.00 1

0.1

0.01

0.05
0.01

0.05

0.01

0.3
0.281

0.3

0.26

0.85

0.38

0.26

0.26

5.15
7.15

6.83

7.36

0.119

3.88
6.65

7.33

106
120

111

110

79.5
103

109

112

20
20

20

20

20

20

20

20

Qualifiers: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded

L Analyzed by a contract laboratory

0 Outside the Range of Dilutions

S Spike Recovery outside accepted recovery limits

E Value above quantitation range

J
ND

R

X

Analyte detected below quantitation limits
Not Detected at the Reporting Limit

RPD outside accepted recovery limits

Matrix Effect
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INTR OUlA L, Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
ANALYTICAL QC SUMMARY REPORT

CLIENT: Power Resources (Cameco)
Work Order: $1406093

Date: 7/14/2014

Report ID: S$1406093001
Project: MVB GL8

Dissolved Metals by ICPMS EPA 200.8 - Water Sample Type MBLK Units: mg/L
SMBLK (06/05/14 11:26) RunNo: 108608

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Arsenic ND 0.005

Barium ND 0.1

Cadmium ND 0.001

Copper ND 0.01

Lead ND 0.02

Molybdenum ND 0.02

Selenium ND 0.001

Uranium ND 0.0003

Vanadium ND 0.02

Dissolved Metals by ICPMS EPA 200.8 - Water Sample Type LCS Units: mg/L

LCS (06/05/14 11:21 ) RunNo: 108608

Analyt~e Result RL Spike Ref Samp %REC % Rec Limits Qual

Arsenic 0.101 0.005 0.1 101 85 - 115
Barium ND 0.1 0.1 96.8 85 - 115
Cadmium 0).104 0.001 0.1 104 85 -115

Copper 0.10 0.01 0.1 101 85 - 115

Lead 0.10 0.02 0.1 99.8 85 - 115

Molybdenum 0.10 0.02 0.1 102 85 -115

Selenium 0.102 0.001 0.1 102 85 -115
Uranium 0.0996 0.0003 0.1 99.6 85 - 115

Vanadium 0.11 0.02 0.1 105 85- 115

Dissolved Metals by ICPMS EPA 200.8 - Water Sample Type MS Units: mg/L

S 1406093-001DS (06/05/14 11:58) RunNo: 108608

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Arsenic 1.13 0.001 1.1 0.002 102 70 -130

Barium 1.1 0.1 1.1 ND 96,7 70 -130

Cadmium 1.16 0.001 1.1 ND 105 70 -130
Copper 1.15 0.01 1.1 ND 105 70 -130

Lead 1.11 0.01 1.1 ND 101 70 -130
Molybdenum 1.12 0.01 1.1 ND 102 70 -130

Selenium 1.14 0.001 1.1 0.026 101 70 -130

Uranium 2.26 0.0003 1.1 1.19 97.6 70 - 130

Vanadium 1.2 0.1 1.1 ND 106 70 -130
5 1406093-011DS (06/05/14 13:32) RunNo: 108608

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Arsenic
Barium
Cadmium

Copper

Lead

1.23 0.001 1.1 0.135 99.6 70 - 130
1.2 0.1 1.1 0.1 93.1 70 -130

1.11 0.001 1.1 ND 10•1 70 -130
1.12 0.01 1.1 ND 102 70 - 130

1.07 0.01 1.1 ND 97.1 70 - 130

Qualifiers: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded

L Analyzed by a contract laboratory
0 Outside the Range of Dilutions

S Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect

Page 4 of 15



I4TE MONA1 BInter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT: Power Resources (Cameco)
Work Order: S$1406093

Date: 7/14/2014

Report ID: S$1406093001

Project: MVB GL8

Dissolved Metals by ICPMS EPA 200.8 - Water Sample Type MS Units: mg/L
S1406093-011 DS (06/05114 13:32) RunNo: 108608

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

•Molybdenum 1.11 0.01 1.1 ND 100 70 -130

Selenium 1.09 0.001 1.1 0.001 99.4 70 -130

Uranium 1.66 0.0003 1.1 0.587 97.8 70 - 130

Vanadium 1.1 0.1 1.1 ND 101 70 - 130

Dissolved Metals by ICPMS EPA 200.8 - Water Sample Type MSD Units: mg/L

5 1406093-O01DMSD (06/05/14 12:03)
RunNo: 108608

IAnalyte i•• Ir'.euL fL L•,,UIIU -ior•rLU 701NIZI /0 I,'-O F ~LIIIJ ••
Arsenic 1.18 0.001 1.13 4.67 107 20
Barium 1.1 0.1 1.1 0.0349 96.7 20

Cadmium 1.10 0.001 1.16 4.95 100 20

Copper 1.12 0.01 1.15 3.01 101 20

Lead 1.11 0.01 1.11 0.464 101 20

Molybdenum 1.11 0.01 1.12 0.335 101 20

Selenium 1.15 0.001 1.14 0.944 . 102 20

Uranium 2.20 0.0003 2.26 2.78 91.9 20

Vanadium 1.1 0.1 1.2 4.23 101 20
S1406093-011IDMSD (06/05/14 13:37) RunNo: 108608

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Arsenic
Barium

Cadmium

Copper

Lead

Molybdenum

SeleniumJ

Uranium

Vanadium

1.25 0.001 1.23 1.58 101
1.2 0.1 1.2 0.0439 93.1

1.14 0.001 1.11 3.39 104

1.12 0.01 1.12 0.193 102

1.07 0.01 1.07 0.0767 97.0

1.11 0.01 1.11 0.276 101

1.10 0.001 1.09 0.655 100

1.66 0.0003 1.66 0.0605 97.8
1.1 0.1 1.1 0.726 102

20
20

20

20

20

20

20

20

20

Qualifiers: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded

L Analyzed by a contract laboratory

0 Outside the Range of Oilutions
S Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect
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N'• ERMUT Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

power Resources (Cameco)
S$1406093

MVB GL8

Date: 7/14/2014

Report ID: S$1406093001

Fluoride by SM 4500

(0/5/4nalyte

Sample Type MBLK
RunNo: 108582

Result

Units: mg/L

RL Spike Ref Samp %REC % Rec Limits Qual1

Fluoride ND 0.1

Fluoride by SM 4600 Sample Type LCS Units: mg/L
ATQC (06/05/14 15:6 RunNo: 108582

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Fluoride 2.8 0.1 3 93.1 90 - 110

Fluoride by SM 4500 Sample Type MS Units: mg/L

S 1406093-010ASPK MS (06/05/14 21:26) RunNo: 108582

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Fluoride 2.3 0.1 2.5 0.1 85.9 80 - 120

Fluoride 2.3 0.1 2.5 0.1 86.1 80 - 120

Fluoride by SM 4500 Sample Type MSD Units: mg/L

S1406093-010ASPK MSD (06/05/14 21:30) RunNo: 108582

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Fluoride 2.3 0.1 2.3 0 85.9 20

S1406093-020ASPK MSD (06/06/14 00:02) RunNo: 108582

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Fluoride 2.3 0.1 2.3 0 86.1 20

Qualifiers: B
H

L

0
S

Analyte detected in the associated Method Blank
Holding times for preparation or analysis exceeded
Analyzed by a contract laboratory

Outside the Range of Dilutions

Spike Recovery outside accepted recovery limits

E
J

ND

R

X

Value above quantitation range
Analyte detected below quantitation limits

Not Detected at the Reporting Limit

RPD outside accepted recovery limits

Matrix Effect

Page 6 of 15



INTE-OTANLS Inter-Mountain Labs- Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
$1406093

MVB GL8

Date: 7/14/2014

Report ID: $ 1406093001

Gross Alpha, Beta by SM 7110B

MBI4-177 (07/02/14 08:36)

Analyte

Sample Type MBLK
RunNo: 109838

Result

Units: pCi/L
PrepDate: 06/26/14 0:00

RL Spike Ref Samp
BatchiD R109838

%REC % Rec Limits Qual

Gross Alpha (Dissolved)
Gross Beta (Dissolved)

ND
ND

2
3

Gross Alpha, Beta by SM 7110B Sample Type LCS Units: pCi/L
ILCS-14-177 (07/02/14 08:36) RunNo: 109838 PrepDate: 06/26/14 0:00 BatchlD R109838

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Gross Alpha (Dissolved) 43 2 71.2 60.0 55.9 -149

Gross Beta (Dissolved) 124 3 120 104 86 - 125

Gross Alpha, Beta by SM 7110B Sample Type MS Units: pCi/L
$1406093-O15FMS (07/02/14 14:40) RunNo: 109838 PrepDate: 06/26/14 0:00 BatchlD R109838

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Gross Alpha (Dissolved)
Gross Beta (Dissolved)

1400 2
560 3

142
120

1240 110 42.3-168
445 96.1 66.1 -145

Gros.a Alpha, Beta by SM 7110B Sample Type DUP Units: pCi/L
5 1406093-004FDUP (07/02/14 08:36) RunNo: 109838 PrepDate: 06/26/14 0:00 BatchiD R109838

Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Gross AlPha (Dissolved)
Gross Beta (Dissolved)

1340 2
1130 3

1360 1.60
1110 1.91

20
20

Qualifiers: B
H

L

O

S

Anslyte detected in the associated Method Blank
Holding times for preparation or analysis exceeded

Analyzed by a contract laboratory

Outside the Range of Dilutions

Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

NO Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect

Page 7 of 15



•'•t Inter-Mountain Labs

INTER-MOUNTAIN LABS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
S$1406093

MVB GL8

Date: 7/14/2014

Report ID: $1406093001

Anions by ION Chromatography
[ BLK (06/1 2/14 16:16).

Sample Type MBLK
RunNo: 108953

Result

Units: mg/L

RL Spike Ref Samp %RECReLits ua% Rec Limits Qual

Chloride
Sulfate

ND
ND

1
1

Anioins by ION Chromatography Sample Type LCS Units: mg/L
[ DIONEX (06/12/14 16:30) RunNo: 108953

[Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Chloride 30 1 30 98.2 90 -110

Sulfate 144 1 150 95.8 90 -110

ns by iON Chromatography Sample Type MS Units: mg/LAniol

I S1406093-008ASPK (06/13/14 02:19)
RunNo: 108953

OL D• I ;•;÷• €'•,,•l

SAnalyte f'l.CbUII I'•L OpIJre¢ r~cl O{:ll OI.I$, 70 i,'O t I. LIIllL •Udl

Chloride 78 , 1 54.5 21 104 80 -120

Sulfate 491 1 409 65 104 80 -120
IS1406093-01 8ASPK (06/13/14 05:54) RunNo: 108953

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Chloride
Sulfate

70
486

1
1

54.5 14
409 63

104
103

80- 120
80- 120

Anioins by ION Chromatography Sample Type MSD Units: mg/L
5 1406093-008ASPKD (06/13/14 02:33) RunNo: 108953

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Chloride 78 1 78 0.816 105 20

Sulfate 496 1 491 0.954 105 20
SS1406093-01 8ASPKD (06/13/14 06:08) RunNo: 108953

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Chloride
Sulfate

71
493

1
1

70
486

1.50
1.44

106
105

20
20

Qualifiers: B Analyte detected in the associated Method Blank"
H Holding times for preparation or analysis exceeded

L Analyzed by a contract laboratory

0 Outside the Range of Dilutions

S Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits

X Matrix Effect

Page 8 of 15



U••• • Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
$1406093

MVB GL8

Date: 7/14/2014

Report ID: $1406093001

Cations by ICP (Method 200.7) Sample Type MBLK Units: mg/L
SMBLK DISS/CAT (06/05/14 12:07) RunNo: 108577

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Calcium ND 1

Magnesium ND 1

Potassium ND 1

Sodium ND 1

Cations by ICP (Method 200.7) Sample Type LCS Units: mg/L
[ CAT LCS IML3 (06/05/14 12:11) RunNo: 108577

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Calcium

Magnesium

Potassium
Sodium'

39 1
39 1

40 1

39 1

40
40

40

40

97.1
97.6

99.6

97.6

85 - 115
85 - 115

85 - 115

85 - 115

Catioins by lCP (Method 200.7) Sample Type MS Units: mg/L
5 1406093-001AS (06/05/14 13:46) RunNo: 108577

Analyte .Result RL Spike Ref Samp %REC % Rec Limits Qual

Calcium 82 1 25 60 90.3 70 -130

Magnesium 37 1 25 12 97.0 70 -130

Potassium 34 1 25 7 109 70 -130

' Sodium 74 1 25 50 97.4 70 -130
[5$1406093-008AS (06/05/14 14:26) RunNo: 108577

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Calcium 92 .1 .25 70 90.3 70 -130

Magnesium 41 1 25 16 99.0 70 -130

Potassium 35 1 25 7 114 70 -130

Sodium 67 1 25 41 102 70 -130
[s$1406093-015AS (06/05/14 14:56) RunNo: 108577

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Calcium

Magnesium

Potassium

Sodium

Cations by ICP (Method 200.7)

80
37

35

34

Sample Type MSD

1
1

1

1

25 57
25 12

25 7

25 9
Units: mg/L

92.6
99.7

109

101

70- 130
70- 130

70-130

70- 130

SS1406093-001 ASD (06/05/14 13:48) RunNo: 108577Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Calcium
Magnesium

Potassium

Sodium

84
38
36

76

1
1
1

1

82
37

34

74

1.63
4.27

5.14

2.09

95.7
103

116

104

20
20
20

20

Qualifiers: B
H
L

0
S

Analyte detected in the associated Method Blank
Holding times for preparation or analysis exceeded

Analyzed by a contract laboratory

Outside the Range of Dilutions

Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

NO Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect
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N R ON N R Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
$1406093

MVB GL8

Date: 7/14/2014
Report ID: S$1406093001

Cations by ICP (Method 200.7) Sample Type MSD Units: mg/L
S1406093-008ASD (06/05/14 14:28) RunNo: 108577

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Calcium 95 1 92 2.47 99.4 20

Magnesium 43 1 41 5.56 108 20

Potassium 37 1 35 4.97 121 20

Sodium 68 1 67 .2.40 108 20

' 1406093-015ASD (06/05/14 14:59) RunNo: 108577

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Calcium
Magnesium

Potassium

Sodium

81 1
36 1

34 1

34 1

80
37

35
34

0.124
0.620

0.54 1

0.530

93.0
98.8

108

99.8

20
20

20

20

Nitrogen, Ammonia (as N) Sample Type MBLK Units: mg/L
SBLANK (06/05/14 14:01) RunNo: 108594

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

'Nitrogen, Ammonia (As N) ND 0.1

Nitrogen, Ammonia (as N) Sample Type LCS Units: mg/L

QC (06/05/14 1.4:03) RunNo: 108594

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Nitrogen, Ammonia (As N)" 14.3 0.1 15.4 93.0 89 - 111

Nitrogen, Ammonia (as N) Sample Type MS Units: mg/L

S 1406093-008C (06/05/14 15:54)
RunNo: 108594

[ Analyte rX~UIuL rL_ opIN r•,I OdljJ ior•,I~ JO r~CU LIIIIIL •4ud
Nitrogen, Ammonia (As N) 9.8 0.1 10 0.1 96.4 90 -110

[s$1406093-020C (06/05/14 16:12) RunNo: 108594

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Nitrogen, Ammonia (As N) 9.3 0.1 10 0.1 92.1 90 - 110

gen, Ammonia (as N) Sample Type MSD Units: mg/L
Nitro

5 1406093-008C (06/05/14 15:55) RunNo: 108594

I AayeResult RL Conc %RPD %REC % RPD Limits Qual
Nitrogen, Ammonia (As N) 9.8 0.1 9.8 0.186 96.6 20

[5$1406093-020C (06/05/14 16:13) RunNo: 108594

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Nitrogen, Ammonia (As N) 9.9 0.1 9.3 .5.69 97.4 20

Qualifiers: B
H
L

O

S

Analyte detected in the associated Method Blank
Holding times for preparation or analysis exceeded

Analyzed by a contract laboratory

Outside the Range of Dilutions

SpikeRecovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect
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iI• Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82601 ph: (307) 672-8945
ANALYTICAL QC SUMMARY REPORT

CLIENT: Power Resources (Cameco)
Work Order: S$1406093

Date: 7/14/2014

Report ID: S$1406093001
Project: MVB GL8

Nitrogen, Nitrate-Nitrite (as N) Sample Type MBLK Units: mg/L
BLANK (06/06/14 12:42) RunNo: 108634

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Nitrogen, Nitrate-Nitrite (as N) ND 0.1

Nitrogen, Nitrate-Nitrite (as N) Sample Type LCS Units: mg/L
SQC (06/06/14 12:44) RunNo: 108634

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Nitrocen. Nitrate-Nitrite (as Nt 15.9 0.1 15.1 105 90 -110

Nitrogen, Nitrate-Nitrite (as N) Sample Type MS Units: mg/L

$ 1406093-002C (06/06/14 14:20) RunNo: 108634
Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Nitrogen, Nitrate-Nitrite (as N) 4.8 0.1 5 ND 95.9 90 - 110
$469-1C(/6/414:39) RunNo: 108634

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Nitrogen, Nitrate-Nitrite (as N) 4.7 0.1 5 ND 94.9 90 - 110

$1406093-020C (06/06/14 14:57) RunNo: 108634

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Nitroaen. Nitrate-Nitrite (as Nt 5.0 0.1 5 ND 99.0 90 - 110

Nitrogen, Nitrate-Nitrite (as N) Sample Type MSD Units: mg/L

$1406093-002C (06/06/14 14:22) RunNo: 108634Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Nitrogen, Nitrate-Nitrite (as N) 4.9 0.1 4.8 2.69 .98.5 20

$1406093-012C (06/06/14 14:40) RunNo: 108634

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Nitrogen, Nitrate-Nitrite (as N) 4.8 0.1 4.7 1.41 96.2 20
[$14o6093-020C (06/06/14 14:58) RunNo: 108634

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Nitrogen, Nitrate-Nitrite (as N) 5.0 0.1 5.0 0.687 99.7 20

Qualifiers: B
H

L

0
S

Analyte detected in the associated Method Blank
Holding times for preparation or analysis exceeded

Analyzed by a contract laboratory

Outside the Range of Dilutions

Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect

Page 11 of 15



In EVIL• Inter-Mountain Labs
N TER-MOUNTAIN LAElS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
'ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
S$1406093

MVB GL8

Date: 7/14/2014

Report ID: $1406093001

Radium 228 by Ga/Tech
MB-8497 (06/25/14 14:57)

Sample Type MBLK Units: pCi/L

RunNo: 109698 PrepDate: 06/09/14 10:00 BatchlD 8497

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Radium 228 (Dissolved) ND 1

Radium 228 (Dissolved) ND 1

Radium 228 by Ga/Tech Sample Type LCS Units: pCi/L
LCS-8497 (06/25/14 17:58) RunNo: 109698 PrepDate: 06/09/14 10:00 BatchiD 8497

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Radium 228 (Dissolved) 36 1 40.3 88.1 61.7 - 97.1

Radium 228 (Dissolved) 39 1 40.3 97.1 61.7 - 97.1

Radium 228 by Ga/Tech Sample Type LCSD Units: pCi/L

SLCSD-8497 (06/25/14 20:59) RunNo: 109698 PrepDate: 06/09/14 10:00 BatchlD 8497

I AayeResult RL Conc %RPD %REC % RPD Limits Qual
Radium 228 (Dissolved) 35 1 36 1.46 86.9 20

[ LCSD-8498 (06/29/14 04:21) RunNo: 109699 PrepDate: 06/11/14 10:00 BatchlD 8498

IAnalyte Result RL Conc %RPD %REC % RPD Limits Qual

Radium 228 (Dissolved) 33 1 39 14.7 82.8 20

um 228 by Ga/Tech Sample Type MS , Units: pCi/L

ru~:199 
rpae 60/41:0 BthD89Radii

ITAPMS-8497 (06/26/14 03:01 )
RunNo: 109698

D .... il

PrepDate: 06/09/14 10:00 BatchlD 8497
t'%, ,--I

IAnalyte [r~UuL• r'L OPiN~ru e OI iJ.u Y•lp-O\EA.I 70 U LllI5.•Ul

Radium 228 (Dissolved) 32 1 40.3 ND 79.1 52.4 - 114
TAPMS-8498 (06/29/14 1.0:23) RunNo: 109699 PrepDate: 06/11/14 10:00 BatchlD 8498

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Radium 228 (Dissolved) 33 1 40.3 ND 82.4 52.4 - 114

um 228 by Ga/Tech Sample Type MSD Units: pCi/LRadii

STAPMSD-8497 (06/26/14 06:02) RunNo: 109698 PrepDate: 06/09/14 10:00 BatchlD 8497

AnlyeResult RL Conc %RPD %REC % RPD Limits QualRnadim28lDsove)3t13e.3 30 3

Radium 228 (Dissolved) 33 1 33 0.386 82.1 30

Qualifiers: B
* H

L
0
S

Analyte detected in the associated Method Blank
Holding times for preparation or analysis exceeded

Analyzed by a contract laboratory

Outside the Range of Dilutions

Spike Recovery outside accepted recovery limits

E
J

ND

R

X

Value above quantitation range
Analyte detected below quantitation limits
Not Detected at the Reporting Limit

RPD outside accepted recovery limits

Matrdx Effect

Page 12 of 15



'•I Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph. (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
S1406093

MVB GL8

Date: 7/14/2014

Report ID: $1406093001

Radium 226 in Water - Dissolved Sample Type MBLK Units: pCi/L
MB-8404 (06/16/14 09:32) RunNo: 109149 PrepDate: 06/09/14 0:00 BatchiD 8404

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Radium 226 (Dissolved) ND 0.2
Radium 226 in Water - Dissolved Sample Type LCS Units: pCi/L

I C-44(06/161 09:32) RunNo: 109149 PrepDate: 06/09/14 0:00 BatchlD 8404

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Radium 226 (Dissolved) 5.1 0.2 5 102 76.4 - 122

Radium 226 in Water - Dissolved Sample Type MS Units: pCi/L
[ TAPMS-8404 (06/.16/14 09:32) RunNo: 109149 PrepDate: 06/09/14 0:00 BatchiD 8404

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Radium 226 (Dissolved) 5.5 0.2 5 0.5 99.6 74.5 - 133
Radium 226 in Water - Dissolved Sample Type MSD Units: pCi/L

STPS-44(61/409:32) RunNo: 109149 PrepDate: 06/09/14 0:00 BatchlD 8404

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Radium 226 (Dissolved) 4.9 0.2 5.5 11.4 87.1 20

Silica as SiO2 Sample Type MBLK Units: mg/L

Silica

SMBLK DISS/CAT (06/05/14 12:07) RunNo: 108578Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Silica as SiO2 ND 0.1

aas SiO2 Sample Type LCS Units: mg/L
SDISS LCS Q (06/05/14 12:09) RunNo: 108578

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Silica as Si02 2.1 0.1 2.14 99.4 85 - 115

aas SiO2 Sample Type DUP Units: mg/L
[S$1406093-007DD (06/05/14 14:21) RunNo: 108578

IAnalyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Silica as SiO2 13 1 14 1.62 20
[5 $406093-014DD (06/05/14 14:52) RunNo: 108578

IAnalyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Silica as Si02 13 1 13 0.390 20

Silica

Qualifiers: B
H

L

0

S

Analyte detected in the associated Method Blank
Holding times for preparation or analysis exceeded

Analyzed by a contract laboratory

Outside the Range of Dilutions

Spike Recovery outside accepted recovery limits

E
J

ND

R

X

Value above quantitation range
Analyte detected below quantitation limits

Not Detected at the Reporting Limit

RPD outside accepted recovery limits

Matrix Effect

Page 13 of 15



I 1Y1 Inter-Mountain Labs
INTER-MOUNT* N LABS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

* CLIENT:
Work Order:

Project:

Power Resources (Cameco)
$1406093

MVB GL8

Date: 7/14/2014

Report ID: $1406093001

Solids By SM 2540 Sample Type MBLK Units: mg/L
SDl (06/05/14 13:28) RunNo: 108772

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Total Dissolved Solids (180) ND 10

Solids By SM 2540 Sample Type LCS Units: mg/L

CONTROL (06/05/14 13:29) RunNo: 108772

Solidt

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual
Total Dissolved Solids (180) 230 10 226 101 90 - 110

sBy SM 2540 Sample Type DUP Units: mg/L

S 1406093-009A (06/05/14 13:40)
RunNo: 108772

r-,lI r•_,€ •-• __• N/ r-Jr•r-% NI r-lr--#.• rjl r•l,-ii,• i :--:&• #"%,.•1

Total

Total

IAnalyte i-,aul[ .. rKeT oamp Y/oI-¶ru 7or¶r-L, 70o I-•r-Lu LimIitLs L•Ual
Total Dissolved Solids (180) 420 10 410 0.483 20

$1406093-O18A (06/05)14 13:50) RunNo: 108772

Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Total Dissolved Solids (180) 510 10 510 0.395 20

(200.2) Metals by EPA 200.7 ICP - Water Sample Type MBLK Units: mg/L

Iron ND 0.05

Manganese ND 0.02

(200.2) Metals by EPA 200.7 ICP - Water Sample Type LCS Units: mg/L
LCS-8349 (06/10/14 17:41) RunNo: 108790 PrepDate: 06/06/14 12:23 BatchlD 8349

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Iron 0.49 0.05 0.5 97.1 85 - 115

Manganese 0.19 0.02 0.2 95.0 85 -115

Total (200.2) Metals by EPA 200.7 ICP - Water Sample Type MS Units: mg/L
$1406093-002ES (06/10/14 17:51) RunNo: 108790 PrepDate: 06/06/14 7:03 BatchlD 8349

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Iron 4.03 0.05 0.5 3.52 103 70 - 130
Manganese 0.55 0.01 0.2 0.35 95.9 70)- 130

$1406093-012ES (06/10/14 18:35) RunNo: 108790 PrepDate: 06/06/14 7:03 BatchlD 8349

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Iron 8.60 0.05 0.5 8.06 108 70 - 130

Manganese 0.81 0.01 0.2 0.62 96.5 70 - 130
(200.2) Metals by EPA 200.7 ICP - Water Sample Type MSD Units: m/

S140693-00EMSD(06/10/14 17:53) Rno 070Pe~t:0/61 :3 BthD84
AnalyteOOEMS Result RL Conc %RPD %REC % RPD Limits Qual

Iron 4.01 0.05 4.03 0.582 98.6 20

Total

Manganese 0.54 0.01 0.55 0.495 94.5 20

Qualifiers: B] Analyte detected in the associated Method B]lank
H Holding times for preparation or analysis exceeded

L Analyzed by a contract laboratory

0 Outside the Range of Dilutions

S Spike Recovery outside accepted recovery limits

E
J

ND

R

X

Value above quantitation range
Analyte detected below quantitation limits
Not Detected at the Reporting Limit

RPD outside accepted recovery limits

Matrix Effect

Page 14 of 15



/I EIL• Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT: Power Resources (Cameco)
Work Order: S 1406093

Project: MVB GL8

Total (200.2) Metals by EPA 200.7 ICP -Water[IS1406093-012EMSD (0/0/14 18:7

Date: 7/14/2014

Report ID: S$1406093001

Sample Type MSD

RunNo: 108790
Units: mg/L

PrepDate: 06/06/14 7:03 BatchiD 8349

pH W

AnlyeResult RL Conc %RPD %REC % RPD Limits Qual

Iron 8.60 0.05 8.60 0.0441 108 20

Manganese 0.82 0.01 0.81 0.251 97.6 20

ater Sample Type LCS Units: s.u.

IATQC (06/05/14 15:22)
Analy

RunNo: 108582

Result
ite RL Spike Ref Samp %REC % Rec Limits Qual

pH 8.7 0.1 8.74 99.6 90 -110

pH WAVater Sample Type DUP Units: s.u.
S 1406o93-003AD (06/05/14 19:51 ) RunNo: 108582

IAnalyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

pH 8.0 0.1 7.9 0.371 20f $1406093-O13AD (06/05/14 22:20) RunNo: 108582

Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

pH 7.7 0.1 7.7 0.0790 20

Qualifiers: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

0 Outside the Range of Dilutions

S Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect

Page 15 of 15
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il'IL" Inter-Mountain Labs
INTER-MOUNTAIN LABS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Date: 10/29/2014

CLIENT: Power Resources (Cameco) CASE NARRATIVE
Project: MUB GL8 Rpr D 10320
Lab Order: $1 409342 Rpr D 10320

Samples BM-038, and BM-057 were received on September 17, 2014.

All samples were received and analyzed within the EPA recommended holding times, except those noted below in this case
narrative. Samples were analyzed using the methods outlined in the following references:

"Standard Methods For The Examination of Water and Wastewater", approved method versions
Test Methods for Evaluating Solid Waste, Physical/Chemical Methods, SW-846, 3rd Edition
40 CFR Parts 136 and 141
40 CFR Part 50, Appendices B, J, L, and 0
Methods indicated in the Methods Update Rule published in the Federal Register Friday, May 18, 2012
ASTM approved and recognized standards

All Quality Control parameters met the acceptance criteria defined by EPA and Inter-Mountain Laboratories except as
indicated in this case narrative.

Reviewed by: 4>:,• "
Page 1 of 1

Wade Nieuwsma, Assistant Laboratory Manager



INTE-ONANAS Inter-Mountain Labs-
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

ProjectName: MUB GL8

Lab ID: $1409342-001
ClientSample ID: BM-038
COC: 155223

Date Reported 10/29/2014
Report ID S 1409342001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409342
9/15/2014 2:38:00 PM

9/17/2014 11:50:00 AM

GT/KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

An ions/Cations
Alkalinity, Total (As CaCO3) 226 mg/L 5 SM 2320B 09/18/2014 1742 BT
Alkalinity, Bicarbonate as HCO3 271 mg/L 5 SM 2320B 09/18/2014 1742 BT

Alkalinity, Carbonate as 003 ND mg/L 5 SM 2320B 09/18/2014 1742 BT

Chloride 8 mg/L 1 EPA 300.0 09/19/2014 2302 AB

Fluoride 0.2 mg/L 0.1 SM 4500FC 09/18/2014 1742 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 . EPA 353.2 09/25/2014 1709 AMB

Sulfate 84 mg/L 1 EPA 300.0 09/19/2014 2302 AB

Calcium 59 mg/L 1 EPA 200.7 09/18/2014 437 DG
Magnesium 11 mg/L I EPA 200.7 09/18/2014 437 OG

Potassium 7 mg/L 1 EPA 200.7 09/18/2014 437 DG

Sodium 57 mg/L 1 EPA 200.7 09/18/2014 437 DG

Nitrogen, Ammonia (As N) 0.2 mg/L 0.1 EPA 350.1 09/23/2014 1650 AMB

Silica as SiO2 16 mg/L 1 EPA 200.7 09/1 812014 437 DG

General Parameters

pH 8.3 s.u. 0.1 SM 4500 H B 09/18/2014 1742 BT
Electrical Conductivity 626 pmhos/cm .5 SM 2510B 09/18/2014 1742 BT
Total Dissolved Solids (180) 400 mg/L 10 SM 2540 09/18/2014 1035 IR

Data Quality
Cation Sum 6.51 meq/L 0.01 SM 1030E 09/26/2014 800 JJ

Anion Sum 6.50 meq/L 0.01 SM 1030E 09/26/2014 800 JJ

Cation-Anion Balance (+ 5%) 0.09 %0.01 SM 1030E 09/26/2014 800 JJ

Solids, Total Dissolved (Calc) 380 mg/L 10 SM 1030E 09/26/2014 800 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.05 dec. % 0.01 Calculation 10/13/2014 1211 WN

These results apply only to the samples tested.

Qualifiers: B Analyte detected in the associated Method Blank
*E Value above quantitation range

J Analyte detected below quantitation limita
M Value exceeda Monthly Ave~or MCL or ia less than LCL
0 Outaide the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysia exceeded
L Analyzed by a contract laboratory

_NO Not Detected at the Reporting Limit
S Spike Recovery outaide accepted recovery limits

Reviewed by:.-/.•,J
Wade Nieuwsma, Assistant Laboratory Manager Page 1 of 4



I EVI Inter-Mountain Labs
14TER-MOUNTAIN LABS

Your Environmental Monitoring Partner

167,3 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

Date Reported 10/29/2014
Report ID $1409342001

ProjectName:
Lab ID:
ClientSample ID:
COC:

MUB GL8
Si1409342-001
BM-038

155223

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409342
9/15/2014 2:38:00 PM

9/17/2014 11:50:00 AM

GT/KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/18/2014 437 DG

Arsenic ND mg/L 0.001 EPA 200.8 09/18/2014 1527 MS

Barium ND mg/L 0.1 EPA 200.8 09/18/2014 1527 MS

Beryllium ND mg/L 0.001 EPA 200.7 09/18/2014 437 DG

Boron ND mg/L 0.1 EPA 200.7 09/18/2014 437 DG

Cadmium ND mg/L 0.001 EPA 200.8 09/18/2014 1527 MS
Chromium ND mg/L 0.01 EPA 200.7 09/18/2014 437 DG
Copper ND mg/L 0.01 EPA 200.8 09/18/2014 1527 MS

Iron 0.34 mg/L 0.05 EPA 200.7 09/18/2014 437 DG

Lead ND mg/L 0.01 EPA 200.8 09/18/2014 1527 MS

Manganese 0.05 mg/L 0.01 EPA 200.7 09/18/2014 437 DG

Mercury ND mg/L 0.001 EPA 245.1 09/23/2014 1050 BJ

Molybdenum ND mg/L 0.01 EPA 200.8 09/18/2014 1527 MS
Nickel ND mg/L 0.05 EPA 200.7 09/18/2014 437 DG

Selenium ND mg/L 0.001 EPA 200.8 09/18/2014 1527 MS

Uranium 0.0319 mg/L 0.0003 EPA 200.8 09/18/2014 1527 MS
Vanadium ND mg/L 0.1 EPA 200.8 09/18/2014 1527 MS
Zinc ND mg/L 0.01 EPA 200.7 09/1 8/2014 437 DG

Metals - Total
Iron 2.02 "mg/L 0.05 EPA 200.7 09/19/2014 750 DG

Manganese 0.06 mg/L 0.01 EPA 200.7 09/19/2014 750 DG

Radionuclides - Dissolved
Gross Alpha ,37.9 pCi/L 2 SM 7110B 10/09/2014 1018 MB
Gross Alpha Precision (+) 3.1 pCi/L SM 7110B 10/09/2014 1018 MB

Gross Beta 16.5 pCi/L 3 SM 7110B 10/09/2014 1018 MB

Gross Beta Precision (i•) 1.9 pCi/L SM 7110B 10/09/2014 1018 MB
Radium 226 10.8 pCi/L 0.2 SM 7500 Ra-B 10/07/2014 845 MB

Radium 226 Precision (+) 0.4 pCi/L SM 7500 Ra-B 10/07/2014 845 MB

Radium 228 ND pCi/L 1 Ga-Tech 10/24/2014 1113 MB
Radium 228 Precision (+) NA pCi/L Ga-Tech 10/24/2014 1113 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monlhly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: •••,
Wade Nieuwsma, Assistant Laboratory Manager Page 2 of 4



N'TERNU B Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MUB GL8
Lab ID: $1409342-002
ClientSample ID: BM-057

Date Reported 10/29/2014
Report ID S$1409342001

WorkOrder:
CollectionDate:
DateReceived:

$1409342
9/15/2014 7:43:00 AM
9/17/2014 11:50:00 AM

COC: 155223 FieldSampler: GT/KA
Matrix: Water

Comments
Analyses Result Units Qual RL Method Date Analyzed/Init

AnionslCations

Alkalinity, Total (As CaCO3) 170 mng/L 5 SM 2320B 09/18/2014 1754 BT

Alkalinity, Bicarbonate as HCO3 204 mg/L 5 SM 2320B 09/18/2014 1754 BT

Alkalinity, Carbonate as C03 ND mg/L 5 SM 2320B 09/18/2014 1754 BT

Chloride 4 mg/L 1 EPA 300.0 09/19/2014 2313 AB

Fluoride 0.2 mg/L 0.1 SM 4500FC 09/18/2014 1754 BT
Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/25/2014 1710 AMB

Sulfate .103 mg/L 1 EPA 300.0 09/19/2014 2313 AB

Calcium 46 mg/L 1 EPA 200.7 09/18/2014 439 DG

Magnesium 10 mg/L 1 EPA 200.7 09/18/2014 439 DG

Potassium 6 mg/L 1 EPA 200.7 09/18/2014 439 DG

Sodium 54 mg/L 1 EPA 200.7 09/18/2014 439 DG

Nitrogen, Ammonia (As N) 0.1 mg/L 0.1 EPA 350.1 09/23/2014 1651 AMB

Silica as SiO2 17 mg/L 1 EPA 200.7 09/18/2014 439 DG

General Parameters
pH 8.3 s.u. 0.1 SM 4500 H B 09/18/2014 1754 BT

Electrical Conductivity 559 pmhos/cm 5 SM 25108 09/18/2014 1754 BT

Total Dissolved Solids (180) 360 mg/L 10 SM 2540 09/18/2014 1036 I R

Data Quality
Cation Sum 5.67 meq/L 0.01 SM 1030E 09/26/2014 800 JJ

Anion Sum 5.65 meq/L 0.01 SM 1030E 09/26/2014 800 JJ

Cation-Anion Balance (_+ 5%) 0.20 %0.01 SM 1030E 09/26/2014 800 JJ

Solids, Total Dissolved (Ca~c) 340 mg/L 10 SM 1030E 09/26/2014 800 JJ

Calculated TDSiTDS Ratio (0.80-1.20) . 1.06 dec. % 0.01 Calculation 10/13/2014 1211 WN

These results apply only to the samples tested. RL - Reporting Limit

Qualifiers: B Analyte detected in the associated Method Blank
E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: ~
Wade Nieuwsma, Assistant Laboratory Manager Page 3 of 4



INTR OTINLS Inter-Mountain L Your Environmental Monitoring Partner
abs

1673 Ten-a Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

Date Reported 10/29/2014
Report ID S1409342001

ProjectName:
Lab ID:
Client~ample ID:
COC:

MUB GL8
S$1409342-002
BM-057
155223

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409342
9/15/2014 7:43:00 AM
9/17/2014 11:50:00 AM
GT/KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/18/2014 439 DG

Arsenic ND mg/L 0.001 EPA 200.8 09/18/2014 1548 MS
Barium ND mg/L 0.1 EPA 200.8 09/18/2014 1548 MS
Beryllium ND mg/L 0.001 EPA 200.7 09/18/2014 439 DG

Boron ND mg/L 0.1 EPA 200.7 09/1 8/2014 439 DG

Cadmium ND mg/L 0.001 EPA 200.8 09/18/2014 1548 MS

Chromium N D mg/L 0.01 EPA 200.7 09/18/2014 439 DG

Copper ND mg/L 0.01 EPA 200.8 09/18/2014 1548 MS

Iron 0.23 mg/L 0.05 EPA 200.7 09/18/2014 439 DG

Lead ND mg/L 0.01 EPA 200.8 09/18/2014 1548 MS

Manganese 0.04 mg/L 0.01 EPA 200.7 09/18/2014 439 DG

Mercury ND mg/L 0.001 EPA 245.1 09/23/2014 1052 BJ
Molybdenum ND mg/L 0.01 EPA 200.8 09/18/2014 1548 MS

Nickel ND mg/L 0.05 EPA 200.7 09/18/2014 439 DG

Selenium ND mg/L 0.001 EPA 200.8 09/18/2014 1548 MS
Uranium 0.0124 mg/L 0.0003 EPA 200.8 09/18/2014 1548 MS

Vanadium ND mg/L 0.1 EPA 200.8 09/18/2014 1548 MS

Zinc ND mg/L 0.01 EPA 200.7 09/18/2014 439 DG

Metals - Total
Iron 0.34 mg/L 0.05 EPA 200.7 09/19/2014 752 DG
Manganese 0.04 mg/L 0.01 EPA 200.7 09/19/2014 752 DG

Radionuclides - Dissolved
Gross Alpha 12.4 pCi/L 2 SM 7110B 10/09/2014 1018 MB

Gross Alpha Precision (+) 1.8 pCI/L SM 7110B 10/09/2014 1018 MB

Gross Beta 7.6 pCi/L 3 SM 7110B 10/09/2014 1018 MB

Gross Beta Precision (+) 1.7 pCi/L SM 7110B 10/09/2014 1018 MB
Radium 226 1.4 pCi/L 0.2 SM 7500 Ra-B 10/07/2014 845 MB

Radium 226 Precision (±) 0.2 pCi/L SM 7500 Ra-B 10/07/2014 845 MB

Radium 228 ND pCi/L 1 Ga-Tech 10/24/2014 1414 MB

Radium 228 Precision (+) NA pCi/L Ga-Tech 10/24/2014 1414 MB

These results apply only to the samples tested.

Qualifiers: B Analyte detected in the associated Method Blank
E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LC[
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 6_.•
Wade Nieuwsma, Assistant Laboratory Manager Page 4 of 4



INTRMUTANAB Inter-Mountain Labs • ' Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT: Power Resources (Cameco) Date: 10/29/2014

Work Order: $1409342 Report ID: S1409342001
Project: MUB GL8

Alkal

Alkal

inity Sample Type MIBLK Units: mg/L
SBLANK (09/18/14 11:06) RunNo: 112843

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Alkalinity, Total (As CaCO3) ND 5

inity Sample Type LCS Units: mg/L
IATQC (09/18/14 10:55) RunNo: 112843

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Alkalinity, Total (As CaCO3) 579 5 595 97.3 90 - 110

inity _____Sample Type DUP Units: mg/LAlkal

5 1409343-O01AD (09/1 8/14 18:41)
Analyte

RunNo: 112843
Result RL Ref Samp %RPD %REC % RPD Limits Qua[

Alkalinity, Bicarbonate as HCO3
Alkalinity, Carbonate as 003
Alkalinity, Total (As CaCO3)

96 5
ND 5

79 5

97
ND

80

0.588

0.588

20
20

20

Conductivity Sample Type MBLK Units: iimhos/cm
SBLANK (09/18/14 11:06) RunNo: 112843

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Electrical Conductivity ND 5

Cond uctivity Sample Type LOS Units: pmhos/cm
[ ATQC (09/18/14 10:55) RunNo: 112843

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Electrical Conductivity 1060 5 1060 99.9 90.- 110

uctivity Sample Type DUP Units: pmhos/cmCond

$1409343-001AD (09/18/14 18:41)
Analyte

RunNo: 112843
Result

RL RefSamp %RPD %REC % RPD Limits Qual
Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual
Electrical Conductivity 249 5 284 12.3 20

Qualifiers: B
H
L

0
S

Analyte detected in the associated Method Blank
Holding times for preparation or analysis exceeded
Analyzed by a contract laboratory

Outside the Range of Dilutions
Spike Recovery outside accepted recovery limits

E
J

ND

R
X

Value above quantitation range
Analyte detected below quantitation limits
Not Detected at the Reporting Limit
RPD outside accepted recovery limits

Matrix Effect

Page 1 of 11



1•'1•'Inter-Mountain Labs

INTER-MOUNTIAIN LABS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
$1409342

MUB GL8

Date: 10/29/2014

Report ID: S$1409342001

Dissolved Mercury by EPA 245.1 - Water[ LRB (09/23/14 12:29)
Sample Type M~BLK

RunNo: 112981
Units: mg/L

AnlyeResult RL Spike Ref Samp %REC % Rec Limits Qual
Mercury ND 0.001

Dissolved Mercury by EPA 245.1 - Water Sample Type LCS Units: mg/L
ILCS (09/23/14 09:33) RunNo: 112981

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Mercury 0.002 0.001 0.002 97.4 85 - 115

Dissolved Mercury by EPA 245.1 - Water Sample Type MS Units: mg/L
[$1409343-002o (09/23/14 11:03) RunNo: 112981

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Mercury 0.002 0.001 0.001 97 ND 97.6 70 - 130

Dissolved Mercury by EPA 245.1 - Water Sample Type MSD Units: mg/L
S$494-2D(921411:05) RunNo: 112981

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Mercury 0.002 0.001 0.002 1.31 96.4 20

Qualifiers: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded

L Analyzed by a contract laboratory

0 Outside the Range of Dilutions

S Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect

Page 2 of 11



I 'TE Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph. (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT: Power Resources (Cameco)
Work Order: S$1409342

Date: 10/29/2014

Report ID: $1409342001
Project: MUB GL8

Dissolved Metals by ICP - EPA 200.7 - Water Sample Type MBLK Units: mg/L
IMBLK DISS/CAT (09/17/14 12:28) RunNo: 112752

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Aluminum ND 0.1

Beryllium ND 0.01

Boron ND 0.1
Chromium ND 0.01

Iron ND 0.05
Manganese ND 0.02

Nickel ND 0.01
Zinc ND 0.01

Dissolved Metals by ICP - EPA 200.7 - Water Sample Type LCS Units: mg/L

IDISS LCS Q (09/17/14 12:30) RunNo: 112752

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Aluminum
Beryllium

Boron

Chromium

Iron

Manganese

Nickel

Zinc

1.0 0.1 ' 1
1.01 0.01 1

1.0 0.1 1

1.02 0.01 1

0.99 0.05 1

1.04 0.02 1

1.03 0.01 1

0.99 0.01 1

96.0 85 -115
101 85- 115

97.3 85 -115

102 85 -115

99.2 85 -115

104 85 -115

103 85 -115

99.2 85 -115

Dissolved Metals by ICP - EPA 200.7 - Water Sample Type MS Units: mg/L
S1409343-005DS (09/18/14 04:55) RunNo: 112752

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Aluminum 0.2 0.1 0.25 ND 95.8 70 - 130

Beryllium
Boron

Chromium

Iron

Manganese

Nickel

Zinc

0.270 0.001 0.25 ND 108 70 - 130

0.3 0.1 0.25 ND 99.6 70 - 130

0.26 0.01 0.25 ND 102 70 - 130

0.66 0.05 0.25 0.44 90.1 70 - 130

0.30 0.01 0.25 0.05 99.0 70 - 130

0.26 0.05 0.25 ND 101 70 - 130

0.25 0.01 0.25 ND 102 70 - 130

Dissolved Metals by ICP - EPA 200.7 - Water Sample Type MSD Units: mg/L
51 409343-005DSD (09/18/14 04:58) RunNo: 112752

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Aluminum
Beryllium

Boron

Chromium

Iron
Manganese

Nickel

Zinc

0.3 0.1 0.2 10.9 106
0.296 0.001 0.270 9.71 118

0.4 0.1 0.3 10.8 114

0.28 0.01 0.26 11.0 114

0.69 0.05 0.66 4.77 103

0.32 0.01 0.30 8.07 109
0.29 0.05 0.26 10.5 112

0.28 0.01 0.25 -11.5 113

20
20

20

20

20
20

20

20

Qualifiers: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

0 Outside the Range of Dilutions

S Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

NO Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect

Page 3 of 11



I EVI, Inter-Mountain Lb
INTER-MOUNTAIN LABS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
$1409342

MUB GL8 Date:t1/29/201

Dissolved Metals by ICPMS EPA 200.8 - Water

MBLK (09/18/14 11:03)

Sample Type MBLK
RunNo: 112800

Units: mg/L

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Arsenic ND 0.005

Barium ND 0.1

Cadmium ND 0.001
Copper ND 0.01

Lead ND 0.02

Molybdenum ND 0.02

Selenium ND 0.001

Uranium ND 0.0003

Vanadium ND 0.02

Dissolved Metals by ICPMS EPA 200.8 - Water Sample Type LCS Units: mg/L

LCS (09/18/14 10:58) RunNo: 112800

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Arsenic 0.104 0.005 0.1 104 85 -115

Barium 0.1 0.1 0.1 103 85 - 115

Cadmium 0.102 0.001 0.1 102 85 -115
Copper 0.11 0.01 0.1 107 85 -115

Lead 0.10 0.02 0.1 104 85 -115
Molybdenum 0.10 0.02 0.1 104 85 - 115

Selenium 0.105 0.001 0.1 105 85 - 115
Uranium 0.102 0.0003 0.1 102 85 -115

Vanadium 0.11 0.02 0.1 107 85- 115
Dissolved Metals by ICPMS EPA 200.8 - Water Sample Type MS units: mg/L

5 1409342-O01DS (09/18/14 15:38) RunNo: 112800

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Arsenic
Barium

Cadmium

Copper

Lead

Molybdenum

Selenium

Uranium

Vanadium

1.14 0.001
1.2 0.1

1.08 0.001

1.14 0.01

1.12 0.01

1.11 0.01

1.10 0.001

1.12 0.0003

1.1 0.1

1.1
1.1

1.1

1.1

1.1

1.1

1.1

1.1

1.1

ND
ND

ND

ND

ND

ND

ND

0.0319

ND

103
102

98.3

104

102

101

99.9

98.6

98.8

70-130
70- 130

70- 130

70- 130

70- 130

70- 130

70- 130

70 -130

70- 130

Disscolved Metals by iCPMS EPA 200.8 - Water Sample Type MSD Units: mg/L
S 1409342-001DMSD (09/18/14 15:43) RunNo: 112800

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Arsenic 1.15 0.001 1.14 1.08 104 20

Barium

Cadmium

Copper

1.2 0.1 1.2

1.11 0.001 1.08

1.15 0.01 1.14

1.52

2.51
0.522

104
101

105

20

20

20

Qualifiers: B
H
L

O
S

Analyte detected in the associated Method Blank
Holding times for preparation or analysis exceeded

Analyzed by a contract laboratory

Outside the Range of Dilutions
Spike Recovery outside accepted recovery limits

E
J

ND

R

X

Value above quantitation range
Analyte detected below quantitation limits
Not Detected at the Reporting Limit

RPD outside accepted recovery limits

Matrix Effect

Page 4 of 11



1•t Inter-Mountain Labs

INTER-MOUNTAIN LABS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
Si1409342

MUB GL8 Date:t 1/29/201

Dissolved Metals by ICPMS EPA 200.8 - Water

S1409342-001 DMSD (09/18/14 15:43)

Sample Type MSD
RunNo: 112800

Units: mg/L

IAnalyte Result RL Conc %RPD %REC % RPD Limits Qual
Lead 1.12 0.01 1.12 0.446 102 20
Molybdenum 1.12 0.01 1.11 0.361 101 20

Selenium 1.12 0.001 1.10 1.82 102 20
Uranium 1.14 0.0003 1.12 1.82 100 20

Vanadium 1.1 0.1 1.1 2.94 102 20

ide by SM 4500 Sample Type MBLK Units: mg/LFluori

BLANK (09/18/14 11:06)

Analyte

RunNo: 112843
Result % Rec Limits QualRL Spike Ref Samp %REC

Fluoride ND 0.1

Fluoride by SM 4500 Sample Type LOS Units: mg/L

Fluoride 2.9 0.1 3 95.5 .85 -115
Fluoride by SM 4500 Sample Type MS Units: mg/L

5 1409342-002ASPK MS (09/18/14 18:10) RunNo: 112843

Fluori

AnlyeResult RL Spike Ref Samp %REC % Rec Limits Qual
Fluoride 2.3 0.1 2.5 0.2 83.2 80 - 120

ide by SM 4500 Sample Type MSD Units: mg/L

51 S409342-002ASPK MSD (09/18/14 18:14)Analyte

Fluoride

RunNo: 112843

Result RL Conc %RPD %REC % RPD Limits Qual

2.6 0.1 2.3 13.7 95.5 20

Qualifiers: B
H
L

O
S

Analyte detected in the associated Method Blank
Holding times for preparation or analysis exceeded

Analyzed by a contract laboratory
Outside the Range of Dilutions
Spike Recovery outside accepted recovery limits

E
J

ND

R
X

Value above quantitation range
Analyte detected below quantitation limits
Not Detected at the Reporting Limit

RPD outside accepted recovery limits

Matdx Effect

Page 5 of 11



_________ Inter-Mountain Labs

IHT~IR-MOUNTAIN LABS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT: Power Resources (Cameco)
Work Order: S$1409342

Date: 10/29/2014

Report ID: S$1409342001
Project: MUB GL8

Gross Alpha, Beta by SM 7110B Sample Type MBLK Units: pCi/L
IMB-272 (10/09/14 15:28) RunNo: 113906 PrepDate: 10107/14 0:00 BatchlD Rl13906 I

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Gross Aloha (Dissolved) ND 2

Gross Beta (Dissolved) ND 3

Gross Alpha, Beta by SM~ 7110B Sample Type LCS Units: pCi/L
ILCS-272 (10/09/14 15:28) RunNo: 113906 PrepDate: 10/07/14 0:00 BatchiD R113906

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Gross Alpha (Dissolved) 74 2 71.2 104 50 - 150
Gross Beta (Dissolved) 137 3 120 114 79.4 -124

Gross Alpha, Beta by SM 7110B Sample Type MS Units: pCi/L
I 1409268-024F MSA (10/09/14 15:28) RunNo: 113906 PrepDate: 10/07/14 0:00 BatchiD R1.13906

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Gross Alpha (Dissolved) 49 2 71.2 ND 68.8 50 -150

Gross Beta (Dissolved) 163 3 120 7 129 61.1 -140

Gros s Alpha, Beta by SM 7110B Sample Type DUP Units: pCi/L
[$1409268-025F DUP (10/09/14 15:28) RunNo: 113906 PrepDate: 10/07/14 0:00 BatchiD R113906

Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Gross Aloha (Dissolved) ND 2 2 20

Gross Beta (Dissolved) 6 3 7 13.9 20

Anions by ION Chromatography Sample Type MBLK Units: mg/L
SBLK (09/19/14 08:51) RunNo: 112863

[Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Chloride ND 1

Sulfate ND 1

Anions by ION Chromatography Sample Type LCS Units: mg/L
[ DIONEX (09/19/14 09:02) RunNo: 112863

[Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Chloride 30 1 30 99.6 90 -110

Sulfate 144 1 150 96.0 90-110

Anions by ION Chromatography Sample Type MS Units: mg/L
I 1409400-001ASPK (09/19/14 23:47) RunNo: 112863

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Chloride 175 1 145 13 112 80 -120

Sulfate 1420 1 1090 178 114 80 -120
Anions by ION Chromatography Sample Type MSD Units: mg/L

S1 409400-OO1ASPK (09/19/14 23:59) RunNo: 112863 )

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Chloride

Sulfate
176 1

1420 1
175 0.522 112

1420 0.423 114
20
20

Qualifiers: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded

L Analyzed by a contract laboratory

0 Outside the Range of Dilutions
S Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits
X Matrix Effect

Page 6 of 11



INTE MOUTAN A" Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT: Power Resources (Cameco)
Work Order: S 1409342

Project: MUB GL8

Date: 10/29/2014

Report ID: $1409342001

Catio ns by ICP (Method 200.7) Sample Type MBLK Units: mg/L
MBLK DISS/CAT (09/17/14 12:28) RunNo: 112747

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Calcium
Magnesium

Potassium

Sodium

ND
ND

ND

ND

1
1

1

1

Cations by ICP (Method 200.7) Sample Type LCS Units: mg/L

CAT LCS IML3 (09/17/14 12:32) RunNo: 112747

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qua!

Calcium 41 1 40 102 85- 115

Magnesium 39 1 40 97.9 85 -115

Potassium 41 1 40 103 85 -115

Sodium 41 1 40 102 85 -115

Cations by ICP (Method 200.7) Sample Type MS Units: mg/L

Calcium 60 1 25 36 96.5 70 -130

Magnesium 33 1 25 9 98.5 70 -130

Potassium 33 1 25 6 108 70- 130

Sodium 34 1 25 10 94.2 70 -130
Cations by ICP (Method 200.7) Sample Type MSD Units: mg/L

S1409343-005ASD (09/18/14 04:58) RunNo: 112747

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Calcium
Magnesium

Potassium

Sodium

63
35

35

37

I
60
33

33

34

4.32
5.52

8.02

7.72

107

106

119

105

20
20

20

20

Qualifiers: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded

L Analyzed by a contract laboratory

0 Outside the Range of Dilutions

S Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Umit

R RPD outside accepted recovery limits

X Matrix Effect

Page 7 of 11



*'•' * Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82501 ph: (307) 672-8945
ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
$1409342

MUB GL8

Date: 10/29/2014

Report ID: $ 1409342001

Nitrogen, Ammonia (as N) Sample Type MBLK Units: mg/L
BASELINE (09/23/14 14:17) RunNo: 112993

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Nitrogen, Ammonia (As N) ND 0.1

Nitrogen, Ammonia (as N) Sample Type LCS Units: mg/L

OC (09/23/14 14:18) RunNo: 112993
DI O.~;i~ D.-.0 ~ 5LD~V'

Nitrog

Nitrogen, Ammonia (As N) 4.4 0.1 4.76 93.4 89 -111

len, Ammonia (as N) Sample Type MS Units: mg/L

S 140941 3-003B (09/23/14 16:24) RunNo: 112993

Nitrog

IAnalyte rKesult rKL OplKe rsew Odimp 7/or¶.,- 70o rTec LImi[iS •ual
Nitrogen, Ammonia (As N) 9.6 0.1 10 ND 95.9 90 - 110

len, Ammonia (as N) ___Sample Type MSD Units: mg/L

S1409413-003B (09/23/14 16:25)

Analyte

RunNo: 112993

Result RL Conc %RPD %REC % RPD Limits Qual

Nitrogen, Ammonia (As N) 10.1 0.1 9.6 5.27 101 20

Nitrogen, Nitrate-Nitrite (as N) Sample Type MBLK Units: mng/L

SBLANK (09/25/14 16:22) RunNo: 113112

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Nitrogen, Nitrate-Nitrite (as N) ND 0.1

BLANK (09/25/14 16:22) RunNo: 113113

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Nitrogen, Nitrate-Nitrite (as N) ND 0.1

Nitrogen, Nitrate-Nitrite (as N) Sample Type LCS Units: mg/L
SQC (09125114 16:25) RunNo: 113112

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Nitrogen, Nitrate-Nitrite (as N) 3.9 0.1 3.97 98.3 90 - 110

QC (09/25/14 16:25) RunNo: 113113

IAnalyte Result .RL Spike Ref Samp %REC % Rec Limits Qual

Nitrogen, Nitrate-Nitrite (as N) 3.9 0.1 3.97 98.3 90 - 110

Nitrogen, Nitrate-Nitrite (as N) Sample Type MS Units: mg/L

$1409343-007C (09/25/14 17:21 ) RunNo: 113113
Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Nitrogen, Nitrate-Nitrite (as N) 5.2 0.1 5 ND 105 90 - 110

Nitrogen, Nitrate-Nitrite (as N) Sample Type MSD Units: mg/L

$1409343-007C (09/25/14 17:22) RunNo: 113112

IAnalyte Result RL Conc %RPD %REC % RPD Limits Qual

Nitrogen, Nitrate-Nitrite (as N) 5.3 0.1 5.2 1.32 106 20

Qualifiers: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded

L Analyzed by a contract laboratory
0 Outside the Range of Dilutions

S Spike Recovery outside accepted recovery limits

E
J

ND

R

X

Value above quantitation range
Analyte detected below quantitation limits
Not Detected at the Reporting Limit

RPD outside accepted recovery limits

Matrix Effect

Page 8 of 11



1111.1 Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
S$1409342

MUB GL8

Date: 10/29/2014

Report ID: S$1409342001

Radium 228 by Ga/Tech

MB-9118 (10/21/14 16:54)

Sample Type M~BLK
RunNo: 114271

Units: pCi/L
PrepDate: 10/08/14 10:00 13atchiD 9118

Radiu

IAayeResult RL Spike Ref Samp %REC % Rec Limits Qua[l
Radium 228 (Dissolved) ND 1

•m 228 by Ga/Tech Sample Type LOS Units: pCi/L

LCS-9118 (1 0/21/14 19:55)

Analyte

RunNo: 114271
Result

PrepDate: 10/06/14 10:00
RL Spike Ref Samp

BatchlD 9118
%REC % Rec Limits

Qua

Radium 228 (Dissolved) 32 1 40.1 80.8 59.9 - 99.4

Radium 228 by Ga/Tech Sample Type LCSD Units: pCi/L"
LCSD-9118 (10/21/14 22:56) RunNo: 114271 PrepDate: 10/06/14 10:00 BatchiD 9118 I

Analyte Result RL Conc %RPD %REC % RPD Limits QualI

Radium 228 (Dissolved) 38 1 32 16.8 94.4 20

Raidium 228 by Ga/Tech Sample Type MS Units: pCi/L
I "rADEAO fl440 1tI"fl '314A flACO'\ fl.,-fl.. .,A1 Y'4 4 t 'I ... ~l"..4... Afl'f•lIA tlA 4flflf% f••l.S ".•f tnAA0

I i/.IIV-IO_ i0 ~i O[UI•LI i t U't.UOJ
i•UrllINO. I I•'LI I rIop[Ua[w. IUIUUI I4 IU.UU DOLUIIIU 01 10

Radiu

I nayeResult RL Spike Ref Samp %REC % Rec Limits Qual
Radium 228 (Dissolved) 32 1 40.1 ND 80.8 50.8 -113

Jm 228 by Ga/Tech Sample Type MSD Units: pCi/L

[ TAPMSD-9118 (10/2 2 /14 0O7 :59 )

Radium 228 (Dissolved)

RunNo: 114271Result Ru~o 1421PrepDate: 10/06/14 10:00 BatchiD 9118
Reut RL Conc %RPD %REC % RPD Limits QaQual

29 1 32 10.:3 72.5 20

Radium 226 in Water - Dissolved Sample Type MBLK Units: pCi/L
[ MB-1348 (10/07/14 08:45) RunNo: 113689 PrepDate: 10/01/14 0:00 BatchlD. 9019

[Analyte Result RL Spike Ref Samp %REC %, Rec Limits Qual

Radium 226 (Dissolved) ND 0.2

Radium 226 in Water - Dissolved •Sample Type LCS Units: pCi/L
[ LCS-1348 (10/07/14 08:45) RunNo: 113689 PrepDate: 10/01/14 0:00 BatchlD 9019

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Radium 226 (Dissolved) 4.0 0.2 5 80.6 71 - 120

Radium 226 in Water - Dissolved Sample Type MS Units: pCi/L
STAPMS-1348(10/07(14 08:45) RunNo: 113689 PrepDate: 10/01/14 0:00 BatchiD 9019

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Radium 226 (Dissolved) 4.2 0.2 5 ND 83.0 74.5 - 120

Radium 226 in Water - Dissolved Sample Type MSD Units: pCi/L
STAPMSD-1348 (10/07/14 08:45) RunNo: 113689 PrepDate: 10/01/14 0:00 BatchlD 9019

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Radium 226 (Dissolved) 4.0 0.2 4.2 2.71 80.8 20

Qualifiers: B
H
L

0
S

Analyte detected in the associated Method Blank
Holding times for preparation or analysis exceeded
Analyzed by a contract laboratory

Outside the Range of Dilutions
Spike Recovery outside accepted recovery limits

E
J

ND

R

X

Value above quantitation range
Analyte detected below quantitation limits

Not Detected at the Reporting Limit
RPD outside accepted recovery limits

Matrix Effect

Page 9 of 11



_________ Inter-Mountain Labs

INTER-MOUNTAIN LABS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82501 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT: Power Resources (Cameco)
Work Order: S$1409342

Project: MUB GL8

Date: 10/29/2014

Report ID: $ 1409342001

Silica as SiO2
MBLK DISS/CAT (09/17/14 12:28)

Sample Type MBLK
RunNo: 112755

Units: mg/L

Un its:. mg/L..... LD

Silica

IAnalyte rX~uIL L •. N XCI•. r, .30,,1 ,o1 ,-3 ,U L.. .' ,. ,_,,,I., L=,

Silica as SiO2 ND 0.1

as SiO2 Sample Type LCS Units: mg/L

SDISS LCS 0 (09/17/14 12:30)Analyte

RunNo: 112755
Result RL Spike Ref Samp %REC % Rec Limits Qual

Silica as SiO2 2.2 0.1 2.14 101 85 -115

Silica aas SiO2 Sample Type MS Units: mg/L
S1409343-012DS (09/18/14 05:25) RunNo: 112755

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Silica as SiO2 11 1 0 12 0 80 -120

Ias SiO2 Sample Type MSD Units: mg/LSilica

Si1409343-012DSD (09/18/14 05:28)

Analyte

RunNo: 112755
Result RL Conc %RPD %REC % RPD Limits Qual

Silica as SiO2 11 1 11 1.26 20

Solids By SM 2540 Sample Type MBLK Units: mg/L
DI (09/18/14 10:33) RunNo: 113048

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Total Dissolved Solids (180) ND 10

Solids By SM 2540 Sample Type LCS Units: mg/L

CONTROL (09/18/14 10:34) RunNo: 113048

Solids

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Total Dissolved Solids (180) 240 10 226 108 90 - 110

sBy SM 2540 Sample Type DUP Units: mg/L

$1409343-008A (09/18/14 10:45)

Analyte

RunNo: 113048
Result QualRL Ref Samp %RPD %REC % RPD Limits

Total Dissolved Solids (180) 380 10 390 3.59 20

Qualifiers: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded

L Analyzed by a contract laboratory

0 Outside the Range of Dilutions
S Spike Recovery outside accepted recovery limits

E
J

ND

R

X

Value above quantitation range
Analyte detected below quantitation limits
Not Detected at the Reporting Limit
RPD outside accepted recovery limits

Matrix Effect

Page 10 ofi11



/•t Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
ANALYTICAL QC SUMMARY REPORT

CLIENT: Power Resources (Cameco)
Work Order: S$1409342

Date: 10/29/2014

Report ID: $1409342001

Project: MUB GL8

Total (200.2) Metals by EPA 200.7 iCP - Water Sample Type MBLK Units: mg/L
MB-8883 (09/18/14 16:56) RunNo: 112828 PrepDate: 09/18/14 7:00 BatchlD 8883

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Iron ND 0.05

Manganese ND 0.02

Total (200.2) Metals by EPA 200.7 ICP - Water Sample Type LCS Units: mg/L
SLCS-8883 (09/19/14 08:45) RunNo: 112828 PrepDate: 09/18/14 7:00 BatchlD 8883

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Iron 0.48 0.05 0.5 96.8 85 - 115

Manganese 0.19 0.02 0.2 96.9 85 - 115
Total (200.2) Metals by EPA 200.7 ICP - Water Sample Type MS Units: mg/L

5 1409343-004ES (09/19/14 08:12) RunNo: 112828 PrepDate: 09/18/14 7:00 Batch]D 8883

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Iron 0.92 0.05 0.5 0.42 100 70 - 130

Manganese 0.27 0.01 0.2 0.08 96.7 70 - 130

Total (200.2) Metals by EPA 200.7 ICP - Water Sample Type MSD Units: mg/L
5 1409343-O04EMSD (09/19/14 08:14) RunNo: 112828 PrepDate: 09/18/14 7:00 BatchiD 8883

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Iron
Manganese

0.90 0.05 0.92 1.
0.27 0.01 0.27 0.,C

24 97.8
930 98.0

20
20

pH W~eater Sample Type LCS Units: s.u.
SATQC (09/18/14 10:55) RunNo: 112843

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

pH .8.8 0.1 8.74 101 90 - 110
tater Sample Type DUP Units: s.u.

pHV
$1409343-001AD (09/18/14 18:41)Analyte

RunNo: 112843

Result RL Ref Samp %RPD %REC % RPD Limits Qual

pH 7.6 0.1 7.6 0.897 20

Qualifiers: B
H
L

0
S

Analyte detected in the associated Method Blank
Holding times for preparation or analysis exceeded

Analyzed by a contract laboratory
Outside the Range of Dilutions
Spike Recovery outside accepted recovery limits

E
J

ND

R
X

Value above quantitation range
Analyte detected below quantitation limits

Not Detected at the Reporting Limit
RPD outside accepted recovery limits

Matrix Effect

Page 11 of 11
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Inter-Mountain Labs
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,. '-ou', LAB Inter-Mountain Labs Your Environmental Monitoring Partner
1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Date: 10/23/2014

CLIENT:
Project:

Lab Order:

Power Resources (Cameco)
MU B GL-8
Si1409268

CASE NARRATIVE

Report ID: S1409268001

Samples BM-020, BM-021, BM-022, BM-023, BM-024, BM-025, BM-026, BM-027, BM-028, BM-029, BM-030, BM-031, BM-
032, BM-033, BM-034, BM-035, BM-036, BM-037, BM-039, BM-040, BM-041, BM-042, BM-043, BM-044, BM-045, BM-046,
BM-047, BM-048, BM-050, BM-051, BM-055, BM-056, BM-058, BM-059, BM-060, BM-061, BM-062, BM-063, and BM-064
were received on September 15, 2014.

All samples were received and analyzed within the EPA recommended holding times, except those noted below in this case
narrative. Samples were analyzed using the methods outlined in the following references:

"Standard Methods For The Examination of Water and Wastewater", approved method versions
Test Methods for Evaluating Solid Waste, Physical/Chemical Methods, SW-846, 3rd Edition
40 CFR Parts 136 and 141
40 CFR Part 50, Appendices B, J, L, and 0
Methods indicated in the Methods Update Rule published in the Federal Register Friday, May 18, 2012
ASTM approved and recognized standards

All Quality Control parameters met the acceptance criteria defined by EPA and Inter-Mountain Laboratories except as
indicated in this case narrative.

Reviewed by: 47::,,,
Wade Nieuwsma, Assistant Laboratory ManagerPae1o1



t~t Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Ten-a Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

Date Reported 10/23/2014
Report ID $1409268001

ProjectName:
Lab ID:
ClientSample ID:
COC:

MU B GL-8
S$1409268-001
BM-020

155547

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

S 1409268
9/1 1/2014 3:13:00 PM

9/15/2014 10:03:00 AM

GF/KA
Water

Comments
Analyses Result Units Qual RL Method Date Analyzed/Init

Anions/Cations
Alkalinity, Total (As CaCO3) 170 mg/L 5 SM 23208 09/16/2014 1407 BT

Alkalinity, Bicarbonate as HCO3 199 mg/L 5 SM 2320B 09/16/2014 1407 BT

Alkalinity, Carbonate as 003 ND mg/L 5 SM 23206 09/16/2014 1407 BT
Chloride 3 mg/L 1 EPA 300.0 09/16/2014 1517 AB

Fluoride 0.2 mg/L 0.1 SM 4500FC 09/16/2014 1407 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/24/2014 1337 AMB
Sulfate 77 mg/L 1 EPA 300.0 09/16/2014 1517 AB

Calcium 38 mg/L 1 EPA 200.7 09/16/2014 1244 DG

Magnesium 9 mg/L. 1 EPA 200.7 09/16/2014 1244 DG

Potassium 5 mg/L 1 EPA 200.7 09/16/2014 1244 DG
Sodium 55 mg/L 1 EPA 200.7 09/16/2014 1244 DG

Nitrogen, Ammonia (As N) ND mg/L 0.1 EPA 350.1 09/23/2014 1425 AMB
Silica as SiO2 13 mg/L 1 EPA 200.7 09/16/2014 1244 OG

General Parameters
pH 8.4 s.u. 0.1 SM 4500 H B 09/16/2014 1407 BT

Electrical Conductivity 505 pmhos/cm 5 SM 25106 09/16/2014 1407 BT
Total Dissolved Solids (180) 290 mg/L 10 SM 2540 09/18/2014 1243 IR

Data Quality
Cation Sum 5.15 meq/L 0.01 SM 1030E 09/26/2014 835 JJ
Anion Sum 5.09 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Cation-Anion Balance (+ 5%) 0.54 %0.01 SM 1030E 09/26/2014 835 JJ

Solids, Total Dissolved (Calc) 300 mg/L 10 SM 1030E 09/26/2014 835 JJ
Calculated TDS/TDS Ratio (0.80-1.20) 0.97 dec. % 0.01 Calculation 10/13/2014 1146 WN

These results apply only to the samples tested.
Qualifiers: B] Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
c calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 4 ,2 F•
Wade Nieuwsma, Assistant Laboratory Manager Page 1 of 78



Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

ProjectName: MU B GL-8

Lab ID: $1409268-001
ClientSample ID: BM-020
COC: 155547

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

SI1409268
9/11/2014 3:13:00 PM

9/15/2014 10:03:00 AM
GF/KA

Water

Comments
IAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/16/2014 1244 DG

Arsenic ND mg/L 0.001 EPA 200.8 09/15/2014 2205 MS

Barium ND mg/L 0.1 EPA 200.8 09/15/2014 2205 MS

Beryllium ND mg/L 0.001 EPA 200.7 09/16/2014 1244 DG
Boron ND mg/L 0.1 EPA 200.7 09/16/2014 1244 DG

Cadmium ND mg/L 0.001 EPA 200.8 09/15/2014 2205 MS

Chromium ND mg/L 0.01 EPA 200.7 09/16/2014 1244 DG

Copper ND mg/L 0.01 EPA 200.8 09/15/2014 2205 MS

Iron 0.35 mg/L 0.05 EPA 200.7 09/16/2014 1244 DG

Lead ND mg/L 0.01 EPA 200.8 09/15/2014 2205 MS

Manganese 0.03 mg/L 0.01 EPA 200.7 09/16/2014 1244 DG

Mercury ND mg/L 0.001 EPA 245.1 09/19/2014 1024 BJ

Molybdenum ND mg/L 0.01 EPA 200.8 09/15/2014 2205 MS

Nickel ND mg/L 0.05 EPA 200.7 09/16/2014 1244 DG
Selenium ND mg/L 0.001 EPA 200.8 09/1 5/2014 2205 MS

Uranium 0.0076 mg/L 0.0003 EPA 200.8 09/15/2014 2205 MS
Vanadium ND mg/L 0.1 EPA 200.8 09/15/2014 2205 MS

Zinc ND mg/L 0.01 EPA 200.7 09/16/2014 1244 DG

Metals - Total
Iron 1.91 mg/L 0.05 EPA 200.7 09/17/2014 2100 DG

Manganese 0.04 mg/L 0.01 EPA 200.7 09/17/2014 2100 DG

Radionuclides - Dissolved
Gross Alpha 6.5 pCi/L 2 SM 71108 10/01/2014 1659 MB

Gross Alpha Precision (+) 1.2 pCi/L SM 7110B 10/01/2014 1659 MB

Gross Beta 5.9 pCi/L 3 SM 7110B 10/01/2014 1659 MB

Gross Beta Precision (+) 1.5 pCi/L SM 7110B 10/01/2014 1659 MB
Radium 226 1.1 pCi/L 0.2 'SM 7500 Ra-B 09/29/2014 1050 MB

Radium 226 Precision (+) 0.1 pCi/L SM 7500 Ra-B 09/29/2014 1050 MB

Radium 228 ND pCi/L 1 Ga-Tech 09/29/2014 1941 MB

Radium 228 Precision (+) NA pCi/L Ga-Tech 09/29/2014 1941 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42/•--
Wade Nieuwsma, Assistant Laboratory Manager Page 2 of 78



INTE-OITjNLS Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glen rock, WY 82637

ProjectName: MU B GL-8
Lab ID: $1409268-002
ClientSample ID: BM-021
COC: 155547

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1 409268
9/11/2014 2:45:00 PM

9/15/2014 10:03:00 AM

GF/KA

Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

AnionslCations
Alkalinity, Total (As CaCO3) 170 mg/L 5 SM 2320B 09/16/2014 1419 BT

Alkalinity, Bicarbonate as HCO3 204 mg/L 5 SM 2320B 09/16/2014 1419 BT

Alkalinity, Carbonate as 003 ND mg/L 5 SM 23208 09/16/2014 1419 BT

Chloride 4 mg/L 1 EPA 300.0 09/16/2014 1531 AB

Fluoride 0.2 mg/L 0.1 SM 4500FC 09/16/2014 1419 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/24/2014 1339 AMB

Sulfate 76 mg/L 1 EPA 300.0 09/16/2014 1531 AB

Calcium 40 mg/L 1 EPA 200.7 09/16/2014 1314 DG

Magnesium 10 mg/L 1 EPA 200.7 0911 6/2014 1314 DG

Potassium 6 mg/L 1 EPA 200.7 09/16/2014 1314 DG

Sodium 53 mg/L 1 EPA 200.7 09/16/2014 1314 DG
Nitrogen, Ammonia (As N) ND mg/L 0.1 EPA 350.1 09/23/2014 1426 AMB

Silica as SiO2 18 mg/L 1 EPA 200.7 09/16/2014 1314 DG

General Parameters

pH- 8.3 s.u. 0.1 SM 4500 H B 09/16/2014 1419 BT
Electrical Conductivity 449 pmhos/cm 5 SM 25108 09/16/2014 1419 BT

Total Dissolved Solids (180) 300 mg/L 10 SM 2540 09/18/2014 1244 IR

Data Quality
Cation Sum 5.26 meqlL 0.01 SM 1030E 09/26/2014 835 JJ

Anion Sum 5.11 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Cation-Anion Balance (+ 5%) 1.39 %0.01 SM 1030E 09/26/2014 835 JJ

Solids, Total Dissolved (Calc) 310 mg/L 10 SM 1030E 09/26/2014 835 JJ

Calculated TDSiTDS Ratio (0.80-1.20) 0.97 dec. % 0.01 Calculation 10/13/2014 1146 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

"E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL ortis less than LCL
0 Outside the Range of Dilutions"
X Matrix Effect

RL- Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: Pae o 7
Wade Nieuwsma, Assistant Laboratory Manager Page 3 of 78



N E MUNANA, Inter-Mountain Labs-
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MU B GL-8
Lab ID: $1409268-002
ClientSamplelID: BM-021
COG: 155547

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder:
CollectionDate:
Date Received:
FieldSampler:
Matrix:

Si1409268
9/11/2014 2:45:00 PM
9/15/2014 10:03:00 AM
GFIKA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/16/2014 1314 DG

Arsenic ND mg/L 0.001 EPA 200.8 09/15/2014 2237 MS
Barium ND mg/L 0.1 EPA 200.8 09/15/2014 2237 MS

Beryllium ND mg/L 0.001 EPA 200.7 09/16/2014 1314 DG
Boron ND mg/L 0.1 EPA 200.7 09/16/2014 1314 DG

Cadmium ND mg/L 0.001 EPA 200.8 09/15/2014 2237 MS
Chromium ND mglL 0.01 EPA 200.7 09/16/2014 1314 DG
Copper ND mg/L 0.01 EPA 200.8 09/15/2014 2237 MS

Iron 0.15 mg/L 0.05 EPA 200.7 09/16/2014 1314 DG
Lead ND mg/L 0.01 EPA 200.8 09/15/2014 2237 MS

Manganese 0.02 mg/L 0.01 EPA 200.7 09/16/2014 1314 DG
Mercury ND mg/L 0.001 EPA 245.1 09/19/2014 1032 BJ

Molybdenum ND mg/L 0.01 EPA 200.8 09/15/2014 2237 MS

Nickel ND mg/L 0.05 EPA 200.7 09/16/2014 1314 DG

Selenium ND mg/L 0.001 EPA 200.8 09/15/2014 2237 MS
Uranium 0.0140 mg/L 0.0003 EPA 200.8 09/15/2014 2237 MS
Vanadium ND mg/L 0.1 EPA 200.8 09/15/2014 2237 MS
Zinc ND mg/L 0.01 EPA 200.7 09/16/2014 1314 DG

Metals - Total
Iron 0.18 mg/L 0.05 EPA 200.7 09/17/2014 2105 DG
Manganese 0.02 mg/L 0.01 EPA 200.7 09/17/2014 2105 DG

Radionuclides - Dissolved
Gross Alpha 17.7 pCi/L 2 SM 7110B 10/01/2014 1659 MB

Gross Alpha Precision (+) 2.1 pCi/L SM 7110B 10/01/2014 1659 MB
Gross Beta 9.3 pCi/L 3 SM 7110B 10/01/2014 1659 MB
Gross Beta Precision (+) 1.8 pCi/L SM 7110B 10/01/2014 1659 MB
Radium 226 3.3 pCi/L 0.2 SM 7500 Ra-B 09/29/2014 1050 MB
Radium 226 Precision (+) 0.2 pCi/L SM 7500 Ra-B 09/29/2014 1050 MB
Radium 228 ND pCi/L 1 Ga-Tech 09/29/2014 2242 MB
Radium 228 Precision (+) NA pCi/L Ga-Tech 09/29/2014 2242 MB

The-ae recitite Annli onlv to the _•nmnle• ftetl RI . Rennrfinn I im~it

Qualifiers: B Analyte detected in the associated Method Blank
E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
O Outside the Range of Dilutions
X Matrix Effect

C Calculated Value
H Holding times for preparation or analysis exceeded

S L Analyzed by a contract laboratory
ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42--
Wade Nieuwsma, Assistant Laboratory Manager Page 4 of 78



•'•t Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MU B GL-8
Lab ID: $1409268-003
ClientSample ID: BM-022
COC: 155547

Date Reported 10/23/2014
Report ID S1409268001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409268
9/11/2014 2:23:00 PM

9/15/2014 10:03:00 AM

GF/KA

Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

AnionslCations
Alkalinity, Total (As CaCO3) 188 mg/L 5 SM 2320B 09/16/2014 1432 BT

Alkalinity, Bicarbonate as HCO3 228 mg/L 5 SM 2320B 09/16/2014 1432 BT

Alkalinity, Carbonate as CO3 ND mg/L 5 SM 2320B 09/16/2014 1432 BT

Chloride 3 mg/L 1 EPA 300.0 09/16/2014 1546 AB

Fluoride 0.1 mg/L 0.1 SM 4500FC 09/16/2014 1432 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/24/2014 1340 AMB

Sulfate 78 mg/L 1 EPA 300.0 09/16/2014 1546 AB

Calcium 46 mg/L 1 EPA 200.7 09/16/2014 1316 DG

Magnesium 10 mg/L 1 EPA 200.7 09/16/2014 1316 DG

Potassium 6 mg/L 1 EPA 200.7 09/16/2014 1316 DG

Sodium 47 mg/L 1 EPA 200.7 09/16/2014 1316 DG

Nitrogen, Ammonia (As N) 0.7 mg/L 0.1 EPA 350.1 09/23/2014 1427 AMB

Silica as SiO2 14 mg/L 1 EPA 200.7 09/16/2014 1316 DG

General Parameters
pH 8.3 s.u. 0.1 SM 4500 H B 09/16/2014 1432 BT

Electrical Conductivity 524 pmhos/cm 5 SM 2510B 09/16/2014 1432 BT

Total Dissolved Solids (180) 290 mg/L 10 SM 2540 09/118/2014 1245 IR

Data Quality
Cation Sum 5.40 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Anion Sum 5.46 meq/L 0.01 S M 1030E 09/26/2014 835 JJ

Cation-Anion Balance (+ 5%) 0.57.% 0.01 SM 1030E 09/26/2014 835 JJ

Solids, Total Dissolved (Calc) 320 mg/L 10 S M 1030E 09/26/2014 835 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 0.91 dec. % 0.01 Calculation 10/13/2014 1146 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitaticn limits
M value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: ,,d--

Wade Nieuwsma, Assistant Laboratory Manager Page 5 of 78



/HTE-OTANLS Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Ten-a Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

Date Reported 10/23/2014
Report ID S1409268001

ProjectName:
Lab iD:
ClientSample ID:
COC:

MU B GL-8
S$1409268-003
BM-022
155547

WorkOrder: $1409268
CollectionDate: 9/11/2014 2:23:00 PM
DateReceived: 9/15/2014 10:03:00 AM
FieldSampler: GF/KA
Matrix: Water

Comments
Analyses Result Units Qual RL Method Date Aaye/i

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/16/2014 1316 DG

Arsenic ND mg/L 0.001 EPA 200.8 09/15/2014 2242 MS
Barium ND mg/L 0.1 EPA 200.8 09/15/2014 2242 MS
Beryllium ND mg/L 0.001 EPA 200.7 09/16/2014 1316 DG

Boron ND mg/L 0.1 EPA 200.7 . 09/16/2014 1316 DG

Cadmium ND mg/L 0.001 EPA 200.8 09/15/2014 2242 MS
Chromium ND mg/L 0.01 EPA 200.7 09/16/2014 1316 DG
Copper ND mg/L 0.01 EPA 200.8 09/15/2014 2242 MS
Iron 0.76 mg/L 0.05 EPA 200.7 09/16/2014 13;16 DG

Lead ND mg/L 0.01 EPA 200.8 09/15/2014 2242 MS

Manganese 0.04 mg/L 0.01 EPA 200.7 09/16/2014 1316 DG
Mercury ND mg/L 0.001 EPA 245.1 09/19/2014 1033 BJ

Molybdenum ND mg/L 0.01 EPA 200.8 09/15/2014 2242 MS
Nickel ND mg/L 0.05 EPA 200.7 09/16/2014 1316 DG

Selenium ND mg/L 0.001 EPA 200.8 09/1 5/2014 2242 -MS

Uranium 0.0004 mg/L 0.0003 EPA 200.8 09/15/2014 2242 MS

Vanadium ND mg/L 0.1 EPA 200.8 09/15/2014 2242 MS

Zinc ND mg/L 0.01 EPA 200.7 09/16/2014 1316 DG

Metals - Total
Iron 1.86 mg/L 0.05 EPA 200.7 09/17/2014 2118 DG

Manganese 0.04 mg/L 0.01 EPA 200.7 09/17/2014 2118 DG

Radionuclides - Dissolved
Gross Alpha 13.4 pCi/L 2 SM 71I0B 10/01/2014 1659 MB
Gross Alpha Precision (+) .1.8 pCi/L SM 71108 10/01/2014 1659 MB
Gross Beta 9.0 pCi/L 3 SM 7110B 10/01/2014 1659 MB

Gross Beta Precision (+) 1.7 pCi/L SM 7110B 10/01/2014 1659 MB
Radium 226 3.4 pCi/L 0.2 SM 7500 Ra-B 09/29/2014 1050 MB

Radium 226 Precision (+) 0.2 pCi/L SM 7500 Ra-B 09/29/2014 1050 MB
Radium 228 ND ptilL 1 Ga-Tech 09/30/2014 143 MB

Radium 228 Precision (+) NA pCi/L Ga-Tech 09/30/2014 143 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

Reviewed by: ________________

Wade Nieuwsma, Assistant Laboratory Mana

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

ager Page 6 of 78



N'TERMU B Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

Date Reported 10/23/2014
Report ID $1409268001

ProjectName:
Lab ID:
ClientSample ID:
COC:

MU B GL-8
$1409268-004

BM-023

155547

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409268
9/11/2014 9:50:00 AM

9/15/2014 10:03:00 AM

GF/KA
Water

Comments
IAnalyses Result Units Qual RL Method Date Aaye/i

AnionslCations
Alkalinity, Total (As CaCO3) 175 mg/L 5 SM 2320B 09/16/2014 1443 BT
Alkalinity, Bicarbonate as HCO3 208 mg/L 5 SM 2320B 09/16/2014 1443 BT
Alkalinity, Carbonate as CO3 ND mg/L 5 SM 2320B 09/16/2014 1443 BT

Chloride 3 mg/L 1 EPA 300.0 09/16/2014 1712 AB

Fluoride 0.2 mg/L 0.1 SM 4500FC 09/16/2014 1443 BT
Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/24/2014 1341 AMB
Sulfate 77 mg/L 1 EPA 300.0 09/16/2014 1712 AB

Calcium 42 mg/L I EPA 200.7 09/16/2014 1318 DG

Magnesium 10 mg/L 1 EPA 200.7 09/16/2014 1318 DG
Potassium 6 mg/L 1 EPA 200.7 09/16/2014 1318 DG

Sodium 53 mg/L 1 EPA 200.7 09/16/2014 1318 DG
Nitrogen, Ammonia (As N) 0.1 mg/L 0.1 EPA 350.1 09/23/2014 1428 AMB
Silica as Si02 16 mg/L 1 EPA 200.7 09/16/2014 1318 DG

General Parameters
pH 8.4 s.u. 0.1 SM 4500 H B 09/16/2014 1443 BT
Electrical Conductivity 513 pmhos/cm 5 SM 2510B 09/16/2014 1443 BT
Total Dissolved Solids (180) 310 mg/L 10 SM 2540 09/18/2014 1246 IR

Data Quality
Cation Sum 5.39 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Anion Sum 5.21 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Cation-Anion Balance (± 5%) 1.70 %0.01 SM 1030E 09/26/2014 835 JJ

Solids, Total Dissolved (Calc) 310 mg/L 10 SM 1030E 09/26/2014 835 JJ

Calculated TDSf/TDS Ratio (0.80-1.20) 1.00 dec. % 0.01 Calculation 10/13/2014 1146 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

NO Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 4-2.,•J
Wade Nieuwsma, Assistant Laboratory Manager Page 7 of 78



H'TE MU ABInter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MU B3 GL-8
Lab ID: $1409268-004
ClientSample ID: BM-023
COG: 155547

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

Si 1409268
9/11/2014 9:50:00 AM

9/15/2014 10:03:00 AM

GF/KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/16/2014 1318 DG
Arsenic ND mg/L 0.001 EPA 200.8 09/15/2014 2248 MS
Barium ND mg/L 0.1 EPA 200.8 09/15/2014 2248 MS
Beryllium ND mg/L 0.001 EPA 200.7 09/16/2014 1318 DG
Boron ND mg/L 0.1 EPA 200.7 09/16/2014 1318 DG
Cadmium ND mg/L 0.001 EPA 200.8 09/15/2014 2248 MS
Chromium ND mg/L 0.01 EPA 200.7 09/16/2014 1318 DG
Copper ND mg/L 0.01 EPA 200.8 09/15/2014 2248 MS
Iron 0.20 mg/L 0.05 EPA 200.7 09/16/2014 1318 DG
Lead ND mg/L 0.01 EPA 200.8 09/15/2014 2248 MS

Manganese 0.02 mg/L 0.01 EPA 200.7 09/16/2014 1318 DG
Mercury ND mg/L 0.001 EPA 245.1 09/19/2014 1035 BJ
Molybdenum ND mg/L 0.01 EPA 200.8 09/15/2014 2248 MS
Nickel ND mg/L 0.05 EPA 200.7 09/16/2014 1318 DG
Selenium ND mg/L 0.001 EPA 200.8 09/15/2014 2248 MS
Uranium 0.01 05 mg/L 0.0003 EPA 200.8 09/15/2014 2248 MS
Vanadium ND mg/L 0.1 EPA 200.8 09/15/2014 2248 MS
Zinc ND mg/L 0.01 EPA 200.7 09/16/2014 1318 DG

Metals - Total
Iron 0.94 mg/L 0.05 EPA 200.7 09/17/2014 2121 DG
Manganese 0.02 mg/L 0.01 EPA 200.7 09/17/2014 2121 DG

Radionuclides - Dissolved
Gross Alpha 14.4 pCi/L 2 SM 7110B 10/01/2014 1659 MB
Gross Alpha Precision (+) 1.8 pCi/L SM 7110B 10/01/2014 1659 MB

Gross Beta 9.7 pCi/L 3 SM 7110B 10/01/2014 1659 MB
Gross Beta Precision (+) 1.7 pCi/L SM 7110B 10/01/2014 1659 MB
Radium 226 3.4 pCi/L 0.2 SM 7500 Ra-B 09/29/2014 1050 MB
Radium 226 Precision (+) 0.2 pCi/L SM 7500 Ra-B 09/29/2014 1050 MB

Radium 228 ND pCi/L 1 Ga-Tech 09/30/2014 444 MB
Radium 228 Precision (+) NA pCi/L Ga-Tech 09/30/2014 444 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: •
Wade Nieuwsma, Assistant Laboratory Manager Page 8 of 78



.* flP't Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210

Glenrock, WY 82637

Date Reported 10/23/2014
Report ID S 1409268001

ProjectName:
Lab ID:
ClientSample ID:
COC:

MU B GL-8
Si1409268-0 05

BM-024

155547

WorkOrder:
CollectionDate:
Date Received:
FieldSampler:
Matrix:

$1409268
9/11/2014 9:25:00 AM

9/15/2014 10:03:00 AM

GF/KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Anions/Cations
Alkalinity, Total (As CaCO3) 170 mg/L 5 SM 2320B 09/16/2014 1511 BT
Alkalinity, Bicarbonate as HCO3 202 mg/L 5 SM 2320B 09/16/2014 1511 BT
Alkalinity, Carbonate as 003 ND mg/L 5 SM 2320B 09/16/2014 1511 BT
Chloride 3 mg/L 1 EPA 300.0 09/16/2014 1726 AB
Fluoride 0.2 mg/L 0.1 SM 4500FC 09/16/2014 1511 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/24/2014 1342 AMB
Sulfate 80 mg/L 1 EPA 300.0 09/16/2014 1726 AB

Calcium 41 mg/L 1 EPA 200.7 09/16/2014 1320 DG

Magnesium 9 mg/L 1 EPA 200.7 09/16/2014 1320 DG
Potassium 6 mg/L 1 EPA 200.7 09/16/2014 1320 DG

Sodium 51 mg/L 1 EPA 200.7 09/16/2014 1320 DG
Nitrogen, Ammonia (As N) 0.1 mg/L 0.1 EPA 350.1 09/23/2014 1429 AMB

Silica as SiO2 17 mg/L 1 EPA 200.7 09/16/2014 1320 DG

General Parameters
PH 8.4 s.u. 0.1 SM 4500 H B 09/16/2014 1511 BT

Electrical Conductivity 498 p mhos/cm 5 SM 2510B 09/16/2014 1511 BT
Total Dissolved Solids (180) 290 mg/L 10 SM 2540 09/18/2014 1247 IR

Data Quality
Cation Sum 5.21 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Anion Sum 5.16 meq/L 0.01 SM 1030E 09/26/2014 835 JJ
Cation-Anion Balance (+ 5%) 0.52 % 0.01 SM 1030E 09/26/2014 835 JJ

Solids, Total Dissolved (Calc) 310 mg/L 10 SM 1030E 09/26/2014 835 JJ
Calculated TDS/TDS Ratio (0.80-1.20) 0.94 dec. % 0.01 Calculation 10/:13/2014 1146 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
.i Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42_j,•-
Wade Nieuwsma, Assistant Laboratory Manager Page 9 of 78



N ER. MUTNASInter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyomi~ng 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

ProjectName: MU B GL-8
Lab ID: $1409268-005
ClientSample ID: BM-024
COC: 155547

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

Si1409268
9/11/2014 9:25:00 AM

9/15/2014 10:03:00 AM

GF/KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum NO mg/L 0.1 EPA 200.7 09116/2014 1320 DG

Arsenic ND mg/L 0.001 EPA 200.8 09/15/2014 2253 MS

Barium ND mg/L 0.1 EPA 200.8 09/15/2014 2253 MS

Beryllium ND mg/L 0.001 EPA 200.7 09/16/2014 1320 DG

Boron ND mg/L 0.1 EPA 200.7 09/16/2014 1320 DG

Cadmium ND mg/L 0.001 EPA 200.8 09/15/2014 2253 MS

Chromium ND mg/L 0.01 EPA 200.7 09/16/2014 1320 DG

Copper ND mg/L 0.01 EPA 200.8 09/15/2014 2253 MS

Iron 0.30 mg/L 0.05 EPA 200.7 09/16/2014 1320 DG

Lead ND mg/L 0.01 EPA 200.8 09/15/2014 2253 MS
Manganese 0.03 mg/L 0.01 EPA 200.7 09/16/2014 1320 DG

Mercury ND mglL 0.001 EPA 245.1 09/19/2014 1037 BJ

Molybdenum ND mg/L 0.01 EPA 200.8 09/15/2014 2253 MS
Nickel ND mg/L 0.05 EPA 200.7 09/16/2014 1320 DG

Selenium ND mg/L 0.001 EPA 200.8 09/15/2014 2253 MS

Uranium 0.0112 mg/L 0.0003 EPA 200.8 09/15/2014 2253 MS

Vanadium ND mg/L 0.1 EPA 200.8 09/15/2014 2253 MS

Zinc ND mg/L 0.01 EPA 200.7 09/16/2014 1320 DG

Metals - Total
Iron 0.40 mg/L 0.05 EPA 200.7 09/17/2014 2123 DG

Manganese 0.03 mg/L 0.01 EPA 200.7 09/17/2014 2123 DG

Radionuclides - Dissolved
Gross Alpha 19.9 )Ci/L 2 . SM 7110B 10/01/2014 1659 MB

Gross Alpha Precision (+) 2.2 pCi/L 'SM 7110B 10/01/2014 1659 MB

Gross Beta .11.1 )Ci/L 3 SM 7110B 10/01/2014 1659 MB

Gross Beta Precision (+) 1.8 )Ci/L SM 7110B 10/01/2014 1659 MB
Radium 226 4.0 pCi/L 0.2 SM 7500 Ra-B 09/29/2014 1050 MB

Radium 226 Precision (+) 0.3 pCi/L SM 7500 Ra-B 09/29/2014 1050 MB

Radium 228 ND )Ci/L 1 Ga-Tech 09/30/2014 745 MB
Radium 228 Precision (+) NA pCi/L Ga-Tech 09/30/2014 745 MB

These results apply only to the samples tested.
"Qualifiers: B Analyte detected in the associated Method Blank

RL - Reporting Limit
C Calculated Value

E
J
M
O
X

Value above quantitation range
Analyte detected below quantitation limits
Value exceeds Monthly Ave or MCL or is less than LCL
Outside the Range of Dilutions
Matrix Effect

H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: ••/
Wade Nieuwsma, Assistant Laboratory Manager Page 10 of 78



IHTE-UTANAS Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

Date Reported 10/23/2014
Report ID S 1409268001

ProjectName:
Lab ID:
ClientSample ID:
COC:

MU B GL-8
Si140 9268-006
BM-025
155547

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

S 1409268
9/11/2014 9:00:00 AM
9/15/2014 10:03:00 AM
GF/KA
Water

Comments
mIAnalyses Result Units Qual RL Method Date Analyzed/Init I

AnionslCations
Alkalinity, Total (As CaCO3) 161 mg/L 5 SM 2320B 09/16/2014 1522 BT

Alkalinity, Bicarbonate as HCO3 191 mg/L 5 SM 23208 09/16/2014 1522 BT

Alkalinity, Carbonate as 003 ND mg/L 5 SM 2320B 09/16/2014 1522 BT

Chloride 9 mg/L 1 EPA 300.0 09/16/2014 1741 AB

Fluoride 0.2 mg/L 0.1 SM 4500FC 09/16/2014 1522 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 -09/24/2014 1343 AMB

Sulfate 81 mg/L 1 EPA 300.0 09/16/2014 1741 AB

Calcium 42 mg/L 1 EPA 200.7 09/16/2014 1322 DG

Magnesium 8 mg/L 1 EPA 200.7 09/16/2014 1322 DG

Potassium 6 mg/L 1 EPA 200.7 09/16/2014 1322 DG

Sodium 53 mg/L 1 EPA 200.7 09/16/2014 1322 DG

Nitrogen, Ammonia (As N) 0.1 mg/L 0,1 EPA 350.1 09/23/2014 1430 AMB

Silica as Si02 16 mg/L 1 EPA 200.7 09/16/2014 1322 DG

General Parameters
pH 8.3 s.u. 0.1 SM 4500 H B 09/16/2014 1522 BT
Electrical Conductivity 497 pmhos/cm 5 SM 2510B 09/16/2014 1522 BT
Total Dissolved Solids (180) 300 mg/L 10 SM 2540 09/18/2014 1248 IR

Data Quality
Cation Sum 5.25 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Anion Sum 5.15 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Cation-Anion Balance (+ 5%) 0.98 %0.01 SM 1030E 09/26/2014 835 JJ

Solids, Total Dissolved (Calc) 310 mg/L 10 SM 1030E 09/26/2014 835 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 0.97 dec. % 0.01 Calculation 10/13/2014 1146 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL.
0 Outside the Range of Dil~tions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: ¢ '" -
Wade Nieuwsma, Assistant Laboratory Manager Page 11 of 78



•'•' Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MU B GL-8
Lab ID: S$1409268-006
ClientS~ample ID: BM-025
COG: 155547

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder: S1409268
CollectionDate: 9/11/2014 9:00:00 AM
DateReceived: 9/15/2014 10:03:00 AM
FieldSampler: GF/KA

Matrix: Water
Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved-
Aluminum ND mg/L 0.1 EPA 200.7 09/16/2014 1322 DG

Arsenic ND mg/L 0.001 EPA 200.8 09/15/2014 2259 MS

Barium ND mg/L 0.1 EPA 200.8 09/15/2014 2259 MS
Beryllium ND mg/L 0.001 EPA 200.7 09/16/2014 1322 DG

Boron ND mg/L 0.1 EPA 200.7 09/16/2014 1322 DG

Cadmium ND mg/L 0.001 EPA 200.8 09/15/2014 2259 MS
Chromium ND mg/L 0.01 EPA 200.7 09/16/2014 1322 DG

Copper ND mg/L 0.01 EPA 200.8 09/15/2014 2259 MS

Iron 0.17 mg/L 0.05 EPA 200.7 09/16/2014 1322 "DG

Lead ND mg/L 0.01 EPA 200.8 09/15/2014 2259 MS
Manganese 0.02 mg/L 0.01 EPA 200.7 09/16/2014 1322 DG

Mercury ND mg/L 0.001 EPA 245.1 09/19/2014 1039 BJ

Molybdenum ND mg/L 0.01 EPA 200.8 09/15/2014 2259 MS
Nickel ND mg/L 0.05 EPA 200.7 09/16/2014 1322 DG

Selenium ND mg/L 0.001 EPA 200.8 09/1 5/2014 2259 MS

Uranium 0.01 57 mg/L 0.0003 EPA 200.8 09/115/2014 2259 MS

Vanadium ND mg/L 0.1 EPA 200.8 09/115/2014 2259 MS
Zinc ND mg/L 0.01 EPA 200.7 09/16/2014 1322 DG

Metals - Total
Iron 0.21 mg/L 0.05 EPA 200.7 09/17/2014 2125 DG

Manganese 0.02 mg/L 0.01 EPA 200.7 09/17/2014 2125 DG

Radionuclides - Dissolved
Gross Alpha 24.6 ptilL 2 SM 711OB 10/01/2014 1659 MB

Gross Alpha Precision (+) 2.4 pCi/L SM 7110B 10/01/2014 1659 MB
Gross Beta 13.2 pCi/L 3 SM 7110B 10/01/2014 1659 MB
Gross Beta Precision (+) 1.8 pCi/L SM 71108 10/01/2014 1659 MB
Radium 226 4.7 pCiIL 0.2 SM 7500 Ra-B .09/29/2014 1050 MB

Radium 226 Precision (+) 0.3 pCi/L SM 7500 Ra-B 09/29/2014 1050 MB

Radium 228 ND pCi/L 1 Ga-Tech 09/30/2014 1046 MB
Radium 228 Precision (±) NA pCi/L Ga-Tech 09/30/2014 1046 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Oilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

NO Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: /_-'•-'

Wade Nieuwsma, Assistant Laboratory Manager Page 12 of 78



" E•iL Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

ProjectName: MU B GL-8

Lab ID: $1409268-007
ClientSample ID: BM-026
COG: 155547

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

Si1409268
9/11/2014 8:22:00 AM

9/15/2014 10:03:00 AM

GFIKA
Water

Cornments
JAnalyses Result Units Qual RL Method Date Analyzed/Init

Anions/Cations

Alkalinity, Total (As CaCO3) 161 mg/L 5 SM 23208 09/16/2014 1533 BT
Alkalinity, Bicarbonate as HCO3 192 mg/L 5 SM 23208 09/16/2014 1533 BT

Alkalinity, Carbonate as C03 ND mg/L 5 SM 23208 09/16/2014 1533 BT
Chloride 3 mg/L 1 EPA 300.0 09/16/2014 17t55 AB

Fluoride 0.2 mg/L 0.1 SM 4500FC 09/16/2014 1533 BT
Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/24/2014 1352 AMB

Sulfate 84 mg/L 1 EPA 300.0 09/16/2014 1755 AB

Calcium 39 mg/L 1 EPA 200.7 09/16/2014 1325 DG

Magnesium 8 mg/L 1 EPA 200.7 09/16/2014 1325 DG

Potassium 7 mg/L 1 EPA 200.7 09/16/2014 1325 DG

Sodium 57 mg/L 1 EPA 200.7 09/16/2014 1325 DG

Nitrogen, Ammonia (As N) ND mg/L 0.1 EPA 350.1 09/23/2014 1431 AMB
Silica as SiO2 16 mg/L 1 EPA 200.7 09/16/2014 1325 DG

General Parameters
pH 8.3 s.u. 0.1 SM 4500 H 8 09/16/2014 1533 BT

Electrical Conductivity 494 pmhos/cm 5 SM 25108 09/16/2014 1533 BT

Total Dissolved Solids (180) 290 mg/L 10 SM 2540 09/18/2014 1249 IR

Data Quality
Cation Sum 5.25 . meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Anion Sum 5.07 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Cation-Anion Balance (+ 5%) 1.76 %0.01 SM 1030E 09/26/2014 835 JJ

Solids, Total Dissolved (Calc). 310 mg/L 10 SM 1030E 09/26/2014 835 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 0.94 dec. % 0.01 Calculation 10/13/2014 1146 WN

These results apply only to the samples tested.
Qualifiers: B] Analyte detected in the asaociated Method B]lank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or ia less than LOL
0 Outside the Range of Dilutions
X Matdx Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysia exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: /•• •
Wade Nieuwsma, Assistant Laboratory Manager Page 13 of 78



U *~ Inter-Mountain Labs
INTER-MOUNTAN LABS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

Date Reported 10/23/2014
Report ID S1409268001

ProjectName:
Lab ID:
ClientSample ID:
CCO:

MU B GL-8
S$1409268-007
BM-026
155547

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409268
9/11/2014 8:22:00 AM

9/15/2014 10:03:00 AM
GF/KA
Water

Comments
IAnalyses Result Units Qual RL Method DateAnyzdnt

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/16/2014 1325 DG
Arsenic ND mg/L 0.001 EPA 200.8 09/15/2014 2304 MS
Barium ND mg/L 0.1 EPA 200.8 09/15/2014 2304 MS
Beryllium ND mg/L 0.001 EPA 200.7 09/16/2014 1325 DG
Boron ND mg/L 0.1 EPA 200.7 09/16/2014 1325 DG
Cadmium ND mg/L 0.001 EPA 200.8 09/15/2014 2304 MS
Chromium ND mg/L 0.01 EPA 200.7 09/16/2014 1325 DG
Copper ND mg/L 0.01 EPA 200.8 09/15/2014 2304 MS
Iron 0.35 mg/L 0.05 EPA 200.7 09/16/2014 1325 DG
Lead ND mg/L 0.01 EPA 200.8 09/15/2014 2304 MS
Manganese 0.03 mg/L 0.01 EPA 200.7 09/16/2014 1325 DG
Mercury ND mg/L 0.001 EPA 245.1 09/19/2014 1041 BJ
Molybdenum ND mg/L 0.01 EPA 200.8 09/15/2014 2304 MS
Nickel ND mg/L 0.05 EPA 200.7 09/16/2014 1325 DG
Selenium ND mg/L 0.001 EPA 200.8 09/15/2014 2304 MS
Uranium 0.01 07 mg/L 0.0003 EPA 200.8 09/15/2014 2304 MS
Vanadium ND mg/L 0.1 EPA 200.8 09/15/2014 2304 MS
Zinc ND mg/L 0.01 EPA 200.7 09/16/2014 1325 DG

Metals - Total
Iron 0.48 . mg/L 0.05 EPA 200.7 09/17/2014 2127 DG
Manganese 0.03 mg/L 0.01 EPA 200.7 09/17/2014 2127 DG

Radionuclides - Dissolved
Gross Alpha 19.7 pCi/L 2 SM 7110B 10/01/2014 1659 MB
Gross Alpha Precision (+) 2.1 pCi/L SM 7110OB 10/01/2014 1659 MB
Gross Beta 15.6 pCi/L 3 SM 7110B 10/01/2014 1659 MB
Gross Beta Precision (+) 1.9 pCi/L SM 7110B 10/01/2014 1659 MB
Radium 226 3.0 pCi/L 0.2 SM 7500 Ra-B 09/29/2014 1050 MB

Radium 226 Precision (_+) 0.2 pCi/L SM 7500 Ra-B 09/29/2014 1050 MB
Radium 228 2.5 pCi/L I Ga-Tech 09/30/2014 1346 MB
Radium 228 Precision (+) 1.0 pCi/L Ga-Tech 09/30/2014 1346 MB

These results apply only to the samples tested.
Qualifiers: B3 Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL

0 Outside the Range of Dilutions
X Matrix Effect

Reviewed by: 42

RL - Reporting Limit
C Calculated Value
H Hotding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Page 14 of 78
Wade Nieuwsma, Assistant Laboratory Manager



i/i, .IE Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

ProjectName: MU B GL-8

Lab ID: S$1409268-008

ClientSample ID: BM-027
COC: 155547

Date Reported. 10/23/2014
Report ID $1409268001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409268
9/11/2014 11:13:00 AM

9/15/2014 10:03:00 AM

GF/KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Anions/Cations

Alkalinity, Total (As CaCO3) 260 mg/L 5 SM 2320B 09/16/2014 1545 BT
Alkalinity, Bicarbonate as HCO3 317 mg/L 5 SM 2320B 09/16/2014 1545 BT

Alkalinity, Carbonate as CO3 ND mg/L 5 SM 2320B 09/16/2014 1545 BT
Chloride 7 mg/L 1 EPA 300.0 09/16/2014 1809 AB

Fluoride 0.1 mg/L 0.1 SM 4500FC 09/16/2014 1545 BT
Nitrogen, Nitrate+Nitrite (as N) 0.7 mg/L 0.1 EPA 353.2 09/24/2014 1353 AMB

Sulfate 225 mg/L 1 EPA 300.0 09/16/2014 1809 AB

Calcium 115 mg/L 1 EPA 200.7 09/16/2014 1329 DG

Magnesium 32 mg/L 1 EPA 200.7 09/16/2014 1329 DG

Potassium 11 mg/L 1 EPA 200.7 09/16/2014 1329 DG

Sodium 51 mg/L 1 •EPA 200.7 09/16/2014 1329 DG
Nitrogen, Ammonia (As N) ND mg/L 0.1 EPA 350.1 09/23/2014 1438 AMB

Silica as SiO2 15 . mg/L 1 EPA 200.7 09/16/2014 1329 OG

General Parameters
pH 8.1 s.u. 0.1 SM 4500 H B 09/16/2014 1545 BT
Electrical Conductivity 957 pmhos/cm 5 SM 2510B 09/16/2014 1545 BT

Total Dissolved Solids (180) 670 mg/L 10 SM 2540 09/18/2014 1250 IR

Data Quality
Cation Sum 10.85 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Anion Sum 10.14 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Cation-Anion Balance (+_ 5%) 3.40 % 0.01 SM 1030E 09/26/2014 835 JJ

Solids, Total Dissolved (Calc) 620 mg/L 10 SM 1030E 09/26/2014 835 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.08 dec. % 0.01 Calculation 10/13/2014 1146 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

_NO Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: .,-.

Wade Nieuwsma, Assistant Laboratory Manager Page 15 of 78



Inter-Mountain Labs
INTER-MOUNTAIN LABS

Your Environmental Monitoring Partner
1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MU B GL-8
Lab ID: S$1409268-008
ClientSample ID: BM-027
COC: 155547

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder: $1409268
CollectionDate: 9/11/2014 11:13:00 AM
DateReceived: 9/15/2014 10:03:00 AM
FieldSampler: GF/KA
Matrix: Water

Comments
SAnalyses Result Units Qual RL Method DateAnyednt

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/16/2014 1329 DG
Arsenic ND mg/L 0.001 EPA 200.8 09/15/2014 2309 MS
Barium ND mg/L 0.1 EPA 200.8 09/1 5/2014 2309 MS
Beryllium ND mg/L 0.001 EPA 200.7 09/16/2014 1329 DG

Boron ND mg/L 0.1 EPA 200.7 09/16/2014 1329 DG
Cadmium ND mg/L 0.001 EPA 200.8 09/15/2014 2309 MS
Chromium ND mg/L 0.01 EPA 200.7 09/16/2014 1329 DG
Copper ND mg/L 0.01 EPA 200.8 09/1 5/2014 2309 MS
Iron 0.25 mg/L 0.05 EPA 200.7 09/16/2014 1329 DG
Lead ND mg/L 0.01 EPA 200.8 09/15/2014 2309 MS
Manganese 0.05 mg/L 0.01 . EPA 200.7 09/16/2014 1329 DG
Mercury ND mg/L . 0.001 - EPA 245.1 09/19/2014 1043 BJ
Molybdenum ND mg/L 0.01 EPA 200.8 09/15/2014 2309 MS
Nickel ND mg/L 0.05 ,EPA 200.7 09/16/2014 1329 DG
Selenium 0.005 mg/L 0.001 EPA 200.8 09/15/2014 2309 MS
Uranium 0.0314 mg/L 0.0003 EPA 200.8 09/15/2014 2309 MS
Vanadium ND mg/L 0.1 EPA 200.8 09/15/2014 2309 MS
Zinc ND rag/L 0.01 EPA 200.7 09/16/2014 1329 DG

Metals - Total
Iron 5.51 mg/L 0.05 EPA 200.7 09/17/2014 2130 DG
Manganese 0.09 mg/L 0.01 EPA 200.7 09/17/2014 2130 DG

Radionucilides - Dissolved
Gross Alpha 24.9 pCi/L 2 SM 71108 10/01/2014 1659 MB
Gross Alpha Precision (+) 2.9 pCi/L SM 71108 10/01/2014 1659 MB
Gross Beta 19.1 pCi/L 3 SM 71108 10/01/2014 1659 MB
Gross Beta Precision (+) 2.1 pCi/L SM 7110OB 10/01/2014 1659 MB
Radium 226 5.2 pCi/L 0.2 .. SM 7500 Ra-B 09/29/2014 1050 MB
Radium 226 Precision (+) 0.3 pCi/L SM 7500 Ra-B 09/29/2014 1050 MB
Radium 228 ND pCi/L 1 Ga-Tech 09/30/2014 1647 MB
Radium 228 Precision (+) NA pCi/L Ga-Tech 09/30/2014 1647 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

Reviewed by: _________________

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit

S Spike Recovery outside accepted recovery limits

Page 16 of 78
Wade Nieuwsma, Assistant Laboratory Manager



I 'YE L Inter-Mountain Labs- Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210

Glenrock, WY 82637

Date Reported 10/23/2014
Report ID S1409268001

ProjectName:
Lab ID:
ClientSample ID:
COC:

MU B GL-8
SI140926 8-009

BM-028

155547

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409268
9/11/2014 10:40:00 AM

9/15/2014 10:03:00 AM

GF/KA
Water

Comments
Analyses Result Units Qual RL Method Date Analyzed/Init

AnionslCations
Alkalinity, Total (As CaCO3)

Alkalinity, Bicarbonate as HCO3

Alkalinity, Carbonate as CO3

Chloride

Fluoride
Nitrogen, Nitrate+ Nitrite (as N)

Sulfate

Calcium

Magnesium

Potassium

Sodium

Nitrogen, Ammonia (As N)

Silica as SiO2

General Parameters
pH

Electrical Conductivity

Total Dissolved Solids (180)

Data Quality

Cation Sum

Anion Sum

Cation-Anion Balance (+ 5%)

Solids, Total Dissolved (Calc)

Calculated TDS/TDS Ratio (0.80-1.20)

168
200

ND

3

0.2

ND

87

44

10

6

53

ND

17

8.3

510

300

5.41

5.27

1.32

320

0.94

mg/L
mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

5
5

5

1

0.1

0.1

1

1

1

1

1

0.1
I

0.1

5

10

SM 2320B
SM 2320B

SM 2320B

EPA 300.0

SM 4500FC

EPA 353.2

EPA 300.0

EPA 200.7

EPA 200.7

EPA 200.7

EPA 200.7

EPA 350.1
EPA 200.7

SM 4500 H B

SM 2510B

SM 2540

SM 1030E

SM 1030E

, SM 1030E

SM 1030E

Calculation

09/16/2014 1557
09/16/2014 1557

09/16/2014 1557

09/16/2014 1824

09/16/2014 1557

09/24/2014 1354

09/16/2014 1824

09/16/2014 1343

09/16/2014 1343

09/16/2014 1343

09/16/2014 1343

09/23/2014 1439

09/16/2014 1343

09/16/2014 1557

09/16/2014 1557

09/18/2014 1251

09/26/2014 835

09/26/2014 835

09/26/2014 835

09/26/2014 835

10/13/2014 1146

BT
BT'

BT

AB

BT

AMB

AB

DG

DG

DG

DG

AMB

DG

BT

BT

IR

JJ

,JJ

JJ

JJ

WN

S.U.
pmhos/cm

mg/L

meq/L
meq/L

mg/L

dec. %

0.01
0.01

0.01

10

0.01

These resu'lts apply only to the samples tested.

Qualifiers: B Analyte detected in the associated Method Blank
E Value above quantitation range
J Anslyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Oritside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: f-42 f
Wade Nieuwsma, Assistant Laboratory Manager Page 17 of 78



ITERMUTANAS Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210

Glenrock, WY 82637

ProjectName: MU B GL-8

Lab ID:" $1409268-009

ClientSample ID: BM-028

COC: 155547

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

Si1409268
9/11/2014 10:40:00 AM

9/15/2014 10:03:00 AM

GF/KA
Water

Comments
mIAnalyses Result Units Qual RL Method Date Analyzed/Init /

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/16/2014 1343 DG

Arsenic ND mg/L 0.001 EPA 200.8 09/15/2014 2315 ' MS

Barium ND mg/L 0.1 EPA 200.8 09/15/2014 2315 MS
Beryllium ND mg/L 0.001 EPA 200.7 09/16/2014 1343 DG

Boron ND mg/L 0.1 EPA 200.7 09/16/2014 1343 DG

Cadmium ND mg/L 0.001 EPA 200.8 09/15/2014 2315 MS
Chromium ND mg/L 0.01 EPA 200.7 09/16/2014 1343 DG

Copper ND mg/L 0.01 EPA 200.8 09/15/2014 2315 MS
Iron 0.18 mg/L 0.05 EPA 200.7 09/16/2014 1343 DG

Lead ND mg/L 0.01 EPA 200.8 09/15/2014 2315 MS
Manganese 0.03 mg/L 0.01 EPA 200.7 09/16/2014 1343 DG

Mercury ND mg/L 0.001 EPA 245.1 09/19/2014 1045 BJ
Molybdenum ND mg/L 0.01 EPA 200.8 09/15/2014 2315 MS
Nickel ND mg/L 0.05 EPA 200.7 09/16/2014 1343 DG

Selenium ND mg/L 0.001 EPA 200.8 09/15/2014 2315 MS
Uranium 0.01 60 mg/L 0.0003 EPA 200.8 09/15/2014 2315 MS
Vanadium ND mg/L 0.1 EPA 200.8 09/15/2014 2315 MS

Zinc ND mg/L 0.01 EPA 200.7 09/16/2014 1343 DG

Metals - Total
Iron 0.95 mg/L 0.05 EPA 200.7 09/17/2014 2132 DG

Manganese 0.04 mg/L 0.01 EPA 200.7 09/17/2014 2132 DG

Radionuclides - Dissolved
Gross Alpha 23.5 pCi/L 2 SM 7110B 10/07/2014 1310 MB
Gross Alpha Precision (+) 2.3 pCi/L SM 7110OB 10/07/2014 1310 MB

Gross Beta 12.2 pCi/L 3 SM 7110B 10/07/2014 1310 MB
Gross Beta Precision (+) 1.8 pCi/L SM 7110B 10/07/2014 1310 MB

Radium 226 4.1 pCi/L 0.2 SM 7500 Ra-B 09/29/2014 1050 MB
Radium 226 Precision (+) 0.3 pCi/L SM 7500 Ra-B 09/29/2014 1050 MB

Radium 228 ND pCi/L 1 Ga-Tech 09/30/2014 1948 MB
Radium 228 Precision (+) NA pCi/L Ga-Tech 09/30/2014 1948 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42Y
Wade Nieuwsma, Assistant Laboratory Manager Page 18 of 78



INE ONANLAB Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

Date Reported 10/23/2014
Report ID $1409268001

ProjectNa me:
Lab ID:
ClientSample ID:
COG:

MU B GL-8
$1409268-010

BM-029

155547

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409268
9/11/2014 11:41:00 AM

9/15/2014 10:03:00 AM

GF/KA
Water

Comments •
SAnalyses Result Units QuaJ RL Method Date Analyzed/Init

Anions/Cations
Alkalinity, Total (As CaCO3) 153 mg/L 5 SM 23208 09/16/2014 1620 BT
Alkalinity, Bicarbonate as HCO3 182 mg/L 5 SM 2320B 09/16/2014 1620 BT
Alkalinity, Carbonate as C03 ND mg/L . 5 SM 2320B 09/16/2014 1620 BT
Chloride 4 mg/L 1 EPA 300.0 09/16/2014 1838 AB
Fluoride 0.2 mg/L 0.1 SM 4500FC 09/16/2014 1620 BT
Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/24/2014 1355 AMB
Sulfate 85 mg/L 1 EPA 300.0 09/16/2014 1838 AB
Calcium ,39 mg/L 1 EPA 200.7 09/16/2014 1345 DG
Magnesium 9 mg/L 1 EPA 200.7 09/16/2014 1345 DG
Potassium 6 mg/L 1 EPA 200.7 09/16/2014 1345 DG
Sodium 54 mg/L 1 EPA 200.7 09/16/2014 1345 DG
Nitrogen, Ammonia (As N) ND mg/L 0.1 EPA 350.1 09/23/2014 1440 AMB
Silica as SiO2 15 mg/L 1 EPA 200.7 09/16/2014 1345 DG

General Parameters
pH 8.3 s.u. 0.1 SM 4500 H B 09/16/2014 1620 BT
Electrical Conductivity 476 lpmhos/cm 5 SM 2510B 09/16/2014 1620 BT
Total Dissolved Solids (180) 280 mg/L 10 SM 2540 09/18/2014 1252 IR

Data Quality
Cation Sum 5.14 meq/L 0.01 SM 1030E 09/26/2014 835 JJ
Anion Sum 4.94 meq/L 0.01 SM 1030E 09/26/2014 835 JJ
Cation-Anion Balance (+ 5%) 1.96 %0.01 SM 1030E 09/26/2014 835 JJ
Solids, Total Dissolved (Calc) 300 mg/L 10 SM 1030E 09/26/2014 835 JJ
Calculated TDS/TDS Ratio (0.80-1.20) 0.93 dec. % 0.01 Calculation 10/13/2014 1146 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 4>,,d-,
Wade Nieuwsma, Assistant Laboratory Manager Page 19 of 78



INE MUTI N 'LA Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

ProjectName: MU B GL-8
Lab ID: S 1409268-010
ClientSample ID: BM-029
COG: 155547

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder:
CollectionDate:
DateReceived:

* FieldSampler:
Matrix:

Si1409268
9/11/2014 11:41:00 AM
9/15/2014 10:03:00 AM

GF/KA
Water

Comments
SAnalyses Result units Qual RL Method Date Analyzed/Init

Metals - Dissolved

Aluminum ND mg/L 0.1 EPA 200.7 09/16/2014 1345 DG
Arsenic ND mg/L 0.001 EPA 200.8 09/15/2014 2320 MS

Barium ND mg/L 0.1 EPA 200.8 09/15/2014 2320 MS

Beryllium ND mg/L 0.001 EPA 200.7 09/16/2014 1345 DG

Boron ND mg/L 0.1 EPA 200.7 09/16/2014 1345 DG

Cadmium ND mg/L 0.001 EPA 200.8 09/15/2014 2320 MS
Chromium ND mg/L 0.01 EPA 200.7 09/16/2014 1345 DG

Copper ND mg/E 0.01 EPA 200.8 09/15/2014 2320 MS

Iron 0.20 mg/L 0.05 EPA 200.7 09/16/2014 1345 DG
Lead ND mg/L 0.01 EPA 200.8 09/15/2014 2320 MS
Manganese 0.02 mg/L 0.01 EPA 200.7 09/16/2014 1345 DG
Mercury ND mg/L 0.001 EPA 245.1 09/19/2014 1047 BJ

Molybdenum ND mg/L 0.01 EPA 200.8 09/15/2014 2320 MS

Nickel *ND mg/L 0.05 EPA 200.7 09/16/2014 1345 DG
Selenium ND mg/L 0.001 EPA 200.8 09/15/2014 2320 MS
Uranium 0.0094 mg/L 0.0003 EPA 200.8 09/15/2014 2320 MS

Vanadium ND mg/L 0.1 EPA 200.8 09/15/2014 2320 MS
Zinc ND mg/L 0.01 EPA 200.7 09/16/2014 1345 DG

Metals - Total
Iron 2.04 mg/L 0.05 EPA 200.7 09/17/2014 2143 DG
Manganese 0.03 mg/L 0.01 EPA 200.7 09/17/2014 2143 DG

Radionuclides - Dissolved

Gross Alpha 11.3 pCi/L 2 SM 7110B 10/07/2014 1310 MB
Gross Alpha Precision (+) 1.6 pCi/L SM 7110B 10/07/2014 1310 MB

Gross Beta 9.5 pCi/L 3 SM 7110B 10/07/2014 1310 MB
Gross Beta Precision (+) 1.7 pCi/L SM 7110B 10/07/2014 1310 MB
Radium 226 1.9 pCi/L 0.2 SM 7500 Ra-B 09/29/2014 1317 MB
Radium 226 Precision (+) 0.2 pCi/L SM 7500 Ra-B 09/29/2014 1317 MB
Radium 228 ND pCi/L 1 Ga-Tech 09/30/2014 2249 MB

Radium 228 Precision (+) NA pCi/L Ga-Tech 09/30/2014 2249 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less then LCL
0 Outside the Range of Dilutiona
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42••-/
Wade Nieuwsma, Assistant Laboratory Manager Page 20 of 78



Jrn Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

ProjectName: MU B GL-8
Lab ID: $1409268-011
ClientSample ID: BM-030
COC: 155547

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409268
9/11/2014 12:03:00 PM
9/15/2014 10:03:00 AM
GF/KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Anions/Cations
Alkalinity, Total (As CaCO3) 168 mg/L 5 SM 2320B 09/16/2014 1632 BT

Alkalinity, Bicarbonate as HCO3 200 mglL 5 SM 2320B 09/1 6/2014 1632 BT

Alkalinity, Carbonate as C03 ND mg/L 5 SM 2320B 09/16/2014 1632 BT

Chloride 3 mg/L 1 EPA 300.0 09/16/2014 1852 AB
Fluoride 0.2 mg/L 0.1 SM 4500FC 09/16/2014 1632 BT
Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/2•4/2014 1356 AMB

Sulfate 91 mg/L 1 EPA 300.0 09/16/2014 1852 AB

Calcium 42 mg/L 1 EPA 200.7 09/16/2014 1347 DG

Magnesium 9 mg/L 1 EPA 200.7 09/16/2014 1347 DG
Potassium 6 mg/L 1 EPA 200.7 09/16/2014 1347 DG

Sodium 57 mg/L 1 EPA 200.7 09/16/2014 1347 DG

Nitrogen, Ammonia (As N) 0.1 mg/L 0.1 EPA 350.1 09/23/2014 1441 AMB
Silica as SiO2 17 mg/L 1 EPA 200.7 09/16/2014 1347 DG

General Parameters
pH 8.3 s.u. "0.1 SM 4500 H B 09/16/2014 1632 BT
Electrical Conductivity 507 pmhos/cm 5 SM 2510B 09/16/2014 1632 BT

Total Dissolved Solids (180) 330 mg/L 10 SM 2540 09/18/2014 1254 IR

Data Quality
Cation Sum . 5.46 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Anion Sum 5.34 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Cation-Anion Balance (+ 5%) 1.09 %0.01 SM 1030E 09/26/2014 835. JJ

Solids, Total Dissolved (Calc) 330 mg/L 10 SM 1030E 09/26/2014 835 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.00 dec. % 0.01 Calculation 10/13/2014 1146 WN

These results apply only to the samples tested.

Qualifiers: B Analyte detected in the associated Method Blank
E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or ia less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: ,J---
Wade Nieuwsma, Assistant Laboratory Manager Page 21 of 78



H R OUTA Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MU B GL-8

Lab ID: $1409268-011
ClientSample ID: BM-030
COG: 155547

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

Si 1409268
9/11/2014 12:03:00 PM
9/15/2014 10:03:00 AM

GF/KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Aaye/i

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/16/2014 1347 DG

Arsenic ND mg/L 0.001 EPA 200.8 09/15/2014 2337 MS
Barium ND mg/L . 0.1 EPA 200.8 09/15/2014 2337 MS

Beryllium ND mg/L 0.001 EPA 200.7 09/16/2014 1347 DG
Boron ND mg/L 0.1 EPA 200.7 09/16/2014 1347 DG

Cadmium ND mg/L 0.001 EPA 200.8 09/15/2014 2337 MS
Chromium ND mg/L 0.01 EPA 200.7 09/16/2014 1347 DG

Copper ND mg/L 0.01 EPA 200.8 09/15/2014 2337 MS
Iron 0.24 mg/L 0.05 EPA 200.7 09/16/2014 1347 DG

Lead ND mg/L 0.01 EPA 200.8 09/15/2014 2337 MS

Manganese 0.03 mg/L 0.01 EPA 200.7 09/16/2014 1347 DG
Mercury ND mg/L 0.001 EPA 245.1 09/19/2014 1057 BJ

Molybdenum ND mg/L 0.01 EPA 200.8 09/15/2014 2337 MS
Nickel ND mg/L 0.05 EPA 200.7 09/16/2014 1347 DG"
Selenium ND mg/L 0.001 EPA 200.8 09/15/2014 2337 MS
Uranium 0.0086 mg/L 0.0003 EPA 200.8 09/15/2014 2337 MS

Vanadium ND mg/L 0.1 EPA 200.8 09/15/2014 2337 MS
Zinc ND mg/L 0.01 EPA 200.7 09/16/2014 1347 DG

Metals - Total
Iron 0.38 mg/L. 0.05 EPA 200.7 09/17/2014 2150 DG
Manganese 0.03 mg/L 0.01 EPA 200.7 09/17/2014 2150 DG

Radionuclides - Dissolved
Gross Alpha 11.1 pCi// 2 SM 711OB 10/08/2014 1325 MB

Gross Alpha Precision (+) 1.5 pCi/L SM 7110OB 10/08/2014 1325 MB
Gross Beta 11.3 pCi/L 3 SM 7110B 10/08/2014 1325 MB
Gross Beta Precision (+) 1.5 pCi/L SM 7110OB 10/08/2014 1325 MB
Radium 226 1.9 pCi/L 0.2 SM 7500 Ra-B 09/29/2014 1317 MB

Radium 226 Precision (+) 0.2 pCi/L SM 7500 Ra-B 09/29/2014 1317 MB
Radium 228 ND pCi/L 1 Ga-Tech 10/01/2014 150 MB

Radium 228 Precision (+) NA pCi/L Ga-Tech 10/01/2014 150 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E value above quantitation range
J Analyte detected below quantitation limits
M value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

LND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by:' 42,,•
Wade Nieuwsma, Assistant Laboratory Manager Page 22 of 78



lIVE Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210

Glenrock, WY 82637

ProjectName: MU B GL-8

Lab ID: $1409268-012
ClientSample ID: BM-03.1
COC: 155547

Date Reported 10/23/2014
Report ID S 1409268001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409268
9/11/2014 12:22:00 PM
9/15/2014 10:03:00 AM
GFIKA
Water

Comments
mIAnalyses Result Units Qual RL Method Date Analyzed/Init

AnionslCations
Alkalinity, Total (As CaCO3) 189 mg/L 5 SM 2320B 09/16/2014 1706 BT

Alkalinity, Bicarbonate as HCO3 226 mg/L 5 SM 2320B 09/16/2014 1706 BT
Alkalinity, Carbonate as 003 ND mg/L 5 SM 2320B 09/16/2014 1706 BT
Chloride 3 mg/L 1 EPA 300.0 09/16/2014 1907 AB
Fluoride 0.2 mg/L 0.1 SM 4500FC 09/16/2014 1706 BT
Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/24/2014 1357 AMB
Sulfate 99 mg/L 1 EPA 300.0 09/16/2014 1907 AB
Calcium 42 mg/L 1 EPA 200.7 09/16/2014 1349 DG
Magnesium 9 mg/L 1 EPA 200.7 09/16/2014 1349 DG
Potassium 6 mg/L 1 EPA 200.7 09/16/2014 1349 DG
Sodium 57 mg/L 1 EPA 200.7 09/16/2014 1349 DG

Nitrogen, Ammonia (As N) ND mg/L 0.1 EPA 350.1 09/23/2014 1442 AMB
Silica as Si02 16 mg/L 1 EPA 200.7 09/16/2014 1349 DG

General Parameters
pH 8.3 s.u. 0.1 SM 4500 H B 09/16/2014 1706 BT
Electrical Conductivity 515 Ipmhos/cm 5 SM 2510B 09/16/2014 1706 BT
Total Dissolved Solids (180) 320 mg/L 10 SM 2540 09/18/2014 1255 IR

Data Quality
Cation Sum 5.48 meq/L 0.01 SM 1030E 09/26/2014 835 JJ
Anion Sum 5.92 meq/L 0.01 SM 1030E 09/26/2014 835 JJ
Cation-Anion Balance (+ 5%) 3.90 %0.01 SM 1030E 09/26/2014 835 JJ
Solids, Total Dissolved (Calc) 350 mg/L 10 SM 1030E 09/26/2014 835 JJ
Calculated TDS/TDS Ratio (0.80-1.20) 0.91 dec. % 0.01 Calculation 10/13/2014 1146 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: e._ --2

Wade Nieuwsma, Assistant Laboratory Manager Page 23 of 78



14E MUTA B Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210

Glenrock, WY 82637

ProjectName: MU B GL-8

Lab ID: $1409268-012
ClientSample ID: BM-031
COC: 155547

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

Si1409268
9/11/2014 12:22:00 PM

9/15/2014 10:03:00 AM

GF/KA

Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/16/2014 1349 DG

Arsenic ND mg/L 0.001 EPA 200.8 09/15/2014 2357 MS

Barium ND mg/L 0.1 EPA 200.8 09/15/2014 2357 MS

Beryllium ND mg/L 0.001 EPA 200.7 09/16/2014 1349 DG

Boron ND mg/L 0.1 EPA 200.7 09/16/2014 1349 DG

Cadmium ND mg/L 0.001 EPA 200.8 09/15/2014 2357 MS

Chromium ND mg/L 0.01 EPA 200.7 09/16/2014 1349 DG

Copper ND mg/L 0.01 EPA 200.8 09/15/2014.2357 MS

Iron 0.95 mg/L .0.05 EPA 200.7 09/16/2014 1349 DG
Lead ND mg/L 0.01 EPA 200.8 09/15/2014 2357 MS

Manganese 0.03 mg/L 0.01 EPA 200.7 09/16/2014 1349 DG

Mercury ND mg/L 0.001 EPA 245.1 09/19/2014 1104 BJ
Molybdenum ND mg/L 0.01 EPA 200.8 09/15/2014 2357 MS
Nickel ND mg/L 0.05 EPA 200.7 09/16/2014 1349 DG

Selenium ND mg/L 0.001 EPA 200.8 09/15/2014 2357 MS

Uranium 0.0089 mg/L 0.0003 EPA 200.8 09/15/2014 2357 MS
Vanadium ND mg/L 0.1 EPA 200.8 09/15/2014 2357 MS

Zinc ND mg/L 0.01 EPA 200.7 09/16/2014 1349 DG

Metals - Total
Iron 0.91 mg/L 0.05 EPA 200.7 09/17/2014 2152 DG

Manganese 0.03 mg/L 0.01 EPA 200.7 09/17/2014 2152 DG

Radionuclides - Dissolved
Gross Alpha 10.3 pCi/L 2 SM 7110B 10/08/2014 1325 MB
Gross Alpha Precision (+) 1.5 pCi/L SM 7110B 10/08/2014 1325 MB

Gross Beta 7.5 pCi/L 3 SM 7110B 10/08/2014 1325 MB

Gross Beta Precision (+) 1.5 pCi/L SM 7110B 10/08/2014 1325 MB

Radium 226 1.8 pCi/L 0.2 SM 7500 Ra-B 09/29/2014 1317 MB

Radium 226 Precision (+) 0.2 pCi/L SM 7500 Ra-B 09/29/2014 1317 MB
Radium 228 , ND pCi/L 1 Ga-Tech 10/01/2014 450 MB

Radium 228 Precision (+) NA pCi/L Ga-Tech 10/01/2014 450 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

NO Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: /.•"
Wade Nieuwsma, Assistant Laboratory Manager Page 24 of 78



in*• Inter-Mountain Labs- Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

Date Reported 10/23/2014
Report ID S 1409268001

ProjectName:
Lab ID:
ClientSample ID:
COC:

MU B GL-8
S$1409268-013
BM-032

155547

WorkOrder: $1409268
CollectionDate: 9/11/2014 12:53:00 PM
DateReceived: 9/15/2014 10:03:00 AM
FieldSampler: GF/KA
Matrix: Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

AnionslCations
Alkalinity, Total (As Ca(303)

Alkalinity, Bicarbonate as HCO3

Alkalinity, Carbonate as 003

Chloride

Fluoride

Nitrogen, Nitrate+ Nitrite (as N)

Sulfate

Calcium

Magnesium

Potassium

Sodium

Nitrogen, Ammonia (As N)

Silica as SiO2

General Parameters
pH

Electrical Conductivity

Total Dissolved Solids (180)

Data Quality
Cation Sum

Anion Sum

Cation-Anion Balance (± 5%)

Solids, Total Dissolved (Caic)

Calculated TDS/TDS Ratio (0.80-1.20)

164
195

ND

3

0.2

ND

95

43

9

6

54

0.1

16

8.3

503

330

5.37

5.34

0.28

320

1.03

mg/L
mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

mg/L

5
5

5

01
0.1

0.1

01

5
10

SM 2320B
SM 23208

SM 23208

EPA 300.0

SM 4500FC

EPA 353.2

EPA 300.0

EPA 200.7

EPA 200.7

EPA 200.7

-EPA 200.7

EPA 350.1

EPA 200.7

SM 4500 H B

SM 2510B

SM 2540

SM 1030E

SM 1030E

SM 1030E

SM 1030E

Calculation

09/16/2014 1717
09/16/2014 1717

09/16/2014 1717

09/16/2014 1921

09/16/2014 1717

09/24/2014 1359

09/16/2014 1921

09/16/2014 1352

09/16/2014 1352

09/16/2014 1352

09/16/2014 1352

09/23/2014 1443

09/16/2014 1352

09/16/2014 1717

09/16/2014 1717

09/18/2014 1256

09/26/2014 835

09/26/2014 835

09/26/2014 835

09/26/2014 835

10/13/2014 1146

BT
BT

•BT

AB

BT

AMB

AB

DG

DG

DG

DG

AMB

DG

BT

BT

IR

JJ

JJ

JJ

JJ

WN

S.U.
pimhos/cm

mg/L

meq/L
meq/L

mg/L

dec. %

0.01
0.01

0.01

10

0.01

These results apply only to the samples tested.

Qualifiers: B Analyte detected in the associated Method Blank
E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit

C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

NO *Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery timits

Reviewed by: 42 "
Wade Nieuwsma, Assistant Laboratory Manager Page 25 of 78



in*• Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

ProjectName: MU B GL-8
Lab ID: $1409268-013
ClientSample ID: BM-032
COC: 155547

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

SI1409268
9/11/2014 12:53:00 PM

9/15/2014 10:03:00 AM

GF/KA

Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/16/2014 1352 DG
Arsenic ND mg/L 0.001 EPA 200.8 09/16/2014 003 MS
Barium ND mg/L 0.1 EPA 200.8 09/16/2014 003 MS
Beryllium ND mg/L 0.001 EPA 200.7 09/16/2014 1352 DG
Boron ND mg/L 0.1 EPA 200.7 09/16/2014 1352 DG
Cadmium ND mg/L 0.001 EPA 200.8 09/16/2014 003 MS
Chromium ND mg/L 0.01 EPA 200.7 09/16/2014 1352 DG

Copper ND mg/L 0.01 EPA 200.8 09/16/2014 003 MS
Iron 0.26 mg/L 0.05 EPA 200.7 09/16/2014 1352 DG
Lead ND mg/L 0.01 EPA 200.8 09/16/2014 003 MS
Manganese 0.03 mg/L 0.01 EPA 200.7 09/16/2014 1352 DG
Mercury ND mg/L 0.001 EPA 245.1 09/19/2014 1106 BJ
Molybdenum ND mg/L 0.01 EPA 200.8 09/16/2014 003 MS
Nickel ND mg/L 0.05 EPA 200.7 09/16/2014 1352 DG
Selenium ND mg/L 0.001 EPA 200.8 09/16/2014 003 MS
Uranium 0.0067 mg/L 0.0003 EPA 200.8 09/16/2014 003 MS
Vanadium ND mg/L 0.1 EPA 200.8 09/16/2014 003 MS
Zinc ND mg/L 0.01 EPA 200.7 09/16/2014 1352 DG

Metals - Total
Iron 0.42 mg/L 0.05 EPA 200.7 09/17/2014 2154 DG
Manganese 0.03 mg/L 0.01 EPA 200.7 09/17/2014 2154 DG

Radionuclides - Dissolved
Gross Alpha 31.7 . Ci/L 2 .SM 7110B 10/08/2014 1325 MB
Gross Alpha Precision.(+) 2.6 pCi/L SM 7110B 10/08/2014 1325 MB
Gross Beta 19.7 pCi/L 3 SM 7110B 10/08/2014 1325 MB
Gross Beta Precision (+) 1.9 pCi/L SM 7110B 10/08/2014 1325 MB
Radium 226 19.5 pCi/L 0.2 SM 7500 Ra-B 09/29/2014 1317 MB
Radium 226 Precision (+) 0.6 pCi/L SM 7500 Ra-B 09/29/2014 1317 MB
Radium 228 .ND pCi/L 1 Ga-Tech 10/01/2014 751 MB
Radium 228 Precision (±1) NA pCi/L Ga-Tech 10/01/2014 751 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42/,--
Wade Nieuwsma, Assistant Laboratory Manager Page 26 of 78



INTE-UBANLS Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MU B GL-8
Lab ID: S$1409268-014
ClientSample ID: BM-033
COC: 155547

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder:.
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409268
9/11/2014 1:21 :00 PM

9/15/2014 10:03:00 AM
GFIKA
Water

Comments
mIAnalyses Result Units Qual RL Method Date Analyzedllnit I

Anions/Cations
Alkalinity, Total (As CaCO3) 163 mg/L 5 SM 2320B 09/1612014 1728 BT

Alkalinity, Bicarbonate as HCO3 194 mg/L 5 SM 2320B 09/16/2014 1728 BT

Alkalinity, Carbonate as 003 ND mg/L 5 SM 2320B 09/16/2014 1728 BT

Chloride 4 mg/L 1 EPA 300.0 09/16/2014 2101 AB

Fluoride .0.2 mg/L 0.1 SM 4500FC 09/16/2014 1728 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/24/2014 1400 AMB
Sulfate 119 mg/L 1 EPA 300.0 09/18/2014 1148 AB

Calcium 51 mg/L 1 EPA 200.7 09/16/2014 1354 DG
Magnesium 11 mg/L 1 EPA 200.7 09/16/2014 1354 OG
Potassium 6 mg/L 1 EPA 200.7 09/16/2014 1354 DG
Sodium 56 mg/L 1 EPA 200.7 09/16/2014 1354 DG

Nitrogen, Ammonia (As N) 0.2 mg/L 0.1 EPA 350.1 09/23/2014 1444 AMB
Silica as si02 17 mg/L 1 EPA 200.7 09/16/2014 1354 DG

General Parameters
pH 8.3 s.u. 0.1 SM 4500 H B 09/16/2014 1728 BT
Electrical Conductivity 548 • pmhos/cm 5 SM 2510B 09/16/2014 1728 BT

Total Dissolved Solids (180) 360 mg/L 10 SM 2540 09/18/2014 1257 IR

Data Quality
Cation Sum , 6.02 meq/L 0.01 SM 1030E 09/26/2014 835 JJ
Anion Sum 5.84 meqlL 0.01 SM 1030E 09/26/2014 835 JJ

Cation-Anion Balance (+ 5%) 1.43 %0.01 SM 1 030E 09/26/2014 835 JJ

Solids, Total Dissolved (Calc) 360 mg/L 10 SM 1030E 09/26/2014 835 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.00 dec. % 0.01 Calculation 10/13/2014 1146 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LOL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by:___.,,-

Wade Nieuwsma, Assistant Laboratory Manager Page 27 of 78



inter-Mountain Labs
INTER-MOUNTAIN, LABS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MU B GL-8
Lab ID: $1409268-014
ClientSample ID: BM-033
COC: 155547

Date Reported 10/23/2014.
Report ID $1409268001

WorkOrder:
CollectionDate:
Date Received:
FieldSampler:
Matrix:

Si 1409268
9/11/2014 1:21 :00 PM
9/15/2014 10:03:00 AM

GF/KA

Water

Comments
IAnalyses Result Units Oval RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/16/2014 1354 DG
Arsenic ND mg/L 0.001 EPA 200.8 09/16/2014 008 MS
Barium ND mg/L 0.1 EPA 200.8 09/16/2014 008 MS
Beryllium ND "mg/L 0.001 EPA 200.7 09/1612014 1354 DG
Boron ND mg/L 0.1 EPA 200.7 09/16/2014 1354 DG
Cadmium N D mg/L 0.001 EPA 200.8 09/16/2014 008 MS
Chromium ND mg/L 0.01 EPA 200.7 09/16/2014 1354 DG
Copper ND mg/L 0.01 EPA 200.8 09/16/2014 008 MS
Iron 0.33 mg/L 0.05 EPA 200.7 09/16/2014 1354 DG
Lead ND mg/L 0.01 EPA 200.8 09/16/2014 008 MS
Manganese 0.04 mg/L 0.01 EPA 200.7 09/16/2014 1354 DG
Mercury ND mg/L 0.001 EPA 245.1 09/19/2014 1108 BJ
Molybdenum. ND mg/L 0.01 • EPA 200.8 09/16/2014 008 MS
Nickel ND mg/L 0.05 EPA 200.7 09/16/2014 1354 DG
Selenium ND mg/L 0.001 EPA 200.8 09/16/2014 008 MS
Uranium 0.0117 mg/L 0.0003 . EPA 200.8 09/16/2014 008 MS
Vanadium ND mg/L 0.1 EPA 200.8 09/16/2014 008 MS
Zinc ND mg/L 0.01 EPA 200.7 09/16/2014 1354 DG

Metals - Total
Iron 0.60 mg/L 0.05 EPA 200.7 09/17/2014 2157 DG
Manganese 0.04 mg/L 0.01 EPA 200.7 09/17/2014 2157 'DG

Radionuclides - Dissolved
Gross Alpha 12.8 pCi/L 2 SM 7110B 10/08/2014 1325 MB
Gross Alpha Precision (+) 1.7 pCi/L SM 71108 10/08/2014 1325 MB
Gross Beta 10.4 pCi/L 3 SM 7110B 10/08/2014 1325 MB
Gross Beta Precision (+) 1.6 pCi/L SM 7110B 10/08/2014 1325 MB
Radium 226 2.3 pCi/L 0.2 SM 7500 Ra-B 09/29/2014 1317 MB
Radium 226 Precision (+) 0.2 pCi/L SM 7500 Ra-B 09/29/2014 1317 MB
Radium 228 1.6 pCi/L 1 Ga-Tech 10/01/2014 1052 MB
Radium 228 Precision (+) 1.0 pCi/L Ga-Tech 10/01/2014 1052 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C "Calculated Value

.H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 4.>• '
Wade Nieuwsma, Assistant Laboratory Manager Page 28 of 78



lul Inter-Mountain Lb Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

ProjectName: MU B GL-8
Lab ID: $1409268-015
ClientSample ID: BM-034
COC" 155546

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

Si1409268
9/11/2014 1:48:00 PM
9/15/2014 10:03:00 AM
GF/KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

AnionslCatlons
Alkalinity, Total (As CaCO3) 176 mg/L 5 SM 2320B 09/16/2014 1740 BT
Alkalinity, Bicarbonate as HCO3 206 mg/L 5 SM 2320B 09/16/2014 1740 BT

Alkalinity, Carbonate as CO3 ND mg/L 5 SM 2320B 09/16/2014 1740 BT
Chloride 3 mg/L 1 EPA 300.0 09/16/2014 2116 AB

Fluoride 0.2 mg/L 0.1 SM 4500FC 09/16/2014 1740 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/24/2014 1401 AMB

Sulfate 75 mg/L 1 EPA 300.0 09/18/2014 1203 AB

Calcium 40 mg/L 1 EPA 200.7 09/16/2014 1358 DG

Magnesium 10 mg/L 1 EPA 200.7 09/16/2014 1358 DG

Potassium 6 mg/L 1 EPA 200.7 09/16/2014 1358 DG
Sodium 56 mg/L 1 EPA 200.7 09/16/2014 1358 DG

Nitrogen, Ammonia (As N) ND mg/L 0.1 EPA 350.1 09/23/2014 1445 AMB
Silica as SiO2 15 mg/L 1 EPA 200.7 09/16/2014 1358 DG

General Parameters
pH 8.4 s.u. 0.1 SM 4500 H B 09/16/2014 1740 BT

Electrical Conductivity 494 pmhos/cm 5 SM 25108 09/16/2014 1740 BT

Total Dissolved Solids (180) 300 mg/L 10 SM 2540 09/18/2014 1258 IR

Data Quality
Cation Sum 5.39 meq/L 0.01 SM 1030E 09/26/2014 835 *JJ
Anion Sum 5.18 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Cation-Anion Balance (+ 5%) 1.97 %0.01 SM 1030E 09/26/2014 835 JJ

Solids, Total Dissolved (Calc) 310 mg/L 10 SM 103OE 09/26/2014 835 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 0.97 dec. % 0.01 Calculation 10/13/2014 1146 WN

• I-L ... ..... apply. n ii .. 0 I.f- lU . .... e n-- &-- -- 1 CU.-.,:-- ":- 4

I Ilt•tl r•ul[5 apply only [o Lne samples zesteo.

Qualifiers: B Analyte detected in the associated Method Blank
E Value above quantitation range
.J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

I•L- IF.0p0[LIII LiImRi

C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

*ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42_••.
Wade Nieuwsma, Assistant Laboratory Manager Page 29 of 78



IN1R-OUTANLB Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PC Box 1210
Glenrock, WY 82637

ProjectName: MU B GL-8

Lab ID: S 1409268-015
ClientSample ID: BM-034
COC: 155546

Date Reported 10/2312014
Report ID S1409268001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

Si1409268
9/11/2014 1:48:00 PM

9/15/2014 10:03:00 AM

GF/KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init /

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/16/2014 1358 DG

Arsenic ND mg/L 0.001 EPA 200.8 09/16/2014 014 MS

Barium ND mg/L 0.1 EPA 200.8 09/16/2014 014 MS

Beryllium ND mg/L 0.001 EPA 200.7 09/16/2014 1358 DG
Boron ND mg/L 0.1 EPA 200.7 09/16/2014 1358 DG

Cadmium ND mg/L 0.001 EPA 200.8 09/16/2014 014 MS

Chromium ND mg/L 0.01 EPA 200.7 09/16/2014 1358 DG
Copper ND mg/L 0.01 EPA 200.8 09/16/2014 014 MS

Iron ND mg/L 0.05 EPA 200.7 09/18/2014 1436 DG

Lead ND mg/L 0.01 EPA 200.8 09/16/2014 014 MS

Manganese 0.03 mg/L 0.01 EPA 200.7 09/16/2014 1358 DG

Mercury ND mg/L 0.001 EPA 245.1 09/19/2014 1110 BJ

Molybdenum ND mg/L 0.01 EPA 200.8 09/16/2014 014 MS
Nickel ND mg/L 0.05 EPA 200.7 09/16/2014 1358 DG

Selenium ND mg/L 0.001 EPA 200.8 09/16/2014 014 MS

Uranium 0.0092 mg/L 0.0003 EPA 200.8 09/16/2014 014 MS

Vanadium ND mg/L 0.1 EPA 200.8 09/16/2014 014 MS

Zinc ND mg/L 0.01 EPA 200.7 09/16/2014 1358 *DG

Metals - Total
Iron 0.40 mg/L 0.05 EPA 200.7 09/17/2014 2159 DG

Manganese 0.03 mg/L 0.01 EPA 200.7 09/17/2014 2159 DG

Radionuclides - Dissolved
Gross Alpha ND pCi/L 2 SM 7110B 10/08/2014 1325 MB

Gross Alpha Precision (+) NA pCi/L SM 7110OB 10/08/2014 1325 MB

Gross Beta 7.1 pCi/L 3 SM 7110B 10/08/2014 1325 MB

Gross Beta Precision (+) 1.5 pCi/L SM 7110B 10/08/2014 1325 MB

Radium 226 0.4 pCi/L 0.2 SM 7500 Ra-B 09/29/2014 1317 MB

Radium 226 Precision (+) 0.1 pCi/L SM 7500 Ra-B 09/29/2014 1317 MB

Radium 228 ND pCi/L 1 Ga-Tech 10/01/2014 1353 MB

Radium 228 Precision (+) NA pCi/L Ga-Tech 10/01/2014 1353 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

RL - Reporting Limit
C Calculated Value

E
J
M
O
X

Value above quantitation range
Analyte detected below quantitation limits
Value exceeds Monthly Ave or MCL or is less than LCL
Outside the Range of Dilutions
Matrix Effect

H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery timits

Reviewed by: 6j•-2
Wade Nieuwsma, Assistant Laboratory Manager Page 30 of 78



*'• Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MU B GL-8
Lab ID: $1409268-016
ClientSample ID: BM-035
COC: 155546

Date Reported 10123/2014
Report ID $1409268001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1 409268
9/11/2014 2:14:00 PM
9/15/2014 10:03:00 AM
GF/KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

AnionslCations
Alkalinity, Total (As CaCO3) 204 mg/L 5 SM 2320B 09/16/2014 1752 BT

Alkalinity, Bicarbonate as HCO3 244 mg/L 5 SM 23208 09/16/2014 1752 BT

Alkalinity, Carbonate as CO3 ND mg/L 5 SM 23208 09/16/2014 1752 BT

Chloride 4 mg/L 1 EPA 300.0 09/16/2014 2130 AB

Fluoride 0.2 mg/L 0.1 SM 4500FC 09/16/2014 1752 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/24/2014 1402 AMB

Sulfate 57 mg/L 1 EPA 300.0 09/18/2014 1217 AB

Calcium 43 mg/L 1 EPA 200.7 09/16/2014 1412 DG

Magnesium 9 mg/L 1 EPA 200.7 09/16/2014 1412 DG

Potassium 6 mg/L 1 EPA 200.7 09/16/2014 1412 DG

Sodium 51 mg/L 1 EPA 200.7 09/16/2014 1412 DG

Nitrogen, Ammonia (As N) 2.8 mg/L 0.1 EPA 350.1 09/23/2014 1445 AMB

Silica as SiO2 16 mg/L 1 EPA 200.7 . 09/16/2014 1412 DG

General Parameters

pH 8.3 s.u. 0.1 SM 4500 H B 09/16/2014 1752 BT

Electrical Conductivity 509 pmhos/cm 5 SM 25108 09/16/2014 1752 BT

Total Dissolved Solids (180) 290 mg/L 10 SM 2540 09/18/2014 1259 IR

Data Quality

Cation Sum 5.50 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Anion Sum 5.38 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Cation-Anion Balance (+ 5%) 1.07 % 0.01 SM 1030E 09/26/2014 835 3J

Solids, Total Dissolved (Calc) 310 mg/L 10 SM 1030E 09/26/2014 835 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 0.94 •dec. % 0.01 Calculation 10/13/2014 1146 WN

These results apply only to the samples tested.

Qualifiers: B
E
J
M
0
X

Analyte detected in the associated Method Blank
Value above quantitation range
Analyte detected below quantitation limits
Value exceeds Monthly Ave or MCL or is less than LCL
Outside the Range of Dilutions
Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: • '
Wade Nieuwsma, Assistant Laboratory Manager Page 31 of 78



Inter-Mountain Labs
INTER-MOUNTAIN LABS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectNamne: MU B GL-8
Lab ID: $1409268-016
ClientSarnple ID: BM-035
COC: 155546

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

Si 1409268
9/11/2014 2:14:00 PM

9/15/2014 10:03:00 AM

GF/KA
Water

Comments
SAnalyses .Result Units Qual RL Method Date Aaye/i

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/16/2014 1412 DG
Arsenic ND mg/L .0.001 EPA 200.8 09/16/2014 019 MS
Barium ND mg/L 0.1 EPA 200.8 09/16/2014 019 MS
Beryllium ND mg/L 0.001 EPA 200.7 09/16/2014 1412 DG.

Boron ND mg/L 0.1 EPA 200.7 09/16/2014 1412 DG
Cadmium ND mg/L 0.001 EPA 200.8 09/16/2014 019 MS
Chromium ND mg/L 0.01 EPA 200.7 09/16/2014 1412 DG
Copper ND mg/L 0.01. EPA 200.8 09/16/2014 019 MS
Iron 1.37 mg/L 0.05 EPA 200.7 09/16/2014 1412 DG
Lead ND mg/L 0.01 EPA 200.8 09/16/2014 019 MS
Manganese 0.07 mg/L 0.01 EPA 200.7 09/16/2014 1412 DG
Mercury ND mg/L 0.001 EPA 245.1 09/19/2014 1112 BJ
Molybdenum ND mg/L 0.01 EPA 200.8 09/16/2014 019 MS
Nickel ND mg/L 0.05 EPA 200.7 09/16/2014 1412 DG
Selenium ND mg/L 0.001 EPA 200.8 09/16/2014 019 MS
Uranium 0.0080 mg/L 0.0003 EPA 200.8 09/16/2014 019 MS
Vanadium ND mg/L 0.1 EPA 200.8 09/16/2014 019 MS
Zinc ND mg/L 0.01 EPA 200.7 09/16/2014 1412 DG

Metals - Total
Iron 3.48 mg/L 0.05 EPA 200.7 09/17/2014 2201 DG
Manganese 0.08 mg/L 0.01 EPA 200.7 09/17/2014 2201 DG

Radionuclides - Dissolved
Gross Alpha 11.2 pCi/L 2 SM 71•108 10/08/2014 1325 MB
Gross Alpha Precision (+) 1.7 pCi/L .SM 7110B 10/08/2014 1325 MB
Gross Beta 9.3 pCi/L 3 SM 7110B 10/08/2014 1325 MB
Gross Beta Precision (+) 1.7 pCi/L SM 7110B 10/08/2014 1325 MB
Radium 226 2.3 pCi/L 0.2 SM 7500 Ra-B 09/29/2014 1317 MB
Radium 226 Precision (+) 0.2 pCi/L SM 7500 Ra-B 09/29/2014 1317 MB
Radium 228 ND pCi/L 1 Ga-Tech 10/01/2014 1654 MB
Radium 228 Precision (+) NA pCi/L Ga-Tech 10/01/2014 1654 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix'Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42
Wade Nieuwsma, Assistant Laboratory Manager Page 32 of 78



ii•L Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 52801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

Date Reported 10/23/2014
Report ID $1409268001

ProjectName:
Lab ID:
ClientSarnple ID:
COC:

MU B GL-8
$ 1409268-017

BM-036

155546

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409268
9/11/2014 2:34:00 PM

9/15/2014 10:03:00 AM

GF/KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Anions/Cations
Alkalinity, Total (As CaCO3) 122 mg/L 5 SM 23208 09/23/2014 1120 BT
Alkalinity, Bicarbonate as HCO3 145 mg/L 5 SM 2320B 09/23/2014 1120 BT
Alkalinity, Carbonate as 003 ND mg/L 5 SM 23208 09/23/2014 1120 BT
Chloride 6 mg/L 1 EPA 300.0 09/22/2014 2233 AB
Fluoride 0.2 mg/L 0.1 SM 4500FC 09/16/2014 1804 BT
Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/24/2014 1410 AMB
Sulfate 83 mg/L 1 EPA 300.0 09/22/2014 2233 AB
Calcium 33 mg/L 1 EPA 200.7 09/23/2014 1336 DG
Magnesium 5 mg/L 1 EPA 200.7 09/23/2014 1336 DG
Potassium 5 mg/L 1 EPA 200.7 09/23/2014 1336 DG
Sodium 45 mg/L 1 EPA 200.7 09/23/2014 1336 DG
Nitrogen, Ammonia (As N) 0.4 mg/L 0.1 EPA 350.1 09/23/2014 1447 AMB
Silica as Si02 15 mg/L 1 EPA 200.7 09/16/2014 1414 DG

General Parameters
pH 8.5 s.u. 0.1 SM 4500 H B 09/16/2014 1804 BT
Electrical Conductivity 415 pmhos/cm 5 SM 25108 09/16/2014 1804 BT
Total Dissolved Solids (180) 240 mg/L 10 SM 2540 09/18/2014 1300 IR

Data Quality
Cation Sum 4.19g meq/L 0.01 SM 1030E 09/26/2014 835 JJ
Anion Sum 4.32 meq/L 0.01 SM 1030E 09/26/2014 835 JJ
Cation-Anion Balance (+ 5%) 1.45 %0.01 SM 1030E 09/26/2014 835 JJ
Solids, Total Dissolved (Calc) 270 mg/L 10 SM 1030E 09/26/2014 835 JJ
Calculated TDS/TDS Ratio (0.80-1.20) 0.89 dec. % 0.01 Calculation 10/13/2014 1146 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 4.2 "
Wade Nieuwsma, Assistant Laboratory Manager Page 33 of 78



14E MUTA D Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Tenra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

ProjectName: MU B GL-8
Lab ID: $1409268-017
ClientSample ID: BM-036
COC: 155546

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409268
9/11/2014 2:34:00 PM
9/15/2014 10:03:00 AM
GF/KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init I

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/16/2014 1414 OG
Arsenic ND mg/L 0.001 EPA 200.8 09/16/2014 024 MS
Barium ND mg/L 0.1 EPA 200.8 09/16/2014 024 MS
Beryllium ND mg/L 0.001 EPA 200.7 09/16/2014 1414 DG
Boron ND mg/L 0.1 EPA 200.7 09/16/2014 1414 DG
Cadmium ND mg/L 0.001 EPA 200.8 09/16/2014 024 MS
Chromium ND mg/L 0.01 EPA 200.7 09/16/2014 1414 DG
Copper ND mg/L 0.01 EPA 200.8 09/16/2014 024 MS
Iron 0.16 mg/L 0.05 EPA 200.7 09/16/2014 1414 DG
Lead ND mg/L 0.01 EPA 200.8 09/16/2014 024 MS
Manganese 0.03 mg/L 0.01 EPA 200.7 09/16/2014 1414 DG
Mercury ND mg/L 0.001 EPA 245.1 09/19/2014 1114 BJ
Molybdenum ND mg/L 0.01 EPA 200.8 09/16/2014 024 MS
Nickel ND mg/L 0.05 EPA 200.7 09/16/2014 1414 DG
Selenium 0.001 mg/L 0.001 EPA 200.8 09/16/2014 024 MS
Uranium 0.01 02 mg/L 0.0003 EPA 200.8 09/16/2014 024 MS
Vanadium ND mg/L 0.1 EPA 200.8 09/16/2014 024 MS
Zinc ND mg/L 0.01 EPA 200.7 09/16/2014 1414 DG

Metals - Total
Iron 0.46 mg/L 0.05 EPA 200.7 09/17/2014 2203 DG
Manganese 0.03 mg/L 0,01 EPA 200.7 09/17/2014 2203 DG

Radionuclides - Dissolved
Gross Alpha 12.7 pCi/L 2 SM 7110B 10/08/2014 1325 MB
Gross Alpha Precision (_+) 1.7 pCi/L SM 7110B 10/08/2014 1325 MB
Gross Beta 7.4 pCi/L 3 SM 7110B 10/08/2014 1325 MB
Gross Beta Precision (+) 1.7 pCi/L SM 7110B 10/08/2014 1325 MB
Radium 226 2.0 pCi/L 0.2 SM 7500 Ra-B 09/29/2014 1317 MB
Radium 226 Precision (+) 0.2 pCi/L SM 7500 Ra-B 09/29/2014 1317 MB
Radium 228 ND pCi/L 1 Ga-Tech 10/01/2014 1955 MB
Radium 228 Precision (+) NA pCi/L Ga-Tech 10/01/2014 1955 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E value above quantitation range
J Analyte detected below quantitation limits
M value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

-ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 6•
Wade Nieuwsma, Assistant Laboratory Manager Page 34 of 78



BIER MON BInter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

ProjectName: MU B GL-8
Lab ID: $1409268-018
ClientSample ID: BM-037
COC: 155546

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409268
9/11/2014 2:58:00 PM
9/15/2014 10:03:00 AM
GF/KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

AnionslCations
Alkalinity, Total (As CaCO3) 150 mg/L 5 SM 232GB 09/16/2014 1816 BT
Alkalinity, Bicarbonate as HCO3 175 mg/L 5 SM 2320B 09/16/2014 1816 BT

Alkalinity, Carbonate as CO3 ND mg/L 5 SM 2320B 09/16/2014 1816 BT

Chloride 3 mglL 1 EPA 300.0 09/16/2014 2159 AB

Fluoride 0.2 mg/L 0.1 SM 4500FC 09/16/2014 1816 BT
Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/24/2014 1411 AMB

Sulfate 83 mg/L 1 EPA 300.0 09/18/2014 1246 AB

Calcium 35 mg/L 1 EPA 200.7 09/16/2014 1416 DG
Magnesium 7 mg/L 1 EPA 200.7 09/16/2014 1416 DG

Potassium 5 mg/L 1 EPA 200.7 09/16/2014 1416 DG

Sodium 59 mg/L 1 EPA 200.7 09/16/2014 1416 DG

Nitrogen, Ammonia (As N) 0.8 mg/L 0.1 EPA 350.1 09/16/2014 1206 AMB

Silica as SiO2 11 mg/L 1 EPA 200.7 09/16/2014 1416 DG

General Parameters
pH 8.4 s.u. 0.1 SM 4500 H B 09/16/2014 1816 BT
Electrical Conductivity 462 pmhos/cm 5 SM 2510GB 09/16/2014 1816 BT

Total Dissolved Solids (180) 270 mg/L 10 SM 2540 09/18/2014 1301 IR

Data Quality
Cation Sum 5.12 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Anion Sum 4.83 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Cation-Anion Balance (± 5%) 2.91 % 0.01 SM 1030E 09/26/2014 835 JJ

Solids, Total Dissolved (Calc) 290 mg/L 10 SM 1030E 09/26/2014 835 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 0.93 dec. % 0.01 Calculation 10/13/2014 1146 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MOL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: _42
Wade Nieuwsma, Assistant Laboratory Manager Page 35 of 78



•• Inter-Mountain Labs Your Environmental Monitoring Partner

*1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

Date Reported 10/23/2014
Report ID $1409268001

ProjectName:
Lab ID:
ClientSample ID:
COC:

MU B GL-8
S$1409268-018
BM-037

155546

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409268
9/11/2014 2:58:00 PM

9/15/2014 10:03:00 AM
GF/KA
Water

Comments
IIAnalyses Result Units Qual RL Method Date Analyzedllnit

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/16/2014 1416 DG
Arsenic N D mg/L 0.001 EPA 200.8 09/16/2014 041 MS
Barium ND mg/L 0.1 EPA 200.8 09/16/2014 041 MS
Beryllium ND mg/L 0.001 EPA 200.7 09/16/2014 1416 DG
Boron ND mg/L 0.1 EPA 200.7 09/16/2014 1416 DG
Cadmium N D mg/L 0.001 EPA 200.8 09/16/2014 041 MS
Chromium ND mg/L 0.01 EPA 200.7 09/16/2014 1416 DG
Copper ND mg/L. 0.01 EPA 200.8 09/16/2014 041 MS
iron 0.85 mg/L 0.05 EPA 200.7 09/16/2014 1416 DG
Lead ND mg/L 0.01 EPA 200.8 09/16/2014 041 MS
Manganese 0.09 mg/L 0.01 EPA 200.7 09/16/2014 1416 DG
Mercury ND mg/L 0.001 EPA 245.1 09/19/2014 1116 BJ
Molybdenum ND mg/L 0.01 EPA 200.8 09/16/2014 041 MS
Nickel ND mg/L 0.05 EPA 200.7 09/16/2014 1416 DG
Selenium ND mg/L 0.001 EPA 200.8 09/16/2014 041 MS
Uranium 0.0026 mg/L 0.0003 EPA 200.8 09/16/2014 041 MS
Vanadium ND mg/L 0.1 EPA 200.8 09/16/2014 041 MS
Zinc ND mg/L 0.01 EPA 200.7 09/16/2014 1416 DG

Metals - Total
Iron 9.43 mg/L 0.05 EPA 200.7 09/17/2014 2212 DG
Manganese. 0.16 mg/L 0.01 EPA 200.7 09/17/2014 2212 DG

Radionuclides - Dissolved
Gross Alpha 2.3 ptilL 2 SM 711l0B 10/08/2014 1325 MB
Gross Alpha Precision (±) 0.9 pCi/L SM 7110B 10/08/2014 1325 MB
Gross Beta 4.6 pCi/L 3 SM 7110B 10/08/2014 1325 MB
Gross Beta Precision (+) 1.5 pCi/L SM 7110B 10/08/2014 1325 MB
Radium 226 0.6 pCi/L 0.2 SM 7500 Ra-B 09/29/2014 1317 MB
Radium 226 Precision (+) 0.1 pCi/L SM 7500 Ra-B 09/29/2014 1317 MB
Radium 228 ND pCi/L 1 Ga-Tech 10/04/2014 1343 MB
Radium 228 Precision (±) NA pCi/L Ga-Tech 10/04/2014 1343 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits.

Reviewed by: 4-,2',
Wade Nieuwsma, Assistant Laboratory Manager Page 36 of 78



"'YE Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Bo* 1210

Glenrock, WY 82637

Date Reported 10/23/2014
Report ID S1409268001

ProjectName:
Lab ID:
ClientSample ID:
COC:

MU B GL-8
S$1409268-019

BM-039

155546

WorkOrder:
CollectionDate:
DateReceived:
•FieldSampler:
Matrix:

$1409268
9/11/2014 8:25:00 AM

9/15/2014 10:03:00 AM

GF/KA
Water

Comments

Analyses Result Units Qual RL Method Date Analyzed/Init

Anions/Cations
Alkalinity, Total (As CaCO3) 164 mg/L 5 SM 2320B 09/16/2014 1849 BT

Alkalinity, Bicarbonate as HCO3 192 mg/L 5 SM 2320B 09/16/2014 1849 BT

Alkalinity, Carbonate as CO3 ND mg/L 5 SM 2320B 09/16/2014 1849 BT
Chloride 5 mg/L 1 EPA 300.0 09/16/2014 2213 AB

Fluoride 0.2 mg/L 0.1 SM 4500FC 09/16/2014 1849 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/24/2014 1413 AMB

Sulfate 112 mg/L 1 EPA 300.0 09/18/2014 1300 AB

Calcium 51 mg/L 1 EPA 200.7 09/16/2014 1420 DG

Magnesium 11 mgIL 1 EPA 200.7 09/16/2014 1420 DG

Potassium 7 mg/L 1 EPA 200.7 09/16/2014 1420 DG
Sodium 56 mg/L 1 EPA 200.7 09/16/2014 1420 DG

Nitrogen, Ammonia (As N) ND mg/L 0.1 EPA 350.1 09/16/2014 1207 AMB

Silica as SiO2 15 mng/L 1 EPA 200.7 09/16/2014 1420 DG

General Parameters
pH 8.4 s.u. 0.1 SM 4500 H B 09/16/2014 1849 BT
Electrical Conductivity 549 Ipmhos/cm 5 SM 2510B 09/16/2014 1849 BT

Total Dissolved Solids (180) 350 mg/L 10 SM 2540 09/18/2014 1302 IR

Data Quality
Cation Sum 6.08 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Anion Sum 5.76 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Cation-Anion Balance (+ 5%) 2.72 %0.01 SM 1030E 09/26/2014 835 JJ

Solids, Total Dissolved (Ca~c) 360 mg/L 10 SM 1030E 09/26/2014 835 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 0.97 dec. % 0.01 Calculation 10/13/2014 1146 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LC[
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: , ""
Wade Nieuwsma, Assistant Laboratory Manager Page 37 of 78



in*~ *Inter-Mountain Labs
INTER-MOUNTAIN LABS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

Date Reported 10/23/2014
Report ID $1409268001

ProjectName:
Lab ID:
ClientSample ID:
COC:

MU B GL-8
$ 1409268-019

BM-039
155546

WorkOrder: SI1409268
CollectionDate: 9/11/2014 8:25:00 AM
DateReceived: 9/15/2014 10:03:00 AM
FieldSampler: GF/KA
Matrix: Water

Comments
Analyses Result Units Qual RL Method DateAnledIt

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/16/2014 1420 DG

Arsenic ND rng/L 0.001 EPA 200.8 09/16/2014 046 MS

Barium ND mg/L 0.1 EPA 200.8 09/16/2014 046 MS
Beryllium ND mg/L 0.001 EPA 200.7 09/16/2014 1420 DG
Boron ND mg/L 0.1 EPA 200.7 09/16/2014 1420' DG

Cadmium ND mg/L 0.001 EPA 200.8 09/16/2014 046 MS
Chromium ND mg/L 0.01 EPA 200.7 09/16/2014 1420 DG
Copper ND mg/L 0.01 EPA 200.8 09/16/2014 046 MS

Iron 0.15 mg/L 0.05 EPA 200.7 09/16/2014 1420 DG
Lead ND mg/L 0.01 EPA 200.8 09/16/2014 046 MS
Manganese 0.04 mg/L 0.01 EPA 200.7 09/16/2014 1420 DG

Mercury ND mg/L 0.001 EPA 245.1 09/19/2014 1122 BJ
Molybdenum ND mg/L 0.01 EPA 200.8 09/16/2014 046 MS
Nickel "ND mg/L 0.05 EPA 200.7 09/16/2014 1420 DG
Selenium ND mg/L 0.001 EPA 200.8 09/16/2014 046 MS
Uranium 0.0116 mg/L 0.0003 EPA 200.8 09/16/2014 046 MS
Vanadium ND mg/L .0.1 EPA 200.8 09/16/2014 046 MS

Zinc ND mg/L 0.01 EPA 200.7 09/16/2014 1420 DG

Metals - Total
Iron 2.38 mg/L 0.05 EPA 200.7 09/17/2014 2215 DG

Manganese 0.05 mg/L 0.01 EPA 200.7 09/17/2014 2215 DG

Radionuclides - Dissolved
Gross Alpha 19.9 )Ci/L 2 SM 71108 10/08/2014 1325 MB
Gross Alpha Precision (+) 2.1 pCi/L SM 71108 10/08/2014 1325 MB
Gross Beta 14.5 pCi/L 3 SM 71108 10/08/2014 1325 MB

Gross Beta Precision (+) 1.9 pCi/L SM 71108 10/08/2014 1325 MB
Radium 226 7.2 pCi/L 0.2 SM 7500 Ra-B 09/29/2014 1521 MB
Radium 226 Precision (+) 0.3 pCi/L SM 7500 Ra-B 09/29/2014 1521 MB

Radium 228 ND pCi/L 1 Ga-Tech 10/04/2014 1644 MB
Radium 228 Precision (+) NA pCi/L Ga-Tech 10/04/2014 1644 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MOL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

LND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: f-/,'-

Wade Nieuwsma, Assistant Laboratory Manager Page 38 of 78



I EVI Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MU B GL-8
Lab ID: $1409268-020
ClientSample ID: BM-040

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder:
CollectionDate:
DateReceived:

SI1409268
9/11/2014 7:57:00 AM
9/15/2014 10:03:00 AM

coc: 155546 FieldSampler: GF/KA
Matrix: Water

Comments
IAnalyses Result Units Qual RL Method Date Analyzed/Init I

Anions/Cations
Alkalinity, Total (As CaCO3) 171 mgtL 5 SM 2320B 09/16/2014 1901 BT

Alkalinity, Bicarbonate as HCO3 200 .mg/L 5 SM 2320B 09/16/2014 1901 BT

Alkalinity, Carbonate as CO3 ND mg/L 5 SM 2320B 09/16/2014 1901 BT

Chloride 8 mg/L 1 EPA 300.0 09/16/2014 2227 AB

Fluoride 0.2 mg/L 0.1 SM 4500FC 09/16/2014 1901 BT
Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/24/2014 1414 AMB

Sulfate 109 mg/L I EPA 300.0 09/18/2014 1314 AB

Calcium 55 mg/L 1 EPA 200.7 09/16/2014 1422 DG

Magnesium 12 mg/L I EPA 200.7 09/16/2014 1422 DG

Potassium 7 mg/L 1 EPA 200.7 09/16/2014 1422 DG
Sodium 57 mg/L 1 EPA 200.7 09/16/2014 1422 DG

Nitrogen, Ammonia (As N) 0.2 mg/L 0.1 'EPA 350.1 09/16/2014 1208 AMB

Silica as Si02 17 mg/L 1 EPA 200.7 09/16/2014 1422 DG

General Parameters
pH 8.4 s.u. 0.1 SM 4500 H B 09/1 6/2014 1901 BT
•Electrical Conductivity 593 pm hos/cm 5 SM 2510GB 09/16/2014 1901 BT

Total Dissolved Solids (180) 380 mg/L 10 SM 2540 09/18/2014 1304 IR

Data Quality
Cation Sum 6.36 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Anion Sum 5.92 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Cation-Anion Balance (+ 5%) 3.58 %0.01 SM 1030E 09/26/2014 835 JJ

Solids, Total Dissolved (Calc) 370 mg/L 10 SM 1030E 09/26/2014 835 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.03 dec. % 0.01 Calculation 10/13/2014 1146 WN

These results apply only to the samples tested.

Qualifiers: B Analyte detected in the associated Method Blank•
E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: f•,•i
Wade Nieuwsma, Assistant Laboratory Manager Page 39 of 78



H Inter-Mountain Labs
INTER-MOUNAIN LABS

Your Environmental Monitoring Partner

1673 Tenra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MU B GL-8
Lab ID: $1409268-020
ClientSample ID: BM-040
COC: 155546

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

S 1409268
9/11/2014 7:57:00 AM

9/15/2014 10:03:00 AM

GF/KA

Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/16/2014 1422 DG
Arsenic 0.001 mg/L 0.001 EPA 200.8 09/16/2014 051 MS

Barium ND mg/L 0.1 EPA 200.8 09/1612014 051 MS
Beryllium ND mg/L 0.001 EPA 200.7 09/16/2014 1422 DG
Boron ND mg/L 0.1 EPA 200.7 09/16/2014 1422 DG
Cadmium ND mg/L 0.001 EPA 200.8 09/16/2014 051 MS
Chromium ND . mg/L 0.01 EPA 200.7 09/16/2014 1422 DG
Copper ND mg/L 0.01 EPA 200.8 09/16/2014 051 MS
Iron 0.11 mg/L 0.05 EPA 200.7 09/16/2014 1422 DG
Lead ND mg/L 0.01 EPA 200.8 09/16/2014 051 MS
Manganese 0.04 mg/L 0.01 EPA 200.7 09/16/2014 1422 DG
Mercury ND mg/L 0.001 EPA 245.1 09/19/2014 1130 BJ
Molybdenum ND mg/L 0.01 EPA 200.8 09/16/2014 051 MS
Nickel ND mg/L 0.05 EPA 200.7 09/16/2014 1422 DG
Selenium ND mg/L 0.001 EPA 200.8 09/16/2014 051 MS
Uranium 0.01 56 mg/L 0.0003 EPA 200.8 09/16/2014 051 MS
Vanadium ND mg/L .0.1 EPA 200.8 09/16/2014 051 MS
Zinc ND mg/L 0.01 EPA 200.7 09/16/2014 1422 DG

Metals - Total
iron 0.86 mg/L 0.05 EPA 200.7 09/17/2014 2224 DG
Manganese 0.04 mg/L 0.01 EPA 200.7 09/17/2014 2224 DG

Radionucilides - Dissolved
Gross Alpha 31.3 pCi/L 2 SM 7110OB 10/08/2014 1325 MB
Gross Alpha Precision (+) 2.8 pCi/L SM 7110OB 10/08/2014 1325 MB
Gross Beta 18.7 pCi/L 3 SM 7110B 10/08/2014 1325 MB
Gross Beta Precision (+) 2.0 pCi/L SM 7110B 10/08/2014 1325 MB
Radium 226 9.7 pCi/L 0.2 SM 7500 Ra-B 09/29/2014 1521 MB
Radium 226 Precision (+) 0.4 pCi/L SM 7500 Ra-B 09/29/2014 1521 MB
Radium 228 1.3 pCi/L 1 Ga-Tech 10/04/2014 1945 MB
Radium 228 Precision (+) 1.0 pCi/L Ga-Tech 10/04/2014 1945 MB

These results app'ly only to the samples tested.

.Qualifiers: B
E
J
M
O
X

Analyte detected in the associated Method Blank
Value above quantitation range
Analyte detected below quantitation limits
Value exceeds Monthly Ave or MCL or is less than LCL
Outside the Range of Dilutions
Matrix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analy;sis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42
Wade Nieuwsma, Assistant Laboratory Manager Page 40 of 78



lIXI Inter-Mountain Labs
INTER-MOUNTAIN LABS

Your Environmental Monitoring Partner

1673 Ten-a Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210

Glenrock, WY 82637

Date Reported 10/23/2014
Report ID $1409268001

ProjectName:
Lab ID:
ClientSample ID:
COC:

MU B GL-8
$ 1409268-021
BM-041
155546

WorkOrder:
CollectionDate:
Date Received:
FieldSampler:
Matrix:

$1409268
9/11/2014 7:27:00 AM
9/15/2014 10:03:00 AM
GF/KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/lnit

AnionslCations
Alkalinity, Total (As CaCO3) 265 mg/L 5 SM 2320B 09/16/2014 1926 BT

Alkalinity, Bicarbonate as HCO3 311 mg/L 5 SM 2320B 09/16/2014 1926 BT

Alkalinity, Carbonate as CO3 6 mg/L 5 SM 2320B 09/16/2014 1926 BT
Chloride 10 mg/L 1 EPA 300.0 09/16/2014 2242 AB

Fluoride 0.2 mg/L 0.1 SM 4500FC 09/16/2014 1926 BT
Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/24/2014 1415 AMB

Sulfate 78 mg/L 1 EPA 300.0 09/18/2014 1329 AB

Calcium 63 mg/L 1 EPA 200.7 09/16/2014 1424 DG

Magnesium 13 mg/L 1 EPA 200.7 09/16/2014 1424 DG
Potassium 8 mg/L 1 EPA 200.7 09/16/2014 1424 DG

Sodium 60 mg/L 1 EPA 200.7 09/16/2014 1424 DG

Nitrogen, Ammonia (As N) 0.9 mg/L 0.1 EPA 350.1 09/16/2014 1209 AMB
Silica as SiO2 18 mg/L 1 EPA 200.7 09/16/2014 1424 DG

General Parameters
pH 8.4 s.u. 0.1 SM 4500 H B 09/16/2014 1926 BT
Electrical Conductivity 597 pmhos/cm 5 SM 2510B 09/16/2014 1926 BT
Total Dissolved Solids (180) 400 mg/L 10 SM 2540 . 09/18/2014 1305 IR

Data Quality
Cation Sum 7.11 meq/L 0.01 SM 1030E 09/26/2014 835 JJ
Anion Sum 7.20 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Cation-Anion Balance (_± 5%) 0.61 %0.01 SM 1030E 09/26/2014 835 JJ
Solids, Total Dissolved (Calc) 410 mg/L 10 SM 1030E 09/26/2014 835 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 0.98 dec. % 0.01 Calculation 10/13/2014 1146 WN

These results apply only to the samples tested.

Qualifiers: B
E
J

M
0
X

Analyte detected in the associated Method Blank
Value above quantitation range
Analyte detected below quantitation limits
Value exceeds Monthly Ave or MCL or is less than LCL
Outside the Range of Dilutions
Mactrx Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: ••
Wade Nieuwsma, Assistant Laboratory Manager Page 41 of 78



N• ERMUT BInter-Mountain Labs' Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box< 1210

Glenrock, WY 82637

ProjectName: MU B GL-8
Lab ID: $1409268-021
ClientSample ID: BM-041
COC: 155546

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

Si1409268
9/11/2014 7:27:00 AM

9/15/2014 10:03:00 AM

GF/KA
Water

Comments
SAnalyses Result Units Qual RL Mto aeAaye/i

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/16/2014 1424 DG
Arsenic ND mg/L 0.001 EPA 200.8 09/16/2014 107 MS
Barium ND mg/L 0.1 EPA 200.8 09/16/2014 107 MS
Beryllium ND mg/L 0.001 EPA 200.7 09/16/2014 1424 DG
Boron ND mg/L 0.1 EPA 200.7 09/16/2014 1424 DG
Cadmium ND mg/L 0.001 EPA 200.8 09/16/2014 107 MS
Chromium .ND mg/L 0.01 EPA 200.7 09/16/2014 1424 DG
Copper ND mg/L 0.01 EPA 200.8 09/16/2014 107 MS
Iron 0.44 mg/L 0.05 EPA 200.:7 09/16/2014 1424 DG
Lead ND mg/L 0.01 EPA 200.8 09/16/2014 107 MS
Manganese 0.05 mg/L 0.01 EPA 200.7 09/16/2014 1424 DG
Mercury ND mg/L 0.001 EPA 245.1 09/19/2014 1132 BJ
Molybdenum ND mg/L 0.01 EPA 200.8 09/16/2014 107 MS
Nickel ND mg/L 0.05 EPA 200.7 09/16/2014 1424 DG
Selenium ND mg/L 0.001 EPA 200.8 09/16/2014 107 MS
Uranium 0.0414 mg/L 0.0003 "EPA 200.8 09/16/2014 107 MS
Vanadium ND mg/L 0.1 EPA 200.8 09/16/2014 107 MS
Zinc ND . mg/L 0.01 EPA 200.7 09/16/2014 1424 DG

Metals - Total
Iron 1.12 mg/L 0.05 EPA 200.7 09/17/2014 2228 DG
Manganese 0.05 mg/L 0.01 EPA 200.7 09/17/2014 2228 DG

Radionuclides - Dissolved
Gross Alpha 44.5 pCi/L 2 SM 7110B 10/08/2014 1325 MB
Gross Alpha Precision (±) .3.4 pCi/L SM 7110OB 10/08/2014 1325 MB

Gross Beta 16.7 pCi/L 3 SM 7110B 10/08/2014 1325 MB
Gross Beta Precision (+) 2.0 pCi/L SM 7110B 10/08/2014 1325 MB
Radium 226 3.3 pCi/L 0.2 SM 7500 Ra-B 09/29/2014 1521 MB
Radium 226 Precision (±+) 0.2 pCi/L SM 7500 Ra-B 09/29/2014 1521 MB
Radium 228 ND pCi/L 1 Ga-Tech 10/04/2014 2246 MB
Radium 228 Precision (+) NA pCi/L Ga-Tech 10/04/2014 2246 MB

These results apply only to the samples tested.

Qualifiers: B Analyte detected in the associated Method Blank
E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: F•J,•-•

Wade Nieuwsma, Assistant Laboratory Manager Page 42 of 78



JmLt Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

Date Reported 10/23/2014
Report I D S 1409268001

ProjectName:
Lab ID:
ClientSample ID:
COC:

MU B GL-8
$1409268-022

BM-042

155546

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409268
9/11/2014 7:05:00 AM
9/15/2014 10:03:00 AM
GF/KA
Water

Comments
=IAnalyses Result Units Qual RL Method Date Analyzed/Init I

AnionslCations
Alkalinity, Total (As CaCO3) 322 mg/L 5 SM 2320B 09/16/2014 1938 BT

Alkalinity, Bicarbonate as HCO3 379 mg/L 5 SM 2320B 09/16/2014 1938 BT

Alkalinity, Carbonate as CO3 7 mg/L 5 SM 2320B 09/16/2014 1938 BT

Chloride 10 rng/L 1 EPA 300.0 09/16/2014 2256 AB

Fluoride 0.1 mg/L 0.1 SM 4500FC 09/16/2014 1938 BT
Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/24/2014 1416 AMB

Sulfate 55 mg/L 1 EPA 300.0 09/18/2014 1344 AB

Calcium 78 mg/L 1 EPA 200.7 09/16/2014 1429 DG

Magnesium 16 mg/L 1 EPA 200.7 09/16/2014 1429 DG

Potassium 9 mg/L 1 EPA 200.7 09/16/2014 1429 DG

Sodium 69 mg/L 1 EPA 200.7 09/16/2014 1429 DG

Nitrogen, Ammonia (As N) ND mg/L 0.1 EPA 350.1 09/16/2014 1210 AMB

Silica as SiO2 20 mg/L 1 EPA 200.7 09/16/2014 1429 DG

General Parameters

pH 8.4 s.u. 0.1 SM 4500 H B 09/16/2014 1938 BT

Electrical Conductivity 655 pmhos/cm 5 SM 2510B 09/16/2014 1938 BT

Total Dissolved Solids (180) 450 mg/L 10 SM 2540 09/18/2014 1306 IR

Data Quality

Cation Sum 8.42 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Anion Sum 7.86 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Cation-Anion Balance (+ 5%) 3.43 %0.01 SM 1030E 09/26/2014 835 JJ

Solids, Total Dissolved (Calc) 450 mg/L 10 SM 1030E 09/26/2014 835 JJ

Calculated TDSiTDS Ratio (0.80-1.20) 1.00 dec. % 0.01 Calculation 10/13/2014 1146 WN

These results apply only to the samples tested.

Qualifiers: B
E
J
M
0
x

Analyte detected in the associated Method Blank
Value above quantitation range
Analyte detected below quantitation limits
Value exceeds Monlhiy Ave or MCL or is less than LCL
Outside the Range of Oilutions
Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42.'•Y-
Wade Nieuwsma, Assistant Laboratory Manager Page 43 of 78



•'•• * Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82501 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MU B GL-8
Lab ID: $1409268-022

ClientSample ID: BM-042

COG: 155546

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409268
9/11/2014 7:05:00 AM
9/15/2014 10:03:00 AM
GF/KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/16/2014 1429 DG

Arsenic 0.001 mg/L 0.001 EPA 200.8 09/16/2014 128 MS
Barium ND mg/L 0.1 EPA 200.8 09/16/2014 128 MS

Beryllium ND mg/L 0.001 EPA 200.7 09/16/2014 1429 DG

Boron ND mg/L 0.1 EPA 200.7 09/16/2014 1429 DG

Cadmium ND mg/L 0.001 EPA 200.8 09/16/2014 128 MS
Chromium ND mg/L 0.01 EPA 200.7 09/16/2014 1429 DG

Copper ND mg/L 0.01 EPA 200.8 09/16/2014 128 MS

Iron 0.06 mg/L 0.05 EPA 200.7 09/16/2014 1429 DG
Lead ND mg/L 0.01 EPA 200.8 09/16/2014 128 MS

Manganese 0.03 mg/L 0.01 EPA 200.7 09/16/2014 1429 DG

Mercury ND mg/L 0.001 EPA 245.1 09/19/2014 1134 BJ
Molybdenum ND mg/L 0.01 EPA 200.8 09/16/2014 128 MS

Nickel ND mg/L 0.05 EPA 200.7 09/16/2014 1429 DG

Selenium ND mg/L 0.001 EPA 200.8 09/16/2014 128 MS
Uranium 0.103 mg/L 0.0003 EPA 200.8 09/16/2014 128 MS

Vanadium ND mg/L 0.1 EPA 200.8 09/16/2014 128 MS

Zinc ND mg/L 0.01 EPA 200.7 09/16/2014 1429 DG

Metals - Total
Iron 0.07 mg/L 0.05 EPA 200.7 09/17/2014 2242 DG
Manganese 0.03 mg/L 0.01 EPA 200.7 09/17/2014 2242 DG

Radionuclides - Dissolved
-Gross Alpha 121 pCi/L 2 SM 71108 10/08/2014 1325 MB
Gross Alpha Precision (+) 5.8 )Ci/L SM 71108 10/08/2014 1325 MB

Gross Beta 34.1 pCi/L 3 SM 71108 10/08/2014 1325 MB
Gross Beta Precision (+) 2.4 )Ci/L SM 71108 10/08/2014 1325 MB
Radium 226 4.0 pCi/L 0.2 SM 7500 Ra-B 09/29/2014 1521 MB

Radium 226 Precision (+) 0.3 pCi/L SM 7500 Ra-B 09/29/2014 1521 MB

Radium 228 ND pCi/L 1 Ga-Tech 10/05/2014 146 MB
Radium 228 Precision (+) NA pCi/L Ga-Tech 10/05/2014 146 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42.',
Wade Nieuwsma, Assistant Laboratory Manager Page 44 of 78



INERMONAI LD Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

Date Reported 10/23/2014
Report ID $1409268001

ProjectName:
Lab ID:
ClientSample ID:
COC:

MU B GL-8
Si1409268-023

BM-043

155546

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409268
9/11/2014 8:59:00 AM

9/15/2014 10:03:00 AM

GFIKA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

AnionslCations
Alkalinity, Total (As CaCO3) 165 mg/L 5 SM 23208 09/16/2014 1950 BT

Alkalinity, Bicarbonate as HCO3 193 mg/L 5 SM 2320B 09/16/2014 1950 BT

Alkalinity, Carbonate as C03 ND mg/L 5 SM 2320B 09/16/2014 1950 BT.

Chloride 9 mg/L 1 E=PA 300.0 09/16/2014 2311 AB

Fluoride 011 mg/L 0.1 SM 4500FC 09/16/2014 1950 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/24/2014 1417 AMB

Sulfate 186 mg/L 1 EPA 300.0 09/18/2014 1359 AB

Calcium 75 mg/L 1 EPA 200.7 09/16/2014 1442 DG

Magnesium 17 mg/L 1 E=PA 200.7 09/16/2014 1442 DG

Potassium 8 mg/L 1 EPA 200.7 09/16/2014 1442 DG

Sodium 61 mg/L 1 E=PA 200.7 09/16/2014 1442 DG

Nitrogen, Ammonia (As N) ND mg/L 0.1 E=PA 350.1 09/16/2014 1211 AMB

Silica as SiO2 15 mg/L 1 EPA 200.7 09/16/2014 1442 DG

General Parameters
pH 8.4 s.u. 0.1 SM 4500 H B 09/16/2014 1950 BT

Electrical Conductivity 686 pmhos/cm 5 SM 2510B 09/16/2014 1950 BT

Total Dissolved Solids (180) 490 mg/L 10 SM 2540 09/18/2014 1307 IR

Data Quality
Cation Sum 7.94 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Anion Sum 7.43 meq/L 0.01 SM 1030E= 09/26/2014 835 JJ

Cation-Anion Balance (+ 5%) 3.34 %0.01 SM 1030E 09/26/2014 8:35 JJ

Solids, Total Dissolved (Calc) 470 mg/L 10 SM 1030E 09/26/2014 835 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.04 dec. % 0.01 Calculation 10/13/2014 1146 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Dutside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at thle Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewe'd by: 4
Wade Nieuwsma, Assistant Laboratory Manager Page 45 of 78



in*• Inter-Mountain Labs
INTER-MOUNTAIN LADS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

ProjectName: MU B GL-8

Lab ID: $1409268-023
ClientSample ID: BM-043

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

S1 409268
9/11/2014 8:59:00 AM
9/15/2014 10:03:00 AM
GF/KA

Water
COC: 155546

Comments
SAnalyses Result Units Qual RL' Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/16/2014 1442 DG
Arsenic ND mg/L 0.001 EPA 200.8 09/16/2014 144 MS
Barium ND mg/L 0.1 EPA 200.8 09/16/2014 144 MS
Beryllium ND mg/L 0.001 EPA 200.7 09/16/2014 1442 DG
Boron ND mg/L 0.1 EPA 200.7 09/16/2014 1442 DG
Cadmium ND mg/L 0.001 EPA 200.8 09/16/2014 144 MS
Chromium ND mg/L 0.01 EPA 200.7 0911612014 1442 DG
Copper ND mg/L 0.01 EPA 200.8 09/16/2014 144 MS
Iron 0.18 mg/L 0.05 EPA 200.7 09/16/2014 1442 DG
Lead ND mg/L 0.01 EPA 200.8 09/16/2014 144 MS
Manganese 0.03 mg/L 0.01 EPA 200.7 09/16/2014 1442 DG
Mercury ND mg/L 0.001 EPA 245.1 09/19/2014 1135 BJ
Molybdenum ND mg/L 0.01 EPA 200.8 09/16/2014 144 MS
Nickel ND mg/L 0.05 EPA 200.7 09/16/2014 1442 DG
Selenium ND mg/L 0.001 EPA 200.8 09/16/2014 144 MS
Uranium 0.0058 mg/L 0.0003 EPA 200.8 09/16/2014 144 MS

Vanadium ND mg/L 0.1 EPA 200.8 09/16/2014 144 MS
Zinc ND mg/L 0.01 EPA 200.7 09/16/2014 1442 DG

Metals - Total
Iron 0.24 mg/L 0.05 EPA 200.7 09/17/2014 2244 DG
Manganese 0.03 mg/L 0.01 EPA 200.7 09/17/2014 2244 DG

Radionuclides - Dissolved
Gross Alpha 8.2 pCi/L 2 SM 7110B 10/08/2014 1325 MB
Gross Alpha Precision (+) 1.5 pCi/L SM 7110B 10/08/2014 1325 MB
Gross Beta 8.1 pCi/L 3 SM 7110B 10/08/2014 1325 MB
Gross Beta Precision (+) 1.7 pCi/L SM 7110B 10/08/2014 1325 MB
Radium 226 1.5 pCi/L 0.2 SM 7500 Ra-B 09/29/2014 1521 MB
Radium 226 Precision (+) 0.2 pCi/L SM 7500 Ra-B 09/29/2014 1521 MB
Radium 228 ND pCi/L 1 Ga-Tech 10/05/2014 447 MB
Radium 228 Precision (+) NA pCi/L Ga-Tech 10/05/2014 447 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: • •
Wade Nieuwsma, Assistant Laboratory Manager Page 46 of 78



JJXL Inter-Mountain Labs
INTER-MOUNTAIN LABS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Gienrock, WY 82637

ProjectName: MU B GL-8
Lab ID: $1409268-024
ClientSample ID: BM-044
COG: 155546

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

SI1409268
9/11/2014 9:27:00 AM
9/15/2014 10:03:00 AM
GF/KA

Water

Comments
SAnalyses Result Units Qual RL Method Date AnlzdIi

AnionslCations
Alkalinity, Total (As CaCO3) 173 mg/L 5 SM 23208 09/18/2014 2002 BT

Alkalinity, Bicarbonate as HCO3 200 mg/L. 5 SM 2320B 09/16/2014 2002 BT

Alkalinity, Carbonate as 003 5 mg/L 5 SM 2320B 09/16/2014 2002 BT

Chloride 8 mg/L 1 EPA 300.0 09/17/2014 037 AB

Fluoride o.i mg/L 0.1 SM 4500FC 09/16/2014 2002 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/24/2014 1418 AMB

Sulfate 102 mg/L 1 EPA 300.0 09/18/2014 1528 AB

Calcium 50 mg/L 1 EPA 200.7 09/16/2014 1444 OG

Magnesium 12 mg/L 1 EPA 200.7 09/16/2014 1444 DG

Potassium 6 mg/L 1 EPA 200.7 09/16/2014 1444 DG

Sodium 52 mg/L 1 EPA 200.7 09/16/2014 1444 DG

Nitrogen, Ammonia (As N) ND mg/L 0.1 EPA 350.1 09/16/2014 1212 AMB
Silicaas SiO2 15 mg/L 1 EPA 200.7 09/16/2014 1444 OG

General Parameters
pH 8.4 s.u. 0.1 SM 4500 H B 09/16/2014 2002 BT

Electrical Conductivity 543 pmhos/cm 5 SM 2510B8 09/16/2014 2002 BT

Total Dissolved Solids (180) 340 mg/L 10 SM 2540 09/18/2014 1308 IR

Data Quality
Cation Sum 5.86 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Anion Sum 5.82 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Cation-Anion Balance (± 5%) 0.38 %0.01 SM 1030E 09/26/2014 835 JJ

Solids, Total Dissolved (Calc) 350 mg/L 10 SM 1030E 09/26/2014 835 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 0.97 . dec. % 0.01 Calculation 10/13/2014 1146 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

NO Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: •
Wade Nieuwsma, Assistant Laboratory Manager Page 47 of 78



111R-UTAJ LASInter-Mountain I-
Your Environmental Monitoring Partner.abs

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

Date Reported 10/23/2014
Report ID $1409268001

ProjectName:
Lab ID:
ClientSample ID:
COC:

MU B GL-8
Si1409268-024
BM-044
155546

WorkOrder: $1409268
CollectionDate: 9/11/2014 9:27:00 AM
DateReceived: 9/1 5/2014 10:03:00 AM
FieldSampler: GF/KA
Matrix: Water

Comments
mIAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/16/2014 1444 DG
Arsenic ND mg/L 0.001 EPA 200.8 09/16/2014 150 MS

Barium ND mg/L 0.1 EPA 200.8 09/16/2014 150 MS

Beryllium ND mg/L 0.001 EPA 200.7 09/16/2014 1444 DG
Boron ND mg/L 0.1 EPA 200.7 09/16/2014 1444 DG

Cadmium ND mg/L 0.001 EPA 200.8 09/16/2014 150 MS

Chromium ND mg/L 0.01 EPA 200.7 09/16/2014 1444 DG
Copper ND mg/L 0.01 EPA 200.8 09/16/2014 150 MS

Iron 0.19 mg/L 0.05 EPA 200.7 09/16/2014 1444 DG
Lead ND mg/L 0.01 EPA 200.8 09/16/2014 150 MS

Manganese 0.02 mg/L 0.01 EPA 200.7 09/16/2014 1444 DG
Mercury ND mg/L 0.001 EPA 245.1 09/1912014 1137 BJ

Molybdenum ND. mg/L 0.01 EPA 200.8 09/16/2014 150 MS

Nickel ND mg/L 0.05 EPA 200.7 09/16/2014 1444 DG
Selenium ND mg/L 0.001 EPA 200.8 09/16/2014 150 MS

Uranium 0.0005 mg/L 0.0003 EPA 200.8 09/16/2014 150 MS

Vanadium ND mg/L 0.1 EPA 200.8 09/16/2014 150 MS

Zinc ND mg/L 0.01 EPA 200.7 09/16/2014 1444 DG

Metals - Total
Iron 0.46 mg/L 0.05 EPA 200.7 09/17/2014 2246 DG

Manganese 0.02 mg/L 0.01 EPA 200.7 09/17/2014 2246 DG

Radionuclides - Dissolved
Gross Alpha 2.4 pCi/L 2 SM 7110B 10/22/2014 1721 MB

Gross Alpha Precision (±) 0.8 pCi/L SM 7110B 10/22/2014 1721 MB

Gross Beta 7.1 pCi/L 3 SM 7110B 10/22/2014 1721 MB
Gross Beta Precision (±) 1.5 pCi/L SM 71108 10/22/2014 1721 MB
Radium 226 1.0 pCi/L 0.2 SM 7500 Ra-B 09/29/2014 1521 MB

Radium 226 Precision (±) 0.1 pCi/L SM 7500 Ra-B 09/29/2014 1521 MB

Radium 228 ND pCi/L 1Ga-Tech 10/05/2014 748 MB

Radium 228 Precision (±) NA pCi/L Ga-Tech 10/05/2014 748 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

NO Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: ••••,•I

Wade Nieuwsma, Assistant Laboratory Manager Page 48 of 78



"•t Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: •Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

Date Reported 10/23/2014
Report ID $1409268001

ProjectName:
Lab ID:
ClientSample ID:
COG:

MU B GL-8
Si1409268-025
BM-045
155546

WorkOrder: SI1409268
CollectionDate: 9/11/2014 9:53:00 AM
DateReceived: 9/15/2014 10:03:00 AM
FieldSampler: GF/KA

Matrix: Water
Comments
iIAnalyses Result Units Qual RL Method Date Analyzed/Init I

AnionslCations
Alkalinity, Total (As CaCO3) 179 mg/L 5 SM 2320B 09/16/2014 2014 BT

Alkalinity, Bicarbonate as HCO3 210 mg/L 5 SM 23208 09/16/2014 2014 BT

Alkalinity, Carbonate as 003 ND mg/L 5 SM 23208 09/16/2014 2014 BT

Chloride 7 mg/L 1 EPA 300.0 09/17/2014 051 AB

Fluoride 0.1 mg/L 0.1 SM 4500FC 09/16/2014 2014 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/24/2014 1420 AMB

Sulfate 102 mg/L 1 EPA 300.0 09/18/2014 1543 AB

Calcium 54 mglL 1 EPA 200.7 09/16/2014 1447 DG

Magnesium 12 mg/L 1 EPA 200.7 09/16/2014 1447 DG

Potassium 7 mg/L 1 EPA 200.7 09/16/2014 1447 DG

Sodium 56 mg/L 1 EPA 200.7 09/16/2014 1447 DG

Nitrogen, Ammonia (As N) ND mg/L 0.1 EPA 350.1 09/16/2014 1213 AMB

Silica as SiO2 15 mg/L 1 EPA 200.7 09/16/2014 1447 DG

General Parameters

pH 8.4 s.u. 0.1 SM 4500 H B 09/16/2014 2014 BT
Electrical Conductivity 573 pmhos/cm 5 SM 25108 09/16/2014 2014 BT

Total Dissolved Solids (180) 370 mg/L 10 SM 2540 09/18/2014 1252 IR

Data Quality

Cation Sum 6.24 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Anion Sum 5.90 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Cation-Anion Balance (+ 5%) 2.79 %0.01 SM 1030E 09/26/2014 835 JJ
Solids, Total Dissolved (Calc) 360 mg/L 10 SM 1030E 09/26/2014 835 JJ

Calculated TDSiTDS Ratio (0.80-1.20) 1.03 dec. % 0.01 Calculation 10/13/2014 1146 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND" Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42d6"-
Wade Nieuwsma, Assistant Laboratory Manager Page 49 of 78



I~E-OHAt 4 AB Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

ProjectName: MU B GL-8
Lab ID: $1409268-025
ClientSample ID: BM-045
COC: 155546

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder:
CollectionDate:
Date Received:
FieldSampler:
Matrix:

$1409268
9/11/2014 9:53:00 AM
9/15/2014 10:03:00 AM
GF/KA
Water

Comments
Analyses Result Units Qual RL Method Date Aaye/i

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/16/2014 1447 DG

Arsenic ND mg/L 0.001 EPA 200.8 09/16/2014 155 MS
Barium ND mg/L 0.1 EPA 200.8 09/16/2014 155 MS
Beryllium ND mg/L 0.001 EPA 200.7 09/16/2014 1447 DG
Boron ND mg/L 0.1 EPA 200.7 09/16/2014 1447 DG

Cadmium ND mg/L 0.001 EPA 200.8 09/16/2014 155 MS
Chromium ND mg/L 0.01 EPA 200.7 09/16/2014 1447 DG

Copper ND mg/L 0.01 EPA 200.8 09/16/2014 155 MS

Iron 0.18 mg/L 0.05 EPA 200.7 09/16/2014 1447 DG

Lead ND mg/L 0.01. EPA 200.8 09/16/2014 155 MS
Manganese 0.02 mg/L 0.01 EPA 200.7 09/16/2014 1447 DG
Mercury ND mg/L 0.001 EPA 245.1 09/19/2014 1139 BJ

Molybdenum ND mg/L 0.01 EPA 200.8 09/16/2014 155 MS
Nickel ND mg/L 0.05 EPA ;200.7 09/16/2014 1447 DG

Selenium N D mg/L 0.001 EPA 200.8 09/16/2014 155 MS

Uranium 0.0005 mg/L 0.0003 EPA 200.8 09/16/2014 155 MS

Vanadium ND mg/L 0.1 EPA 200.8 09/16/2014 155 MS
Zinc ND mg/L 0.01 EPA 200.7 09/16/2014 1447 DG

Metals - Total
Iron 0.39 mg/L 0.05 EPA 200.7 09/17/2014 2248 DG

Manganese 0.02 mg/L 0.01 EPA 200.7 09/17/2014 2248 DG

Radionuclides - Dissolved
Gross Alpha 2.1 pCi/L 2 .SM 7110B 10/09/2014 1528 MB
Gross Alpha Precision (+) 1.0 pCi/L SM 71108 10/09/2014 1528 MB

Gross Beta 7.1 pCi/L 3 SM 7110B 10/09/2014 1528 MB

Gross Beta Precision (+) . 1.7 pCi/L SM 71108 10/09/2014 1528 MB
Radium 226 1.2 pCi/L 0.2 SM 7500 Ra-B 09/29/2014 1521 MB
Radium 226 Precision (+) .0.2 pCi/L SM 7500 Ra-B 09/29/2014 1521 MB
Radium 228 ND pCi/L 1 Ga-Tech 10/15/2014 1457 MB

Radium 228 Precision (+) NA pCi/L Ga-Tech 10/15/2014 1457 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

RL - Reporting Limit
c Calculated Value

E
J
M
0
X

Value above quantitation range
Analyte detected below quantitation limits
Value exceeds Monthly Ave or MCL or is less than LCL

Outside the Range of Dilutions
Matrix Effect

H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

NO Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 4.•i2
Wade Nieuwsma, Assistant Laboratory Manager Page 50 of 78



"•'• Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

ProjectName: MU B GL-8
Lab ID: $1409268-026
ClientSample ID: BM-046
COC: 155546

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder:
Collection Date:
DateReceived:
FieldSampler:
Matrix:

Si1409268
9/11/2014 10:22:00 AM
9/15/2014 10:03:00 AM
GF/KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

AnionslCations
Alkalinity, Total (As CaCO3) 149 mg/L 5 SM 23206 09/16/2014 2025 BT

Alkalinity, Bicarbonate as HCO3 174 mg/L 5 SM 2320B 09/16/2014 2025 BT

Alkalinity, Carbonate as CO3 ND mg/L 5 SM 2320B 09/16/2014 2025 BT

Chloride 3 mg/L 1 EPA 300.0 09/17/2014 105 AB

Fluoride 0.1 mg/L 0.1 SM 4500FC 09/16/2014 2025 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/24/2014 1421 AMB

Sulfate 92 mg/L 1 EPA 300.0 09/18/2014 1558 AB

Calcium 41 mg/L I EPA 200.7 09/16/2014 1449 DG

Magnesium 9 mg/L 1 EPA 200.7 09/16/2014 1449 DG

Potassium 6 mg/L 1 EPA 200.7 09/16/2014 1449 DG

Sodium 52 mg/L I EPA 200.7 09/16/2014 1449 OG
Nitrogen, Ammonia (As N) ND mg/L 0.1 EPA 350.1 09/16/2014 1214 AMB

Silica as Si02 14 mg/L 1 EPA 200.7 09/16/2014 1449 DG

General Parameters
pH 8.4 s.u. 0.1 SM 4500 1- B 09/116/2014 2025 BT

Electrical Conductivity 487 pmhos/cm 5 SM 25106 09/16/2014 2025 BT

Total Dissolved Solids (180) 300 mg/L 10 SM 2540 09/18/2014 1253 IR

Data Quality

Cation Sum 5.20 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Anion Sum 4.98 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Cation-Anion Balance (+ 5%) 2.21 % 0.01 SM 1030E 09/26/2014 835 JJ
Solids, Total Dissolved (Calc) 310 mg/L 10 SM 1030E 09/26/2014 835 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 0.97 dec. % 0.01 Calculation 10/13/2014 1146 WN

These results apply only to the samples tested.

Qualifiers: B Analyte detected in the associated Method Blank
E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

L" ND Not Detected at the Reporting Limit

S Spike Recovery outside accepted recovery limits

Reviewed by: _-•,-

Wade Nieuwsma, Assistant Laboratory Manager Page 51 of 78



IN €TE-UNINLS Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Ten-a Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

ProjectName: MU B GL-8

Lab ID: $1409268-026
ClientSample ID: BM-046
COC: 155546

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

Si1409268
9/11/2014 10:22:00 AM

9/15/2014 10:03:00 AM

GF/KA

Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/16/2014 1449 DG

Arsenic ND mg/L 0.001 EPA 200.8 09/1 6/2014 201 MS
Barium ND mg/L 0.1 EPA 200.8 09/16/2014 201 MS
Beryllium ND mg/L 0.001 EPA 200.7 09/16/2014 1449 DG
Boron ND mg/L 0.1 EPA 200.7 09/16/2014 1449 DG

Cadmium ND mg/L 0.001 EPA 200.8 09/16/2014 201 MS
Chromium ND mg/L 0.01 EPA 200.7 09/16/2014 1449 DG

Copper ND mg/L 0.01 EPA 200.8 09/16/2014 201 MS
Iron 0.13 mg/L 0.05 EPA 200.7 09/16/2014 1449 DG

Lead ND mg/L 0.01 EPA 200.8 09/16/2014 201 MS
Manganese 0.02 mg/L 0.01 EPA 200.7 09/16/2014 1449 DG

Mercury ND mg/L 0.001 EPA 245.1 09/19/2014 1141 BJ

Molybdenum ND mg/L 0.01 EPA 200.8 09/16/2014 201 MS
Nickel ND mg/L 0.05 EPA 200.7 09/16/2014 1449 DG
Selenium ND mg/L 0.001 EPA 200.8 09/16/2014 201 MS
Uranium 0.0005 mg/L 0.0003 EPA 200.8 09/16/2014 201 MS

Vanadium ND mg/L 0.1 EPA 200.8 09/16/2014 201 MS
Zinc ND mg/L 0.01 EPA 200.7 09/16/2014 1449 DG

Metals - Total
Iron 1.36 mg/L 0.05 EPA 200.7 09/17/2014 2251 DG
Manganese 0.04 mg/L 0.01 EPA 200.7 09/17/2014 2251 DG

Radionuclides - Dissolved
Gross Alpha 2.8 pCi/L 2 SM 7110B 10/09/2014 1528 MB

Gross Alpha Precision (+) 0.9 pCi/L SM 7110B 10/09/2014 1528 MB

Gross Beta 6.8 pCi/L 3 SM 7110B 10/09/2014 1528 MB
Gross Beta Precision (+) 1.6 pCi/L SM 7110B 10/09/2014 1528 MB
Radium 226 1.8 pCi/L 0.2 SM 7500 Ra-B 09/29/2014 1521 MB
Radium 226 Precision (+) 0.2 pCi/L SM 7500 Ra-B 09/29/2014 1521 MB
Radium 228 ND pCi/L 1 Ga-Tech 10/15/2014 1758 MB
Radium 228 Precision (±) NA pCi/L Ga-Tech 10/15/2014 1758 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matdix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: f--••

Wade Nieuwsma, Assistant Laboratory Manager Page 52 of 78



N E MUNANAB Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report.

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

ProjectName: MU B GL-8
Lab ID: S1409268-027
ClientSample ID: BM-047
COC: 155546

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

Si1409268
9/11/2014 10:49:00 AM
9/15/2014 10:03:00 AM
GF/KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzedllnit

Anions/Cations
Alkalinity, Total (As CaCO3) 154 mg/L 5 SM 2320B 09/16/2014 2037 BT

Alkalinity, Bicarbonate as HCO3 179 mg/L 5 SM 2320B 09/16/2014 2037 BT

Alkalinity, Carbonate as CO3 ND mg/L 5 SM 2320B 09/16/2014 2037 BT

Chloride 3 mg/L 1 EPA 300.0 09/17/2014 120 AB

Fluoride 0.1 mg/L 0.1 SM 4500FC 09/16/2014 2037 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/24/2014 1429 AMB
Sulfate 93 mg/L 1 EPA 300.0 09/18/2014 1613 AB

Calcium 41 mg/L 1 EPA 200.7 09/16/2014 1451 DG

Magnesium 9 mg/L 1 EPA 200.7 09/16/2014 1451 DG

Potassium 6 mg/L 1 EPA 200.7 09/16/2014 1451 DG

Sodium 52 mg/L 1 EPA 200.7 09/16/2014 1451 DG

Nitrogen, Ammonia (As N) 0.2 mg/L 0.1 EPA 350.1 09/16/2014 1215 AMB
Silica as SiO2 14 mg/L 1 EPA 200.7 09/16/2014 1451 DG

General Parameters
pH 8.4 s.u. 0.1 SM 4500 H B 09/16/2014 2037 BT

Electrical Conductivity 490 pmhos/cm 5 SM 2510B 09/16/2014 2037 BT
Total Dissolved Solids (180) 290 mg/L 10 SM 2540 09/18/2014 1254 IR

Data Quality
Cation Sum 5.20 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Anion Sum 5.09 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Cation-Anion Balance (+ 5%) 0.99 %0.01 SM 1030E 09/26/2014 835 JJ
Solids, Total Dissolved (Calc) 310 mg/L 10 . SM 1030E 09/26/2014 8:35 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 0.94 dec. % 0.01 Calculation 10/13/2014 1146 WN

These results apply only to the samples tested.

Qualifiers: B
E
J

M
0
X

Analyte detected in the associated Method Blank
Value above quantitation range
Analyte detected below quantitationi limits
Value exceeds Monthly Ave or MCL or is less than LCL
Outside the Range of Dilutions
Matrix Effect

RL - Reporting Limit
C calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by:,¢ '
Wade Nieuwsma, Assistant Laboratory Manager Page 53 of 78



4 ER MONA Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210

Glenrock, WY 82637

ProjectName:
Lab ID:
ClientSample ID:
COC:

MU B GL-8
$ 1409268-027

BM-047

155546

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder: SI1409268
CollectionDate: 9/11/2014 10:49:00 AM
DateReceived: 9/15/2014 10:03:00 AM
FieldSampler: GF/KA
Matrix: Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved--
Aluminum ND mg/L 0.1 EPA 200.7 09/16/2014 1451 DG
Arsenic ND mg/L 0.001 EPA 200.8 09/16/2014 206 MS
Barium ND mg/L 0.1 EPA 200.8 09/16/2014 206 MS

,Beryllium ND mg/L 0.001 EPA 200.7 09/16/2014 1451 DG
Boron ND mg/L 0.1 EPA 200.7 09/16/2014 1451 DG

Cadmium ND mg/L 0.001 EPA 200.8 09/16/2014 206 MS
Chromium ND mg/L 0.01 EPA 200.7 09/16/2014 1451 - DG
Copper ND mg/L 0.01 EPA 200.8 09/16/2014 206 MS
Iron 0.12 mg/L 0.05 EPA 200.7 09/16/2014 1451 DG
Lead ND mg/L 0.01 EPA 200.8 09/16/2014 206 MS
Manganese 0.01 mg/L 0.01 EPA 200.7 09/16/2014 1451 DG
Mercury ND mg/L 0.001 EPA 245.1 09/19/2014 1143 BJ
Molybdenum ND mg/L 0.01 EPA 200.8 09/16/2014 206 MS
Nickel ND mg/L 0.05 EPA 200.7 09/16/2014 1451 DG
Selenium 0.005 mg/L 0.001 EPA 200.8 09/16/2014 206 MS
Uranium 0.0005 mg/L 0.0003 EPA 200.8 09/16/2014 206 MS
Vanadium ND mg/L 0.1 EPA 200.8 09/16/2014 206 MS
Zinc ND mg/L 0.01 EPA 200.7 09/16/2014 1451 DG

Metals - Total
Iron 0.23 mg/L 0.05 EPA 200.7 09/17/2014 2253 DG

Manganese 0.02 mg/L 0.01 EPA 200.7 09/17/2014 2253 DG

Radionuclides - Dissolved
Gross Alpha ND pCi/L 2 SM 7110B 10/09/2014 1528 MB
Gross Alpha Precision (+) NA pCi/L SM 7110OB 10/09/2014 1528 MB
Gross Beta 6.6 pCi/L 3 SM 7110B 10/09/2014 1528 MB
Gross Beta Precision (+) 1.6 pCi/L SM 7110B 10/09/2014 1528 MB
Radium 226 0.9 pCi/L 0.2 SM 7500 Ra-B 09/29/2014 1521 MB
Radium 226 Precision (+) 0.1 pCi/L SM 7500 Ra-B 09/29/2014 1521 MB
Radium 228 ND pCi/L 1 Ga-Tech 10/15/2014 2058 MB
Radium 228 Precision (+) NA pCi/L Ga-Tech 10/15/2014 2058 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calcutated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42•
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il'lir Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

Date Reported 10/23/2014
Report ID $1409268001

ProjectName:
Lab ID:
Client~ample ID:
COC:

MU B GL-8
Si1409268-028
BM-048

155546

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

S1409268
9/11/2014 11:15:00 AM

9/15/2014 10:03:00 AM

GF/KA

Water

Comments
nIAnalyses Result Units Qual RL Method Date Analyzed/Init

AnionslCations
Alkalinity, Total (As CaCO3) 169 mg/L 5 SM 2320B 09/16/2014 2049 BT
Alkalinity, Bicarbonate as HCO3 197 mg/L 5 SM 2320B 09/16/2014 2049 BT
Alkalinity, Carbonate as CO3 ND mg/L 5 SM 2320B 09/16/2014 2049 BT
Chloride .4 mg/L 1 EPA 300.0 09/17/2014 134 AB
Fluoride 0.2 mg/L 0.1 SM 4500FC 09/16/2014 2049 BT
Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/24/2014 1430 AMB
Sulfate 82 mg/L 1 EPA 300.0 09/18/2014 1627 AB
Calcium 40 mg/L 1 EPA 200.7 09/16/2014 1453 DG
Magnesium 9 mg/L 1 EPA 200.7 09/16/2014 1453 DG
Potassium 6 mg/L 1 EPA 200.7 09/16/2014 1453 DG
Sodium 56 mg/L 1 EPA 200.7 09/16/2014 1453 DG
Nitrogen, Ammonia (As N) ND mg/L 0.1 EPA 350.1 09/16/2014 1222 AMB
Silica as SiO2 14 mg/L 1 EPA 200.7 09/16/2014 1453 DG

General Parameters
pH 8.4 s.u. 0.1 SM 4500 H B 09/16/2014 2049 BT
Electrical Conductivity 497 pmhos/cm 5 SM 2510B . 09/16/2014 2049 BT
Total Dissolved Solids (180) 280 mg/L 10 SM 2540 09/18/2014 1255 iR

Data Quality
Cation Sum 5.33 meq/L 0.01 SM 1030E 09/26/2014 835 JJ
Anion Sum 5.19 meq/L 0.01 SM 1030E 09/26/2014 835 JJ
Cation-Anion Balance (+ 5%) 1.37 %0.01 SM 1 030E 09/26/2014 835 JJ

Solids, Total Dissolved (Caic) 310 mg/L 10 SM 1030E 09/26/2014 835 JJ
Calculated TDS/TDS Ratio (0.80-1.20) 0.90 dec. % 0.01 Calculation 10/13/2014 1146 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

NI) Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: (,--
Wade Nieuwsma, Assistant Laboratory Manager Page 55 of 78



INTE-OHI LS Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

Date Reported 10/23/2014
Report ID $1409268001

ProjectName:
Lab ID:
ClientSample ID:
COG:

MU B GL-8
SI1409268-028

BM-048

155546

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409268
9/11/2014 11:15:00 AM
9/15/2014 10:03:00 AM

GF/KA
Water

Comments
SAnalyses Result Units Qual RL MehdDate Aaye/i

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/16/2014 1453 DG
Arsenic ND mg/L 0;001 EPA 200.8 09/16/2014 212 MS
Barium ND mg/L 0.1 EPA 200.8 09/16/2014 212 MS
Beryllium ND mg/L 0.001 EPA 200.7 09/16/2014 1453 DG
Boron ND mg/L 0.1 EPA 200.7 09/16/2014 1453 DG
Cadmium ND mg/L 0.001 EPA 200.8 09/16/2014 212 MS
Chromium ND mg/L 0.01 EPA 200.7 09/16/2014 1453 DG
Copper ND mg/L 0.01 EPA 200.8 09/16/2014 212 MS
Iron. 0.27 mg/L 0.05 EPA 200.7 09/16/2014 1453 DG
Lead ND mg/L 0.01 EPA 200.8 09/16/2014 212 MS
Manganese 0.02 mg/L 0.01 EPA 200.7 09/16/2014 1453 DG
Mercury ND mg/L 0.001 EPA 245.1 09/19/2014 1145 BJ
Molybdenum ND mg/L 0.01 EPA 200.8 09/16/2014 212 MS
Nickel ND mg/L 0.05 EPA 200.7 09/16/2014 1453 DG
Selenium ND mg/L 0.001 EPA 200.8 09/16/2014 212 MS
Uranium 0.0007 mg/L 0.0003 EPA 200.8 09/16/2014 212 MS
Vanadium ND mg/L 0.1 EPA 200.8 09/16/2014 212 MS
Zinc ND mg/L 0.01 EPA 200.7 09/16/2014 1453 DG

Metals - Total
Iron 0.43 mg/L 0.05 EPA 200.7 09/17/2014 2255 DG
Manganese 0.02 mg/L 0.01 EPA 200.7 09/17/2014 2255 DG

Radionuclides - Dissolved
Gross Alpha ND pCi/L 2 SM 71108 10/09/2014 1528 MB
Gross Alpha Precision (+) NA pCi/L SM 7110OB 10/09/2014 1528 MB
Gross Beta 4.0 pCi/L 3 SM 7110B 10/09/2014 1528 MB
Gross Beta Precision (+) 1.5 pCi/L SM 7110B 10/09/2014 1528 MB
Radium 226 0.4 pCi/L 0.2 SM 7500 Ra-B 09/29/2014 1521 MB
Radium 226 Precision (+) 0.1 pCi/L SM 7500 Ra-B 09/29/2014 1521 MB
Radium 228 ND pCi/L 1 Ga-Tech 10/15/2014 2359 MB
Radium 228 Precision (+) NA pCi/L Ga-Tech 10/15/2014 2359 MB

These results apply only to the samples tested. RL - Reporting Limit

Qualifiers: B

J
M
0
X

Analyte detected in the associated Method Blank
Value above quantitation range
Analyte detected below quantitation limits
Value exceeds Monthly Ave or MCL or is less than LCL
Outside the Range of Dilutions
Matrix Effect

C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

NO Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: e Y "-
Wade Nieuwsma, Assistant Laboratory Manager Page 56 of 78



NTR OU AN ,B Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P.O Box 1210
Glenrock, WY 82637

ProjectName: MU B GL-8

Lab ID: $1409268-029

ClientSample ID: BM-050
COC" 155548

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

SI1409268
9/11/2014 3:42:00 PM

9/15/2014 10:03:00 AM

GF/KA
Water

Comments
=IAnalyses Result Units Qual RL Method Date Analyzed/Init I

AnionslCations
Alkalinity, Total (As CaCO3) 200 mg/L 5 SM 2320B 08/16/2014 2121 BT
Alkalinity, Bicarbonate as HCO3 236 mg/L 5 SM 23208 09/16/2014 2121 BT

Alkalinity, Carbonate as C03 ND mg/L 5 SM 23208 09/16/2014 2121 BT
Chloride 5 mg/L 1 EPA 300.0 09/17/2014 148 AB

Fluoride 0.2 mg/L 0.1 SM 4500FC 09/16/2014 2121 BT
Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/24/2014 1431 AMB

Sulfate 30 mg/L 1 EPA 300.0 09/18/2014 1642 AB

Calcium 34 mg/L 1 EPA 200.7 09/16/2014 1458 DG
Magnesium 9 mgIL 1 EPA 200.7 0911 6/2014 1458 DG

Potassium 7 mg/L 1 EPA 200.7 09/16/2014 1458 DG

Sodium 51 mg/L 1 EPA 200.7 09/16/2014 1458 DG

Nitrogen, Ammonia (As N) 2.4 mg/L 0.1 EPA 350.1 09/16/2014 1223 AMB
Silica as 8iO2 13 mg/L 1 EPA 200.7 09/16/2014 1458 DG

General Parameters
pH 8.4 s.u. 0.1 SM 4500 H B 09/16/2014 2121 BT
Electrical Conductivity 450 lJmhos/cm 5 SM 25108 09/16/2014 2121 BT

Total Dissolved Solids (180) 240 mg/L 10 SM 2540 09/18/2014 1256 IR

Data Quality
Cation Sum 5.01 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Anion Sum 4.78 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Cation-Anion Balance (+ 5%) 2.42 % 0.01 SM 1030E 09/26/2014 835 JJ

Solids, Total Dissolved (Calc) 270 mg/L 10 SM 1030E 09/26/2014 835 JJ

Calculated TDSiTDS Ratio (0.80-1.20) 0.89 dec. % 0.01 Calculation 10/13/2014 1146 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the aaaociated Method Blank

E Value above quantitation range
J1 Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MOL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
5 Spike R~ecovery outside accepted recovery limits

Reviewed by: 42
Wade Nieuwsma, Assistant Laboratory Manager Page 57 of 78



NuB MUT ASinter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MU B GL-8

Lab ID: $ 1409268-029
ClientSample ID: BM-050

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder: $1409268
CollectionDate: 9/11/2014 3:42:00 PM
DateReceived: 9/15/2014 10:03:00 AM
FieldSampler: GF/KA
Matrix: Water

COC: 155548

Comments'
Analyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/16/2014 1458 OG
Arsenic ND mg/L 0.001 EPA 200.8 09/16/2014 217 MS
Barium ND mg/L 0.1 EPA 200.8 09/16/2014 217 MS
Beryllium ND mg/L 0.001 EPA 200.7 09/16/2014 1458 DG
Boron ND mg/L 0.1 EPA 200.7 09/16/2014 1458 DG
Cadmium ND mg/L 0.001 EPA 200.8 09/16/2014 217 MS
Chromium ND mg/L 0.01 EPA 200.7 09/16/2014 1458 DG
Copper ND mg/L 0.01 EPA 200.8 09/16/2014 217 MS
Iron 0.21 mg/L 0.05 EPA 200.7 09/16/2014 1458 DG
Lead ND mg/L 0.01 EPA 200.8 09/16/2014 217 MS
Manganese 0.03 mg/L 0.01 EPA 200.7 09/16/2014 1458 DG
Mercury ND mg/L 0.001 EPA 245.1 09/19/2014 1155 BJ
Molybdenum ND mg/L 0.01 EPA 200.8 09/16/2014 217 MS
Nickel ND mg/L 0.05 EPA 200.7 09/16/2014 1458 DG
Selenium 0.002 mg/L 0.001 EPA 200.6 09/16/2014 217 MS
Uranium 0.0119 mg/L 0.0003 EPA 200.8 09/16/2014 217 MS
Vanadium ND mg/L 0.1 EPA 200.8 09/16/2014 217 MS
Zinc ND mg/L 0.01 EPA 200.7 09/16/2014 1458 DG

Metals - Total
Iron 2.05 mg/L 0.05 EPA 200.7 09/17/2014 2257 DG
Manganese 0.04 mg/L 0.01 EPA 200.7 09/17/2014 2257 DG

Radionuclides - Dissolved
Gross Alpha 13.0 pCi/L 2 SM 7110B 10/22/2014 1721 MB
Gross Alpha Precision (+) -1.6 pCi/L SM 7110B 10/22/2014 1721 MB
Gross Beta .7.9 pCi/L 3 SM 7110B 10/22/2014 1721 MB
Gross Beta Precision (+) 1.6 pCi/L SM 7110B 10/22/2014 1721 MB
Radium 226 6.1 pCi/L 0.2 SM 7500 Ra-B 09/29/2014 1521 MB
Radium 226 Precision (+) 0.3 pCi/L SM 7500 Ra-B 09/29/2014 1521 MB
Radium 228 ND pCi/L 1 Ga-Tech 10/16/2014 300 MB
Radium 228 Precision (+) NA pCi/L Ga-Tech 10/16/2014 300 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits"
M Value exceeds Monthly Ave or MC3L or is less than LC3L
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C3 Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

_ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 47.•
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H H•lL Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210

Glenrock, WY 82637

Date Reported 10/23/2014
Report ID3 $1409268001

ProjectName:
Lab ID:
ClientSample ID:

COC:

MU B GL-8
$1409268-030

BM-051

155548

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

Si1409268
9/11/2014 4:07:00 PM

9/15/2014 10:03:00 AM

GF/KA

Water

Comments
SAnalyses Result Units Qual RL Method DateAnyzdni

AnionslCations
Alkalinity, Total (As CaCO3) 215 mg/L 5 SM 2320B 09/16/2014 2135 BT
Alkalinity, Bicarbonate as HCO3 250 mg/L 5 SM 2320B 09/16/2014 2135 BT
Alkalinity, Carbonate as 003 6 mg/L 5 SM 23208 09/16/2014 2135 BT
Chloride 10 mg/L 1 EPA 300.0 09/17/2014 203 AB
Fluoride 0.2 mg/L 0.1 SM 4500FC 09/16/2014 2135 BT
Nitrogen, Nitrate+Nitrite (as N) NID mg/L 0.1 EPA 353.2 09/24/2014 1432 AMB

Sulfate 78 mg/L 1 EPA 300.0 09/18/2014 1657 AB
Calcium 54 mg/L 1 EPA 200.7 09/17/2014 1239 DG
Magnesium 11 mg/L 1 EPA 200.7 09/17/2014 1239 DG
Potassium 7 mg/L 1 EPA 200.7 09/17/2014 1239 DG
Sodium 53 mg/L 1 EPA 200.7 09/17/2014 1239 DG

Nitrogen, Ammonia (As N) ND mg/L 0.1 EPA 350.1 09/16/2014 1224 AMB
Silica as Si02 17 mg/L 1 EPA 200.7 09/16/2014 1512 DG

General Parameters
pH 8.4 s.u. 0.1 SM 4500 H B 09/16/2014 2135 BT
Electrical Conductivity 568 pmhos/cm 5 SM 25108 09/16/2014 2135 BT
Total Dissolved Solids (180) 330 rag/L 10 SM 2540 09/18/2014 1257 IR

Data Quality
Cation Sum 6.04 meq/L 0.01 SM 1030E 09/26/2014 835 JJ
Anion Sum 6.22 meq/L 0.01 SM 1030E 09/26/2014 835 JJ
Cation-Anion Balance (+ 5%) 1.48 %0.01 SM 1030E 09/26/2014 835 JJ
Solids, Total Dissolved (Calc) 360 mg/L 10 SM 1030E 09/26/2014 835 JJ
Calculated TDS/TDS Ratio (0.80-1.20) 0.92 dec. % 0.01 Calculation 10/13/2014 1146 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42•df
Wade Nieuwsma, Assistant Laboratory Manager Page 59 of 78



I ' E Inter-Mountain Labs
IHTER-MOUNKAIN LABS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801

Sample Analysis Report
ph: (307) 672-8945

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MU B GL-8

Lab ID: S$1409268-030
ClientSample ID: BM-051
COC" 155548

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409268
9/11/2014 4:07:00 PM
9/15/2014 10:03:00 AM
GF/KA
Water

Comments
mIAnalyses Result Units Qual RL Method Date Analyzed/Init I

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/16/2014 1512 DG
Arsenic ND mg/L 0.001 EPA 200.8 09/16/2014 222 MS
Barium ND mg/L 0.1 EPA 200.8 09/16/2014 222 MS
Beryllium ND mg/L 0.001 EPA 200.7 09/16/2014 1512 DG
Boron ND mg/L 0.1 EPA 200.7 09/16/2014 1512 DG
Cadmium N D mg/L 0.001 EPA 200.8 09/16/2014 222 MS
Chromium ND mg/L 0.01 EPA 200.7 09/16/2014 1512 DG
Copper ND mg/L 0.01 EPA 200.8 09/16/2014 222 MS
Iron 0.22 mg/L 0.05 EPA 200.7 09/16/2014 1512 DG
Lead ND mg/L 0.01 EPA 200.6 09/16/2014 222 MS
Manganese 0.05 mg/L 0.01 EPA 200.7 09/16/2014 1512 DG
Mercury ND mg/L 0.001 EPA 245.1 09/19/2014 1203 BJ
Molybdenum ND mg/L 0.01 EPA 200.8 09/16/2014 222 MS
Nickel ND mg/L 0.05 EPA 200.7 09/16/2014 1512 DG
Selenium ND mg/L 0.001 EPA 200.8 09/16/2014 222 MS
Uranium 0.0241 mg/L 0.0003 EPA 200.8 09/16/2014 222 MS
Vanadium ND mg/L 0.1 EPA 200.8 09/16/2014 222 MS
Zinc ND mg/L 0.01 EPA 200.7 09/16/2014 1512 DG

Metals - Total
Iron 0.32 mg/L 0.05 EPA 200.7 09/17/2014 2302 DG
Manganese 0.05 mg/L 0.01 EPA 200.7 09/17/2014 2302 DG

Radionuclides - Dissolved
Gross Alpha 28.3 pCi/L 2 SM 7110B 10/09/2014 1528 MB
Gross Alpha Precision (+) 2.6 pCi/L SM 7110B 10/09/2014 1528 MB
Gross Beta 11.8 pCi/L 3 SM 7110B 10/09/2014 1528 MB
Gross Beta Precision (±:) 1.8 pCi/L SM 7110B 10/09/2014 1528 MB
Radium 226 2.9 pCi/L 0.2 SM 7500 Ra-B 09/29/2014 1755 MB

-Radium 226 Precision (+) 0.2 pCi/L SM 7500 Ra-B 09/29/2014 1755 MB
Radium 228 ND pCi/L 1 Ga-Tech 10/16/2014 601 MB
Radium 226 Precision (+) NA pCi/L Ga-Tech 10/16/2014 601 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MOL or is less than LOL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: ••
Wade Nieuwsma, Assistant Laboratory Manager Page 60 of 78



"•'• Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MU B GL-8
Lab ID: $1409268-031
ClientSample ID: BM-055
COC: 155548

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder:
CollectionDate:
Date Received:
FieldSampler:
Matrix:

$1409268
9/11/2014 4:01:00 PM
9/15/2014 10:03:00 AM
GF/KA
Water

Comments
m1Analyses Result Units Qual RL Method Date Analyzed/Init- I

AnionslCations
Alkalinity, Total (As CaCO3) 180 mg/L 5 SM 23208 09/16/2014 2159 BT

Alkalinity, Bicarbonate as HCO3 209 mg/L 5 SM 23208 09/16/2014 2159 BT

Alkalinity, Carbonate as 003 6 mg/L 5 SM 2320B 09/16/2014 2159 BT

Chloride 3 mg/L 1 EPA 300.0 09/17/2014 217 AB

Fluoride 0.2 mg/L 0.1 SM 4500FC 09/16/2014 2159 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/24/2014 1434 AMB

Sulfate 88 mg/L 1 EPA 300.0 09/18/2014 1712 AB

Calcium 44 mg/L 1 EPA 200.7 09/17/2014 1241 DG

Magnesium 10 mg/L 1 EPA 200.7 09/17/2014 1241 DG

Potassium 6 mg/L 1 EPA 200.7 09/17/2014 1241 DG

Sodium 56 mg/L 1 EPA 200.7 09/17/2014 1241 DG

Nitrogen, Ammonia (As N) ND mg/L 0.1 EPA 350.1 09/16/2014 1225 AMB

Silica as SiO2 17 mg/L 1 EPA 200.7 09/16/2014 1514 DG

General Parameters
pH 8.4 s.u. 0.1 SM 4500 H B 09/16/2014 2159 BT

Electrical Conductivity 530 pmhos/cm 5 SM 25108 09/16/2014 2159 BT

Total Dissolved Solids (180) 320 mg/L 10 SM 2540 09/18/2014 1258 IR

Data Quality
Cation Sum 5.59 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Anion Sum 5.55 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Cation-Anion Balance (+ 5%) 0.36 %0.01 SM 1030E 09/26/2014 835 JJ

Solids, Total Dissolved (Calc) 330 mg/L 10 SM 1030E 09/26/2014 835 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 0.97 dec. % 0.01 Calculation 10/13/2014 1146 WN

These results apply only to the samples tested.

Qualifiers: B Analyte detected in the associated Method Blank
E value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is leas than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: _ "" "
Wade Nieuwsma, Assistant Laboratory Manager Page 61 of 78



/ ERMOUN•TA Inter-Mountain Lb
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MU B GL-8

Lab ID: S$1409268-031
ClientSample ID: BM-055

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder:
CollectionDate:
Date Received:
FieldSampler:
Matrix:

S 1409268
9/11/2014 4:01:00 PM
9/15/2014 10:03:00 AM
GF/KA

Water
COC: 155548

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/16/2014 1514 DG
Arsenic ND mg/L 0.001 EPA 200.8 09/16/2014 228 MS.
Barium ND mg/L 0.1 EPA 200.8 09/16/2014 228 MS
Beryllium ND mg/L 0.001 EPA 200.7 09/16/2014 1514 OG
Boron ND mg/L 0.1 EPA 200.7 09/16/2014 1514 OG
Cadmium ND mg/L 0.001 EPA 200.8 09/16/2014 228 MS
Chromium ND mg/L 0.01 EPA 200.7 09/16/2014 1514 DG
Copper ND mg/L 0.01 EPA 200.8 09/16/2014 228 MS
Iron 0.68 mg/L 0.05 EPA 200.7 09/16/2014 1514 DG
Lead ND mg/L 0.01 EPA 200.8 09/16/2014 228 MS
Manganese 0.04 mg/L 0.01 EPA 200.7 09/16/2014 1514 DG
Mercury ND mg/L 0.001 EPA 245.1 09/19/2014 1205 BJ
Molybdenum ND mg/L 0.01 EPA 200.8 09/16/2014 228 MS
Nickel ND mg/L 0.05 EPA 200.7 09/16/2014 1514 DG
Selenium ND mg/L 0.001 EPA 200.8 09/16/2014 228 MS
Uranium 0.0135 mg/L 0.0003 EPA 200.8 09/16/2014 228 MS
Vanadium ND mg/L 0.1 EPA 200.8 09/16/2014 228 MS
Zinc ND mg/L 0.01 EPA 200.7 09/16/2014 1514 DG

Metals - Total
Iron 1.39 mg/L 0.05 EPA 200.7 09/17/2014 2315 DG
Manganese 0.04 mg/L 0.01 EPA 200.7 09/17/2014 2315 DG

Radionuclides - Dissolved
Gross Alpha 14.3 pCi/L 2 SM 7110B 10/09/2014 1018 MB
Gross Alpha Precision (+) 1.7 pCi/L SM 7110OB 10/09/2014 1018 MB
Gross Beta 8.3 pCi/L 3 SM 7110B 10/09/2014 1018 MB
Gross Beta Precision (+) 1.5 pCi/L SM 7110OB 10/09/2014 1018 MB
Radium 226 2.2 pCi/L 0.2 SM 7500 Ra-B 09/29/2014 1755 MB
Radium 226 Precision (+) 0.2 pCi/L SM 7500 Ra-B 09/29/2014 1755 MB
Radium 228 ND pCi/L 1 *Ga-Tech 10/16/2014 902 MB
Radium 228 Precision (+) NA pCi/L Ga-Tech 10/16/2014 902 MB

These results apply only-to the samples tested.
Qualifiers: B

E
J
M
O
X

Analyte detected in the associated Method Blank
Value above quantitation range
Analyte detected below quantitation limits
Value exceeds Monthly Ave or MCL or is less than LCL
Outside the Range of Dilutions
Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42,/,,--
Wade Nieuwsma, Assistant Laboratory Manager Page 62 of 78



R• E UNAABinter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
•PO Box 1210
Glenrock, WY 82637

Date Reported 10/23/2014
Report ID S$1409268001

ProjectName:
Lab ID:
ClientSample ID:
COC:

MU B GL-8
$ 1409268-032

BM-056

155548

WorkOrder:
CollectionDate:
Date Received:
FieldSampler:
Matrix:

$1409268
9/11/2014 3:36:00 PM

9/15/2014 10:03:00 AM

GF/KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

AnionslCations
Alkalinity, Total (As CaCO3) 193 mg/L 5 SM 2320B 09/16/2014 2211 BT

Alkalinity, Bicarbonate as HCO3 229 mg/L 5 SM 23208 09/16/2014 2211 BT

Alkalinity, Carbonate as CO3 ND mg/L 5 SM 23208 09/16/2014 2211 BT

Chloride 8 mg/L 1 EPA 300.0 09/17/2014 231 AB

Fluoride 0.1 mg/L 0.1 SM 4500FC 09/16/2014 2211 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/24/2014 1435 AMB
Sulfate 338 mg/L 1 EPA 300.0 09/18/2014 1727 AB

Calcium 119 mg/L 1 EPA 200.7 09/17/2014 1243 DG

Magnesium 26 mg/L 1 EPA 200.7 09/17/2014 1243 DG

Potassium 9 mg/L 1 EPA 200.7 09/17/2014 1243 DG
Sodium 86 mg/L 1 EPA 200.7 09/17/2014 1243 DG

Nitrogen, Ammonia (As N) 0.3 mg/L 0.1 EPA 350.1 09/16/2014 1226 AMB

Silica as SiO2 19 mg/L 1 EPA 200.7 09/16/2014 1516 DG

General Parameters
pH 8.3 s.u. 0.1 SM 4500 H B 09/16/2014 2211 BT

Electrical Conductivity 1060 Ipmhos/cm 5 SM 25108 09/16/2014 2211 BT

Total Dissolved Solids (180) 780 mg/L 10 SM 2540 09/18/2014 1259 IR

Data Quality
Cation Sum 12.04 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Anion Sum 11.13 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Cation-Anion Balance (+ 5%) 3.91 %0.01 SM 1030E 09/26/2014 835 JJ

Solids, Total Dissolved (Calc) 720 mg/L 10 SM 1030E 09/26/2014 835 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.08 dec. % 0.01 Calculation 10/13/2014 1146 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 4>.• •" "
Wade Nieuwsma, Assistant Laboratory Manager Page 63 of 78



IE-ONANLABS Inter-Mountain Labs- Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MU B GL-8
Lab ID: $1409268-032
ClientSample ID: BM-056
COG: 155548

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder: SI1409268
CollectionDate: 9/11/2014 3:36:00 PM
DateReceived: 9/15/2014 10:03:00 AM
FieldSampler: GF/KA
Matrix: Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/16/2014 1516 DG
Arsenic ND mg/L 0.001 EPA 200.8 09/16/2014 259 MS

Barium ND mg/L 0.1 EPA 200.8 09/16/2014 259 MS
Beryllium ND mg/L 0.001 EPA 200.7 09/16/2014 1516 DG
Boron ND mg/L 0.1 EPA 200.7 09/16/2014 1516 DG
Cadmium ND mg/L 0.001 EPA 200.8 09/16/2014 259 MS
Chromium ND mg/L 0.01 EPA 200.7 09/16/2014 1516 DG
Copper ND mg/L 0.01 EPA 200.8 09/16/2014 259 MS
Iron 0.44 mg/L 0.05 EPA 200.7 09/16/2014 1516 DG
Lead ND mg/L 0.01 EPA 200.8 09/16/2014 259 MS
Manganese 0.07 mg/L 0.01 EPA 200.7 09/16/2014 1516 DG
Mercury ND mg/L 0.001 EPA 245.1 09/19/2014 1207 BJ
Molybdenum ND mg/L 0.01 EPA 200.8 09/16/2014 259 MS
Nickel ND mg/L 0.05 EPA 200.7 09/16/2014 1516 DG
Selenium ND mg/L 0.001 EPA 200.8 09/16/2014 259 MS
Uranium 0.0375 mg/L 0.0003 EPA 200.8 09/16/2014 259 MS
Vanadium ND mg/L 0.1 EPA 200.8 09/16/2014 259 MS
Zinc ND mg/L 0.01 EPA 200.7 09/16/2014 1516 DG

Metals - Total
Iron 0.79 mg/L 0.05 EPA 200.7 09/17/2014 2317 DG
Manganese 0.07 mg/L 0.01 EPA 200.7 09/17/2014 2317 DG

Radionuclides - Dissolved
Gross Alpha 50.8 pCi/L 2 SM 7110B 10/09/2014 1018 MB
Gross Alpha Precision (+) 3.8 pCi/L SM 7110OB 10/09/2014 1018 MB
Gross Beta 20.6 pCi/L 3 SM 7110B 10/09/2014 1018 MB
Gross Beta Precision (+) 1.9 pCi/L SM 7110B 10/09/2014 1018 MB
Radium 226 6.5 pCI/L 0.2 SM 7500 Ra-B 09/29/2014 1755 MB
Radium 226 Precision (+) 0.3 pCi/L SM 7500 Ra-B 09/29/2014 1755 MB
Radium 228 3.3 pCi/L 1 Ga-Tech 10/16/2014 1203 MB
Radium 228 Precision (+) 1.0 pCi/L Ga-Tech 10/16/2014 1203 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave Or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

Reviewed by: ________________

Wade Nieuwsma, Assistant Laboratory Mana

RL- Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits
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in*• Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glen rock, WY 82637

ProjectName: MU B GL-8

Lab ID: $1409268-033
ClientSample ID: BM-058
COC: 155548

Date Reported 10/23/2014
Report ID S1409268001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409268
9/11/2014 11:42:00 AM
9/15/2014 10:03:00 AM
GF/KA
Water

Comments
Analyses Result Units Qual RL Method Date Analyzed/Init

AnionslCations
Alkalinity, Total (As CaCO3) 188 mg/L 5 SM 2320B 09/16/2014 2223 BT

Alkalinity, Bicarbonate as HCO3 220 mg/L 5 SM 2320B 09/16/2014 2223 BT
Alkalinity, Carb~onate as CO3 ND mg/L 5 SM 2320B 09/16/2014 2223 BT

Chloride 4 mg/L 1 EPA 300.0 09/17/2014 246 AB

Fluoride 0.2 mg/L 0.1 SM 4500FC 09/16/2014 2223 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/24/2014 1436 AMB
Sulfate 74 mg/L 1 EPA 300.0 09/18/2014 1742 AB
Calcium 48 mg/L 1 EPA 200.7 09/17/2014 1245 DG

Magnesium 10 mg/L 1 EPA 200.7 09/17/2014 1245 DG

Potassium 6 mg/L 1 EPA 200.7 09/17/2014 1245 DG

Sodium 50 mg/L 1 EPA 200.7 09/17/2014 1245 DG

Nitrogen, Ammonia (As N) 0.2 mg/L 0.1 EPA 350.1 09/16/2014 1227 AMB
Silica as Si02 17 mg/L 1 EPA 200.7 09/16/2014 1518 DG

General Parameters
pH 8.4 s.u. 0.1 SM 4500 H B 09/16/2014 2223 BT
Electrical Conductivity 519 pmhos/cm 5 SM 2510B 09/16/2014 2223 BT

Total Dissolved Solids (180) 310 mg/L 10 SM 2540 09/18/2014 1300 IR

Data Quality
Cation Sum 5.53 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Anion Sum 5.43 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Cation-Anion Balance (+ 5%) 0.87 % 0.01 SM 1030E 09/26/2014 835 JJ
Solids, Total Dissolved (Ca~c) 320 rag// 10 S M 1030E 09/26/2014 835 JJ

Calculated TDS/T-DS Ratio (0.80-1.20) 0.97 dec. % 0.01 Calculation 10/13/2014 1146 WN

These results apply only to the samples tested.

Qualifiers: B Analyte detected in the associated Method Blank
E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Oilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: ,•
Wade Nieuwsma, Assistant Laboratory Manager Page 65 of 78



U Inter-Mountain Labs
N TER-MOUNTAIN LADS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210.
Glenrock, WY 82637

ProjectName: MU B GL-8

Lab ID: $1409268-033
ClientSample ID: BM-058
COC: 155548

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

S$1409268
9/11/2014 11:42:00 AM
9/15/2014 10:03:00 AM

GF/KA
Water

Comments
IAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/16/2014 1518 .DG
Arsenic ND mg/L 0.001 EPA 200.8 09/16/2014 305 MS
Barium ND mg/L 0.1 EPA 200.8 '09/16/2014 305 MS

Beryllium ND mg/L 0.001 EPA 200.7 09/16/2014 1518 DG
Boron ND mg/L 0.1 EPA 200.7 09/16/2014 1518 DG

Cadmium ND mg/L 0.001 EPA 200.8 09/16/2014 305 MS
Chromium ND mg/L 0.01 EPA 200.7 09/16/2014 1518 DG
Copper ND mg/L 0.01 EPA 200.8 09/16/2014 305 MS
Iron 0.30 mg/L 0.05 EPA 200.7 09/16/2014 1518 DG
Lead ND mg/L 0.01 EPA 200.8 09/16/2014 305 MS
Manganese 0.04 mg/L 0.01 EPA 200.7 09/16/2014 1518 DG
Mercury ND mg/L 0.001 EPA 245.1 09/19/2014 1208 BJ
Molybdenum ND mg/L 0.01 EPA 200.8 09/16/2014 305 MS
Nickel ND mg/L 0.05 EPA 200.7 09/16/2014 1518 DG
Selenium ND mg/L 0.001 EPA 200.8 09/16/2014 305 MS
Uranium 0.01 80 mg/L 0.0003 EPA 200.8 09/16/2014 305 MS
Vanadium ND mg/L 0.1 EPA 200.8 09/16/2014 305 MS
Zinc ND mg/L 0.01 EPA 200.7 09/16/2014 1518 DG

Metals - Total
Iron 1.21 mg/L 0.05 EPA 200.7 09/17/2014 2320 DG
Manganese 0.04 mg/L 0.01 EPA 200.7 09/17/2014 2320 DG

Radionuclides - Dissolved
Gross Alpha 17.1 pCi/L 2 SM 71108 10/09/2014 1018 MB
Gross Alpha Precision (+) 1.9 pCi/L SM 7110B 10/09/2014 1018 MB
Gross Beta 7.0 pCi/L 3 SM 7110B 10/09/2014 1018 MB
Gross Beta'Precision (_+) 1.5 pCi/L SM 71108 10/09/2014 1018 MB

Radium 226 0.9 pCi/L 0.2 SM 7500 Ra-B 09/29/2014 1755 MB
Radium 226 Precision (+) 0.1 pCi/L SM 7500 Ra-B 09/29/2014 1755 MB
Radium 228 ND pCi/L IGa-Tech 10/16/2014 1504 MB
Radium 228 Precision (+) NA pCi/L Ga-Tech 10/16/2014 1504 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits

M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42 "• "
Wade Nieuwsma, Assistant Laboratory Manager Page 66 of 78



NE UN a NASIte r-Mounotain Lab0s
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

Date Reported 10/23/2014
Report ID $1409268001

ProjectName:
Lab ID:
ClientSample ID:
COC:

MU B GL-8
$1409268-034
BM-059
155548

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

Si1409268
9/11/12014 4:46:00 PM
9/15/2014 10:03:00 AM
GF/KA
Water

Comments
SAnalyses Result Units Qual RL Method DateAnyzdnt

Anions/Cations

Alkalinity, Total (As CaCO3) 184' mg/L 5 SM 2320B 09/16/2014 2235 BT

Alkalinity, Bicarbonate as HCO3 214 mg/L 5 SM 2320B 09/165/2014 2235 BT

Alkalinity, Carbonate as 003 5 mg/L 5 SM 2320B 09/16/2014 2235 BT

Chloride 5 mg/L 1 EPA 300.0 09/17/2014 426 AB

Fluoride 0.2 mg/L 0.1 SM 4500FC 09/16/2014 2235 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/24/2014 1437 'AMB
Sulfate 93 mg/L 1 EPA 300.0 09/18/2014 1926 AB

Calcium 52 mg/L 1 EPA 200.7 09/17/2014 1248 DG

Magnesium 11 mg/L 1 EPA 200.7 09/17/2014 1248 DG

Potassium 6 mg/L 1 EPA 200.7 09/17/2014 1248 DG

Sodium 53 mg/L 1 EPA 200.7 09/17/2014 1248 DG

Nitrogen, Ammonia (As N) 0.1 mg/L 0.1 EPA 350.1 09/16/2014 1228 AMB
Silica as SiO2 15 mg/L 1 EPA 200.7 09/16/2014 1521 DG

General Parameters
pH 8.4 s.u. 0.1 SM 4500 H B 09/16/2014 2235 BT

Electrical Conductivity 551 I~mhos/cm 5 SM 2510B 09/16/2014 2235 BT

Total Dissolved Solids (180) 330 mg/L 10 SM 2540 09/18/2014 1301 IR

Data Quality
Cation Sum 5.90 meq/L 0.01 . SM 1030E 09/26/2014 835 JJ

Anion Sum 5.76 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Cation-Anion Balance (+ 5%) 1.21 %0.01 SM 1030E 09/26/2014 835 JJ
Solids, Total Dissolved (Calc) 340 mg/L 10 SM 1030E 09/26/2014 835 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 0.97 dec. % 0.01 Calculation 10/13/2014 1146 WN

These results apply only to the samples tested. RL - Reporting Limit

Qualifiers: B
E
J
M
0
X

Analyte detected in the associated Method Blank
Value above quantitation range
Analyte detected below quantitation limits
Value exceeds Monthly Ave or MCL or is less than LCL
Outside the Range of Dilutions
Matrix Effect

C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND) Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 4-,.2•,
Wade Nieuwsma, Assistant Laboratory Manager Page 67 of 78



N R ON LB Inter-Mountain Labs-
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210

Glenrock, WY 82637

ProjectName: MU B GL-8

Lab ID: $1409268-034
ClientSample ID: BM-059
COC: 155548

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder: $1409268
CollectionDate: 9/11/2014 4:46:00 PM
DateReceived: 9/15/2014 10:03:00 AM
FieldSampler: GF/KA
Matrix: Water

Comments
SAnalyses Result Units Qua, RL Method Date Analyzed/lnit I

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/16/2014 1521 DG
Arsenic ND mg/L 0.001 EPA 200.8 09/16/2014 310 MS
Barium ND mg/L 0.1 EPA 200.8 09/16/2014 310 MS
Beryllium ND mg/L 0.001 EPA 200.7 09/16/2014 1521 DG
Boron ND mg/L 0.1 EPA 200.7 09/16/2014 1521 DG
Cadmium ND mg/L 0.001 EPA 200.8 09/16/2014 310 MS

Chromium ND mg/L 0.01 EPA 200.7 09/16/2014 1521 DG
Copper ND. mg/L 0.01 EPA 200.8 09/16/2014 310 MS
Iron . 0.40 mg/L 0.05 EPA 200.7 09/16/2014 1521 DG
Lead ND mg/L 0.01 EPA 200.8 09/16/2014 310 MS
Manganese 0.05 mg/L 0.01 EPA 200.7 09/16/2014 1521 DG
Mercury ND mg/L 0.001 EPA 245.1 09/19/2014 1210 BJ
Molybdenum ND mg/L 0.01 EPA 200.8 09/16/2014 310 MS

Nickel ND mg/L 0.05 EPA 200.7 09/16/2014 1521 DG
Selenium ND mg/L 0.001 EPA 200.8 09/16/2014 310 MS
Uranium 0.01 28 mg/L 0.0003 EPA 200.8 09/16/2014 310 MS
Vanadium ND mg/L 0.1 EPA 200.8 09/16/2014 310 MS
Zinc ND ,mg/L 0.01 EPA 200.7 09/16/2014 1521 DG

Metals - Total
Iron 2.52 mg/L 0.05 EPA 200.7 09/17/2014 2322 DG
Manganese 0.06 mg/L 0.01 EPA 200.7 09/17/2014 2322 DG

Radionuclides - Dissolved
Gross Alpha 12.9 pCi/L 2 SM 7110B 10/09/2014 1018 MB
Gross Alpha Precision (+) 1.8 pCi/L SM 7110B -10/09/2014 1018 MB
Gross Beta 6.8 pCi/L 3 SM 7110B 10/09/2014 1018 MB.
Gross Beta Precision (±:) 1.5 pCi/L SM 7110B 10/09/2014 1018 MB
Radium 226 1.3 pCi/L 0.2 SM 7500 Ra-B 09/29/2014 1756 MB
Radium 226 Precision (+) 0.1 pCi/L SM 7500 Ra-B 09/29/2014 1756 MB
Radium 228 ND pCi/L 1Ga-Tech 10/16/2014 1805 MB
Radium 228 Precision (+) NA pCi/L Ga-Tech 10/16/2014 1805 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by:,¢ "
Wade Nieuwsma, Assistant Laboratory Manager Page 68 of 78



INTE OTINAB Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

ProjectName: MU B GL-8
Lab ID: $1409268-035
ClientSample ID: BM-060
COC: 155548

Date Reported 10/23/2014
Report ID S1409268001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409268
9/11/2014 12:10:00 PM
9/15/2014 10:03:00 AM
GF/KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

AnionslCations
Alkalinity, Total (As CaCO3) 209 mg/L 5 SM 2320B 09/16/2014 2247 BT

Alkalinity, Bicarbonate as HCO3 239 mg/L 5 SM 2320B 09/16/2014 2247 BT

Alkalinity, Carbonate as CO3 8 mg/L 5 SM 2320B 09/16/2014 2247 BT

Chloride 7 mg/L 1 EPA 300.0 09/17/2014 440 AB

Fluoride 0.2 mg/L 0.1 SM 4500FC 09/16/2014 2247 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/24/2014 1438 AMB

Sulfate 90 mg/L 1 EPA 300.0 09/18/2014 1940 AS

Calcium 59 mg/L 1 EPA 200.7 09/17/2014 1250 DG

Magnesium 12 mg/L 1 EPA 200.7 09/17/2014 1250 DG

Potassium 7 mg/L 1 EPA 200.7 09/17/2014 1250 IDG
Sodium 55 mg/L 1 EPA 200.7 09/17/2014 1250 DG

Nitrogen, Ammonia (As N) 0.1 mg/L 0.1 EPA 350.1 09/16/2014 1229 AMB

Silica as SiO2 17 mg/L 1 EPA 200.7 09/16/2014 1523 DG

General Parameters

pH 8.4 s.u. 0.1 SM 4500 H B 09/16/2014 2247 ST
Electrical Conductivity 591 pmhos/cm 5 SM 25108 09/16/2014 2247 ST

Total Dissolved Solids (180) 390 mg/L 10 SM 2540 09/18/2014 1303 I R

Data Quality

Cation Sum 6.47 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Anion Sum 6.27 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Cation-Anion Balance (+ 5%) 1.62 %0.01 SM 1030E 09/26/2014 835 JJ

Solids, Total Dissolved (Calc) 370 mg/L 10 SM 1030E 09/26/2014 835 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.05 dec. % 0.01 Calculation 10/13/2014 1146 WN

These results apply only to the samples tested.

Qualifiers: B Analyte detected in the associated Method Blank
E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LOL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L "Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 6t_2/./
Wade Nieuwsma, Assistant Laboratory Manager Page 69 of 78



IN•TE UTANLS Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

Date Reported 10/23/2014
Report ID S$1409268001

ProjectName:
Lab ID:
ClientSample ID:
COC:

MU B GL-8
$1409268-035
BM-060
155548

WorkOrder:
CollectionDate:

DateReceived:
FieldSampler:
Matrix:

S1409268
9/11/2014 12:10:00 PM
9/15/2014 10:03:00 AM
GF/KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg// 0.1 EPA 200.7 09/16/2014 1523 DG
Arsenic ND mg/L 0.001 EPA 200.8 09/16/2014 316 MS

Barium ND mg/L 0.1 EPA 200.8 09/16/2014 316 MS
Beryllium ND mg/L 0.001 EPA 200.7 09/16/2014 1523 DG

Boron ND mg/L 0.1 EPA 200.7 09/16/2014 1523 DG

Cadmium ND mg/L 0.001 EPA 200.8 09/16/2014 316 MS
Chromium ND mg/L 0.01 EPA 200.7 09/16/2014 1523 DG

Copper ND mg/L 0.01 EPA 200.8 09/16/2014 316 MS

Iron 0.17 mg/L 0.05 EPA 200.7 09/16/2014 1523 DG

Lead ND mg/L 0.01 EPA 200.8 09/16/2014 316 MS

Manganese 0.05 mg/L- 0.01 EPA 200.7 09/16/2014 1523 DG
Mercury ND mg/L 0.001 EPA 245.1 09/19/2014 1212 BJ
Molybdenum ND mg/L 0.01 EPA 200.8 09/16/2014 316 MS

Nickel ND mg/L 0.05 EPA 200.7 09/16/2014 1523 DG

Selenium ND mg/L 0.001 EPA 200.8 09/16/2014 316 MS

Uranium 0.0255 mg/L 0.0003 EPA 200.8 09/16/2014 316 MS
Vanadium ND mg/L 0.1 EPA 200.8 09/16/2014 316 MS

Zinc ND mg/L 0.01 EPA 200.7 09/16/2014 1523 DG

Metals -Total
Iron 1.76 mg/L 0.05 EPA 200.7 09/17/2014 2324 DG

Manganese . 0.06 mg/L 0.01 EPA 200.7 09/17/2014 2324 DG

Radionuclides - Dissolved
Gross Alpha 27.1 pCi/L 2 SM 7110B 10/09/2014 1018 MB
Gross Alpha Precision (+) 2.4 pCi/L SM 7110B 10/09/2014 1018 MB

Gross Beta 12.2 pCi/L 3 SM 7110B 10/09/2014 1018 MB

Gross Beta Precision (+) 1.7 pCi/L SM 7110B 10/09/2014 1016 MB
Radium 226 3.4 pCi/L 0.2 SM 7500 Ra-B 09/29/2014 1756 MB
Radium 226 Precision (+) 0.2 pCi/L SM 7500 Ra-B 09/29/2014 1756 MB

Radium 228 ND pCi/L 1 Ga-Tech 10/16/2014 2105 MB

Radium 228 Precision (+) NA pCi/L Ga-Tech 10/16/2014 2105 MB

These results apply only to the samples tested. RL - Reporting Limit

Qualifiers: B
E
J
M
0
X

Analyte detected in the associated Method Blank
Value above quantitation range
Analyte detected below quantitation limits
Value exceeds Monthly Ave or MCL or is less than LCL
Outside the Range of Dilutions
Matrix Effect

C
H
L

ND
S

Calculated Value
Holding times for preparation or analysis exceeded
Analyzed by a contract laboratory
Not Detected at the Reporting Limit
Spike Recovery outside accepted recovery limits

Reviewed by: 4--.,,.2
Wade Nieuwsma, Assistant Laboratory Manager Page 70 of 78



*'• ' Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

Date Reported 10/23/2014
Report ID $1409268001

ProjectName:
Lab ID:
ClientSample ID:
COG:

MU B GL-8
Si140926 8-036

BM-061

155548

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

S 1409268
9/11/2014 12:39:00 PM

9/15/2014 10:03:00 AM

GF/KA

Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Anions/Cations
Alkalinity, Total (As CaCO3) 242 mg/L 5 SM 23208 09/1 6/2014 2300 BT

Alkalinity, Bicarbonate as HCO3 282 mg/L 5 SM 2320B 09/16/2014 2300 8T

Alkalinity, Carbonate as 003 6 mg/L 5 SM 2320B 09/16/2014 2300 BT

Chloride 7 mg/L 1 EPA 300.0 09/17/2014 455 AB

Fluoride 0.1 mg/L 0.1 SM 4500FC 09/16/2014 2300 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/24/2014 1447 AMB
Sulfate 147 mg/L 1 EPA 300.0 09/18/2014 1955 AB

Calcium 84 mg/L 1 EPA 200.7 09/17/2014 1254 DG

Magnesium 17 mg/L 1 EPA 200.7 09/17/2014 1254 DG

Potassium 8 mg/L . 1 EPA 200.7 09/17/2014 1254 DG

Sodium 64 mg/L 1 EPA 200.7 09/17/2014 1254 DG

Nitrogen, Ammonia (As N) 0.3 mg/L 0.1 EPA 350.1 09/16/2014 1230 AMB

Silica as SiO2 18 mg/L 1 EPA 200.7 09/16/2014 1527 DG

General Parameters
pH 8.4 s.u. 0.1 SM 4500 H B 09/16/2014 2300 BT
Electrical Conductivity 770 pmhos/cm 5 SM 2510B 09/16/2014 2300 BT

Total Dissolved Solids (180) 510 mg/L 10 SM 2540 09/18/2014 1304 IR

Data Quality
Cation Sum 8.57 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Anion Sum 8.09 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Cation-Anion Balance (+ 5%) 2.89 % 0.01 SM 1030E 09/26/2014 835 JJ

Solids, Total Dissolved (Calc) 490 mg/L 10 SM 1030E 09/26/2014 835 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.04 dec. % 0.01 Calculation 10/13/2014 1146 WN

These results apply only to the samples tested.

Qualifiers: B
E
J
M
O
X

Analyte detected in the associated Method Blank
Value above quantitation range
Analyte detected below quantitation limits
Value exceeds Monthly Ave or MCL or is less than LCL
Outside the Range of Dilutions
Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: f-(,•-

Wade Nieuwsma, Assistant Laboratory Manager Page 71 of 78



N'• E OTANASInter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210

Glenrock, WY 82637

ProjectName: MU B GL-8

Lab ID: $1409268-036
ClientSample ID: BM-061

COC: 155548

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409268
9/11/12014 12:39:00 PM

9/15/2014 10:03:00 AM

GF/KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/16/2014 1527 DG
Arsenic ND mg/L 0.001 EPA 200.8 09/16/2014 321 MS
Barium ND mg/L 0.1 EPA 200.8 09/16/2014 321 MS

Beryllium ND mg/L 0.001 EPA 200.7 09/16/2014 1527 DG
Boron ND mg/L 0.1 EPA 200.7 09/16/2014 1527 DG
Cadmium ND mg/L 0.001 EPA 200.8 09/16/2014 321 MS
Chromium ND mg/L 0.01 EPA 200.7 09/16/2014 1527 DG
Copper ND mg/L 0.01 EPA 200.8 09/16/2014 321 MS
Iron 0.52 mg/L 0.05 EPA 200.7 09/16/2014 1527 DG
Lead ND mg/L 0.01 EPA 200.8 09/16/2014 321 MS
Manganese 0.08 mg/L 0.01 EPA 200.7 09/16/2014 1527 DG
Mercury ND mg/L 0.001 EPA 245.1 09/19/2014 1214 BJ
Molybdenum ND mg/L 0.01 EPA 200.8 09/16/2014 321 MS
Nickel ND mg/L 0.05 EPA 200.7 09/16/2014 1527 DG
Selenium ND mg/L 0.001 EPA 200.8 09/16/2014 321 MS
Uranium 0.185 mg/L 0.0003 EPA 200.8 09/16/2014 321 MS

Vanadium ND mg/L 0.1 EPA 200.8 09/16/2014 321 MS
Zinc ND mg/L 0.01 EPA 200.7 09/16/2014 1527 DG

Metals - Total
Iron 0.74 mg/L 0.05 EPA 200.7 09/17/2014 2326 DG

Manganese 0.08 mg/L 0.01 EPA 200.7 09/17/2014 2326 DG

Radionuclides - Dissolved
Gross Alpha 96.8 pCi/L 2 SM 7110B 10/09/2014 1018 MB
Gross Alpha Precision (+) 5.1 pCi/L SM 7110B 10/09/2014 1018 MB
Gross Beta 42.2 pCi/L 3 SM 7110B 10/09/2014 1018 MB
Gross Beta Precision (+) 2.6 pCi/L SM 71108 10/09/2014 1018 MB
Radium 226 0.9 pCi/L 0.2 SM 7500 Ra-B '09/29/2014 1756 MB

Radium 226 Precision (+) 0.1 pCi/L SM 7500 Ra-B 09/29/2014 1756 MB
Radium 228 2.2 pCi/L 1 Ga-Tech 10/17/2014 006 MB
Radium 228 Precision (+) 1.0 pCi/L Ga-Tech 10/17/2014 006 MB

These results apply only to the samples tested. RL - Reporting Limit
C Calculated ValueQualifiers: B

E
J
M
0
X

Analyte detected in the associated Method Blank
Value above quantitation range
Analyte detected below quantitation limits
Value exceeds Monthly Ave or MCL or is less than LCL
Outside the Range of Dilutions
Matrix Effect

H
L

ND
S

Holding times for preparation or analysis exceeded
Analyzed by a contract laboratory
Not Detected at the Reporting Limit
Spike Recovery outside accepted recovery limits

Reviewed by: 42• "
Wade Nieuwsma, Assistant Laboratory Manager "Page 72 of 78



INTR-OUTAN A' Inter-Mountain Labs Your Environmental Monitoring Partner

•1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

ProjectName: MU B GL-8
Lab ID: $1409268-037
ClientSample ID: BM-062

Date Reported 10/23/2014
Report ID S1409268001

WorkOrder: Si1409268
CollectionDate: 9/11/2014 1:39:00 PM
DateReceived: 9/15/2014 10:03:00 AM
FieldSampler: GF/KA
Matrix: Water

COC: 155548

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

AnionslCations
Alkalinity, Total (As CaCO3) 262 rag// 5 SM 2320B 09/16/2014 2313 BT

Alkalinity, Bicarbonate as HCO3 306 mg/L 5 SM 2320B 09/16/2014 2313 BT

Alkalinity, Carbonate as 003 6 mg/L 5 SM 2320B 09/16/2014 2313 BT

Chloride 9 mg/L 1 EPA 300.0 09/17/2014 509 AB

Fluoride 0.1 mg/L 0.1 SM 4500FC 09/16/2014 2313 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/24/2014 1448 AMB

Sulfate 81 mg/L 1 EPA 300.0 09/18/2014 2010 AB

Calcium 58 mg/L 1 EPA 200.7 09/17/2014 1311 DG

Magnesium 13 mg/L 1 EPA 200.7 09/17/2014 1311 DG

Potassium 7 mg/L 1 EPA 200.7 09/17/2014 1311 DG

Sodium 59 mg/L 1 EPA 200.7 09/17/2014 1311 DG

Nitrogen, Ammonia (As N) 0.2 mg/L 0.1 EPA 350.1 09/16/2014 1231 AMB

Silica as SiO2 17 mg/L 1 EPA 200.7 09/16/2014 1541 OG

General Parameters
pH 8.4 s.u. 0.1 SM 4500 H B 09/16/2014 2313 BT

Electrical Conductivity 626 pmhos/cm 5 SM 2510B 09/16/2014 2313 BT

Total Dissolved Solids (180) 410 mg/L 10 SM 2540 09/18/2014 1305 IR

Data Quality
Cation Sum 6.69 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Anion Sum 7.19 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Cation-Anion Balance (+ 5%) 3.57 %0.01 SM 1030E 09/26/2014 835 JJ

Solids, Total Dissolved (Calc) 400 mg// 10 SM 1030E 09/26/2014 835 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.03 dec. % 0.01 Calculation 10/13/2014 1146 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: _4-2•
Wade Nieuwsma, Assistant Laboratory Manager Page 73 of 78



Inter-Mountain Labs
INTER-MOUTAIN LABS

Your Environmental Monitoring Partner
1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

Date Reported 10/23/2014
Report ID $1409268001

ProjectName:
Lab ID:
ClientSample ID:
COC:

MU B GL-8
Si140 9268-037
BM-062
155548

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409268
9/11/2014 1:39:00 PM
9/15/2014 10:03:00 AM
GF/KA

Water

Comments
1Analyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/16/2014 1541 DG
Arsenic 0.006 mg/L 0.001 EPA 200.8 09/16/2014 327 MS
Barium ND mg/L 0.1 EPA 200.8 09/16/2014 327 MS
Beryllium ND mg/L 0.001 EPA 200.7 09/16/2014 1541 DG
Boron ND mg/L 0.1 EPA 200.7 09/16/2014 1541 DG
Cadmium ND mg/L 0.001 EPA 200.8 09/16/2014 327 MS
Chromium ND mg/L 0.01 EPA 200.7 09/16/2014 1541 DG
Copper ND mg/L 0.01 EPA 200.8 09/16/2014 327 MS
Iron ND mg/L 0.05 EPA 200.7 09/18/2014 1439 DG
Lead ND mg/L 0.01 EPA 200.8 09/16/2014 327 MS
Manganese 0.07 mg/L 0.01 EPA 200.7 09/16/2014 1541 DG
Mercury ND mg/L 0.001 EPA 245.1 09/23/2014 1400 BJ
Molybdenum ND mg/L 0.01 EPA 200.8 09/16/2014 327 MS
Nickel ND mg/L 0.05 EPA 200.7 09/16/2014 1541 DG
Selenium ND mg/L 0.001 EPA 200.8 09/16/2014 327 MS
Uranium 0.140 mg/L 0.0003 EPA 200.8 09/16/2014 327 MS
Vanadium ND mg/L 0.1 EPA 200.8 09/16/2014 327 MS
Zinc ND mg/L 0.01 EPA 200.7 09/16/2014 1541 DG

Metals - Total
Iron 0.74 mg/L 0.05 EPA 200.7 09/17/2014 2329 DG
Manganese 0.10 rag// 0.01 EPA 200.7 09/17/2014 2329 DG

Radionuclides - Dissolved
Gross Alpha 81.1 pCi/L 2 SM 71108 10/09/2014 1018 MB
Gross Alpha Precision (+) 4.6 pCi/L SM 7110OB 10/09/2014 1018 MB
Gross Beta 33.1 pCi/L 3 SM 711DB 10/09/2014 1018 MB
Gross Beta Precision (+) 2.4 pCi/L SM 7110B 10/09/2014 1018 MB
Radium 226 6.2 pCi/L 0.2 SM 7500 Ra-B 09/29/2014 1756 MB
Radium 226 Precision (+) 0.3 pCi/L SM 7500 Ra-B 09/29/2014 1756 MB
Radium 228 ND pCi/L 1 Ga-Tech 10/17/2014 307 MB
Radium 228 Precision (+) NA pCi/L Ga-Tech 10/.17/2014 307 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M . Value exceeds Monthly Ave or MOL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL'- Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

NO Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 6-( --2
Wade Nieuwsma, Assistant Laboratory Manager Page 74 of 78



.. •~iI Inter-Mountain Labs' Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

ProjectName: MU B GL-8
Lab ID: $1409268-038
ClientSample ID: BM-063

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

S51409268
9/11/2014 5:13:00 PM

9/15/2014 10:03:00 AM

GF/KA
Water

COC: 155548

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

,Anions/Cations
Alkalinity, Total (As CaCO3) 326 mg/L 5 SM 2320B 09/16/2014 2326 BT

Alkalinity, Bicarbonate as HCO3 376 mg/L 5 SM 2320B 09/16/2014 2326 BT

Alkalinity, Carbonate as CO3 11 mg/L 5 SM 2320B 09/16/2014 2326 BT

Chloride 7 .mg/L 1 EPA 300.0 09/22/2014 2244 AB

Fluoride 0.1 mg/L 0.1 SM 4500FC 09/16/2014 2326 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/24/2014 1449 AMB

Sulfate 2 mg/L 1 EPA 300.0 09/22/2014 2244 AB

Calcium 56 mg/L 1 EPA 200.7 09/23/2014 1339 DG

Magnesium 18 mg/L 1 EPA 200.7 09/17/2014 1313 DG

Potassium 8 mg/L 1 EPA 200.7 09/17/2014 1313 DG
Sodium 57 mg/L 1 EPA 200.7 09/23/2014 1339 DG

Nitrogen, Ammonia (As N) 0.1 mg/L 0.1 EPA 350.1 09/16/2014 1239 AMB

Silica as SiO2 19 mg/L 1 EPA 200.7 09/16/2014 1543 DG

General Parameters
pH 8.5 s.u. 0.1 SM 4500 H B 09/16/2014 2326 BT

Electrical Conductivity 589 pmhos/cm 5 SM 25108 09/16/2014 2326 BT
Total Dissolved Solids (180) 350 mg/L 10 SM 2540 09/118/2014 1306 IR

Data Quality
Cation Sum 6.98 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Anion Sum 6.77 meq/L 0.01 SM 1030E 09/26/2014 835 JJ

Cation-Anion Balance (+ 5%) 1.54 %0.01 SM 1030E 09/26/2014 835 JJ

Solids, Total Dissolved (Calc) 360 mg/L 10 SM 1030E 09/26/2014 835 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 0.97 dec. % 0.01 Calculation 10/13/2014 1146 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: ,•'f"

Wade Nieuwsma, Assistant Laboratory Manager Page 75 of 78



Inter-Mountain Labs
INTER-MOUTAIN LABS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: MU B GL-8

Lab ID: S1409268-038
ClientSample ID: BM-063
COC: 155548

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409268
9/11/2014 5:13:00 PM
9/15/2014 10:03:00 AM
GF/KA
Water

Comments
Analyses Result Units Qual RL Method Date Aaye/i

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/16/2014 1543 DG
Arsenic ND mg/L 0.001 EPA 200.8 09/16/2014 332 MS
Barium 0.3 mg/L 0.1 EPA 200.8 09/16/2014 332 MS
Beryllium ND mg/L 0.001 EPA 200.7 09/16/2014 1543 DG
Boron ND mg/L 0.1 EPA 200.7 09/16/2014 1543 DG
Cadmium ND mg/L 0.001 EPA 200.8 09/16/2014 332 MS
Chromium ND mg/L 0.01 EPA 200.7 09/16/2014 1543 DG
Copper ND mg/L 0.01 EPA 200.8 09/16/2014 332 MS
Iron ND mg/L 0.05 EPA 200.7 09/18/2014 1441 DG
Lead ND mg/L 0.01 EPA 200.8 09/16/2014 332 MS
Manganese 0.07 mg/L 0.01 EPA 200.7 09/18/2014 1441 DG
Mercury ND mg/L 0.001 EPA 245.1 09/23/2014 1406 BJ

Molybdenum ND mg/L 0.01 EPA 200.8 09/16/2014 332 MS
Nickel ND mg/L 0.05 EPA 200.7 09/16/2014 1543 DG
Selenium .ND mg/L 0.001 EPA 200.8 09/16/2014 332 MS
Uranium 0.0717 mg/L 0.0003 EPA 200.8 09/16/2014 332 MS
Vanadium ND mg/L 0.1 EPA 200.8 09/16/2014 332 MS

Zinc ND mg/L 0.01 EPA 200.7 09/16/2014 1543 DG

Metals - Total
Iron 2.42 mg/L 0.05 EPA 200.7 09/17/2014 2331 DG
Manganese 0.07 mg/L 0.01 EPA 200.7 09/17/2014 2331 DG

Radionuclides - Dissolved
Gross Alpha 39.9 pCi/L 2 SM 7110B 10/09/2014 1018 MB
Gross Alpha Precision (+) 3.0 pCi/L SM 7110B 10/09/2014 1018 MB
Gross Beta 19.8 pCi/L 3 SM 7110B 10/09/2014 1018 MB
Gross Beta Precision (+) 2.1 pCi/L SM 7110B 10/09/2014 1018 MB
Radium 226 2.6 pCi/L 0.2 • SM 7500 Ra-B 09/29/2014 1756 MB
Radium 226 Precision (+) 0.2 pCi/L SM 7500 Ra-B 09/29/2014 1756 MB
Radium 228 ND pCi/L 1 Ga-Tech 10/17/2014 608 MB
Radium 228 Precision (+) NA pCi/L Ga-Tech 10/17/2014 608 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E value above quantitation range
J Analyte detected below quantitation limits
M value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

_ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: ••
Wade Nieuwsma, Assistant Laboratory Manager Page 76 of 78



NIR OUlAN B Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

ProjectName: MU B GL-8
Lab ID: $1409268-039
ClientSample ID: BM-064
COO: 155548

Date Reported 10/23/2014
Report ID $1409268001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

SI 1409268
9/11/2014 4:47:00 PM

9/15/2014 10:03:00 AM

GF/KA

Water

Comments
Analyses ReutUnits Qual RL MehdDateAnyedli

AnionslCations
Alkalinity, Total (As CaCO3) 430 mg/L 5 SM 23208 09/17/2014 001 BT
Alkalinity, Bicarbonate as HCO3 503 mg/L 5 SM 23208 09/17/2014 001 BT
Alkalinity, Carbonate as CO3 10 mg/L 5 SM 23208 09/17/2014 001 BT
Chloride 8 mg/L 1 EPA 300.0 09/22/2014 2255 AB
Fluoride 0.1 mg/L 0.1 SM 4500FC 09/17/2014 001 BT
Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/24/2014 1450 AMB
Sulfate ND mg/L 1 EPA 300.0 09/18/2014 2040 AB
Calcium 79 mg/L 1 EPA 200.7 09/23/2014 1341 DG
Magnesium 19 mg/L 1 EPA 200.7 09/17/2014 1315 DG
Potassium ND mg/L 1 EPA 200.7 09/17/2014 1315 DG
Sodium 70 mg/L 1 EPA 200.7 09/23/2014 1341 DG
Nitrogen, Ammonia (As N) 0.6 mg/L 0.1 EPA 350.1 09/16/2014 1240 AMB
Silica as 5iO2 ND mg/L 1 EPA 200.7 09/16/2014 1546 DG

General Parameters
pH 8.4 s.u. 0.1 SM 4500 H B 09/17/2014 001 BT
Electrical Conductivity 774 p mhos/cm 5 SM 25108 09/17/2014 001 BT
Total Dissolved Solids (180) 450 mg/L 10 SM 2540 09/18/2014 1307 IR

Data Quality
Cation Sum 8.57 meq/L 0.01 SM 1030E 09/26/2014 835 JJ
Anion Sum 8.81 meq/L 0.01 SM 1030E 09/26/2014 835 JJ
Cation-Anion Balance (_+ 5%) 1.40 % 0.01 SM 1030E 09/26/2014 835 JJ
Solids, Total Dissolved (Caic) 430 mg/L 10 SM 1030E 09/26/2014 835 JJ
Calculated TDS/TDS Ratio (0.80-1.20) 1.05 dec. % 0.01 Calculation 10/13/2014 1146 WN

These results apply only to the samples tested.

Qualifiers: B Analyte detected in the associated Method Blank
E value above quantitation range
J Analyte detected below quantitation limits
M value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: .
Wade Nieuwsma, Assistant Laboratory Manager Page 77 of 78



INTER-MOUBTAIN LABSIne-otinLb

Your Environmental Monitoring Partner
1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210

Glenrock, WY 82637

ProjectName: MU B GL-8
Lab ID: $1409268-039
ClientSample ID: BM-064
COC: 155548

Date Reported 10/23/2014
Report ID S1409268001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

Si1409268
9/11/2014 4:47:00 PM

9/15/2014 10:03:00 AM

GF/KA
Water

Comments
SAnalyses Result Units Oval RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/16/2014 1546 DG

Arsenic ND mg/L 0.001 EPA 200.8 09/16/2014 337 MS

Barium 0.3 mg/L 0.1 EPA 200.8 09/16/2014 337 MS

Beryllium ND mg/L 0.001 EPA 200.7 09/116/2014 1546 DG

Boron ND mg/L 0.1 EPA 200.7 09/16/2014 1546 DG
Cadmium ND mg/L 0.001 EPA 200.8 09/16/2014 337 MS

Chromium ND mg/L 0.01 EPA 200.7 09/16/2014 1546 DG

Copper ND mg/L 0.01 EPA 200.8 09/16/2014 337 MS

Iron ND mg/L 0.05 EPA 200.7 09/16/2014 1546 DG
Lead ND mg/L 0.01 EPA 200.8 09/16/2014 337 MS

Manganese 0.09 mg/L 0.01 EPA 200.7 09/18/2014 1450 DG

Mercury ND mg/L 0.001 EPA 245.1 09/23/2014 1408 BJ

Molybdenum ND mg/L 0.01 EPA 200.8 09/16/2014 337 MS

Nickel ND mg/L 0.05 EPA 200.7 09/16/2014 1546 DG

Selenium ND mg/L 0.001 EPA 200.8 09/16/2014 337 MS

Uranium 0.0084 mg/L 0.0003 EPA 200.8 09/16/2014 337 MS

Vanadium ND mg/L 0.1 EPA 200.8 09/16/2014 337 MS

Zinc 10.8 mg/L 0.01 EPA 200.7 09/16/2014 1546 DG

Metals - Total
Iron 3.74 mg/L 0.05 EPA 200.7 09/17/2014 2340 DG

Manganese 0.09 mg/L 0.01 EPA 200.7 09/17/2014 2340 DG

Radionuclides - Dissolved
Gross Alpha 19.3 ptilL 2 SM 7110B 10/09/2014 1018 MB

Gross Alpha Precision (+) 2.3 pCi/L SM 7110B 10/09/2014 1018 MB

Gross Beta 9.1 pCi/L 3 SM 7110B 10/09/2014 1018 MB
Gross Beta Precision (±•) 1.7 pCi/L SM 7110B 10/09/2014 1018 MB

Radium 226 8.3 pCi/L 0.2 SM 7500 Ra-B 10/06/2014 1501 MB
Radium 226 Precision (+) 0.3 pCi/L SM 7500 Ra-B 10/06/2014 1501. MB

Radium 228 ND pCi/L 1 Ga-Tech 10/17/2014 909 MB
Radium 228 Precision (+) NA pCi/L Ga-Tech 10/17/2014 909 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42
Wade Nieuwsma, Assistant Laboratory Manager Page 78 of 78



INTE ONABLS Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82501 ph. (307) 672-8945
ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
$1409268

MU B GL-8

Date: 10/23/2014

Report ID: $1409268001

Alkalinity Sample Type M~BLK Units: mg/L

BLANK (09/16/14 10:23) RunNo: 112667

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Alkalinity, Total (As CaCO3) ND 5

BLANK (09/23/14 11:12) RunNo: 113008

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Alkalinity, Bicarbonate as HCO3
Alkalinity, Carbonate as C03

Alkalinity, Total (As CaCO3)

ND
ND

ND

5
5

5

Alkaliinity Sample Type LCS Units: mg/L
ATQC (09/16/14 10:12) RunNo: 112667

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

•Alkalinity, Total (As CaCO3) 575 5 595 96.5 90 - 110

ATQC (09/23/14 11:02) RunNo: 113008

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Alkalinity, Bicarbonate as HC03 627 5

Alkalinity, Carbonate as C03 42 5

Alkalinity, Total (As CaCO3) 584 5 595 98.2 90 - 110

inity Sample Type DUP Units: mg/LAlkali

$1409268-009AD (09/16/14 16:09) RunNo: 112667

A n a lyte ir e Su lt r 'u r ~ei o am p 70r~ r'L ' 7or •,-L, 70o r '• -U L IIiII[S •.u al I
Alkalinity, Bicarbonate as HCO3 200 5 200 0.130 20

Alkalinity, Carbonate as 003 ND 5 ND 20

Alkalinity, Total (As CaC03) 169 5 168 0.291 20

$1409268-020AD (09/16/14 19:13) RunNo: 112667

Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Alkalinity, Bicarbonate as HCO3 200 5 200 0.0662 20

Alkalinity, Carbonate as 003 ND 5 ND 20

Alkalinity, Total (As CaCO3) 169 5 171 1.18 20

$1409268-030AD (09/16/14 21:47) RunNo: 112667

Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Alkalinity, Bicarbonate as HCO3 236 5 250 5.56 20

Alkalinity, Carbonate as CO3 ND 5 6 20

Alkalinity, Total (As CaCO3) 200 5 215 7.04 20

S1 1409439-007AD (09/23/14 16:58) RunNo: 113008

Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Alkalinitv. Bicarbonate as HCO3 657 5 659 0.234 20

Alkalinity, Carbonate as 003
Alkalinity, Total (As CaCO3)

ND

539

5
5

ND

540

20

200.234

Qualifiers: B Analyte detected in the associated Method Blank.
H Holding times for preparation or analysis exceeded

L Analyzed by a contract laboratory

0 Outside the Range of Dilutions

S Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect

Page 1 of 27



Inter-Mountain Labs
INTER-MOUNTAiN LAOS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
$1409268

MU B GL-8

Date: 10/2312014

Report ID: $1409268001

Cond uctivity Sample Type MBLK Units: pmhos/cm
BLANK (09/16/14 10:23) RunNo: 112667

Analyte Result RL Spike Ref Samp %REC % Rec Limits Dual

Electrical Conductivity ND 5

BLANK (09/23/14 11:12) RunNo: 113008

Analyte Result RL Spike, Ref Samp %REC % Rec Limits Dual

Electrical Conductivity ND 5

uctivity Sample Type LCS Units: pmhos/cmCond

ATQC (09/16/14 10:12) RunNo: 112667

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual
Electrical Conductivity 1040 5 1060 97.7 90 - 110

ATQC (09/23/14 11:02) RunNo: 113008

A nalyte Result RL Spike Ref Samp %REC % Rec Limits Dual

Electrical Conductivity 1040 5 1060 98.4 90 -110

Juctivity .Sample Type DUP Units: pmhos/cmCond

$1409268-009AD (09/16/14 16:09) RunNo: 112667

Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual
Electrical Conductivity 509 5 510 0.196 20

$1409268-020AD (0/1/1a 9:3)Ruy:t126

Electrical Conductivity 566 5 568 01.352 20

$1409288-030AD (09/17/1400:1:4) RunNo: 112667

* Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Electrical Conductivity 47 5 48 1.25 20

Qualifiers: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

0 Outside the Range of Dilutions
S Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect

Page 2 of 27



"•'l•,Inter-Mountain Labs Your Environmental Monitoring Partner

IHTER-MOUN~AIN LABS

CLIENT:
Work Order:

Project:

1673 Tenra Avenue, Sheridan, Wyoming 82801 ph. (307) 672-8945
ANALYTICAL QC SUMMARY REPORT

Power Resources (Cameco)

$1409268 R•

MU B GL-8

Date: 10/23/2014

eport ID: $1409268001

Dissolved Mercury by EPA 245.1 - Water Sample Type MBLK Units: mg/L

Mercury ND 0.001

SLOS (09/19/14109:55) RunNo: 112906

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qua[

Mercury 0.00 0.001 0.212 8515

[ LCS (09/23/14 13:25) RunNo: 112981

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Mercury 0.002 0.001 0.002 94.3 85 - 115

[5LCS4091238O14 (919/1 1028 RunNo: 112905

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qua!

Mercury 0.002 0.001 0.00127 N 97.0 70 - 130

[51409268-001D (09/19/14 11012) RunNo: 112906

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Mercury 0.002 0.001 0.001 97 ND 1702 70 - 130

[S 1409268-0119D (09/19/14 11:26 ) RunNo: 112906

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Mercury 0.002 0.001 0.001 97 ND 98.3 70 - 130

S1409268-019D (09/19/14 11:59) RunNo: 112906

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Mercury 0.002 0.001 0.001 97 ND 1013 70 - 130

[S1409268-0290 (09/23/14 14:02) RunNo: 112981

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Mercury 0.002 0.001 0.001 97 ND 94.9 70 - 130

Dissolved Mercury by EPA 245.1 - Water Sample Type MSD Units: mg/L
[S1409268-oo01D (09/19/14 10:30) RunNo: 112906

IAnalyte Result RL Conc %RPD %REC % RPD Limits Qual

Mruy0.002 0.001 0.002 0.136 96.9 20

Mercury 0.002 0.001 0.002 1.52 100 20

Qualifiers: B
H

L

O

S

Analyte detected in the associated Method Blank
Holding times for preparation or analysis exceeded

Analyzed by a contract laboratory

Outside the Range of Dilutions

Spike Recovery outside accepted recovery limits

E
JI

ND

R

X

Value above quantitation range
Analyte detected below quantitation limits

Not Detected at the Reporting Limit

RPD outside accepted recovery limits

Matrix Effect

Page 3 of 27



E•lY', Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
ANALYTICAL QC SUMMARY REPORT

CLIENT: Power Resources (Cameco)
Work Order: S$1409268

Project: MU B GL-8

Date: 10/23/2014

Report ID: $1409268001

Dissolved Mercury by EPA 245.1 - Water Sample Type MSD Units: mg/L

SI 1409268-01 9D (09/19/14 11:28) RunNo: 112906
Analyte Result RL Conc %RPD~ %REC % RPD Limits Qual

Mercury 0.002 0.001 0.002 0.299 98.0 20

S$1409268-029D (09/19/14 12:01) RunNo: 112906

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Mercury 0.002 0.001 0.002 3.86 97.1 20
$1409268-037D (09/23/14 14:04) RunNo: 112981

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Mercury 0.002 0.001 0.002 1.60 93.4 20

Dissolved Metals by ICP - EPA 200.7 - Water Sample Type MBLK Units: mg/L
IMBLK DISS/CAT (09/16/14 09:52) RunNo: 112658

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Aluminum ND 0.1

Beryllium ND 0.01
Boron ND 0.1

Chromium ND 0.01

Iron ND 0.05
Manganese ND 0.02

Nickel ND 0.01

Zinc ND 0.01
IMBLKD0155ICAT (09/118/14 14:03) RunNo: 112792

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Aluminum ND 0.1

Beryllium ND 0.01
Boron ND 0.1

Chromium ND 0.01

Iron ND 0.05

Manganese ND 0.02

Nickel ND 0.01

Zinc ND 0.01
Dissolved Metals by ICP - EPA 200.7 - Water Sample Type LCS Units: mg/L

IDISS LCS Q (09/16/14 09:55) RunNo: 112658

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Aluminum 1.0 0.1 1 99.5 856-115
Beryllium

Boron

Chromium

Iron
Manganese

Nickel

Zinc

1.01 0.01
1.0 0.1

1.02 0.01

0.98 0.05

1.02 0.02

1 .02 0.01
1.00 0.01

1
1

1
1

1

1

1

101

97.3

102
98.1

102

102

99.7

85- -115
85 - 115

85 - 115
85 - 115

86 - 115

85 - 115
85 - 115

Qualifiers: B
H
L

0

S

Analyte detected in the associated Method Blank
Holding times for preparation or analysis exceeded

Analyzed by a contract laboratory

Outside the Range of Dilutions

Spike Recovery outside accepted recovery limits

E
J

ND

R

X

Value above quantitation range
Analyte detected below quantitation limits
Not Detected at the Reporting Limit

RPD outside accepted recovery~limits

Matrix Effect

Page 4 of 27



BYIR MUT ASInter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT:

Work Order:

Project:

Power Resources (Cameco)
$1409268

MU B GL-8

Date: 10/23/2014

Report ID: S 1409268001

Dissolved Metals by iCP - EPA 200.7 - Water
DISS LOS Q (09/18/14 14:05)

Analyte

Sample Type LOS
RunNo: 112792

Result RL

Units: mg/L
Units: 

mg/L

Spike Ref Samp %REC % Rec Limits Qual

Aluminum
Beryllium

Boron

Chromium

Iron

Manganese

Nickel

Zinc

1.0 0.1
0.99 0.01

1.0 0.1

1.02 0.01

0.99 0.05

1.03 0.02

1.01 0.01

0.99 0.01

1
1

1

1

1

1

1

1

100
99.0

96.3

102

99.1

103

101

98.7

85 - 115
85 - 115

85 - 115

85 - 115

85 -115

85 -115

85 - 115

85 - 115

Dissolved Metals by lCP - EPA 200.7 - Water Sample Type MS Units: mg/L
S1409268-001DS (09/16/14 12:46) RunNo: 112658

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Aluminum 0.3 0.1 0.25 ND 106 70 - 130

Beryllium 0.283 0.001 0.25 ND 113 70 - 130

Boron 0.3 0.1 0.25 ND 104 70 - 130

Chromium 0.27 0.01 0.25 ND 109 70 - 130

Iron 0.59 0.05 0.25 0.35 95.9 70 - 130

Manganese 0.29 0.01 0.25 0.03 104 70 - 130

Nickel 0.27 0.05 0.25 ND 107 70 - 130

Zinc 0.27 0.01 0.25 ND 110 70 - 130
S 1409268-008DS (09/16/14 13:31 ) RunNo: 112658

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Aluminum 0.3 0.1 0.25 ND 93.4 70 - 130

Beryllium 0.266 0.001 0.25 ND 106 70 - 130

Boron 0.3 0.1 0.25 ND 95.8 70 - 130

Chromium 0.25 0.01 0.25 ND 101 70 - 130

Iron 0.48 0.05 0.25 0.25 91.1 70 - 130

Manganese 0.29 0.01 0.25 0.05 95.9 70 - 130

Nickel 0.25 0.05 0.25 ND 97.6 70 - 130

Zinc 0.26 0.01 0.25 ND 103 70 - 130
$1409268-015DS (09/16/14 14:01 ) RunNo: 112658

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Aluminum
Beryllium

Boron

Chromium

Iron
Manganese

Nickel
Zinc

0.3 0.1
0.261 0.001

0.3 0.1

0.25 0.01

0.79 0.05
0.27 0.01

0.25 0.05

0.25 0.01

0.25 ND 97.7
0.25 ND 104

0.25 ND 95.4

0.25 ND 99.9

0.25 0.58 86.6

0.25 0.03 96.1
0.25 ND 98.1

0.25 ND 101

70- 130
70- 130

70- 130

70- 130
70- 130
70- 130.

70-130

70-130

Qualifiers: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded

L Analyzed by a contract laboratory

0 Outside the Range of Djiutions
S Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

NO Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect

Page 5 of 27



"*t Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph. (307) 672-8945
ANALYTICAL QC SUMMARY REPORT

CLIENT: Power Resources (Cameco) Date: 10/23/2014

Work Order: S$1409268 Report ID: $1409268001
Project: MU B GL-8

Dissolved Metals by ICP - EPA 200.7 - Water Sample Type MS Units: mg/L
$1409268-022DS (09/16/14 14:31) RunNo: 112658

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Aluminum 0.3 0.1 0.25 ND 99.8 70 - 130

Beryllium 0.273 0.001 0.25 ND 109 70- 130

Boron 0.3 0.1 0.25 ND 98.2 70 - 130

Chromium 0.26 0.01 0.25 ND 103 70 - 130

Iron 0.31 0.05 0.25 0.06 98.5 70 - 130

Manganese 0.28 0.01 0.25 0.03 98.2 70 - 130

Nickel 0.25 0.05 0.25 ND 101 70 - 130

Zinc 0.26 0.01 0.25 ND 105 70 - 130
SI $409268-029DS (09/16/14 15:00) RunNo: 112658

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Aluminum 0.3 0.1 0.25 ND 101 70 - 130

Beryllium 0.273 0.001 0.25 ND 109 70 - 130
Boron 0.3 0.1 0.25 ND 99.7 70 - 130

Chromium 0.26 0.01 0.25 ND 106 70 - 130

Iron 0.45 0.05 0.25 0.21 96.0 70- 130

Manganese 0.28 0.01 0.25 0.03 101 70 - 130

Nickel 0.27 0.05 0.25 ND 106 70 - 130

Zinc 0.27 0.01 0.25 ND 108 70 - 130
S1409268-036DS (09/16/14 15:30) RunNo: 112658

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Aluminum
Beryllium

Boron

Chromium

Iron

Manganese

Nickel

Zinc

Dissolved Metals by ICP - EPA 200.7 - Water,

0.3 0.1 0.25 ND 99.6 70 - 130
•0.269 0.001 0.25 ND 108 70 - 130

0.3 0.1 0.25 ND 96.7 70 - 130

0.26 0.01 0.25 ND 105 70 - 130

0.75 0.05 0.25 0.52 90.1 70 - 130
0.32 0.01 0.25 0.08 96.6 70 - 130

0.25 0.05 0.25 ND 101 70- 130

0.27 0.01 0.25 ND 107 70 - 130

Sample Type MSD Units: mg/L

S1409268-001 DSD (09/16/14 12:48) RunNo: 112658Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Aluminum 0.3 0.1 0.3 3.77 101 20

Beryllium
Boron

Chromium

Iron
Manganese

Nickel

Zinc

0.276 0.001 0.283 2.66 110
0.3 0.1 0.3 2.64 101

0.26 0.01 0.27 3.32 105

0.58 0.05 0.59 1.71 91.9

0.28 0.01 0.29 3.11 101
0.26 0.05 0.27 3.55 103
0.26 0.01 0.27 3.96 105

20
20

20

20

20

20

20

Qualifiers: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory
0 Outside the Range of Dilutions

S Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect

Page 6 of 27



liv. Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
ANALYTICAL QC SUMMARY REPORT

CLIENT: Power Resources (Cameco)
Work Order: $1409268

Project: MU B GL-8

Dissolved Metals by ICP - EPA 200.7 - Water

5 1409268-008DSD (09/16/14 13:34)

Date: 10/23/2014

Report ID: $1409268001

Sample Type MSD
RunNo: 112658

Units: mg/L
Units: 

mg/L

1:l fl'..... O/= nDl-" O nl1c:'' OL Dorn I ;....;,.. fl.im

IAnalyte rlCSUiL FlL ',.JUIII. -/or.r-LJ -/OFI•'*.J /0 r'%L-. LI.-IIILa .I.CI

Aluminum 0.3 0.1 0.3 2.14 95.7 20

Beryllium 0.267 0.001 0.266 0.509 107 20

Boron 0.3 0.1 0.3 2.96 99.4 20

Chromium 0.26 0.01 0.25 1.68 102 20

Iron 0.48 0.05 0.48 0.682 92.4 20

Manganese 0.28 0.01 0.29 0.244 95.6 20

Nickel 0.26 0.05 0.25 3.55 101 20

Zinc 0.26 0.01 0.26 1.97 105 20
5 1409268-015DSD (09/16/14 14:03) RunNo: 112658

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Aluminum 0.3 0.1 0.3 4.51 102 ,20

Beryllium 0.279 0.001 0.261 6.86 111 20

Boron 0.3 0.1 0.3 7.68 104 20

Chromium 0.27 0.01 0.25 7.44 107 20

Iron 0.81 0.05 0.79 1.58 91.6 20

Manganese 0.28 0.01 0.27 5.67 102 20

Nickel 0.26 0.05 0.25 6.80 105 20

Zinc . 0.27 0.01 0.25 7.83 109 20
51 1409268-022DSD (09/16/14 14:33) RunNo: 112658

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Aluminum 0.3 0.1 0.3 0.170 100 20

Beryllium 0.270 0.001 0.273 1.05 108 20

Boron 0.3 0.1 0.3 0.163 98.4 20

Chromium 0.26 0.01 0.26 0.191 103 20

Iron 0.31 0.05 0.31 0.194 98.2 20

Manganese. 0.28 0.01 0.28 0.608 97.5 20

Nickel 0.26 0.05 0.25 0.790 102 20

Zinc 0.26 0.01 0.26 0.287 104 20
51 S409268-029DSD (09/16/14 15:03) RunNo: 112658

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Aluminum
Beryllium

Boron

Chromium

Iron

Manganese

Nickel

Zinc

0.3 0.1 0.3 2.90 104 20
0.278 0.001 0.273 1.76 111 20

0.3 0.1 0.3 1.53 101 20

0.27 0.01 0.26 1.35 107 20

0.45 0.05 0.45 0.789 97.4 20

0.29 0.01 0.28 1.00 102 20
0.27 0.05 0.27 0.715 106 20

0.27 0.01 0.27 1.55 110 20

Qualifiers: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded

L Analyzed by a contract laboratory

0 Outside the Range of Dilutions

S Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect

Page 7 of 27



Inter-Mountain Labs

INTER-MOUNTAIN LABS 1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

Your Environmental Monitoring Partner

CLIENT: Power Resources (Cameco)
Work Order: S 1409268

Date: 10/23/2014

Report ID: $ 1409268001

Prjet

MU B GL-8

Dissolved Metals by ICP - EPA 200.7 - Water
S1409268-036DSD (09/16/14 15:32)

Analyte

Sample Type MSD Units: mg/L
RunNo: 112658

Result RL Conc %RPD %REC % RPD Limits Qual

Aluminum
Beryllium

Boron

Chromium

Iron

Manganese

Nickel

Zinc

0.3 0.1 0.3 5.95 106
0.289 0.001 0.269 7.64 116

0.3 0.1 0.3 7.24 105
0.28 0.01 0.26 7.97 113

0.76 0.05 0.75 2.09 96.4

0.34 0.01 0.32 6.50 105

0.28 0.05 0.25 9.14 110

0.29 0.01 0.27 8.46 116

20
20

20

20

20

20

20

20

Dissolved Metals by ICPMS EPA 200.8 - Water Sample Type MBLK Units: mg/L
SMBLK (09/15/14 13:02) RunNo: 112613

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Arsenic ND 0.005
Barium ND 0.1

Cadmium ND 0.001
Copper ND 0.01

Lead ND 0.02

Molybdenum ND 0.02
Selenium ND 0.001

Uranium .ND 0.0003

Vanadium ND 0.02

Dissolved Metals by ICPMS EPA 200.8 - Water Sample Type LCS Units: mg/L
SLCS (09/15/14 12:57) RunNo: 112613

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Arsenic
Barium

Cadmium

Copper

Lead
Molybdenum

Selenium

Uranium

Vanadium

0.104 0.005 0.1
ND 0.1 0.1

0.101 0.001 0.1

0.10 0.01 0.1

0.10 0.02 0.1

0.10 0.02 0.1

0.102 0.001 0.1

0.103 0.0003 0.1

0.10 0.02 0.1

104 85 -115
98.9 85 -115

101 -85 -115

104 85 -115

101 85 -115

102 85 -115

102 85 -115

103 85 -115

103 85 -115

Disso Ived Metals by ICPMS EPA 200.8 - Water Sample Type MS Units: mg/L
$1409268-001DS (09/15/14 22:16) RunNo: 112613

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Arsenic
Barium

Cadmium
Copper

Lead

1.10 0.001 1.1 ND 99.7 70 -130
1.1 0.1 1.1 ND 93.3 , 70-130

1.11 0.001 1.1 ND 101 70 -130

1.15 0.01 1.1 ND 104 70 -130

1.06 0.01 1.1 ND 96.4 70 - 130

Qualifiers: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded

L Analyzed by a contract laboratory

O Outside the Range of Dilutions
S Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect

Page 8 of 27



I IYI Inter-Mountain Labs
IHTER-MOONTAI NLABS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT: Power Resources (Cameco)
Work Order: $ 1409268

Project: MU B GL-8

Dissolved Metals by ICPMS EPA 200.8 - Water

S1409268-001 DS (09/15/14 22:16)

Date: 10/23/20 14

Report ID: S$1409268001

Sample Type MS Units: mg/L
RunNo: 112613

SAnalyte I¶•auIl, r\L OFJIlN. T\il OdikiP -/orI-Lo 7/o r'.dU LiI[III.IS =U~

Molybdenum 1.08 0.01 1.1 ND 98.1 70 - 130

Selenium 1.03 0.001 1.1 ND 93.8 70- 130

Uranium . 1.11 0.0003 1.1 0.0076 100 70 -130

Vanadium 1.1 0.1 1.1 ND 99.4 70 - 130
S 1409268-011 DS (09/15/1423:47) RunNo: 112613

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Arsenic 1.10 0.001 1.1 ND 99.8 70 - 130

Barium 1.1 0.1 1.1 ND 94.7 70 - 130

Cadmium 1.13 0.001 1.1 ND 103 70 - 130

Copper 1.15 0.01 1.1 ND 104 70 -130

Lead 1.08 0.01 1.1 ND 97.8 70 - 130

Molybdenum 1.08 0.01 1.1 ND 98.1 70 - 130

Selenium 1.09 0.001 1.1 ND 98.7 70 - 130

Uranium 1.13 0.0003 1.1 0.0086 102 70 -130

Vanadium 1.1 0.1 1.1 ND 101 70 -130
5 1409268-021DS (09/16/14 01:18) RunNo: 112613

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Arsenic 1.11 0.001 1.1 ND 101 70 -130

Barium 1.1 0.1 1.1 ND 93.3 70 - 130

Cadmium 1.12 0.001 1.1 ND 102 70 -130

Copper 1.14 0.01 1.1 ND 104 70 -130

Lead 1.07 0.01 1.1 ND 97.4 70 - 130

Molybdenum 1.07 0.01 1.1 ND 96.9 70 - 130

Selenium 1.05 0.001 1.1 ND 95.2 70 - 130

Uranium 1.12 0.0003 1.1 0.0414 97.9 70 -130

Vanadium 1.1 0.1 1.1 ND 104 70 -130
S1409268-031 DS (09/16/14 02:50) RunNo: 112613

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Arsenic
Barium

Cadmium

Copper

Lead

Molybdenum

Selenium

Uranium
Vanadium

1.09 0.001 1.1 ND 98.7
1.1 0.1 1.1 ND 94.6

1.12 0.001 1.1 ND 102

1.12 0.01 1.1 ND 101

1.08 0.01 1.1 ND 98.3

1.06 0.01 1.1 ND 95.8

1.06 0.001 1.1 ND 96.2

1.11 0.0003 1.1 0.0135 99.7
1.1 0.1 1.1 ND 102

70- 130
70-130

70-130

70-130

70- 130

70- 130
70- 130

70-130

70-130

Qualifiers: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded

L Analyzed by a contract laboratory

0 Outside the Range of Dilutions
S Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect

Page 9 of 27



"ih*~ * nter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT: Power Resources (Cameco)
Work Order: S$1409268

Date: 10/23/2014

Report ID: $1409268001

Project: MU B GL-8

Dissolved Metals by ICPMS EPA 200.8 - Water

$1409268-001 DMSD (09/15/14 22:32)

Sample Type MSD Units: mg/L
RunNo: 112613

Analyte Result RL Uonc %I-PV % tI=U % XI-' Limits CQual
Arsenic 1.10 0.001 1.10 0.0248 99.7 20
Barium "1.1 0.1 1.1 0.443 93.7 20

Cadmium 1.09 0.001 1.11 1.62 99.0 20
Copper 1.15 0.01 1.15 0.174 104 20
Lead 1.07 0.01 1.06 1.30 97.7 20
Molybdenum 1.08 0.01 1.08 0.194 97.9 20

Selenium 1.08 0.001 1.03 4.25 97.8 20
Uranium 1.12 0.0003 1.11 1.04 101 " 20
Vanadium 1.1 0.1 1.1 1.72 101 20

S 1409268-011DMSD (09/15/14 23:52) RunNo: 112613

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Arsenic 1.11 0.001 1.10 1.06 101 20
Barium 1.1 0.1 1.1 1.36 96.0 20
Cadmium 1.13 0.001 1.13 0.211 103 20
Copper 1.14 0.01 1.15 0.826 103 20
Lead 1.09 0.01 1.08 1.29 99.1 20
Molybdenum 1.09 0.01 1.08 0.888 98.9 20

Selenium 1.06 0.001 1.09 1.98 96.8 20
Uranium 1-.12 0.0003 1.13 1.26 101 20
Vanadium 1.2 0.1 1.1 3.15 104 20

S1409268-021 DMSD (09/16/14 01:23) RunNo: 112613

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Arsenic 1.12 0.001 1.11 1.19 102 20
Barium 1.1 0.1 1.1 1.58 94.8 20
Cadmium 1.12 0.001 1.12 0.0831 102 20
Copper 1.16 0.01 1.14 1.24 105 20
Lead 1.08 0.01 1.07 0.313 97.7 20

Molybdenum 1.09 0.01 1.07 2.61 99.4 20
Selenium 1.06 0.001 1.05 1.49 96.6 20

Uranium 1.15 0.0003 1.12 2.95 101 20
Vanadium 1.1 0.1 1.1 3.76 100 20

S1409268-031 DMSD (09/16/14 02:55) RunNo: 112613

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Arsenic
Barium

Cadmium
Copper

Lead
Molybdenum

Selenium

Uranium

1.09 0.001 1.09 0.631 99.3
1.0 0.1 1.1 2.31 92.4

1.10 0.001 1.12 1.88 100
1.12 0.01 1.12 0.601 102
1.06 0.01 1.08 2.16 96.2
1.06 0.01 1.06 1.83 97.5
1.03 0.001 1.06 2.76 93.6
1.11 0.0003 1.11 0.0484 99.7

20
20

20
20
20

20

20

20

Qualifiers: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded
L Analyzed by a contract" laboratory

0 Outside the Range of Dilutions
S Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect

Page 10 of 27



INTEMONANLB Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
$1409268

MU B GL-8

Date: 10/23/2014

Report ID: S$1409268001

Dissolved Metals by ICPMS EPA 200.8 - Water
$1409268-031DMSD (09/16/14 02:55)

Analyte

Sample Type MSD
RunNo: 112613

Result

Units: mg/L

QualRL Conc %RPD %REC % RPD Limits

Vanadium 1.1 0.1 1.1 3.87 97.6 20

Fluoride by SM 4500 Sample Type MBLK Units: mg/L

BLANK (09/16/14 10:23) RunNo: 112667

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Fluoride ND 0.1

IBLANK (09/23/14 11:12) RunNo: 113008

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Fluoride ND 0.1
Fluoride by SM 4500 Sample Type LCS Units: mg/L

ATQC (09/16/14 10:12) RunNo: 112667

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Fluoride 2.9 0.1 3 95.2 85 - 115

ATQC (09/23/14 11:02) RunNo: 113008

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Fluoride 2.8 0.1 3 93.8 85 - 115
Fluoride by SM 4500 Sample Type MS Units: mg/L

$1409268-O11ASPK MS (09/16/14 16:46) RunNo: 112667

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Fluoride 2.5 0.1 2.5 0.2 92.9 80 - 120

S1409268-018ASPK MS (09/16/14 18:30) RunNo: 112667

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Fluoride 2.5 0.1 2.5 0.2 95.0 80 - 120

S1409268-028ASPK MS (09/16/14 21:03) RunNo: 112667

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Fluoride 2.5 0.1 2.5 0.2 94.3 80 - 120

S1409268-038ASPK MS (09/16/14 23:41) RunNo: 112667

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Fluoride 2.5 0.1 2.5 0.1 95.4 80 - 120

Fluoride by SM 4500 Sample Type MSD Units: mg/L

$1409268-011ASPK MSD (09/16/14 16:50) RunNo: 112667

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Fluoride 2.4 0.1 2.5 2.37 90.5 20

S1409268-018ASPK MSD (09/16/14 18:34)

Analyte

Fluoride

RunNo: 112667
Result

2.6

RL

0.1

Conc %RPD

2.5 1.94

%REC

97.0

% RPD Limits

20

Qualifiers: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded

L Analyzed by a contract laboratory

O Outside the Range of Dilutions

S Spike Recovery outside accepted recovery limits

E
J

ND

R

X

Value above quantitation range
Analyte detected below quantitation limits

Not Detected at the Reporting Limit

RPD outside accepted recovery limits

Matrix Effect

Page 11 of 27



I E II , Inter-Mountain Lb Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph. (307) 672-8945
ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
$1409268

MU B GL-8

Date: 10/23/2014

Report ID: S1409268001

Fluoride by SM 4500 Sample Type MSD Units: mg/L
S 1409268-028ASPK MSD (09/16/14 21:06) RunNo: 112667 I

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Fluoride 2.6 0.1 2.5 2.46 96.8 20
S 1409268-038ASPK MSD (09/16/14 23:45) RunNo: 112667

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Fluoride 2.4 0.1 2.5 4.68 90.7 20

Grosss Alpha, Beta by SM 7110B Sample Type MBLK Units: pCi/L
SMB-269 (10/01/14 10:55) RunNo: 113584 PrepDate: 09/26/14 0:00 BatchiD Rl13584

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Gross Alpha (Dissolved) ND 2

Gross Beta (Dissolved) ND 3
SMB-271 (10/07/14 13:10) RunNo: 113822 PrepDate: 10/01/14 0:00 BatchiD R113822

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Gross Alpha (Dissolved) ND 2

Gross Beta (Dissolved) ND 3
SMB-272 (10/09/14 15:28) RunNo: 113906 PrepDate: 10/07/14 0:00 BatchlD Rl13906

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Gross Aloha (Dissolved) ND 2

Gross Beta (Dissolved) ND 3

Gros.s Alpha, Beta by SM 7110B Sample Type LCS Units: pCi/L
SLCS-269 (10/01/14 10:55) RunNo: 113584 PrepDate: 09/26/14 0:00 BatchlD R113584

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Gross Alpha (Dissolved) 74 2 71.2 104 50 - 150

Gross Beta (Dissolved) 132 3 120 110 79.4 -124
SLCS-271 (10/07/14 13:10) RunNo: 113822 PrepDate: 10/01/14 0:00 BatchiD Rl13822

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Gross Alpha (Dissolved) 74 2 71.2 104 50 -150

Gross Beta (Dissolved) 136 3 120 113 79.4 -124
SLCS-272 (10/09/14 15:28) RunNo: 113906 PrepDate: 10/07/14 0:00 BatchlD R113906

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Gross Aloha (Dissolved) 74 2 71.2 104 50 - 150

Gross Beta (Dissolved) 137 3 120 114 79.4-124

G rosss Alpha, Beta by SM 7110B Sample Type MS Units: pCi/L
[S$1409348-001G MS (10/01/14 16:59) RunNo: 113584 PrepDate: 09/26/14 0:00 BatchlD Rl13584

LAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Gross Aloha (Dissolved) 58 2 71.2 3 77.4 50 - 150
Gross Beta (Dissolved) 154 3 120 19 112 66.1 -145

Qualifiers: 1B
H
L
0
S

Analyte detected in the associated Method Blank
Holding times for preparation or analysis exceeded
Analyzed by a contract laboratory

Outside the Range of Dilutions

Spike Recovery outside accepted recovery limits

E
J

ND

R

Value above quantitation range
Analyte detected below quantitation limits
Not Detected at the Reporting Limit

RPD outside accepted recovery limits

Matrix Effect

Page 12 of 27



L"ERMONA•'LB Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph• (307) 672-8945
ANALYTICAL QC SUMMARY REPORT

CLIENT: Power Resources (Cameco)
Work Order: $ 1409268

Date: 10/23/2014

Report ID: S 1409268001

Project: MU B GL-8

Gross Alpha, Beta by SM 7110B

$1409268-011F MS (1 0/08/14 13:25)

Sample Type MS
RunNo: 113822

Units: pCi/L
PrepDate: 10/01/14 0:00 BatchlD Rl13822

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Gross Alpha (Dissolved) 60 2 71.2 11 68.8 50 -150

Gross Beta (Dissolved) 140 3 120 11 " 107 79.4 -124
5 1409268-033F MSA (10/09/14 10:18) RunNo: 113906 PrepDate: 10/07/14 0:00 BatchlD Rl13906

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Gross Alpha (Dissolved) 60 2 71.2 17 60.5 50 -150

Gross Beta (Dissolved) 158 3 120 7 126 61.1 - 140
5 1409268-024F MSA (10/09/14 15:28) RunNo: 113906 PrepDate: 10/07/14 0:00 BatchiD Rl13906

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Gross Alpha (Dissolved) 49 2 71.2 ND 68.8 50 - 150

Gross Beta (Dissolved) 163 3 120 7 129 61.1 - 140

Gross Alpha, Beta by SM 7110B Sample Type DUP Units: pCi/L
[.$1409199-015F DUP (10/01/14 10:55) RunNo: 1.13584 PrepDate: 09/26/14 0:00 BatchlD Rl13584

Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Gross Alpha (Dissolved) 904 2 801 12.9 20

Gross Beta (Dissolved) 396 3 387 2.38 20
[5$1408118-004E DUP (10/07/14 13:10) RunNo: 113822 PrepDate: 10/01/14 0:00 BatchlD Rl13822

Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Gross Alpha (Dissolved) 26 2 26 0.342 20
Gross Beta (Dissolved) 18 3 23 20.4 20

[$1409268-034F DUP (10/09/14 10:18) RunNo: 113906 PrepDate: 10/07/14 0:00 BatchlD R113906

Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Gross Alpha (Dissolved) 12 2 13 4.42 20

Gross Beta (Dissolved) • 8 3 7 12.6 20
5 1409268-025F DUP (10/09/14 15:28) RunNo: 113906 PrepDate: 10/07/14 0:00 BatchlD Rl13906

Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

*Gross Alpha (Dissolved)
Gross Beta (Dissolved)

ND
6

2
3

2
7

20
13.9 20

Qualifiers: B Analyte detected in the associated Method Blank
H Holding tirnea for preparation or analysis exceeded
L Analyzed by a contract laboratory

0 Outside the Range of Dilutions
S Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

NO Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect

Page 13 of 27



I EVI Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
S1409268

MU B GL-8

Date: 10/23/2014

Report ID: S$1409268001

Anions by ION Chromatography
SBLK (0911 6114 13:51)

Sample Type MBLK

RunNo: 112732

Units: mg/L

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual
Chloride ND 1

Sulfate ND 1

BLK (09/18/14 11:34) RunNo: 112797

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Chloride ND 1

Chloride ND 1

Sulfate ND 1
Anions by ION Chromatography Sample Type LCS Units: mg/L

Chloride614125) uno 1230 1 09.3 9-1

Sulalte 140ul 1L 150k 93.3am 90-110cLiis ua

Chloride 30 1 30 98.6 90 -110

Sulfate 141 1 150 93.8 90 - 110

Chloride 30 1 30 1016 90 -110

Sulfate 146 1 150 973. 9Q- 110

DIOE4 09/2/14O P (09/16/4) 1:5 RunNo: 112732

Analyte Result RL Spike Ref Samp~ %REC % Rec Limits Qual

Chloride 31 1 2730 3 101 80- 120

307ae 4 1 2050 7 1123 80-120

S1409268-003ASPK (09/16/14 19:150)Ruo:123

Chloride 31 1 27.3 3 102 80 -120

Slae326 1 205 95 113 80 -120

$1409268-013ASPK (09/16/14 23:9:5)Ruo:123

Chloride 64 1 54.5 9 100 80 -120

Qualifiers: B
H

L

O

S

Analyte detected in the associated Method Blank
Holding times for preparation or analysis exceeded

Analyzed by a contract laboratory

Outside the Range of Dilutions

Spike Recovery outside accepted recovery limits

E. Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrdx Effect

Page 14 of 27



U' '• Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph. (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
S$ 409268

MU B GL-8 Date:t 1/23/201

Anions by ION ChromatographyIS1409268-033ASPK (09/17/14 03:14)

Sample Type MS
RunNo: 112732

Units: mg/L

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual
Chloride 31 1 27.3 4 99.9 80 -120

I S1409268-023ASPK (09/18/14 14:29) RunNo: 112797

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Sulfate 637 1 409 186 110 80 -120

jS1409268-033ASPK (09/18/14 18:11 ) RunNo: 112797

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Sulfate 306 1 205 74 113 80 -120

S 1409268-039ASPK (09/22/14 23:18) RunNo: 112949

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Chloride
Sulfate

68 1 54.5 8
438 1' 409 1

111
107

80- 120
80- 120

Anionns by ION Chromatography Sample Type MSD Units: mg/L

SI1409268-003ASPK (09/16/14 16:29) RunNo: 112732

IAnalyte Result RL Conc %RPD %REC % RPD Limits Qual

Chloride 31 1 31 0.00685 101 20

Sulfate .306 1 307 0.321 111 20

1S1409268-01 3ASPK (09/16/14 20:04) RunNo: 112732

IAnalyte Result RL Conc %RPD %REC % RPD Limits Qual

Chloride 30 1 31 0.896 101 20

Sulfate 325 1 326 0.520 112 20

S1409268-023ASPK (09/16/14 23:54) RunNo: 112732

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Chloride 63 1 64 1.17 98.9 20

IS1409268-033ASPK (09/17/14 03:29) RunNo: 112732

IAnalyte Result RL Conc %RPD %REC % RPD Limits Qual

Chloride 32 1 31 0.483 100 20

IS1409268-023ASPK (09/18/14 14:43) RunNo: 112797

IAnalyte Result RL Conc %RPD %REC % RPD Limits Qual

Sulfate 641 1 637 0.757 111 20

IS1409268-033ASPK (09/18/14 18:26) RunNo: 112797

IAnalyte Result RL Conc %RPD %REC % RPD Limits Qual

Sulfate 306 1 306 0.139 113 20

S 1409268-039ASPK (09/22/14 23:29) RunNo: 112949

IAnalyte Result RL Conc %RPD %REC % RPD Limits Qual

Chloride 68 1 68 1.18 110 20

Qualifiers: B Aniatyte detected in the associated Method Blank E Value above quantitation range
H
L

0
S

Holding times for preparation or analysis exceeded
Analyzed by a contract laboratory

Outside the Range of Dilutions

Spike Recovery outside accepted recovery limits

J
ND

R

X

Analyte detected below quantitation limits
Not Detected at the Reporting Limit

RPD outside accepted recovery limits

Matrix Effect
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/•t Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
$1409268

MU B GL-8

Date: 10/23/2014

Report ID: S$1409268001

Anions by ION Chromatography

S1409268-039ASPK (92142:9
Analyte

Sample Type MSD
RunNo: 112949

Result

Units: mg/L

RL Conc %RPD %REC % RPD Limits Qual

Sulfate
Cations by ICP (Method 200.7)

439
Sample Type MBLK

1 438 • 0.231
Units: mg/L

107 20

MBLK DISS/CAT (09/16/14 09:52) RunNo: 112657

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Calcium ND 1

Magnesium ND 1

Potassium ND 1

Sodium ND 1

MBLK DISS/CAT (09/17/14 12:28) RunNo: 112747

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Calcium ND 1

Magnesium ND 1

Potassium ND 1

Sodium ND 1
MBLK DISS/CAT (09/23/14 12:25) RunNo: 112994

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Calcium
Magnesium

Potassium

Sodium

ND
ND

ND

ND

1

1

1

Catio•ns by ICP (Method 200.7) Sample Type LCS Units: mg/L
ICAT LCS [ML3 (09/16/14 09:57) RunNo: 112657

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Calcium 39 1 40 96.5 85 -115

Magnesium 40 1 40 98.9 85 -115

Potassium 42 1 40 104 85 -115

Sodium 41 1 40 101 85 -115
ICAT LCS IML3 (09/17/14 12:32) RunNo: 112747

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Calcium 41 1 40 102 85 -115

Magnesium 39 1 40 97.9 85 -115

Potassium 41 1 40 103 85 -115

Sodium 41 1 40 102 85 -115

CAT LCS IML3 (09/23/14 12:29) RunNo: 112994

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Calcium
Magnesium

Potassium

40
39

40

1
1

1

40
40
40

98.7 85-115
96.5 85-115

99.6 85-115

Qualifiers: B
H

L

0
S

Analyte detected in the associated Method Blank
Holding times for preparation or analysis exceeded

Analyzed by a contract laboratory

Outside the Range of Dilutions
Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect

Page 16 of 27



I ' Y 't Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT: Power Resources (Cameco)
Work Order: S$1409268

Project: MU B GL-8

Date: 10/23/2014

Report ID: $1409268001

Cations by ICP (Method 200.7)
ICAT LCS IML3 (09/23/14 12:29)

Analyte

Sample Type LCS
RunNo: 112994

Result

Units: mg/L

% Rec Limits QualRL Spike Ref Samp %REC
i !

Sodium 40 1 40 99.7 85 -115

Caticins by iCP (Method 200.7) Sample Type MS Units: mg/L
5 1409268-001AS (09/16/14 12:46) RunNo: 112657

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Calcium 63 1 25 38 99.7 70 -130

Magnesium 36 1 25 9 109 70 -130

Potassium 36 1 25 5 123 70 -130

Sodium 81 1 25 55 104 70- 130
51 $409268-008AS (09/16/14 13:31) RunNo: 112657

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Calcium 133 1 25 115 71.9 70 -130

Magnesium 56 1 25 32 96.0 70 -130

Potassium 40 1 25 11 114 70 -130

Sodium 75 1 25 51 93.4 70 -130r $1409268-015AS (09/16/14 14:01) RunNo: 112657

[Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Calcium 63 1 25 40 91.3 70- 130

Magnesium 35 1 .25 10 99.7 70 -130

Potassium 35 1 25 6 116 70 -130

Sodium 80 1 25 56 95.4 70- 130
[5$1409268-022AS (09/16/14 14:31) RunNo: 112657

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Calcium 99 1 25 78 84.6 70 -130

Magnesium 42 1 25 16 103 70- 130
Potassium . 39 1 25 9 117 70 -130

Sodium 92 1 25 69 91.2 70 -130

[$1409268-029AS (09/16/14 15:00) RunNo: 112657

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Calcium 58 1 25 34 96.1 70 - 130

Magnesium 36 1 25 9 107 70- 130

Potassium 37 1 25 7 119 70 -130

Sodium 75 1 25 51 96.7 70 -130

$1409268-036AS (09/17/14 12:56) RunNo: 112747

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Calcium
Magnesium

Potassium

Sodium

105
39

35

86

1

25
25
25

25

84
17

8

64

84.7
90.0

106

87.8

70 -130

70- 130

70 -130

70 -130

Qualifiers: B Analyte detected in the associated Method Blank
H "Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

0 Outside the Range of Dilutions
S Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect

Page 17 of 27



NIER MUA ASInter-Mountain Lb Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
$1409268

MU B GL-8

Date: 10/23/2014

Report ID: S1409268001

Cations by ICP (Method 200.7)
S1409268-001ASD (09/16/14 12:48)

Sample Type MSD
RunNo: 112657

Units: mg/L
Units: 

mg/L

Analyte I~eSUlt i<L u~onc ioIl-'U %l-You '/o NI-U Limits uuai
Calcium 62 1 63 1.86 95.0 20

Magnesium .35 1 36 2.94 105 20

Potassium 35 1 36 2.87 119 20
Sodium 80 1 81 1.23 99.8 20

S1409268-008ASD (09/16/14 13:34) RunNo: 112657

Analyte Result RL . Conc %RPD %REC % RPD Limits Qual

Calcium 133 1 133 0.415 74.1 20

Magnesium 56 1 56 0.594 97.3 20

Potassium .41 1 40 2.71 118 20

Sodium 76 1 75 1.35 97.4 20

S1409268-015ASD (09/16/14 14:03) RunNo: 112657

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Calcium 65 1 63 2.14 96.7 20

Magnesium 36 1 35 5.17 107 20

Potassium 36 1 35 4.75' 122 20

Sodium 80 1 80 0.562 97.2 20

S1 409268-02•2ASD (09/16/14 14:33) RunNo: 112657

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Calcium 99 1 99 0.123 84.1 20

Magnesium 41 1 42 1.95 100 20

Potassium 39 1 39 0.964 118 20

Sodium 93 1 92 0.664 93.6 20
51 S409268-029ASD (09/16/14 15:03) RunNo: 112657

Analyte Result RL Conc %RPD %REC %. RPD Limits Qual

Calcium 59 1 58 0.896 98.2 20

Magnesium 36 1 36 1.05 108 20
Potassium 38 1 37 2.88 124 20

Sodium 77 1 75 2.53 104 20
51 S409268-036ASDJ (09/17/14 12:59) RunNo: 112747

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Calcium
Magnesium

Potassium

Sodium

105
41

35
87

1
1

1

1

105 0.275 83.6
39 2.89. 94.5

35 0.136 106

86 1.27 92.2

20
20

20

20

Qualifiers: B Analyte detected in the associated Method Biank
H Holding times for preparation or analysis exceeded

L Analyzed by a contract laboratory

0 Outside the Range of Dilutions

S Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect
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U ~ Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
ANALYTICAL QC SUMMARY REPORT

CLIENT: Power Resources (Cameco)
Work Order: S 1409268

Date: 10/23/2014

Report ID: $1409268001

Project: MU B GL-8

Nitrogen, Ammonia (as N) Sample Type MBLK Units: mg/L
SBLANK (09/16/14 09:20) RunNo: 112637

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Nitrogen, Ammonia (As N) ND 0.1
SBASELINE (09/23/14 14:17) RunNo: 112993

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Nitrogen, Ammonia (As N) ND 0.1
Nitrogen, Ammonia (as N) Sample Type LCS Units: mg/L

SQC (09/16/14 09:22)
RunNo: 112637

DI •;I• D• C*• 0/= [• [• /"•

Nitrogen, Ammonia (As N) 4.5 0.1 4.76 93.7 89 -111
[ QC (09/23/14 14:18) RunNo: 112993

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Nitrogen, Ammonia (As N) 4.4 0.1 4.76 93.4 89 -111
Nitrogen, Ammonia (as N) Sample Type MS Units: mg/L

[5$1409268-027C (09/16/14 12:17) RunNo: 112637

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Nitrogen, Ammonia (As N) 9.7 0.1 10 0.2 95.5 90 - 110
5 1409268-037C (09/16/14 12:33) RunNo: 112637

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Nitrogen, Ammonia (As N) 10.0 0.1 10 0.2 98.7 90 - 110

S1409268-039C (09/16/14 12:42) RunNo: 112637

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Nitrogen, Ammonia (As N) 10.8 0.1 10 0.6 102 90 - 110

$1409268-007C (09/23/14 14:33) RunNo: 112993

Analyte Result RL Spike Ref Samp %REC % Rec Limits* Qual

Nitrogen, Ammonia (As N) 10.6 0.1 10 ND 105 90 - 110

$1409268-017C (09/23/14 14:49) RunNo: 112993

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Nitrogen, Ammonia (As N) 10.4 0.1 10 0.4 101 90 -110

Nitrogen, Ammonia (as N) Sample Type MSD Units: mg/L

$1409268-027C (09/16/14 12:18) RunNo: 112637

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Nitrogen, Ammonia (As N) 9.9 0.1 9.7 . 1.62 97.1 20

S1409268-037C (09/16/14 12:34) RunNo: 112637

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Nitrogen, Ammonia (As N) 9.9 0.1 10.0 1.57 97.1 20

Qualifiers: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded

L Analyzed by a contract laboratory

0 Outside the Range of Dilutions

S Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect

Page 19 of 27



*•t Inter-Mountain Labs Your Environmental Monitoring Partner

1673.Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
$1409268

MU B GL-8

Date: 10/23/2014

Report ID: S$1409268001

Nitrogen, Ammonia (as N) Sample Type MSD Units: mg/L

$1409268-039C (09/16/14 12:43) RunNo: 112637
Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Nitrogen, Ammonia (As N) 10.6 0.1 10.8 1.88 100 20
S 1409268-007C (09/23/14 14:34) RunNo: 112993

•Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Nitrogen, Ammonia (As N) 10.5 0.1 10.6 1.40 104 20

$1409268-017C (09/23/14 14:49) RunNo: 112993

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Nitrogen, Ammonia (As N) 10.5 0.1 10.4 0.374 101 20

Nitrogen, Nitrate-Nitrite (as N) Sample Type MBLK Units: mg/L
IBLANK (09/24/14 12:28) RunNo: 113051

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Nitrogen, Nitrate-Nitrite (as N) ND 0.1

Nitrogen, Nitrate-Nitrite (as N) Sample Type LCS Units: mg/L
SQC (09/24/14 12:31) RunNo: 113051

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Nitrogen, Nitrate-Nitrite (as N) 3.9 0.1 3.97 98.5 90 - 110

Nitrogen, Nitrate-Nitrite (as N) Sample Type MS Units: mg/L
S 1409268-016C (09/24/14 14:04) '• RunNo: 113051

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Nitrogen, Nitrate-Nitrite (as N) 5.3 0.1 5 ND 106 90 - 110
[8$1409268-026C (09/24/14 14:23) RunNo: 113051

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Nitrogen, Nitrate-Nitrite (as N) 5.5 . 0.1 5 ND 110 90 -110
[5$1409268-035C (09/24/14 14:41 ) RunNo: 113051

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Nitrogen, Nitrate-Nitrite (as N) 5.3 0.1 5 ND 106 90 -110

$1409311-003C (09/24/14 15:18) RunNo: 113051

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Nitrogen, Nitrate-Nitrite (as N) 7.8 0.1 5 2.6 104 90 - 110

Nitrogen, Nitrate-Nitrite (as N) Sample Type M~SD Units: mg/L

S1409268-006C (09/24/14 13:47) RunNo: 113051

Analyte Result / RL Conc %RPD %REC % RPD Limits Qual

Nitrogen, Nitrate-Nitrite (as N) 5.6 0.1 .ND 112 20 SR

$1409268-016C (09/24/14 14:06) RunNo: 113051

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Nitrogen, Nitrate-Nitrite (as N) 5.4 0.1 5.3 1.31 107 20

Qualifiers: B Analyte detected in the associated Method Biank
H Hoiding times for preparation or analysis exceeded

L Analyzed by a contract laboratory

0 Outside the Range of Dilutions

S Spike Recovery outside accepted recovery limits

E Value shove quantitation range
J Analyte detected beiow quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matdix Effect
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N R OUTAN IDS Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT: Power Resources (Cameco)
Work Order: S$1409268

Date: 10/23/2014

Report ID: $1409268001

Project: MU B GL-8

Nitrogen, Nitrate-Nitrite (as N)

S1409268-026C (09/24/14 14:24)

Sample Type MSD
RunNo: 113051

Units: mg/L

nI f'.• o/tnnr• O/_D~C' 0_ Dfl)n I ;m+ ('.,,,l

Analyte FxeUlL FrL '*,.UKI0 -/onrij 7oflLr.,J .'0 i~rJ LIIIIIL• '.,UOI

Nitrogen, Nitrate-Nitrite (as N) 5.5 0.1 5.5 0.402 110 20

$1409268-035C (09/24/14 14:42) RunNo: 113051

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Nitrogen, Nitrate-Nitrite (as N) 5.5 0.1 5.3 3.97 110 20

umn 228 by Ga/Tech Sample Type MBLK Units: pCi/LRadiu

MB-8974 (09/28/14 22:35) RunNo: 113393 PrepDate: 09/24/14 10:00 BatchlD 8974

Radium 228 (Dissolved) ND 1

MB-9024 (10/02/14 10:29) RunNo: 113722 PrepDate: 09/29/14 10:00 BatchlD 9024

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Radium 228 (Dissolved) ND 1

MB-9092 (10)/14/14 20:51) RunNo: 114052 PrepDate: 10/01/14 10:00 BatchlD 9092

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Radium 228 (Dissolved) ND 1

um 228 by Ga/Tech Sample Type LCS Units: pCi/LRadiu

LCS-8974 (09/29/14 01:36) RunNo: 113393 PrepDate: 09/24/14 10:00 BatchlD 8974
t%. ,•1

Radium 228 (Dissolved) 34 1 41.1 82.6 59.9 - 99.4

LCS-9024 (10/02/14 13:30) RunNo: 113722 PrepDate: 09/29/14 10:00 BatchlD 90241

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Radium 228 (Dissolved) 35 1 40.1 86.1 59.9 -99.4

LCS-9092 (10/14/14 23:52) RunNo: 114052 PrepDate: 10/01/14 10:00 BatchiD 9092

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Radium 228 (Dissolved) 38 1 40.1 94.7 59.9 - 99.4

Radium 228 by Ga/Tech Sample Type LCSD Units: pCi/L

LCSD-8974 (09/29/14 04:37) RunNo: 113393 PrepDate: 09/24/14 10:00 BatchlD 89741Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Radium 228 (Dissolved) 37 1 34 10.1 90.9 20
LCSD-9024 (10/02/14 16:30) RunNo: 113722 PrepDate: 09/29/14 10:00 BatchlD 90241

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Radium 228 (Dissolved) 33 1 35 4.50 82.3 20

LCSD-9092 (10/15/14 02:53) RunNo: 114052 PrepDate: 10/01/14 10:00 BatchlD 9092]

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Radium 228 (Dissolved) 36 1 38 6.03 89.0 20

Qualifiers: B - Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded

L Analyzed by a contract laboratory

0 Outside the Range of Dilutions

S Spike Recovery outside accepted recovery limits

E
J

ND

R

X

Value above quantitation range
Analyte detected below quantitation limits

Not Detected at the Reporting Limit

RPD outside accepted recovery limits

Matrix Effect
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IEI• L. Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
S$1409268

MU B GL-8

Date: 10/23/2014

ReportlD: S1409268001

Radium 228 by Ga/Tech
TAP MS-8974 (09/29/14 10:39)

Sample Type MS
RunNo: 113393

Units: pCi/L

PrepDate: 09/24/14 10:00 BatchiD 8974

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Radium 228 (Dissolved) 31 1 41.1 ND 76.0 50.8 -113

TAPMS-9024 (10/02/14 22:32) RunNo: 113722 PrepDate: 09/29/14 10:00 BatchiD 9024

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Radium 228 (Dissolved) 33 1 40.1 .ND 81.0 50.8 -113

TAPMS-9092 (10/15/14 08:55) RunNo: 114052 PrepDate: 10/01/14 10:00 BatchlD 9092

Analyte Result RL Spike Ref Samp %REC % Rec Limits .Qual

Radium 228 (Dissolved) 35 1 40.1 ND 87.7 50 -113

•Radium 228 by Ga/Tech Sample Type MSD Units: pCi/L

TAPMSD-8974 092/413:40) RunNo: 113393 PrepDate: 09/24/14 10:00 BatchiD 8974 I

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Radium 228 (Dissolved) .37 1 31 16.7 88.7 20

Radium 228 (Dissolved) 33 1 ND 82.6

TAPMSD-9092 (10/15/14 11:56) RunNo: 114052 PrepDate: 10/01/14 10:00 BatchiD 9092

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Radium 228 (Dissolved) 33 1 35 7.42 81.2 20

Qualifiers: B
H
L

O

S

Analyte detected in the associated Method Blank
Holding times for preparation or analysis exceeded
Analyzed by a contract laboratory

Outside the Range of Dilutions

Spike Recovery outside accepted recovery limits

E
J

ND

R

X

Value above quantitation range
Analyte detected below quantitation limits
Not Detected at the Reporting Limit

RPD outside accepted recovery limits

Matrix Effect
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Ji IJ Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
$1409268

MU B GL-8

Date: .10/23/2014

Report ID: S1409268001

Radium 226 in Water - Dissolved
MB-i1345 (09/29/14 10:50)

Sample Type MBLK
RunNo: 113346

Units: pCi/L
PrepDate: 09/24/14 0:00 BatchiD 8969

Radium 226 (Dissolved) ND 0.2

MB-1346 (09/29/14 15:21) RunNo: 113351 PrepDate: 09/24/14 0:00 BatchlD 8971

Analyte Result RL Spike Ref Sam~p %REC % Rec Limits Qual

Radium 226 (Dissolved) ND 0.2
SMB-1347 (10/06/14 12:41) RunNo: 113677 PrepDate: 09/28/14 0:00 BatchlD 9016

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Radium 226 (Dissolved) ND 0.2

Radi urn 226 in Water - Dissolved Sample Type LCS Units: p~i/L
[LOS-1345 (09/29/14 10:50) RunNo: 113346 PrepDate: 09/24/14 0:00 BatchiD 8969

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Radium 226 (Dissolved) 4.6 0.2 5 92.6 71 - 120
SLCS-i1346 (09/29/14 15:21) RunNo: 113351 PrepDate: 09/24/14 0:00 BatchlD 8971

IAnalyte Result RL Spike Ref Samp %REO % Rec Limits Qual

Radium 226 (Dissolved) 4.1 0.2 5 81.0 71 - 120

LCS-1347 (10/06/14 12:42) RunNo: 113677 PrepDate: 09/28/14 0:00 BatchlD 9016

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Radium 226 (Dissolved) 5.7 0.2 5 114 71 - 120

Radium 226 in Water - Dissolved Sample Type MS Units: p~i/L
STAPMS-1345 (09/29/14 10:50) .RunNo: 113346 PrepDate: 09/24/14 0:00 BatchlD 8969

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Radium 226 (Dissolved) 4.5 0.2 5 ND 89.9 74.5 - 120

TAPMS-1346 (09/29/14 15:21)' RunNo: 113351 PrepDate: 09/24/14 0:00 BatchiD 8971

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Radium 226 (Dissolved) 4.5 0.2 5 ND 89.9 74.5 - 120

TAPMS-1 347 (10/06/14 12:41) RunNo: 113677 PrepDate: 09/28/14 0:00 BatchlD 9016

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Radium 226 (Dissolved) 4.1 0.2 5 ND 82.4 74.5 - 120

Radium 226 in Water - Dissolved Sample Type MSD Units: p~i/L

TPS-35(09/29/14 10:50) RunNo: 113346 PrepDate: 09/24/14 0:00 BatchlD 8969

TAMD1~ Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Radium 226 (Dissolved) 4.6 0.2 4.5 2.69 92.3 20

TAPMSD-1 346 (09/29/14 15:21) RunNo: 113351 PrepDate: 09/24/14 0:00 BatchlD 8971

IAnalyte Result RL Oonc %RPD %REC % RPD Limits Qual

Radium 226 (Dissolved) 4.6 0.2 4.5 2.69 92.3 20

Qualifiers: B
H

L

O

S

Analyte detected in the associated Method Blank
Holding times for preparation or analysis exceeded

Analyzed by a contract laboratory

Outside the Range of Dilutions

Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect
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"HYI, Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
ANALYTICAL QC SUMMARY REPORT

CLIENT: Power Resources (Cameco)
Work Order: $1409268

Date: 10/23/2014

Report ID: $1409268001
Project: MU B GL-8

Radium 226 in Water - Dissolved

TAPMSD-1347 (10/06/14 12:41)

Sample Type MSD Units: pCi/L

RunNo: 113677 PrepDate: 09/28/14 0:00 BatchiD 9016

Silica

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Radium 226 (Dissolved) 4.9 0.2 4.1 18.8 97.9 20

as SiO2 Sample Type MBLK Units: mg/L

MBLK DISS/CAT (09/16/14 09:52) -RunNo: 112665

Silica

IAnalyte rIesUlL F¶L opJIB~e r'x OdiiJlJ 7/ol~r'L -/0 r'•a LIIIIILC5 L4U:II

Silica as SiO2 ND 0.1

as SiO2 Sample Type LCS Units: mg/L

I DISS LCS 0 (09/16/14 09:55)Analyte

RunNo: 112665

ReutRcLmt ulRL Spike Ref Samp %REC '% Rec Limits Qual

Silica as SiO2 2.2 0.1 2.14 102 85 - 115

Silica as SiO2 Sample Type DUP Units: mg/L
S 1409268-0070D (09/16/14 13:27) RunNo: 112665]

Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Silica as SiO2 16 1 16 0.173 20
S1409268-01400 (09/16/14 13:56) RunNo: 112665

Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Silica as SiO2 17 1 17 0.535 20
S1409268-021 DD (09/16/14 14:26) RunNo: 112665

Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Silica as Si02 18 1 18 0.396 20
$1409268-028DD (09/16/14 14:56) RunNo: 112665

Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Silica as SiO2 ,14 1 14 0.743 20
1496-3D(09/16/14 15:25) RunNo: 112665

AnlyeResult RL Ref Samp %RPD %REC % RPD Limits Qual

Silica as SiO2 17 1 17 1.42 20

Qualifiers: B Anal~te detected in the associated Method Blank
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

0 Outside the Range of Dilutions
S Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect
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"l~ *M•' Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph. (307) 672-8945
ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
S$1409268

MU B GL-8 Date:t 1/23/201

Solids By SM 2540

Dl (09/18/14 12:41)

Sample Type MBLK
RunNo: 112928

Units: mg/L

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Total Dissolved Solids (180) ND 10

Dl (09/18/14 12:50) RunNo: 112930

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Total Dissolved Solids (180) ND 10

s By SM~ 2540 Sample Type LCS Units: mg/LSolid

CONTROL (09/18/14 12:42) RunNo: 112928
DI o~.;I~ D ~, OLD~(' OL DI;.,,;,~. ('1,1

Total Dissolved Solids (180) 210 10 226 94.7 90 - 110

CONTROL (09/18/14 12:51 ) RunNo: 112930
Analyte Result RL Spike Ref Samp %REC % Rec Limits -Qual
Total Dissolved Solids (180) 210 10 226 93.8 90 - 110

Solids By SM 2540 Sample Type DUP Units: mg/L
$1409268-010A (09/18/14 12:53) RunNo: 112928

Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Total Dissolved Solids (180) 290 10 280 1.42 20

S 1409268-019A (09/18/14 13:03) RunNo: 112928
Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Total Dissolved Solids (180) 350 10 350 0 20

$1 409268-034A (09/18/14 13:02) RunNo: 112930

Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Total Dissolved Solids (180) 320 10 330 0.613 20

Qualifiers: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

0 Outside the Range of Dilutions

S Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matdix Effect

Page 25 of 27



N• ENONAASInter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
ANALYTICAL QC SUMMARY REPORT

CLIENT: Power Resources (Cameco)
Work Order: S$1409268

Date: 10/23/2014

Report ID: S1409268001
Project: MU B GL-8

Total (200.2) Metals by EPA 200.7 ICP - Water Sample Type MBLK Units: mg/L

Iron ND 0.05

Manganese ND 0.02

SMB-8868 (09/17/14 23:44) RunNo: 112734 PrepDate: 09/16/14 11:30 BatchlD 8868

A nalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Iron ND 0.05

Manganese ND 0.02

Total

Total

Total

(200.2) Metals by EPA 200.7 ICP - Water Sample Type LCS Units: mg/L
SLCS-8864 (09/17/14 20:56) RunNo: 112734 PrepDate: 09/16/14 11:47 BatchlD 8864

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Iron 0.95 0.05 1 94.8 85 - 115

Manganese 0.38 0.02 0.4 94.7 85 -115
[ LCS-8868 (09/17/14 23:47) RunNo: 112734 PrepDate: 09/16/14 11:30 BatchlD 8868

[Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Iron 0.48 0.05 0.5 95.0 85 - 115

Manganese 0.19 0.02 0.2 94.6 85 - 115
(200.2) Metals by EPA 200.7 ICP - Water Sample Type MS Units: mg/L
[$1409268-002ES (09/17/14 21:14) RunNo: 112734 PrepDate: 09/16/14 7:00 BatchiD 8864

I.Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Iron 0.65 . 0.05 0.5 0.18 93.5 70 - 130

Manganese 0.21 0.01 0.2 0.02 94.8 70 - 130
5 1409268-010ES (09/17/14 21:45) RunNo: 112734 Prepoate: 09/16/14 7:00 BatchlD 8864

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Iron 2.51 0.05 0.5 2.04 92.7 70 - 130

Manganese 0.20 0.01 0.2 0.03 87.7 70 - 130
[s$1409268-021 ES (09/17/14 22:30) RunNo: 112734 PrepDate: 09/16/14 7:00 BatchlD 8864

[Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Iron 1.60 0.05 0.5 1.12 95.7 70 - 130
Manganese 0.25 0.01 0.2 0.05 95.3 70 -130

[S$1409268-030ES (09/17/14 23:11) RunNo: 112734 Prepoate: 09/16/14 11:30 BatchlD 8868

[Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Iron 0.82 0.05 0.5 0.32 101 70 - 130
Manganese 0.24 0.01 0.2 0.05 95.4 70 - 130

(200.2) Metals by EPA 200.7 ICP - Water Sample Type MSD Units: mg/L

I S1409268-002EMSD (09/17/14 21:16) RunNo: 112734 PrepDate: 09/16/14 7:00 BatchiD 8864

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Iron 0.65 0.05 0.65 0.881 94.7 20

Manganese 0.21 0.01 0.21 0.429 95.2 20

Qualifiers: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded

L Analyzed by a contract laboratory

0 Outside the Range of Dilutions

S Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits

X . Matrix Effect
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IITE-MUNAI LStInter-Mountain Labs •Your Environmental Monitoring Partner

1673 Terra Avenue, Shenidan, Wyoming 82801 ph: (307) 672-8945
ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
$1409268

MU B GL-8

Date: 10/23/2014

Report ID: S1409268001

Total (200.2) Metals by EPA 200.7 ICP - Water Sample Type MSD Units: mg/L
S1409268-010EMSD (09/17/14 21:48) RunNo: 112734 PrepDate: 09/16/14 7:00 BatchlD 8864

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Iron 2.55 0.05 2.51 1.61 101 20

Manganese 0.21 0.01 0.20 5.57 93.3 20

S1409268-021EMSD (09/17/14 22:32) RunNo: 112734 PrepDate: 09/16/14 7:00 BatchlD 8864

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Iron 1.60 0.05 1.60 0.356 96.8 20

Manganese 0.25 0.01 0.25 0.199 95.6 20

S1409268-030EMSD (09/17/14 23:13) RunNo: 112734 PrepDate: 09/16/14 11:30 BatchlD 8868

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Iron 0.79 0.05 0.82 4.10 94.6 20

Manganese 0.24 0.01 0.24 0.452 94.9 20

pH W

pH W

'ater Sample Type LCS Units: s.u.

ATQC (09/16/14 10:12) RunNo: 112667

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

pH8.8 0.1 8.74 100 90 - 110

pH 8.9 0.1 8.74 102 90- 110

later Sample Type DUP Units: s.u.

S 1409268-009AD (09/16/14 16:09) RunNo: 112667

Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

pH 8.3 0.1 8.3 0.175 20

S 1409268-020AD (09/16/14 19:13) RunNo: 112667

Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

pH 8.4 0.1 8.4 0.0152 20

$1409268-030AD (09/16/14 21:47) RunNo: 112667

IAnalyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

pH 8.4 0.1 8.4 0.0463 20

S 1409288-001AD (09/17/14 00:18) RunNo: 112667

IAnalyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

pH 7.50 0.01 7.52 0.344 20

Qualifiers: B
H

L

O

S

Analyte detected in the associated Method Blank
Holding times for preparation or analysis exceeded

Analyzed by a contract laboratory

Outside the Range of Dilutions

Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect
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*'1' *i~ Inter-Mountain Labs
INTER-MOUNTAIN LABS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Date: 10/23/2014

CLIENT:
Project:
Lab Order:

Power Resources (Cameco)
S.R.H.B-Field -Resto GL8
$1409199

CASE NARRATIVE
Report ID: $1409199001

Samples BMP-011, BMP-012, BMP-013, BMP-014, BMP-015, BMP-016, BMP-018, BMP-019, BMP-020, BMP-021, BMP-
022, BMP-023, BMP-024, BMP-025, BMP-026, BMP-027, BMP-028, BMP-029, BMP-030, and BMP-031 were received on
September 10, 2014.

All samples were received and analyzed within the EPA recommended holding times, except those noted below in this case
narrative. Samples were analyzed using the methods outlined in the following references:

"Standard Methods For The Examination of Water and Wastewater", approved method versions
Test Methods for Evaluating Solid Waste, Physical/Chemical Methods, SW-846, 3rd Edition
40 CFR Parts 136 and 141
40 CFR Part 50, Appendices B, J, L, and 0
Methods indicated in the Methods Update Rule published in the Federal Register Friday, May 18, 2012
ASTM approved and recognized standards

All Quality Control parameters met the acceptance criteria defined by EPA and Inter-Mountain Laboratories except as
indicated in this case narrative.

Qualifiers by sample
S1409199-005 - Dissolved Metals/Iron - Spike Recovery outside accepted recovery limits
$1409199-012 - Dissolved Metals/Iron - Spike Recovery outside accepted recovery limits
$1409199-019 - Dissolved Metals/Iron - Spike Recovery outside accepted recovery limits
$1409199-015 - Total Metals/Iron - Spike Recovery outside accepted recovery limits
Radiochemistry/Radium 226 (Dissolved) - Spike Recovery outside accepted recovery limits

Reviewed by: ,"f

.. . . ..... . . .. .. .1 .. . =. . . Page 1 ofi1
vvau]e irlleuwsma, •SSlstani LaVoraWIry Manageyir



IN•TERMUT LASinter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

Date Reported 10/23/2014
Report ID S1409199001

ProjectName:
Lab ID:
ClientSample ID:
COC:

S.R.H.B-Field -Resto GL8
$14091 99-001

BMP-01 1
155544

WorkOrder:
CollectionDate:.
DateReceived:
FieldSampler:
Matrix:

$1409199
9/8/20 14 8:32:00 AM
9/10/2014 11:37:00 AM
GF/KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

AnionslCations
Alkalinity, Total (As CaCO3) 224 mg/L 5 SM 2320B 09/11/12014 2105 BT

Alkalinity, Bicarbonate as HCO3 273 mg/L 5 SM 2320B 09/11/2014 2105 BT

Alkalinity, Carbonate as CO3 ND mg/L 5 SM 23208 09/11/2014 2105 BT

Chloride 7 mg/L 1 EPA 300.0 09/11/2014 2051 AB

Fluoride 0.2 mg/L 0.1 SM 4500FC 09/11/12014 2105 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/15/2014 1416 AMB

Sulfate 77 mg/L 1 EPA 300.0 09/11/2014 2051 AB

Calcium 65 mg/L .1 EPA 200.7 09/11/2014 1817 DG

Magnesium 13 mg/L 1 EPA 200.7 09/11/2014 1817 DG

Potassium 6 mg/L 1 EPA 200.7 09/11/2014 1817 DG

Sodium 51 mg/L 1 EPA 200.7 09/11/2014 1817 DG

Nitrogen, Ammonia (As N) 0.2 mg/L 0.1 EPA 350.1 09/16/2014 1105 AMB

Silica as SiO2 14 mg/L 1 EPA 200.7 09/11/12014 1817 DG

General Parameters
pH 8.3 s.u. 0.1 SM 4500 H B 09/11/2014 2105 BT

Electrical Conductivity 622 pmhos/cm 5 SM 25108 09/11/2014 2105 BT

Total Dissolved Solids (180) 380 mg/L 10 SM 2540 09/10/2014 1758 IR

Data Quality
Cation Sum 6.69 meq/L 0.01 .SM 1030E 09/24/2014 744 JJ

Anion Sum 6.29 meq/L 0.01 SM 1030E 09/24/2014 744 JJ

Cation-Anion Balance (+ 5%) 3.11 %0.01 SM 1030E 09/24/2014 744 JJ

Solids, Total Dissolved (Calc) 370 mg/L 10 SM 1030E 09/24/2014 744 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.03 dec. % 0.01 Calculation 10/13/2014 1141 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or: MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by:
Wade Nieuwsma, Assistant Laboratory Manager Page 1 of 40



I. HTML• inter-Mountain Labs
INTER-MOUIITAI L ABS

Your Environmental Monitoring Partner
1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: S.R.H.B-Field -Resto GL8

Lab ID: $1409199-001
ClientSample ID: BMP-011
COC: 155544

Date Reported 10/23/2014
Report ID $14091 99001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

S51409 199
9/8/20 14 8:32:00 AM
9/10/2014 11:37:00 AM

GF/KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/11/2014 1817 DG
Arsenic 0.001 mg/L 0.001 EPA 200.8 09/11/2014 1144 MS
Barium ND mg/L 0.1 EPA 200.8 09/11/2014 1144 MS
Beryllium ND mg/L 0.001 EPA 200.7 09/11/2014 1817 DG
Boron "ND mg/L 0.1 EPA 200.7 09/11/2014 1817 DG
Cadmium ND mg/L 0.001 EPA 200.8 09/11/2014 1144 MS
Chromium ND mg/L 0.01 EPA 200.7 09/11/2014 1817 DG
Copper ND mg/L 0.01 EPA 200.8 09/11/2014 1144 MS
Iron 1.04 mg/L 0.05 EPA 200.7 09/11/2014 1817 DG
Lead ND mg/L 0.01 EPA 200.8 09/11/2014 1144 MS
Manganese 0.15 mg/L 0.01 EPA 200.7 09/11/2014 1817 DG
Mercury ND mg/L 0.001 EPA 245.1 09/16/2014 1026 BJ
Molybdenum N.D mg/L 0.01 EPA 200.8 09/11/2014 1144 MS
Nickel ND mg/L 0.05 EPA 200.7 09/11/2014 1817 DG
Selenium 0.041 mg/L 0.001 EPA 200.8 09/11/2014 1144 MS
Uranium 1.25 mg/L 0.0003 EPA 200.8 09/11/2014 1144 MS
Vanadium ND mg/L 0.1 EPA 200.8 09/11/2014 1144 MS
Zinc ND •mg/L 0.01 EPA 200.7 09/11/2014 1817 DG

Metals - Total
Iron 1.22 mg/L 0.05 EPA 200.7 09/12/2014 1806 DG
Manganese 0.15 mg/L 0.01 EPA 200.7 09/12/2014 1806 DG

Radionuclides - Dissolved
Gross Alpha 788 pCi/L 2 SM 7110B 10/20/2014 1512 MB•
Gross Alpha Precision (+) 33.4 pCi/L SM 7110OB 10/20/2014 1512 MB
Gross Beta 382 pCi/L 3 SM 7110B 10/20/2014 1512 MB

Gross Beta Precision (+) 22.2 pCi/L SM 7110B 10/20/2014 1512 MB
Radium 226 183 pCi/L 0.2 SM 7500 Ra-B 09/26/2014 903 MB
Radium 226 Precision (±) 1.9 pCi/L SM 7500 Ra-B 09/26/2014 903 MB
Radium 228 ND pCi/L 1 Ga-Tech 09/27/2014 052 MB
Radium 228 Precision (±) NA pCi/L Ga-Tech 09/27/2014 052 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 6-L•-
Wade Nieuwsma, Assistant Laboratory Manager Page 2 of 40



________ Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

Date Reported 10/23/2014
Report ID $14091 99001

ProjectName:
Lab ID:
ClientSample ID:
COC:

S.R.H.B-Field -Resto GL8
S$1409199-002
BMP-01 2

155544

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:*

S1409199
9/8/2014 8:15:00 AM
9/10/2014 11:37:00 AM

GFIKA
Water

Comments
Analyses Result Units Qual RL Method Date Analyzed/Init

Anions/Cations
Alkalinity, Total (As CaCO3) 237 mag/L 5 SM 2320B 09/11/2014 2130 BT
Alkalinity, Bicarbonate as HCO3 289 mg/L 5 SM 2320B 09/11/2014 2130 BT
Alkalinity, Carbonate as 003 ND mg/L 5 SM 2320B 09/11/2014 2130 BT

Chloride 8 mg/L 1 EPA 300.0 09/11/2014 2104 AB

Fluoride 0.2 mg/L 0.1 SM 4500FC 09/11/2014 2130 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/15/2014 1417 AMB

Sulfate 70 mg/L 1 EPA 300.0 09/11/2014 2104 AB

Calcium 75 mg/L 1 EPA 200.7 09/11/2014 1819 DG
Magnesium 14 mg/L 1 EPA 200.7 09/11/2014 1819 DG

Potassium 5 mg/L .1 EPA 200.7 09/11/2014 1819 DG

Sodium 37 mg/L 1 EPA 200.7 09/11/2014 1819 DG

Nitrogen, Ammonia (As N) 1.3 mg/L 0.1 EPA 350.1 09/16/2014 1106 AMB

Silica as SiO2 12 mg/L 1 EPA 200.7 09/11/2014 1819 DG

General Parameters
pH 8.1 s.u. 0.1 SM 4500 H B 09/11/2014 2130 BT

Electrical Conductivity 598 lpmhos/cm 5 SM 2510B 09/11/2014 2130 BT

Total Dissolved Solids (180) 390 mg/L 10 SM 2540 09/14/2014 1134 IR

Data Quality
Cation Sum 6.73 meq/L 0.01 SM 1030E 09/24/2014 744 JJ

Anion Sum - 6.44 meq/L 0.01 SM 1030E 09/24/2014 744 JJ

Cation-Anion Balance (+ 5%) 2.17 % 0.01 SM 1030E 09/24/2014 744 JJ

Solids, Total Dissolved (Calc) 360 mg/L 10 SM 1030E 09/24/2014 744 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.08 dec. % 0.01 Calculation 10/13/2014 1141 WN

These results apply only to the samples tested.

Qualifiers: B
E
J
M
a
X

Analyte detected in the associated Method Blank
Value above quantitation range
Analyte detected below quantitation limits
Value exceeds Monthly Ave or MCL or is less than LCL
Outside the Range of Dilutions
Matrix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: ,J- "

Wade Nieuwsma, Assistant Laboratory Manager Page 3 of 40



U Inter-Mountain Labs
INTER-MOUNITAIN LABS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

ProjectName: S.R.H.B-Field -Resto GL8
Lab ID: S 1409199-002
ClientSample ID: BMP-012
COC: 155544

Date Reported 10/23/2014
Report ID $1409199001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

S 1409199
9/8/2014 8:15:00 AM
9/1 0/20 14 11:37:00 AM
GF/KA
Water

Comments
Analyses Result Units Qual RL Method DateAnyedIi

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/11/2014 1819 DG

Arsenic 0.083 mg/L 0.001 EPA 200.8 09/11/2014 1204 MS
Barium ,.ND mg/L 0.1 EPA 200.8 09/11/12014 1204 MS

Beryllium ND mg/L 0.001 EPA 200.7 09/11/2014 1819 DG

Boron ND mg/L 0.1 EPA 200.7 09/11/2014 1819 DG

Cadmium ND mg/L 0.001 EPA 200.8 09/11/2014 1204 MS
Chromium ND mg/L 0.01 EPA 200.7 09/11/12014 1819 DG

Copper ND mg/L 0.01 EPA 200.8 09/11/12014 1204 MS

Iron 3.10 mg/L 0.05 EPA 200.7 09/11/2014 1819 DG
Lead ND mg/L "0.01 EPA 200.8 09/11/2014 1204 MS
Manganese 0.36 mg/L 0.01 EPA 200.7 09/11/2014 1819 DG

Mercury ND mg/L 0.001 EPA 245.1 09/16/2014 1028 BJ

Molybdenum ND mg/L 0.01 EPA 200.8 09/11/2014 1204 MS
Nickel .ND mg/L 0.05 EPA 200.7 09/11/12014 1819 DG
Selenium 0.035 mg/L 0.001 EPA 200.8 09/11/2014 1204 MS
Uranium 4.16 mg/L 0.0003 EPA 200.8 09/11/12014 1204 MS
Vanadium ND mg/L 0.1 EPA 200.8 09/11/2014 1204 MS
Zinc ND mg/L 0.01 EPA 200.7 09/11/2014 1819 DG

Metals - Total
Iron 3.50 mg/L 0.05 EPA 200.7 09/12/2014 1808 DG

Manganese 0.37 mg/L 0.01 EPA 200.7 09/12/2014 1808 DG

Radionuclides - Dissolved
Gross Alpha 2080 pCi/L 2 SM 7110B 10/20/2014 1512 MB

•Gross Alpha Precision (+) 54.7 pCi/L SM 7110OB 10/20/2014 1512 MB
Gross Beta 1260 pCi/L 3 SM 7110B 10/20/2014 1512 MB
Gross Beta Precision (+) 37.2 pCi/L SM 7110B 10/20/2014 1512 MB
Radium 226 452 pCi/L 0.2 SM 7500 Ra-B 09/26/2014 903 MB
Radium 226 Precision (+) 3.0 pCi/L SM 7500 Ra-B 09/26/2014 903 MB

Radium 228 ND pCi/L 1 Ga-Tech 09/27/2014 353 MB
Radium 228 Precision (+) NA pCi/L Ga-Tech 09/27/2014 353 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: f-,/•
Wade Nieuwsma, Assistant Laboratory Manager Page 4 of 40



I HTL Inter-Mountain Labs- Your Enviironmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210

Glenrock, WY 82637

Date Reported 10/23/2014
Report ID $14091 99001

ProjectName:
Lab ID:
ClientSample ID:
COC:

S.R.H.B-Field -Resto GL8
S$1409199-003
BMP-01 3

155544

WorkOrder:
CollectionDate:
Date Received:
FieldSampler:
Matrix:

$ 1409199
9/8/20 14 8:45:00 AM
9/10/2014 11:37:00 AM

GF/KA

Water

Comments
SAnalyses Result Units Qual RL Method DateAnledIt

Anions/Cations
Alkalinity, Total (As CaCO3) 228 mg/L -5 SM 2320B 09/11/2014 2143 BT
Alkalinity, Bicarbonate as HCO3 278 mg/L 5 SM 2320B 09/11/12014 2143 BT
Alkalinity, Carbonate as CO3 ND mg/L 5 SM 2320B 09/11/2014 2143 BT
Chloride 15 mg/L 1 EPA 300.0 09/11/2014 2116 AB
Fluoride 0.1 mg/L 0.1 SM4•500FC 09/11/2014 2143 BT
Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/15/2014 1425 AMB
Sulfate 69 mg/L 1 EPA 300.0 09/11/2014 2116 AB
Calcium 70 mg/L 1 EPA 200.7 09/11/2014 1822 DG
Magnesium 14 mg/L 1 EPA 200.7 09/11/2014 1822 OG
Potassium 5 mg/L 1 EPA 200.7 09/11/2014 1822 DG
Sodium 49 mg/L 1 EPA 200.7 09/11/2014 1822 DG
Nitrogen, Ammonia (As N) 0.4 mg/L 0.1 EPA 350.1 09/16/2014 1107 AMB
Silica as SiO2 12 mg/L 1 EPA 200.7 09/11/12014 1822 DG

General Parameters
pH 8.0 s.u. 0.1 SM 4500 H B 09/11/2014 2143 BT
Electrical Conductivity 664 pmhos/cm 5 SM 2510B 09/11/2014 2143 BT
Total Dissolved Solids (180) 400 mg/L 10 SM 2540 09/14/2014 1135 IR

Data Quality
Cation Sum 6.96 meq/L 0.01 SM 1030E 09/24/2014 744 JJ
Anion Sum 6.40 meq/L 0.01 SM 1030E 09/24/2014 744 JJ
Cation-Anion Balance (+±5%) 4.20 %0.01 SM 1030E 09/24/2014 744 JJ
Solids, Total Dissolved (Calc) 370 mg/L 10 SM 1030E 09/24/2014 744 JJ
Calculated TDSiTDS Ratio (0.80-1.20) 1.08 dec. % 0.01 Calculation 10/13/2014 1141 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

LND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: ,42,• •
Wade Nieuwsma, Assistant Laboratory Manager Page 5 of 40



ilil--ul I nter-Mou ntain Labs
INTER-/MOUNTAIN LABS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210

Glenrock, WY 82637

ProjectName: S. R.H. B-Field -Resto GL8
Lab ID: $1409199-003
ClientSample ID: BMP-013

Date Reported 10/23/2014
Report ID $14091 99001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409 199
9/8/20 14 8:45:00 AM
9/10/2014 11:37:00 AM
GF/KA
Water

coc: 155544

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/11/2014 1822 DG
Arsenic 0.013 mg/L 0.001 EPA 200.8 09/11/2014 1220 MS
Barium ND mg/L 0.1 EPA 200.8 09/11/2014 1220 MS

Beryllium ND mg/L 0.001 EPA 200.7 09/11/12014 1822 DG
Boron ND mg/L 0.1 EPA 200.7 09/11/2014 1822 DG

Cadmium ND mg/L 0.001 EPA 200.8 09/11/2014 1220 MS
Chromium ND mg/L 0.01 EPA 200.7 09/11/12014 1822 DG

Copper ND mg/L 0.01 EPA 200.8 09/11/2014 1220 MS

Iron 1.09 mg/L 0.05 EPA 200.7 09/11/2014 1822 DG
Lead ND mg/L 0.01 EPA 200.8 09/11/2014 1220 MS

Manganese 0.31 mg/L 0.01 EPA 200.7 09/11/2014 1822 OG
Mercury ND mg/L 0.001 EPA 245.1 09/16/2014 1030 BJ
Molybdenum ND mg/L 0.01 EPA 200.8 ,09/11/2014 1220 MS
Nickel ND mg/L 0.05 EPA 200.7 09/11/2014 1822 DG
Selenium 0.006 mg/L 0.001 EPA 200.8 09/11/2014 1220 MS

Uranium 2.08 mg/L 0.0003 EPA 200.8 09/11/2014 1220 MS
Vanadium ND mg/L 0.1 EPA 200.8 09/11/12014 1220 MS
Zinc ND mg/L 0.01 EPA 200.7 09/11/2014 1822 .DG

Metals - Total
Iron 1.81 'mg/L 0.05 EPA 200.7 09/12/2014 1811 DG
Manganese 0.33 mg/L 0.01 EPA 200.7 09/12/2014 1811 DG

Radionuclides - Dissolved
Gross Alpha 3260 pCi/L 2 SM 71108 10/20/2014 1512 MB
Gross Alpha Precision (+) 68.7 pCi/L SM 7110B 10/20/2014 1512 MB

Gross Beta 2295 pCi/L 3 SM 7110B 10/20/2014 1512 MB

Gross Beta Precision (+) 49.0 pCi/L SM 7110B 10/20/2014 1512 MB

Radium 226 297 pCi/L 0.2 SM 7500 Ra-B 09/26/2014 903 MB
Radium 226 Precision (+) 2.5 pCi/L SM 7500 Ra-B 09/26/2014 903 MB

Radium 228 ND pCi/L .1 Ga-Tech 09/27/2014 654 MB
Radium 228 Precision (+) NA pCi/L Ga-Tech 09/27/2014 654 MB

These results apply only to the samples tested. RL -Reporting Limit
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

Reviewed by: 4.2,
Wade Nieuwsma, Assistant Laboratory Manager

C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Page 6 of 40



1•t Inter-Mountain Labs

INTE-MOUTAINLABS1673 Tern

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

ProjectName: S.R.H.B-Fieid -Resto GL8
Lab ID: $1409199-004
ClientSample ID: BMP-014
COC: 155544

Your Environmental Monitoring Partner

a Avenlue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Date Reported 10/23/2014
Report ID $14091 99001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409199
9/8/2014 9:00:00 AM

9/10/2014 11:37:00 AM

GF/KA
Water

Comments
IAnalyses Result Units Qu RL MehdDate Aaye/i

AnionslCations
Alkalinity, Total (As CaCO3) 307 mg/L 5 SM 2320B 09/11/2014 2155 BT
Alkalinity, Bicarbonate as HCO3 374 mg/L 5 SM 2320B 09/11/2014 2155 BT
Alkalinity, Carbonate as CO3 ND mg/L 5 SM 2320B 09/11/2014 2155 BT
Chloride 21 mg/L 1 EPA 300.0 09/11/2014 2128 AB
Fluoride 0.1 mg/L 0.1 SM 4500FC 09/11/2014 2155 BT
Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/15/2014 1427 AMB
Sulfate 88 mg/L 1 EPA 300.0 09/11/2014 2128 AB
Calcium 97 mg/L 1 EPA 200.7 09/11/2014 1824 DG
Magnesium 19 mg/L 1 EPA 200.7 09/11/2014 1824 DG
Potassium 7 mg/L 1 EPA 200.7 09/11/2014 1824 DG
Sodium 57 mg/L 1 EPA 200.7 09/11/2014 1824 DG
Nitrogen, Ammonia (As N) 0.2 mg/L 0.1 EPA 350.1 09/16/2014 1108 AMB
Silica as Si02 14 mg/L 1 EPA 200.7 09/11/2014 1824 DG

General Parameters
pH 8.0 s.u. 0.1 SM 4500 H B 09/11/2014 2155 8T
Electrical Conductivity 845 pmhos/cm 5 SM 2510B 09/11/2014 2155 87
Total Dissolved Solids (180) 530 mg/L 10 SM 2540 09/14/2014 1136 IR

Data Quality
Cation Sum 9.06 meq/L 0.01 SM 1030E 09/24/2014 744 JJ
Anion Sum 8.55 meq/L 0.01 SM 1030E 09/24/2014 744 JJ
Cation-Anion Balance (+ 5%) 2.90 %0.01 SM 1030E 09/24/2014 744 JJ
Solids, Total Dissolved (Caic) 490 mg/L 10 SM 1030E 09/24/2014 744 JJ
Calculated TDS/TDS Ratio (0.80-1.20) 1.08 dec. % 0.01 Calculation 10/13/2014 1141 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E5 Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42,f•
Wade Nieuwsma, Assistant Laboratory Manager Page 7 of 40



INTER-MOUNTAIN LABSIne-otanLb

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210

Glenrock, WY 82637

ProjectName: S. R. H.B-Field -Resto GL8
Lab.ID: $1409199-004
ClientSample ID: BMP-014
COG: 155544

Date Reported 10/23/2014
Report ID $1409199001

WorkOrder:
CollectionDate:
Date Received:•
FieldSampler:
Matrix:

$1409199
9/8/2014 9:00:00 AM
9/10/2014 11:37:00 AM
GF/KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Anlze/i

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/11/2014 1824 DG
Arsenic 0.053 mg/L 0.001 EPA 200.8 09/11/2014 1226 MS
Barium ND mg/L 0.1 EPA 200.8 09/11/2014 1226 MS
Beryllium ND mg/L 0.001 EPA 200.7 09/11/2014 1824 DG
Boron ND mg/L 0.1 EPA 200.7 09/11/2014 1824 DG
Cadmium ND mg/L 0.001 EPA 200.8 09/11/2014 1226 MS
Chromium ND mg/L 0.01 "EPA 200.7 09/11/2014 1824 DG
Copper ND mg/L 0.01 EPA 200.8 09/11/2014 1226 MS
Iron 2.19 . mg/L 0.05 EPA 200.7 09/11/2014 1824 DG
Lead ND mg/L 0.01 EPA 200.8 09/11/2014 1226 MS
Manganese 0.30 mg/L 0.01 EPA 200.7 09/11/2014 1824 DG
Mercury ND mg/L 0.001 EPA 245.1 09/16/2014 1039 BJ
Molybdenum ND mg/L 0.01 EPA 200.8 09/11/12014 1226 MS
Nickel ND mg/L 0.05 EPA 200.7 09/11/2014 1824 DG
Selenium 0.020 mg/L 0.001 EPA 200.8 09/11/2014 1226 MS
Uranium 6.36 mg/L 0.0003 EPA 200.8 09/1.1/2014 1226 MS
Vanadium ND mg/L 0.1 EPA 200.8 09/11/12014 1226 MS
Zinc ND mg/L 0.01 EPA 200.7 09/11/2014 1824 DG

Metals - Total
Iron 3.09 mg/L 0.05 EPA 200.7 09/12/2014 1820 DG
Manganese 0.32 mg/L 0.01 EPA 200.7 09/12/2014 1820 DG

Radionucl ides - Dissolved
Gross Alpha 3550 pCi/L 2 SM 7110B 10/20/2014 1512 MB

Gross Alpha Precision (+) 76.3 )Ci/L SM 7110B 10/20/2014 1512 MB
Gross Beta 2300 )Ci/L 3 SM 7110B 10/20/2014 1512 MB
Gross Beta Precision (+) 52.0 )Ci/L SM 71108 10/20/2014 1512 MB
Radium 226 481 pCi/L 0.2 SM 7500 Ra-B 09/26/2014 903 MB
Radium 226 Precision (+) 3.1 )Ci/L SM 7500 Ra-B 09/26/2014 903 MB
Radium 228 1.7 pCi/L 1Ga-Tech 09/27/2014 954 MB
Radium 228 Precision (+) 1.5 pCi/L Ga-Tech 09/27/2014 954 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitatton range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 4_7,/,-,
Wade Nieuwsma, Assistant Laboratory Manager Page 8 of 40



INERMONAI LB Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

Date Reported 10/23/2014
Report ID S 1409199001

ProjectName:
Lab ID:
ClientSample ID:
COC:'

S.R.H.B-Field -Resto GL8
$14091 99-005

BMP-01 5
155544

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409 199
9/8/20 14 9:25:00 AM
9/1 0/20 14 11:37:00 AM
GFIKA-
Water

Comments
Analyses Result Units Qual RL Method Date Aaye/i

Anions/Cations
Alkalinity, Total (As CaCO3) 293 mg/L 5 SM 2320B 09/11/2014 2206 BT

Alkalinity, Bicarbonate as HCO3 357 mg/L 5 SM 2320B 09/11/2014 2206 BT

Alkalinity, Carbonate as 003 ND mg/L 5 SM 2320B 09/11/2014 2206 BT

Chloride 14 mg/L 1 EPA 300.0 09/11/2014 2141 AB

Fluoride 0.1 mg/L 0.1 SM 4500FC 09/11/12014 2206 8T
Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/15/2014 1428 AMB

Sulfate 72 mg/L 1 EPA 300.0 09/11/2014 2141 AB
Calcium 94 mg/L 1 EPA 200.7 09/11/2014 1828 DG

Magnesium 17 rng/L 1 EPA 200.7 09/11/12014 1828 DG

Potassium 6 mg/L 1 EPA 200.7 09/11/2014 1828 DG
Sodium 48 mg/L I EPA 200.7 09/11/12014 1828 DG

Nitrogen, Ammonia (As N) 1.4 mg/L 0.1 EPA 350.1 09/16/2014 1109 AMB
Silica as SiO2 16 mg/L 1 EPA 200.7 09/11/2014 1828 DG

General Parameters
pH 8.1 s~u. 0.1 SM 4500 H B 09/11/2014 2206 BT
Electrical Conductivity 772 pmhos/cm 5 SM 2510B 09/11/2014 2206 BT
Total Dissolved Solids (180) 470 mg/L 10 SM 2540 09/14/2014 1137 IR

Data Quality

Cation Sum 8.40 meq/L 0.01 SM 1030E 09/24/2014 744 JJ
Anion Sum 7.76 meq/L 0.01 SM 1030E 09/24/2014 744 JJ
Cation-Anion Balance (+ 5%) 3.94 %0.01 SM 1030E 09/24/2014 744 JJ

Solids, Total Dissolved (Calc) 440 mg/L 10 SM 1030E 09/24/2014 744 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.07 dec. % 0.01 Calculation 10/13/2014 1141 WN

These results apply only to the samples tested.

Qualifiers: B
E
J

M
O

Analyte detected in the associated Method Blank
Value above quantitation range
Analyte detected below quantitation limits
Value exceeds Monthly Ave or MCL or is less than LCL
Outside the Range of Dilutions
Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42,• /F
Wade Nieuwsma, Assistant Laboratory Manager Page 9 of 40



I EYE-L Inter-Mountain Labs
NHTER-MOUHTSIN LABS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: S.R.H.B-Field -Resto GL8

Lab ID: $1409199-005
ClientSample ID: BMP-015
COG: 155544

Date Reported 10/23/2014
Report ID $14091 99001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

S$1409199
9/8/20 14 9:25:00 AM
9/10/2014 11:37:00 AM
GF/KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/11/2014 1828 DG

Arsenic 0.032 mg/L 0.001 EPA 200.8 09/11/2014 1231 MS
Barium ND mg/L 0.1 EPA 200.8 09/11/2014 1231 MS

Beryllium ND mg/L 0.001 EPA 200.7 09/11/2014 1828 DG

Boron ND mg/L 0.1 EPA 200.7 09/11/2014 1828 DG
Cadmium ND mg/L 0.001 EPA 200.8 09/11/2014 1231 MS

Chromium ND mg/L 0.01 EPA 200.7 09/11/2014 1828 DG

Copper ND mg/L 0.01 EPA 200.8 09/11/2014 1231 MS
Iron 3.46 mg/L 0.05 EPA 200.7 09/11/2014 1828 DG

Lead ND mg/L 0.01 EPA 200.8 09/11/2014 1231 MS

Manganese 0.38 mg/L 0.01 EPA 200.7 09/11/2014 1828 DG
Mercury ND mg/L 0.001 EPA 245.1 09/16/2014 1047 BJ

Molybdenum ND mg/L 0.01 EPA 200.8 09/11/12014 1231 MS
Nickel ND mg/L 0.05 EPA 200.7 09/11/2014 1828 .DG
Selenium 0.032 mg/L 0.001 EPA 200.8 09/11/2014 1231 MS

Uranium 2.55 mg/L 0.0003 EPA 200.8 09/11/2014 1231 MS

Vanadium ND mg/L 0.1 EPA 200.8 09/11/2014 1231 MS

Zinc ND mg/L 0.01 EPA 200.7 09/11/2014 1828 DG

Metals - Total
Iron 3.95 mg/L 0.05 EPA 200.7 09/12/2014 1822 DG
Manganese 0.39 mg/L 0.01 EPA 20)0.7 09/12/2014 1822 DG

Radionuclides - Dissolved
Gross Alpha 1970 pCi/L 2 SM 7110OB 10/20/2014 1512 MB

Gross Alpha Precision (+) 55.9 pCi/L SM 71108 10/20/2014 1512 MB
Gross Beta 1120 pCi/L 3 SM 71108 10/20/2014 1512 MB

Gross Beta Precision (+) 37.6 pCi/L SM 71108 10/20/2014 1512 MB

Radium 226 531 pCi/L 0.2 SM 7500 Ra-B 09/26/2014 903 MB
Radium 226 Precision (+) 3.3 pCi/L SM 7500 Re-B 09/26/2014 903 MB
Radium 228 4.5 pCi/L 1 'Ga-Tech 09/27/2014 1255 MB

Radium 228 Precision (±!) 1.3 pCi/L Ga-Tech 09/27/2014 1255 MB

These results apply only to the samples tested.

Qualifiers: B Analyte detected in the associated •
E Value above quantitation range
J Analyte detected below quantitation
M Value exceeds Monthly Ave or MCL
0 Outside the Range of Dilutions
X . Matrix Effect

RL - Reporting Limit
,lethod Blank

limnits
or is less than LCL

C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42 • "
Wade Nieuwsma, Assistant Laboratory Manager Page 10 of 40



'in'
Inter-Mountain Labs

tITER MOUXTA 14 ABS

Your Environmental Monitoring Partner
1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307/) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

Date Reported 10/23/2014
Report ID S1409199001

ProjectName:
Lab ID:
'ClientSample ID:
COC:

S.R.H.B-Field -Resto GL8
S$14091 99-006
BMP-016
155544

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409 199
9/8/20 14 9:30:00 AM
9/10/2014 11:37:00 AM
GF/KA
Water

Comments
Analyses Result Units Qual RL Method Date Analyzed/Init

AnionslCations
Alkalinity, Total (As CaCO3) 264 mg/L 5 SM 23208 09/11/2014 2219 BT
Alkalinity, Bicarbonate as HCO3 322 mg/L 5 SM 23208 09/11/2014 2219 BT
Alkalinity, Carbonate as 003 ND mg/L 5 SM 2320B 09/11/2014 2219 BT
Chloride .7 mg/L 1 EPA 300.0 09/11/2014 2153 AB
Fluoride ND mg/L 0.1 SM 4500FC 09/11/2014 2219 • BT
Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/15/2014 1429 AMB
Sulfate 51 mg/L 1 EPA 300.0 09/11/2014 2153 AB
Calcium 68 'mg/L 1 EPA 200.7 09/11/2014 1842 DG
Magnesium 14 mg/L 1 EPA 200.7 09/11/2014 1842 DG
Potassium 5 mg/L 1 EPA 200.7 09/11/2014 1842 DG
Sodium 54 mg/L 1 EPA 200.7 09/11/2014 1842 DG
Nitrogen, Ammonia (As N) 0.1 mg/L 0.1 EPA 350.1 09/16/2014 1110 AMB

Silica as SiO2 14 mg/L 1 EPA 200.7 09/11/2014 1842 DG

General Parameters
pH 8.0 s.u. 0.1 SM 4500 H B 09/11/2014 2219 BT
Electrical Conductivity 645 Irnhos/cm 5 SM 25108 09/11/2014 2219 BT
Total Dissolved Solids (180) 410 rag/L 10 SM 2540 09/14/2014 1138 IR

Data Quality
Cation Sum 7.04 meq/L 0.01 SM 1030E 09/24/2014 744 JJ
Anion Sum 6.54 meq/L 0.01 SM 1030E 09/24/2014 744 JJ
Cation-Anion Balance (+ 5%) 3.62 %0.01 SM 1030E 09/24/2014 744 JJ
Solids, Total Dissolved (Calc) 370 mg/L 10 SM 1030E 09/24/2014 744 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.11 dec. % 0.01 Calculation 10/13/2014 1141 WN

These results apply only to the samples tested.

Qualifiers: B
E

M
0
X

Analyte detected in the associated Method Blank
Value above quantitation range
Analyte detected below quantifation limits
Value exceeds Monthly Ave or MCL or is less than LCL
Outside the Range of Dilutions
Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: ,,• "
Wade Nieuwsma, Assistant Laboratory Manager Page 11 of 40



N"R OUTA B Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

ProjectName: S.R.H.B-Field -Resto GL8
Lab ID: $1409199-006
ClientSample ID; BMP-016
COG: 155544

Date Reported 10/23/2014
Report ID $14091 99001

WorkOrder: S14091 99
CollectionDate: 9/8/20 14 9:30:00 AM
DateReceived: 9/10/2014 11:37:00 AM
FieldSampler: GF/KA

Matrix: Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/11/2014 1842 DG

Arsenic* 0.031 mg/L 0.001 EPA 200.8 09/11/2014 1236 MS
Barium ND mg/L 0.1 EPA 200.8 09/11/2014 1236 MS
Beryllium ND mg/L 0.001 EPA 200.7 09/11/2014 1842 DG

Boron ND mg/L 0.1 EPA 200.7 09/11/2014 1842 DG
Cadmium ND mg/L 0.001 EPA 200.8 09/11/2014 1236 MS

Chromium ND mg/L 0.01 EPA 200.7 09/111/2014 1842 DG

Copper N D mg/L 0.01 EPA 200.8 09/11/2014 1236 MS

Iron 2.40 mg/L 0.05 EPA 200.7 09/11/2014 1842 DG
Lead ND mg/L 0.01 EPA 200.8 09/11/2014 1236 MS

Manganese 0.44 mg/L 0.01 EPA 200.7 09/11/2014 1842 DG
Mercury ND mg/L 0.001 EPA 245.1 09/16/2014 1049 BJ

Molybdenum ND mg/L 0.01 EPA 200.8 09/11/12014 1236 MS
Nickel ND mg/L 0.05 EPA 200.7 09/11/2014 1842 DG
Selenium 0.004 mg/L 0.001 EPA 200.8 09/11/2014 1236 MS

Uranium 2.94 mg/L 0.0003 EPA 200.8 09/11/12014 1236 MS

Vanadium ND mg/L 0.1 EPA 200.8 09/11/2014 1236 MS
Zinc ND mg/L 0.01 EPA 200.7 09/11/2014 1842 DG

Metals - Total
Iron 2.68 mg/L 0.05 EPA 200.7 09/12/2014 1824 DG

Manganese 0.45 mg/L 0.01 EPA 200.7 09/12/2014 1824 DG

Radionucl ides - Dissolved
Gross Alpha 1720 pCi/L 2 SM 7110B 10/20/2014 1512 MB

Gross Alpha Precision (+) 51.4 pCi/L SM 7110B 10/20/2014 1512 MB
Gross Beta 1070 pCi/L 3 SM 7110B 10/20/2014 1512 MB
Gross Beta Precision (+) 36.5 pCi/L SM 7110B 10/20/2014 1512 MB

Radium 226 .373 pCi/L 0.2 SM 7500 Ra-B 09/26/2014 903 MB
Radium 226 Precision (±) 2.7 pCi/L SM 7500 Ra-B 09/26/2014 903 MB

Radium 228 ND pCi/L 1 Ga-Tech 09/27/2014 1556 MB

Radium 228 Precision (+) NA pCi/L Ga-Tech 09/27/2014 1556 MB

These results apply only to the samples tested.

Qualifiers: B Analyte detected in the associated Method Blank
E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42,,• '
Wade Nieuwsma, Assistant Laboratory Manager Page 12 of 40



INE MUTANLABS Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210

Glen rock, WY 82637

Date Reported 10/23/2014
Report ID $14091 99001

ProjectName:
Lab ID:
ClientSample ID:
COC:

S.R.H.B-Field -Resto GL8
S$1409199-007
BMP-01 8

155544

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$ 1409199
9/8/20 14 11:45:00 AM

9/10/2014 11:37:00 AM

GF/KA

Water

Comments
mIAnalyses Result Units Qual RL Method Date Analyzed/Init I

AnionslCations
Alkalinity, Total (As CaCO3) 287 mg/L 5 SM 2320B 09/11/2014 2232 BT

Alkalinity, Bicarbonate as HCO3 350 mg/L 5 SM 2320B 09/11/2014 2232 BT
Alkalinity, Carbonate as 003 ND mg/L 5 SM 2320B 09/11/2014 2232 BT
Chloride 20 mg/L 1 EPA 300.0 09/11/12014 2320 AB

Fluoride 0.1 mg/L 0.1 SM 4500FC 09/11/2014 2232 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/15/2014 1430 AMB
Sulfate 191 mg/L 1 EPA 300.0 09/11/2014 2320 AB

Calcium 103 mg/L 1 EPA 200.7 09/11/2014 1844 OG
Magnesium 24 mg/L 1 EPA 200.7 09/11/2014 1844 DG

Potassium 8 mg/L .1 EPA 200.7 09/11/2014 1844 DG
Sodium 75 mg/L 1 EPA 200.7 09/11/2014 1844 DG
Nitrogen, Ammonia (As N) 0.4 mg/L 0.1 EPA 350.1 09/16/2014 1111 AMB
Silica as SiO2 13 mg/L 1 EPA 200.7 09/11/2014 1844 DG

General Parameters
pH 8.1 s.u. 0.1 SM 4500 H B 09/11/2014 2232 BT
Electrical Conductivity 991 pmhos/cm 5 SM 2510B 09/11/2014 2232 BT

Total Dissolved Solids (180) 650 mg/L 10 SM 2540 09/14/2014 1139 IR

Data Quality
Cation Sum 10.53 meq/L 0.01 SM 1030E 09/24/2014 744 JJ

Anion Sum 10.29 meq/L 0.01 SM 1030E 09/24/2014 744 JJ

Cation-Anion Balance (+ 5%) 1.17 %0.01 SM 1030E 09/24/2014 744 JJ
Solids, Total Dissolved (Calc) 610 mg/L 10 SM 1030E 09/24/2014 744 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.07 dec. % 0.01 Calculation 10/13/2014 1141 WN

These results apply only to the samples tested. RL - Reporting Limit

Qualifiers: B
E
J

M
0
X

Analyte detected in the associated Method Blank
Value above quantitation range
Analyte detected below quantitation limits
Value exceeds Monthly Ave or MCL or is less than LOL
Outside the Range of Dilutions
Matrix Effect

C Calculated Value
H Holding times for preparation or analysis exceeded
L "Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: "
Wade Nieuwsma, Assistant Laboratory Manager Page 13 of 40



I IU Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Tenra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: S.R.H.B-Field -Resto GL8
Lab ID: $1409199-007
ClientSample ID: BMP-018

COC: 155544

Date Reported 10/23/2014
Report ID $1409199001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

S 1409199
9/8/2014 11:45:00 AM

9/10/2014 11:37:00 AM
GFIKA
Water

Comments
SAnalyses Result Units Qual RL Method DaeAnalyzed/Init

Metals - Dissolved
Aluminum ND ' mg/L 0.1 EPA 200.7 09/11/2014 1844 DG

Arsenic 0.005 mg/L 0.001 EPA 200.8 09/111/2014 1242 MS

Barium ND mg/L 0.1 EPA 200.8 09/11/2014 1242 MS
Beryllium ND mg/L 0.001 EPA 200.7 09/11/2014 1844 DG

Boron ND mg/L 0.1 EPA 200.7 09/11/2014 1844 DG

Cadmium ND mg/L 0.001 EPA 200.8 09/11/2014 1242 MS
Chromium ND mg/L 0.01 EPA 200.7 09/11/2014 1844 DG

Copper ND mg/L 0.01 EPA 200.8 09/11/2014 1242 MS

Iron 1.48 mg/L 0.05 EPA 200.7 09/11/2014 1844 DG

Lead ND mg/L 0.01 EPA 200.8 09/11/2014 1242 MS

Manganese 0.21 mg/L 0.01 EPA 200.7 09/11/2014 1844 DG

Mercury ND mg/L 0.001 EPA 245.1 09/16/2014 1051 BJ
Molybdenum ND mg/L 0.01 EPA 200.8 09/11/2014 1242 MS

Nickel ND mg/L 0.05 EPA 200.7 09/11/12014 1844 DG

Selenium 0.002 mg/L 0.001 EPA 200.8 09/11/2014 1242 MS

Uranium 0.690 mg/L 0.0003 EPA 200.8 09/11/2014 1242 MS
Vanadium ND mg/L 0.1 EPA 200.8 09/11/2014 1242 MS

Zinc ND mg/L 0.01 EPA 200.7 09/11/2014 1844 DG

Metals - Total
iron 2.58 mg/L 0.05 EPA 200.7 09/12/2014 1835 DG

Manganese 0.22 mg/L 0.01 EPA 200.7 09/12/2014 1835 DG

Radionuclides - Dissolved
Gross Alpha 605 pCi/L 2 SM 7110B 10/01/2014 1055 MB

Gross Alpha Precision (+) 16.1 pCi/L SM 7110OB 10/01/2014 1055 MB

Gross Beta 262 pCi/L 3 SM 7110B 10/01/2014 1055 MB

Gross Beta Precision (+) 8.2 pCi/L SM 7110B 10/01/2014 1055 MB

Radium 226 290 pCi/L 0.2 SM 7500 Ra-B 09/26/2014 903 MB
Radium 226 Precision (_+) 2.4 pCi/L SM 7500 Ra-B 09/26/2014 903 MB

Radium 228 3.1 pCi/L 1 . Ga-Tech 09/27/2014 1857 MB
Radium 228 Precision (+) 1.6 )Ci/L Ga-Tech 09/27/2014 1857 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

NO Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: z• •
Wade Nieuwsma, Assistant Laboratory Manager Page 14 of 40



N•PTE ONAAB Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210

Glenrock, WY 82637

ProjectName: S.R.H.B-Fietd -Resto GL8
Lab ID: $1409199-008
ClientSample ID: BMP-019
COC: 155544

Date Reported 10/23/2014
Report ID $1409199001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409 199
9/8/2014 12:17:00 PM
9/10/2014 11:37:00 AM
GF/KA
Water

Comments
Analyses Result Units Qual RL Method DateAnalyzed/Init

AnionslCations
Alkalinity, Total (As CaCO3) 234 mg/L 5 SM 23208 09/11/2014 2244 BT
Alkalinity, Bicarbonate as HCO3 286 mg/L 5 SM 2320B 09/11/2014 2244 8T

Alkalinity, Carbonate as CO3 ND mg/L 5 SM 2320B 09/11/2014 2244 BT

Chloride 20 mg/L 1 EPA 300.0 09/11/2014 2332 AB

Fluoride ND mg/L 0.1 SM 4500FC 09/11/2014 2244 BT
Nitrogen, Nitrate+Nitrife (as N) ND mg/L 0.1 EPA 353.2 09/15/2014 1431 AMB
Sulfate 65 mg/L 1 EPA 300.0 09/11/2014 2332 AB

Calcium 74 mg/L 1 EPA 200.7 09/11/2014 1847 DG

Magnesium 16 mg/L 1 EPA 200.7 09/11/2014 1847 DG
Potassium 6 mg/L 1 EPA 200.7 09/11/2014 1847 DG

Sodium 42 mg/L 1 EPA 200.7 09/11/2014 1847 DG

Nitrogen,.Ammonia (As N) 0.2 mg/L 0.1 EPA 350.1 09/16/2014 1118 AMB
Silica as Si02 18 mg/L 1 EPA 200.7 09/11/12014 1847 DG

General Parameters
pH 7.7 s.u. 0.1 SM 4500 H B 09/11/2014 2244 BT
Electrical Conductivity 632 pmhos/cm 5 SM 25108 09/11/12014 2244 BT
Total Dissolved Solids (180) 400 mg/L 10 SM 2540 09/14/2014 1140 IR

Data Quality
Cation Sum 7.01 meq/L 0.01 SM 1030E 09/24/2014 744 JJ

Anion Sum 6.61 meq/L 0.01 SM 1030E 09/24/2014 744 JJ
Cation-Anion Balance (+ 5%) 2.99 % 0.01 SM 1030E 09/24/2014 744 JJ

Solids, Total Dissolved (Calc) 380 mg/L 10 SM 1030E 09/24/2014 744 JJ
Calculated TDS/TDS Ratio (0.80-1.20) 1.05 dec. % 0.01 Calculation 10/13/2014 1141 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

LND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: ... ,'••

Wade Nieuwsma, Assistant Laboratory Manager Page 15 of 40



in*• Inter-Mountain Labs Your Environmental Monitoring Partner•
1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

Date Reported 10/23/2014
Report ID $14091 99001

ProjectName:
Lab ID:
ClientSample ID:
COG:

S.R.H.B-Field -Resto GL8
S$1409199-008
BMP-01 9
155544

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

S 1409199
9/8/2014 12:17:00 PM
9/1 0/20 14 11:37:00 AM
GF/KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/11/12014 1847 DG
Arsenic 0.014 mg/L 0.001 EPA 200.8 09/11/2014 1247 MS
Barium ND mg/L 0.1 EPA 200.8 09/11/12014 1247 MS
Beryllium ND mg/L 0.001 EPA 200.7 09/11/2014 1847 DG
Boron ND mg/L 0.1 EPA 200.7 09/11/2014 1847 DG
Cadmium ND mg/L 0.001 EPA 200.8 09/11/2014 1247 MS
Chromium ND mg/L 0.01 EPA 200.7 09/11/2014 1847 DG
Copper ND mg/L 0.01 EPA 200.8 09/11/2014 1247 MS

Iron 7.57 mg/L 0.05 EPA 200.7 09/11/2014 1847 DG
Lead ND mg/L 0.01 EPA 200.8 09/11/2014 1247 MS
Manganese 0.32 mg/L 0.01 EPA 200.7 09/11/2014 1847 DG
Mercury ND mg/L 0.001 EPA 245.1 09/16/2014 1053 BJ
Molybdenum ND mg/L 0.01 EPA 200.8 09/11/2014 1247 MS
Nickel ND mg/L 0.05 EPA 200.7 09/11/2014 1847 DG
Selenium 0.002 mg/L 0.001 EPA 200.8 09/11/2014 1247 MS
Uranium 0.480 mg/L 0.0003 EPA 200.8 09/11/2014 1247 MS
Vanadium ND mg/L 0.1 EPA 200.8 09/11/2014 1247 MS
Zinc ND mg/L 0.01 EPA 200.7 09/11/2014 1847 DG

Metals - Total
Iron 10.2 mg/L 0.05 EPA 200.7 09/12/2014 1842 DG
Manganese 0.33 mg/L 0.01 EPA 200.7 09/12/2014 1842 DG

Radilonucl ides - Dissolved
Gross Alpha 568 pCi/L 2 SM 7110OB 10/20/2014 1512 MB
Gross Alpha Precision (+) 30.6 pCi/L SM 7110OB 10/20/2014 1512 MB
Gross Beta 225 pCi/L 3 SM 7110B 10/20/2014 1512 MB
Gross Beta Precision (+) 20.2 pCi/L SM 7110B 10/20/2014 1512 MB
Radium 226 326 pCi/L 0.2 SM 7500 Ra-B 09/26/2014 903 MB
Radium 226 Precision (+) 2.5 pCi/L SM 7500 Ra-B 09/26/2014 903 MB
Radium 228 1.8 pCi/L I Ga-Tech 09/27/2014 2158 MB
Radium 228 Precision (+) 1.9 pCi/L Ga-Tech 09/27/2014 2158 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 6L/2 f
Wade Nieuwsma, Assistant Laboratory Manager Page 16 of 40



in*~ Inter-Mountain Labs . Your Environmental Monitoring Partner
1673 Terra Avenue, Sheridan,' Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

Date Reported 10/23/2014
Report ID S1409199001

ProjectName:
Lab ID:
ClientSample ID:
COC:

S.R.H.B-Field -Resto GL8
S$1409199-009
BMP-020
155544

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409 199
9/8/20 14 11:53:00 AM

9/10/2014 11:37:00 AM
GF/KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

AnionslCations
Alkalinity, Total (As CaCO3) 136 mg/L 5 SM 2320B 09/11/2014 2256 BT
Alkalinity, Bicarbonate as HCO3 166 mg/L 5 SM 23206 09/11/2014 2256 BT
Alkalinity, Carbonate as 003 ND mg/L 5 SM 2320B 09/11/2014 2256 BT
Chloride 5 mg/L I EPA 300.0 09/11/2014 2344 AB
Fluoride 0.2 mg/L 0.1 SM 4500FC 09/11/2014 2256 BT
Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/15/2014 1432 AMB
Sulfate 141 mg/L 1 EPA 300.0 09/11/2014 2344 AB
Calcium 36 mg/L 1 EPA 200.7 09/11/2014 1849 DG
Magnesium 5 mg/L 1 EPA 200.7 09/11/2014 1849 DG
Potassium 3 mg/L 1 EPA 200.7 09/11/2014 1849 DG
Sodium 91 mg/L 1 EPA 200.7 09/11/2014 1849 DG

Nitrogen, Ammonia (As N) 0.2 mg/L 0.1 EPA 350.1 09/16/2014 1119 AMB
Silica as SiO2 11 mg/L 1 EPA 200.7 09/11/2014 1849 DG

General Parameters
pH 8.3 s.u. 0.1 SM 4500 H B 09/11/2014 2256 BT
Electrical Conductivity 641 pmhos/cm 5 SM 25106 09/11/2014 2256 BT
Total Dissolved Solids (180) 390 mg/L 10 SM 2540 09/14/2014 1141 I R

Data Quality
Cation Sum 6.30 meq/L 0.01 SM 1030E 09/24/2014 744 JJ
Anion Sum 5.80 meq/L 0.01 SM 1030E 09/24/2014 744 JJ
Cation-Anion Balance (+ 5%) 4.17 %0.01 SM 1030E 09/24/2014 744 JJ
Solids, Total Dissolved (Calc) 380 rng/L 10 SM 1030E 09/24/2014 744 JJ
Calculated TOS/TDS Ratio (0.80-1.20) 1.03 dec. % 0.01 Calculation 10/13/2014 1141 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

NO Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: /-'

Wade Nieuwsma, Assistant Laboratory Manager Page 17 of 40



mint inter-Mountain Labs Your Environmental Monitoring Partner

1673 Tenra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Gienrock, WY 82637

ProjectName: S.R.H.B-Field -Resto GL8
Lab ID: $1409199-009
ClientSample ID: BMP-020

Date Reported 10/23/2014
Report ID $14091 99001

WorkOrder: $1409 199
CollectionDate: 9/8/20 14 11:53:00 AM
DateReceived: 9/1 0/2014 11:37:00 AM
FieldSampler: GF/KA
Matrix: Water

COG: 155544

Comments
Analyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/11/12014 1849 DG

Arsenic 0.007 mg/L 0.001 EPA 200.8 09/11/2014 1252 MS
Barium ND mg/L 0.1 EPA 200.8 09/11/2014 1252 MS

Beryilium ND mg/L 0.001 EPA 200.7 09/11/2014 1849 DG

Boron ND mg/L 0.1 EPA 200.7 09/11/2014 1849 DG

Cadmium ND mg/L 0.001 EPA 200.8 09/11/2014 1252 MS

Chromium ND mg/L 0.01 EPA 200.7 09/11/12014 1849 DG
Copper ND mg/L 0.01 EPA 200.8 09/11/2014 1252 MS

iron 0.31 mg/L 0.05 EPA 200.7 09/11/2014 1849 DG

Lead ND mg/L 0.01 EPA 200.8 09/11/2014 1252 MS

Manganese 0.43 mg/L 0.01 EPA 200.7 09/11/2014 1849 DG

Mercury ND mg/L 0.001 EPA 245.1 " 09/16/2014 1055 BJ

Molybdenum ND mg/L 0.01 EPA 200.8 09/11/2014 1252 MS

Nickel ND mg/L 0.05 EPA 200.7 09/11/2014 1849 DG

Selenium 0.004 mg/L 0.001 EPA 200.8 09/11/2014 1252 MS

Uranium 0.455 mg/L 0.0003 EPA 200.8 09/11/2014 1252 MS

Vanadium ND mg/L 0.1 EPA 200.8 09/11/2014 1252 MS

Zinc ND mg/L 0.01 EPA 200.7 09/11/2014 1849 DG

Metals - Total
Iron 0.88 mg/L 0.05 EPA 200.7 09/12/2014 1844 DG
Manganese 0.45 mg/L 0.01 EPA 200.7 09/12/2014 1844 DG

Radionuclides - Dissolved
Gross Alpha 995 pCi/L 2 SM 7110B 10/13/2014 1623 MB

Gross Alpha Precision (+) 26.0 pCi/L SM 71109 10/13/2014 1623 MB

Gross Beta 538 pCi/L 3 SM 7110B 10/13/2014 1623 MB

Gross Beta Precision (+) 13.5 pCi/L SM 7110OB 10/13/2014 1623 MB

Radium 226 229 pCi/L 0.2 SM 7500 Ra-B 09/26/2014 903 MB

Radium 226 Precision (+_) 2.1 pCi/L SM 7500 Ra-B 09/26/2014 903 MB

Radium 228 2.8 pCi/L 1I Ga-Tech 09/28/2014 059 MB

Radium 228 Precision (+) 1.5 pCi/L Ga-Tech 09/28/2014 059 MB

These results apply only to the samples tested. RL - Reporting Limit

Qualifiers: B
E
J
M
O
X

Analyte detected in the associated Method Blank
Value above quantitation range
Analyte detected below quantitation limits
Value exceeds Monthly Ave or MCL or is less than LCL
Outside the Range of Dilutions
Matrix Effect

C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: ,4 ,,2
Wade Nieuwsma, Assistant Laboratory Manager Page 18 of 40



IN•TEMUNANLB Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82601 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PC Box 1210
Glenrock, WY 82637

ProjectName: S. R. H.B-Field -Resto GL8
Lab ID: $1409199-010
ClientSample ID: BMP-021
COO: 155544

Date Reported 10/23/2014
Report ID S51409199001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

S 1409199
9/8/2014 10:34:00 AM
9/10/2014 11:37:00 AM
GF/KA
Water

Comments
IAnalyses Result Units Qual RL Method Date Analyzed/Init

AnionslCations
Alkalinity, Total (As CaCO3) 309 mg/L 5 SM 2320B 09/11/2014 2308 BT
Alkalinity, Bicarbonate as HCO3 377 rng/L 5 SM 23208 09/11/2014 2308 BT
Alkalinity, Carbonate as C03 ND mg/L 5 SM 23206 09/11/2014 2308 BT
Chloride 22 mg/L .1 EPA 300.0 09/11/2014 2357 AB
Fluoride 0.1 mg/L 0.1 SM 4500FC 09/11/2014 2308 BT
Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/15/2014 1434 AMB
Sulfate 111 mg/L 1 EPA 300.0 09/11/2014 2357 AB
Calcium 89 mg/L 1 EPA 200.7 09/11/2014 1851 DG
Magnesium 14 mg/L 1 EPA 200.7 09/11/2014 1851 DG
Potassium 8 mg/L 1 EPA 200.7 09/11i/2014 1851 DG

Sodium 91 mg/L 1 EPA 200.7 09/11/2014 1851 DG
Nitrogen, Ammonia (As N) 0.2 mg/L 0.1 EPA 350.1 09/16/2014 1120 AMB
Silica as Si02 15 mg/L 1 EPA 200.7 09/11/2014 1851 DG

General Parameters
pH 8.1 s.u. 0.1 SM 4500 H B 09/11/2014 2308 BT
Electrical Conductivity 821 pmhos/cm 5 SM 25108 09/11/2014 2308 BT
Total Dissolved Solids (180) 550 mg/L 10 SM 2540 09/14/2014 1142 IR

Data Quality
Cation Sum 9.79 meq/L 0.01 SM 1030E 09/24/2014 744 JJ
Anion Sum 9.12 meq/L 0.01 SM 1030E 09/24/2014 744 JJ
Cation-Anion Balance (+ 5%) 3.54 % 0.01 SM 1030E 09/24/2014 744 JJ
Solids, Total Dissolved (Calc) 540 mg/L 10 SM 1030E 09/24/2014 744 JJ
Calculated TDS/TDS Ratio (0.80-1.20) 1.02 dec. % 0.01 Calculation 10/13/2014 1141 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: _(j(• -

Wade Nieuwsma, Assistant Laboratory Manager Page 19 of 40



/•'1•'Inter-Mountain Labs

INTER-MOUNTAIN LABS

•Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box •1210
Glenrock, WY 82637

ProjectName: S.R. H. B-Field -Resto GL8

Lab ID: $1409199-010
CiientSample ID: BMP-021

COC: 155544

Date Reported 10/23/2014
Report ID S 1409199001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

S 1409199
9/8/2014 10:34:00 AM

9/10/2014 11:37:00 AM
GF/KA

Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/11/2014 1851 DG

Arsenic 0.153 mg/L 0.001 EPA 200.8 09/11112014 1258 MS

Barium ND mg/L 0.1 EPA 200.8 09/11/2014 1258 MS

Beryllium ND mg/L 0.001 EPA 200.7 09/11/2014 1851 DG
Boron ND mg/L 0.1 EPA 200.7 09/11/2014 1851 DG

Cadmium ND mg/L 0.001 EPA 200.8 09/11/2014 1258 MS
Chromium ND mg/L 0.01 EPA 200.7 ,09/11/2014 1851 DG

Copper ND mg/L 0.01 EPA 200.8 09/11/2014 1258 MS

Iron 1.78 mg/L 0.05 EPA 200.7 09/11/2014 1851 DG

Lead ND mg/L 0.01 EPA 200.8 09/11/2014 1258 MS
Manganese 0.47 mg/L 0.01 EPA 200.7 09/11/2014 1851 DG

Mercury ND mg/L 0.001 EPA 245.1 09/16/2014 1057 BJ

Molybdenum ND mg/L 0.01 EPA 200.8 09/11/12014 1258 MS
Nickel ND mg/L 0.05 EPA 200.7 09/11/2014 1851 DG

Selenium .ND mg/L 0.001 EPA 200.8 09/11/2014 1258 MS
Uranium 2.18 mg/L 0.0003 EPA 200.8 09/11/2014 1258 MS
Vanadium ND mg/L 0.1 EPA 200.8 09/11/2014 1258 MS

Zinc ND mg/L 0.01 EPA 200.7 09/11/2014 1851 DG

Metals - Total
Iron 2.01 mg/L 0.05 EPA 200.7 09/12/2014 1847 DG
Manganese 0.50 mg/L 0.01 EPA 200.7 09/12/2014 1847 DG

Radionuclides - Dissolved
Gross Alpha 1470 pCi/L 2 SM 7110B 10/20/2014 1512 MB

Gross Alpha Precision (+) 48.6 pCi/L SM 7110OB 10/20/2014 1512 MB

Gross Beta 811 pCi/L 3 SM 7110B 10/20/2014 1512 MB

Gross Beta Precision (+) 32.1 pCi/L SM 71108 10/20/2014 1512 MB
Radium 226 .664 pCi/L 0.2 SM 7500 Ra-B 09/26/2014 903 MB

Radium 226 Precision (±) 3.7 pCi/L SM 7500 Ra-B 09/26/2014 903 MB

Radium 228 2.6 pCi/L 1 Ga-Tech 09/28/2014 400 MB
Radium 228 Precision (+) 1.8 pCi/L .Ga-Tech 09/28/2014 400 MB

These results apply only to the samples tested.

Qualifiers: B Analyte detected in the associated Method Blank
E value above quantitation range
J Analyte detected below quantitation limits
M value exceeds Monthly Ave or MOL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: •/,---2
Wade Nieuwsma, Assistant Laboratory Manager Page 20 of 40



EIYIL, Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Cornpany: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

Date Reported 10/23/2014
Report ID S1409199001

ProjectName:
Lab ID:
ClientSample ID:
COC:

S.R.H.B-Field -Resto GL8
$1409199-011
BMP-022

155544

WorkOrder: "
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

S51409199
9/8/2014 10:00:00 AM
9/10/2014 11:37:00 AM
GF/KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Anions/Cations
Alkalinity, Total (As CaCO3) 359 mg/L 5 SM 23208 09/11/2014 2342 BT

Alkalinity, Bicarbonate as HCO3 438 mg/L 5 SM 23208 09/11/12014 2342 BT

Alkalinity, Carbonate as 003 ND mg/L 5 SM 23208 09/11/2014 2342 BT

Chloride 15 mg/L I EPA 300.0 09/12/2014 009 AB

Fluoride 0.1 mg/L 0.1 SM 4500FC 09/11/2014 2342 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/15/2014 1435 AMB

Sulfate 32 mg/L 1 EPA 300.0 09/12/2014 009 AB
Calcium 106 mg/L 1 EPA 200.7 09/11/2014 1853 DG

Magnesium 22 mg/L 1 EPA 200.7 09/11/2014 1853 DG
Potassium 7 mg/L 1 EPA 200.7 09/11/2014 1853 DG

Sodium 29 mg/L 1 EPA 200.7 09/11/2014 1853 DG

Nitrogen, Ammonia (As N) 0.4 'mg/L 0.1 EPA 350.1 09/16/2014 1121 AMB
Silica as SiO2 20 mg/L 1 EPA 200.7 09/11/2014 1853 DG

General Parameters
pH 7.9 .s.u. 0.1 SM 4500 H B 09/11/2014 2342 BT

Electrical Conductivity 780 pmhos/cm 5 SM 2510B 09/11/2014 2342 BT

Total Dissolved Solids (180) 460 mg/L 10 SM 2540 09/14/2014 1143 IR

Data Quality
Cation Sum 8.60 meq/L 0.01 SM 1030E 09/24/2014 744 JJ

Anion Sum 8.26 meq/L 0.01 SM 1030E 09/24/2014 744 JJ

Cation-Anion Balance (± 5%) 1.96 %0.01 SM 1030E 09/24/2014 744 JJ

Solids, Total Dissolved (Calc) 450 mg/L 10 SM 1030E 09/24/2014 744 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.02 dec. % 0.01 Calculation 10/13/2014 1141 WN

These results apply only to the samples tested.

Qualifiers: B
E
J
M
0
X

Analyte detected in the associated Method Blank
Value above quantitation range
Analyte detected below quantitation limits
Value exceeds Monthly Ave or MCL or is less than LCL
Outside the Range of Dilutions
Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: ,42
Wade Nieuwsma, Assistant Laboratory Manager Page 21 of 40



IN•TEMOTANAS Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

ProjectName: S.R.H.B-Field -Resto GL8

Lab ID: $1409199-011
ClientSample ID: BMP-022

COG: 155544

Date Reported 10/23/2014
Report ID $1409199001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

S 1409199
9/8/2014 10:00:00 AM

9/10/2014 11:37:00 AM
GF/KA
Water

Comments
Analyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/11/2014 1853 DG
Arsenic 0.190 mg/L 0.001 E=PA 200.8 09/1;1/2014 1303 MS

Barium 0.1 mg/L 0.1 EPA 200.8 09/11/2014 1303 MS

Beryllium ND mg/L 0.001 EPA 200.7 09/11/2014 1853 DG
Boron ND mg/L 0.1 EPA 200.7 09/11/12014 1853 DG

Cadmium ND mg/L 0.001 EPA 200.8 09/11/2014 1303 MS
Chromium ND mg/L 0.01 EPA 200.7 09/11/2014 1853 DG

Copper ND mg/L 0.01 EPA 200.8 09/11/2014 1303 MS

Iron 11.1 mg/L 0.05 EPA 200.7 09/11/2014 1853 DG

Lead ND mg/L 0.01 EPA 200.8 09/11/2014 1303 MS

Manganese 0.61 mg/L 0.01 EPA 200.7 09/11/2014 1853 DG

Mercury ND mg/L 0.001 EPA 245.1 09/16/2014 1059 BJ

Molybdenum ND mg/L 0.01 EPA 200.8 09/11/2014 1303 MS

Nickel ND mg/L 0.05 EPA 200.7 09/11/2014 1853 DG

Selenium ND mg/L 0.001 EPA 200.8 09/11/2014 1303 MS
Uranium 0.750 mg/L 0.0003 EPA 200.8 09/11/2014 1303 MS

Vanadium ND mg/L 0.1 EPA 200.8 09/11/2014 1303 MS

Zinc ND mg/L 0.01 EPA 200.7 09/11/2014 1853 DG

Metals - Total
iron 12.8 mg/L 0.05 EPA 200.7 09/12/2014 1849 DG
Manganese 0.65 mg/L 0.01 EPA 200.7 09/12/2014 1849 DG

Radionuclides - Dissolved

Gross Alpha 917 pCi/L 2 SM 7110B 09/30/2014 2135 MB

Gross Alpha Precision (+) 16.1 pCi/L SM 7110B 09/30/2014 2135 MB

Gross Beta 188 pCi/L 3 SM 7110B 09/30/2014 2135 MB

Gross Beta Precision (+) 4.9 pCi/L SM 7110B 09/30/2014 2135 MB
Radium 226 703 pCi/L 0.2 SM 7500 Ra-B 09/26/2014 903 MB

Radium 226 Precision (±1) "3.7 pCi/L SM 7500 Ra-B 09/26/2014 903 MB

Radium 228 3.0 pCi/L 1 Ga-Tech 09/28/2014 701 MB

Radium 228 Precision (±) 1.5 pCi/L Ga-Tech 09/28/2014 701 MB

These results apply only to the samples tested.

Qualifiers: B Analyte detected in the associated Method Blank
E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: ,.,,_ -.7 f
Wade Nieuwsma, Assistant Laboratory Manager Page 22 of 40



INTEMOTANLS Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

Date Reported 10/23/2014
Report ID S1409199001

ProjectName:
Lab ID:
ClientSample ID:
COC:

S.R.H.B-Field -Resto GL8
$1409199-012

BMP-023

155544

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409 199
9/8/20 14 9:57:00 AM
9/10/2014 11:37:00 AM

GF/KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

AnionslCations
Alkalinity, Total (As CaCO3) 330 mg/L 5 SM 2320B 09/12/2014 007 BT

Alkalinity, Bicarbonate as HCO3 403 rag/L 5 SM 23208 09/12/2014 007 BT

Alkalinity, Carbonate as CO3 ND mg/L 5 SM 23208 09/12/2014 007 BT

Chloride 11 rag/L 1 EPA 300.0 09/12/2014 021 AB

Fluoride 0.1 mg/L 0.1 SM 4500FC 09/12/2014 007 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/15/2014 1436 AMB

Sulfate 62 mg/L 1 EPA 300.0 09/12/2014 021 AB

Calcium 105 mg/L 1 EPA 200.7 09/11/12014 1858 DG

Magnesium 21 mg/L 1 EPA 200.7 09/11/12014 1858 DG

Potassium 6 mg/L 1 EPA 200.7 09/11/2014 1858 DG

Sodium 37 mg/L 1 EPA 200.7 09/11/2014 1858 DG

Nitrogen, Ammonia (As N) 0.8 mg/L 0.1 EPA 350.1 09/16/2014 1122 AMB

Silica as SiO2 19 mg/L 1 EPA 200.7 09/11/12014 1858 DG

General Parameters
pH 7.8 s.u. 0.1 SM 4500 H B 09/12/2014 007 BT

Electrical Conductivity 700 Ipmhos/cm 5 SM 25108 09/12/2014 007 BT

Total Dissolved Solids (180) 490 mg/L 10 SM 2540 09/14/2014 1145 IR

Data Quality

Cation Sum 8.79 meq/L 0.01 SM 1030E 09/24/2014 744 JJ

Anion Sum 8.22 meq/L 0.01 SM 1030E 09/24/2014 744 JJ

Cation-Anion Balance (+ 5%) 3.35 % 0.01 SM 1030E 09/24/2014 744 JJ
Solids, Total Dissolved (Calc) 460 mg/L 10 SM 1030E 09/24/2014 744 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.07 dec. % 0.01 Calculation . 10/13/2014 1141 WN

These results apply only to the samples tested. RL - Reporting Limit

Qualifiers: B
E
J
M
0
X

Analyte detected in the associated Method Blank
Value above quantitation range
Analyte detected below quantitation limits
Value exceeds Monthly Ave or" MCL or is less than LCL
Outside the Range of Dilutions
Matrix Effect

C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewved by: '--'

Wade Nieuwsma, Assistant Laboratory Manager Page 23 of 40



•'•t Inter-Mountain Labs

INTER-MOUNTAIN LABS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

ProjectName: S.R.H.B-Field -Resto GL8
Lab ID: $1409199-012
ClientSample ID: BMP-023
COO" 155544

Date Reported 10/23/2014
Report ID $1409199001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409199
9/8/20 14 9:57:00 AM

9/10/2014 11:37:00 AM

GF/KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum• ND mg/L 0.1 EPA 200.7 09/11/2014 1858 DG
Arsenic 0.110 mg/L 0.001 EPA 200.8 09/11/2014 1334 MS
Barium 0.1 mg/L 0.1 EPA 200.8 09/11/2014 1334 MS
Beryllium ND mg/L 0.001 EPA 200.7 09/11/2014 1858 DG

Boron ND mg/L 0.1 EPA 200.7 09/11/2014 1858 DG
Cadmium ND mg/L 0.001 EPA 200.8 09/11/2014 1334 MS

Chromium ND mg/L 0.01 EPA 200.7 09/11/2014 1858 DG
Copper ND mg/L 0.01 EPA 200.8 09/11/2014 1334 MS
Iron 8.64 mg/L 0.05 EPA 200.7 09/11/2014 1858 DG
Lead ND mg/L 0.01 EPA 200.8 09/11/2014 1334 MS
Manganese 0.70 mg/L 0.01 EPA 200.7 09/11/2014 1858 DG
Mercury ND mg/L 0.001 EPA 245.1 09/16/2014 1105 BJ
Molybdenum ND mg/L 0.01 EPA 200.8 09/11/2014 1334 MS
Nickel ND mg/L 0.05 EPA 200.7 09/11/2014 1858 DG
Selenium 0.017 mg/L 0.001 EPA 200.8 09/11/2014 1334 MS
Uranium 1.25 mg/L 0.0003 EPA 200.8 09/11/2014 1334 MS
Vanadium ND mg/L 0.1 EPA 200.8 09/11/2014 1334 MS
Zinc ND mg/L 0.01 EPA 200.7 09/11/2014 1858 DG

Metals - Total
Iron 9.52 mg/L 0.05 EPA 200.7 09/12/2014 1851 DG
Manganese 0.75 mg/L 0.01 EPA 200.7 09/12/2014 1851 DG

Radionuclides - Dissolved
Gross Alpha 1280 pCi/L 2 SM 71108 10/13/2014 1623 MB
Gross Alpha Precision (+) 33.5 pCi/L SM 7110B 10/13/2014 1623 MB
Gross Beta 521 pCi/L 3 SM 7110B 10/13/2014 1623 MB
Gross Beta Precision (+) 13.6 pCi/L SM 7110B 10/13/2014 1623 MB
Radium 226 701 pCi/L 0.2 SM 7500 Ra-B 09/26/2014 1111 MB

Radium 226 Precision (+) 3.7 pCi/L SM 7500 Ra-B 09/26/2014 1111 MB
Radium 228 6.3 pCi/L 1 Ga-Tech 10/03/2014 1035 MB
Radium 228 Precision (+) 2.0 pCi/L Ga-Tech 10/03/2014 1035 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

LND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 412,•
Wade Nieuwsma, Assistant Laboratory Manager Page 24 of 40



h i• Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: S.R.H.B-Field -Resto GL8
Lab ID: $1409199-013
ClientSample ID: BMP-024
COG: 155544

Date Reported 10/23/2014
Report ID $1409199001

WorkOrder:
CollectionDate:
Date Received:
FieldSampler:
Matrix:

$1409 199
9/8/20 14 10:28:00 AM

9/10/2014 11:37:00 AM
GF/KA
Water

Comments
SAnalyses Result Units Qual RL MehdDateAnyz/ni

AnionslCations
Alkalinity, Total (As CaCO3) 426 mg/L 5 SM 23208 09/12/2014 019 BT

Alkalinity, Bicarbonate as HCO3 520 mg/L 5 SM 2320B 09/12/2014 019 BT

Alkalinity, Carbonate as 003 N D mg/L 5 SM 2320B 09/12/2014 019 BT

Chloride 19 mg/L 1 EPA 300.0 09/12/2014 034 AB

Fluoride 0.1 mg/L 0.1 SM 4500FC 09/1 212014 019 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/15/2014 1444 AMB

Sulfate 25 mg/L 1 EPA 300.0 09/12/2014 034 AB

Calcium 148 mg/L 1 EPA 200.7 09/11/2014 1912 DG

Magnesium 20 mg/L 1 EPA 200.7 09/11/2014 1912 DJG

Potassium 6 mg/L 1 EPA 200.7 09/11/2014 1912 DG
Sodium 21 mg/L 1 EPA 200.7 09/11/2014 1912 DG

Nitrogen, Ammonia (As N) 0.4 mg/L 0.1 EPA 350.1 09/16/2014 1123 AMB

Silica as SiO2 21 mg/L 1 EPA 200.7 09/11/2014 1912 DG

General Parameters

pH 7.8 s.u. 0.1 SM 4500 H B 09/12/2014 019 BT
Electrical Conductivity 910 p mhos/cm 5 SM 25108 09/12/2014 019 BT

Total Dissolved Solids (180) 530 mg/L 10 SM 2540 09/14/2014 1146 IR

Data Quality
Cation Sum 10.10 meq/L 0.01 SM 1030E 09/24/2014 744 JJ

Anion Sum 9.58 meq/L 0.01 SM 1030E 09/24/2014 744 JJ
Cation-Anion Balance (+ 5%) "2.62 %0.01 SM 1030E 09/24/2014 744 JJ

Solids, Total Dissolved (Calc) 520 mg/L 10 SM 1030E 09/24/2014 744 JJ

Calculated TDS/T[DS Ratio (0.80-1.20) 1.02 dec. % 0.01 Calculation 10/13/2014 1141 WN

These results apply only to the samples tested.

Qualifiers: B Analyte detected in the associated Method Blank
E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrdx Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: .",-"

Wade Nieuwsma, Assistant Laboratory Manager Page 25 of 40



INTER-MOUNTAIN LAbS ItrMuti as
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

Date Reported 10/23/2014
Report ID $14091 99001

ProjectName:
Lab ID:
ClientSample ID:
COC:

S.R.H.B-Field -Resto GL8
S$14091 99-013

BMP-024

155544

WorkOrder:
ColiectionDate:
DateReceived:

$1409199
9/8/2014 10:28:00 AM'

9/1 0/2014 11:37:00 AM

FieldSampler: GF/KA
Matrix: .Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/11/2014 1912 DG

Arsenic 0.028 mg/L. 0.001 EPA 200.8 09/11/2014 1340 MS

Barium 0.2 mg/L 0.1 EPA 200.8 09/11/2014 1340 MS

Beryllium ND mg/L 0.001 EPA 200.7 09/11/12014 1912. DG
Boron ND mg/L 0.1 EPA 200.7 09/11/2014 1912 DG

Cadmium ND mg/L 0.001 EPA 200.8 09/11/2014 1340 MS

Chromium ND mg/L 0.01 EPA 200.7 09/11/12014 1912 DG

Copper ND mg/L 0.01 EPA 200.8 09/11/2014 1340 MS

Iron 9.77 mg/L 0.05 EPA 200.7 09/11/2014 1912 DG

Lead ND mg/L 0.01 EPA 200.8 09/11/2014 1340 MS

Manganese 1.47 mg/L 0.01 EPA 200.7 09/11/2014 1912 DG

Mercury ND mg/L 0.001 EPA 245.1 09/16/2014 1112 BJ

Molybdenum ND mg/L 0.01 EPA 200.8 09/11/2014 1340 MS

Nickel ND mg/L 0.05 EPA 200.7 09/11/2014 1912 DG

Selenium 0.004 mg/L 0.001 EPA 200.8 09/11/2014 1340 MS

Uranium 0.800 mg/L 0.0003 EPA 200.8 09/11/12014 1340 MS

Vanadium ND mg/L 0.1 EPA 200.8 09/11/12014 1340 MS

Zinc ND mg/L 0.01 EPA 200.7 09/11/2014 1912 DG

Metals - Total
Iron 10.8 mg/L 0.05 EPA 200.7 09/12/2014 1907 DG

Manganese 1.55 mg/L 0.01 EPA 200.7 09/12/2014 1907 DG

Radionuclides - Dissolved
Gross Alpha 926 pCi/L 2 SM 71108 10/01/2014 1055 MB

Gross Alpha Precision (+) 17.4 pCi/L SM 7110OB 10/01/2014 1055 MB

Gross Beta 217 pCi/L 3 SM 7110B 10/01/2014 1055 MB

Gross Beta Precision (+) 5.3 pCi/L SM 71108 10/01/2014 1055 MB

Radium 226 373 pCi/L 0.2 SM 7500 Ra-B 09/26/2014 1111 MB

Radium 226 Precision (+) 2.7 pCi/L SM 7500 Ra-B 09/26/2014 1111 MB

Radium 228 2.1 pCi/L 1 Ga-Tech 10/03/2014 1336 MB
Radium 228 Precision (+) 1.5 pCi/L Ga-Tech 10/03/2014 1336 MB

These results apply only to the samples tested.

Qualifiers: B Analyte detected in the associated Method Blank
E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

LND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: • Y 2
Wade Nieuwsma, Assistant Laboratory Manager Page 26 of 40



"li.X~i Inter-Mountain Labs Your Environmental Monitoring Partner
1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210

Glenrock, WY 82637

Date Reported 10/23/2014
Report ID $14091 99001

ProjectName:
.Lab ID:
ClientSample ID:
COC:

S. R.H.B-Field -Resto GL8
$1409199-014
BMP-025
155544

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409 199
9/8/2014 10:56:00 AM

9/10/2014 11:37:00 AM

GF/KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Anions/Cations
Alkalinity, Total (As CaCO3) :170 mg/L 5 SM 23208 09/12/2014 032 BT

Alkalinity, Bicarbonate as HCO3 207 mg/L 5 SM 23208 09/12/2014 032 BT

Alkalinity, Carbonate as CO3 ND mg// 5 SM 2320B 09/12/2014 032 BT

Chloride 10 mg// 1 EPA 300.0 09/12/2014 046 AB

Fluoride ND mg/L 0.1 SM 4500FC 09/12/2014 032 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/15/2014 1445 AMB

Sulfate 162 mg/L 1 EPA 300.0 09/12/2014 046 AB

Calcium 93 mg/L 1 EPA 200.7 09/11/2014 1914 DG

Magnesium 17 mg/L 1 EPA 200.7 09/11/2014 1914 DG

Potassium 6 mg/L 1 EPA 200.7 09/11/2014 1914 DG

Sodium 33 mg/L 1 EPA 200.7 09/11/2014 1914 DG

Nitrogen, Ammonia (As N) 0.3 mg/L 0.1 EPA 350.1 09/16/2014 1124 AMB

Silica as SiO2 13 mg/L 1 EPA 200.7 09/11/2014 1914 DG

General Parameters

pH 7.9 s.u. 0.1 SM 4500 H B 09/12/2014 032 BT

Electrical Conductivity 729 pmhos/cm 5 SM 25108 09/12/2014 032 BT

Total Dissolved Solids (180) 490 mg/L 10 SM 2540 09/14/2014 1147 IR

Data Quality
Cation Sum 7.63 meq/L 0.01 SM 1030E 09/24/2014 744 JJ

Anion Sum 7.04 meq/L 0.01 SM 1030E 09/24/2014 744 JJ

Cation-Anion Balance (+ 5%) 3.98 % 0.01 SM 1030E 09/24/2014 744 JJ

Solids, Total Dissolved (Calc) 440 mg/L 10 SM 1030E 09/24/2014 744 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.11 dec. % 0.01 Calculation 10/13/2014 1141 WN

These results apply only to the samples tested.
Qualifiers: B Anralyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 4--(2,,'
Wade Nieuwsma, Assistant Laboratory Manager Page 27 of 40



lI I Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: S.R.H.B-Field -Resto GL8
Lab ID: $1409199-014
ClientSample ID: BMP-025

Date Reported 10/23/2014
Report ID $1409199001

WorkOrder: S1409199
CollectionDate: 9/8/20 14 10:56:00 AM
DateReceived: 9/10/2014 11:37:00 AM
FieldSampler: GF/KA
Matrix: Water

COO: 155544

Comments
Analyses. Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/11/2014 1914 DG
Arsenic 0.006 mg/L 0.001 EPA 200.8 09/11/2014 1345 MS

Barium ND mg/L 0.1 EPA 200.8 09/11/2014 1345 MS

Beryllium ND mg/L 0.001 EPA 200.7 09/11/12014 1914 DG

Boron ND mg/L 0.1 EPA 200.7 09/11/2014 1914 DG

Cadmium ND mg/L 0.001 EPA 200.8 09/11/12014 1345 MS

Chromium ND mg/L 0.01 EPA 200.7 09/11/2014 1914 DG

Copper ND mg/L 0.01 . EPA 200.8 09/11/2014 1345 MS

Iron 3.44 mg/L 0.05 EPA 200.7 09/11/2014 1914 DG

Lead ND mg/L 0.01 EPA 200.8 09/11/12014 1345 MS

Manganese 0.36 mg/L 0.01 EPA 200.7 09/11/12014 1914 DG

Mercury ND mg/L 0.001 EPA 245.1 09/16/2014 1114 BJ

Molybdenum ND mg/L 0.01 EPA 200.8 09/11/12014 1345 MS

Nickel ND mg/L 0.05 EPA 200.7 09/11/12014 1914 DG

Selenium 0.002 mg/L 0.001 EPA 200.8 09/11/2014 1345 MS

Uranium 0.162 mg/L 0.0003 EPA 200.8 09/11/12014 1345 MS

Vanadium ND mg/L 0.1 EPA 200.8 09/11/2014 1345 MS

Zinc ND mg/L 0.01 EPA 200.7 09/11/2014 1914 DG

Metals - Total
Iron 4.09 mg/L 0.05 EPA 200.7 09/12/2014 1909 DG

Manganese 0.38 mg/L 0.01 EPA 200.7 09/12/2014 1909 DG

Radionuclides - Dissolved
Gross Alpha 437 pCi/L 2 SM 7110B 10/01/2014 1055 MB

Gross Alpha Precision (+) 10.3 pCi/L SM 7110B 10/01/2014 1055 MB

Gross Beta 165 pCifL 3 SM 7110B 10/01/2014 1055 MB

Gross Beta Precision (+) 4.5 pCi/L SM 7110B 10/01/2014 1055 MB
Radium 226 266 pCi/L 0.2 SM 7500 Ra-B 09/26/2014 1111 MB

Radium 226 Precision (+) 2.3 pCi/L SM 7500 Ra-B 09/26/2014 1111 MB

Radium 228 1.7 pCi/L 1 Ga-Tech 10/03/2014 1637 MB
Radium 228 Precision (+) 1.5 pCi/L Ga-Tech 10/03/2014 1637 MB

These results apply only to the samples tested.
Qualifiers: B .Analyte detected in the associated Method Blank

E value above quantitation range
J Analyte detected below quantitation limits
M value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

LNB Not Detected at the Reporting Limit.
S Spike Recovery outside accepted recovery limits

Reviewed by: •(j,¢

Wade Nieuwsma, Assistant Laboratory Manager Page 28 of 40



I EVIL Inter-Mountain Labs- Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

ProjectName: S. R. H.B-Field -Resto GL8

Lab ID: $1409199-015
ClientSample ID: BMP-026
COG: 155545

Date Reported 10/23/2014
Report ID $1409199001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409 199
9/8/20 14 11:07:00 AM
9/10/2014 11:37:00 AM
GF/KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Anions/Cations
Alkalinity, Total (As CaCO3) 273 mg/L 5 SM 2320B 09/12/2014 045 BT
Alkalinity, Bicarbonate as HCO3 333 mg/L 5 SM 2320B 09/12/2014 045 BT
Alkalinity, Carbonate as 003 ND mg/L 5 SM 2320B 09/12/2014 045 BT
Chloride .2 mg/L 1 EPA 300.0 09/12/2014 058 AB

Fluoride ND mg/L 0.1 SM 4500FC 09/12/2014 045 BT
Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/15/2014 1446 AMB
Sulfate ND rag// 1 EPA 300.0 09/12/2014 058 AB
Calcium 72 rag/L 1 EPA 200.7 09/11/2014 1916 DG
Magnesium 14 mg/L 1 EPA 200.7 09/11/2014 1916 DG
Potassium 7 mg/L 1 EPA 200.7 09/11/2014 1916 DG
Sodium 12 mg/L 1 EPA 200.7 09/11/2014 1916 DG
Nitrogen, Ammonia (As N) 4.9 mg/L 0.1 EPA 350.1 09/16/2014 1125 AMB
Silica as Si02 15 mg/L 1 EPA 200.7 09/11/2014 1916 DG

General Parameters
pH 8.1 s.u. 0.1 SM 4500 H B 09/12/2014 045 BT
Electrical Conductivity 536 Ipmhos/cm 5 SM 2510GB 09/12/2014 045 BT
Total Dissolved Solids (180) 280 mg/L 10 SM 2540 09/14/2014 1148 IR

Data Quality
Cation Sum 5.79 meq/L 0.01 SM 1030E 09/24/2014 744 JJ
Anion Sum 5.50 meq/L 0.01 SM 1030E 09/24/2014 744 JJ
Cation-Anion Balance (+ 5%) 2.59 %0.01 SM 1030E 09/24/2014 744 JJ
Solids, Total Dissolved (Calc) 290 mg/L 10 SM 1030E 09/24/2014 744 JJ
Calculated TDSITDS Ratio (0.80-1.20) 0.97 dec. % 0.01 Calculation 10/13/2014 1141 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

-ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 6•:2
Wade Nieuwsma, Assistant Laboratory Manager Page 29 of 40



U I~ *Inter-Mountain Labs
INTER-MOUNTAI N ABS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

Date Reported 10/23/2014
Report ID $14091 99001

ProjectName:
Lab ID:
ClientSample ID:
COC:

S.R.H.B-Field -Resto GL8
$1409199-015

BMP-026

155545

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409 199
9/8/2014 11:07:00 AM
9/10/2014 11:37:00 AM
GF/KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/11/2014 1916 DG
Arsenic 0.054 mg/L 0.001 EPA 200.8 09/11/2014 1350 MS

Barium. ND mg/L 0.1 EPA 200.8 09/11112014 1350 MS

Beryllium ND mg/L 0.001 EPA 200.7 09/11/2014 1916 DG
Boron ND mg/L 0.1 EPA 200.7 09/11/12014 1916 DG

Cadmium ND mg/L 0.001 EPA 200.8 09/11/2014 1350 MS

Chromium ND mg/L 0.01 EPA 200.7 09/11/12014 1916 DG

Copper ND mg/L 0.01 EPA 200.8 09/11/2014 1350 MS

Iron 19.9 mg/L 0.05 EPA 200.7 09/11/2014 1916 DG

Lead ND mg/L 0.01 EPA 200.8 09/11/2014 1350 MS

Manganese 1.03 mg/L 0.01 EPA 200.7 09/11/2014 1916 DG
Mercury ND mg/L 0.001 EPA 245.1 09/16/2014 1116 BJ

Molybdenum ND mg/L 0.01 EPA 200.8 09/11/2014 1350 MS

Nickel ND mg/L 0.05 EPA 200.7 09/11/12014 1916 DG
Selenium 0.006 mg/L 0.001 EPA 200.8 09/11/2014 1350 MS

Uranium 0.0675 mg/L 0.0003 EPA 200.8 09/11/2014 1350 MS

Vanadium ND mg/L 0.1 EPA 200.8 09/11/12014 1350 MS

Zinc ND mg/L 0.01 EPA 200.7 09/11/2014 1916 DG

Metals - Total
Iron 22.3 mg/L 0.05 EPA 200.7 09/12/2014 1914 DG
Manganese 1.10 mg/L 0.01 EPA 200.7 09/12/2014 1914 DG

Radionuclides - Dissolved
Gross Alpha 801 pCi/L 2 SM 7110B 10/01/2014 1055 MB
Gross Alpha Precision (+) 14.0 pCi/L SM 7110B 10/01/2014 1055 MB

Gross Beta 387 pCi/L 3 SM 7110B 10/01/2014 1055 MB

Gross Beta Precision (•) 6.8 pCi/L SM 7110B 10/01/2014 1055 MB

Radium 226 534 pCi/L 0.2 SM 7500 Ra-B 09/26/2014 1111 MB

Radium 226 Precision (+) 3.2 pCi/L SM 7500 Ra-B 09/26/2014 1111 MB
Radium 228 14.3 pCi/L I Ga-Tech 10/03/2014 1938 MB

Radium 228 Precision (+) 1.7 pCi/L Ga-Tech 10/03/2014 1938 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

LNO Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery lmits

Reviewed by: 4..2--,,
Wade Nieuwsma, Assistant Laboratory Manager Page 30 of 40



MW"'. Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: S.R.H.B-Field -Resto GL8
Lab ID: $1409199-016
ClientSample ID: BMP-027
COC: 155545

Date Reported 10/23/2014
Report ID $1409199001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409199
9/8/2014 11:25:00 AM

9/10/2014 11:37:00 AM

GF/KA
Water

Comments
JAnalyses Result Units Qual RL Method Date Analyzed/Init

Anions/Cations
Alkalinity, Total (As CaCO3) 409 mg/L 5 SM 2320B 09/12/2014 057 BT

Alkalinity, Bicarbonate as HCO3 499 mg/L 5 SM 2320B 09/12/2014 057 BT

Alkalinity, Carbonate as CO3 ND mg/L 5 SM 2320B 09/12/2014 057 BT

Chloride 6 mg/L 1 EPA 300.0 09/12/2014 111 AB
Fluoride N D mg/L 0.1 SM 4500FC 09/12/2014 057 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/15/2014 1448 AMB

Sulfate 33 mg/L 1 EPA 300.0 09/12/2014 111 AB

Calcium 124 mg/L 1 EPA 200.7 09/11/2014 1919 DG

Magnesium 23 mg/L 1 EPA 200.7 09/11/12014 1919 DG
Potassium 7 mg/L 1 EPA 200.7 09/11/2014 1919 DG
Sodium 25 mg/L 1 EPA 200.7 09/11/12014 1919 DG

Nitrogen, Ammonia (As N) 0.7 mg/L 0.1 EPA 350.1 09/16/2014 1126 AMB

Silica as SiO2 12 mg/L 1 EPA 200.7 09/11/2014 1919 DG

General Parameters
pH 8.0 s.u. 0.1 SM 4500 H B 09/12/2014 057 BT

Electrical Conductivity 847 limhos/cm 5 SM 2510B 09/12/2014 057 BT

Total Dissolved Solids (180) 510 mg/L 10 SM 2540 09/14/2014 1149 IR

Data Quality
Cation Sum 9.38 meq/L 0.01 SM 1030E 09/24/2014 744 JJ

Anion Sum 9.03 meq/L 0.01 SM 1030E 09/24/2014 744 JJ

Cation-Anion Balance (+ 5%) 1.92 %0.01 SM 1030E 09/24/2014 744 JJ

Solids, Total Dissolved (Calc) 480 mg/L 10 SM 1030E 09/24/2014 744 JJ

Calculated TDSf]TDS Ratio (0.80-1.20) 1.06 dec. % 0.01 Calculation 10/13/2014 1141 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

.E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LOL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

_ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by:. • ••
Wade Nieuwsma, Assistant Laboratory Manager Page 31 of 40



..... E, ....L Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210

Glenrock, WY 82637

ProjectName: S.R.H.B-Field -Resto GL8
Lab ID: $1409199-016
ClientSample ID: BMP-027

Date Reported 10/23/2014
Report ID $1409199001

WorkOrder: S1409199
CollectionDate: 9/8/20 14 11:25:00 AM
DateReceived: 9/10/2014 11:37:00 AM
FieldSampler: GFIKA
Matrix: Water

COC: 155545

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/11/2014 1919 DG
Arsenic 0.003 mg/L 0.001 EPA 200.8 09/11/2014 1356 MS
Barium ND mg/L 0.1 EPA 200.8 09/11/12014 1356 MS
Beryllium ND mg/L 0.001 EPA 200.7 09/11/2014 1919 DG
Boron ND mg/L 0.1 EPA 200.7 09/11/'2014 1919 DG

Cadmium ND mg/L 0.001 EPA 200.8 09/11/12014 1356 MS
Chromium ND mg/L 0.01 EPA 200.7 09/11/2014 1919 DG
Copper ND mg/L 0.01 EPA 200.8 09/11/2014 1356 MS
Iron 0.59 mg/L 0.05 EPA 200.7 09/11/2014 1919 DG
Lead ND mg/L 0.01 EPA 200.8 09/11/2014 1356 MS
Manganese 0.44 mg/L 0.01 EPA 200.7 09/11/2014 1919 DG
Mercury ND mg/L 0.001 EPA 245.1 09/16/2014 1118 BJ
Molybdenum •ND mg/L 0.01 EPA 200.8 09/11/2014 1356 MS
Nickel ND mg/L 0.05 EPA 200.7 09/11/2014 1919 DG
Selenium 0.006 mg/L 0.001 EPA 200.8 09/11/2014 1356 MS
Uranium 3.95 mg/L 0.0003 EPA 200.8 09/11/2014 1356 MS
Vanadium ND mg/L 0.1 EPA 200.8 09/11/2014 1356 MS
Zinc .ND mg/L 0.01 EPA 200.7 09/11/2014 1919 DG

Metals - Total
Iron 0.82 mg/L 0.05 EPA 200.7 09/12/2014 1921 .DG

Manganese 0.48 mg/L 0.01 EPA 200.7 09/12/2014 1921 DG

Radionucilides - Dissolved
Gross Alpha 2940 pCi/L 2 SM 7110B 10/01/2014 1055 MB
Gross Alpha Precision (+) 30.4 pCi/L SM 7110B 10/01/2014 1055 MB

Gross Beta 957 pCi/L 3 SM 7110B 10/01/2014 1055 MB
Gross Beta Precision (±-) 10.9 pCi/L SM 7110B 10/01/2014 1055 MB
Radium 226 792 pCi/L 0.2 SM 7500 Ra-B 09/26/2014 1111 MB

Radium 226 Precision (+) 4.0 pCi/L SM 7500 Ra-B 09/26/2014 1111 MB
Radium 228 10.8 pCi/L 1 Ga-Tech 10/03/2014 2239 MB
Radium 228 Precision (+) 1.9 pCi/L Ga-Tech 10/03/2014 2239 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected ini the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: , "
Wade Nieuwsma, Assistant Laboratory Manager Page 32 of 40



U• Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PC Box 1210
Glenrock, WY 82637

Date Reported 10/23/2014
Report ID $14091 99001

ProjectName:
Lab ID:
ClientSample ID:
COC:

S.R.H.B-Field -Resto GL8
$1409199-017

BMP-028

155545

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409199
9/8/2014 12:49:00 PM

9/10/2014 11:37:00 AM
GF/KA

Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

AnionslCations
Alkalinity, Total (As CaCO3) 238 mg/L 5 SM 2320B 09/12/2014 110 BT
Alkalinity, Bicarbonate as HCO3 290 mg/L 5 SM 2320B 09/12/2014 110 BT

Alkalinity, Carbonate as C03 N D mg/L 5 SM 2320B 09/12/2014 110 BT

Chloride 6 mg/L 1 EPA 300.0 09/12/2014 225 AB
Fluoride 0.2 mg/L 0.1 SM 4500FC 09/12/2014 110 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/15/2014 1449 AMB

Sulfate 111 mg/L I EPA 300.0 09/12/2014 225 AB

Calcium 76 mg/L 1 EPA 200.7 09/11/12014 1921 DG
Magnesium 17 mg/L 1 EPA 200.7 09/11/2014 1921 DG

Potassium 7 mg/L 1 EPA 200.7 09/11/12014 1921 DG
Sodium 57 mg/L 1 EPA 200.7 09/11/2014 1921 DG

Nitrogen, Ammonia (As N) 0.3 mg/L 0.1 EPA 350.1 09/16/2014 1127 AMB
Silica as Si02 14 mg/L 1 EPA 200.7 09/11/2014 1921 DG

General Parameters
pH 8.1 s.u. 0.1 SM 4500 H B 09/12/2014 110 BT
Electrical Conductivity 732 p mhos/cm 5 SM 2510B 09/12/2014 110 BT
Total Dissolved Solids (180) 450 mg/L 10 SM 2540 09/14/2014 1150 IR

Data Quality
Cation Sum 7.67 meq/L 0.01 SM 1030E 09/24/2014 744 JJ
Anion Sum 7.25 meq/L 0.01 SM 1030E 09/24/2014 744 ,JJ

Cation-Anion Balance (_+ 5%) 4.08 %0.01 SM 1030E 09/24/2014 744 JJ
Solids, Total Dissolved (Calc) 430 mg/L 10 SM 1030E 09/24/2014 744 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.05 dec. % 0.01 Calculation 10/13/2014 1141 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42 '• "
Wade Nieuwsma, Assistant Laboratory Manager Page 33 of 40



"•t Inter-Mountain Labs

INTER-MOUHTAIN LABS 1673 Tern

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

ProjectName: S.R.H.B-Field -Resto GL8
Lab ID: $1409199-017
ClientSample ID: BMP-028
COC" 155545

Your Environmental Monitoring Partner

a Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Date Reported 10/23/2014
Report ID $14091 99001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409 199
9/8/2014 12:49:00 PM
9/10/2014 11:37:00 AM
GF/KA
Water

Comments
iIAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/11/2014 1921 DG

Arsenic 0.010 mg/L 0.001 EPA 200.8 09/11/2014 1406 MS

Barium ND mg/L 0.1 EPA 200.8 09/11/12014 1406 MS

Bery'llium ND mg/L 0.001 EPA 200.7 09/11/2014 1921 DG

Boron ND mg/L 0.1 EPA 200.7 09/11/12014 1921 DG

Cadmium ND mg/L 0.001 EPA 200.8 09/11/12014 1406 MS
Chromium ND mg/L 0.01 EPA 200.7 09/11/12014 1921 DG

Copper ND mg/L 0.01 EPA 200.8 09/11/2014 1406 MS

Iron 1.76 mg/L 0.05 EPA 200.7 09/11/2014 1921 DG
Lead ND mg/L 0.01 EPA 200.8 09/11/2014 1406 MS

Manganese 0.27 mg/L 0.01 EPA 200.7 09/11/2014 1921 DG

Mercury ND mg/L 0.001 EPA 245.1 09/16/2014 1120 BJ

Molybdenum ND mg/L 0.01 EPA 200.8 09/11/2014 1406 MS

Nickel ND mg/L 0.05 EPA 200.7 09/11/2014 1921 DG
Selenium 0.012 mg/L 0.001 EPA 200.8 09/11/2014 1406 MS

Uranium 1.01 mg/L 0.0003 EPA 200.8 09/11/2014 1406 MS

Vanadium ND mg/L 0.1 EPA 200.8 09/11/2014 1406 MS

Zinc ND mg/L 0.01 EPA 200.7 09/11/2014 1921 DG

Metals - Total
Iron 2.36 mg/L 0.05 EPA 200.7 09/12/2014 1923 DG
Manganese 0.28 mg/L 0.01 EPA 200.7 09/12/2014 1923 DG

Radionuclides - Dissolved
Gross Alpha 813 pCi/L 2 SM 7110B 10/01/2014 1659 MB

Gross Alpha Precision (+) 13.7 pCi/L SM 7110B 10/01/2014 1659 MB

Gross Beta 291 pCi/L 3 SM 7110B 10/01/2014 1659 MB

Gross Beta Precision (+) 5.5 pCi/L SM 7110B 10/01/2014 1659 MB

Radium 226 293 pCi/L 0.2 SM 7500 Ra-B 09/26/2014 1111 MB

Radium 226 Precision (+) 2.4 pCi/L SM 7500 Ra-B 09/26/2014 1111 MB

Radium 228 2.3 pCi/L 1 Ga-Tech 10/04/2014 140 MB

Radium 228 Precision (+) 1.5 pCi/L Ga-Tech 10/04/2014 140 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range ,
J Analyte detected below quantitation limits
M value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C3 Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

NO Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42-(,,•-
Wade Nieuwsma, Assistant Laboratory Manager Page 34-of 40



I EVI Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

ProjectName: S.R.H.B-Field -Resto GL8
Lab ID: $1409199-018
ClientSample ID: BMP-029
COC: 155545

Date Reported 10/23/2014
Report ID $14091 99001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409199
9/8/2014 8:01:00 AM
9/10/2014 11:37:00 AM
GF/KA
Water

Comments
SAnalyses Result Units Qual RL MehdDate Aaye/i

Anions/Cations
Alkalinity, Total (As CaCO3) 356 mg/L 5 SM 23208 09/12/2014 124 BT

Alkalinity, Bicarbonate as HCO3 435 mg/L 5 SM 23208 09/12/2014 124 BT

Alkalinity, Carbonate as C03 ND mg/L 5 SM 2320B 09/12/2014 124 BT
Chloride 13 mg/L 1 EPA 300.0 09/1 2/2014 237 AB

Fluoride 0.1 mg/L 0.1 SM 4500FC 09/12/2014 124 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/15/2014 1450 AMB

Sulfate 60 mg/L 1 EPA 300.0 09/12/2014 237 AB
Calcium 97 mg/L 1 EPA 200.7 09/11/2014 1923 DG

Magnesium 20 mg/L 1 EPA 200.7 09/11/2014 1923 OG
Potassium 7 mg/L 1 EPA 200.7 09/11/2014 1923 DG

Sodium 50 mg/L 1 EPA 200.7 09/11/2014 1923 DG

Nitrogen, Ammonia (As N) 0.2 mg/L 0.1 EPA 350.1 09/23/2014 1422 AMB
Silica as 5iO2 19 mg/L 1 EPA 200.7 09/11/2014 1923 DG

General Parameters
pH 8.1 s.u. 0.1 SM 4500H B 09/12/2014 124 BT
Electrical Conductivity 799 Ipmhos/cm 5 SM 2510B 09/12/2014 124 BT

Total Dissolved Solids (180) 480 mg/L 10 SM 2540 09/14/2014 1151 IR

Data Quality
Cation Sum 8.81 meq/L 0.01 SM 1030E 09/24/2014 744 JJ

Anion Sum 8.72 meq/L 0.01 SM 1030E 09/24/2014 744 JJ

Cation-Anion Balance (+ 5%) 0.46 % 0.01 SM 1030E 09/24/2014 744 JJ

Solids, Total Dissolved (Calc) 480 mg/L 10 SM 1030E 09/24/2014 744 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.00 dec. % 0.01 Calculation 10/13/2014 1141 WN

These results apply only to the Samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
c Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42•
Wade Nieuwsma, Assistant Laboratory Manager Page 35 of 40



N~TERMU B Inter-Mountain Labs'
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 62801 ph: (307) 672-8945
Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

Date Reported 10/23/2014
Report ID $1409199001

ProjectName:
Lab ID:
ClientSample ID:
COC:

S.R.H.B-Field -Resto GL8
$1409199-018
BMP-029

155545

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409199
9/8/2014 8:01:00 AM
9/10/2014 11:37:00 AM

GF/KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/11/2014 1923 DG

Arsenic 0.017 mg/L 0.001 EPA 200.8 09/11/2014 1411 MS

Barium ND mg/L 0.1 EPA 200.8 09/11/2014 1411 MS

Beryllium ND mg/L 0.001 EPA 200.7 09/11/12014 1923 DG
Boron ND mg/L 0.1 EPA 200.7 09/11/2014 1923 DG

Cadmium ND mg/L 0.001 EPA 200.8 09/11/2014 1411 MS

Chromium ND mg/L 0.01 EPA 200.7 09/11/12014 1923 DG

Copper ND mg/L 0.01 EPA 200.8 09/11/12014 1411 MS

Iron 1.63 mg/L 0.05 EPA 200.7 09/11/2014 1923 DG
Lead ND rng/L 0.01 EPA 200.8 09/11/2014 1411 MS

Manganese 0.32 mg/L 0.01 EPA 200.7 09/11/2014 1923 DG

Mercury ND mg/L 0.001 EPA 245.1 09/16/2014 1122 BJ
Molybdenum ND mg/L 0.01 EPA 200.8 09/11/2014 1411 MS
Nickel ND mg/L 0.05 EPA 200.7 09/11/2014 1923 DG

Selenium 0.036 mg/L 0.001 EPA 200.8 09/11/2014 1411 MS
Uranium 3.99 mg/L 0.0003 EPA 200.8 09/11/2014 1411 MS

Vanadium ND mg/L 0.1 EPA 200.8 09/11/2014 1411 MS

Zinc ND mg/L 0.01 EPA 200.7 09/11/2014 1923 DG

Metals - Total
Iron 1.79 mg/L 0.05 EPA 200.7 09/12/2014 1925 DG

Manganese 0.34 mg/L 0.01 EPA 200.7 09/12/2014 1925 DG

Radionuclides - Dissolved
Gross Alpha 2660 pCi/L 2 SM 711lOB 10/01/2014 1659 MB

Gross Alpha Precision (+) 26.9 pCi/L SM 7110OB 10/01/2014 1659 MB
Gross Beta 731 pCi/L 3 SM 7110B 10/01/2014 1659 MB
Gross Beta Precision (_) 8.8 pCi/L SM 7110B 10/01/2014 1659 MB

Radium 226 298 pCi/L 0.2 SM 7500 Ra-B 09/26/2014 1111 MB

Radium 226 Precision (+) 2.4 pCi/L SM 7500 Ra-B 09/26/2014 1111 MB

Radium 228 1.7 pCi/L 1 Ga-Tech 10/04/2014 440 MB

Radium 228 Precision (+) 1.5 pCi/L Ga-Tech 10/04/2014 440 MB

These results apply only to the samples tested. RL - Reporting Limit

Qualifiers: B Analyte detected in the associated Method Blank
E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

Reviewed by: 42 f" - -

Wade Nieuwsma, Assistant Laboratory Manager

C
H
L

ND
S

Calculated Value
Holding times for preparation or analysis exceeded
Analyzed by a contract laboratory
Not Detected at the Reporting Limit
Spike Recovery outside accepted recovery limits
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I EVI Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210
Glenrock, WY 82637

ProjectName: S.R.H.B-Field -Resto GL8
Lab ID: $1409199-019
ClientSample ID: BMP-030
COC: 155545

Date Reported 1012312014
Report ID $14091 99001

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409199
9/8/20 14 7:24:00 AM
9/10/2014 11:37:00 AM
GFIKA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Anions/Cations
Alkalinity, Total (As CaCO3) 314. mg/L 5 SM 2320B 09/12/2014 136 BT
Alkalinity, Bicarbonate as HCO3 384 mg/L 5 SM 2320B 09/12/2014 136 BT

Alkalinity, Carbonate as CO3 ND mg/L 5 SM 23206 09/12/2014 136 BT

Chloride 10 mg/L 1 EPA 300.0 09/12/2014 249 AS

Fluoride 0.1 mg/L 0.1 SM 4500FC 09/12/2014 136 BT
Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/15/2014 1451 AMB
Sulfate 47 mg/L 1 EPA 300.0 09/12/2014 249 AB
Calcium 89 mg/L 1 EPA 200.7 09/11/2014 1928 DG

Magnesium '18 mg/L I EPA 200.7 09/11/12014 1928 DG

Potassium 7 mg/L 1 EPA 200.7 09/11/2014 1928 DG

Sodium 44 mg/L 1 EPA 200.7 09/11/2014 .1928 DG

Nitrogen, Ammonia (As N) 0.4 mg/L 0.1 EPA 350.1 09/23/2014 1423 AMB
Silica as SiO2 16 mg/L 1 EPA 200.7 09/11/2014 1928 DG

General Parameters
pH .8.2 s.u. 0.1 SM 4500 H B 09/12/2014 136 ST
Electrical Conductivity 725 ~m hos/cm 5 SM 2510GB 09/12/2014 136 ST
Total Dissolved Solids (180) 440 mg/L 10 SM 2540 09/14/2014 1152 IR

Data Quality
Cation Sum 7.99 meq/L 0.01 SM 1030E 09/24/2014 744 JJ

Anion Sum 7.55 meq/L 0.01 SM 1030E 09/24/2014 744 JJ
Cation-Anion Balance (+ 5%) 2.86 % 0.01 SM 1030E 09/24/2014 744 JJ
Solids, Total Dissolved (Calc) 420 mg/L 10 SM 1030E 09/24/2014 744 JJ

Calculated TDSiTDS Ratio (0.80-1.20) 1.05 dec. % 0.01 Calculation 10/13/2014 1141 WN

These results apply only to the samples, tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quantitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
c Calculated Value
H Holdirng times for preparation or analysis exceeded
L Analyzed by a contract laboratory

LND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

<,B-

Reviewed by: J-"
Wade Nieuwsma, Assistant Laboratory Manager Page 37 of 40



I"E•iL, Inter-Mountain Labs Your Environmental-Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210

Glenrock, WY 82637

ProjectName:
Lab ID:
ClientSample ID:
COC:

S.R.H.B-Field -Resto GL8
S$1409199-019
BMP-030

155545

Date Reported 10/23/2014
Report ID $1409199001

WorkOrder: S 1409199
CollectionDate: 9/8/20 14 7:24:00 AM
DateReceived: 9/10/2014 11:37:00 AM
FieldSampler: GF/KA
Matrix: Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/11/2014 1928 DG

Arsenic 0.008 mg/L 0.001 EPA 200.8 09/11/2014 1416 MS
Barium ND mg/L 0.1 EPA 200.8 09/11/2014 1416 MS

Beryllium ND mg/L 0.001 EPA 200.7 09/11/2014 1928 DG
Boron ND mg/L 0.1 EPA 200.7 09/11/2014 1928 DG

Cadmium ND mg/L 0.001 EPA 200.8 09/11/2014 1416 MS
Chromium ND mg/L 0.01 EPA 200.7 09/11/2014 1928 DG
Copper ND mg/L 0.01 EPA 200.8 09/11/2014 1416 MS

Iron 4.58 mg/L 0.05 EPA 200.7 09/11/2014 1928 DG

Lead ND mg/L 0.01 EPA 200.8 09/11/12014 1416 MS

Manganese 0.28 mg/L 0.01 EPA 200.7 09/11/2014 1928 DG

Mercury ND mg/L 0.001 EPA 245.1 09/16/2014 1124 BJ
Molybdenum ND mg/L 0.01 EPA 200.8 09/11/2014 1416 MS

Nickel ND mg/L 0.05 EPA 200.7 09/11/2014 1928 DG

Selenium 0.059 mg/L 0.001 EPA 200.8 09/11/2014 1416 MS
Uranium 2.59 mg/L 0.0003 EPA 200.8 09/11/2014 1416 MS
Vanadium ND mg/L 0.1 EPA 200.8 09/11/2014 1416 MS
Zinc ND mg/L 0.01 EPA 200.7 09/11/2014 1928 DG

Metals - Total
Iron 7.49 mg/L 0.05 EPA 200.7 09/12/2014 1934 DG
Manganese 0.29 mg/L 0.01 EPA 200.7 09/12/2014 1934 DG

Radionuclides - Dissolved
Gross Alpha 2330 pCi/L 2 SM 7110B 10/01/2014 1659 MB
Gross Alpha Precision (+) 23.9 pCi/L SM 7110B 10/01/2014 1659 MB

Gross Beta 545 pCi/L 3 SM 7110B 10/01/2014 1659 MB
Gross Beta Precision (+) 7.6 pGilL SM 7110B 10/01/2014 1659 MB

Radium 226 694 pCi/L 0.2 SM 7500 Ra-B 09/26/2014 1111 MB

Radium 226 Precision (+) 3.7 pCi/L SM 7500 Ra-B 09/26/2014 1111 MB

Radium 228 1.4 pCi/L 1 Ga-Tech 10/04/2014 741 MB
Radium 228 Precision (+) 2.0 pCi/L Ga-Tech 10/04/2014 741 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E Value above quarntitation range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LOL
0 Outside the Range of Dilutions
X Matrix Effect

Reviewed by:. 6L2

RL - Reporting Limit
C Calculated Value

H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

ND Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Page 38 of 40
Wade Nieuwsma, Assistant Laboratory Manager



h*• Inter-Mountain Labs Your Environmental Monitoring Partner
1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
P0 Box 1210
Glenrock, WY 82637

Date Reported 10/23/2014
Report ID $1409199001

ProjectName:
Lab ID:
ClientSample ID:
COC:

S.R.H.B-Field -Resto GL8
$1409199-020

BMP-031

155545

WorkOrder:
CollectionDate:
DateReceived:
FieldSampler:
Matrix:

$1409199
9/8/2014 7:30:00 AM
9/10/2014 11:37:00 AM
GF/KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Anions/Cations
Alkalinity, Total (As CaCO3) 297 mg/L 5 SM 232GB 09/12/2014 148 BT
Alkalinity, Bicarbonate as HCO3 363 mg/L 5 SM 2320B 09/12/2014 148 BT

Alkalinity, Carbonate as C03 N D mg/L 5 SM 232GB 09/12/2014 148 BT
Chloride 26 mg/L 1 EPA 300.0 09/12/2014 302 AB

Fluoride 0.1 mg/L 0.1 SM 4500FC 09/12/2014 148 BT

Nitrogen, Nitrate+Nitrite (as N) ND mg/L 0.1 EPA 353.2 09/15/2014 1452 AMB
Sulfate 89 mg/L 1 EPA 300.0 09/12/2014 302 AB
Calcium 91 mg/L 1 EPA 200.7 09/11/12014 1941 DG

Magnesium 20 mg/L 1 EPA 200.7 09/11/2014 1941 DG

Potassium 7 mg/L 1 EPA 200.7 09/11/2014 1941 DG
Sodium 61 mg/L 1 EPA 200.7 09/11/2014 1941 DG

Nitrogen, Ammonia (As N) 0.2 mg/L 0.1 EPA 350.1 09/23/2014 1424 AMB
Silica as Si02 11 mg/L 1 EPA 200.7 09/11/2014 1941 DG

General Parameters
pH 8.2 s.u. 0.1 SM 4500 H B 09/12/2014 148 BT
Electrical Conductivity 758 p mhos/cm 5 SM 2510GB 09/12/2014 148 BT
Total Dissolved Solids (180) 510 mg/L 10 SM 2540 09/14/2014 1153 IR

Data Quality
Cation Sum 9.04 meq/L 0.01 SM 1030E 09/24/2014 744 JJ
Anion Sum 8.54 rneq/L 0.01 SM1030E 09/24/2014 744 JJ

Cation-Anion Balance (_+ 5%) 2.87 %0.01 SM 1030E 09/24/2014 744 JJ

Solids, Total Dissolved (Calc) 480 mg/L 10 SM 1030E 09/24/2014 744 JJ

Calculated TDS/TDS Ratio (0.80-1.20) 1.06 dec. % 0.01 Calculation 10/13/2014 1141 WN

These results apply only to the samples tested.
Qualifiers: B Analyte detected in the associated Method Blank

E value above quantitation range
J Analyte detected below quantitation limits
M value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

NO Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery limits

Reviewed by: 42/•d•-
Wade Nieuwsma, Assistant Laboratory Manager Page 39 of 40



ZIITR UTANLS Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

Sample Analysis Report

Company: Power Resources (Cameco)
PO Box 1210

Glenrock, WY 82637

ProjectName: S.R.H.B-Field -Resto GL8
Lab ID: $1409199-020
ClientSample ID: BMP-031
COC: 155545

Date Reported 10/23/2014
Report ID $1409199001

WorkOrder:
CollectionDate:
Date Received:
FieldSampler:

Matrix:

$1409199
9/8/20 14 7:30:00 AM

9/10/2014 11:37:00 AM

GF/KA
Water

Comments
SAnalyses Result Units Qual RL Method Date Analyzed/Init

Metals - Dissolved
Aluminum ND mg/L 0.1 EPA 200.7 09/11/12014 1941 DG

Arsenic 0.007 mg/L 0.001 EPA 200.8 09/11/2014 1433 MS

Barium ND mg/L 0.1 EPA 200.8 09/11/12014 1433 MS

Beryllium ND mg/L 0.001 EPA 200.7 09/11/2014 1941 DG

Boron ND mg/L 0.1 EPA 200.7 09/11/2014 1941 DG

Cadmium ND mg/L 0.001 EPA 200.8 09/11/2014 1433 MS
Chromium ND mg/L 0.01 EPA 200.7 09/11/2014 1941 DG

Copper ND mg/L 0.01 EPA 200.8 09/11/2014 1433 MS

Iron 1.62 mg/L 0.05 EPA 200.7 09/11/2014 1941 DG
Lead ND mg/L 0.01 EPA 200.8 09/11/2014 1433 MS

Manganese 0.23 mg/L 0.01 EPA 200.7 09/11/2014 1941 DG

Mercury ND mg/L 0.001 EPA 245.1 09/16/2014 1126 BJ

Molybdenum ND mg/L 0.01 EPA 200.8 09/11/2014 1433 MS

Nickel ND mg/L 0.05 EPA 200.7 09/11/2014 1941 DG

Selenium 0.005 mg/L '0.001 EPA 200.8 09/11/2014 1433 MS

Uranium 1.97 mg/L .0.0003 EPA 200.8 09/11/2014 1433 MS
Vanadium ND mg/L - 0.1 EPA 200.8 09/11/2014 1433 MS

Zinc ND mg/L 0.01 EPA 200.7 09/11/2014 1941 DG

Metals - Total
Iron 2.52 mg/L 0.05 EPA 200.7 09/12/2014 1936 DG

Manganese 0.24 mg/L 0.01 EPA 200.7 09/12/2014 1936 DG

Radionuclides - Dissolved
Gross Alpha 1220 pCi/L 2 SM 7110OB 10/20/2014 2127 MB

Gross Alpha Precision (+) 43.7 pCi/L SM 7110OB 10/20/2014 2127 MB

Gross Beta 405 pCi/L 3 SM 7110B 10/01/2014 1659 MB

Gross Beta Precision (+) 6.6 pCi/L SM 7110B 10/01/2014 1659 MB

R'adium 226 314 pCi/L 0.2 SM 7500 Ra-B 09/26/2014 1111 MB

Radium 226 Precision (+) 2.5 pCi/L SM 7500 Ra-B 09/26/2014 1111 MB

Radium 228 ND pCi/L 1 Ga-Tech 10/04/2014 1042 MB

Radium 228 Precision (_±) NA pCi/L Ga-Tech 10/04/2014 1042 MB

These results apply only to the samples tested.
Qualifiers: B Analyte detectedl in the associated Method Blank

E value above quantitat ion range
J Analyte detected below quantitation limits
M Value exceeds Monthly Ave or MCL or is less than LCL
0 Outside the Range of Dilutions
X Matrix Effect

RL - Reporting Limit
C Calculated Value
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

NO Not Detected at the Reporting Limit
S Spike Recovery outside accepted recovery timits

Reviewed by: f_- Y/

Wade Nieuwsma, Assistant Laboratory Manager Page 40 of 40



I 'TEL Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
S$1409199

S.R.H.B-Field -Resto GL8

Date: 10/23/2014

Report ID: $1409199001

Alkalinity Sample Type MBLK Units: mg/L
BLANK (09/11/14 11:22) RunNo: 112517

Analyte -Result RL Spike Ref Samp %REC % Rec Limits Qual

Alkalinity, Total (As CaCO3) ND 5

Alkali

Alkali

inity Sample Type LCS Units: mg/L
ATQC (09/11/14 11:13) RunNo: 112517

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Alkalinity, Total (As CaCO3) 582 5 595 97.8 90 - 110

inity Sample Type DUP Units: mg/L

S14091 99-001AD (09/11/14 21:19) RunNo: 112517

Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Alkalinity, Bicarbonate as HCO3 277 5 273 1.39 20

Alkalinity, Carbonate as 003 ND 5 ND 20

Alkalinity, Total (As CaCO3) 232 5 224 3.57 20

$1409199-011AD (09/11/14 23:54) RunNo: 112517
Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Alkalinity, Bicarbonate as HCO3
Alkalinity, Carbonate as CO3
Alkalinity, Total (As CaCO3)

439
ND

360

5
5

5

438 0.204
ND

359 0.204

20
20

20

Cond tuctivity Sample Type MVBLK Units: ljmhos/cm

BLANK (09/11/14 11:22) RunNo: 112517

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Electrical Conductivity ND 5

Conductivity Sample Type LCS Units: pmhos/cm

ATQC (09/11/14 11:13) RunNo: 112517

IAnalyte .Result RL Spike Ref Samp %REC % Rec Limits Qual

Electrical Conductivity 1030 5 1060 97.2 90 -110

Cond uctivity Sample Type DUP Units: pmhos/cm
S14091 99-001AD (09/11/14 21:19) RunNo: 112517

IAnalyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Electrical Conductivity 540 5 622 13.2 20

S1409199-01 lAD (09/11/14 23:54) RunNo: 112517
Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Electrical Conductivity 790 5 780 1.28 20

Qualifiers: B
H
L

0
S

Analyte detected in the associated Method Blank
Hoiding times for preparation or analysis exceeded

Analyzed by a contract laboratory

Outside the Range of Dilutions
Spike Recovery outside accepted recovery limits

E
J

ND

R

X

Value above quantitation range
Anaiyte detected below quantitation limits
Not Detected at the Reporting Limit

RPD outside accepted recovery limits

Matrix Effect

Page 1 of 16



in*• Inter-Mountain Labs
[NTER-MOUNTAI NLABS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
$1409199

S.R.H.B-Field -Resto GL8

Date: 10/23/2014

Report ID: $1409199001

Dissolved Mercury by EPA 245.1 - Water Sample Type MBLK Units: mg/L

LBAnalyteReut R SpeReSapCReLiisua

MecuyND 0.001

DissoDived Mercury by EPA 245.1 - Water Sample Type LCS Units: mg/L

LCS (09/1 6/.14 13:30) RunNo: 112673

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Mercurv 0.002 0.001 0.002 107 85 - 115
J

Dissoolved Mercury by EPA 245.1 - Water Sample Type MS Units: mg/L
S14091 99-004D (09/16/14 10:43) RunNo: 112673

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Mercury 0.002 0.001 0.00197 ND 99.6 70 - 130

S14091 99-01 20 (09/16/14 11:08) RunNo: 112673
Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Mercury 0.002 0.001 0.001 97 ND 98.8 70 - 130

Dissoolved Mercury by EPA 245.1 - Water Sample Type MSD Units: mg/L
S' 1409199-004D (09/16/14 10:45) RunNo: 112673

IAnalyte Result RL Conc %RPD %REC % RPD Limits Qual

Mercury 0.002 0.001 0.002 2.22 97.4 20
S 1409199-012D ( 09/16/14 11:10) . RunNo: 112673

Analyte Result -RL Conc %RPD %REC % RPD Limits Qual

Mercury 0.002 0.001 0.002 0.698 98.2 20

Qualifiers: B
H
L

O

S

Analyte detected in the associated Method Blank
Holding times for preparation or analysis exceeded

Analyzed by a contract laboratory
Outside the Range of Dilutions

Spike Recovery outside accepted recovery limits

E
J

ND
R

X

Value above quantitation range
Analyte detected below quantitation limits

Not Detected at the Reporting Limit

RPD outside accepted recovery limits

Matrix Effect

Page 2 of 16



I TERMUTI LASInter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT: Power Res
Work Order: $1409199

Project: S.R.H.B-Fi

3ources (Cameco)

eld -Resto GL8

Date: 10/23/2014

Report ID: S1409199001

Dissolved Metals by lCP - EPA 200.7 - Water Sample Type MBLK Units: mg/L
SMBLK DISS/CAT (09/11/14 12:39) RunNo: 112502

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Aluminum ND 0.1

Beryllium ND 0.01

Boron ND 0.1
Chromium ND 0.01
Iron ND 0.05

Manganese ND 0.02

Nickel ND 0.01

Zinc ND 0.01

Dissolved Metals by lCP - EPA 200.7 - Water Sample Type LCS Units: mg/L

IDISS LOS Q (09/11/14 12:41) RunNo: 112502 I

o_,,.^ •^, o___ o,•,. o, •^_, •_,,_ •,.._, I
Analyte PI:f5UIL K\L ,,-JIERO r'I.l 0dI1i]J 7/o r- 70 I'\rL. LIIIIIL5 '.Uidli

Aluminum 1.0 0.1 1 98.1 85 -115

Beryllium 1.04 0.01 1 104 85 -115
Boron 1.0 0.1 1 97.3 85 - 115

Chromium 1.05 0.01 1 105 85 -115
Iron 1.02 0.05 1 102 85 -115

Manganese 1.05 0.02 1 105 85 -115

Nickel 1.05 0.01 1 105 85 -115
Zinc 1.03 0.01 1 103 85 -115

Ived Metals by lOP - EPA 200.7 - Water Sample Type MS Units: mg/LDisso

S1409199-005DS (09/11/14 18:31 ) RunNo: 112502

Analyte r~osuii r¶L •p•ie meT camp 0or•-t. 7/o mec Limlis LJUal

Aluminum 0.3 0.1 0.25 ND 108 70 - 130
Beryllium 0.308 0.001 0.25 ND 123 70 - 130

Boron 0.3 0.1 0.25 ND 108 70 - 130

Chromium 0.29 0.01 0.25 ND 115 70 -130

Iron 3.52 0.05 0.25 3.46 21.8 70 - 130 5

Manganese 0.63 0.01 0.25 0.38 101 70 - 130

Nickel 0.29 0.05 0.25 ND 113 70 - 130

Zinc 0.30 0.01 0.25 ND 120 70 - 130

S14091 99-012DS (09/11/114 19:00) RunNo: 112502

Analyte .Result RL Spike Ref Samp %REC % Rec Limits Qual

Aluminum
Beryllium

Boron

Chromium

Iron

Manganese

'Nickel
Zinc

0.3 0.1
0.302 0.001

0.3 0.1

0.28 0.01
8.31 0.05

0.92 0.01

0.28 0.05

0.30 0.01

0.25 ND 105 70 -130
0.25 ND 121 70 - 130

0.25 ND 103 70 -130

0.25 ND 113 70 -130

0.25 8.64 -129 70 - 130

0.25 0.70 88.9 70 - 130

0.25 ND 110 70 -130
0.25 ND 118 70 -130

S

Qualifier~s: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

0 Outside the Range of Dilutions

S Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect

Page 3 of 16



H'TERMU B Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT: Power Resources (Cameco)
Work Order: $1409199

Date: 10/23/2014

Report ID: $1409199001

Project: S.R.H.B-Field -Resto GL8

Dissolved Metals by ICP - EPA 200.7 - Water Sample Type MS Units: mg/L
$1409199-019DS (09/11/14 19:30) RunNo: 112502

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Aluminum 0.3 0.1 0.25 ND 96.3 70 - 130

Beryllium
Boron

Chromium

iron

Manganese

Nickel

Zinc

0.280 0.001 0.25 ND 112

0.3 0.1 0.25 ND 97.0

0.26 0.01 0.25 ND 102

4.59 0.05 0.25 -4.58 2.14

0.51 0.01 0.25 0.28 93.3

0.26 0.05 0.25 ND 102

0.27 0.01 0.25 ND 110

70- 130

70- 130

70- 130

70-130

70- 130

70- 130

70- 130

S

Dissolved Metals by ICP - EPA 200.7 - Water Sample Type MSD Units: mg/L
S1409199-005DSD (09/11/1•4 18:33) RunNo: 112502

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Aluminum 0.3 0.1 0.3 6.18 101 20

Beryllium 0.291 0.001 0.308 5.65 116 20

Boron 0.3 0.1 0.3 4.27 102 20
Chromium 0.27 0.01 0.29 6.76 107 20

Iron 3.52 0.05 3.52 0.00341 21.8 20
Manganese 0.62 0.01 0.63 2.63 94.7 20

Nickel 0.27 0.05 0.29 5.95 106 20

Zinc 0.28 0.01 0.30 7.11 111 20
5 1409199-012DSD (09/11/14 19:03) RunNo: 112502

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Aluminum 0.3 0.1 0.3 0.616 106 20

Beryllium 0.309 0.001 0.302 2.55 124 20

Boron 0.3 0.1 0.3 2.97 107 20

Chromium 0.29 0.01 0.28 0.868 114 20
Iron 8.28 0.05 8.31 0.387 -142 20 S

Manganese 0.92 0.01 0.92 0.125 88.5 20

Nickel 0.29 0.05 0.28 1.07 111 20

Zinc 0.30 0.01 0.30 1.14 120 20
S1409199-019DSD (09/11/14 19:32) RunNo: 112502

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Aluminum
Beryllium

Boron
Chromium

Iron
Manganese

Nickel

Zinc

0.3 0.1 0.3 16.1 113
0.320 0.001 0.280 14.3 128

0.3 0.1 0.3 13.8 113

0.30 0.01 0.26 15.7 118

4.61 0.05 4.59 0.464 10.7

0.55 0.01 0.51 7.52 109

0.30 0.05 0.26 14.0 116

0.32 0.01 0.27 15.8 127

20
20

20

20

20

20

20

20

S

Qualifiers: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

0 Outside the Range of Dilutions

S Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits

X Matrix Effect
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I• • Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
S$1409199

S.R.H.B-Field -Resto GL8

Date: 10/23/2014

Report ID: $1409199001

Dissolved Metals by ICPMS EPA 200.8 - Water

MBLK (09/11/114 11:22)

Sample Type MBLK
RunNo: 112516

Units: mg/L

Analyte rX~UIuL [XL oiII.Cplt~ [XI'• OdIi.J~ll 70rXlX•., 70 rCUu LI[|IILC ',MUdllI

Arsenic ND 0.005

Barium ND 0.1

Cadmium ND 0.001

Copper ND 0.01

Lead ND 0.02

Molybdenum ND 0.02

Selenium ND 0.001

Uranium ND 0.0003

Vanadium ND 0.02
Dissolved Metals by ICPMS EPA 200.8 - Water Sample Type LCS Units: mg/L

LCS (09/11/114 11:17) RunNo: 112516

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Arsenic
Barium

Cadmium

Copper

Lead

Molybdenum

Selenium

Uranium

Vanadium

0.102
ND

0.104

0.10

0.10

0.10

0.100

0.103

0.10

0.005
0.1

0.001

0.01

0.02

0.02

0.001

0.0003

0.02

0.1
0.1

0.1

0.1

0.1

0.1

0.1

0.1

0.1

102
96.7

104

99.8

102

97.3

100

103

101

85 - 115
85 - 115
85 - 115

85 - 115

85 - 115

85 - 115

85 -115

85 - 115

85 - 115

DissoDived Metals by ICPMS EPA 200.8 - Water Sample Type MS Units: mg/L
S1409199-001 DS (09/11/14 11:54) RunNo: 112516

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Arsenic 1.12 0.001 1.1 0.001 102 70 - 130

Barium 1.1 0.1 1.1 ND 98.5 70 -130

Cadmium 1.08 0.001 1.1 ND 98.2 70 - 130

Copper 1.10 0.01 1.1 ND 100 70 -130

Lead 1.15 0.01 1.1 ND 104 70 -130

Molybdenum 1.09 0.01 1.1 ND 98.7 70 - 130

Selenium 1.16 0.001 1.1 0.041 102 70 - 130

Uranium 2.34 0.0003 1.1 1.25 99.7 70 -130

Vanadium 1.1 0.1 1.1 ND 103 70 -130

S1409199-011 DS (09/11/14 13:25) RunNo: 112516

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Arsenic
Barium

Cadmium
Copper

Lead

Molybdenum

1.30
1.2

1.13

1.08

1.15

1.08

0.001
0.1

0.001

0.01

0.01
0.01

1.1
1.1

1.1

1.1

1.1
1.1

0.190
0.1

ND

ND

ND

ND

101
97.9

103

98.4

105

97.7

70- 130
70- 130

70-130
70- 130

70- 130

70-130

Qualifiers: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded

L Analyxed by a contract laboratory

0 Outside the Range of Dilutions

S Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits
X Matrix Effect

Page 5 of 16



/•t Inter-Mountain Labs

INTER-MOUNTAI L ABS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 62801 ph. (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT: Power Resources (Cameco)
Work Order: $1409199

Date: 10/23/2014

Report ID: $1409199001
Project: S.R.H.B-Field -Resto GL8

Dissolved Metals by ICPMS EPA 200.8 - Water Sample Type MS Units: mg/L
S1409199-011DS (09/11/114 13:25) RunNo: 112516

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Selenium 1.14 0.001 1.1 ND 104 70 -130

Uranium
Vanadium

1.88 0.0003 1.1 0.750 103

1.2 0.1 1.1 ND 107
70- 130

70- 130

Dissolved Metals by |CPMS EPA 200.8 - Water Sample Type MSD Units: mg/L
S1409199-001 DMSD (09/11/14 11:59) RunNo: 112516

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Arsenic 1.11 0.001 1.12 0.677 101 20

Barium 1.1 0.1 1.1 0.921 97.6 20

Cadmium 1.13 0.001 1.08 4.18 102 20
Copper 1.08 0.01 1.10 2.05 98.3 20
Lead 1.11 0.01 1.15 2.92 101 20
Molybdenum 1.07 0.01 1.09 1.30 97.4 20

Selenium 1.15 0.001 1.16 0.904 101 20

Uranium 2.31 0.0003 2.34 1.52 96.5 20

Vanadium 1.1 0.1 1.1 1.73 101 20

$1409199-011DMSD (09/11/14 13:29) RunNo: 112516

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Arsenic
Barium

Cadmium

Copper

Lead

Molybdenum

Selenium

Uranium

Vanadium

1.29 0.001 1.30 0.548 100
1.2 0.1 1.2 0.198 98.1

1.07 0.001 1.13 5.16 97.5

1.05 0.01. 1.08 2.61 95.8

1.12 0.01 1.15 3.12 102
1.04 0.01' 1.08 3.00 94.8

1.09 0.001 1.14 4,06 99.3

1.84 0.0003 1.88 2.02 99.3

1.1 0.1 1.2 5.48 102

20
20
20

20

20

20

20

20

20

Qualifiers: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

0 Outside the Range of Dilutions

S Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect

Page 6 of 16



__________ Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
$1409199

S.R.H.B-Field -Resto GL8

Date: 10/23/2014

Report ID: $1409199001

Fluoride by SM 4500
SBLANK (09/11/14 11:22)

Analyte

Fluoride

Sample Type MBLK
RunNo: 112517

Result

ND

Units: mg/L

0.1
Spike Ref Samp %REC % Rec Limits Qual

0.1
Fluoride by SM 4500

SATQC (09/11/14 11:13)
Sample Type LCS

RunNo: 112517,
Units: mg/L

AnlyeResult RL Spike Ref Samp %REC % Rec Limits Qual
Fluoride 2.9 0.1 3 97.0 85 - 115

Fluoride by SM 4500 Sample Type MS Units: mg/L
S1409199-010ASPK MS (09/11/14 23:22) RunNo: 112517

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Fluoride 2.5 0.1 2.5 0.1 •95.6 80 - 120
[ S14091 99-020ASPK MS (09/12/14 02:03) RunNo: 112517

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Fluoride 2.5 0.1 2.5 0.1 96.5 80 - 120

Fluoride by SM 4500 Sample Type MSD Units: mg/L

[S14091 99-010OASPK MSD (09/11/114 23:27) RunNo: 112517

IAnalyte Result RL Conc %RPD %REC % RPD Limits Qual

Fluoride 2.6 0.1 2.5 4.90 101 20"

j S14091 99-020ASPK MSD (09/12/14 02:06) RunNo: 112517

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Fluoride 2.6 0.1 2.5 1.46 98.0 20

Qualifiers: B
H
L

O

S

Analyte detected in the associated Method Blank
Holding times for preparation or analysis exceeded

Analyzed by a contract laboratory

Outside the Range of Dilutions"

Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

NO Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect

Page 7 of 16



*'• ' Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT: Power Resources (Cameco)
Work Order: $1409199

Project: S. R. H.B-Field -Resto GL8

Date: 10/23/2014

Report ID: $1409199001

Gross Alpha, Beta by SM 7110Bf MB-268 (09/30/14 15:27)

Sample Type MVBLK
RunNo: 113568

Units: pCi/L
PrepDate: 09/25/14 0:00 BatchlD R113568

/"%..AI

SA nalyte I'• bUUl[ I'•L opIII. r~ri O a illP 7/O W'•.~ 70 R'• U LIIIIlLI5 LU al

Gross Alpha (Dissolved) ND 2

Gross Beta (Dissolved) ND 3
[ MB-269 (10/01/14 10:55) RunNo: 113584 PrepDate: 09/26/14 0:00 BatchlD Rl13584

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Gross Alpha (Dissolved) ND 2

Gross Beta (Dissolved) ND 3
[ MB-274 (10/20/14 15:12) RunNo: 114111 PrepDate: 10/16/14 0:00 BatchlD R114111

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Gross Alpha (Dissolved) ND 2
Gross Beta (Dissolved) ND 3

Gross Alpha, Beta by SM 71106 Sample Type LOS Units: pCi/L

mtLCS-268 (09/30/14 15:27) RunNo: 113568 PrepDate: 09/25/14 0:00 BatchiD R113568

I nalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Gross Alpha (Dissolved) 65 2 71.2 91.7 50 - 150

Gross Beta (Dissolved) 129 3 120 107 79.4 - 124
LCS-269 (10/01/14 10:55) RunNo: 113584 PrepDate: 09/26/14 0:00 BatchiD Rl13584

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Gross Alpha (Dissolved) 74 2 71.2 104 50 -150

Gross Beta (Dissolved) 132 3 120 110 79.4 -124

LCS-274 (10/20/14 15:12) "RunNo: 114111 PrepDate: 10/16/14 0:00 BatchiD Rl14111

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Gross Alpha (Dissolved) 78 2 71.2 109 50 - 150

*Gross Beta (Dissolved) 131 3 118 111 79.4 -124

Gross Alpha, Beta by SM 7110B Sample Type MS Units: pCi/L

1814091 99-001F MS (09/30/14 15:27) RunNo: 113568 PrepDate: 09/25/14 0:00 BatchlDRl36
Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Gross Alpha (Dissolved) 620 2 71.2 516 147 50 - 150

Gross Beta (Dissolved) 375 3 120 245 108 61.1 - 140

$499-0FMS (10/20/14 15:12) RunNo: 114111 PrepDate: 10/16/14 0:00 BatchlD R114111
1419-0FAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Gross Alpha (Dissolved)
Gross Beta (Dissolved)

2830 2
2510 3

712
1180

2080
1260

106
106

50- 150
61.1 -140

Gross sAlpha, Beta by SM 7110B Sample Type DUP Units: pCi/L
S14091 99-002F DUP (09/30/14 21:35) RunNo: 113568

IAnalyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Gross Alpha (Dissolved)
Gross Beta (Dissolved)

1510 2
669 3

1870 18.9
697 4.00

20
20

Qualifiers: B Analyte detected in the asaociated Method Blank
H Holding times for preparation or analysis exceeded

L AnaIyzed by a contract laboratory

0 Outside the Range of Dilutions
S Spike Recovery outaide accepted recovery limits

E

ND

R

X

Value above quantitation range,
Analyte detected below quantitation limits
Not Detected at the Reporting Limit

RPD outside accepted recovery limits

Matrix Effect

Page 8 of 16



______ -_ Inter-Mountain Labs
JINTER-MOUNTAIN LADS

Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power" Resources (Cameco)
S$1409199

S.R.H.B-Field -Resto GL8

Date: 10/23/2014
Report ID: $1409199001

Gross Alpha, Beta by SM 7110B

S 14091 99-01 5F DUP (10/01/14 10:55)

Sample Type DUP Units: pCi/L
RunNo: 113584 PrepDate: 09/26/14 0:00 BatchlD Rl13584

IAnalyte RftUII. XL rx•i 0d11lJ -7o r' -XFLJ -L 70rX' rJ'- ~X L IS II• L

Gross Alpha (Dissolved) 904 2 801 12.9 20
Gross Beta (Dissolved) 396 3 387 2.38 20

5 1409199-002FDUP (10/13/14 16:23) RunNo: 113824

Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Gross Alpha (Dissolved) 1810 2 1580 14.5 20

Gross Beta (Dissolved) 1070 3 992 8.09 20

Anions by ION Chromatography Sample Type MBLK Units: mg/L
IBLK (09/11/14 09:20) RunNo: 112503

Analyte .Result RL Spike Ref Samp %REC % Rec Limits Qual

Chloride
Sulfate

ND
ND

1
1

Anionns by ION Chromatography SamPle Type LCS Units: mg/L

An(9/1/10933 Result RL Spike Ref Samp %REC % Rec Limits Qual

Chloride
Sulfate

30
145

1
1

30
150

99.7 90 -110
96.6 90 -110

Anions by ION Chromatography Sample Type MS Units: mg/L
[ S14091 99-006ASPK (09/11/14 22:18) RunNo: 112503

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Chloride 65 1 54.5 7 106 80 -120

Sulfate 486 1 409 51 106 80 -120
[S1409199-016ASPK (09/12/14 01:35) RunNo: 112503

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Chloride 62 1 54.5 6 104 80 -120

Sulfate 459 1 409 33 104 80 -120

S14091 99-020ASPK (09/12/14 03:26) RunNo: 112503

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Chloride 85 1 54.5 26 109 80 -120

Sulfate 526 1 409 89 107 80 -120

Anions by ION Chromatography Sample Type MSD Units: mg/L
[5S1409199-006ASPK (09/11/14 22:30) RunNo: 112503

IAnalyte Result RL Conic %RPD %REC % RPD Limits Qual

Chloride 65 1 65 0.430 106 20

Sulfate 489 1 486 0.519 107 20
[ S14091 99-016ASPK (09/12/14 01:48) RunNo: 112503

IAnalyte Result RL Conic %RPD %REC % RPD Limits Qual

Chloride 63 1 62 1.24 106 20

Qualifiers: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded

L Analyzed by a contract laboratory

0 Outside the Range of Dilutions
S Spike Recovery outside accepted recovery limits

E
J

ND

R

X

Value above quantitation range
Analyte detected below quantitation limits
Not Detected at the Reporting Limit

RPD outside accepted recovery limits

Matrix Effect

Page 9 of 16



Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT:

Work Order:

Project:

Power Resources (Cameco)
S$1409199

S.R.H.B-Field -Resto GL8

Date: 10/23/2014

Report ID: $1409199001

Anions by ION Chromatography
S14091 99-01 6ASPK (09/12/14 01:48)

Sample Type MSD
RunNo: 112503

Units: mg/L

Analyte rX~UIuL r\L LUI 7u-/r\Tu -7ore.L, 70 rxr'u LII~iiL •uad j
Sulfate 465 1 459 1.36 106 20

S14091 99-020ASPK (09/12/14 03:39) RunNo: 1125031

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Chloride 86 1 85 0.414 109 20

Sulfate 527 1 526 0.278 107 20

Cations by iCP (Method 200.7) Sample Type MBLK Units: mg/L

MBLK DISS/CAT (09/11/14 12:39) RunNo: 112498

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Calcium ND 1
Magnesium ND 1

Potassium ND 1

Sodium ND 1
Cations by ICP (Method 200.7) Sample Type LCS Units: mg/L

[ CAT LCS IML3 (09/11/14 12:43) .RunNo: 112498

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qua[

•Calcium 42 1 40 104 85 -115

Magnesium 39 1 40 98.5 85 -115

Potassium 39 1 40 96.2 85 -115

Sodium 41 1 . 40 102 85 -115
Cations by ICP (Method 200.7) Sample Type MS Units: mg/L

[s$14091 99-005AS (0n/11t1 18:31 ) RunNo: 112498

I nayt Result RL Spike Ref Samp %REC % Rec Limits Qual

Calcium 118 1 25 94 98.7 70 -130
Magnesium 45 1 25 17 111 70 -130

Potassium 37 1 25 6 126 70- 130

Sodium 74 1 25 48 103 70- 130
5 1409199-012AS (09/11/14 19:00) RunNo: 112498

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Calcium
Magnesium

Potassium

Sodium

126 1
47 1

37 1

63 1

25
25

25

25

105
21

6

37

83.:4
107

123

106

70-130
70-130

70-130

70-130

Catlo.ns by ICP (Method 200.7) Sample Type MSD Units: mg/L
S14091 99-005ASD (09/11/14 18:33) RunNo: 112498

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Calcium 117 1 118 1.07 93.6 20

Magnesium

Potassium
43 1

35 1
45

37

3.87 105

5.35 118
20

20

Qualifiers: 0
H

L

0
S

Analyte detected in the associated Method Blank
Holding timea for preparation or analysis exceeded

Analyzed by a contract laboratory
Outside the Range of Diutions
Spike Recovery outside accepted recovery limita

E
J

NO
R

X

Value above quantitation range
Analyte detected below quantitation limits
Not Detected at the Reporting Limit

RPD outside accepted recovery limits

Matrix Effect

Page 10 of 16



*•t Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
S$1409199

S.R.H.B-Field -Resto GL8

Date: 10/23/2014

Report ID: $1409199001

Cations by ICP (Method 200.7)
5 1409199-005ASD (09/11/14 18:33)

Analyte

Sample Type MSD
RunNo: 112498

Result

Units: mg/L

RL Conc %RPD %REC % RPD Limits Qual

Sodium 72 1 74 1.40 99.3 20
5 1409199-012ASD (09/11/14 19:03) RunNo: 112498

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Calcium 126 1 126 0.147 82.7 20

Magnesium 48 1 47 0.644 108 20

Potassium 38 1 37 2.54 127 20

Sodium 63 1 63 0.00426 106 20

Nitrogen, Ammonia (as N) Sample Type MBLK Units: mg/L
SBASELINE (09/23/14 14:17) RunNo: 112993

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Nitrogen, Ammonia (As N) ND 0.1

Nitrogen, Ammonia (as N) Sample Type LCS Units: mg/L

SQC (09123114 14:18)
RunNo: 112993

Nitroc

L Analyte F¶~Usui 1¶L opJII r~i OaIJP -/ofWr-.., 7/o rU'.u LlriIIL5 H,4Ual [
Nitrogen, Ammonia (As N) 4.4 0.1 4.76 93.4 89 -111

gen, Ammonia (as N) Sample Type MS Units: mg/L

S1409199-007C (09/16/14 11:13) RunNo: 112637

I AayeResult RL Spike Ref Samp %REC % Rec Limits Qual
Nitrogen, Ammonia (As N) 10.3 0.1 10 0.4 " 98.5 90 -110

5 1409199-017C (09/16/14 11:29) RunNo: 112637

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Nitrogen, Ammonia (As N) 9.5 0.1 10 0.3 91.8 90 - 110

gen, Ammonia (as N) Sample Type MSD Units: mg/LNitro c

5S1409199-007C (09/16/14 11:14) RunNo: 112637

AnlyeResult RL Conc %RPD %REC % RPD Limits Qual
Nitrogen, Ammonia (As N) 10.4 0.1 10.3 1.60 100 20

S14091 99-01 7C (09/16/14 11:30) RunNo: 112637

Analyte Result RL Conc %RPD .%REC % RPD Limits Qual

Nitrogen, Ammonia (As N) 10.1 0.1 9.5 6.39 97.9 20

Qualifiers: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded

L Analyzed by a contract laboratory"

0 Outside the Range of Dilutions
S Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect

Page 11 ofl16



"NTEMOTANAS Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan,.Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT: Power Resources (Cameco)
Work Order: $1409199

Project: S.R.H.B-Field -Resto GL8

Date: 10/23/2014

Report ID: $1409199001

Nitrogen, Nitrate-Nitrite (as N) Sample Type MBLK Units: mg/L
[ BLAN K (09/15/14 12:07) RunNo: 1125981

[Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Nitrogen, Nitrate-Nitrite (as N) ND 0.1

Nitrocgen, Nitrate-Nitrite (as N) Sample Type LCS Units: mg/L
[ QC (09/•15/14 12:10) RunNo: 1125981

[ i Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Nitrocen. Nitrate-Nitrite (as N'l 3.8 0.1 3.97 96.0 90 - 110

Nitrogen, Nitrate-Nitrite (as N) Sample Type MS Units: mg/L

fS 1409199-002C (09/15/14 14:20) RunNo: 112598
Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Nitrogen, Nitrate-Nitrite (as N) 5.2 0.1 5 ND .104 90 - 110

[$1409199-012C (09/15/14 14:38) RunNo: 112598 I

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Nitrogen, Nitrate-Nitrite (as N) 5.0 0.1 5 ND 99.6 90 - 110
S14091 99-020C (09/15/14 14:55) RunNo: 112598

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Nitrogen, Nitrate-Nitrite (as N) 5.3 0.1 5 ND 108 90 - 110

Nitrogen, Nitrate-Nitrite (as N) Sample.Type MSD Units: mg/L
[S$14091 99-002C (09/15/14 14:21) RunNo: 112598

IAnalyte Result RL Conc %RPD %REC % RPD Limits Qual

Nitrogen, Nitrate-Nitrite (as N) 5.3 0.1 5.2 0.997 105 20

S1409199-01 20 (09/15/14 14:39) RunNo: 112598

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Nitrogen, Nitrate-Nitrite (as N) 5.1 0.1 5.0 2.56 102 20

S14091 99-020C (09/15/14 14:56) RunNo: 112598

IAnalyte Result RL Conc %RPD %REC % RPD Limits Qual

Nitrogen, Nitrate-Nitrite (as N) 5.5 0.1 5.3 3.28 109 20

Qualifiers: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded

L Analyzed by a contract laboratory
0 Outside the Range of Dilutions

S Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

NO Not Oetected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect

Page 12 of 16



INTEMOTINAS Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945
ANALYTICAL QC SUMMARY REPORT

CLIENT: Power Resources (Cameco)
Work Order: $1409199

Date: 10/23/2014

Report ID: $1409199001

Project:

Radii

S.R.H.B-Field -Resto GL8

urn 228 by Ga/Tech Sample Type MBLK Units: pCi/L
[ MB-8959 (09/25/14 09:40) RunNo: 113318 PrepDate: 09/22/14 10:00 BatchiD 8959

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Radium 228 (Dissolved) ND 1
[ MB-9024 (10/02/14 10:29) RunNo: 113722 PrepDate: 09/29/14 10:00 BatchlD 9024

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Radium 228 (Dissolved) ND 1

uim 228 by Ga/Tech Sample Type LCS Units: pCi/LRadii

SLCS-8959 (09/25/14 12:41) RunNo: 113318 PrepDate: 09/22/14 10:00 BatchiD 8959

IAnalyte NeSUiI NL •pIKe rKei •am1p 70ofl, 70o I'ec LimIbs Luai
Radium 228 (Dissolved) 39 1 41.1 93.7 59.9 -99.4

ILCS-9024 (10/02/14 13:30) RunNo: 113722 PrepDate: 09/29/14 10:00 BatchiD 9024

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Radium 228 (Dissolved) 35 1 40.1 86.1 59.9 - 99.4

um 228 by Ga/Tech Sample Type LCSD Units: pCi/LRadii

ILCSD-8959 (09/25/14 15:42) RunNo: 113318 PrepDate: 09/22/14 10:00
r-•e ,"• -- -- - n/ r-• • r-t

BatchID 8959

[ Analyte r~esui• r¶L ',n /~uI-/o0r -rbs¶~7 I-/orIU LIITIIIS Mual
Radium 228 (Dissolved) 37 1 39 4.93 89.1 20

[ LCSD-9024 (10/02/14 16:30) RunNo: 113722 PrepDate: 09/29/14 10:00 BatchlD 9024

[Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Radium 228 (Dissolved) 33 1 35 4.50 82.3 20

Radium 228 by Ga/Tech Sample Type MS Units: pCi/L
[ TAPMS-8959 (09/25/14 21:44) RunNo: 113318 PrepDate: 09/22/14 10:00 BatchiD 8959

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Radium 228 (Dissolved) 37 1 41.1 ND 90.7 50.8 - 113
STAPMS-9024 (10/02/1'4 22:32) RunNo: 113722 PrepDate: 09/29/14 10:00 BatchiD 9024

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Radium 228 (Dissolved) 33 1 40.1 ND 81.0 50.8 -113
Radium 228 by Ga/Tech Sample Type M~SD Units: pCi/L

I TAPMSD-8959 (09/26/14 00:45) RunNo: 113318 PrepDate: 09/22/14 10:00 BatchlD 8959

I -Analyte [rOuIL [ '".1.. UIIL, 70rIX"L' -/o'P.I ,, 70 F"%1F., LiIIHIi.•LS U

Radium 228 (Dissolved) 31 1 ND 74.3

Radium 228 (Dissolved) 33 1 ND 82.6

Qualifiers: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded

L Analyzed by a contract laboratory

0 Outside the Range of Dilutions

S Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect

Page 13 of 16



INTE-ONANLS Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
S$1409199

S.R.H.B-Field -Resto GL8

Date: 10/23/2014

Report ID: $1409199001

Radium 226 in Water - Dissolved

MB-i1343 (09/26/14 09:03)

Sample Type MBLK

RunNo: 113332

Units: pCi/L
PrepDate: 09/22/14 0:00 BatchlD 8963

t'% ,•I

Analyte I\'SUlL X'L [Xl C r I odi~lllJ 70iX• ., 70 U LjIIIIL• k•Udil

Radium 226 (Dissolved) ND 0.2

MB-1343 (09/26/14 09:03) RunNo: 113383 PrepDate: 09/22/14 0:00 BatchlD 8963

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Radium 226 (Dissolved) ND 0.2

Radium 226 in Water - Dissolved Sample Type LCS Units: pCi/L

LCS-1343 (09/26/14 09:03) RunNo: 113332 PrepDate: 09/22/14 0:00 BatchiD 8963

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Radium 226 (Dissolved) 4.2 0.2 5 83.7 71 - 120

Radium 226 in Water - Dissolved Sample Type MS Units: pCi/L
TAPMS-1343 (09/26/14 09:03) RunNo: 113332 PrepDate: 09/22/14 0:00 BatchiD 8963

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Radium 226 (Dissolved) 4.6 0.2 5 0.9 75.0 74.5 - 120

Radiuum 226 in Water - Dissolved Sample Type MSD Units: pCi/L
TAPMSD-1 343 (09/26/14 09:03) RunNo: 113332 PrepDate: 09/22/14 0:00 BatchlD 8963

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Radium 226 (DissolvJed) 4.2 0.2 4.6 9.67 66.1 20 S

as SiO2 Sample Type MBLK Units: mg/LSilica

SMBLK DISS/CAT (09/11/14 12:39)
RunNo: 112504

5L D...... I ....4.. f~,

Silica

Silica as SiO2 ND 0.1

as SiO2 Sample Type LCS Units: mg/L
I.

DISS LOS Q (09/11/114 12:41)I Analyte

RunNo: 112504
Result RL Spike Ref Samp %REC % Rec Limits Qual

Silica as SiO2 2.2 0.1 2.14 103 85-115

Silict aas SiO2 Sample Type DUP Units: mg/L
[s$14091 99-004DD (09/11/14 18:26) RunNo: 112504

Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Silica as SiO2 14 1 14 0.136 20

$1409199-011DD (09/11/14 18:56) RunNo: 112504

IAnalyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Silica as SiO2 20 1 20 0.696 20

$1409199-018DD (09/11/14 19:25) RunNo: 112504
Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Silica as SiO2 19 1 19 2.31 20

Qualifiers: B] Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded

L Analyzed by a contract laboratory

0 Outside the Range of Dilutions
S Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect
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I' EVIL• Inter-Mountain Labs Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT:
Work Order:

Project:

Power Resources (Cameco)
S$1409199

S.R.H.B-Field -Resto GL8

Date: 10/23/2014

Report ID: $1409199001

Solids By SM 2540
DI (09114114 11:32)

A

Sample Type MBLK Units: mg/L

RuNo: 1184

T

•nalyte
otal Dissolved Solids (180)

RL Spike Ref Samp %REC % Rec Limits Qual

ND 10
Solids By SM 2640 Sample Type LCS Units: mg/L

ICONTROL (09/10/14 17:33) RunNo: 112761

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Total Dissolved Solids (180) 210 10 226 92.9 90 - 110

Solids By SM 2640 Sample Type DUP Units: mg/L

ii 1409199-011A (09/14/14 11:44) RunNo: 112848

IAnalyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

Total Dissolved Solids (180) 450 10 460 2.17 20

S 14091 99-020A (09/14/14 11:54) RunNo: 112848

IAnalyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

TotaliDissolved Solids (180) 510 10 510 0.791 20

Total (200.2) Metals by EPA 200.7 ICP - Water Sample Type MBLK Units: mg/L
[ MB-8846 (09/12/14 18:15) RunNo: 112552 PrepDate: 09/11/14 11:45 BatchlD 8846

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Iron ND 0.05

Manganese ND 0.02

Total (200.2) Metals by EPA 200.7 ICP - Water Sample Type LCS Units: mg/L
[ LCS-8846 (09/12/14 16:52) RunNo: 112552 PrepDate: 09/11/14 11:45 BatchlD 8846

IAnalyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Iron 0.51 0.05 0.5 102 85 - 115

Manganese 0.20 0.02 0.2 99.4 85- 115

Total I(200.2) Metals by EPA 200.7 ICP - Water Sample Type MS Units: mg/L
[$1409199-007ES (09/12/14 18:38) RunNo: 112552 PrepDate: 09/11/14 11:45 BatchlD 8846

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

iron 3.12 0.05 0.5 2.58 108 70 - 130

Manganese 0.42 0.01 0.2 0.22 102 70 - 130
[s$14091 99-O15ES (09/12/14 19:16) RunNo: 112552 PrepDate: 09/12/14 7:00 BatchiD 8848

Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

Iron 22.7 0.05 0.5 22.3 81.3 70 - 130

Manganese 1.29 0.01 0.2 1.10 96.2 70-130

Total (200.2) Metals by EPA 200.7 ICP - Water Sample Type MSD Units: mg/L
I 1409199-007EMSD (09/12/14 18:40) RunNo: 112552 PrepDate: 09/1'1/14 11:45 BatchlD 8846

Analyte Result RL Conc %RPD %REC % RPD Limits Qual,

Iron 3.11 0.05 3.12 0.426 105 20

Manganese 0.42 0.01 0.42 0.00620 102 20

Qualifiers: B
H
L

O
S

Analyte detected in the associated Method Blank
Holding times for preparation or analysis exceeded

Analyzed by a contract laboratory

Outside the Range of Dilutions
Spike Recovery outside accepted recovery limits

E Value above quantitation range
J Analyte detected below quantitation limits

ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits

X Matrix Effect
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N R ON N D Inter-Mountain Labs
Your Environmental Monitoring Partner

1673 Terra Avenue, Sheridan, Wyoming 82801 ph: (307) 672-8945

ANALYTICAL QC SUMMARY REPORT

CLIENT: Power Resources (Cameco) Date: 10/23/2014

Work Order: $1409199 Report ID: $1409199001
Project: S.R.H.B-Field -Resto GL8

Total (200.2) Metals by EPA 200.7 IOP - Water Sample Type MSD Units: mg/L
I 101905MD(09/12/14 19:18) RunNo: 112552 PrepDate: 09/12/14 7:00 BatchlD 8848

Analyte Result RL Conc %RPD %REC % RPD Limits Qual

Iron 22.7 0.05 22.7 0.171 73.6 20

Manganese 1.30 0.01 1.29 0.253 97.8 20

pH Water Sample Type LCS Units: s.u.
[ ATQC (09/11/114 11:13) RunNo: 112517

[Analyte Result RL Spike Ref Samp %REC % Rec Limits Qual

pH 8.7 0.1 8.74 99.7 90-110

pH Water Sample Type DUP Units: s.u.
S 1409199-001AD (09/11/114 21:19) RunNo: 112517

[Analyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

pH 8.3 0.1 8.3 0.371 20

5-I 1409199-011AD (09/11/•14 23:54) RunNo: 112517

IAnalyte Result RL Ref Samp %RPD %REC % RPD Limits Qual

pH 7.7 0.1 7.9 2.31 20

Qualifiers: B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded
L Analyzed by a contract laboratory

0 Outside the Range of Dilutions
S Spike Recovery outside accepted recovery limits

E
J

ND

R

X

Value above quantitation range
Analyte detected below quantitation limits
Not Detected at the Reporting Limit

RPD outside accepted recovery limits

Matrix Effect
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