Indiana University Health

May 5, 2016

U. S. Nuclear Regulatory Commission
Materials Licensing Section

2443 Warrenville Road, Suite 210
Lisle, IL 60532-4352

To Whom It May Concern:

IU Health Ball Memorial Hospital would like a temporary waiver of its U.S.N.R.C. Byproduct
Materials License, Number 13-00951-03 with regards to our High Dose Rate (HDR) treatment
unit. '

We will start the process of replacing a medical linear accelerator in August of 2016. The -
Nucletron/Elekta High Dose Rate (HDR) unit is stored in a secure closet within this vault as per
our license condition.

During the replacement period of the linear accelerator we wish to discontinue use of the HDR
unit and will have the Ir-192 source removed by the manufacturer’s service engineer.

The HDR unit will remain secured in the closet without a source during the linear accelerator
replacement. It will therefore not be possible for our facility to perform monthly quality assurance
tests for this unit during this time period that are part of our license condition since there will be
no source installed.

We are therefore requesting a waiver of the need to perform monthly quality assurance testing
after removal of the source and up to the time when a new source is installed. This may be a
period up to four months. As soon as a new source is installed we will proceed with our quality
assurance program per our license conditions. Please note that this request involves no changes in
facility shielding.

If there are any questions regarding the above matter, please don’t hesitate to contact
me.

Alvis E. Foster, Ph.D. Amy Upchurch, BS, R.T. (R) (T)
Radiation Safety Officer Director of Cancer Services
IU Health Ball Memorial Hospital IU Health Ball Memorial Cancer Centers

Office: 765-747-4440
afoster8(@iuhealth.org
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