
J.,A w,
c

C,; ", , 1ft. ;:(o do

WATER REMEDIATION
TECHNOLOGY/STE 100
ATTN: TED ADAMS
5525 WEST 56TH AVE
ARVADA. CO 80002

Received Date / Reported Date 2017-02-09 /2017-02-14

Page 1 of 1

Analytical Work Order 1QC Release 17039 00256 I CRE

Copy 1 Version 0 / 1

~~~G£~@
NVlAP LAB COD E 1005 18-0

LANDAUER@
Landa uer, Inc ., 2 Science Road
Glenwo od, Illinois 60425-1586
www.landauer. com
Telephone: (708) 755- 7000
Facs imile : (708) 755-7016
Cus tomer Service : (800) 323-8830
Techni cal: (800) 438-3241

Radiation Dosimetry Report
Accoun t : 175311 Subaccount: 1353253 Series: GAO

"No NVLAP accreditation is available from NVLAP for thermal neutron or X type dosimeters. When exposure results
are reported for thermal neutrons or X type dosimeters, this report contains data that are not covered by the NVLAP
accreditation.

Dose Equivalent (mrem) for Periods Shown Below Q) ....
>- iii

Q)

1: .... Name Q; Q)
DOE-Deep Dose Equivalent LDE-Lens Dose Equivalent SDE-Shallow Dose Equivalent .c

0. ro 0 EIII Q) Qi >-0..0 ::J c: ::J

:!2 E E I- a 0 Z
t: :> '00 Use ""C Period Shown Below Quarter to Date Year to Date Lifetime to Date E.Ill Z 0 III -0 ro

0 0:: III Q) . ~0- I Birth Date
0::

DOE I LDE I DOE I LDE I SDE DOE I LDE I DOE I I
o

10 Number SDE SDE LDE SDE oS Cf)

For Mon itoring Period : 2016-10-01 to 2016-12-31 QUARTER 4 2016 LIFETIME

OOGAO CON TROL Pa CNTRL 6118188F

Control Dose Used Pa 36 36 36

00314 EZZA RD RD W3 SYSTE M Pa AREA P 32 32 32 32 32 32 269 271 271 3070 3097 3101 2010/10 6118189F

00315 EZZARD RD W3 AREA Pa AREA P 9 9 9 9 9 9 51 51 51 435 437 441 2010/10 6118190F

This report must not be used to claim
product certification, approval, or
endorseme nt by NVLAP, NIST, or any
age ncy of the federal government.
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WATER REMEDIATION
TECH NOLOGY/STE 100
ATTN: TED ADAMS
5525 WEST 56TH AVE
ARVA DA, CO 80002

Received Date 1Reported Date 2016-01-23 /201 6-01-27

Page 1 of 1

Analytical Work Order 1 QC Release 1602101084/ CRE

Copy 1 Version 0/1
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~NlAPLAS coes t005 18..(j· ·

LANDAUER@
Landauer, Inc., 2 Sc ience Road
Glenwoo d, Illinois 60425- 1586
www.landauer. com
Telephone : (708) 755-700 0
Facs imile : (708) 755-70 16
Custome r Service : (800) 323-8830
Techn ical: (800) 438-3241

Radiation Dosimetry Report
Account : 175311 Subaccount : 1353253 Series : GAO

"No NVLAP accreditation is available from NVLAP for thermal neutron or X type dosimeters. When exposure results
are reported for thermal neutrons or X type dosimeters, this report contains data that are not covered by the NVLAP
accreditation.

Dose Equivalent (mrem) for Periods Shown Below
2 ....

>- OJ
c: .... Name Q; OJ DOE-Deep Dose Equivalent LDE-Lens Dose Equivalent SDE-Shallow Dose Equivalent Cll .0

0. 0 ECll OJ (jj >- Cll
0. .0

E I- ~ c: ~

I ? E Use a 0 Z
t ~ "00 "0 -ci Period Shown Below Quarter to Date Year to Date Lifetime to Date ~ "iiiCll Z 0 Cll
o, I Birth Date

0 0:: Cll

ODE I LDE I DOE I LDE I DOE I LDE I DOE I I
OJ .~

0:: o
10 Number SDE SDE SDE LDE SDE E (f)

For Monitoring Period : 2015-10-01 to 2015-12-31 QUARTER 4 2015 LIFETIME

OOGAO CONTROL Pa CNTRL 3925964E
Contro l Dose Used Pa 28 29 29

00314 EZZAR D RD W3 SYSTE M Pa AREA P M 218 220 220 218 220 220 618 623 624 2801 2826 2830 2010/10 3925965E

00315 EZZARD RD W3 AREA Pa AREA P 36 35 31 36 35 31 95 93 90 384 386 390 2010/10 3925966E

This report must not be used to claim
product certifi cation , approval, or
endorseme nt by NVLAP, NIST, or any
age ncy of the federal go ve rnment.
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WAT ER REMEDIATION
TECHNOLOGY/STE 100
ATTN : TED ADAM S
5525 WEST 56TH AV E
ARVADA, CO 80002

Received Date 1 Reported Date 2015-02-20 {2015-02-25

Page 1 of 1

Analytical Work Order 1 QC Release 1505011013 { ABU

Copy 1 Version o { 1
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NVLAP LAB CODE 100516-0 "

LANDAUER@
Landauer, Inc ., 2 Science Road
Glenwood, Ill ino is 60 425-1586
www.landauer.com
Telephone: (708) 755-7000
Facsimile: (708) 755-7016
Cus tomer Se rvice : (800) 323 -8830
Technical : (800) 438-3241

Radiation Dosimetry Report
Account : 175311 Sub account: 1353253 Serie s: GAO

"No NVLAP accreditation is available from NVLAP for thermal neutron or X type dosimeters. When exposu re results
are reported for thermal neutrons or X type dosimeters, this report contains data that are not covered by the NVLAP
accreditat ion.

>,
Dose Equivalent (mrem) for Periods Shown Below OJ Q;

C ~ Name Q; OJ DOE-Deep Dose Equivalent LDE-Lens Dose Equivalent SDE-Shallow Dose Equivalent Cii ..0a. rn 0 Ero OJ a; >,
0...0 I- :::J C :::J:QE E Use a 0 z
t :::J '00 -0 -ri Period Shown Below Quarter to Date Year to Date Lifetime to Date E- rnro z 0 ro
n,

I
0 ~ ro OJ Q;~ o

10 Number Birth Date DOE LDE SDE DOE LDE SDE DOE LDE SDE DOE LDE SDE E rJ)

For Monitoring Period: 2014-10-01 to 2014-12-31 QUARTER 4 2014 LIFETIME

OOGAO CONTRO L Pa CNTRL 17235100
Contro l Dose Used Pa 38 38 37

003 14 EZZA RD RD W3 SYSTEM Pa AREA P M 228 232 233 228 " 232 ':y 233 646 654 , 655 2183 .?( 2203 2206 2010/10 17235110

00315 EZZARD RD W3 AREA Pa AREA P 34 34 35 34 34 35 92 94 95 289 293 300 2010/10 17235120

Th is report must not be used to c laim
product cert ificat ion, app roval, or
endorsement by NVLAP, NIST , or any
age ncy of the federal gove rnment.
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WATE R REMEDIAT ION
TECHNOLOGY/STE 100
AnN: TED ADAM S
5525 WEST 56TH AVE
ARVAD A, CO 80002

Received Date 1ReportedDate 2014-01-21 {201 4-01-27

Page 1 of 1

Analytical Work Order 1 QC Release 1402011262 { JJG

Copy 1 Version o { 1
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NVLAP LAS COOf IOO5HH)"

LANDAUER@
Landauer, Inc" 2 Sc ience Road
Glenwood , Ill inois 60 425 -1586
www.landauer.com
Telep hone: (708) 755-7000
Facsim ile : (708) 755-7016
Cus tomer Service : (800) 323 -8830
Techni cal: (800) 438-324 1

Radiation Dosim etry Rep ort
Accoun t : 175311 Subaccoun t: 1353253 Series : GAO

"No NVLAP accredi tation is available from NVLAP for thermal neutron or X type dosimeters. When exposure results
are reported for thermal neutrons or X type dosimeters, this report conta ins data that are not covered by the NVLAP
accreditation.

Dose Equivalent (mrem) for Periods Shown Below Q) ....
», 1ii

Q)

c .... Name Cii Q)
DOE-Deep Dose Equivalent LDE-Lens Dose Equivalent SDE-Shallow Dose Equivalent .0

0. ro 0 E'" Q) Qi ~0..0 ::J C ::J
:s:1 E E Use a

Period Shown Below ,Q z
t: ::J '(ij '0 -t:i Quarter to Date Year to Date Lifetime to Date C. ro"'z 0 '"11.

I
0 0::: '" Q)

Cii0::: l,.)

10 Number Birth Date DDE LDE SDE DDE LDE SDE DDE LDE SDE DDE LDE SDE E UJ

For Monitoring Period: 201 3-10-01 to 2013-12-31 QUARTER4 2013 LIFETIME
OOGAO CONTROL Pa CNTRL 8374596 8

Control DoseUsed Pa 29 29 29
00314 EZZARD RDW3 SYSTEM Pa AREA P H 152 154 154 152 154 154 713 722 724 1537 1549 1551 2010 /10 83745978
00315 EllARD RDW3 AREA Pa AREA P 15 15 15 15 15 15 75 74 74 197 199 205 2010 /10 83745988

This report must not be used to claim
product certifica tion, appro val, or
endo rsement by NVLAP, NIST , or any
agency of the federal gove rnment.
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WATER REMEDIATION
TECHNOLOG Y/STE 100
An N: TED ADAM S
5525 WEST 56TH AVE
ARVADA, CO 80002

Received Date 1Reported Date 2013-01-19 1 201 3-01-25

Page 1 of 1

Analytical Work Order1QC Release 1301811462 I MMO

Copy 1 Version 0 1 1
~W~£~
NVLAP LAU CODE 100518-0 "

LANDAUER@
Landaue r, Inc., 2 Science Road
Glenwood , Ill ino is 60425-1586
www.landa ue r.com
Te lephone : (708) 755-7000
Facs im ile : (708) 755-7 016
Cus tome r Se rv ice : (800) 323-8830
Technical: (800) 43 8-3241

Rad iation Dosimetry Report
Acc ount : 175311 Subaccount: 1353253 Ser ies : GAO

"No NVLAP accreditation is available from NVLAP for thermal neutron or X type dosimeters. When exposure result s
are reported for thermal neutrons or X type dosimeters, this report contains data that are not covered by the NVLAP
accreditation.

Dose Equivalent (mre m) for Periods Shown Below Q) ....
c .... >- ro Q)

Name Q; Q)
DOE-Deep Dose Equivalent LDE- Lens Dose Equivale nt SDE-S hallow Dose Equivalent .c

0- ro 0 Eco OJ Qi ~O-.c ::l c ::l
:~ E E Use a 0 z
t ::l 'iii TI -ci Period Shown Below Quarter to Date Year to Date Lifetime to Date E- rocoz 0 co
(L

I
0 0:: co Q) .~

0:: o
10 Number Birth Date DOE LDE SDE DOE LDE SDE DOE LDE SDE DOE LDE SDE .s en

For Monitoring Period: 2012-10-01 to 2012-12-31 QUARTER4 2012 LIFETIME
OOGAO CONTROL Pa CNTRL 6398872A

Control Dose Used Pa 30 30 30
00314 EZZARD RD W3 SYSTEM Pa AREA P H 166 166 166 166 166 166 560 562 559 824 827 827 2010/10 6398873A
00315 EZZARD RD W3 AREA Pa AREA P 18 19 19 18 19 19 63 64 64 122 125 131 2010 /10 6398874A

This report must not be used to claim
product ce rt if ica tion, app roval , or
endorsement by NVLA P, NIST , or any
age ncy of the fede ral government.


