APPENDIX A
NOTICE OF VIOLATION

Tennessee Valley Authority License No. DPR-68
Browns Ferry Unit 3

Based on the NRC inspection October 22-26, 1979, certain of your activities were
apparently not conducted in full compliance with NRC requirements as indicated
below. These items have been categorized as described in correspondence to you
dated December 31, 1974.

As required by 10 CFR 50, Appendix B, Criterion V, Instructions, Procedures
and Drawings, "Activities affecting quality shall be prescribed by docu-
mented instructions...and shall be accomplished in accordance with these
instructions...". The accepted Quality Assurance Program, TVA-TR75-1A,
Revision 3, states in part, "Measuring and test equipment utilized in or
related to operation of TVA's nuclear plants shall be controlled in accor-
dance with written procedures or instructions". Paragraph 3.4.1 of the
Browns Ferry Operational Quality Assurance Manual. (Part III, Section 3.1)
states, '"Measuring and Test Equipment whose calibration due date has
passed...shall be clearly tagged to indicate its quality status, removed
from service, and segregated from acceptable equipment.™

Contrary to the above, the activities affecting quality were not accom-
plished in accordance with the instructions in that the calibration
equipment, current calibrator C-4, was not tagged out, nor segregated from
acceptable equipment on 10/24/79. Further, the equipment had been used
eleven times to calibrate safety related instruments in Unit 3 since the
last calibration due date of 8/6/79.

This is an infraction.
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