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Greenville Hospital /1825 Kennedy Boulevard / Jersey City, N.J. 07305 / (201) 647-6100

9
March 18, 1981

:

John D. Kinneman, Chief
Materials Radiological Protection Sec.
U. S. Nuclear Regulatory Commission
Region 1
631 Park Ave.
King of Prussia, Pa. 19406 '

Dear Mr. Kinneman:

In response to your letter dated February 27. 1981
regarding Mr. Stearns' inspection on February 4, 1981,

,

the following conditions have been corrected:

Item 1. T'he nuclear medical technician has
been directed to wear protective gloves
while handling any and all radiopharma-
ceuticals.

Item 2. A weekly comprehensive survey of non-
controlled areas has been incorporated
into our regular survey plan, and is
being logged as such.

Monthly Reviews of the Department Hot Lab Survey will
be continued and will include the above mentioned items.

Complete compliance was achieved on February 5, 1981.

Since ly yours,
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Lawrence P. v' r d
Administrator

'cc: Radioisotope Comm.
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