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| At 1245 on 9/4/81 the post LOCA Containment Hydrogen Analyzer "B" was declared incperable |

| when a low analyzer temperaturr was received. Tech. Spec. 3.6.4.1 requires the

| analyzer to be operable. Tech. 3.6.4.1 action statement requirements were met.

| Health/safety of the public was not a..ected.
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! This event was caused by the analy_et temperature switch being exposed to aubient 24ir due !

| to the lack of insulation. The cause for the iv :ulation being removed could not be deter- |

| mined. The switch was insvlated, the alarm cleared and the Hydrogen Analyzer returned to

{ service at 0705 on 9/5/8i. I1&C personnel performing corrective and preventative mainten- |

| ance on this equipme~ will be instructed to insure that insulation is properly reinstalled.
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