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February 16, 1993

U.S. Nuclear Regulatory Commission "

Document Control Desk i

Washington, D.C. 20555 ;

L

:

Dear Sir:
.

!
'

In responce to your communication dated February 10, 1993, NRC ;

Bulletin 92-02 Safety Concerns Relating TO "End Of Life" Of Aging !

Theratronics Teletherapy Units.
:

The Hospital Center at Orange does not have therapy units manufactured
by Theratronics. The hospital does have a Teletherapy Unit, this !
unit is an ATC C-9. This unit was installed in July, 1992 bearing
serial numbers 92014/92013/92012 and 1385 stand.
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The liospital's teletherapy unit was not manufactured by Theratronics,
thus the hospital is exempt from any additional reporting as required
by bulletin 92-02.
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Sincerely,

[ 2

Arthur T. Dunn
President [
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cc: Region 1 [
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