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ENCLOSURE 1

NOTICE OF VIOLATION

Froehling and Robertson, Inc. Docket No. 030-06580
Richmond, Virginia License No. 45-08890-02

EA 93-080

During an NRC inspection conducted March 30, 1993, violations of NRC
requirements were identified. In accordance with the " General Statement of
Policy and Procedure for NRC Enforcement Actions," 10 CFR Part 2, Appendix C,
the violations are listed below:

A. 10 CFR 20.207(b) requires that licensed materials in an unrestricted
area and not in storage be tended under constant surveillance and
immediate control of the licensee. As defined in 10 CFR 20.3(a)(17), an
unrestricted area is any area access to which is not controlled by the
licensee for purposes of protection of individuals from exposure to
radiation and radioactive materials.

Contrary to the above, on or about October 1,1992, licensed material
consisting of approximately 8 millicuries (mci) of cesium-137 and 40 mci
of americium-241, contained in a portable moisture-density gauge located
at a construction site in Blacksburg, Virginia, an unrestricted area,
was not under constant surveillance and immediate control of the
licensee's authorized user and the gauge was struck by a bulldozer and
damaged.

This is a Severity Level III violation (Supplement IV).

B. License Condition No. 19 of NRC License No. 45-08890-02 requires, in
part, that the licensee possess and use licensed material in accordance
with the statements, representations and procedures contained in the
license application dated May 29, 1991.

Section 8.1.2.4 of the " Administrative Control and Radiation Protection
Procedures Manual" submitted under Item 10.6 of the application
requires, in part, that upon damage of a gauge the authorized user will
post a guard on the area, call the Radiation Safety Officer (RS0) as
soon as possible, await instructions and make no attempt to move the
damaged equipment until advised to do so.

Contrary to the above, on or about October 1,1992, a portable moisture-
density gauge was damaged at a construction site located in Blacksburg,
Virginia, and a licensee employee, an authorized user, failed to post a
guard on the area or call the RSO. In addition, the user transported the
damaged equipment to an unauthorized repair facility and had the gauge
repaired.

This is a Severity Level IV violation (Supplement IV).
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Froehling and Robertson, Inc. 2 Docket No. 030-06580 i
Richmond, Virginia License No. 45-08890-02 !

>

IPursuant to the provisions of 10 CFR 2.201, Froehling and Robertson, Inc. is
hereby required to submit a written statement or explanation to the Regional
Administrator, Region II, with a copy to the U.S. Nuclear Regulatory
Commission, ATTN: Document Control Desk, Washington, D.C. 20555, within 30
dcys of the date of the letter transmitting this Notice of Violation (Notice). !
This reply should be clearly marked as a " Reply to a Notice of Violation" and
should include for each violation: (1) the reason for the violation, or, if
contested, the basis for disputing the violation, (2) the corrective steps

.

that have been taken and the results achieved, (3) the corrective steps that '

will be taken to avoid further violations, and (4) the date when full :
compliance will be achieved. If an adequate reply is not received within the
time specified in this Notice, an order or demand for information may be '

issued as to why the license should not be modified, suspended, or revoked, or '

why such other action as may be proper should not be taken. Where good cause
is shown, consideration will be given to extending the response time.

Dated at Atlanta, Georgia ;

This.11@ldayofApril,1993 *
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