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E UNITED STATES.
5- ! NUCLEAR REGULATORY COMMISSION

WASHINGTON, D.C. 20555-0001

.....
June 23, 1994

Docket No. 50-289

Mr. T._ Gary Broughton, Vice President
and Director - THI-l

GPU Nuclear Corporation
Post Office Box 480
Middletown, Pennsylvania 17057

Dear Mr. Broughton:

SUBJECT: GENERIC LETTER 89-10, SUPPLEMENT 5, " INACCURACY OF MOTOR-0PERATED

VALVE DIAGNOSTIC EQUIPMENT" (TAC M88012)

On June 28, 1993, the NRC staff issued Supplement 5, " Inaccuracy of Motor-
Operated Valve Diagnostic Equipment," to Generic letter (GL) 89-10, " Safety- :
Related Motor-0perated Valve Testing and Surveillance," requesting nuclear !

power plant licensees and construction permit holders (1) to re-examine their
MOV programs and to identify measures taken to account for uncertainties in
properly setting valve operating thrust to ensure operability, and (2) to
evaluate the schedule necessary to consider the new information on MOV
diagnostic equipment inaccuracy and to take appropriate action in response to

'that information. Within 90 days of receipt of Supplement 5 to GL 89-10,
'licensees were required (1) to notify the NRC staff of the diagnostic

equipment used to confirm the proper size, or to establish settings, for
safety-related MOVs, and (2) to report whether they had taken actions or
planned to take actions (including schedule) to address the new information on
the accuracy of MOV diagnostic equipment.

The staff has reviewed the responses, and has found that, for the most part,
licensees and permit holders have been actively addressing the uncertainties
regarding the accuracy of M0V diagnostic equipment. The increased inaccuracy
of M0V diagnostic equipment can raise questions regarding (1) the adequacy of
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torque switch settings to provide sufficient thrust while not exceeding thrust
or torque. structural- limits and (2) the capability of actuator motors at |

current settings. In their responses, licensees and permit holders indicated
that many MOVs had the potential for underthrusting or overthrusting as a
result of the higher than expected inaccuracy of MOV diagnostic equipment.
Consequently, some licensees reported that MOVs have been retested, adjusted, ;

or modified to resolve the concerns regarding the accuracy of MOV diagnostic
equipment.

You responded to Supplement 5 by letter dated September 21, 1993, and stated
that Three Mile Island, Unit 1 (TMI-1) uses the ITI-MOVATS TMD and Liberty-
Technologies' VOTES equipment for M0V diagnostic testing. Your response
stated that (1) 28 M0Vs setup using the TMD had been re-evaluated and all were
found capable, (2) THI-1 now uses the TMD for open function valves, and
(3) THI-l is using VOTES equipment in the current outage with the latest
software.
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Mr. T. Gary Broughton -2- June 23, 1994 )

During a future inspection, the NRC staff will discuss your resolution of the
MOV diagnostic equipment accuracy issue.

Sincerely,

Origi.nal signed by:

Ronald W. Hernan, Senior Project Manager
Project Directorate I-4
Division of Reactor Projects - I/II
Office of Nuclear Reactor Regulation

cc: See next page
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Mr. T. Gary Broughton Three Mile Island Nuclear Station,
GPU Nuclear Corporation Unit No. I

cc:

Michael Ross Michele G. Evans
0&M Director, TMI-l Senior Resident Inspector (TMI-1)
GPU Nuclear Corporation U.S. Nuclear Regulatory Commission
Post Office Box 480 Post Office Box 311
Middletown, Pennsylvania 17057 Middletown, Pennsylvania 17057

John C. Fornicola Regional Administrator, Region I
Director, Licensing and U.S. Nuclear Regulatory Commission

Regulatory Affairs 475 Allendale Road
GPU Nuclear Corporation King of Prussia, Pennsylvania 19406
100 Interpace Parkway
Parsippany, New Jersey 07054

Robert B. Borsum
Jack S. Wetmore B&W Nuclear Technologies
TMI Licensing Manager Suite 525
GPU Nuclear Corporation 1700 Rockville Pike
Post Office Box 480 Rockville, Maryland 20852
Middletown, Pennsylvania 17057

trnest L. Blake, Jr., Esquire William Dornsife, Acting Director
Shaw, Pittman, Potts & Trowbridge Bureau of Radiation Protection
2300 N Street, NW. Pennsylvania Department of
Washington, DC 20037 Environmental Resources

Post Office Box 2063
Chairman Harrisburg, Pennsylvania 17120
Board of County Commissioners

of Dauphin County
Dauphin County Courthouse
Harrisburg, Pennsylvania 17120

Chairman
Board of Supervisors

of Londonderry Township
R.D. #1, Geyers Church Road
Middletown, Pennsylvania 17057
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