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REGISTFY OF RADICACTIVE SEALED SOURCES AND DEVICES
SAFETY EVALUATIO!10F :EVICE

NC.: NF2940101U OATE: November 30, 1970 PAGE 1 0F 2

CEVICE TYPE: . Gas Chrenatograph

"00EL: 11-105-002, 11-100-001

-ftANUFACTURER/ DISTRIBUTOR: Fisher Scientific Co. - Dist.
711 Forbes Ave.
Pittsburgh, PA 15219

r
MAtlUFACTURER/ DISTRIBUTOR: Victoreen Instrunent Co. - fifr.

10101 Woodland Ave.
Cleveland, OH 44104

SEALED SOURCE MODEL DESIGNATION:

ISOTOP'E: ' Nickel -63 MAXIMUM ACTIVITY: 15 millicuries

LEAK TEST FREQUENCY:

PRIllCIPAL USE: . Ion Generators, Chromatography

CUSTOM DEVICE: YES X NO

NMDIA
17784-74 PDR.
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PEGISTRY OF RADI0 ACTIVE SEALED SOURCES AND DEVICES
SAFETY EVALUATION: 0F DEVICE
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N0'. : NP294D101U DATE: November 30, 1970 PAGE 2 0F 2

DEVICE TYPE: Gas Chrer:atooraph

- ; DESCPIPTION:

Fisner Scientific Company distributes the Series 4000 gas chromatcgraphs
manufactured by the.Victoreen Instrument Company. These chromatographs contain the
Victoreen i4odel No. CPO-6E9 electron-capture detector cell. Additional informatico
is provided in the November 20, 1970 sheet describing the Victoreen i4odel CP0-659

' (flR29401020).

ISSUING AGENCY:'

.,

U.S. Atomic Energy Commission. .
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