
, _. . _ ._ -

', .;* i. .. ,.
,

. .

/

f

d
1- , >

\

APPENDIX A ,

1

,
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NOTICE OF VIOLATION g,

Applied Radiant Energy Corporation License No. 45-11496-01

Based on the NRC inspection October 23, 1980, certain.of your activities were
apparently not conducted in fu17 compliance with NRC requirements as indicated ,

below. These items have been categorized arr described in correspcodenes to you
dated December 31, 1974.

,

As required in part by Conkicion 15, the licensee shall possess and use
licensed material in accordance with statements, renresentations, and
procedures contained in'your application dated July 26,11965, and attachments
thereto. Item 11 of your attached procedures *uequires that instruments be
calibrated at yearly intervals by any of.the followin5 methods: (a) returning
the instrument to a vendor or other supplier forgcalibration; (b) checking
the instrument against a calibrated instrument check source aing the
inverse square law; or (c) the check source supplied with the instrument
can be used to check the lower ranges,

,

'
i ,

'

Contrary to the above, 'the portable survey meter used for' perfoaning area
surveys and leak test evalu'ations, has not received an,'sanual calibration

.

since the last inspection of May 31, 1977. The instru.nent response was
checked by the licensee with an eight microcurie cesium-137 check source of
unknown calibration date, ' taped to the bottom of the battery box, inside.
the corroded instrument case, and thus did not constitute adequate calibra-
tion for any of the instrument ranges. ,4
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This is an infraction.
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