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FCRL:JCW
Mail Control No.12634

Defense Nuclear Agency
ATTN: Col. B. Adock, Director
Armed Forces Radiobiology Researth Institute
Bethesda, MD 20014

Gentlemen:

This refers to your application, dated September 24, 1982, for amendment
to license number 19-08330-02. After reviewing your application, we find
we will need the following additional information:

Instrument Calibrator

Please specify the manufacturer, model number, and activities in
curies for the sealed source contained in your J. L. Shepherd Model
89 Calibration Range.

Instrument Calibration

Your application specifies the use of outside contractors for doing
instrument calibrations. Please provide the name and license number of
all such contractor to be uttitzed. If the license number is not available,
please specify the information outlined in Regulatory Guide 10.7 items
nos. 10 and 11.

Our review of your application will continue upon mceipt of the above
information. Please mply in duplicate, and reference Mail Control No.
12634.

Sincerely.

" Original cirned by Joseph C. Wang"

Joseph C. Wang
Material Licensing Branch
Division of Fuel Cycle and

Material Safety

Enclosure: Reg. Guide 10.7
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