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License No. 37-18263-01
Docket No. 030-14750
Control No. 105429

Warminster General Hospital
ATTN: Mr. Timothy A. Churchill,

Associate Administrator
225 Newtown Road
Warminster, PA. 18974-

Gentlemen:

This is in reference to your amendment request dated April 26, 1986. In order
to continue our review, we need the following additional information:

1. Please explain, in detail, the basis for, and adequacy of, your proposed
semi-annual check Of the exhaust from the Pulmonex trap using charcoal
cartridges to sample the Xe-133 released. Confirm that you will be able

' to determine within a sufficient time interval, that the Pulmonex Xenon

| Trap System is saturated with Xe-133 and should be changed.
i

: 2. In accordance with the recommendations by Energy Testing and Balancing for
i the room air exhaust system, please confirm that the Nuclear Medicine Room
; air discharge duct that passes through an adjacent area, is properly
; sealed to preclude leakage from the duct.
!
| We will continue our review upon receipt of the above information. Please
! reply in duplicate, referencing Control. No. 105429. In order to continue

prompt review of your application, we request that you submit your response toj

! this letter within 30 calendar days from the date of this letter.
!

Sincerely,

! Original signed nfi
Jolm E. Glenn'

.a

John E. Glenn, Ph.D., Chief:

| Nuclear Materials Safety Section B
{ Division of Radiation Safety
' and Safeguards
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