Danbury Hospital Docket No. 030-01274
Danbury, Connecticut License No. 06-08544-01

During an NRC inspection conducted on July 24, 25, and 30, 1997, violations of NRC
requirements were identified. In accordance with the "General Statement of Policy

and Procedure for NRC Enforcement Actions,” (Enforcement Policy), NUREG 1600, the
violations are listed below

A 10 CFR 20.19061(b)(1) requires that each licensee monitor the external surfaces
of a package labeled with a Radioactive White 1, Yellow I, or Yellow Ill label
for radioactive contamination, unless the package contains only radioactive
material in the form of a gas or in special form as defined in 10 CFR 71.4. This
monitoring shall be performed as soon as practicable, but not later than 3 hours
after receipt of the package during the licensee’s normal working hours, or not

later than 3 hours from the beginning of the next working day if it is received
after working hours.

Contrary to the above, as of July 1, 1994 the licensee received packages
labeled with Radioactive White | and Yeliow |l labels during and after working
hours, the packages were not exempt from the monitoring requirement for
radioactive contamination, and the licensee did not perform the required
monitoring. Specifically, the packages received by tt e licensee contained
millicurie quantities of technetium-99m abeled radiopharmaceuticals and two
curies molybdenum-9S/technetium-99m generators in normal form

This is a Severity Level |V violation (Supplement V).

10 CFR 35.205(b) requires that a licensee administer radioactive gases only in
rooms that are at negative pressure compared to surrounding rooms

Contrary to the above, the licensee did not administer radioactive gases in a
room that was at negative pressure compared to surrounding rooms.
Specifically, on February 1, 1995, the licensee administered radioactive xenon-
133 gas in Room 3, which was not at negative pressure compared to
surrounding rooms

This is a Severity Level |V violation (Supplement VI)

10 CFR 35.22(a)(3) requires that to establish a quorum and conduct business,
at least one half of the Radiation Safety Committee’'s membership must be

present, including the Radiation Safety Officer and the management’s
representative

Contrary to the above, on March 12, 1997, the licensee’s Radiation Safety
Committee met and conducted business and a quorum was not present
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Notice of Violation 2.

Specifically, seven out of fifteen members, including the Radiation Safety
Officer and the management’'s representative, were present

This is a Severity Level |V violation (Supplement VI)

10 CFR 35.50(b)(3) requires, in part, that a licensee test each dose calibrator
for linearity at least quarterly

Contrary to the above, the 'i~=rsee did not test each dose calibrator for linearity
quarterly. Specifically, the licensee did not test its dose calibrator for linearity
from August 30, 1995 until January 23, 1996, a period in excess of quarterly.

This is a Severity Level |V violation (Supplement VI)

10 CFR 35.59(b)(2) requires, in part, that a licensee in possession of a sealed
source test the source for leakage at intervals not to exceed six months.

Contrary to the above, the licensee did not test its sealed sources for leakage at
intervals not to exceed six months., Specifically, the licensee did not test its
sealed sources located in Nuclear Medicine containing greater than 100
microcuries ot byproduct material for leakage between June 16, 1996 and May
3, 1987 and its brachytherapy sealed sources located in Radiation Oncology
containing millicurie quantities of cesium-137 between April 13, 1995 and
November 2, 1995, intervals in excess of six months

This is a Severity Level |V violation (Supplement VI)

10 CFR 35.59(g) requires, in part, that a licensee in possession of a sealed
source or brachytherapy source conduct a quarterly physical inventory of all
such sources in its possession.

Contrary to the above, the licensee did not conduct a quarterly physical
inventory of its sealed sources and brachytherapy sources in its possession
Specifically, the licensee did not conduct a physical inventory of its sealed
sources located in Nuclear Medicine from August 10, 1995 to January 9, 1996
and its brachytherapy sources located in Radiation Oncology from October 16,
1995 to December 26, 1996, periods in excess of a quarterly

This is a Severity Level |V violation (Supplement Vi)

10 CFR 35.59(h) requires, in part, that a licensee in possession of a sealed
source or brachytherapy source measure the ambient dose rates quarterly in all
areas where such sources are stored

Contrary to the above, the licensee did not measure the ambient dose rates in
areas where its brachytherapy sources are stored quarterly. Specifically, from

August 15, 1995 until April 30, 1996 and again from April 30, 1996 until
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Notice of Violation 3

December 26, 1996, periods in excess of quarterly, the licensee did not
measure the ambient dose rates in areas surrounding the cesium-137 safe

located in Radiation Oncology, an area where brachytherapy sources were
stored

This is a Severity Level IV violation (Supplement Vi)

Pursuant to the provisions of 10 CFR 2.201, Danbury Hospital is hereby required to
submit a written statement or explanation to the U.S. Nuclear Regulatory Commission
ATTN: Document Control Desk, Washington, D.C. 20555, with a copy to the
Regional Administrator, Region |, within 30 days of the date of the letter transmitting
this Notice of Violation (Notice). This reply should be clearly marked as a "Reply to a
Notice of Violation" and should include for each violation: (1) the reason for the
violation, or, if contested, the basis for disputing the violation, (2) the corrective steps
that have been taken and the results achieved, (3) the corrective steps that will be
taken to avoid further violations, and (4) the date when full compliance will be
achieved. Your response may reference or include previous docketed correspondence,
if the correspondence adequately addresses the required response. If an adequate
reply is not received within the time specified in this Notice, an order or a Demand for
Information may be issued as to why the license should not be modified, suspended,
or revoked, or why such other action as may be proper should not be taken. Where
good cause is shown, consideration will be given to extending the response time.

Because your response will be placed in the NRC Public Document Room (PDR), to the
extent possible, it should not include any personal privacy, proprietary, or safeguards
information so that it can be placed in the PDR without redaction. However, if you
find it necessary to include such information, you should clearly indicate the specific
information that you desire not to be placed in the PDR, and provide the legal basis to
support your request for withholding the information from the public.
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