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UNITED STATES NUCLEAR REGULATORY COMMISSION 
Region Ill, Materials Licensing Section 
2443 Warrenville Road, Suite 210 
Lisle, IL 60532-4352 

Re: License No. 21 .. 20137-01, Mclaren Port Huron 
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A closeout survey of the nuclear medicine department and treadmill rooms located in 
the "old" nuclear medicine department was performed on August 24, 2020 and is 
enclosed for your review. 

The last date of use of unsealed sources at this area was August 7, 2020. All 
radioactive waste and sealed sources have been removed from this department and 
placed in the new department as of August 18, 2020. 

Thank you for you cooperation with this matter. If you have any questions or require 
additional information please contact our physicist, Michelle L. Kritzman, at (734) 662-
3197 or by email at: mkritzman@mpcphysics.com 

Thank you for your cooperation . 

+ Kim Chaltry 
Director of Medical Imaging Services and Radiation Oncology 
McLaren Port Huron 
Port Huron, Michigan 

RECEIVED SEP O 9 2020 
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Close-out of "Old" Nuclear Medicine Department 

Date Performed: August 24, 2020 

Performed By: Paul Mehnert, CNMT 
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Wipe tests analyzed with Captus 3000 sodium iodide well counter with a 50-700 keV 
window. Efficiency for this energy range is 10% and MDA is less than 200 dpm for this 
range. The conversion factor used is 10 dpm/cpm. 

Survey performed with a Ludlum 14C GM survey meter S/N 210275 calibrated on 
03/20/2020. Range used was 0-0.2 mR/hr. 

Visual Check 

The area was checked to ensure that all radioactive material had been removed. No 
radioactive material was located . The last dates of use of radioactive material were as 
follows: 

Tc-99m 
Tl~201 : 
ln-111 : 
Ga-67: 
1-123: 
1-131 : 

08/07/2020 
07/13/2020 
04/2018 
07/13/2020 
07/22/2020 
05/28/2020 

All sealed sources and waste were removed and relocated to the new nuclear medicine 
department on 08/18/2020. 

Radiation Level Survey 

No area within the department demonstrated radiation levels in excess of the 
background reading of 0.02 mR/hr. 

Removable Contamination 

1 minute counts of a wipe sample covering at least a 100 square centimeter area 

Maximum removable contamination: 17.4 net cpm x 10 dpm/cpm 
;;:;174 net dpm 

See Enclosures for complete wipe test results and map of areas tested . 

Conclusion 

As of August 24, 2020, there was neither radioactive material nor removable 
contamination present. 
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Mclaren Pt Huron 

Old Nuclear Medicine Department 
License# 21·20137•01 

Paul Mehnert, 
Date: 8/24/2020 Performed By: CNMT 

Survey Meter: Ludlum 14c Check Value: 3 mR/hr 

net com net dcm mR/h 

1 Counter 8.4 84 0.02 

2 Counter 8.4 84 0.02 
3 Counter 8.4 84 0.02 
4 Sink 3.4 34 0.02 
5 Floor 3.4 34 0.02 

6 Counter 3.4 34 0.02 

7 Counter 6.4 64 0.02 
a Counter 6.4 64 0.02 
9 Floor 0.0 0 0.02 
10 Floor 0.0 0 0.02 

11 Floor 0.0 0 0.02 
12 Floor 0.0 0 0.02 
13 Floor 7.4 74 0.02 
14 Floor 7.4 74 0.02 
15 Floor 7.4 74 0.02 
16 Floor 7.4 74 0.02 
17 Floor 7.4 74 0.02 
18 Floor 7.4 74 0.02 
19 Floor 7.4 74 0.02 
20 Floor 0.0 0 0.02 
21 Floor 0.0 0 0.02 
22 Floor 0.0 0 0.02 --23 Floor 0.0 0 0.02 
24 Floor 0.0 0 0.02 

25 Floor 0.0 0 0.02 

26 Floor 2.4 24 0.02 
27 Floor 2.4 24 0.02 

28 Floor 2.4 24 0.02 
29 Floor 0.0 0 0.02 

30 Floor 0 .0 0 0.02 
31 Floor 1.4 14 0.02 

32 Floor 1.4 14 0.02 
33 Floor 1.4 14 0.02 
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34 Floor 0.0 0 0.02 
35 Floor 0.0 0 0.02 
36 Floor 0.0 0 0.02 
37 Desk 0.0 0 0.02 ·--
38 Floor 0.0 0 0.02 
39 Floor 0.0 0 0.02 
40 Floor 0.0 0 0.02 
41 Floor 0.0 0 0.02 
42 Floor 0.0 0 0.02 
43 Floor 0.0 0 0.02 
44 Floor 0.0 0 0.02 
45 Floor 0.0 0 0.02 ...... , . . , .... -...... .. ...... ---·---- -· .. " ""' ' " " ~,-..... ,- , . 
46 Floor 10.4 104 0.02 
47 Desk 10.4 104 0.02 
48 Floor 10.4 104 0.02 
49 Floor 0.0 0 0.02 
50 Desk 0.0 0 0.02 
51 Floor 0.0 0 . 0.02 
52 Floor 15.4 154 0.02 
53 Floor 15.4 154 0.02 ----
54 Floor 15.4 154 0.02 

55 Floor 17.4 174 0.02 

56 Floor 17.4 174 0.02 
57 Floor 17.4 174 0.02 

58 Floor 17.4 174 0.02 
59 Floor 4.4 44 0.02 
60 Floor 4.4 44 0.02 
61 Floor 4.4 44 0.02 
62 Floor 0.0 0 0.02 

Background 0.02 

ACTION LEVELS: 2000 dpm Conversion factor 10 dpm/cpm 

COMMENTS: No evidence of removable contamination. 




