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REPORT NUMBER(S)

1.  LICENSEE/LOCATION INSPECTED: 2. NRC/REGIONAL OFFICE

3. DOCKET NUMBER(S) 4. LICENSE NUMBER(S) 5. DATE(S) OF INSPECTION

LICENSEE:
The inspection was an examination of the activities conducted under your license as they relate to radiation safety and to compliance with the Nuclear 
Regulatory Commission (NRC) rules and regulations and the conditions of your license.  The inspection consisted of selective examinations of 
procedures and representative records, interviews with personnel, and observations by the inspector.  The inspection findings are as follows:

1. Based on the inspection findings, no violations were identified.

2. Previous violation(s) closed.

3. The violations(s), specifically described to you by the inspector as non-cited violations, are not being cited because they were self-identified, 
non-repetitive, and corrective action was or is being taken, and the remaining criteria in the NRC Enforcement Policy, to exercise 
discretion, were satisfied.

4.

Non-cited violation(s) were discussed involving the following requirement(s):

During this inspection, certain of your activities, as described below and/or attached, were in violation of NRC requirements and are being 
cited in accordance with NRC Enforcement Policy. This form is a NOTICE OF VIOLATION, which may be subject to posting in accordance 
with 10 CFR 19.11.
(Violations and Corrective Actions)

Statement of Corrective Actions
I hereby state that, within 30 days, the actions described by me to the Inspector will be taken to correct the violations identified.  This statement of 
corrective actions is made in accordance with the requirements of 10 CFR 2.201 (corrective steps already taken, corrective steps which will be taken, 
date when full compliance will be achieved).  I understand that no further written response to NRC will be required, unless specifically requested.
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Memorial Healthcare 
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✔
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1.  Licensee Name:

Memorial Healthcare
2.  Docket Number(s):

030-02100
3.  License Number(s)

21-11475-01

4.  Report Number(s):

2021001
5.  Date(s) of Inspection:

April 19, 2021, through May 3, 2021
6.  Inspector(s):

Jason Draper
7.  Program Code(s):

02120
8.  Priority:

3
9.  Inspection Guidance Used:

IP 87131

10.  Licensee Contact Name(s):

Nathan Smith, CNMT

11.  Licensee E-mail Address:

nsmith@memorialhealthcare.org

12.  Licensee Telephone Number(s):

(989) 729-4726

13.  Inspection Type: Initial

Routine✔ Announced✔

Non-Routine Unannounced Temporary Job Site

Field Office Main Office✔

14.  Locations Inspected:

Remote ✔

15.  Next Inspection Date (MM/DD/YYYY):

04/19/2021 Normal✔

Reduced

Extended

No change

16.  Scope and Observations:

This was an announced remote routine inspection of a hospital authorized to perform diagnostic and therapeutic 
administrations of radiopharmaceuticals at its facility in Owosso, Michigan.  The licensee employed three full-time 
nuclear medicine technologists (NMTs) and two per-diem NMTs who performed diagnostic administrations to 
approximately 20-25 patients per week as well as iodine-131 therapies on approximately 3-5 patients per year.  The 
licensee retained the services of a medical physics consultant to conduct audits of the program on a quarterly basis. 
 
Due to the Covid-19 public health emergency, the licensee agreed to facilitate a remote inspection of their activities.  
The inspector interviewed the lead NMT with respect to the activities performed under their license as well as 
reviewed a selection of records provided electronically by the licensee, including:  a description of how the licensee 
secures radioactive material, instrument calibration records, survey and wipe records, sealed source inventory and 
leak test records, occupational dose records, training and worker instruction records, and quarterly audits. The 
inspector also reviewed written directives and patient release records associated with three recent iodine-131 
therapeutic administrations to verify that administrations were performed in accordance with the written directives 
and the regulations.  Through these interviews and reviews of records, the inspector determined that the licensee 
performed licensed activities safely and in accordance with NRC requirements. 
 
No violations were identified as a result of this inspection.


