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November 10, 2021

Radiology Department

Parkland Health Center

1101 West Liberty

Farmington, Missouri 63640 Results in Amendment #

RE: License Renewal
Hello Wes,

Attached is an amendment request in letter format, informing the NRC of the License
Renewal.

Read the application carefully for completeness and accuracy. If any changes are
made, please be sure we have a copy of the changes as submitted. If there are no
necessary changes, have the letter copied onto your facility's letterhead. The
application letter is to be signed by Steve. Steve will also need to sign NRC form 313.
Dr. Miller & Steve will need to sign the RSO Delegation of Authority on page two (2) of
the application.

Make one additional copy of the applic=tinn packet to.keep f-- - our files. Send the
original application packet W...g address:

/ U. S. Nuclear Regulatory Commission

Region I

Materials Licensing Section

2443 Warrenville Road, Suite 210
Lisle, lllinois 60532-4352
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U. S. Nuclear Regulatory Commission Region Il
Materials Licensing Section

2443 Warrenville Road Suite 210 Lisle,
lllinois 60532-4351

License Numbers 24-16616-01

Dear Materials Licensing Section:

This is an amendment request for renewal of our Radioactive Materials License. No
other changes are being addressed. If you have any questions or concerns please
contact Mark Beanblossom, at 636-265-2516.

Thank you for your assistance.
Sincerely,
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RSO Delegation of Authority

You, Kenneth L. Miller M.D. have been appointed Radiation Safety Officer and are
responsible for ensuring the safe use of radiation. You are responsible for managing the
radiation protection program; identifying radiation protection problems; initiating,
recommending, or providing corrective actions; verifying implementation of corrective
actions; stopping unsafe activities; and ensuring compliance with regulations. You are
hereby delegated the authority necessary to meet those responsibilities, including
prohibiting the use of byproduct material by employees who do not meet the necessary
requirements and shutting down operations were justified for radiation safety. You are
required to notify management if staff do not cooperate and do not address radiation
safety issues. In addition, you are free to raise issues NRC at any time.

| accept the above responsibilities,
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8.11 ktem 7

Authorized User for Medical Use
The Following AU's are currently listed on our license # 24-16616-01
Kenneth L. Miller, M.D, Byproduct Materials permitted in 10 CFR 35.100,
35.200 & 35.300.

Gasper M. Fernandez, M.D. | Byproduct Materials permitted in 10 CFR 35.100,
35.200 & 35.300 (limited to oral administration of
sodium iodide 1-131 in uantities of 33 mCi or less.
Patients that are treated with 10 CFR 35.300 materials will be released in
accordance with 10 CFR 35.75 requirements.

8.16 Iltem 9

FACILITY DIAGRAM (Attachment)

8.17 Iltem 9

Radiation Monitoring Equipment
Radiation monitoring Instruments will be calibrated by a person qualified to perform survey
meter calibration. We will possess a Ludlum 14C pancake probe that will be used for performing

required surveys We reserve the right to upgrade our survey instruments as necessary as long
as they are adequate to measure the type and level of radiation for which they are used.
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8.18 Item 9
Dose Calibrator

Equipment used to measure dosages for human use, will be calibrated in accordance with
nationally recognized standards or the manufacturer's instructions. We do not currently use a
dose calibrator for measuring patient doses.

8.23 Item 10
Occupational Dose

Either we will perform a prospective evaluation demonstrating that unmonitored Individuals are
not likely to receive in one year a radiation dose in excess of 10% of the allowable limits in 10
CFR Part 20 or we will provide dosimetry that meets the requirements listed under "criteria" In
NUREG — 1556, VOL 9, Rev. 3 "Consolidated Guidance About Materials Licenses: Program
specific Guidance About Medical Use Licensees.

8.29 Iltem 10
Opening Packages
We have developed and will implement and maintain written package opening

procedures that meet the requirements of 10 CFR 20.1906.

8.33 Item 10
Area Surveys

We have developed and will implement and will maintain written procedures for area
surveys in accordance with IOCFR 20.1101 that meet the requirements of IOCFR 20.1501
and 20.1906.

8.34 Item 10
Procedures for Administrations Requiring a Written Directive

We have developed and will implement and will maintain written procedures for
administrations requiring a written directive in accordance with 10 CFR 35.41.
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8.35 item 10
Safe Use of Unsealed Licensed Material

We have developed and will implement and will maintain written procedures for safe
use of unsealed byproduct material that meet the requirements of 10 CFR 20.1 101,
20.1301 and 10 CFR 35.69.

8.37 Item 10
Spill Procedures

We have developed and will implement and will maintain written procedures for safe
response to spills of licensed material in accordance with 10 CFR 20.1 101.

8.44 Item 11
Waste Management

We have developed and will implement and will maintain written procedures for Waste
disposal of licensed material in accordance with IOCFR 20.1101, that also meet the
requirements of the applicable section of subpart K to IOCFR 20 and 10 CFR 35.921.
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